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Preface 



The growth of magnetic resonance imaging (MRI) as a tool for studying brain function, as opposed 
to its more traditional role as a tool for studying brain anatomy and pathology, has been quite 
remarkable over the past decade. This has been driven in large measure by an appreciation of the 
considerable potential for functional magnetic resonance imaging (fMRI) to increase our under- 
standing of how the human brain works, both in the normal and diseased states. FMRI-based 
research has drawn together a multi-disciplinary community of neuroscientists, clinicians, engi- 
neers, physicists, and image analysis specialists focusing on common problems. However, as fMRI 
and related methods mature, there is an increasing tendency for studies employing them to be 
performed in smaller hospitals and research institutions, often without the benefit of large teams 
for research support, but with important questions ripe for exploration. To those newcomers who 
wish to exploit fMRI and related methods in solving neurobiological problems, it can seem as 
though there is a bewildering range of information that must be absorbed. 

The motivation for compiling this book was to provide a rigorous yet accessible introduction to 
the burgeoning field of fMRI and, in particular, the method of blood oxygenation level dependent 
(BOLD) contrast. Although other books, chapters, and review articles which deal with fMRI have 
appeared, there is a conscious effort in this book to cater more for the needs of the novice fMRI 
researcher, than for the expert fMRI scientist. In this respect, we have tried to keep the needs of the 
neuropsychologist, the experimental cognitive neuroscientist, or the research-oriented physician in 
mind in tailoring the chapters. In each chapter in this book, little or no previous knowledge of the 
principles or practice of fMRI is assumed. At the same time, a high level of rigour is also sought. 

The target audience is a wide group of individuals who participate in this multi-disciplinary 
endeavour. In particular we hope to provide a useful text book to those who are new to fMRI, but 
want to use it as a tool for study of the brain. Our own experience with graduate students and post- 
docs is that the best fMRI experiments are performed by those who appreciate the underlying brain 
physiology, and seek to understand the 'black box' beneath the MRI scanner and the analysis 
computer. By doing so, the complexity of question that can be asked, and the level of interpreta- 
tion that can be made, are vastly improved. This book is aimed at those inquiring individuals. 

The book is divided into six main parts. In Part I a broad overview of the field is provided, which 
also serves to set the remainder of the book in context. In Part II the physiological and physical 
background to fMRI is given. This includes a consideration of the necessary hardware and pulse 
sequence selection. Practical issues involving experimental design of the paradigms and also 
psychophysical stimulus delivery and subject response are provided in Part III, followed by a 
comprehensive treatment of data analysis in Part IV. General issues underlying applications, both 
to questions in neuroscience and to questions in clinical science, are given in Part V. The book 
concludes in Part VI with a discussion of how fMRI can be integrated with other neuro-electro- 
magnetic functional mapping techniques. 

The scope of expertise required to write a book with authority on this range of topics demanded 
that it became a multi-authored work. We have been remarkably fortunate to have secured 
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chapters and input from colleagues of the highest calibre. As such, our primary duty is to thank 
them all sincerely for their scholarly didactic contributions. We also thank a number of individuals 
who have read parts of this book in an attempt to provide feedback which should ensure that the 
book remains accessible to its target audience. We also thank Oxford University Press for their 
patience and help. 

Oxford 

February 2001 P.J. 

P.M.M. 
S.M.S. 
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An introduction to functional 
magnetic resonance imaging of 
the brain 



Paul M. Matthews 



1.1 Introduction: What is 
functional imaging of the brain? 

This chapter is intended to provide an overview of 
fMRI methods and applications. Like the rest of the 
book, it is intended to highlight key concepts or strate- 
gies rather than to provide a review of the literature. It 
also should provide a guide to the chapters that follow. 
We hope that it will help to place them in context. In 
doing so, this chapter makes later repetition inevitable, 
but we have embraced this in the belief that learning 
can be made easier by having ideas presented more 
than one time and in more than one way. 

1.1.1 The physiology of brain activation 

Functional brain imaging can be strictly or more 

broadly defined. We consider it broadly to include 

the full range of techniques by which physiological 

changes accompanying brain activity are defined. 

Different techniques a 

changes. As outlined 

focus on magnetic 

book arises from the 

range of potential appli< 

methods, as well as th( 

ability of MRI scanners 

In contrast to many of the in vitro methods used to 
define brain function, methods used in vivo generally 
are concerned not with the behaviours of single 
with the activities of large populations of 
. This nonetheless is highly informative, as 
single neurones do not work independently, but func- 
tion in large aggregates (consider, for example, the 
vertical integration of neurones in columns in primary 
sensory cortex). Despite the small sizes of individual 



different types of 
the chapters of Part II, the 
-based techniques in this 
traordinary flexibility and 
ions for magnetic 
ifety and widespread 



useful information concerning brain func- 
tion therefore can be obtained using methods that have 
an in-plane spatial resolution of even 3 mm or greater. 

Information transfer in the brain along axons occurs 
by electrical conduction. Information is transferred 
between neurones by the release of neurotransmitter 
molecules at synapses and their subsequent interac- 
tions with specific receptors on target neurones. These 
neurotransmitter-receptor interactions then lead to 
changes in membrane current flow which change the 
post-synaptic neuronal membrane potential (and the 
accompanying extracellular electrical field) and alter 
depolarization frequency. 

As discussed in some detail in Chapter 2, the meta- 
bolic changes in neurones and glia that accompany 
neurotransmitter release are energy-requiring. Most of 
this energy is used at or around synapses. As normal 
brain energy production depends ultimately on oxida- 
tive metabolism, there thus is greater local demand for 
delivery of oxygen with increased synaptic activity. To 
meet this increased metabolic demand, neuronal acti- 
vation is accompanied by increased local blood flow. 

In 1890 the physiologist Charles Sherrington dem- 
onstrated that stimulation of the brain caused a local 
i blood flow. However, he also observed that 
r e proportion of oxygen extracted from this 
is reduced: the increase in total oxygen 
xceeded the increase in oxygen utilization. 
Chapter 2 highlights the potential 
physiological significance of an increased rate of 
oxygen delivery to the working brain and shows that 
rates of oxygen es may limit its 

utilization rate (Kuwabara et al. 1992; Buxton 
and Frank 1997). By increasing the relative proportion 
of oxygenated haemoglobin in blood, the oxygen 
gradient between capillaries and cell mitochondria is 
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sed, helping to match diffusion-limited transport 
to the rate of utilization. Accompanying the increase in 
blood flow is a small increase in local blood volume. 

These elements of the physiology of information 
transfer in the brain-generation of an extracellular 
electrical potential, increased oxidative metabolism 
(and glucose substrate utilization), and enhanced local 
blood flow and relative oxygenation - provide the basis 
for a number of functional imaging methods. Changes 
in blood oxygenation and flow have been used for the 
functional magnetic resonance imaging methods that 
are the primary focus of this book (see Chapters 6 and 
8), but advances in spectroscopic imaging suggest some 
potential for using magnetic resonance metabolic 
imaging in similar ways (Hyder et al. 1996; Hyder et al. 
1997). 

1.1.2 Techniques for functional brain 
mapping 

Functional imaging methods define dynamic brain 
changes having a time course similar to that of brain 
sensory, motor or cognitive activities. Specific interpre- 



methods that also can define the neuro- 
tizations for these dynamic changes. 

Different functional brain imaging methods, there- 
fore, are usefully compared and contrasted in terms of 
both their temporal and spatial resolution (Fig. 1.1). In 
general, electrophysiological methods based on direct 
mapping of transient brain electrical dipoles generated 
by neuronal depolarization (e.g. electroencephalo- 
graphy or EEG) or the associated magnetic dipoles 
(magnetoencephalography or MEG) define the under- 
lying cortical neuronal events in real time (10-100 
msec), but provide relatively poor spatial resolution 
(many mm-cm). In contrast, functional magnetic reso- 
nance imaging (fMRI) and positron e 
graphy (PET) provide information on t 
blood flow accompanying neuronal i 
relatively high spatial resolution (approximately, 1-10 
mm), but have a temporal resolution limited (at best) 
by the rate of the much slower haemodynamic changes 
that accompany neuronal depolarization. Factors 
determining the potential spatial and temporal resolu- 
tion of fMRI are discussed in Chapter 7. 

Optical imaging methods (e.g. near infrared spectro- 
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Fig. 1.1 FMRI occupies a unique niche among the functional brain mapping technique's mailable. '1 his is an adapted version 
of a popular illn lai ill It mil i methods that can 

be used in animals, man, or isolated tissue preparations. FMR] has the potential to link high spatial and temporal resolution 
studies to an understanding of systems organization across the brain. This integration of brain mapping technique 
use of the most important area in current research (adapted from Cohen and .Bookheimer 1994). 
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scopy or MRS) also measure changes in cortical blood 
flow, but, because of ligh ticularly by the 

skull, have poor spatial resolution unless the cortical 
surface is exposed. Optical imaging methods also are 
restricted to study of the cortical surface. An important 
relative advantage of PET or fMRI methods is that they 
allow mapping of neuronal activation deep in the 
brain. Metabolic imaging by magnetic resonance spec- 
troscopic imaging (MRSI ) or PET is also possible, but 
these methods have a more variable and generally 
lower spatial resolution (depending on the nature of the 
chemical species being imaged) and rather poor tempo- 
ral resolution (on the order of 30 s to min). However, 
the specificity of the information that they can provide 
is high and complements that available from fMRI. 

This book will focus primarily on blood oxygena- 
tion level dependent (BOLD) fMRI, in which the 
imaging contrast arises as a consequence of the higher 
ratio of oxy- to deoxyhaemoglobin in local draining 
venules and veins that accompanies neuronal activa- 
tion (Ogawa et al. 1993). Direct imaging of the blood 
flow response using perfusion MRI is also discussed in 
Chapters 6 and 8, but has been used less widely 
because of its much lower sensitivity. Similar analysis 
problems and methods would be used for both BOLD 
and perfusion fMRI. These are discussed in the context 
of BOLD fMRI in the chapters of Part IV. Ways in 
which BOLD fMRI can be integrated with electro- 
physiological methods (e.g. direct linking of transcran- 
ial magnetic stimulation (TMS) and fMRI (Roberts 
et al. 1997) or event-related potentials (ERP) and 
fMRI (McCarthy 1999) ) are becoming increasingly 
important (see Chapter, 19). 

The singular focus on MRI-based techniques in this 
book is a response to the explosion of interest in this 
specific modality. The widespread availability of the 
technology, its relatively low cost per examination, 
and the lack of recognized risks to repeated applica- 
tions have already ensured that fMRI will have a major 
role in both basic and clinical i 
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1.2 Principles of magnetic 
resonance imaging 

The nuclear magnetic resonance phenomenon is intro- 
duced more fully in Chapter 3. Very briefly, magnetic 



have a magnetic r 
field. (For more detail, see Hashemi and Bradley 
1997.) Nuclei of many atoms with a nuclear 'spin' 
(e.g., l H, 13 C, 31 P) (Table 3.1) can behave as simple 
magnetic dipoles and (notionally) can assume either a 
high-energy state (behaving as if oriented against the 
applied field) or a low-energy state (as if aligned with 
the applied magnetic field). Transitions between the 
two energy states accompany absorption or emission 
of energy in the radiofrequency range. 

The frequency of the energy emitted by an excited 
nucleus is proportional to the magnetic field experi- 
enced. The magnetic field at the nucleus is determined 
primarily by the strong magnetic field that is applied to 
the sample in the imaging experiment. As the precise 
relation between the resonance frequency and the 
applied magnetic field is different for different nuclei, 
magnetic resonance imaging systems can be 'tuned' to 
detect specific types of nuclei independently. However, 
the magnetic field at the nucleus is also modulated by 
small 'shielding' effects of electrons around the 
nucleus. These 'shielding' effects cause changes on the 
order of only ppm in the precise resonance frequencies 
of nuclei that are observed. These small differences 
between resonance frequencies of protons in different 
molecules are ignored in conventional MRI or fMRI 
applications, but they provide the basis for MR spec- 
troscopic methods. 

1.2.1 Spatial localization in MRI 

Hardware for i: mg is discussed 

in Chapter 5. Magnetic field strengths are measured in 
units of Tesla (T) or Gauss (G). Imaging the location of 
resonating nuclei in a sample (e.g. protons in water 
molecules of the human brain) is made possible with 
the use of small magnetic field gradients (e.g. 2.5-4.0 
G/cm or 25-40 mT/m) that are superimposed on the 
larger homogenous static magnetic field of the imaging 
magnet (typically of, 1.5 T or greater, which is more 
than 25 000-times the Earth's magnetic field). The 
relative positions of molecules along the smaller 
gradient field are measured (or encoded) simply from 
differences in resonance frequency, as the resonance 
frequency for a nucleus (e.g., *H) in a compound (e.g. 
water) is proportional to the applied field strength (the 
sum of the large static field of the magnet and the 
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smaller field of the grad: 
have been developed that 
simple concept for one 
methods for multi-slice tv 



oil). Elegant methods 



imaging into 
)-dimensional (with appli- 



cation of gradients along two directions) or three- 
dimensional (with application of gradients along three 
dimensions) imaging. These are introduced in Chap- 
ters 3 and 4. 

Switching the small gradient magnetic fields on and 
off takes time. FMRI really became robust and practi- 
cal with the availability of fast gradients integrated with 
imaging techniques that allow several brain images to 
be acquired over the time course of the haemodynamic 
response (which lasts several s). As discussed in 
Chapter 4, several strategies are available, although 
echo-planar imaging (EPI) has been the most popular. 

1.2.2 Generation of contrast in MRI 

Second only to spatial localization, generating contrast 
between tissues is a major goal in imaging. Once 
nuclear spins are excited from a low- to a high-energy 
state, they can return (or 'relax') to the low-energy 
state by emission of the radiofrequency energy that is 
detected in MRI. The efficiency with which this spin 
relaxation occurs is determined by the nature of inter- 
action of the spins with their surrounding e 



(referred to as the 'lattice' in the literature of physics). 
This is governed by a 'spin-lattice' relaxation process 
that has a rate constant, 1/T1, where Tl is the so-called 
'spin-lattice relaxation time'. This is an exponential 
process. Excited spins regain 66 per cent of their equi- 
librium magnetization over one Tl period and regain 
95 per cent of the equilibrium magnetization (or 
'relax') over three Tl periods. If excitation pulses are 
applied more rapidly than allows for full relaxation, 
then the proportion of spins that can be excited is 
lower and the resonance signal decreases. This pro- 
vides a source of image contrast, as the Tl for a water 
molecule will depend on the local chemical environ- 
ment, which varies between different parts of the 
brain, e.g. it is longer for water in the cerebrospinal 
fluid (CSF) than for water in tissue. As the rate at 
which radiofrequency pulses are applied to the sample 
rises (by shortening the inter pulse delay or 'TR' in a 
pulse sequence), signal from parts of the brain with 
a shorter Tl (e.g. tissue) will increase relative to that in 
parts of the brain with a longer Tl relaxation time 
(e.g. cerebrospinal fluid) (Fig. 1.2). 

In principle, if one could observe the signal from an 
isolated single resonating nucleus, it would decay with 
a time constant equal to Tl. This simply reflects the 
fact that emission of energy can occur as long as 
the nucleus is in an excited state. However, in a real 




Fig. 1.2 (a) MRI contrast in the brain is determined nor only In differences in the distribution of protons in water and fat, 
but also by differences in their relaxation times. The images on the left demonstrate the differences in Tl or 'spin lattice' relax- 
ation times across the brain. Longer Tl values are indicated by lighter shades. \\ .iter in cerebrospinal fluid lias the longest Tl 
value of water in any of the brain compartments, (b) The image on the right shows the distribution of T2 or 'spin-spin' relax- 
ation times aero., the brain. Tissue eliffei ences in T2 values are not identical to those of Tl values, although both the longest 
water T2 and Tl relaxation times in the brain are found for the cerebrospinal fluid. Relative differences in Tl and T2 between 
different tissue types generate contrast with variation of parameters in pulse sequences. A variation of the TR or inter-pulse 
interval alters the relative amount of "1 I contrast. Variations in the IT or the 'time to echo' alter the relative '1 1 relaxation time 
weighting of contrast. (Images acquired at 3T by Dr S. Clare, FMRIB Centre, University of Oxford.) 
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Fig. 1.3 Differences in Tl and T2 relaxation 
times for water in different brain comparrrnents 
generates contrast. The relative contrast can be 
varied by change- in radioiivquency excitation 
pulse seqeunce parameters. Changes in contrast 
from differences in Tl can be generated by 
varying the TR or interpulse interval (a) 
TR = 500 ms; (b) TR = 1000 ms [spin-echo 
sequence, TE 18 ms]. Changes in contrast from 
differences in T2 can be generated by varying 
the TE or time to echo (c) TE = 60 ms; (d) TE = 
180 ms [spin-echo sequence, TR = 2000 ms]. 
(All images were acquired at 3T and provided 
courtesy of Mr Peter Hobden, FMRIB Centre, 
I'nivcrsin of Oxford.! 



sample one is observing emissions from huge numbers 
of spins simultaneously (in the brain, for example, 
there are more than 4 X 10 19 water protons/mm 3 !). On 
a molecular scale these nuclei are each experiencing 
continuous very small local changes in magnetic field. 
These shifting fields allow an exchange of energy 
between the nuclei which leads to a loss of coherence in 
the phases of their resonance emissions. This loss of 
coherence leads to an exponential loss of intensity for 
the summed resonance signal from all of the nuclei 
together, which is described by the so-called 'spin-spin' 
or T2 relaxation time. The T2 is an intrinsic property of 
nuclei in a particular chemical environment. By increas- 
ing the delay before signal detection in a pulse sequence 
(i.e. lengthening the 'TE'), signal from tissues with a 
longer T2 (e.g. brain grey matter) will be increased rela- 
tive to those from tissues with a shorter T2 (e.g. brain 
white matter) (Figs. 1.2, 1.3) (see Chapter 3). 

In both conventional MRI and BOLD fMRI, the 
distribution of protons in tissue water is imaged (in 
most brain studies the strong signal from protons in fat 
is ignored or even 'edited' out of the image). Variations 



in the relative concentrations of water protons provide 
contrast between some structures, allowing clear 
discrimination between bone (little water, low MR 
signal) and brain (approximately 70 per cent water, 
high signal), for example. Further contrast arises from 
differences in the relaxation times of the excited 
proton nuclei of water molecules in different local 



Contrast differences arising from differences in 
relaxation times are real ing the way in 

which the spins are excited and observed using 
different 'pulse sequences' (e.g. a 'T2 -weighted spin- 
echo pulse' sequence). The principles of MRI pulse 
sequence design are discussed more fully in Chapters 3 
and 6. Here we will note only that there are three 
principal parameters of pulse sequences that can be 
varied to generate contrast. First is the energy per pulse 
of radiofrequency excitation energy, which is ex- 
pressed as the 'flip angle' (a measure in notional 
degrees of the extent to which the net magnetization 
vector of the nuclear 'spins' — that one can classically 
visualize as a cope — is 'tipped' away 
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from the equilibrium alignment with the applied 
magnetic field). The more energy that is put into the 
sample, the greater the amount of time needed for full 
relaxation, all other factors being constant. Second is 
the rate at which these pulses are applied. This 
increases as the 'TR' interval (measured in s) between 
each pulse become shorter. The shorter the 'TR', the 
less time is allowed for Tl relaxation. Finally, the time 
that is waited before the resonance is detected after 
excitation ('TE', measured in milliseconds) can be 
varied. Nuclei that have a shorter T2 will contribute 
relatively less signal, the longer the 'TE' value used. 

The rate of decay of signal is faster if there are local 
field gradients that the molecules can diffuse through 
over the time course of a single TE. As molecules move 
into regions of different local fields, their resonance 
frequencies change slightly, lowering the coherence of 
the nuclear spins. This leads to more rapid decay of the 
net signal. In the presence of local magnetic field inho- 
mogeneities the rate of signal decay is expressed by the 
T2* relaxation time. In regions of rapidly changing 
local magnetic fields (e.g. in tissue adjacent to a blood 
vessel filled predominantly with paramagnetic deoxy- 
haemoglobin), the 12* can be substantially shorter 
than the T2. This provides yet another mechanism for 
generating contrast that has proven particularly 
important for functional MRI, as will be further dis- 
cussed below. 



1.2.3 Magnetic resonance spectroscopic 
imaging 

Magnetic resonance spectroscopic imaging (MRSI) can 
be used to provide information on the relative concen- 
trations and distribution of compounds or ions with 
nuclei that have a magnetic moment (including, 1 H, 
13 C, 31 P, 23 Na). There are large differences between 
resonance frequencies for different nuclei in an applied 
magnetic field. Even the same nuclei will resonate at 
slightly different frequencies (varying over a few to 
tens of ppm) in different molecules or at different posi- 
tions in a molecule because of differences in the 
magnetic 'shielding' afforded by the different elec- 
tronic environments. A 'fingerprint' of the biochemi- 
cals present at high concentrations in the tissue is 
provided by the relative signal intensities and frequen- 
cies of resonance of the constituent 'MR visible' nuclei 
(Fig. 1.4). The overall intensity of each i 



proportional to the concentration (all other parame- 
ters being constant) of the molecular species being 
observed. Because the frequency of the signals provides 
the chemical information of interest, spatial localiza- 
tion does not rely on frequency encoding in the same 
way as for MRI. 



1.3 The physiological basis for 
blood oxygenation level dependent 
fMRI 

1.3.1 Mechanisms of haemodynamic 
change 

The locally increased blood flow in regions of the brain 
that become active appears to be a consequence of 
increased energy utilization at the synapse (Duncan et 
al. 1987; Duncan and Stumpf 1991). Precisely which 
processes account for the metabolic changes is unclear. 
A major contribution to increased energy utilization 
may arise from metabolic changes in adjacent astro- 
cytes with the uptake of the excitatory neurotrans- 
mitter, glutamate (Magistretti and Pellerin 1996). 
Astrocytes are abundant in the brain and are found in 
close proximity to the neurones. Elegant, 13 C MRS 
experiments have suggested a 1:1 coupling stoichiom- 
etry of oxidative glucose metabolism with glutamate 
neurotransmitter cycling between neurones and astro- 
cytes (Sibson et al. 1998). However, as discussed in 
Chapter 2, it does not appear as though there is neces- 
sarily a simple relationship between increased energy 
utilization and increased blood flow. This complexity 
is obvious particularly with consideration of inhibitory 
synaptic activity. Theoretical arguments suggest that 
inhibitory neurotransmitter release may not lead 
directly to substantially increased energy utilization 
(Gjedde 1997). Consistent with the most obvious 
prediction of this, there is no detectable activation in 
the motor cortex during the 'no go' phase of a 'go/no 
go' paradigm when there is electrophysiological!} 
demonstrable motor cortex inhibition (Rees et al. 
2000). However, other evidence challenges this as a 
general notion. Ipsilateral afferents to the lateral supe- 
rior olive are excitatory, while those from the 
contralateral ear are inhibitory. Stimulation of either 
pathway leads to increased deoxy-glucose uptake (a 
of energy utilization) (Glendenning et al. 
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Fig. 1.4 (a) Magnetic resonance spectroscopic imaging (MRSI) can be used to define the di-. biochemical* 

in the brain. The upper left panel shows a convei ith a large, acute demyelin- 

ating lesion. The other panels show the distributions of specific proton- containing biochemicals in a central large region of this 
axial slice from left to ri.s; 1; Cho, choline; Cr, creatine; NAA, N-acetylaspartate; Lac, lactate. These images 

were generated by threshoi dative concentration levels for each of the metabolites. They show, for example, 

increased concentrations of lactate and myo-inositol in the core of the demyelinating lesion. 

Quantitative information concerning the distribution of biochemcials also can be provided by MRSI. From a single voxel 
(approximately lxlxl cm 3 ) in the area of the conventional imaging shown a proton magnetic resonance spectrum can be 
obtained as shown on the bottom of the image. The spectrum is a plot of frequency (along the abscissa) expressed as 'ppm' or 
ppm from a reference frequency as a function of rdinate). The frequencies are distinct for protons in different 

chemical environments of different molecules (NAA, N-acetylaspartate; Cr, creatine; Cho, choline). In fully-relaxed spectra the 
signal intensities are proportional to concentrations. These proton magnetic resonance spectroscopic images in the spectra were 
acquired at 1.5 T. (Images courtesy of Drs D.L. An. illogical Institute). 



1985). Similarity, stimulation of both the disynaptic, 
inhibitory parallel fibre system and monosynaptic, 
excitatory climbing fibres causes increased local blood 
flow in the rat cerebellum (Mathiesen et al. 1998). In 
this system blood flow changes were correlated directly 
with the product of the stimulation frequencies and the 
magnitude of the field potentials, implying a contribu- 
tion from both pre- and post-synaptic metabolic 
factors to control. More work needs to be done to 
clarify the interpretation and mechanisms of coupling 

s highlight fundamental charac- 



teristics of the BOLD fMRI response. First, it should 
be useful for identifying activation-related changes in 
grey matter (where the synapses are found) and not in 
the white matter. Second, the changes measured reflect 
synaptic activity or a combination of synaptic and 
dendritic electrical changes, but not neuronal activity 
directly. Third, as cortical signal changes are triggered 
by excitatory synaptic activity, at least under some 
conditions there should be a direct 
between neuronal discharge rate and the n 
the BOLD response (Rees et al. 2000). However, the 
relationship should be modulated by the relative 



relationship 
tagnitude of 
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inhibitory input. Under some conditions at least, in- 
creases in inhibitory synaptic input may also con- 
tribute independently to increases in the fMRI BOLD 



1.3.2 Coupling of haemodynamic changes 
to neuronal activation 



Understanding of this phenomenon is still limited by 
an incomplete appreciation for the fundamental mech- 
anisms responsible for regulation of local cerebral 
blood flow. 

Multiple mechanisms interact in the control of 
blood flow to the brain. Global brain perfusion is reg- 
ulated by sympathetic, hormonal (e.g. the renin- 
angiotensin system), and myogenic mechanisms. Local 
tissue perfusion demands additional, more specific 
regulation to meet changes in energy demands with 
neuronal activation. There are a variety of factors 
likely to contribute to this local response, including K + 
release with neuronal depolarization and H + and 
adenosine release when there is a mismatch between 
oxygen delivery and utilization. However, nitric oxide 
(primarily from neuronal nitric oxide synthase) is likely 
to be the most important chemical signal responsible 
for local increases in perfusion with neuronal activa- 
tion and also the cerebral vasodilatory response to 
hypercapnia. Locally generated eicosanoids (e.g. pro- 
stacyclin) (Kuschinsky 1991) and circulating factors 
(e.g. norepinephrine, serotonin) can modulate blood 
flow regulation, as can some drugs in common use (e.g. 
theophylline or scopolamine inhibit the haemody- 
namic response to neuronal activation) (Ogawa et al. 
1993;Dimag\etal. 1994). 

There may be age-dependent changes in the coup- 
ling between neuronal activation and increased blood 
flow. For example, in neonates the relative local 
concentration of deoxyhaemoglobin may increase 
(rather than decrease) with neuronal activation (Meek 
et al. 1998). In ageing adults there may be some atten- 
uation of blood flow increases accompanying 
n (Hock etal. 1995). 



1.4 Perfusion fMRI 

1.4.1 Use of contrast agents 

Conceptually the most direct approach to measuring 
functional activation with MRI would be to define 
directly the changes in perfusion or the related local 
, blood volume. The first functional MRI 
:e based on defining changes in local blood 









eased ; 



t al. 



1991). Paramagnetic MRI contrast agents alter the 
relaxation properties of blood water and of the tissue 
water which surrounds blood vessels. In the study by 
Belliveau et al., subjects were given an intravenous 
bolus of one such agent (gadolinium-DTPA) before 
and then during photic stimulation (Belliveau et al. 
1991). By application of tracer kinetic principles to 
analysis of the time course of signal changes induced 
by the bolus of contrast agent passing through the 
brain, maps of relative blood volume for the resting 
and the activation states with photic stimulation were 
calculated. Direct contrast of these two maps then 
functionally defined the visual cortex as the region of 
brain in which blood volume increased with visual 
stimulation. In principle, this method (or similar 
methods measuring changes in perfusion based on 
signal changes with transit of a bolus of exogenous 
contrast (Ostergaard et al. 1998)) is quite generally 
applicable. An advantage is that an agent such as 
gadolinium-DTPA provides a relatively large contrast 
change. However, the method demands injection of a 
contrast agent and only a very limited number of doses 
can be given safely in a single imaging session. Possible 
future availability of long-lived circulating contrast 
agents such as MION particles (Palmer et al. 1999) 
could make measurements of activation-induced 
changes in local brain blood volume using exogenous 
contrast agents feasible, even when multiple observa- 



1.4.2 Arterial spin- tagging methods 



For the present, because activation studies demand 
repeated (due to the generally low signal changes) 
measurements in multiple (due to the typical need to 
test several potential variables) cognitive states, the 
most practical approach to measuring fur 
vation changes from direct perfusio 
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may be to use non-invasive arterial spin-tagging (Detre 
et al. 1994; Wong et al. 1995,1997; Kim et al. 1997). 
Arterial spin-tagging methods use radiofrequency 
pulses from the MRI system itself to transiently 'label' 
flowing blood without the need for an exogenous 
contrast agent. A variety of techniques are available 
(see Chapter 6). Even so, these methods are not yet in 
widespread use for functional imaging because they 
provide lower (perhaps half or less) signal-to-noise 
than BOLD-based fMRI. 

Considerable interest remains focused on arterial 
spin tagging perfusion methods for functional imag- 
ing, however. Theoretically, perfusion changes should 
be better localized to active volumes of brain tissue 
than are BOLD-contrast changes. Perfusion fMRI 
also measures a single physiological parameter, while 
(as will be described below) BOLD-contrast changes 
depend on several (although determined primarily by 
changes in blood oxygenation). This may account in 
part for the reportedly rather poor correlation between 
the magnitudes of BOLD and perfusion functional 
activation changes (Kim et al. 1997). 

An exciting development described in detail in 
Chapter 8 has been the combined use of perfusion and 
BOLD fMRI to allow estimation of activity-dependent 
changes in local tissue oxygen consumption (Hoge et 
al. 1999). This is possible because BOLD fMRI is 
sensitive to changes in local oxygen content with acti- 
vation, while perfusion fMRI measures associated 
changes in local blood delivery. To determine oxygen 
consumption, the component of the BOLD response 
due to increases in oxygen content alone (independent 
of the flow component) needs to be calibrated for indi- 
vidual subjects. Kastrup et al. (1998) have described 
how this can be performed even just using a simple 
breath holding period (which transiently increases 
blood flow during the consequent period of hyper- 
capnia without increasing brain oxygen consumption). 



1.5 Blood oxygenation level 
dependent (BOLD) fMRI 

1.5.1 How is blood oxygenation level 
dependent contrast generated? 

Understanding the BOLD response is important for 
appreciating aspects of fMRI, including the spatial and 



temporal limitations to activation mapping, optimiza- 
tion of those responses and their potential changes 
with pathology. The basis of the BOLD response is 
therefore described in different ways in several chap- 
ters, including particularly Chapters 2. 6 and 8. 

BOLD fMRI images signal contrast arising from 
changes in the local 'magnetic susceptibility', an index 
of the extent to which an applied magnetic field is 
distorted as it interacts with a material. Normal blood 
can be considered simply as a concentrated solution 
of haemoglobin (10-15 gm haemoglobin/100 cm 3 ). 
When bound to oxygen, haemoglobin is diamagnetic, 
while deoxygenated haemoglobin is paramagnetic 
(Pauling and Coryell 1936). Magnetic flux is reduced 
in diamagnetic materials, i.e. the applied magnetic field 
is repelled. Paramagnetic materials, in contrast, have 
an increased magnetic flux, i.e. the applied magnetic 
field is attracted into the material. A change in haemo- 
globin oxygenation therefore leads to changes in the 
local distortions of a magnetic field applied to it. 

Thulborn et al. demonstrated that the T2-relaxation 
rate of blood varies exponentially with the proportion 
of deoxygenated haemoglobin in a fashion precise 
enough to allow determination of blood oxygenation 
directly from the line width (which is proportional to, 
1/T2) of the water proton MR resonance signal of 
blood (Thulborn et al. 1982). The effect was shown to 
increase with applied magnetic field strength, as 
predicted for a phenomenon based on differences in 
magnetic susceptibility between blood cells and the 
surrounding medium (or tissue). 

However, it was Ogawa who described the first true 
blood oxygenation level dependent (BOLD) contrast 
imaging experiment with a report that gradient echo 
MR images of a cat brain showed signal loss around 
blood vessels when the animal was made hypoxic 
(Ogawa et al. 1990). This effect was reversed with 
normoxia. Blood deoxygenation increased the 
magnetic susceptibility of blood vessels relative to the 
surrounding brain tissue, which generated local field 
gradients and locally decreased tissue T2* in tissue 
water around the blood vessels. Ogawa then had the 
insight to suggest that the effect could be used to image 
the smaller changes in the relative blood oxygenation 
that accompany neuronal activation in the brain. 

In fact, the experiments of Thulborn (characterizing 
T2 changes) and Ogawa (characterizing T2* changes) 
define distinct phenomena, although they are related. 
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Increased oxygenation of Mood gives rise 
signal from water both in blood vessels and from the 
surrounding brain tissue, but the mechanisms are 
somewhat different. The distinction is in the basis of 
methods described in Chapters 6, 7 and 8 to image 
activation-related changes selectively in tissue as 
opposed to the draining blood vessels. Both T2 and 
T2* changes contribute to BOLD contrast. 

What is happening to the signal inside a vessel? This 
is effectively a single compartment. Water diffuses 
freely between red blood cells and serum, but cannot 
exchange across the vessel wall to a significant extent 
in the time course of a single TE (typically approxi- 
mately 50 msec or less). However, during this time, a 
water molecule can diffuse in or out of a red blood cell 
or encounter several red blood cells in the surrounding 
medium. In consequence, its precise resonance fre- 
quency shifts because of the rapidly changing magnetic 
fields immediately around each red blood cell and with 
the change in magnetic flux inside red blood cells rela- 
tive to the surrounding serum. As the blood oxygen 
content decreases, the magnitude of these local mag- 
netic field differences increases with the proportion of 
haemoglobin that changes from a diamagnetic to para- 
magnetic state. This gives rise to apparent water MRI 
signal decreases from a T2 effect. 

What is happening to signal in the tissue immedi- 
ately surrounding a vessel? With blood deoxygei 
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vessel experiences a significant local field gradient 
across the voxel, the magnitude of which depends on 
the proximity and relative orientation of the vessel and 
the extent of the change in haemoglobin oxygenation 
(which changes the magnetic susceptibility of the 
vessel). The variation in magnetic field across the voxel 
leads to signal dephasing and hence to a T2* signal 
loss. Additional T2-like signal loss occurs if the nuclei 
diffuse significantly through the field gradient. 

Changes in both T2 and T2* relaxation times for 
intra- and extravascular water (respectively) become 
greater with higher imaging magnetic field strength, 
but for intra-vascular water the increase is linear and 
for extravascular water the increase is exponential 
(Ogawa et al. 1993). Thus, at higher magnetic fields 
the contribution of contrast change in the brain tissue 
should increase relative to that from blood in vessels 
(Gati et al. 1997). At usual clinical (1.5 T) field 
strengths there is a major intravascular component 
which can limit the accuracy with which an activation 
volume in the brain parenchyma can be mapped. 

1.5.2 Temporal resolution of the BOLD 
response 

The temporal resolution of fMRI and its relationship 
to the time course of underlying neuronal events is 
discussed in Chapter 7. Here we wish to introduce the 
important idea that the time course of the BOLD 




Fig. 1.5 Gradient echo sequences are very sensitive to maul tic si ptibil I u Inch is, in fact, one reason why it has 

been so useful for BOLD fMRI). In panel (a) is a t\ i i I ttal in ii 1L = 30 ms at 3 T). In panel (b) is the same brain 

i i ,| i I i i i n | 1 linl I I loss ol una] 

arising from the nagnel fiek inhomog neit i d need by the washer. It is striking how far beyond the immediate region 

of the washer the imaging artefact extends. 
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response in a r< tion is complex, and that 

different parts of the tin lovide distinct 

information. It has been defined best for the primary 
visual cortex, where the timing of the stimulus can be 
controlled precisely (Ernst and Hennig 1994). In the 
primary visual cortex there is an initial small decrease 
in signal intensity (the early 'dip') that evolves over the 
first second following a stimulus. There is a progressive 
increase in signal intensity over the next 2-4 s. For a 
simple stimulus that does not cause physiological 
habituation, the signal change is maintained at a rela- 
tively constant level for the period of stimulation 
(Bandettini et al. 1997). After the stimulus stops, the 
BOLD signal decreases over a few s to a level below the 
initial baseline (the 'undershoot'), from which it 
recovers slowly over a further few s. Overall, even for 
a brief stimulus, the time from onset to final return of 
the signal intensity to baseline may be 12-18 s. 

Optical imaging techniques allow more direct 
measurement of changes in blood volume and in the 
relative proportions of oxy- to deoxyhaemoglobin 
from the absorption spectra of the haemoglobin. The 
time course of changes following cortical stimulation 
in the cat brain is remarkably similar to that of the 
fMRI response in humans (Malonek et al. 1997), 
suggesting a spi iretation of the 

time course of the BOLD response. In this interpreta- 
tion, the initial signal 'dip' is hypothesized to arise 
from the rapid deoxygenation of capillary blood 
accompanying the greater oxygen utilization associ- 
ated with increased synaptic activity. There then is an 
increase of blood volume in draining veins (which also 
contributes to the 'dip', as this increases the partial 
volume of blood in the voxel and the resonance inten- 
sity of blood water is lower than that of tissues). Over 
the 2-5 s after stimulation there is an increase in blood 
flow (typically on the order of 50-70 per cent). As this 
is proportionally greater than the increase in local 
oxygen utilization (which increases by only 5-20 per 
cent), the oxyhaemoglobin/deoxyhaemoglobin ratio 
increases, causing an increased signal intensity in the 
gradient echo image. After the stimulus stops, synaptic 
activity decreases and both blood flow and the 
oxyhaemoglobin/deoxyhaemoglobin ratio decay back 
towards baseline. There is a brief 'undershoot' of 
signal below that initial baseline that is thought to be 
due to the effects of a more slowly resolv 
cerebral blood volume. 




Fig. 1.6 Improved signal-to-noise from any region of the 
brain can be obtained with improved coupling of the raJiolre- 
quency coil to the sample, which is in this case the brain. One 
of the most strait ;i is is to move the 

coil as close as possible to the region-of-interest and to limit 
the size of the coil to that needed. This approach is embodied 
in the design of a 'surface coil' which, in its simplest form, is 
a radiofrequency like a simple coil of wire. A 

surface coil is sensitive to signals from an approximately disk- 
shaped region below the coil. To generate this image a surface 
coil was placed i; ich gives the very 

strong signal shown as the very bright areas on the image. The 
farther tissue is from the sensitive volume of the coil the lower 
the signal. Thus, there is a rapid fall-off in signal intensity in 
parts of the brain away from the occiput, against which the 
coil was placed. This is an extreme example of Bl in-homo- 
geneity or 'bias field' effects. 
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lar blood volume in a voxel 
:ue is about 4 per cent. Venules 
te similar volumes of blood per 
nake a greater relat 



bution to the BOLD effects as they carry the less 
oxygenated blood. BOLD fMRI signal changes in 
typical tissue voxels (on the order of 3 X 3 X 3 mm 3 ) 
with usual sorts of stimuli are no more than 0.5-3 per 
cent at 1.5 T (larger changes can of course be found in 
voxels localized to draining veins). 
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1.5.3 Spatial resolution of the BOLD 
response 

Chapter 7 more fully describes factors determining 
spatial localization using BOLD fMRI, but here a few 
basic notions will be noted. The spatial resolution of 
the BOLD effect depends first on the intrinsic resolu- 
tion of the imaging experiment. But, more important is 
that the haemodynamic response is not spatially very 
specific to areas of neocortical activation (provoking 
the metaphor that the brain 'waters the whole garden 
for the sake of one thirsty flower'). Signal changes 
from draining veins (e.g. more particularly at, 1.5 T or 
lower fields) spatially 'blur' the activation response. 
As they drain relatively large cortical regions, signal 
intensity changes in veins may also be displaced from 
the relevant activation volume. Even so, activation in 
two very closely adjacent cortical volumes (e.g. adja- 
cent cortical columns) may be resolved in a difference 
image made by subtraction of the activation image 
generated with separate stimulation of the two indi- 
i and Goodyear 1999) (Fig. 



1.7). If n 



o adjacent c< 
nearly identical v 



ence image generated fro 
two adjacent cortical an 



idually should give 
signal changes. However, this 
nulled in the differ- 
n separate activations for the 
is, while the unique areas of 
signal change associated with the individual activa- 
tions are highlighted as regions of positive or negative 
signal change (depending on the relative order of the 
subtraction). 

An alternative approach to direct high-resolution 
BOLD mapping is possible at very high fields by 
defining volumes that show an 'early dip' in signal 
intensity after the onset of the stimulus (Fig. 1.8) 
(Grinvald et al. 2000; Kim et al. 2000). Whether the 
'early dip' results from nun '1 i ipillarj deo? genation 
or an increase in blood volume (Buxton and Frank 
1997), it is an effect that appears to occur local to the 
volume of activation. This approach therefore may 
define the volume of activation more directly than do 
those based on the signal intensity increase, for which 
resolution is determined by the volume over which 
haemodynamic regulation occurs. 




Fig. 1.7 The local perfusion changes in the brain extend 
beyond the aggregate of neurones activated, prompting the 
metaphor that the brain 'waters the entire garden for the sake 
of one flower'. Spatial resolution for defining activation 
changes on the basis of a haemodynamic response can be 
maximized by contrasting the haemodynamic responses from 
adjacent aggregates of neurones with a subtraction procedure. 
Common areas of activation that are non-specifically per- 
fused by the haemodynamic response in adjacent territories 

are nulled, high] J mi : i ; ver\ local to the areas 

recruited. This is nicely demonstrated by results from this 
tudy ii Inch tl i rtica i ion with mul 



of alternate eyes was subtracted, yielding high spatial resolu- 
tion maps of the ocular dominance columns. (Image courtesy 
of Dr Ravi Menon, University of Western Ontario). (See also 
colour plate section.) 



1 . 6 Hardware for MRI 

There are four key components in an MRI system: the 
magnet, the gradient coil, the radiofrequency trans- 
mitter and receiver coil, and the associated electronics 
and computer hardware for control of the experiment 
and data acquisition. Along with some elements of the 
underlying theory, these are described in Chapter 5. 

1.6.1 What is the best magnetic field 
strength? 

The magnet provides the strong, homogeneous static 
magnetic field necessary to observe the magnetic reso- 
phenomenon. Experimenters new to fMRI a 



generally 
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Fig. 1.8 The time course for the haemodynamic response in the visual cortex begins with a decrease in signal over approxi- 
mately the first second after stimulation. By comparison of the time course of a gradient echo MRI sequence with that from 
optical imaging studies in animals, it has been suggested that this early decrease in signal is related to a transient increase in 
oxygen extraction fraction from blood in capillaries local to the area of neuronal activation occurring as a direct result of the 
increase in oxidative metabolism. It is argued that because such an increase in oxygen extraction can occur only within oxygen 
diffusion distance of activated cells, mapping of the cortical volume that shows this decreased signal provides a more localized 
measure of the region of cortical activation than does the lati lyperaemia. This 

image shows cortical columns in the cat visual cortex mapped out on the basis of the early negative response in BOLD fMRl 
using a 4.7 Tesla imaging system. Cats were exposed to moving grating stimuli with different orientations, as illustrated in 
the colour boxes to the right. The composite angle map was attained through pixel-by-pixel vector addition of the four single 
orientation maps to display the resul ference at each cortical location. There is an interruption of the smooth 

changes in preferred orientations along the cortical surface at so-called 'orientation pinwheels', where cortical columns for 
different orientations are arranged in a circular manner. These generate two types of topol< s based on their 

rotational symrn Iv. The scale bar 

shown represents 1 mm. (Image courtesy of Dr D.S. Kim, T.Q. Duong and S-G. Kim of the University of Minnesota.) (See also 
colour plate section.) 




Fig. 1.9 Ultra offers the potential for increased spatial resolution and some forms of 

improved contrast, particularly between blood vessels and tissue. Another advantage of ultra-high field MRI may be the 
enhanced signal-to-noise, which allows extremely small voxel dimensions for ultra-high resolution mapping, (a) This 8 Tesla 
image from a sagittal section through the human corpus callosum demonstrates the delicate tracery of the draining venous 
system in fine detail, (b) The folia of the cerebellum are displayed with very high resolution in this image. (Images courtesy of 
Dr Pierre Robitaille, Ohio State University.) 
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the ideal imaging system for their work. There is no 
simple answer to the question of what the optimal field 
strength is for functional imaging. From the theory 
outlined in Chapter 3, it is clear that the intrinsic 
signal-to-noise in MRI increases with the strength of 
the applied static magnetic field. Descriptions of the 
BOLD effect above and in later chapters describe how 
the contrast-to-noise in BOLD imaging and the relative 
proportion of BOLD signal arising from tissue rather 
than draining veins increase with the applied static 
magnetic field strength (Gati et al. 1997a). However, 
radiofrequency coil design becomes more difficult at 
higher fields and large-scale magnetic susceptibility 
artefacts (leading to geometric distortion and signal 
loss) rise, particularly near the air-filled sinuses (Fig. 
1.5). In addition, energy deposition in tissue by the 
radiofrequency pulses increases at higher frequencies 
(and thus at greater magnetic field strengths) to the 
extent that some pulse sequences commonly used at 
lower fields (e.g. fast spin echo) may lead to undesir- 
able levels of tissue heating at very high fields. 
Nonetheless, it is clear that structural and functional 
imaging of humans even at extremely high fields 
(7-9 T) is possible (Fig. 1.9) (Robitaille et al. 2000). 
Thus the optimal field strength for any institution is 
determined by several factors, including the imaging 
goals and the extent of the local expertise for support 
of imaging - as well as the funding available! 

1.6.2 Defining characteristics of the ideal 
gradient coil 

Gradient coils are used to provide the smaller, rapidly 
changing magnetic fields necessary for spatial encoding 
of spins in the volume being imaged. Gradient coils are 
maintained at room temperature and are placed inside 
the bore of the superconducting magnet. Gradient coil 
performance is a central concern for ultra-fast imaging 
techniques (see Chapter 4). 

Important issues in gradient coil design are des- 
cribed in Chapter 5. Two major characteristics of 
gradient coils that compete for optimization will be 
highlighted here. The first is the need to achieve high 
magnetic field gradients. Higher magnetic field gradi- 
ents allow higher resolution spatial encoding and are 
also essential for particular forms of MRI such as 
diffusion imaging. The second major requirement is 
for fast gradient switching. Ultra-fast imaging (e.g. 



with EPI) requires that gradients can be switched 
rapidly. But there is a trade-off: as gradients become 
more powerful, the inductance of their coils rises, 
reducing the maximum rate at which they can be 
switched (inductance can be considered as a measure 
of resistance to change of the electrical current in a 
circuit). 

For brain imaging, one approach to balancing these 
competing needs is to use the smallest possible 'head- 
only' gradient coil design. By reducing the size of the 
region that can be imaged as much as possible, higher 
gradient strengths can be achieved with relatively 
lower inductance to realize higher switching speeds. In 
practice, gradient coil design is already constrained 
more by the physiological limits to gradient switching 
than by the technology itself. A changing magnetic 
field (dB/dt) induces an electric current in a conducting 
medium such as a human body. As the gradient 
changes become faster (i.e. as dB/dt rises) the induced 
the body rises. Thus very rapid gradient 



yitchir, 



that 



pleasant muscle twitching. The magnitude of this 
induced current increases with the cross-sectional area 
of the body region across which the gradient is applied, 
so it should be greatest across the shoulders (described 
by convention as in the gradient y-axis). 

1.6.3 The importance of the radiofrequency 
coil 

A radiofrequency pulse is used for excitation of nuclei 
and the resulting resonance is also a radiofrequency 
signal. To maximize detection sensitivity the volume 
being imaged (e.g. the head) must be placed in close 
proximity to the radiofrequency transmit and receive 
coil, which therefore must be positioned inside the 
gradient coils. Typically, the radiofrequency coil slides 
in and out of the bore of the magnet with the subject. 
The importance of radiofrequency coil design and 
sensitivity to the MR experiment cannot be overstated. 
The benefits of higher field strengths for signal-to-noise 
simply are not realized if the relative coil sensitivity is 
not maintained at higher frequencies (although this 
will not affect directly the improvements in BOLD 
contrast-to-noise at higher field strengths). Less opti- 
mal volume coil designs can also lead to greater inho- 
mogeneities of the radiofrequency field across the coil, 
giving rise to undesirabh large signal intensity varia- 
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tions across the imaged volume. These can complicate 
precise determinations of the stimulus-induced time 
course of signal changes in the functional imaging 
experiment. 

In general there is a trade-off between the flexibility 
of the coil for examination of the whole brain and 
sensitivity of the coil for examination of a specific 
region of the brain. There are two general types of coil. 
So-called 'volume' coils are placed completely around 
the head and can be used to image any part of the 
brain. However, the cost of this flexibility is that the 
size and position of the coil are not optimized for 
examination of any one brain region. Higher signal-to- 
noise for a specific region can be achieved with a 
'surface' coil, a flat or curved coil that is positioned 
immediately next to the part of the head being imaged 
(Fig. 1.6). Surface coils provide good images from the 
volume immediately beneath the coil, but suffer from 
considerable image intensity distortions (from radio- 
frequency inhomogeneities or 'bias field') as the edges 
of the sensitive region are approached (Fig. 1.6) and 
3 volumes farther from the coil. In 
i (e.g. spine imaging) a series of 
surface coils is used together as a 'phased array'. This 
approach combi 1 1' the '.1 antagi "I i small coil posi- 
tioned close to the volume to be imaged with the need 
to image a larger volume. It could provide a useful 
strategy for future higher sensitivity brain imaging. 

1.6.4 Practical constraints in functional 



Optimization of the fMRI experiment is particularly 
challenging because it demands simultaneous opti- 
mization of the imaging experiment (see Chapter 6), 
the stimulus presentation, response measurement and 
subject management (see Chapter 9), and the design of 
the psychophysical experiment (see Chapter 10). 
Because of the need to wait for some seconds between 
delivery of stimuli to allow full scanning coverage of 
the brain and recovery of the haemodynamic response, 
fMRI experiments can be of relatively long duration, 
so subject fatigue and boredom (during 'rest' periods) 
may become a particular concern. It is also important 
not to minimize the importance of considering the 
potential impact of the peculiar physical environment 
that the scanning magnet poses for any experiment. 
For example, visual fields may be limited to, 15-20° 



for stimulus presentations. This limited field-of-view 
and the small space in a typical magnet bore may 
create a sense of claustrophobia in many subjects, the 
extent of which can depend very much on how well the 
subject is prepared for the experience. 

Above all in the experiment, the safety of the subject 
must be assured. The problems of delivery or recording 
of stimuli from subjects can be among the most chal- 
lenging because the high magnetic field makes the use 
of any ferromagnetic materials in stimulus presenta- 
tion or response recording hazardous. Any metal in 
the subject (e.g. braces on teeth) can reduce image 
quality or put the subject at risk of injury. Cardiac 
pacemakers, particularly, use an externally applied 
magnetic field to switch operating mode and therefore 
should never be allowed even near an imaging magnet. 
Every subject should be questioned carefully regarding 
past surgeries and related matters prior to an exami- 
nation. Materials having significantly different mag- 
netic susceptibility than tissues generally should be 
kept away from the imaging volume as they can induce 
substantial imaging artefacts. In addition, the physical 
space is very limited and the subject must lie supine (at 
least with current magnet designs). 

To minimize radiofrequency noise that degrades 
image quality, the imaging room must be insulated 
against external radiofrequency interference. This 
means that all equipment that could act as radio- 
frequency antennae (e.g. leads for electromyography 
(EMG) or electroencephalography (EEG)) must be 
shielded from environmental radiofrequency noise 
(which comes from such things as electric motors or 
local radio stations) or be entirely contained within the 
radiofrequency-shielded magnet room. As the rapidly 
,■ iti bin i i lii nt fields can induce currents substan- 
tial enough to cause severe burns, the subject must be 
electrically insulated from any potential conducting 
loops (e.g. arising from moisture or wires). Many types 
of electrical devices (e.g. many computer screens, elec- 
trical motors) simply may not function near the mag- 
net, aside from any safety concerns. 

The imaging system also generates considerable 
acoustic noise with gradient switching. In 3-4 T imag- 
ing systems, for example, the noise level may rise to 
120 dB with some EPI sequences. Subjects need to be 
protected from the effects of noise using earplugs 
or headphones. Acoustic noise can cause more speci- 
fic problems for experiments in which an auditory 
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stimulus must be delivered. Finally, because the subject 
is positioned at some distance from the experimenter, 
interactions between the patient and the experimenter 
are limited and appropriate monitoring of behavioural 
responses is made more difficult. 



1.7 Experimental design for fMRI 

1.7.1 Design of the fMRI experiment 

A fundamental limitation to experimental design with 
fMRI arises from the fact that the signal changes being 
measured are so small. The magnitudes of signal differ- 
ences between different cognitive or stimulus-induced 
states can be substantially lower than the repro- 
ducibility of signal intensities in independent serial 
examinations even of the same subject using MRI! 
Thus, fMRI can be used only for determining relative 
signal intensity changes within a single imaging 
session. Even so, as Chapter 9 describes, one of the 
most important ways in which fMRI has advanced 
functional imaging has been in the experimental flexi- 
bility that it allows. This theme is taken up further in 
Chapter 19. 

General strategies for fMRI experimental 
design 

Once a set of specific hypotheses are generated that 
have functional neuroanatomical predictions, there are 
two general strategies that can be used in experimental 
design. The first involves isolation of variables. With 
this strategy, experiments are designed that notionally 
differ in the contribution oi a defined cognitive process. 
Parts of such experiments then are contrasted serially 
to determine the independent effects of the factors of 
primary interest. The simplest way to do this is to effec- 
tively subtract the rest from the activation signals and 
test for significant changes. This assumes that the 
effects of activation of individual cognitive processing 
elements are linearly additive in a complex cognitive 
task. All of the methods for isolation of variables rely 
on an underlying model for the cognitive processing 
task. The validity of interpretation of the results there- 
fore depends on the accuracy of this model. 

An alternative strategy involves analysis by conjunc- 
tion. Here, multiple tasks are chosen that are assumed 



to share a common processing element. Regions of the 
brain that are commonly activated by all of the tasks 
then reasonably can be inferred to be concerned with 
the common processing element. However, in using 
conjunction approaches (and more generally in the 
interpretation of functional imaging, in fact) it is also 
important to consider that any given anatomical 
region (particularly if not defined to very high spatial 
resolution) may have multiple processing functions 
that can be engaged, depending on the task involved. 

Alternative stimulus presentation designs 

The most time-efficient approach for comparing brain 
responses to different tasks during the imaging experi- 
ment is the 'block' design (Friston et al. 1999). This 
design uses relatively long alternating periods (e.g. 
30 s), during each of which a discrete cognitive state is 
maintained. In the simplest form, there may only be 
two such states, a 'rest' and an 'active' state (although 
'rest' is defined only with respect to the specific activity 
being considered). These are alternated through the 
experiment in order to ensure that signal variations 
from small changes in scanner sensitivity, patient 
movement, or changes in attention have a similar 
impact on the signal responses associated with each of 
the different states. 

The block design is relatively straightforward to 
analyse, as the shape of the response function can be 
assumed to be simple. It remains an ideal design for 
many types of experiment, particularly in an early, 
exploratory stage. However, it creates a highly artifi- 
cial psychological constraint. The task switching itself 
may also pose specific psychological demands. Finally, 
it can become difficult to control a cognitive state 
precisely for the relatively long periods of each block. 
A 'rest' state is rarely a true rest, as the mind 'wanders' 
in a subject who is not engaged in a specific task. Many 
types of stimuli (particularly sensory stimuli) may 
show rapid habituation (a particular problem in 
studies of olfaction (Sobel et al. 1998)). More complex 
cognitive tasks simply may not be amenable to a block 
design. For example, an 'oddball' paradigm (in which 
the reaction to an unexpected stimulus is probed) 
cannot be adapted to a classical 'block' design directly. 
Finally, information regarding the time-course of an 
individual response is lost within a block. 

An interesting interpretative problem can arise as a 
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consequence of the lack of inforr 
response time courses in the block design. When 
comparing activations between more complex cogni- 
tive tasks performed as 'blocks', differences in the rela- 
tive length of activation after a stimulus can give rise to 
differences in the average magnitude of activation over 
the period of the block. Thus, a more long-lived acti- 
vation that gives rise to a lower signal intensity change 
per stimulus delivered can lead to a greater intensity 
change over the block than does a shorter-lived activa- 
tion that gives a higher signal change per stimulus 
(Carpenter et al. 1999). 

A major focus of Chapter 9 is the description of so- 
called single-event fMRI (Buckner et al. 1996). In this 
design activation data are acquired serially after 
discrete stimuli or responses. By averaging data 
acquired after many such discrete events, the time 
course of the haemodynamic response can be defined. 
This is a potentially powerful approach, as it allows 
considerable flexibility for determining, e.g. responses 
to novel or aperiodically presented stimuli. 

A related approach is to present stimuli in an entirely 
periodic fashion and then to map responses in terms of 
their phase relative to that of the stimulus presentation. 
This was used first for study of the visual cortex, which 
is organized functionally in multiple retinotopic maps 
arranged according to increasing eccentricity and polar 
angle. 'Edges' of functionally distinct areas within the 
visual cortex are defined by reversing patterns of map 
organization, e.g. the primary visual cortex, VI, repre- 
sents a mirror image of the visual field, whereas adja- 
cent secondary visual cortex represents the field 
directly. These differences allow adjacent functionally 
distinct regions of the visual cortex to be defined based 
on reversal of the patterns of response to a stimulus 
with periodically varying eccentricity and polar angle 
where phase-reversals mark the edges of distinct corti- 
cal areas (Sereno et al. 1995). Because it is effectively a 
difference mapping procedure (Grinvald et al. 2000), 
the edge contrast between adjacent regions is empha- 
sized. Tonotopy in the auditory system and somato- 
topy of the arm have been mapped using a similar 
strategy (Servos et al. 1998). 

Behavioural monitoring 

A critical issue in fMRI is to ensure that the subject is 
performing the required task. This can be important 



particularly in clinical studies (see Chapter 18), in 
which full subject cooperation may be less certain. 

Motor responses can be measured using a variety of 
devices. A button press can be used to indicate alter- 
nate choices (e.g. with multiple choice tasks) and to 
measure reaction times. More complex motor response 
devices (e.g. joystick movement) can also be used. 
Sensors for measuring kinematics (e.g. surface EMG 
coupled with goniometers) in principle could be used 
to provide an even more refined description of motor 
output. The primary issues in the design of such 
devices are that they should be safe for use in the 
magnet, do not introduce radiofrequency noise, and do 
not lead to head or proximal body movement sufficient 
to generate artefacts in the images. 

Head movements invariably occur with speaking. 
Speaking also variably induces magnetic susceptibility 
artefacts in caudal brain regions arising from the 
changes in sizes of air cavities in the oropharynx and 
lungs. However, as the time course of these changes is 
brief relative to the haemodynamic response, their 
effects can be edited out of an image time series 
without diminishing sensitivity to the later haemody- 
namic response associated with vocalization (Birn et 
al. 1999). Assessment of cognitive activation using 
some forms of time series analysis (e.g. using a model- 
free method such as independent components analysis) 
also may be less sensitive to these artefacts. Most 
experimenters have thus far relied on non-verbal 
responses, however. 

Eye movements may need to be controlled or moni- 
tored for a variety of types of experiments (e.g. in 
visual attention tasks). This now is possible with 
commercially supplied infrared optical fibre camera 
systems or high intensity light sources that can be 
reflected off the eye to provide an index of eye move- 



1.8 Analysis of fMRI experiments 

Methods for the analysis of fMRI data are described in 
some detail in Part IV of this book. The basic problem 
in analysis of functional imaging experiments is to 
identify voxels that show signal changes varying with 
the changing brain states of interest across the serially 
acquired images. This becomes a challenging problem 
for fMRI data because the signal changes are small 
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(giving potential false negatives or Type II error) and 
the number of voxels simultaneously interrogated 
across the imaged volume is very large (giving poten- 
tial false positives or Type I error). 

The major issues in statistical analysis for fMRI are 
outlined in Chapters 11 and 14, whilst Chapters 12 
and 13 address ways in which the data can be prepared 
for analysis to minimize artefacts and maximize sensi- 
tivity for the detection of activation changes. One of 
the potentially most significant artefacts for fMRI that 
distinguishes it from other functional imaging tech- 
niques is its extreme susceptibility to motion from 
movements, either of the head or brain (e.g. with the 
respiratory or cardiac cycles) (Liepert et al. 1995) (see 
Chapter 13). Additional challenges can arise from EPI 
imaging artefacts, e.g. image 'ghosting' and reduced 
sensitivity or image 'holes' near regions of magnetic 
susceptibility changes (e.g. the sinuses) (Devlin et al. 
2000). 

After artifact removal two general approaches to 
maximising the signal-to-noise ratio for the time 
course data then are applied typically: spatial and 
temporal filtering. fMRI is being used to detect a signal 
change that lasts for only a limited period of time and 
covers just a small region of the brain. A general result 
of signal detection theory is that blurring of a signal (in 
this case both the dimensions of space and time need to 
be considered) can enhance the signal-to-noise. This 
important conclusion can be rationalised if one 
considers that any noise changing faster in space or 
time than the signal of interest is 'flattened' to a greater 
extent than is the signal of interest after such blurring. 

After optimization oi the signal-to-noise by filtering, 
analysis of the time course by comparison of signals 
in the 'baseline' and 'active' states must be made. 
Statistical inference from fMRI data is discussed in 
Chapter 14. There are many valid ways of performing 
statistical comparisons between signals in images asso- 
ciated with different brain states and their time courses 
of change. A common approach is to generate a map 
of t statistics (the ratio of the mean signal intensity 
to its standard error) on a voxel-by-voxel basis and 
use this to identify voxels with significance levels 
exceeding a chosen threshold (e.g. t > 3, which might 
correspond in a particular case top < 0.01). A natural 
extension of the creation of the t map in this simple 
way is to correlate the time course with a more general 
model of expected response, again resulting in a t map, 



which can then be tested for significant 
However, it has been argued that non-parametric 
approaches may be more valid, as they make fewer 
assumptions about the behaviour of the data. One 
strategy is to set the threshold on the basis of voxel-by- 
voxel comparisons with changes seen in data sets after 
randomisation of the serially acquired images 
(Brammer et al. 1997). Other approaches are now 
being developed which are even less dependent on 
setting up a prior activation model. For example, inde- 
pendent component analysis (ICA) identifies regions of 
activation on the basis of finding independent modes 
of signal variation through space or time (McKeown 
etal.1998). 

A crucial point made in Chapter 14 is that valid 
statistical inference from the image time course data is 
complicated by the fact that large numbers of voxels 
are being assessed simultaneously for changes. The 
significance level must be corrected for the number of 
truly independent comparisons that are being made. 
For example, if 10 000 independent voxels are being 
tested and a threshold for significance of change in 
each of the individual voxels of p = 0.05 is chosen, 
then 500 (=0.05X10 000) would be 'active' by 
chance alone! The significance threshold therefore 
must be made more stringent in proportion to the 
number of independent comparisons. A related 
problem is to define the extent of independence of 
signal change between image volume elements across 
the brain. 

A sometimes troubling early lesson in analysis is that 
the apparent pattern of brain activation changes with 
the statistical significance threshold chosen. In fact, the 
notion that a single statistical map could fully repre- 
sent the complex, highly distributed and dynamic 
patterns of neuronal activation during a task is 
certainly over simplistic! Direct recordings make clear 
that neurones differ in firing rates over a continuum. 
The discrimination of activities that are relatively 
uniquely associated with a cognitive task is therefore 
only relative. Thus, to be as inclusive as possible in 
identifying regions involved in a cognitive task, a low 
significance level for activation would be needed. In 
contrast, to identify only those areas that show the 
greatest changes in activity during a cognitive task, a 
higher significance level may be ideal. The optimal 
choice will ultimately depend on the data set and the 
goals of the experiment. 
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1.8.1 Quantitative fMRI 

Many applications (see Part IV) demand quantitation 
of results from studies performed before and after 
interventions or when comparisons are desired 
between studies performed over multiple occasions, 
e.g. in correlations of fMRI and behavioural responses 
(Wagner et al. 1999) or in studies of drug effects (Levin 
et al. 1998). In applications of BOLD fMRI different 
measures can be used to express activation in a region- 
of-interest, including the absolute or relative numbers 
of activated voxels, the mean percent signal change in 
significantly activated voxels, or the maximum signal 
change. Interpretations of changes in the different 
measures will be different. There is a high variance in 
counts of numbers of voxels that exceed a given thres- 
hold, as this index of change is very dependent on 
measuring the 'tails' of the activation distribution, 
where contrast-to-noise (i.e. the magnitude of signal 
change) is lowest (Cohen and DuBois 1999). However, 
caution should be exercised in selecting a single strat- 
egy for quantitative activation analysis. It should not 
be assumed that there is a fixed relationship between 
measures of the magnitude of signal intensity change 
and the extent of activation in a region-of-interest, par- 
ticularly in studies of pathology. Alternative strategies 
may use different measures of activation response, 
e.g. perfusion or oxygen consumption changes. It is 
possible that such measures may show less inter- 
session or inter-individual variation that does BOLD 
fMRI. 

1.8.2 Real-time fMRI 

A specialized area of research has been the develop- 
ment of fMRI as a technique for real-time physiolog- 
ical analysis of the brain. This could allow improved 
quality control by allowing determination whether a 
study had been technically successful even before the 
subject has left the scanner. More exciting, it would 
allow subjects to monitor their own performance 
directly, potential!) allowing modification of cognitive 
state (e.g. in studies of meditation or imagery) using 
the neurophysiological feedback of fMRI (Voyvodic 



1.9 Neuroanatomical 
interpretation of functional data 

1.9.1 A common brain space 

Generally, the primary goal of functional imaging 
experiments is to interpret functional changes in terms 
of the underlying neuroanatomy. The most important 
step in doing this is the registration of regions of signi- 
ficant change in the functional image with the struc- 
tural image of an individual brain. This is a challenging 
problem because the image resolution, contrast, and 
distortions in the high resolution conventionally 
acquired structural image usually are different from 
those in the lower resolution (typically EPI) functional 
image. Problems of registration are outlined in 
Chapter 15. With BOLD EPI fMRI difficulties can be 
minimized by using a high resolution EPI image (e.g. a 
'multi-shot' EPI image) for defining brain structure, as 
this has similar geometric distortions as the individual 
single-shot EPI images used for generation of the func- 
tional image. 

Averaging results from studies of many subjects 
often is useful for identifying areas of activation 
common to many members of the group or for 
increasing sensitivity to low level activation effects. 
This is possible with use of a common brain space. The 
most well-known common brain space was developed 
by Talairach and Tournoux as a simple geometric 
panellation of the brain according to major anatom- 
ical landmarks. The concept behind this development 
was to develop a common coordinate framework for 
expressing relative neuroanatomical positions in any 
brain. It is important to recognize that different 
common brain spaces (e.g, the Montreal Neurological 
Institute average brain vs. that of the Talairach atlas 
(Talairach and Tournoux 1988)) may have different 
shapes, so that there are different relations between 
specific structures and coordinate positions. 

In order to represent individually variable brain 
shapes in a standard coordinate framework computa- 
tional methods for 'warping' one brain geometry into 
that of another have been developed (Collins et al. 
1994). Such methods fit one brain shape to another by 
optimising the alignment of neuroanatomically similar 
features of the two brains. 

However, even when both linear and non-linear 
'warping' is allowed such procedures do not lead to 
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brains that are perfectly co-registered everywhere. 
There are substantial anatomical differences between 
brains (and even greater variations in the underlying 
cytoarchitectonic structures (Amunts et al. 1999, 
2000; Geyer et al. 2000)) affecting the relative sizes 
and shapes of subcortical grey matter and the sizes, 
ind even the number of gyri. To allow 
tural inferences in group data analysis, it 
is important to be able to express the range of this vari- 
ation in brain anatomy across a population quantita- 
tively. One powerful approach has been to combine 
maps of individual brains in a common brain space in 
order to generate a probabilistic map of brain struc- 
ture. Within such a probabilistic brain space, the like- 
lihood of finding a specific neuroanatomical feature in 
a given voxel can be expressed with precision even if 
mappings between structures in individual brains are 
not exact. When applied to a functional 
map, the relative likelihood of finding s 
probabilistic brain structural space is expressed. 

It is therefore important to appreciate that brain 
atlases do not provide a neuroanatomical 'Bible' for 
understanding functional activation. Brain atlases do 
not directly address the problem of what the 
neuroanatomical position of activation is in any indi- 
vidual brain, they simply are not reliable for deter- 
mining anatomical positions in structurally abnormal 
brains. However, a probabilistic brain atlas provides 
an important tool for interpretation of activation data 
from the normal groups for which it was derived. 

1.9.2 Cortical 'flat map' representations 

Chapter 15 also addresses a potentially highly infor- 
mative strategy for reducing confounds to under- 
standing the functional interrelations between brain 
regions that are introduced by the convoluted surface 
of the cortex. As the relative localization of different 
function regions sometimes can be defined better using 
flattened representations, a number of strategies have 
been presented for computationally unfolding the 
cortex based on structural MRI data (e.g. Van and 
Drury 1997; Van et al. 1998; Dale et al. 1999; Fischl 
et al. 1999). 'Inflating' the brain to provide a contin- 
uous closed surface can cause distortions of relative 
distances (depending on the geometry of inflation). 
Unfolding such a surface into a flat map demands 
introducing 'cuts' into the surface 



duction of further distortions (consider the problem of 
flattening an orange peel). However, these need not 
affect quantitative measurements of relative positions 
substantially, particularly for closely adjacent areas. 
Other representations using standard geometric shapes 
for which coordinate systems are derived readily and 
that demand less distortion (e.g. a sphere) also are 
possible (Fischl et al. 1999). These methods all share 
the theoretical advantage that the relative coordinates 
in the new frame of reference more accurately reflect 
relative distances along the cortex between regions 
than do apparent distances across the surface of the 
normally-folded brain. 



1.10 Applications of fMRI 

1.10.1 Cognitive neuroscience 

The range of applications of fMRI t 
growing rapidly. It is impossible to provide a textbook 
review that could be up-to-date. Chapter 17 describes 
the potential for fMRI applications from the stand- 
point of the cognitive neuroscientist. Here a more 
limited range of examples is offered to illustrate major 
research areas in which fMRI is proving to be an 
important tool: 



(1) Defining neurophysiologies 



relates of behav- 



(2) Defining ways in which brain functions can be 
modulated; 

(3) Establishing a 'systems-level' description for the 
brain basis of learning; 

(4) Defining 'networks' for cognitive processing. 

Neurophysiologies correlates of behaviour 

One goal of neurophysiological studies of the brain is 
to localize cerebral functions. Ultimately this descrip- 
tion contributes to an understanding of mechanisms 
for cognitive processing. 

The first major application of fMRI was for the 
localization of cerebral functions. fMRI is established 
now as a powerful, relatively general technique for 
doing this. Activation maps can be generated with 
linear dimensions on the order of millimeters. In 
specialized applications (e.g. the primary visual cortex) 
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it has been possible to refine spatial localization to the 
level of cortical columns (tens of microns) (Kim et al. 
2000). The range of processes that can be studied and 
the precision of assignment of functions to the areas 
mapped depend largely on the imagination of the 
experimenters in designing the paradigm. Applications 
to understanding sensation, motor control, and cogni- 
tive processes such as language and memory have all 
been explored widely. A limitation to be borne in mind 
is that sensitivity to neuronal activity varies across the 
brain (Devlin et al. 2000). 

Initial applications used tasks that could be 
constrained to periodic designs with repeated blocks 
stimuli. They also were confined to simple contrasts. 
With the availability of more sophisticated methods of 
analysis and the increased contrast-to-noise afforded 
by higher field systems, the requirement for stimulus 
repetition has become less limiting. In addition, appli- 
cation of single event designs have allowed a brief 
stimulus to be delivered even aperiodically, reducing 
the confounds of habituation and anticipation. This 
has allowed an extension of applications to include 
mapping for brain activation associated with such 
classic neuropsychological phenomena as 'oddball' 
detection (Linden et al. 1999). 

Modulation of brain function 

An intermediate goal in trying to define ways in which 
different areas of the networks for cognitive processing 
interact has been to study the modulation of brain 
responses. One area of applications has been to under- 
stand the way in which the sensory cortex integrates 
information from multiple modalities. Here, for 
example, it has been shown how the cortical response 
to touch is modulated by a visual stimulus (Macaluso 
et al. 2000). Such approaches have demanded 
improved methods for quantitative fMRI. These rely 
primarily on detection of changes in signal intensity, a 
characteristically more robust measure of activation 
than numbers of significantly activated pixels. 

A particular class of such experiments have been 
those focused on understanding the phenomenon of 
'attention'. These studies probe the nature of cognitive 
set changes and their influences on cortical activations. 
Such work has emphasized primarily that mechanisms 
of attention involve highly distributed changes in acti- 
vation throughout the cortex in networks specific for a 



particular cognitive task (Johansen-Berg et al. 2000; 
O'Craven et al. 1997). 

Understanding mechanisms of learning 

Another early application of fMRI was to define 
changes in brain activation with motor learning. A 
complex finger movement paradigm was presented to 
subjects, who were asked to practice it over days (Kami 
et al. 1995). With improved rates of performance there 
was increased activation in the primary sensorimotor 
cortex contralateral the hand moved. This suggested 
that one aspect of motor learning involves expanding 
the cortical representation for the movement. 

Shorter-term changes in activation with learning 
later were studied for a more complex puzzle-solving 
task (Toni et al. 1998). Subjects had to learn the 
correct order of button presses and then serially 
execute them. This could be done within the time-scale 
of a single imaging session. Shifts in the relative magni- 
tude of activations between cortical and sub-cortical 
structures could be defined. 

Learning of other types also has begun to be 
explored. Better methods of analysis and improved 
sensitivity of detection have been developed, allowing 
short-term modulation of responses to be detected. 
This has allowed, tor example, mapping of areas of the 
brain that respond both to learning a noxious stimulus 
and to 'reverse learning' (i.e. having an expectation 
disappointed) (Ploghaus et al 1999; Ploghaus et al. 
2000). 

Defining networks for cognitive processing 

A longer-term goal of mapping and activity modula- 
tion studies is to define the ways in which brain regions 
interact to create a full processing network used by the 
brain for cognitive tasks. Defining networks begins 
with identification of at least a subset of its constituent 
nodes by mapping methods as described above. 
Analytical techniques can then be applied to define the 
functional interrelations between activated cortical 
areas, e.g. using methods such as path or independent 
components analysis (McKeown 2000; Bullmore et al. 
2000). Both of these techniques provide n 
the strengths of the correlations between 
changes in different areas of the brain. Diffusion MRI 
promises to add an additional dimension to this work 
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by defining at least the larger white matter i 
tracts that provide the physical basis for the func 
connectivities underlying network behaviour (Jones 
etal. 1999- Xue etal. 1999). 

Combining fMRI and electrophysiological 
techniques 

Combining electrophysiological methods with fMRI 
promises to join the high temporal resolution of the 

' r\ ith tin high patud i >l n r i. .n,if the latter (see 

Chapter 19). A fundamental limitation of EEG or 
MEG studies is that precise source localization is diffi- 
cult. Unique maps of generators in the brain (based 
on the distribution of scalp potentials alone) cannot 
be calculated, particularly for EEG, where there is 
substantial spatial distortion of the potentials by the 
complex patterns of head conductivity. Both EEG and 
MEG share the problem that there is not a unique way 
of defining the numbers or localizations oi 
generators that can give rise to any given 
pattern measured at the surface of the head. An attrac- 
tive approach to minimizing these difficulties is to use 
fMRI to set limits on the number or localization of 
sources. In practice this has been achieved by assigning 
a higher probability to sources that co-localize with 
fMRI activation (Dale et al. 2000). For more routine 
electrophysiological methods which have little intrin- 
sic spatial resolution such as ERP, fMRI can be used 

based inferences (McCarthy 1999). 



il Animal fMRI 

There have been increasing numbers of applications of 
fMRI in animal studies. Because of the smaller sizes of 
animal brains and the complexities or obtaining a good 
activation response with anaesthesia, animal fMRI can 
be much more challenging than similar studies on man. 
However, such studies offer potential, e.g. in dissecting 
fundamental phenomena regarding the nature of the 
BOLD response (as very high field systems can be used) 
or drug effects (Chen et al. 1997). Primate studies are 
of special interest because of the similarities of the 
monkey and the human brain and the potential for 
performing the studies of complex behaviours using 
trained animals without anesthesia. Animal studies 
allow fMRI to be combined with more invasive moni- 
toring techniques (e.g. direct cortical electrophysio- 
logical recording and microdialysis) (Fig. 1.10) (Chen 
etal. 1997) or lesion studies. 

1.10.2 Clinical applications of fMRI 

Clinical applications of fMRI already are becoming 
common. Those conducted thus far may be summa- 
rized in three general areas (aspects of which are 
discussed further in Chapter 18, along with special 
problems associated with patient studies): 



( 1 ) Mapping of functional areas in the damaged bra 

(2) Providing state or trait markers; 

(3) Defining mechanisms of reorganization or co 
pensation from injury. 




Fig. 1. 10 An i 1 ii i i ( ]■ linki I i i I i I n i veil Mil. in nil 

activation pattern-, from direct cortical stimulation in tin .•nsorimotor cortex toing a carbon fibre electrode that was positioned 

through a small craniotomy hole direct!) on the cortex over the area of aero ation shown in the upper left of (a). Activation of 
cortex immediately beneath the stimulating Sbre is apparent. In subsequent 2 mm sections immediately behind the area of stim- 
ulation (b, c) it is clear that activation occurs both in the area of stimulation and in more distant sides, particularly involving 
the deep basal ganglia. Such methods max allow functional definition of brain cormecrix inc. (Image courtesy of Ms Vivienne 
Austen, MRC Clinical and Biochemical MRS Unit and FMRIB Centre, Oxford.) (See also colour plate section.) 
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ipplication that likely could become important 
e of fMRI in monitoring the effects of drugs or 



Mapping functional areas in the damaged 
brain 

One of the more important applications of clinical 
electrophysiological techniques (EEG, ERP) in critical 
care medicine and neurology has been to define the 
extent of undamaged cortex after severe insults. Like 
PET, recent work suggests that fMRI also could be 
used to define cortex that remains functional after 
brain injury (Cramer and Bastings 2000). A study of a 
patient with left inferior frontal damage after a stroke 
who subsequently recovered significant language func- 
tion defined activation in brain areas closely adjacent 
to the damaged tissue, mi i tin fun rional preserva- 
tion of peri-infarct cortex (Calvert et al. 2000). 

Localizing functional areas in chronic disease also 
can be important in planning treatment. Patients with 
intractable temporal lobe epilepsy may benefit from 
surgical excision of the ictal focus. However, removal 
of the temporal lobe must be planned carefully to 



ensure that temporal lobe tissue essential for language 
and memory functions is not removed. Current 
methods for lateralizing the activities associated with 
memory and language are rather crude, involving brief 
anaesthesia of each hemisphere in turn while per- 
forming psychological testing (the 'Wada test'). The 
potential for fMRI to be used as a non-invasive tool for 
identifying functional lateralization during language 
and memory tasks remains an attractive prospect (Fig. 
1.11). Good agreement has generally been established 
between the non-invasive fMRI measures and those 
using Wada test (Desmond et al. 1995; Binder et al. 
1996; Lehericy et al. 2000). A potential limitation of 
the fMRI studies is that while they identify regions 
of brain that are functionally active during the task, 
they do not specifically distinguish those for which 
activity is essential to the function in question. 
Damaging the latter is of course of particular concern 
in surgical treatment. 

A similar problem is encountered in patients who 
need to have tumours or other lesions excised from the 
brain. If the lesion lies near functionally eloquent areas, 
there is a concern that removal of the lesion may im- 
pair critical functions subsequently. This is a particular 




Fig. 1.11 The invasive Wada test is used to evaluate the late 
temporal lobe epilepsy prior to possible surgery in order to mir 
sion. There has been considerable interest in developing a no 

memory functions il i relat hift n lateralization of brain 



of language and memory function in patients with 
potential for disability from the temporal lobe exci- 
, fMRI-based method for lateralising language and 

verbal fluency task are illustrated. Each si' " 



is presented with a visual letter cue and asked to recall as many words beginning with that letter during the active block of 
the fMRI paradigm, (a) A right-handed subject with right temporal lobe epilepsy demonstrates the pattern found in most 

health) right- and left-handed controls show in;; almost entirely left-sided lateralization at this le\ e! oi the brain, which includes 

Broca's area, (b) In intraM left-handed pan t with left temporal lol pile| l< m< tt in lm isl rnplet hi in 

lateralization of activation to the right hemisphere. Here there is a more widely distributed pattern of activation at the same 
level, suggesting increased activation in more widely distributed nodes of the language network, (c) A right-handed patient with 
left temporal lobe epilepsy shows a hi 1 1 i i ic pat n i ting I it i ight hemispheric nodes in the putative language 

network become more active with damage to the left temporal lobe. (Images courtesy of l)r |ane Adcock, University of Oxford.! 
(See also colour plate section.) 
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Fig. 1.12 Patterns of activation in patients with brain lesions may be useful in guiding neurosurgical excisions. This patient 
presented with a hich was resected. With possible progression of the tumour the question of whether the exci- 

sion margins could be extended arose. A concern was that the motor representation for movement of the contralateral (left) 
hand was too close to the excision margins to allow safe removal without subsequent disability. The patient then was studied 
using an FMR1 f the left hand. The areas of significant activation are shown 

in blue. As can be seen particularly in images (b), (c) and (d), the patient (blue) shows predominantly ipsilateral cortical acti- 
vation with movement of the hand. In contrast, healthy controls show predominantly contra otor cortex acti- 
vation [orange). Panels (a) and (b) show loss of signal near the areas where the skull was interrupted by the craniotomy, a 
consequence of local magnetic susceptibility differences. (Images courtesy of Dr R. Pineiro, FMRIB Centre, Oxford.) (See also 
colour plate section.) 

sight. Areas of frontal cortex activation as well as pos- 
sible activation in the superior colliculus were demon- 
strated, suggesting that a secondary visual pathway 
was being used for processing of this information. 

The capacity for the young brain to recover func- 
tionally even after major damage is well described and 
studies of animals have demonstrated a capacity for 
reorganization of the cortex in response to brain injury 
from both central and peripheral lesions (Nudo et al. 
1996). A primary observation in the animal studies has 
been that local cortical functional representations can 
change. Interest has been generated by the demonstra- 
tion of similar changes in the adult brain using fMRI. 
In motor studies with patients having tumours, for 
example, there are shifts in the cortical representation 
away from the tumours (Seitz etal. 1995). A ci 
posterior shift in activation loa 



vith many forms of brain tumour, for which 
prognosis may be improved by removing as much 
tissue from the adjacent brain as possible. A number of 
studies have explored the ability of fMRI to localize 
functional cortex adjacent to tumours, showing that 
the technique can distinguish functional and impaired 
brain tissue reliably (Fig. 1.12) (Atlas et al. 1996). 

A related issue is to define changes in patterns of 
brain activation that are associated with functional 
recovery. An interesting illustrative example has been a 
study of a patient with blindsight (Sahraie et al. 1997). 
Blindsight patients have a loss of conscious visual 
yet can respond to at least a limited range 
imuli in the blind field without being consciously 
■e that they are present. The goal of this early study 
:o define the areas of the brain that are active when 
jsly perceived with blind- 
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Fig. 1.13 Brain injury can lead to local adaptive changes in 
activation patterns from cortical 'plasticity' that can occur 
even in adults. This image illustrates a posterior shift in the 
centre of activation in the sensorimotor cortex for patients 

with established multiple sclerosis relative ro a healthy control 
group. The yellow areas represent the mean centres of activa- 
tion for a group of normal controls and the red areas shitted 
on average just under I cm more posterior) show similar 
centres of activation for a group of patients with established 
multiple sclerosis. Anatomically, this represents a shift in acti- 
vation from the posterior wall of the pre-central gyrus in 
healthy controls to the anterior wall of the post-central gyrus 
in the patients. (Image courtes; of l)rs H. Reddy and M. Lee, 
FMRIB Centre, Oxford.) (See also colour plate section.) 



cortex has been reported in patients with multiple scle- 
rosis and after strokes (Fig. 1.13) (Lee et al. 2000; 
Pineiro e£ al. 2001). 

Longer distance functional changes also occur. 
Increased activation in the ipsilateral motor cortex also 
has been a consistent finding in studies of patients after 
brain injury or an 'unmasking' of uncrossed motor 
projection pathways that could contribute to recovery 
(Weiller et al. 1992; Cramer et al. 1997). A study of 
multiple sclerosis patients demonstrated a correlation 
between the lesion load and the extent of activation in 
the ipsilateral motor cortex, suggesting further that 
this functional change was related directly to the 
extent of brain injury (Lee et al. 2000). 

Similar studies have been performed in patients with 
aphasia after left inferior frontal infarcts. Several 
groups have reported an increase in the relative extent 



the right inferior frontal cortex for 
patients who show partial recovery of some speech 
(Thulborn et al. 1999). It has been argued that the 
right inferior frontal cortex may assume processing 
tasks performed previously by the injured left inferior 
frontal cortex. Alternatively, increased activity in the 
right inferior frontal cortex could otherwise compen- 
sate for lost functions, despite having distinct process- 
ing activities. 

One confound of these and other studies after brain 
injury is that the tasks performed by patients and nor- 
mal controls are difficult to match fully, as patients 
who are functionally impaired may find the tasks more 
difficult or may use different strategies to perform 
them. Differentiating adaptive r. 
changes in strategy is difficult. In sc 
ilar response can be elicited using a stimulus that can be 
provided in exactly the same way for both patients and 
controls, e.g. passive movement of the limb in a study 
of activation associated with hand movement. An 
alternative approach is to ensure behavioural matching 
of patients and controls. For example, in a study of 
multiple sclerosis, only patients with early disease who 
had no clinically significant disability in the limbs were 
studied (Reddy et al. 2000). Magneti 



troscopy provided 
damage. A strong correlat 
axon injury in the white : 
of ipsilateral motor cortex 
The study was interpreted 
increased ipsilateral 
ponse to altered task perft 



: of white matter axonal 
between the extent of 
ter and the magnitude 
i established, 
demonstrating that the 
simply a res- 
e, but adaptive, allow- 
al level of function to be maintained despite 
accumulating injury. Alternatively, a task that can be 
matched between patients and controls and provides 
information relevant to the task of interest may be used, 
e.g. use of information from a passive movement task to 
define regions of brain active during voluntary, active 
movement (Fig. 1.14) (Weiller et al. 1996). 

Another approach to task matching is to equalize 
the relative difficulty of tasks by having patients and 
controls perform the tasks at a rate or complexity that 
is a fixed proportion of the maximum individual rate. 
However, it may not be certain that there is a simple 
relationship between relative performance and brain 

A limitation of these fMRI studies of reorganization 
after injury is that, while areas of activation can be 
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Fit;. l.JM A major problem in studies <>i patients with disability from brain patholoev is that of matching tasks between 
patients and controls to ensure that brain activation patterns represent responses to behavionrallv comparable actions. One 
approach to the study of motor tasks may be to use the patterns of i< r\ ion i \ ith | issue movement of a limb. 

Becau e of the 1 I i i i ns with passive 

movements generally recapitulate those accompanvinu active nioi ement. Illustrated here are patterns of activation with either 
ictive \itjif>cr p els)ot\ i lowet ' m ] til I li fi fth( h nd h . ;i s courtesy of Ms A. Floyer and Dr H. 

Reddy, FMRIB Centre Oxford.) (See also colour plate section.) 



identified, it has yet to be demonstrated that the func- 
tionally more active areas are necessary for functional 
recovery, they could simply reflect responses to injury 
rather than be part of compensatory or adaptive mech- 
anisms. To test this possibility, fMRI studies may need 
to be combined with other methods, such as repetitive 
transcranial magnetic stimulation (TMS), which 
allows transient interference with localized cortical 
functions (George et al. 1996; Pascual-Leone et al. 
1994). 

fMRI activation patterns as markers of 
state or trait 

An exciting prospect for fMRI is that it may be used to 
define functional phenotypes, providing information 
not available either from the behavioural phenotype or 



structural imaging. A particularly intriguing example 
of how this could be possible has come from studies of 

Patients with dyslexia appear to have difficulty read- 
ing at least in part because of defects in visual percep- 
tual pathways. One clue as to how this might come 
about has come with the demonstration that patients 
with dyslexia have reduced or absent activation to 
moving stimuli in the motion-sensitive area (MT) of 
the extrastriate visual cortex (Eden et al. 1996). This 
result is consistent with the hypothesis that there is a 
developmental or acquired defect in the magnocellular 
visual processing pathway (which has relatively dense 
projections to the MT region). Subsequent work has 
extended this finding, suggesting that it identifies at 
least a subset of patients who have this complex behav- 
ioural phenotype (Demb et al. 1997). As clear clinical 
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criteria for dyslexia has been difficult to achieve, 
the observation may contribute substantially to defini- 
tion of the disease. In the future, fMRI studies could 
help to distinguish functional phenotypes in the syn- 
drome in the search for genetic factors predisposing to 
dyslexia. 



responses may also be altered as is demonstrated by an 
elegant study of opioid anaesthesia (Fig. 1.15). The 
drug remifentanil was shown to modulate activation of 
the somatosensory and limbic cortex associated with 
pain specifically, without effects on activation in the 
visual cortex (I. Tracey, unpublished). 



fMRI for drug and other treatment studies 

The fMRI studies discussed thus far all have relied on 
comparisons between 'rest' and 'active' states pro- 
duced by voluntary changes in cognitive activity or 
on stimulation of the cortex by sensory afferents. 
The neuroanatomical pattern of drug effects on brain 
activation or on regional blood flow can also be 
mapped (Leslie and James 2000). An early demon- 
stration of this in an animal model showed appropriate 
lateralisation of activation changes in response to 
L-dopa after unilateral substantia nigra lesions 
(called pharmacological MRI or 'phMRF) (Chen et al. 
1997). An issue in interpretation is to disambiguate 
direct effects on blood flow from effects on neuronal 
activity that are accompanied by a secondary haemo- 
dynamic response. Modulation of brain activation 
responses by drugs also can be probed. A study of alco- 
hol showed a generally reduced activation response 
after ingestion (Levin et al. 1998). More specific drug 



A few practical considerations for clinical 
studies 

In the interpretation of clinical studies, identifying 
altered activation (i.e. a new pattern or significant 
changes in the magnitude or extent of activation) is 
intrinsically more powerful than identifying loss of 
activation. The range of confounds to experimental 
paradigms such as movement during testing or poor 
compliance with the paradigm all tend to reduce 
signal, making loss of activation difficult to interpret. 
Clinical studies will also demand relatively unequiv- 
ocal interpretations. Quantitative methods need to be 
developed with careful characterization of intra- and 
inter-patient reproducibility. Devising robust stimula- 
tion paradigms that can be performed easily and 
quickly to allow them to be integrated into busy 
imaging schedules, as well as rapid methods (e.g. real 
time fMRI) to allow immediate determination of the 
success of a study will be important. 




Fig. 1. 15 '■■ >ne of the most exciting iron tiers for fMRI is the objective description oi subjective sensory experiences. A related 
area of excitement is the use of fMRI to assess the effects of pharmacological interventions. Here responses of the brain to a 
painful thermal stimulus are mapped using fMRI during intravenous infusion of a saline placebo (a). With infusion of 0.5 ng 
of the opiate analgesic remifentanil. there is small change in the pattern oi a cm anon, hut the total volume oi activation is little 
different from that with placebo and the subject reports little change in subjective pain perception (b). However, with infusion 
of 1 ng of remifentanil there is no subjective sensation oi pant with the identical thermal stimulus. Associated with this is a loss 
of activation in this image slice, which includes the insula, dmages courtesy of Or I. 1 recev. h'MRIB Centre. Oxford.) (See also 
colour plate section.) 
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1.11 BOLD fMRI in perspective 

1.11.1 Limitations of the technique 

BOLD-based fMRI is a powerful tool for basic and 
clinical neuroscience because it allows mapping of 
functional responses quantitatively using a technology 
that is non-invasive and already is widely disseminated. 
Particular excitement for its use in clinical applica- 
tions comes in part from the fact that the technique can 
be integrated with other magnetic resonance-based 
techniques for a comprehensive investigation of patho- 
logical changes. However, there are important limita- 
tions of the technique that need to be recognized. The 
first is that the time resolution is limited by the rate 
of the haemodynamic response, which occurs over a 
time-course orders of magnitude slower than that of 
the primary neuronal response. The technique also 
both has intrinsically low signal-to-noise and contrast- 
to-noise, leading to the need for repetition of stimuli 
in order to decrease variance in results. Direct com- 
parisons with PET studies also suggest that there is 
substantial variation in sensitivity to changes across 
the brain. Some of this is likely due to recognized 
artefacts, such as those from magnetic susceptibility 
changes in the temporal and frontal lobes. Finally, 
the unusual physical environment of the 
other constraints imposed on the experiment 
limiting. 



1.11.2 The future of fMRI 

Nonetheless, the future of fMRI looks bright. The 
technique has potential for answering a substantial 
and growing range of questions. In addition, develop- 
ments in this active research area continue to promise 
greater capabilities. 

A number of developments in hardware are prom- 
ising. More flexible magnet designs, particularly short 
high field systems that would reduce problems of 
access to subjects during experiments may ease some 
experimental constraints. Particularly exciting also has 
been the introduction of extremely high field magnets 
(i.e. > 7T). These both promise increased signal-to- 
noise (which can be used to increase spatial resolution) 
and increased contrast-to-noise (allowing a greater 
variety of cognitive processes to be probed). Perhaps 
more importantly, work at such field strengths may 



allow more precise detection of activation solely in 
cortical tissue as opposed to the draining veins. 

Image analysis currently is perhaps the most rapid 
growth area in functional imaging, however. Improved 
computational methods and the ever less expensive 
access to increased computer processing soon should 
allow true 'real time' fMRI. Not only would this poten- 
tially allow modulation of behaviour on the basis of the 
fMRI response, but it also should improve quality con- 
trol by ensuring that experimenters or clinicians know 
whether a study has been successful before the subject 
ever leaves the magnet. While current fMRI experi- 
ments are constrained in their designs to a relatively 
rigid 'block' format or to less time-efficient, single event 
paradigms, there is every possibility that completely 
unconstrained experimental designs may be possible 
with flexible interleaving of multiple experiments 
involving the use of completely aperiodic stimuli. 
Advances particularly in model-free analysis methods 
(e.g. independent components analysis) may prove use- 
ful here. Other physiological measurements (e.g. perfu- 
sion, oxygen consumption or, 13 C-labelled metabolite 
turnover) may allow more quantitative imaging. Better 
methods for mt( i m< lality i i ti tion of data and for 
using functional imaging data effectively in concert 
with electrophysiological data from techniques such as 
MEG will be important. Finally, substantial advances 
are being made in the nature of the structural data that 
is available, e.g. developing maps of cortical connectiv- 
ities based on diffusion imaging (Mori et al. 1999). 

Availability of such powerful methods for integrated 
analysis of images will make multi-modal functional 
imaging much more commonplace. This will enhance 
interpretations substantially by providing a multi- 
dimensional view of brain activities. An important goal 
will be to link efforts to model cognitive processing 
with empirical data from functional imaging. The hope 
is that functional imaging can substantially inform the 
development of such models. In turn, the models 
should be able to provide quantitative, testable hypo- 
theses for functional imaging. 

We fully expect that in coming years the potential of 
functional imaging will continue to expand and that 
fMRI will remain an important technique for neuro- 
science applications, despite growth of other func- 
tional imaging technologies. We hope that this 
book will provide a useful, practical guide to this new 
technology. 
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Brain energy metabolism and 
the physiological basis of the 
haemodynamic response 

Albert Gjedde 



2.1 Understanding the 
haemodynamic response to 
neuronal activation 

Under normal conditions the brain derives almost all 
of its energy from the oxidation of glucose: for this it 
needs a nearly constant supply of glucose and oxygen, 
delivered by the blood supply through a rich network 
of vessels. Although the brain accounts for only about 
2 per cent of the total body mass, it consumes 20 per 
cent of the body's glucose and oxygen, and receives 20 
per cent of its blood supply. A remarkable feature of 
brain metabolism, fundamental to many functional 
imaging methods, is that blood flow and energy metab- 
olism are tightly linked to local neuronal activity. This 
implies that maps of local glucose consumption, local 
oxygen consumption, or local blood flow each provide 
information on neuronal activity. A good under- 
standing of the mechanisms responsible for regulating 
these processes is needed in order to interpret such 
functional imaging data. However, as this chapter will 
emphasize, although the general principles of brain 
metabolism and the haemodynamic response to 
neuronal activity are known, the precise mechanisms 
responsible for the links between brain energy metab- 
olism and brain work are not well defined. 

To understand better the issues relating to local 
brain haemodynamic response, cellular energy produc- 
tion, and the electrochemical work associated with 
neuronal activation, it is useful to consider: 



bolisi 



lechanisms relating changes 
to changes in brain oxidative 

letabolism. 



i local blood 
id non-oxida- 



the kind of work carried out in the brain; 
the cells which carry out the brain's work; 
oxidative and non-oxidative energy met: 
and the mechanisms determining their balan< 
brain cells; 



2.2 The work of the brain: 
the energy cost of information 
transfer 

The major work of the brain is the transfer and 
processing of information. An estimate of the energy 
cost of information transfer in the brain can be calcu- 
lated from the concept of entropy, according to which 
information transfer locally reduces the entropy of a 
metabolic system such as the brain. 

A general principle of thermodynamics is that 
energy input is needed to reduce entropy, a measure of 
information (the less entropy there is in a system, the 
better the state is defined). In the brain energy is used 
primarily for electrochemical work (Szilard 1929). The 
energy cost of information transfer therefore can be 
estimated from the total combustion of fuels measured 
during functional activity of the brain. According to 
one calculation, a single binary decision, i.e. a unity 
bit, requires a minimum energy supply of 3 X 10~ 24 kj 
(Morowitz 1978). The hydrolysis of adenosine tri- 
phosphate (ATP), the primary energy 'currency' in the 
brain (as in all cells of the body), yields a free energy of 
about 30 kj mol -1 . The brain tissue hydrolyses about 
10 u-mol ATP g _1 min -1 . Assuming an upper limit of 
thermodynamic efficiency of 50 per cent, brain tissue 
thus has the capacity to perform binary decisions at a 
rate of about 10 18 g _1 s _1 . 
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2.3 The nature of metabolic work 
for information transfer in the 
brain 

In order to understand the link between changes in 
energy metabolism affecting physiological parameters 
such as blood flow and neuronal activity, it is useful 
also to consider the nature of the metabolic work in 
more detail. In general, there are two ways in which 
information is transferred within the brain: through 
propagation of an altered membrane potential and 
through the release of chemical neurotransmitters, a 
process intimately coupled with their subsequent re- 
uptake. Both processes involve work coupled to ion 
transport (particularly of sodium and potassium ions) 
across the membranes of brain cells. 

2.3.1 Ion transport 

Cells in the brain actively maintain electrochemical 
membrane potentials and are able to change these 
potentials in a graded way. After depolarization to a 
critical threshold level, neurones can discharge repeti- 
tively. The electrochemical membrane potentials are 
established by specific ion channels in the plasma 
membranes that exchange free ions (e.g. sodium, 
potassium, chloride) between the intra- and extracel- 
lular spaces (Hodgkin and Huxley 1952). In order to 
maintain a stable membrane potential, the conduc- 
tances for each of the ions must be matched by active 
transport of the ion against its concentration gradient 
(the sodium concentration is higher and the potassium 
concentration is lower outside of the cell). Pumping of 
ions against an electrochemical gradient is an energy- 
requiring process. A key membrane enzyme in brain 
cells therefore is the P-type ('phosphorylation-type') 
Na + , K + -ATPase (an ATPase is an enzyme that breaks 
down or hydrolyses ATP), which combines with the 
energy-rich molecule ATP, Mg 2+ , Na + , and K + to form 
an enzyme-substrate association during which the ATP 
is hydrolysed, releasing energy and inducing confor- 
mational changes in the enzyme to translocate Na + 
and K + in the appropriate directions (Skou I 960). 

However, while maintaining the membrane poten- 
tial makes a major contribution to brain energy utiliza- 
tion, other factors also are important. Whittam (1962) 
estimated that the metabolism of the brain associated 
with the transport of sodium and potassium represents 



only 40 per cent of normal energy consumption. 
Chemical work of 50-60 per cent of the average was 
found to remain when ion transport in isolated 
nervous tissue was blocked completely by inactivation 
of the Na + , K + -ATPase (Baker and Connelly 1966; 
Ritchie 1967; Hertz and Schousboe 1975; Mata et al. 
1980). 

2.3.2 Neuronal excitation 

Neuronal excitation occurs when membrane channels 
with a voltage-dependent conductance open to allow 
the passive flow of sodium ions into the cytoplasm 
from the extracellular space. This leads to steady depo- 
larization of the membrane that can trigger a spontan- 
eous neuronal discharge if sufficiently great. Neuronal 
excitation thus leads directly to the need for metabolic 
work as the sodium ions that enter for membrane 
depolarization subsequently must be pumped out of 
the cell against an electrochemical gradient in order 
to restore the resting membrane potential. Not surpris- 
ingly, therefore, the energy metabolism of brain tissue 
in conditions of low activity (severed connections 
after injury, coma, persistent vegetative state, anes- 
thesia) can be reduced to as much as half the normal 
average (Mcllwain 1951; Shalit et al. 1970, 1972; 
Brodersen and Jorgensen 1974; Sokoloff et al. 1977; 
Levy et al. 1987). In line with this observation on the 
whole brain, the electrochemical work to maintain a 
'resting' membrane potential in individual cells is only 
about half of that required for active depolarization. 
During excitation of brain tissue in vivo, local in- 
creases in metabolism can exceed 100 per cent of the 
metabolism of the resting state, depending on the 
intensity of stimulation (Bowers and Zigmond 1979; 
Yarowsky and Ingvar 1981; Kadekaro et al. 1985; 
Shulman and Rothman 1998) (Fig. 2.1). 



2.4 Biochemical pathways 
providing energy for brain work 

The energy 'currency' of brain cells, ATP, is the link 
between energy utilizing and energy producing 
processes. Brain energy metabolism normally main- 
tains a constant concentration of this metabolite, as 
the processes that restore this metabolite are sensitive 
(directly or indirectly) to increased ATP utilization 
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Shulman and Rothman 1998 Stages of brain metabolism 



o.s 
























F 0.6 




/ 


1 


1 

* 0.4 




4 


1 


? 








S 

£ or 


y 




2 

.5 


S : 








°-8 


0.2 


0.4 


6 0. 






■ Max mum excitation 

^^ Average functional activity 

■ " Absent function 

r " Baseline (blocked ion transport) 



Oftii 



acellula 



d brain sugges 
Drk output by a: 



(feed-back). Obsei 
that even rapid 
much as 10-fold 
changes in ATP concentration (Matthews et al. 1981; 
Balaban et al. 1986; Detre et al. 1990a, 1990&; Wyss 
et al. 1992)! This is possible because the biochemical 
pathways responsible for ATP synthesis are regulated 
by factors related to changes in its rate of utilization. 

Both short- and longer-term regulatory mechanisms 
are used to maintain a constant concentration of ATP. 
A short-term mechanism for maintaining ATP concen- 
tration is by hydrolysis of phosphocreatine (PCr), a 
small, phosphorylated molecule unique to brain and 
muscle tissue. More sustained 
utilization are balanced by 
ysis, the series of enzyme-catalysed 
for the orderly, energy-releasing breakdown of glucose 
to pyruvate and lactate, and oxidative phosphoryla- 
tion, the oxygen requiring and energy-producing 
breakdown (or 'combustion') of pyruvate to generate 
carbon dioxide. 

2.4.1 Hydrolysis of phosphocreatine 

Creatine kinase (CK) occupies a pivotal role in the 
early buffering of the ATP concentration (Wyss et al. 
1992). The 'low-energy' compound ADP is produced 
with energy-producing hydrolysis of ATP by ATPases. 
The enzyme CK catalyses the interconversion of ADP 
and PCr with ATP and creatine. One form of the 
enzyme is in the cytosol where it is active enough to 



esofATP 
of glycol- 
necessary 



aar equilibrium (i.e. 
[ADP] [PCr] = [ATP] [creatine] at a constant pH) (Roth 
and Weiner 1991; Mora et al. 1992). Thus, as [ADP] 
(the concentration of which is one-two orders of 
magnitude smaller than [ATP]) rises, [PCr] decreases 
to maintain |ATP| approximately constant. 

Cytoplasmic PCr is replenished by a form of CK 
linked to mitochondrial ATP generation (Fedosov 
1994). The advantage of this system for transfer of 
'high energy' phosphate bonds in the cell is claimed to 
arise from the fact that PCr diffuses an order of magni- 
tude faster than ATP (Wyss et al. 1992). However, 
under conditions of very high metabolic activity ATP 
homeostasis may not be maintained because of rate- 
limitation of the CK-transphosphorylation reaction in 
the mitochondria (Fedosov 1994). 

2.4.2 Glycolysis 

Glycolysis is the series of enzyme-catalysed reactions in 
the cytosol that are responsible for the breakdown of 
glucose to pyruvate and lactate with the generation of 
ATP. In the absence of oxygen anaerobic glycolysis 
occurs (at least as long as the end product lactate can 
be removed from the cell), but under normal condi- 
tions production of pyruvate and lactate is linked to 
their oxidation in the mitochondria (aerobic glycol- 
ysis). As glucose is the preferred energy substrate for 
the brain, understanding of the control of glycolysis is 
integral to the appreciation of how increased energy 
production and utilization are linked. Under condi- 
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dehydrogenase complex (Kaunama 
porters (Cremer et al. 1979); fmito- 
:er-3 (Diemer et al. 1985) ; lactatf 
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jronal stimulation or in patholog- 
ical states the rate glycolysis may be limited by the 
provision of glucose. Normally the rate is regulated by 
the reactions catalysed by the enzymes hexokinase and 
phosphofructokinase. Under aerobic conditions, most 
(but not all) of the glucose leaves the glycolytic chain 
as pyruvate, depending on the activity of the mito- 
chondrial oxidative phosphorylation. 

The main reactions of glycolysis and the time 
constants for these reactions are listed in Table 2.1 
and their interactions are shown in schematic form in 
Fig. 2.2. The time constants dictate the half-times 
of change, i.e. the time it takes the system to reach 
halfway to a new steady-state after a change in con- 
centration of a substrate. It is apparent from Table 2.1 
that glycolysis can respond to change with time-con- 
stants of the order of milliseconds. This may be critical 

n I (i i i u i ni i is in response to 

rapid changes in cell energy utilization, e.g. with neu- 
ronal d ] ol u i ' ition 

Glucose transport for glycolysis 

Glucose is transported into neurones and astrocytes (a 
type of glial cell) by several members of the GLUT 
family of membrane spanning proteins (Gjedde 1992). 
In brain, the important transporters are GLUT-1 and 
GLUT-3 (Drewes 1999). The 55 kDalton GLUT-1 



resides in the membranes of the capillary endothelium 
constituting the blood-brain barrier, while the slightly 
modified 45 kDalton GLUT-1 resides in the mem- 
branes of astrocytes and choroid plexus. The GLUT-3 
protein resides in the membranes of neurones. 

The transport capacities of GLUT-1 and GLUT-3 
are known in some detail, and indicate that glucose 
provision itself is not normally rate-limiting to brain 
oxidative metabolism (Gjedde 1983, 1992). The 
maximum transport rate, T max , of the endothelial 
GLUT-1 glucose transport is about 2^4 times the rate 
of unidirectional glucose transport, which is about 
twice the net transport of glucose (see Gjedde 1992). 
The T ni of the neuronal and glial glucose transporters 
GLUT-3 and GLUT-1 is 5000-fold higher (Diemer 
et al. 1985). Thus, under normal circumstances, 
glucose transport is not rate-limiting for glycolysis, 
and glucose concentrations in the different cellular 
compartments of brain tissue are likely to be similar. 
However, as the rate of transport of glucose is propor- 
tional to the difference between serum and cytoplasmic 
concentrations (Silver and Erecinska 1994), it could 
become rate-limiting in hypoglycemia. It also is 
possible that it could be rate-limiting under conditions 
of maximally stimulated glycolysis, unless blood flow 
changes are sufficient to continuously supply the 
glucose. Tor example, during physiological activation 
of rats, Silver and Erecinska (1994) demonstrated 
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Fig. 2.2 A schematic model of the main metabolic reactions regulating glycolysis and oxygen consumption in brain. Symbols 
are defined in Table 2 1 N i li i n n with bidi I nt in the diagram 

represents a metabolic pool in the brain. The largest compartment is the brain, separated from systemic circulation by the 

blood I i hi i II ' i hi i i i| ii I li ' I i 1 1 ict) and pyru- 

vate (pyr). Within ! II I i i i i [ i I i i i I \ i I ni 1 i ii 

dehydrogenase (LDH), and mitochondrial pyruvate arid lactate pools. I lie mitochondrial pyruvate pool pro-, ides the substrate 
for oxidative metabolism in the tricarbox) lie acid cycle, the initial step of which is catalysed b\ p\ ru\ ate dehydrogenase (PDH). 
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Controlling the rate of glycolysis: 
hexokinase and phosphofructokinase 

Two of the enzymes catalysing early steps in the 
glycolytic pathway are hexokinase and phospho- 
fructokinase. Hexokinase (HK) is responsible for the 
phosphorylation of intracellular glucose to irreversibly 
commit it to breakdown by glycolysis. Phosphofructo- 



kinase (PFK-1) catalyses a second phosphorylation 
step. Phosphate and citrate ions, AMP, ammonium 
and hydrogen ions, and PCr itself are among the classic 
regulators of theses two enzymes, whose activities are 
rate-limiting for glycolysis. The classical list of ex- 
trinsic regulators of these enzymes includes Mg ++ , 
changes of the concentration of which may accompany 
increased ATP hydrolysis (as Mg ++ binds to ATP). 
There is a net production of two moles of ATP for each 
mole of glucose metabolised to lactate. 
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Pyruvate and lactate production link 
glycolysis to oxidative metabolism 

The enzyme lactate dehydrogenase (LDH) buffers 
changes in the concentration of pyruvate, which is a 
key bioenergetic intermediate linking glycolysis to 
oxidative metabolism. Pyruvate is a substrate for two 
competing reactions in brain tissue. It can be trans- 
ported into mitochondria for oxidative metabolism, or 
reduced in the cytosol with conversion to lactate. 

The link between glycolysis and oxidative metabo- 
lism in a cell is determined by metabolic competition 
for pyruvate. The kinetics of the alteration in pyruvate 
concentration thus provides a useful approach to 
understanding the overall kinetics of bioenergetic 
changes in the cell. The change of the cytosolic pyru- 
vate concentration induced by an increase in the rate of 
glycolysis can be approximated by equations for the 
tissue contents of pyruvate (M r ) and lactate (M lact ), 
accounting for the three pathways available to pyru- 
vate (export from cells, conversion to lactate, and 
transport into mitochondria) and the two pathways 
available to lactate (conversion to pyruvate and export 
from cells), as illustrated by the simplified model 
shown in Fig. 2.3. For pyruvate, the equation is 



AAi.„,in 



2A/ elc 
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where A/ k is the increase of glycolysis, k is the lumped 
term [ILi: + Afe kct ]/[1 + A] where fe pyr and k laa repre- 
sent the summed ratios 2T max /iC ( , or clearances, of 
pyruvate and lactate import into the mitochondria and 
export across cell membranes (assuming M r and M lact 
always to be small relative to the so-called 'Michaelis 
constants', a measure expressing the relationship 
between enzyme rate and substrate concentrations, K t 
of the transporters). The term II (for 'pyruvate') is the 
fraction of mitochondria in the tissue which is 'active', 
i.e. stimulated to metabolize pyruvate. The term A (for 
LDH = K ha J Kwj is the ratio between the Michaelis 
constants (iCJ of LDH towards lactate and pyruvate, 
which depends on the affinities of the prevailing 
isozymes (i.e. alternate enzymes catalysing the same 
reaction that have distinct characteristics) of LDH 
(LDj-LD 5 ) towards its two substrates, as influenced 
by the NAD+/NADH ratio (a measure of relative 
oxidizing potential) and the pH. The ratio Ilk I 
(Ak ha ) is henc 



HK/PFK-1* (J glc ) 

LDH 



main metabolic re 
regulating glycolysis and oxygen consumption in brain, 
derived from the model shown in Fig. 2.2. Symbols are 
defined in Table 2.1. Metabolites linked by the near-equilib- 
rium transport reactions shown with bidirectional arrows in 
Fig. 2.2 were assumed to form single kinetic compartments. 
Lactate and CO , ted by prevailing 

LDH isozyme profile (Afe lact ) and rate of pyruvate entry into 
mitochondria (Ilk ). Eqns (2.1 and 2.2) were derived by 
simple solution of differential equations defined by the model. 



capacity (cm), as influenced by the mitochondrial 
activity (n& pyr ), the kinetic profile of LDH (A), and the 
blood-brain clearance of lactate (k ha ). With typical 
values for metabolite concentrations and transport 
clearances, the normal value of a; is 9 ([6/0.6]-l). 

As A is generally known to be greater than 10 (see 
Table 2.5), the lumped rate constant k essentially is 
the product of the blood-brain barrier permeability- 
surface area (PS) product for lactate and the oxidative 
capacity of the tissue plus one: k - PS (1 + to) /V d . This 
gives the rate constant a value of 0.4 min -1 for typical 
cortical tissue, with a half-time of change of less than 
about 2 min. 

For lactate, the change of its tissue content is a func- 
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tion of the effective ratio of the affinities of LDH Transport of pyruvate and lactate out of 
towards the two substrates, cells 
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where the ratio A varies with the isozyme subtype, 
such that the 'heart' form, LDj (H 4 , adapted to func- 
tion in an aerobic cell), has the lowest K^ a / K P yr ratio 
and the 'muscle' form LD 5 (M 4 , adapted to function in 
an anaerobic cell) has the highest (Kaplan and Everse 
1972). These considerations lead to the important 
conclusion that the higher the ratio between LDH's 
'affinities' or effective binding (i.e. the lower the ratio 
between the Michaelis constants) of lactate and pyru- 
vate, the more rapid the approach to a new steady- 
state, with a time constant of Ilk. 

The brain has both H 4 (LDj) and M 4 (LD 5 ). The 
equations show that with LD t pyruvate rises quickly 
for a given increase of glycolysis, while with LD 5 the 
pyruvate rises more slowly. These properties may have 
significance for cell physiology. For example, it is a 
common claim that the kinetic properties of LDj 
render this enzyme particularly useful for a tissue of 
high oxidative capacity because it allows rapid build- 
up of pyruvate, while LD 5 is more effective at buffering 
the increase of pyruvate in a tissue of lower oxida- 
tive capacity. Thus, some emphasis has been placed 
recently on the evidence that LDj and the messenger 
RNA (mRNA) for the subtype are found exclusively in 
neurones, while astrocytes appear to possess both LDj 
and LD 5 and their corresponding mRNA (Tholey et al. 
1981; Bittar et al. 1996; Laughton et al. 2000). 
However, other factors are also important, e.g. the 
differences between the kinetics of the isozymes appear 
to be less pronounced at body temperature than at 
lower temperatures typically used for in vitro enzyme 
studies (Newsholme and Crabtree 1979). Therefore, it 
is probably incorrect to infer a net direction of the 
LDH reaction simply from the presence of a specific 
subtype in a population of cells and evidence for a rela- 
tive compartmentation of LDH isozymes cannot be 
used to conclude that astrocytes and 
glycolysis in different ways (Van Hall 2000). 



Pyruvate and lactate cross the membranes of n< 
and astrocytes by means of proton-dependent trans- 
port catalysed by the so-called monocarboxylic acid 
transporter or MCT family of membrane spanning 
proteins (Oldendorf 1973; Halestrap 1975; Poole 
and Halestrap 1993; Halestrap and Price 1999). In 
brain tissue, the important transporters appear to be 
MCT-1 and MCT-2. 

The MCT-1 protein spans the membranes of the 
capillary endothelium. Gerhart et al. (1997, 1998) 
claim that MCT-1 also resides on neurones, while the 
MCT-2 protein is found in astrocytes, apparently 
particularly their foot processes. In contrast, Broer et 
al. (1997) originally assigned MCT-1 to astrocytes and 
MCT-2 to neurones. As protons are transported with 
the monocarboxylic acids pyruvate and lactate, their 
transport is influenced by the pH of the cells and may 
thus decrease when pH rises. The MCT-2 is of higher 
affinity than the MCT-1, indicating that it is saturated 
by pyruvate and lactate at much lower concentrations 
than the MCT-1. For this reason, the MCT-2 may be 
more efficient at transporting pyruvate than MCT-1. 

The maximal transport capacity (T max ) of the MCT- 
1 at the blood-brain barrier is 0.2 |xmol g _1 min -1 
(Pardridge 1981), with a Michaelis constant for lactate 
of about 5 mM (Halestrap and Price 1999), which is 
substantially higher than the normal lactate concentra- 
tion in brain (Table 2.4). Under normal conditions the 
efflux rate is therefore only 25 per cent of the T max . 
Since the T max and K t of the MCT-1 are about the same 
for pyruvate and lactate (Cremer et al. 1979), the 
export of pyruvate to the circulation is about one tenth 
that of lactate (Himwich and Himwich 1946). 
Considering the large surface area of neurones and 
glia, it is probable that the pyruvate and lactate 
exchange among the cell compartments of the brain is 
at near-equilibrium, as it is for glucose concentration. 

Both pyruvate and lactate are transported into mito- 
chondria by a specific mitochondrial monocarboxylic 
acid transporter, mMCT (Brooks et al. 1999a). The 
exact nature of mMCT is not known, but the bulk of 
the evidence suggests that it is related to MCT-2 
(Halestrap and Price 1999), the high-affinity trans- 
porter, although its identity with MCT-1 has also been 
reported (Brooks et al. 1999a). The K t of the mMCT is 
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0.5 |xmol g _1 , i.e. somewhat higher than the cytosolic 
pyruvate concentration of 0.1-0.2 |junol g _1 , with a 
T max of 3 |jLmol g _1 min -1 (LaNoue and Schoolwerth 
1979; Nalecz et al. 1992), which is much higher than 
the average flux (0.6 (imol g _1 min -1 ). Thus, the pyru- 
vate rate of entry can rise five-fold in the absence of a 
change of the T max . 

The possibility that the mitochondrial mMCT 
causes the pyruvate concentration to be rate-limiting 
for oxidative metabolism in tissues other than brain 
was explored by Halestrap (1978). Halestrap and 
Armston (1984) concluded that this was not the case 
in liver. However, Shearman and Halestrap (1984) 
argued that pyruvate transport is rate-limiting for 
pyruvate oxidation by actively respiring heart mito- 
chondria. This could also be true for the brain, 
although it is more usually accepted that mitochon- 
drial pyruvate concentration is sufficient to saturate 
pyruvate dehydrogenase, the first enzyme in the 
pathway of oxidative phosphorylation, which is 
responsible for combustion of pyruvate in the mito- 
chondrial. 

2.4.3 Oxidative metabolism of pyruvate 

At steady-state the brain almost completely oxidizes 
glucose via aerobic glycolysis (Himwich and Fazekas 
1937; Gibbs et al. 1942; Himwich and Himwich 
1946), so almost all pyruvate produced by glycolysis is 
subsequently oxidized in mitochondria. However, 
mitochondrial oxidative metabolism (i.e. oxidative 
phosphorylation, which proceeds from aerobic glycol- 
ysis) also is tightly regulated. There are two major sites 
for this regulation. The first is at the level of substrate 
provision by key enzymes of the tricarboxylic acid 
cycle responsible for oxidizing the three-carbon pyru- 
vate into CO r A second level of control is in the 
transfer of the reducing equivalents (electrons) gener- 
ated by these oxidation reactions to their final 
acceptor, molecular oxygen. 

Mitochondrial dehydrogenases and control 
of the tricarboxylic acid cycle 

As described above, mitochondria can import either 
pyruvate or lactate through their monocarboxylic 
acid transporter (Brooks et al. 1999a). Inside the 
mitochondria, any lactate is reconverted to pyruvate 



in another LDH-catalysed near-equilibrium reaction 
(Brandt etal. 1987; Brooks et al. 19996). Electrons are 
then placed in a readily releasable storage for use with 
oxidation of pyruvate by the pyruvate dehydro- 
genase complex, the highly regulated, primary rate- 
controlling step for the mitochondrial tricarboxylic 
acid (TCA) cycle, which is the substrate provision arm 
of oxidative phosphorylation. Further storage of elec- 
trons released by oxidation comes with the enzymes 
citrate synthase and oxoglutarate dehydrogenase. 

Cytochrome oxidase and control of the 
electron transport chain 

The electrons produced with oxidation of pyruvate 
release a substantial amount of energy that can be used 
to synthesise ATP when transferred to an electron 
acceptor. This is done in the second arm of mitochon- 
drial oxidative phosphorylation, known as the electron 
transport chain. The important terminal enzyme in this 
chain is cytochrome c oxidase (also known as the 
cytochrome aa3 complex). Respiration is defined as the 
oxidation of cytochrome c by molecular oxygen, which 
serves as the ultimate electron acceptor. Transfer of 
electrons to oxygen by the enzyme complexes of the 
electron transport chain is linked to the pumping of 
protons across the mitochondrial membrane. This cre- 
ates an electrochemical potential (the 'proton motive 
force') that can be harnessed to synthesise ATP by an 
F-type ATPase (working in this instance to generate 
rather than hydrolyse ATP) in the inner membrane of 
the mitochondrial cristae, named after its discoverer 
Ephraim ('F') Racker (Pullman et al. 1960), and now 
known commonly simply as the ATP synthase. 
Oxidative metabolism of glucose is much more effi- 
cient than anaerobic glycolysis alone: 38 moles of ATP 
are produced per mole of glucose oxidized in total. 

Although the mitochondrial oxygen tension is a 
function of the relationship between the delivery of 
oxygen and the rate of cytochrome c oxidation, the 
influence of changes in oxygen tension on oxidative 
metabolism are poorly understood. Erecinska et al. 
(1974) and Erecinska and Wilson (1982) have assigned 
primary flux-generation and thus (under normal 
conditions) overall control of the rate of oxidative 
phosphorylation to the irreversible reaction between 
oxygen and cytochrome c (Wang and Oster 1998; 
Springett et al. 2000). To the extent that this holds, the 
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•<:• of oxygen consumption depends 
on the regulation of oxygen delivery, particularly in 
the situations in which the mitochondrial oxygen 
tension threatens to drop below a minimum threshold. 
However, Erecinska and Wilson (1982) have argued 
that a 'near equilibrium' may exist such that the affin- 
ity of cytochrome c oxidase for oxygen may i 
adaptively as the cellular energy 
order to better maintain ATP ho 

Using rat heart mitochondria as a model, LaNoue 
et al. (1986) confirmed that near-equilibrium of oxida- 
tive phosphorylation exists when respiration is very 
slow, but also provided direct evidence that mitochon- 
drial ATP synthesis occurs far from equilibrium when 
respiration is active. Thus, the near-equilibrium model 
for regulation of oxidative metabolism fails in more 
rapidly respiring brain tissue. As a result of the im- 
balance between the delivery of oxygen and the 
cytochrome oxidase activity in these states, cyto- 
chrome c oxidase does not remain saturated when the 
mitochondrial P Q2 declines relative to the average 
capillary P Q2 . The imbalance can be expressed as a 
simple Michaelis-Menten relationship between the 
mitochondrial oxygen tension and the kinetic proper- 
ties of the cytochrome oxidase, 
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from which it follows that the corresponding average 
capillary oxygen tension (!]■;<) driving the delivery is 
given by 



= A, 



(2.5) 



plots the resulting mitochondrial oxygen tt 
rates of oxygen consumption for a range of cyto- 
chrome oxidase activities (o - V^*), given a constant 
capillary oxygen tension (PqI p ), established by a 
oxygen extraction fraction, and hence a 
ratio between oxygen consumption and 
blood flow (linear flow-metabolism coupling). Figure 
2.4 shows that the rate of oxygen consumption fails to 
rise above a certain threshold despite further increases 
of the cytochrome oxidase activity. The threshold is 
dictated by the mitochondrial oxygen tension and it is 
reached when the tension declines below the level asso- 
ciated with sufficient oxygen saturation of the 
cytochrome oxidase. Only elevations of the oxygen 
diffusion capacity (e.g. by capillary recruitment) or the 
mean capillary oxygen tension (e.g. by increased blood 
flow) allow the rate of oxygen consumption to rise 
above this threshold. 



Cytochrome oxidase activity 



(2.3) 



where J Q2 is the net oxygen consumption, V^° x is the 

and a Q2 are the cytochrome i 
tions ('occupancies') for electrons and oxygen, respec- 
tively. The oxygen tension in mitochondria (p'^fi is 
the tension consistent with the observed oxygen con- 
sumption rate relative to the half-saturation tension 




COX V' max (urnol/hg/min) 

Fig. 2.4 Oxygen consumption threshold established by 
maximum oxygen delivery capacity /^f* = LPg? = 150 |xmol 
hg- 1 mm-\J™< + ./™x = L{ p^ + pi*) = 150.1 u.mol hg- 1 
min -1 , according to eqns (2.4 and 2.5). The rate of oxygen 
consumption, regulated by the cytochrome oxidase ("cox") 
activity (V^ = <r c V^™*), cannot rise above the n 
oxygen delivery capacity, despite parallel i 
J Q2 = (ok M and CBF. Further increases require increase 
of the oxygen delivery capacity, either by disproportionately 
large increases of CBF (raising P^f) or by recruitment (raising 
L). 



where L is the oxygen diffusion capacity. 

The effect of these relationships on the mitochon- 
drial oxygen tension is illustrated in Fig. 2.4, which 
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Modulation of substrate flux for oxidative 
phosporylation by calcium 

Energy metabolism is modulated by a number of 
factors other than the provision of the carbon 
substrates and oxygen. Among the most important are 
calcium ions. Calcium ions play a role in the oxidation 
of pyruvate by activating the mitochondrial enzymes 
mediating non-equilibrium and flux-generating reac- 
tions (pyruvate dehydrogenase complex, citrate 
synthase, NAD + -linked isocitrate dehydrogenase, and 
the 2-oxoglutarate dehydrogenase complex) which 
supply the NADH for oxidative phosphorylation 
(Denton and McCormack 1985). 

In the resting state, mitochondria contain little 
calcium, but calcium accumulates with stimulation. 
The calcium entry is facilitated by the Ca + ^trans- 
porter in the mitochondrial membrane and driven by 
the mitochondrial membrane potential established by 
the H + -extrusion mechanism. Rises in calcium concen- 
tration often occur as repeated spikes with steep 
upslopes and shallower downslopes which reach base- 
line during sustained excitation (Clapham 1995). 
Thus, a steady agonist level may induce pulsatile 
calcium release from calcium stores. The frequency of 
this calcium pulsation apparently depends on the 
agonist 



2.5 Metabolic compartmentation 
and brain activation 

Although brain bioenergetics thus far have been 
discussed with respect to a generic cell, brain tissue 
includes several populations of cells. Perhaps the most 
significant from the standpoint of bioenergetics are 
neurones and astrocytes, the metabolism of which 
are mutually interdependent. This section deals with 
the attempts to understand the role of astrocytes in the 
regulation of the metabolic response 



The cellular and subcellular sites of the : 
glucose and oxygen metabolism accompanying brain 
activation have been the subject of much investigation 
(Rose 1975; Muir et al. 1986; Bachelard et al. 1991; 
Poitry-Yamate and Tsacopoulos 1992; Magistretti et 
al. 1999). There is evidence that the major site for 
sed glycolysis with neuronal activity occurs in 



presynaptic structures (Eisenberg et al. 1993; Sokoloff 
et al. 1996; Sokoloff 1999) which also may be the 
predominant location of lactate dehydrogenase 
(Borowsky and Collins 1989). Mitochondria, on the 
other hand, have been observed to be particularly 
concentrated in the postsynaptic structures of neuropil 
(Ribak 1981; Gonzalez-Lima and Jones 1994), which 
stain weakly for the glycolytic enzyme hexokinase 
(Snyder and Wilson 1983). These observations suggest 
that the glycolytic and oxidative metabolism preferen- 
tially occur in separate cellular compartments (Aoki 
et al. 1987). This creates an apparent conundrum. 
As brain energy metabolism is predominantly aerobic 
(Hevner et al. 1995), this observation of relative 
metabolic compartmentation would suggest that the 
enhanced metabolism associated with brat 
should occur primarily in postsynaptic i 
which are subject to direct-current (i.e. graded) depo- 
larization during neuronal excitation. A key to resolv- 
ing this problem may lie in understanding the 
metabolism of glut 



2.5.1 Interaction of neurones and astrocytes 
in the metabolism of glutamate 

The main excitatory neurotransmitter in the brain is 
glutamate. Classically, discussion of the compartmen- 
tation of brain metabolism distinguishes between the 
larger and smaller pools of glutamate (Cremer 1976; 
Cremer et al. 1979). There is quantitative c 
of glutamine to glutamate catalysed by g 
the large pool while the opposite process (catalysed by 
the glutamine synthetase and fueled by ATP) takes 
place in the small pool. The two pools of glutamate are 
now believed to be found in neurones (larger) and 
astrocytes (smaller). In mammalian cortex, the trans- 
fer of glutamate between the two pools occurs by 
neuronal release of glutamate during excitation and 
subsequent uptake predominantly by astrocytes. 
Shulman and Rothman (1998) claim that the anima- 
tion of glutamate to glutamine (in the small compart- 
ment) is coupled linearly to the total tissue oxidative 
metabolism of glucose, i.e. one mol of glucose is 
metabolized oxidatively for each mol of glutamate 
released from neurones and aminated to glutamine in 
astrocytes (see Fig. 2.1), although studies in vitro have 
failed to show much stimulation of glial glycolysis by 
exposure to glutamate (Hertz et al. 1998). 
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Current evidence suggests that 
major sites of oxidative phosphorylation of ADP to 
generate ATP, accounting for 70 per cent of the oxida- 
tive flux and 50 per cent of the glycolytic flux in brain 
tissue (Silver and Erecinska 1997; Shulman and 
Rothman 1998; Sokoloff 1999; Hassel and Brathe, 
2000). The oxidative capacity of astrocytes is low, not 
because of an innate preference for anaerobic glycol- 
ysis but rather because of their low rate of work. Silver 
and Erecinska (1997) have calculated that as much as 
25 per cent of the metabolism of astrocytes is glyco- 
lytic. Taking into consideration that the import and 
animation of glutamate accounts for 5 per cent of the 
total oxidative metabolism (Shulman and Rothman 
1998), this suggests that 20 per cent of the oxidative 
metabolism of astrocytes subserves the import and 
amination of glutamate. The estimated distribution of 
glycolytic and oxidative metabolism of neurones and 
astrocytes are shown in Fig. 2.5. 

While astrocyte metabolism generally is low 
compared to neuronal metaboli 



Compartmentation 



] Oxidative 
I Glycolytic 



Neurones Glia 

Cell population 



Fig. 2.5 Metabolic compartmentation of 
astrocytes: the relative proportions of oxidative and glycolytic 
metabolism in neuronal and glial tissue compartments are 
derived from measurements of oxygen-glucose indices (y) for 
glial and neuronal compartment* of NO per cent and 93 per 
cent, respectively, reported by Silver and Erecinska (1994). 
Oxygen-glucose indices of this magnitude are consistent with 
an average oxidative capacity (a>) for glial cells that is only 
about 30 per cent of that for neurones (<u = y/[l-y]). 



tion of astrocyte metabolism could overtax their 
oxidative capacity (Alves et al. 1995). During some 
forms of excitation, for example, the neuronal firing 
frequency increases substantially and may require 
removal of excitatory neurotransmitters by astrocytes 
at rates incompatible with their oxidative capacity, 
which should lead to a net export of lactate. 

Coupling of energy metabolism to glutamate 
transport 

The presence of the LD 5 LDH subtype in astrocytes is 
consistent with a low metabolic rate but suggests that 
they could respond to large fluctuations in rate with 
brief, intense activations. In fact, astrocyte metabolism 
is closely coupled to highly variable neuronal firing 
rates as astrocytes have a critical role in the import of 
glutamate and potassium from the interstitial space 
surrounding the intrasynaptic clefts. Astrocytic pro- 
cesses surround the synapses and possess abundant 
excitatory amino acid (glutamate) transporters 
(EAAT-3 in humans [Vandenberg (1998)], GLAST 
and GLT-1 in rats [Rothstein etal. (1996)]). The trans- 
porters reside also on neurones (Vandenberg 1998), 
but recent gene knock-out studies suggest that the glial 
EAAT are indispensable for normal brain function, 
unlike the neuronal EAAT (Tanaka et al. 1997). One 
molecule of glutamate is symported from the extracel- 
lular space with three sodium ions. The transport 
increases the intracellular content of sodium and leads 
to an energy-requiring export of sodium ions coupled 
to import and astrocytic accumulation of potassium 
ions. The result is a net increase of potassium in the 
astrocytes. 

Joint contribution of neurones and 
astrocytes to increased brain glucose 
utilization accompanying increased brain 
activity 

The import of glutamate stimulates ATP hydrolysis by 
both the Na + -K + -ATPase and glutamine synthetase in 
astrocytes (Pellerin and Magistretti 1994; Magistretti 
et al. 1998). As the oxidative (aerobic) metabolism of 
glucose produces 19-fold more ATP than non-oxida- 
tive (anaerobic) metabolism, the fraction of total brain 
glucose metabolism ascribed to non-neuronal cells 
(30 per cent) is greater than the fraction ascribed to 
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non-oxidative metabolism (10 per cent). If neuronal 
metabolism were entirely oxidative, glycolysis of 
glucose to pyruvate and lactate would be confined 
entirely to the non-neuronal cells, and the oxidative 
phosphorylation of pyruvate should occur only in 
neurones. This observation has led to the hypothesis 
that all or most of the glucose supplied to the brain 
undergoes anaerobic glycolysis to lactate in astrocytes 
which in turn supply some of their lactate to neurones 
which themselves consume little or no glucose directly 
(Magistretti et al. 1999). This attractive hypothesis has 
become popular, but also appears inconsistent with 
several observations. 

The claim is a revival of an early speculation that the 
astrocytic processes serve to siphon glucose from the 
microvessels to the neurone terminals (Andriezen 
1893). This earlier hypothesis was rejected initially 
when Brightman and Reese (1969) showed that the 
blood-brain barrier excludes the astrocytes' foot- 
processes (Reese et al. 1971). An important challenge 
to the more recent and compelling form of this hypo- 
thesis has come from a failure to demonstrate that 
glutamate import actually enhances glycolysis in astro- 
cytes in vivo (Hertz et al. 1998). There also is no clear 
evidence that glycolytic and oxidative rates of meta- 
bolism are markedly ill-matched in astrocytes 
under normal physiological conditions in vivo, 
although the glycolytic fraction is somewhat higher 
than in neurones (20 per cent vs. 8 per cent in 
neurones, see Fig. 2.5). 

There are other weaknesses of the hypothesis, as 
well. While neurones and astrocytes differ with respect 
to catabolic enzyme distribution and transporters, 
there is no evidence that glucose, pyruvate, and lactate 
are compartmentalized in distinct pools of neurones 
and glia. For example, unless pyruvate were strictly 
compartmentalized (which is ruled out by the abun- 
dance of MCT-1 and MCT-2), it is hard to appreciate 
how oxidative metabolism in neurones could prefer 
pyruvate of non-neuronal origin over pyruvate of 
neuronal origin (Poitry-Yamate etal. 1995). Of course, 
the two populations of cells may contribute differen- 
tially to the joint pyruvate and lactate pools when 
glycolysis is stimulated to a greater extent than oxida- 
tive metabolism, but this should only be a transient 
event in the normal brain. 

The balance of glycolytic and oxidative metabolism 
in astrocytes and neurones is affected by the physio- 



logical state. Substantial lactate generation would 
reflect the situation in which glutamate is released pre- 
synaptically but excitation is prevented because post- 
synaptic depolarization is limited by parallel inhibitory 
input. Mathiesen et al. (1998) showed that stimulation 
of cerebellar neurones in some cases led to increased 
blood flow despite inhibition of post-synaptic spiking 
activity by limiting the post-synaptic depolarization. 
Minimal post-synaptic depolarization would have two 
important consequences: (1) post-synaptic mitochon- 
drial dehydrogenases would not be activated by 
calcium influx, but (2) astrocytes nevertheless would 
be stimulated to remove glutamate at a rate exceeding 
their oxidative capacity. 

The removal of glutamate and the consequent 
hydrolysis and rephosphorylation of ATP in astrocytes 
must be sufficiently rapid to allow the frequent firing 
of excitatory neurones believed to underlie the func- 
tional integration of neurones in cerebral cortex (Joliot 
et al. 1994; Pedroarena and Llinas 1997). During non- 
steady state or otherwise uncommonly excited states 
it is possible that rapid removal of glutamate (Kojima 
et al. 1999) may generate pyruvate in astrocytes in 
excess of oxidative capacity. This could explain why 
astrocytes could react more glycolytically (i.e. produce 
more lactate) with stimulation than neurones. Thus, 
although recent measurements of the relative contribu- 
tions of oxidative phosphorylation to the energy 
turnover in neurones and astrocytes suggest that 30 
per cent of the total energy conversion of brain tissue 
takes place in astrocytes, the astrocytes may contribute 
significantly more to the increase of non-oxidative 
metabolism when excitation of post-synaptic 
is prevented by parallel inhibition. 



2.6 Understanding the 
quantitative relationship between 
work and energy metabolism 

The precise link her-., en im i eased work performed by 
brain tissue and an increased rate of metabolism is not 
known. Assuming the link is a signal from the 
changing concentration of a metabolite, the metabolite 
is not likely to be ATP. This sub-section deals with the 
attempts to identify an alternative regulator which 
changes in response to work and influences the rate of 
energy metabolism. 
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As discussed above, increases of the intracellular 
concentration of Na + in neurones with an excitation- 
induced increase in neuronal membrane permeability 
stimulates membrane Na + ,K + -ATPase activity. The 
energy released by the hydrolysis of 5 |xmol g _1 min -1 
ATP (half the ATP turnover) is sufficient to transport 
15 |jimol Na + g _1 min -1 . The resulting half-life of 
sodium in a stimulated neurone is less than a minute 
(and considerably less than the 20 min half-life of 
sodium in a stimulated squid axon!) (Hodgkin and 
Keynes 1956). This sodium ion flux through nerve 
membrane per unit tissue weight is one or more orders 
of magnitude greater than the sodium ion flux esti- 
mated from the average ATP turnover (Hurlbut 1970). 
This suggests that sodium flux occurs primarily in 
dendrites, rather than in the neuronal cell bodies or 
axons, where the density of sodium channels and (at 
least for the cell body) the ratio between the membrane 
surface area and intracellular volume is lower 
(Creutzfeldt 1975). 

The apparent average sodium permeability-surface 
area product in the steady-state can be calculated from 
the sodium flux. With the concentrations listed in 
Table 2.2, as well as assumed values of an average 
steady-state membrane potential and corresponding 



sodium flux calculated from the measured ATP 
turnover, and the 3:2 ratio between the net sodium and 
potassium fluxes in the steady-state, the permeability- 
surface area products of sodium and potassium can be 
calculated by means of Goldman's flux equation 
(Goldman 1943; Hodgkin and Katz 1949) (Table 2.3). 
Details of this calculation are described elsewhere 
(Gjedde 1993a). 

2.6.1 Average steady-state energy demand 

Kety (1949) and Lassen (1959) first measured the 
magnitudes of resting brain energy metabolism and 
blood flow in human brain. More recently determined 
but similar steady-state values of energy metabolism 
and blood flow of the human brain are listed in Table 
2.4, together with the steady-state turnover rates of 
ATP and lactate, calculated from the stoichiometric 
relationships, 
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where / ATP is the ATP production, / glc the glucose 
consumption, and / kct the lactate production. Blood 
flow and metabolic rates were all measured by 
positron emission tomography (PET), blood flow after 
i.v. bolus injection of [ 15 0] water according to the 
method of Ohta et al. (1996), oxygen consumption 
after single-breath inhalation of [ 15 0] 2 according to 
the method of Ohta et al. (1992), and glucose con- 
sumption after i.v. bolus injection of [ 18 F] fluoro- 
deoxyglucose according to the method of Kuwabara 
etal. (1990). 

The molar oxygen-glucose ratio is 5.6, indicating 
that about 90 per cent of the glucose is fully oxidized 
(see also Himwich and Himwich 1946). At rest, total 
glucose consumption of cerebral cortex is about 30 
ujnol lOOg" 1 min _1 . The 10 per cent non-oxidative 
metabolism leads to a lactate production of about 5 



lg lia(seeFig. 
it of the T 



s listed 



min" 1 , of which 50 per ce 

nd 50 per cent is generated 
2.5). The lactate flux is about 25 per o 
of the blood-brain barrier MCT-1 
tissue lactate concentration of about 1.5 mM, a: 
in Table 2.4. The corresponding ATP turnover calcu- 
lated from eqn 1.6 is 10 |xmol g" 1 min" 1 . Altogether, 
the brain tissue metabolite stores represent only about 
1 min worth of energy consumption (Table 2.5). 

2.6.2 Energy demands of neuronal 
excitation 



Depolarization of neuronal membranes leads to 
increased oxygen uptake (Erecinska et al. 1991). This 
empirical finding is important, because cells in theory 
could depolarize without a change in ATP utilization if 
the increase of sodium conductance were coupled to 
substantial declines of potassium and chloride conduc- 
tances (Gjedde 19936). Table 2.3 illustrates this point 
by listing the identical ATP requirements at two 
different membrane potentials (-65 and -55 mV). 

The Goldman-Hodgkin-Katz constant field equa- 
tion predicts the changes of the membrane potential 
that occur when ion permeabilities change. Using the 
permeabilities calculated in Table 2.3, the correspond- 
ing membrane potentials were calculated as shown in 
Fig. 2.6. The membrane potentials reflect changes of 
both sodium and potassium (adjusted to preserve the 
3:2 flux ratio required by the P-type Na + -K + -ATPase) 
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Fig. 2.6 The energy cost of depolarization (redrawn from Gjedde 19936). Left and centre panels: steady-state neuronal 
nienil ne potential chat i I iltered sodium and potassium ion membrane permeabilities at 0.549 ml g _1 min -1 
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[ in V | , calculated from rhe (,oldrnan-Hodgkin-l\aiz constant held equation on the basis of chosen changes ol sodium and potas- 
sium ion permeabilities. •• >rdinaie: steady-state glucose consumption ||imol hg : min ' |. calculated from steady-state ion flux, 
assuming constant chloride ion permeability. 



and chloride permeabilities. The resulting Na + -K + - 
ATPase activity was calculated as the flux required to 
preserve ion homeostasis. The glucose demand in turn 
was calculated as the nutrient delivery required to 
compensate for a steady-state ATPase activity of this 
magnitude by oxidative phosphorylation. 

The fact that energy utilization is shown to rise with 
neuronal depolarization is an important confirmation 
of the hypothetical underlying mechanisms in vivo. 
Note that the values are intended as averages for a 
homogeneous tissue of cortical composition, in which 
no distinction is made between neurones and glia. 

Figure 2.6 reveals the metabolic consequences of 
increased sodium and potassium permeability: even for 
a modest depolarization from —70 to —60 mV, the 
ATP turnover must increase four-fold from 2.5 to 9 
(junol g _1 mkr 1 to preserve ion homeostasis. With a 
sodium-ion-transport-stimulated glucose metabolic 
rate of 0.15 jjtmol g _1 min -1 , the total glucose demand 
would be expected to increase from 0.2 to 0.4 jjtmol 
g^min" 1 to fuel this turnover of ATP. For further 
depolarization to a firing level of -55 mV, the glucose 
supply would have to increase to 
g- 1 min" 1 to fuel an ATP 
min -1 . In the absence of oxygen (t 
oxygen consumption), the gh 



much as 0.6 |junol 
of 20 u,mol g -1 



luch 3 



fold 



•r rh< 



supply would have 
10 ujnol g" 1 min- 1 — a 30- 
: same need for ATP! 



2.7 Balancing energy production 
and utilization 

In order for cellular ATP concentrations to be main- 
tained constant, it is necessary that rates of energy 
metabolism are tightly regulated to match rates 
of energy utilization. As described above, different 
pathways interact to make this possible. Rapid 
increases in ATP utlisation rates can be accommodated 
transiently by net breakdown of PCr. Increases in 
glycolytic rate have a slower time-constant. This can 
vary between cells and is important in regulating the 
rate of response of mitochondrial oxidative phos- 
phorylation. 

2.7.1 Hydrolysis of phosphocreatine 

Hydrolysis of PCr buffers ATP concentrations at the 
expense of increased energy utilization. Protons are 
consumed by PCr hydrolysis and Erecinska and Silver 
(1989) have calculated that hydrolysis of 5 mM PCr 
may raise the pH of brain tissue by as much as 0.3 
units at the prevailing buffering capacity. This predic- 
tion was confirmed by Chesler and Kraig (1987, 1989) 
who found that astrocytes become more alkaline when 
depolarized during brain activation. This may allow 
increased glycolytic flux, as activity of the rate-control- 
ling glycolytic enzyme PFK is stimulated at higher pH. 
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2.7.2 Glycolysis 

Increases in ADP concentration also stimulate glycol- 
ysis by activation of the glycolytic regulatory enzyme 
the glycolytic rate by 
;asured during func- 
ex (Fox et al. 1988; 
illy stimulated, the 
3-4 |jLmol 






PFK (Connett 1987). Increase 
as much as 50 per cent weri 
tional activation of cerebral 
Ginsberg et al. 1988). Whe 
rate of pyruvate generation 

1 (Robin et al. 1984; Gjedde 1984) which is 
mes the calculated maximum velocity of pyru- 
vate oxidation, and close to the calculated T max of the 
mMCT transporter in mitochondria. At these rates of 
pyruvate generation, the pyruvate concentration rises 
until the rate of pyruvate removal matches its rate of 
generation. The increase stimulates the pyruvate 
conversion to lactate, as well as its transport into the 
mitochondrial matrix and export to the circulation. 
The greater the equilibrium lactate/pyruvate ratio, the 
more slowly this rise occurs. For a pyruvate transport 
ratio (k pyr = %T m JK t ) of 6 min- 1 (from the typical 



values listed above) and assumed LDH affinity ratios 
(A) of 15 (as found for the LD 1 LDH sub-type), or 100 
(LD 5 LDH). Eqns (2.1 and 2.2) yield the theoretical 
time-courses of the increase of tissue pyruvate during a 
50 per cent augmentation of glucose consumption in 
the presence of LD : and LD 5 , respectively, as shown in 
Fig. 2.7. The time-courses show that the half-time for 
approach of the pyruvate concentration to a new 
steady-state is approximately 2 min for an affinity 
ratio of 15 (LDJ, but as much as 15 min for an affinity 
ratio of 100 (LD 5 ). Lactate efflux through the capillary 
endothelium further increases the half- 
approach to a new equilibrium, as do decreases of the 
cytosolic oxidising potential (the NAD+/NADH 

As expected, Fig. 2.7 shows that the corresponding 
increase of the lactate concentration should be much 
greater for a cell with the LD 5 than with the LD 3 
isozyme. The increase estimated for LD 5 is closer to the 
increase measured after glutamate receptor agonist (N- 
methyl-D-aspartate) administration to rat brain in vivc 
(Shram et al. 1998). 

In the absence of an increase of oxidative phospho 
rylation, for an increase in total ATP flux of only 5 pei 
cent there should be a 50 per c 
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Fig. 2.7 Kinetics of lactate increase: estimation of rate of increase of lactate for two different rate constants dictated by 
different oxidative capacities, symbolized by subtype of lactate dehydrogenase, according to (eqns 2.1 and 2.2). The oxidative 
capacity associated with the LO , isozyme ('red' metabolism) was modeled with k = 0.375 min -1 and that for the LD S isozyme 
('white' metabolism) with a rate constant, k = 0.050 min" 1 . Abscissae: min. Ordinates: increase (per cent of baseline). Left 

panel: die increase of pyruvate is greater with LD, than for LD 5 . Centre panel: conversely, the increase of lactate is greater for 
LD S than for Ll ! i i I i i in | m ted by Shram 

etal. (1998). A rate constant of 0.11 min" 1 is consistent with oxidative capacity of 1.75 ([0.11/0.04]-1), which is below normal 

average of nine, and hence consistent with glycolytic ;or "white' metabolism. Note that low oxidative capacity can be due either 
to low mitochondrial activin or to a low LDH lactatc/p\ rnvate affinity ratio. 
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phosphorylation (Table 2.6) with a seven-fold rise in 
lactate generation to 35 |xmol 100g _1 min -1 and an 
increase in the fraction of non-oxidative metabolism 
from 10 per cent at baseline to as much as 40 per cent. 
When the rate of generation of lactate exceeds the T max 
of the blood-brain barrier MCT-1, lactate concentra- 
e (and the concentration of pyru- 
:il the transport into mitochondria 
oxidation by the pyruvate dehy- 
natch the rate of gei 



■s with it) u 
mMCT an 



2.7.3 Oxidative phosphorylation 

Recent measurements of oxygen consumption during 
simple primary somatosensory stimulation of human 
cerebral cortex are summarized in Table 2.6. They 
generally show little or no change of oxygen consump- 



tion (Fox and Raichle 1986; Fox et al. 1988; Seitz and 
Roland 1992; Ohta et al. 1999). With the single- 
inhalation method of measuring oxygen consumption, 
Fujita et al. (1999) compared changes of blood flow 
and oxygen consumption during 30 min of vibrotactile 
stimulation of the fingers of one hand. In primary 
sensory cortex, the blood flow change was 18 per cent 
at the onset of stimulation and still 11 per cent after 20 
min of stimulation, but the oxygen consumption failed 
r as long as 30 min. 

for this failure to observe an increase in 

i. If this provocative 
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of the mammalian brain (van den Berg and Bruntink 
1983). To increase the flux of pyruvate to mitochon- 
dria, cytosolic pyruvate t 
(or mitochondrial pyruvate 
cline). Hence, insufficient accumulation of pyruvate 
because of conversion to lactate may prevent the acti- 
vation of oxidative phosphorylation, while leading 
directly to oxidation of NADH in the cytosol. Connett 
etal. (1983, 1984) found that the lactate concentration 
in working dog skeletal muscle is directly rather than 
inversely proportional to the rate of oxygen consump- 
tion, as expected if a specific pyruvate level were re- 
quired to sustain a given rate of oxygen consumption. 

In contrast to the results showing no change of oxy- 
gen consumption with simple primary somatosensory 
stimulation, both motor stimulation and more com- 
plex stimulation of visual cortex with a reversing 
checkerboard pattern for 5 or 10 min caused signifi- 
cant increases of oxygen consumption (Raichle et al. 
1976; Marrett and Gjedde 1997; Vafaee et al. 1998 
1999, Vafaee and Gjedde 2000). 

If pyruvate transport were indeed rate-limiting in 
n (Shearman and Halestrap 1984), the 
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solic pyruvate concentrations illustrated in Fig. 2.8 anc 
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where k is the rate constant defined in eqns 2.1 
2.2. Figure 2.8 predicts the time-course for the ir 
of oxygen consumption from eqn. 2.8, given the half- 
time of change as 2 min for a lactate-pyruvate ratio (A) 
of 15 (LD p k = 0.375) and 15 min for a ratio of 100 
(LD 5 , k = 0.06). Figure 2.8 illustrates that the increase 
of oxygen consumption measured by Marrett and 
Gjedde (1997) is consistent with the activation of a 
population of cells with an LDH kini 
tent with that for LD r 

Taken at face value, the data indie 
at least two different populations t 
lower and one with higher oxidati 
ratio between the rise of lactate and the 
consumption can be quantified 
eqns 2.2 and 2.8, 
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Fig. 2.8 Kinetics of CMRO, increase: estimation of rate of increase of oxidative metabolism for two different ra 
dictated by different subtypes of lactate dehydrogenase, according to eqns (2.1 and 2.2). The oxidative capacity associated with 
LDj isozyme ('red' metabolism) was modeled with k = 0.375 mnr'and that for the LD S isozyme ('white' metabolism) was 
modelled with rate constant k = 0.050 min-'. Abscissae: min. Ordinates: increase (per cent of baseline). Left Panel: The 
increase of pyruvate is greater for LDj than for LD S . Centre Panel: The increase of oxygen consumption also is greater for LDj 
than for LD 5 . Right Panel: An estimation of the rate constant for increases of oxidative metabolism calculated from measure- 
ments reported by Marrett and Gjedde (1997). The rate constant of 0.44 min-' is consistent with oxidative capacity of 10 
([0.44/0. 04]-l), which is close to normal average, and hence consistent with the 'aerobic' (or 'red') metabolism. Note that high 
oxidative capacity can be due to both i Efinity ratio. 
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in which the ratio is seen to depend both on the 
prevailing LDH profile (A) and on the oxidative 
capacity (II). The slow or absent rise during primary 
somatosensory stimulation could be a consequence of 
the slow rise of the pyruvate concentration in the pres- 
ence of a substantial lactate sink. This behavior is to be 
expected when the bulk of the acceleration of metabo- 
lism occurs in cells of low oxidative capacity. The 
more substantial rise of oxygen consumption during 
more complex stimulation could be the consequence of 
activation of cells with a higher oxidative capacity. 

It is apparent that Table 2.6 identifies two kinds of 
responses of oxidative metabolism to brain activation, 
i.e. a primary somatosensory response, in which the 
relative rise of oxygen consumption averages only 10 
per cent of the relative rise of blood flow, and a motor 
and secondary somatosensory response, in which the 
rise of oxygen consumption averages 75 per cent of the 
rise of blood flow. The average primary somatosensory 
response shows a 3 per cent increase of CMR0 2 for 
each 29 per cent increase of CBF, while the average 
motor and secondary somatosensory response shows a 
27 per cent increase of CMR0 2 for a 39 per cent 
of CBF, as illustrated in Fig. 2.9. This differ- 
e could have a substantial effect on the relationship 





Fig. 2.9 Flow-CMR0 2 and flow-glycolysis coupling in stim- 
ulation of more relative less ('white') and relatively more 
('red') highly oxidative tissue: relative increases of glycolysis. 
blood flow, and oxidative metabolism arc estimated for two 
categories of the responses to stimulation (simple or primary 
somatosensory, 'white'; and complex or secondary somato- 
sensory and motor, 'red') listed in Table 2.6. Note similar 
flow-glycolysis coupling in the two stimulations. 
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2.8 Local coupling of neuronal 
activity to the haemodynamic 
response 

2.8.1 Relationship between increased 
oxidative metabolism and increased local 
blood flow 



The measurements listed in Table 2.6 suggest that the 
relationship between a change of brain blood flow and 
a change in the rate of ATP generation is highly vari- 
able, with ratios of relative changes ranging from unity 
to 20. It is not known which specific aspect of neuronal 
most critically dependent on the blood 
but (perhaps surprisingly), the findings 
suggest that the blood flow changes are not related in 
a simple way to increased oxygen requirements for 
oxidative phosphorylation. 

To rationalize this it is necessary to consider factors 
regulating the transfer of oxygen from blood to mito- 
chondria in brain tissue. Gjedde et al. (1991) consid- 
ered whether blood flow could sometimes fail to 
increase sufficiently to raise the rate of oxygen delivery 
to match needs for increased oxygen utilization. 
Initially interest in this proposal was limited to 
analyses of pathological flow restrictions with, e.g. 
stenosis of large vessels, as it has not been generally 
believed that the brain develops an (inappropriately 
named!) oxygen 'debt' immediately after periods of 
increased energy utilization as does skeletal muscle 
(Connett et al. 1985; Ye et al. 1990; McCully et al. 
1991; Ohira and Tabata 1992; Reeves et al. 1992). In 
testing this notion directly in healthy volunteers, 
Kuwabara et al. (1992) found the cerebral oxygen 
consumption in brain to remain unchanged during 
vibrotactile stimulation of sensorimotor cortex, 
despite increased blood flow and increased capillary 
diffusion capacity. Because oxygen tension in the tissue 
must go up when blood flow rises if oxygen consump- 
tion does not increase in conjunction with increased 
flow, this experiment showed that a simple limitation 
of oxygen supply could not account for the failure of 
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Possible clues to understanding the differences 
between the relative increases of oxygen consumption 
and blood flow in the brain come from studies of the 
kinetics of oxygen delivery (Gjedde 1996, 1997). 
Oxygen transport from blood to brain tissue is limited 
significantly by the haemoglobin binding (and possibly 
by factors such as diffusion resistance at the endothe- 
lium of brain capillaries) (Gjedde et al. 1991; Kassissia 
et al. 1995). The diffusion-limitation imposed by the 
haemoglobin binding renders oxygen transport, as 
reflected in the extraction fraction, somewhat insensi- 
tive to blood flow increases (Honig et al. 1992), so 
blood flow must increase disproportionately to raise 
oxygen transport. A blood flow/CMR0 2 coupling 
ratio of unity would imply that there would be a 
t ratio between blood oxygen tension and the 
n fraction at all times and in all situations and 
hence no change of the oxygen tension gradient in the 
tissue. The key to understanding why this cannot occur 
lies in kinetic analysis of cytochrome oxidase activity 
(Fig. 2.4), which demonstrates that increases of blood 
flow above the increase of oxygen consumption are 
necessary for the delivery of additional oxygen during 



where S 02 is the average capillary oxygen 
haemoglobin and £ 02 is the net oxygen e: 
tion. The mean capillary oxygen tension and haemo- 
globin saturation also are related by the equation for 

the oxygen dissociation curve. 
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When mitochondrial oxygen tension becomes low 
enough to begin to reduce the oxygen saturation of 
cytochrome oxidase, oxygen consumption becomes 
dependent directly on the mean capillary oxygen 
tension for a given capillary density (Gjedde et al. 
1990). Brain activation above this threshold therefore 
demands disproportionately increased blood flow to 
maintain a sufficiently high mean capillary oxygen 
tension. Simple one-dimensional models of oxygen 
delivery to brain tissue based on these considerations 
(Buxton and Frank 1997; Gjedde 1997; Vafaee and 
Gjedde 2000) confirm that disproportionately 
increased blood flow delivers more oxygen during 
functional activation. The models assume that the 
mean capillary haemoglobin oxygen saturation is 
determined simply by the net extraction of oxygen and 
that oxygen is delivered similarly along the whole 
length of capillaries according to the equation, 



1 
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where P^ is the haemoglobin half-saturation oxygen 
tension. The resulting equation establishes the inverse 
correlation between the net extraction fraction and the 
average capillary oxygen tension, 
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where h is the Hill coefficient (a measure of coopera- 
tivity in oxygen binding between the subunits of 
haemoglobin) and£ 02 is the ratio / 02 /(FC 02 ), in which 
F is the blood flow, and C 02 is the arterial oxygen 
concentration. The maximum delivery is proportional 
to the mean capillary oxygen tension for a given effec- 
tive capillary density associated with a particular diffu- 
sion capacity L, 



/sr = LPSi 



(2.1 !) 



where /q| x is the maximum oxygen delivery capacity 
and L is the tissue oxygen diffusion capacity for the 
mean distance between the capillary lumen and the 
mitochondria. 

The maximum oxygen delivery capacity therefore 
determines an upper limit for oxygen consumption. It 
is reached when the mitochondria I oxygen tension is at 
the minimum level sufficient to sustain the cytochrome 
oxidase activity. Although conditions in which the 
average oxygen tension of capillary blood is the 
primary limit of oxygen consumption previously were 
thought to be approached only in situations of patho- 
logically limited blood flow, they may in fact be the 
rule rather than the exception. The effect of the blood 
flow increase is then to raise the /q 2 x . When more 
oxygen is needed and blood flow rises disproportion- 
ately to satisfy this need, oxygen extraction decreases 
and raises the average capillary oxygen tension to a 
magnitude consistent with the pressure gradient 
required to drive an appropriate rate of oxygen 
delivery to the mitochondria. 
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Fig. 2.10 Relationship between blood flow and oxygen 
delivery to brain tissue, reported by Vafaee and Gjedde 
(2000). Using measured values oi blood flow and oxygen con- 
sumption, and P^ equal to 26 mmHg, the average oxygen 
delivery capacity was 4.0 (jimol mmHg -1 (lOOg brain) -1 
min -1 . This capacity was used to predict oxygen delivery in 
the range of blood How values represented on the abscissa. 

Eqns 2.10-2.13 were used to calculate the maxi- 
mum oxygen delivery capacity as the function of blood 
flow shown in Fig. 2.10 for comparison with the blood 
flow and oxygen consumption values measured by 
Vafaee and Gjedde (2000) during stimulation of the 
visual cortex of healthy volunteers with a checker- 
board stimulus reversing at several different frequen- 
cies. The empirical data show that blood flow and 
oxygen consumption both rise with stimulation but 
that blood flow rises more than the oxygen consump- 
tion, as predicted by the oxygen delivery model. 

Blood flow into different branches of the extensive 
capillary network in the brain can be controlled by 
pre-capillary sphincters. In principle, these might 
be used to adjust the extent of the network that is 
perfused to match tissue metabolic demands. The rela- 
tionship depicted in Figure 2.10 assumes that there is 
no 'absolute' recruitment of the capillary bed capable 
of increasing the diffusion capacity for oxygen by 
reducing the diffusion distance in the tissue, or 
increasing the intrinsic permeability of the capillary 
endothelial wall. It is the current consensus that 
recruitment of capillaries in brain tissue is 'relative', 
i.e. that it occurs by reduction of capillary transit times 
towards greater homogeneity of transit times and a 
lower average transit time, rather than by an absolute 
increase of the number of perfused capillaries 
(Kuschinsky and Paulson 1992). Because the capillary 



therefore does not contribute to increased transport of 

oxygen. 

2.8.2 Physiological regulation of blood flow 

If disproportionately greater blood flow increases are 
required to drive enough oxygen into brain tissue 
during functional activation, then it is important to 
understand the mechanisms responsible for these 
increases. Yet the detailed relationships among the 
possible contributing factors (e.g. synthesis of nitric 
oxide, accumulation of potassium, generation of lac- 
tate, acetylcholinergic activity) and the functionally 
induced blood flow changes of brain tissue remain 
unknown. The elucidation of these relations is among 
the most pressing items on the neuroscientific agenda 
of the future. Information concerning the three 
substances likely to play major roles is reviewed here. 

Nitric oxide 

Many blood flow stimulators (including acetylcholine, 
carbon dioxide and hydrogen ions) act by means of the 
endothelium-derived relaxation factor (EDRF) nitric 
oxide (NO) (Iadecola 1992; Iadecola et al. 1994; 
Fabricius and Lauritzen 1994; Villringer and Dirnagl 
1995). NO causes vasodilatation of brain resistance 
vessels, in addition to other effects. It is synthesized 
in endothelial cells and neurones in proportion to 
the cytosolic concentration of unbound calcium. Brain 
NO is generated primarily in reactions catalysed by the 
cell-specific NO synthases (NOS) endothelial (eNOS) 
and neuronal (nNOS) or by the inducible iNOS. In the 
normal brain nNOS is by far the most abundant. 
Activation of eNOS is mediated by acetylcholine 
acting on muscarinic receptors of the M 5 subtype 
(Wang et al. 1994; Elhusseiny et al. 1999; Elhusseiny 
and Hamel 2000). 

It is not clear to what extent eNOS activation is 
involved in functionally induced increases of cerebral 
blood flow. It is known that pharmacological blockade 
of the vascular receptors suspected of being involved in 
the synthesis of nitric oxide abolishes functionally 
induced blood flow increases, although the specificity 
of the blockade is in doubt. Focal changes of cortical 
blood flow induced b\ sensor}' stimulation can be elim- 
inated by blocking endothelial acetylcholine receptors 
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(Ogawa et al. 1994), including those involved in medi- 
ating synthesis of NO, apparently without altering the 
underlying neuronal activation (Ogawa et al. 1994). 
Other evidence suggests that the cerebral vasodilata- 
tion associated with simple somatosensory stimulation 
in rodents is mediated by nNOS-derived NO (Ayata 
et al. 1996; Ma et al. 1996; Cholet et al. 1997). 
However, Reutens et al. (1997) stimulated NO syn- 
thesis with the precursor L-arginine in humans and 
found cerebral blood flow to be globally increased, 
while the regional blood flow increase in response to 
vibrotactile stimulation was unaffected, either because 
NO is not involved in the increase, or because the 
increase was already maximally stimulated by NO. 

Potassium 

As a consequence of increased permeability during the 
repolarisation phase of the action potential, neuronal 
aises the extracellular potassium ion con- 
which drives the potassium into astrocytes 
by several non-energy-requiring routes, as well as in 
response to glutamate import. 

Paulson and Newman (1987) speculated that excess 
potassium in glial cells is released perivascularly where 
it can relax smooth muscle cells and dilate resistance 
vessels. They reasoned that the time constant of 
delivery of potassium to the perivascular space is much 
lower when the potassium is siphoned to the vessels 
inside the foot processes (66 ms), rather than when the 
potassium is left to diffuse through the extracellular 
space (2.5 s). The lower time constant may assure a 
tighter regulation of the blood flow response. 

The role of potassium ions in mediating function- 
ally induced increases of blood flow in the brain was 
tested by Caesar et al. (1999), who found evidence for 
considerable heterogeneity in responses. The relative 
contributions of extracellularly applied potassium ions 
and adenosine to the blood flow regulation in cere- 
bellum varied among the cell populations, NO, and 
potassium playing the greatest role in parallel fibre 
connections, NO and adenosine playing the greatest 
role in climbing fibre > 



Removal of lactate 

The observation that oxygen consumption may fail 
e despite adequately increased blood flow 



(e.g. in response to vibrotactile stimulation), suggests 
either that additional factors prevent neurones from 
using the available oxygen or that additional oxygen is 
not needed. Increased blood flow has a number of 
consequences. It delivers substrates such as glucose 
and amino acids and removes substances such as 
water, hydrogen ions, lactate, and pyruvate. There- 
fore, it is possible that increased oxygen delivery is not 
the primary effect of increased blood flow. Skeletal 
muscle studies confirm that a correlation exists 
between the increase of blood flow and the increase of 
lactate (Connett et al. 1985). Laptook et al. (1988) 
showed that lactate may contribute to the regulation of 
cerebral blood flow. 

The discrepancy between the results of the different 
types of sensorimotor stimulation listed in Table 2.5 
ized in Fig. 2.7 suggests that the ultimate 
of oxygen consumption depends significantly 
on the biochemical peculiarities of the neuronal 
pathway mediating the response to the stimulus 
(Borowsky and Collins 1989). In brain (similar to the 
better-described situation in muscle cells), the cyto- 
chrome oxidase activity of populations of cells appears 
to be regulated by chronic energy utilization (Pette 
1985; Hevner et al. 1995). Changing the maximal 
cellular oxidative capacity therefore requires sustained 
stimulation for an extended period of time. Transient 
increases of energy metabolism above typical levels 
may not be accompanied by commensurately increased 
oxygen consumption. 

The A/ ATp -A/ lact ratio calculated from values listed 
in Table 2.5 distinguish metabolic responses to excita- 
tion into hypothetical 'red' and 'white' responses 
(based on the distinction between more oxidative and 
better perfused 'red' muscle and more glycolytic, less 
richly perfused 'white' muscle). Figure 2.11 illustrates 
that the primary somatosensory responses are 'white', 
while motor and secondary somatosensory responses 
are 'red'. These regions of course include heteroge- 
neous cell populations. It is possible that neuronal 
metabolism is responsible for the 'red' components of 
these response, while astrocytes generate the 'white' 
response. Differences in patterns of synaptic activity 
also could influence bioenergetic characteristics of 
excitation. The two situations in which the 'white' 
response would be prominent are stimulation in excess 
of the capacity of oxidative metabolism and inhibition 
of post-synaptic depolarization. When there is little 
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Categories of response 




Fig. 2.11 'White' and 'red' responses of human brain tissue 
to stimulation in vivo. Based on ratio between ATP and 
lactate production durinc, excitation, stimulus and/or cells fall 
into two metabolic categories, one with average ratio of less 
than 10 and one with average ratio of 300. Ordinate: ratio 
between change of ATP production and change of lactate 



■e of the oxidative capacitv but increased gluta- 
mate uptake, the lactate generated is left to be exported 
across the blood-brain barrier and removed by the 
increased blood flow. This condition is associated with 
the low ATP/lactate flux ratio seen in the 'white' 
response to low oxidative capacity. Conversely, in the 
visual cortex stimulated by a complex checkerboard 
pattern, the energy demand rises greatly but lactate 
accumulation is kept at a minimum by the rise of 
oxygen consumption. In this case, the ATP/lactate flux 
ratio is in the high range. The increased oxygen supply 
establishes the increased ATP turnover characteristic 
of the 'red' response to high oxidative capacity. 



2.9 Conclusions 

Current evidence suggests that there is no rigid associ- 
ation in vivo between changes of oxygen consumption, 
glucose combustion, and blood flow in the human 
brain. The claim that increased blood flow must occur 
simply to satisfy the demands for oxygen and glucose 
during neuronal excitation therefore seems overly sim- 
plistic. It is important to note that Roy and Sherrington 
(1890) measured neither glucose nor oxygen consump- 
tion. They observed pial ■ >d tat i alter adminis- 



tration of post-mortem b 
They surmised that a metabolite had caused the dilata- 
tion and that that metabolite might be lactate. 

The theoretical analysis suggests that the cerebral 
energy demand reflects primarily the steady-state level 
of graded post-synaptic membrane depolarization. 
Substantial increases of net energy turnover are 
required neither for neuronal inhibition caused by 
increased chloride conductance, nor for increased 
action potential frequency per se. Increased energy 
turnover is not required to sustain hyperpolarization 
caused by decreased conductance of sodium or 
increased conductance of potassium. Increased energy 
supply is only required to maintain the graded 
dendritic and somatic depolarization of membranes 
with increased sodium and potassium conductances. 

Glucose, lactate, and pyruvate most likely occupy 
single tissue compartments. For this reason, it is kinet- 
ically improbable that the properties of the LDH 
subtypes in vivo in different populations of cells cause 
great differences in steady-state bioenergetics. Instead, 
patterns may vary temporally, as dictated by the 
cytosolic redox potential and pH. Substantial lactate 
generation may occur when glutamate release is not 
followed by post-synaptic depolarization. In these 
cases, there may be a demand for glutamate removal at 
a rate exceeding the habitual oxidative capacity of the 
tissue. Although the resulting lactate accumulation is 
unrelated to the lactate export across the blood-brain 
barrier, the lactate thus accumulated can only be 
removed by the circulation. This conclusion suggests 
that the rapid ('white') response reflects inhibited or 
insufficient post-synaptic depolarization, while the 
bulk of the 'red' response reflects substantial mito- 
chondrial activation of primarily post-synaptic origin. 
There is no evidence that lactate of glial origin prefer- 
entially is consumed in neurones in vivo. 

The blood flow increase appears to be coupled to the 
rate of glycolysis, although there is little knowledge of 
the putative mechanism underlying such a flow-glycol- 
ysis coupling, as the blood flow increase has a 
moderate effect on glucose delivery if not accompanied 
by capillary recruitment. The evidence suggests that 
the increase of oxidative metabolism is coupled to the 
rise of pyruvate, as dictated by the prevailing kinetic 
profile of LDH (A) and the degree of mitochondrial 
activation (II). The tissue lactate level at which this 
would occur would be under the control of the LDH 
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isozyme profile and could therefore differ for different 
populations of cells. Under some circumstances, 
regional 'peaks' of increased blood flow and increased 
oxygen consumption could be dissociated by the 
differential activation of primary and secondary 
neuronal networks. The activations accompanying the 
most complex processing of information could be 
those with the tightest coupling between oxygen 
consumption and blood flow and hence with the least 
generation of lactate. 
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3 Principles of nuclear magnetic 
resonance and MRI 

Peter Jezzard and Stuart Clare 



3.1 Introductio 



Nuclear magnetic resonance (NMR) has a long history 
dating back to the 1940s, when researchers at Harvard 
University and Stanford University simultaneously 
detected a resonance phenomenon in samples placed in 
a magnetic field (Bloch et al. 1946; Purcell et al. 1946). 
Edward Purcell at Harvard and Felix Bloch at Stanford 
later shared the 1952 Nobel Prize for Physics for their 
joint discovery. Over subsequent decades the NMR 
phenomenon has found substantial use in chemistry 
departments as an analytical chemistry technique, able 
to resolve chemical species and to provide information 
on bond lengths and dynamics. Imaging using NMR 
was first demonstrated in the 1970s, and has since seen 
huge application in diagnostic radiology. 



3.2 The nuclear magnetic 
resonance phenomenon 

NMR has been described using a number of formal- 
isms and at a number of levels of complexity. A dedi- 
cated chemist using NMR for spectroscopic eluci- 
dation of a sample's chemical groups, bond angles, and 
inter-nuclear distances would require a detailed quan- 
tum mechanical explanation of the NMR phenom- 
enon. Fortunately, most imaging experiments can be 
understood using the principles of classical physics, 
although some basic understanding of the underlying 
quantum effects can be useful. In this chapter a delicate 
path is traversed between unnecessary rigorous 
complexity and over-simplifying inaccuracy. 

Before continuing, two common misconceptions 
about NMR should be cleared up immediately. The 
first is that whilst NMR is a nuclear effect, in the sense 



i the constituents of the atomic nucleus that 
:e, NMR does not involve radioactivity. Indeed, 
the word 'nuclear' has been dropped in medical circles 
to avoid patient concern, yielding the now familiar 
appellation 'magnetic resonance imaging' (MRI). The 
second confusion, repeated often, is that NMR (or 
MRI) involves radio waves. The confusion exists 
because the frequency of the nuclear magnetic reso- 
nance effect is often in the radio wave portion of the 
electromagnetic spectrum. But a well designed MRI 
system should detect all of its signal by electromagnetic 
induction (much in the way that a dynamo develops a 
current when a bar magnet is turned in a loop of wire), 
rather than by radio wave reception. Certainly a 
poorly designed MRI scanner may detect extraneous 
radio waves from external transmitters or machinery, 
which can appear as interference noise on the image or 
spectrum, but ideally the scan room is Faraday- 
shielded to eliminate this form of interference. 

3.2.1 The nuclear moment 

Consider the spinning top shown in Fig. 3.1. It is spin- 
ning with an angular frequency of w radians per 
second (note that 2-rt radians equals 360°). Because the 
top is spinning about an axis it has no net linear 
of mass and velocity in a 
, physicists define a quantity 
' that describes the fact that 
noving with some velocity 
about the axis of the spinning top, where the velocity 
depends on the radial position of the point. The direc- 
tion of this angular momentum vector is defined to be 
pointing along the axis of the spinning top, with a 
magnitude that depends on the speed with which the 
top is spinning. This vector, L, is shown on the figure. 



(the produc 
given direction). Howevi 
called 'angular momentt 
every point in the top it 
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Fig. 3.1 A spinning top rotating with an angular frequency 
a) radians per second has an angular momentum L pointing 
along the axis of the top. 

A fundamental physical property of protons and 
neutrons is that they also possess an angular momen- 
tum, which is often referred to as 'spin'. Because the 
protons and neutrons are sub atomic particles, 
quantum mechanical rules apply. Unlike a classical 
spinning top, the angular momentum of protons and 
neutrons is allowed only very specific 'quantized' 
values. Atomic nuclei, which comprise protons and 
neutrons, have a net angular momentum that is deter- 
mined by the number of constituent protons and 
neutrons. Also, the fact that nuclei are charged (posi- 
tively) creates a non zero nuclear magnetic moment if 
the angular momentum is non zero. In NMR it is the 
net nuclear moment of the nucleus (i.e. the net spin) 
that is of interest. Not all nuclei have a net spin, and 
hence a NMR signal. Specifically, any nucleus with an 
even atomic mass number and an even charge number 
has no spin. This means that nuclei such as carbon-12 
and oxygen-16 are not visible in NMR experiments, 
which is unfortunate for biologists, since they must 
rely on the much less abundant isotopes of carbon- 13 
and oxygen-17 in order to study those elements. 
Fortunately, however, hydrogen- 1 does have a nuclear 
moment (from its sole constituent proton), and it is 
therefore hydrogen-1 that is most commonly used in 
biological NMR and MRI experiments. Indeed, 
hydrogen-1 has one of the strongest of all nuclear 
moments, and so is an excellent candidate for biomed- 
ical spectroscopy and imaging. 

Table 3.1 shows the natural abundance, nuclear 
spin and resonant frequency for a number of nuclei of 
biological interest. Note that hydrogen-1 has the 
highest resonant frequency in this list. This is because 
of its strong nuclear moment. Note also that some 



nuclei have a net quantum spin number of l A, while 
other nuclei have a net spin number which is greater 
than l A. The value of the spin number determines the 
complexity of the NMR spectrum of that nucleus, but 
does not predict the resonant frequency (which is 
dependent on the mass and charge of the nucleus). In 
the majority of this book only hydrogen-1 will be 
considered, and therefore all the following discussion 
will be directed towards this spin Vi nucleus. 

3.2.2 Spin excitation 

In a magnetic field the energy levels for a nucleus of 
spin number I will split into (21 + 1) discrete energy 
levels. Thus, the energy level diagram for hydrogen 
(/ = %) will consist of two levels. These may be 
thought of as representing the two possible relative 
orientations of the nuclear magnetic moment in the 
externally applied magnetic field. In the lowest energy 
state the nuclear moment is aligned parallel to the 
external magnetic field. In the higher energy state the 
nuclear magnetic moment is aligned anti-parallel to the 
external magnetic field. An analogy exists between a 
compass needle in the presence of the Earth's magnetic 
field. The lowest energy state for the compass needle is 
when it is aligned parallel to the external magnetic 
field. If the compass needle is manually turned to 
be anti-parallel to the external magnetic field then it 
will be in a higher energy state. Unlike the compass 
analogy, however, quantum mechanics dictates that 
for the hydrogen nucleus only the two (parallel and 
anti-parallel) energy states can exist, with no interme- 

In the absence of thermal agitation of the nuclei all 
spins would align with the magnetic field and the 
sample would be in its absolute minimum energy state. 
However, at physiological temperatures there is a great 
deal of thermal agitation of the nuclei, so much so that 
the thermal energy dominates the energy differ- 
ence between the parallel and anti-parallel spins. As a 
consequence there is only a small imbalance within the 
sample between the number of spins pointing parallel 
to the field and the number of spins pointing anti- 
parallel to the field. As an example, at 1.5 Tesla, and at 
physiological temperatures, only 10 spins in every 
1 000 000 contribute to the net magnetic n 
the sample. The other 999 990 effectively cane 
another out. Fortunately, there is a sufficient n 
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density of spins in most samples that a signal can be 
detected from the net magnetic moment (or magneti- 
zation) of the ensemble. 

The difference in energy levels between the parallel 
and anti-parallel states also leads to an important 
equation relating the magnetic field strength to the 
expected resonant frequency of the spins. If the sample 
is excited by an additional radiofrequency magnetic 
field then energy transitions can be induced between 
the two energy states, thus perturbing the net magneti- 
zation so that a signal can be detected. This relation- 
ship is given by the Larmor equation as follows: 



v = yB 



where v is the frequency in MHz (= &V2tt), y is the 
gyromagnetic ratio in MHz/Tesla for the spin under 
consideration (see Table 3.1) and B is the magnetic 
field strength in Tesla. This is a very important equa- 
tion in NMR since it also relates the frequency of the 
resulting signal to the static magnetic field strength. 
For example, hydrogen- 1 will resonate at approxi- 
mately 64 MHz in a 1.5 Tesla magnet, and at 128 
MHz in a 3.0 Tesla magnet. 

Figure 3.2 summarizes the sequence of events upon 
placement of a sample containing hydrogen- 1 nuclei in 
a magnetic field. Initially, the individual nuclear 
magnetic moments are aligned in random directions 
(Fig. 3.2(a)). Gradually the nuclear magnetic moments 
tend to align along the direction of the magnetic field, 
defined as the z direction. Slightly more spins will align 
parallel to the field than anti-parallel to the field 



(Fig. 3.2b), resulting in a net magnetization from the 
ensemble. The characteristic time constant describing 
the approach to magnetic equilibrium is known as Tl 
and will be described more thoroughly in Section 3.3. 
When the net magnetization is at equilibrium no 
signal is detected in a conducting coil placed around 
the sample (since there is no time dependent change in 
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Fig. 3.2 Behaviour of a sample when placed in a strong 

magnetic Held, (a i I he nuclear magnetic moments are initially 
randomly oriented, (hi Gradually the moments align either 
with the Held or against it. The slight preferential alignment 
along the direction of the field acts like a single magnetization 

it \n ill n Id can h mgt the 

orientation of som i ' nucleai inon i until there is a net 
magnetization vector in the x-y plane (d). 
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the net magnetization). In order to detect a signal in the 
receiver coil it is necessary to perturb the spins so that 
a vector component lies in the transverse (x, y) plane. 
This is done by applying an alternating magnetic field 
that is transverse to the main static (B ) magnetic field 
and oscillates with the Larmor frequency of the spins 
(Fig. 3.2(c)). This additional oscillating magnetic field 
(oscillating at radio-frequencies to satisfy the Larmor 
equation) is known as the B t field. Fig. 3.2(d) shows 
how the B 1 field has perturbed the net magnetization of 
the sample and has created a 'coherence' along a direc- 
tion in the x,y plane. Strictly speaking the transverse 
coherence is a quantum mechanical effect, but for the 
purposes of MRI it can be considered as a classical 
vector that lies in the x, y plane. The radio frequency 
(Bj) field is then switched off and a signal is seen in the 
receiver coil, since the net magnetization will precess 
about the main static field with a frequency given by 
the Larmor equation. 

A further simplification that can be made to visu- 
alize more easily the precession of the magnetization 
vector in the transverse (x, y) plane is to view the spins 
in a frame of reference that rotates about the z-axis 
with a frequency equal to the demodulation frequency 
of the scanner. In the rotating frame, if the demodula- 
tion frequency of the scanner is set to be equal to the 
Larmor frequency of the spin of interest then, after a 
radiofrequency excitation pulse, the magnetization 
vector will appear to be stationary in the transverse 
plane. If, rather, the demodulation frequency of the 
scanner is set at a slightly different frequency to the 
Larmor value then the spin of interest will appear to 
precess about the z-axis at the difference frequency. In 
reality, of course, the transverse component of the 
magnetization vector is precessing about the z-axis at 
the Larmor frequency (many tens or even hundreds of 
MHz, depending on the field strength). But, since the 
scanner demodulates the signal and only stores the 
difference frequency between the Larmor frequency 
and the demodulation frequency, the rotating frame is 
a convenient reference frame in which to consider the 
evolution of the spins. 

3.2.3 The free induction decay (FID) 

The most basic NMR experiment is to perturb the 
nuclear magnetic moment into the transverse plane 
using a brief radiofrequency B 1 pulse, and then to 



observe the signal in a receiver coil. What will be 
observed is an oscillating signal that decays away 
under an exponential envelope. Figure 3.3 shows such 
a 'free induction decay' (FID) experiment. The signal 
collected by the scanner is the radiofrequency reso- 
nance signal from the precessing spins. However, this 
signal is demodulated down to audio frequency during 
digitization of the signal, since it is only the differences 
about the main static field that are of interest. (An 
analogy is a FM radio receiver in which the audio 
frequencies of interest are demodulated from a VHF 
carrier frequency.) 

Since a classical vector representation of the net 
magnetization is entirely valid for almost all MRI 
experiments it will be used for the remainder of this 
book. Using this vector representation, the effect of a 
brief radiofrequency B 1 pulse can be visualized as 
tipping the net magnetization away from the equilib- 
rium z-axis. Note once more that only when a vector 
component exists in the transverse plane will a signal 
be detected. Figure 3.4 shows the vector representation 
and resultant signal of a number of different FID 
experiments in which Bj pulses of different duration 
were used. For a short duration pulse the net magneti- 
zation vector is tipped only a few degrees from the z 
direction, thus inducing only a small transverse 
component and a small signal. For a longer pulse dura- 
tion a larger transverse component is induced, until a 
maximum signal is seen following a 90° tip away from 
the z axis. If a 180° pulse is used then no signal will be 
induced, since no transverse component will be gener- 
ated. Note that between each of these FID experiments 
a delay must be inserted to allow for the equilibrium z- 
direction magnetization to be re-established. This 
delay is generally referred to as the 'scan repeat time' 
and is termed TR. 



Fig. 3.3 A free induction decay experiment. A brief radio- 
frequency magnetic field pulse oscillating at the Larmor 
frequency is applied and the signal is then detected. The free 
induction decay, demodulated at the scanner frequency, 
shows a decay of the signal and audio frequency oscillations. 
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Fig. 3.4 Free induction decay experiments where a numbe f diffei it j ulse widths are used, (a) The short pulse tips the 
magnetization by ! 0° and a small FID is seen, (b) As the pulse length increases so does the tip angle and signal until (c) a 90° 
pulse is achieved and the FID signal is at a maximum, (d) If the pulse length is doubled the tip angle is now 180°, no compo- 
nent of the magnetization vector is in the x-y plane and no FID is seen. 



If the detected signal is analysed for its frequency 
components then a spectrum of the chemical constit- 
uents of the sample may be displayed. This frequency 
analysis is typically performed by use of a Fourier 
transform (Bracewell 1986). The 1H NMR spectrum 
of water is shown in Fig. 3.5. It is a rather t 
ing spectrum consisting of a single resonant li 
a frequency of 42.575 X B MHz, 
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Fig. 3.5 I he hydrogen- 1 spectrum of water. Note that the 
spectrum is shown on a pairs per million fppm) scale, refer- 
enced to tetra metlp i silane. Vlso note that by convention the 
chemical shift scale runs right to left. The absolute resonant 
frequency of hydrogen-1 in MHz is given by 42.575 X B , 
where B is the static magnetic held in Tesla. 



3 is the static magnetic field in Tesla. It is this 
ine, however, that is used for almost all magneti 
mance imaging. Despite its apparent simplicity, 
ichly report on the local physico-chemical en' 
nent of the water, as will be shown in the folic 



3.2.4 The spin echo 

A simple extension to the FID experiment is to add a 
180° refocusing pulse to the pulse sequence. This is 
shown in Fig. 3.6. The effect of the 180° pulse is to 
rotate the spins by 1 80 degrees about the axis of the B 1 
field. Whereas the effect of a 180° pulse in Fig. 3.4(d) 
was to invert the magnetization vector, the effect of a 
180° pulse in a spin echo sequence (i.e. following a 90° 
excitation pulse) is quite different. The utility of the 
180° pulse is best appreciated in the case of a magneti- 
zation vector that is rotating at a frequency that is 
different to the demodulation frequency of the 
scanner. For such a magnetization vector, shown in the 
rotating frame in Fig. 3.7, the effect of the 90° excita- 
tion pulse at time t = is to rotate the z-direction 
magnetization onto the transverse plane, as usual. 
After the 90° pulse the magnetization vector will pre- 
cess in the transverse plane about the z-axis, accruing 
a phase angle, 4>, relative to the x-axis which is pro- 
portional to the duration of free precession and the 
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Fig. 3.6 A spin echo experiment. I Ik- 90° pulse is followed a time TE/2 latei by a 1 HO" refocusing pulse, ["his acts to refocus 

the magnetization at a time TE after the initial pulse. 

even modern super-conducting magnets will not have 
a totally homogeneous magnetic held, a problem that 
is often further degraded by the geometry and compo- 
sition of the sample. In such cases, no single Larmor 
frequency satisfies all points in the sample, implying 
that the elemental magnetization vectors at different 
points in the sample will start to get out of phase with 
respect to one another after a 90° degree pulse. This 
will lead to destructive interference of the vectors 
across different parts of the sample, and hence to loss 
of signal. Application of a 180° pulse at time t = rcan 
lead to the phases (and hence the signal) being refo- 
cused at time t = It. This refocusing time is often 
known as the 'echo time', TE. In other words, the 180° 
refocusing pulse is transmitted at time t = t = TE/2, 
and the echo forms at time t = 2t = TE. 




ig. 3.7 Representation of the spin echo experiment in 
■rms of the magnetization vector, (a) A 90° pulse tips the 
magnetization vector into the x-y plane, (b) The magnetiza- 
xrues a phase angle <j> over the time t. (c) A 180° re- 
focusing pulse flips the magnetization about the x-axis. (d) 
The phase continues to change, but as it does it now acts to 
the magnetization to its initial position until the phase 



frequency difference of the spin. At time t = t, a 180° 
refocusing pulse is applied, which flips the magnetiza- 
tion vector to phase —<f>. The magnetization vector will 
then continue to accrue phase. Interestingly, at time 
t = 2t, the phase of the magnetization vector relative 
to the x-axis will be zero again, independent of the 
amount by which the frequency of the precession 
differs from the demodulation frequency of the 



The particular benefit of the spin echo is ii 
where imperfections in the uniformity of the sta 
magnetic field exist. This is in general the case 



3.3 Nuclear magnetic relaxation 
times 

Unlike many other medical imaging modalities, the 
contrast in a magnetic resonance image is strongly 
dependent upon the way the image is acquired. By 
adding radio frequency or gradient pulses, and by 
careful choice of timings, it is possible to highlight 
different components in the object being imaged. 
While it is generally true that MRI maps the distribu- 
tion of water in the body, the useful contrast in MR 
images comes not just from the density of hydrogen- i 
in a region but from contrast caused by fundamental 
NMR processes known as relaxation. There are three 
relaxation times that are of primary interest in MRI, 
namely Tl, T2 and T2\ 

Consider the simple free induction decay experi- 



merit described in Fig. 3.4 for the case of a 90° pulse. 
If we consider the vector components of the magneti- 
zation separately, the longitudinal (z-direction) magne- 
tization is zero and the transverse (x, y) magnetization 
is a maximum immediately after the pulse. However, 
the system has been perturbed from equilibrium and 
thus two relaxation processes begin to restore the 
magnetization to its initial state. Recovery of the longi- 
tudinal magnetization back to its equilibrium value is 
termed Tl relaxation, and the decay of the transverse 
magnetization back to zero is termed T2 relaxation. 
Clearly, it is necessary that Tl > T2, since no trans- 
verse magnetization can remain after the longitudinal 
>n has been restored. 



3.3.1 Tl relaxation 

In Section 3.2.2 it was stated that when a sample is 
placed in a static magnetic field an equilibrium magne- 
tization vector is established as the spins preferentially 
align with the static magnetic field. This magnetization 
vector does not form immediately, however, but 
requires random thermal processes to provide an ener- 
getic pathway to this state. In an analogous way to 
how an externally applied radiofrequency magnetic 
field can alter the energy state of the spins, the 
randomly fluctuating magnetic moments of neigh- 
bouring molecules can also affect the orientation of 
spins. Even though the resulting randomly fluctuating 
magnetic fields are small, they can have a component 
of motion that is at the same frequency as the Larmor 
frequency of the nuclei in the static field. It is these 
random molecular motions (translational, rotational, 
and vibrational modes of motion) that provide the 
fluctuating magnetic fields needed so that the spins can 
alter their energy state in order to preferentially orien- 
tate their magnetic moment along the longitudinal (z) 
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the random tumbling at the Larmor frequency then 
the relaxation pathways will be slow. For example, the 
relatively free water in cerebro-spinal fluid (CSF) is 
tumbling at a rate far higher than the Larmor fre- 
quency at typical MRI field strengths, thus the Tl 
relaxation is relatively slow. The more restricted water 
that is in the white matter, however, has much faster 
Tl relaxation. A maximum Tl relaxation rate (short- 
est Tl time) is achieved when the characteristic tum- 
bling time of the molecular motions is of similar value 
to the Larmor frequency. If the motions get so slow 
that they are below the Larmor frequency then a new 
regime is entered in which the Tl times get long once 
again. This is the case for many solids, which have 
very long Tl value since there is very little molecular 
tumbling with a component at the Larmor frequency. 
Note that the above discussion also explains why the 
Tl relaxation times are field strength dependent. For 
brain tissue, as the static magnetic field strength is 
increased (say from 1.5 Tesla to 3.0 Tesla) the Larmor 
frequency is also increased, and will correspond to less 
efficient relaxation pathways, resulting in longer Tl 
relaxation times for grey and white matter. 

Tl relaxation is an exponential process. Whenever 
the magnetization vector is disturbed from its equilib- 
rium value, the 2-component of magnetization will 
recover in an exp< inentia I fashion, as shown in Fig. 3.8. 
This plot shows the recovery of longitudinal magneti- 
zation with time for the case of zero magnetization at 
time t = 0. This is, for example, the case corre- 
sponding to the initial insertion of a sample into a 
static magnetic field. The Tl relaxation time is defined 
through a set of equations known as the Bloch equa- 
tions. The relevant equation for Tl processes is: 
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(3.2) 



In general there will be a broad spectrum of molec 
lar motions over a wide frequency band. The strength 
of the randomly fluctuating magnetic field at the cor- 
rect (Larmor) frequency determines the efficiency with 
which the nuclear magnetization can change its value. 
This explains how different tissues can have such 
different Tl relaxation times. If the local molecular 
motion has a high component at the Larmor frequency 
then the pathway to equilibrium will be rapid. 
Conversely, if there is only a very small component of 



Table 3.2 Average values of Tl and T2 in the r 



White matter Tl 



1 MacFall et al. (1987). Magn. Reson. Imaging 5, 209-220. 

2 Wansapura et al. (1999). /. Magn. Reson. Imaging 9, 531-538. 
5 Clare and Jezzard (2001). Magn. Reson. Med., 45, 630-34. 

4 Duewell et al. (1996). Radiology 199, 780-86. 
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Slight decrease in 
Larmor frequency 



i 'i \ o hi li i I i £in c'u ition \I follow 

ing a 90° pulse. This is an exponential process, the time 
constant for which is described b\ the longitudinal relaxation 
time Tl. The recovery curve for the case M.p = 0) = is 
shown. 



ll) 



In the case where the magnetization is zero at t — 0, 
)lves to give the simple exponential equation 
M z (t) = M (l-e~ !/T1 ), indicating a gradual approach 
to the equilibrium magnetization M with time con- 
stant Tl. Some typical values for Tl relaxation in the 
human brain are given in Table 3.2. 



3.3.2 T2 relaxation 

Whereas Tl relaxation is a recovery process of longi- 
tudinal magnetization, T2 relaxation is a decay process 
of transverse magnetization. Immediately following a 
90° FID excitation pulse, all of the magnetization that 
was aligned along the z-axis is tipped into the trans- 
verse plane. In a perfect magnet and ideal sample all 
the nuclei will experience the same applied magnetic 
field, and hence the transverse magnetization will 
remain strong and coherent, rotating at the Larmor 
frequency, until Tl relaxation processes occur. In a 
real sample random tumbling of neighbouring nuclei 
affect this coherence via low frequency random fluctu- 
ations in the local field at the molecular level that cause 
the Larmor frequencies of different nuclei in a region 
to vary. Over time, these slight increases or decreases 
in Larmor frequency lead to a loss of bulk t 
magnetization as illustrated in Fig. 3.9, and to a 
signal. Because T2 processes are highly s 
very slow molecular motions, as well s 



Fig. 3.9 Decay of transverse magnetization, (a) Initially all 

the signal is in phase, ib) Random held fluctuations mean that 
some nuclei lag b lind tin tern i onant hequency and 
some lead ahead, (c) Eventually the spread of frequencies 

means that the signal is no longer coherently pointing along 
one direction and there is no signal detected. 

the Larmor frequency, T2 is much less dependent on 
the static magnetic held strength than Tl. 

The T2 relaxation time is a measure of the rate of 
decay of transverse magnetization, and is also gov- 
erned by an exponential process. The relevant Bloch 
equation for T2 decay is: 



dAL, 



A I,,, 



which solves to give 
M xy (t) = M xy (0)e-' n 
values of T2 in the hi 



ii3) 

a simple exponential equation 
. Table 3.2 also shows typical 



3.3.3 T2* relaxation 

Perhaps of more significance to fMRI than T2 relax- 
ation is what is termed T2* relaxation. The similarity 
in the nomenclature is due to the very similar way in 
which their effects are seen. However, the processes 
that drive T2* relaxation are rather different from 
those that drive T2 relaxation. 

Consider a group of spins in a sample placed in the 
magnet. If the static magnetic held across that sample 
varies then the spins on one side will precess at a 
different frequency to those on the other side. Since the 
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signal that is detected is the sum of all spins in the 
sample, the greater the variation in field that exists 
across the sample, the more rapidly the transverse 
magnetization will dephase and decay. T2* decay is 
distinct from T2 decay in that T2 decay is the result of 
random fluctuations in the Larmor frequency at the 
molecular level, whereas T2* decay results from larger 
scale variations in the applied static magnetic field. 
There are several such possible sources of variation in 
the applied field. First, the magnet may not be 
completely homogeneous over the sample, due to 
imperfections in the windings of the superconducting 
coil itself; this usually is a minimal effect. More serious 
is the effect of the geometry and composition of the 
sample being imaged on the local magnetic field. 

In the human head, for example, there are regions of 
greatly varying magnetic susceptibility. That is, regions 
which respond differently to the applied magnetic 
field. This means that even if a perfectly uniform static 
magnetic field is applied to the head (i.e. the magnet 
itself is perfect), the nuclei in different regions within 
the head will not all experience the same field. This is 
particularly severe at the boundaries between sample 
components with very different magnetic susceptibili- 
ties, such as the air/tissue interfaces near the sinuses. 
These boundaries can cause very steep differences in 
the magnetic field across tissue in their vicinity and 
lead to very rapid local T2* relaxation. The magnetic 
susceptibility variations, while most prominent in the 
proximity of air/tissue interfaces, are also seen in blood 
vessels, where the level of deoxyhaemoglobin in the 
blood affects the T2* in tissue around the vessels. This 
effect is the basis of the BOLD contrast used in fMRI 
and is discussed in greater depth later in this chapter. 

Another crucial difference between T2 and T2* 
relaxation is that T2* processes can be refocused using 
a 180° spin echo sequence, whereas T2 processes can 
not be refocused since they occur at the molecular level 
and are random. Figure 3.10 demonstrates the differ- 
ence between T2 and T2* relaxation, showing how 
1 the local magnetic field cause the net 
nagnetization to decay. Figure 3.10(a) 
shows a standard FID experiment in which signal is 
collected after a 90° pulse. The evolution of the phase 
of the spins at different locations in the sample is also 
shown. In Fig. 3.10(b) a 180° pulse is applied a short 
time, TE/2, after the excitation pulse, causing the 




Time 

Fig. 3.10 Comparison of a gradient echo and spin echo 
experiment, (a) In a gradient echo experiment both T2 and 
T2* quickly dephase the signal, (b) In a spin echo experiment 
the T2* dephasing is refocused so that at the echo time (TE) 
the only loss in tin i i tization is due to T2. 



magnetization to be flipped through the 

plane. The spins continue to lag behind or lead ahead 

of the Larmor frequency of the applied field and, after 

another TE/2 mi rval tin ffs F' relaxation are 

fully refocused. Note that even the refocused magneti- 
zation has a reduced amplitude, this being due to 
unavoidable T2 processes. The effect of T2 cannot be 
refocused since the processes that drive T2 relaxation 
are random events at the molecular level and cannot be 
'replayed' as the bulk effects can. Strictly speaking, 
T2' f processes include the effect of T2 processes, since 
T2' ; - can be written as 1/T2* = 1/T2 + yirA£ () , where 
AB is the field variation across the sample (spec- 
troscopy) or across a voxel (imaging). Thus, in the 
limit of a perfect magnetic field existing across the 
sample or voxel, the value of T2* can approach T2. 



3.4 The concepts of spatial 
encoding and k-space 

It should be evident from the preceding sections that 
NMR has a long history in helping to elucidate the 
chemical composition of samples via an analysis of 
their NMR spectra. In the 1970s it was realized that 
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NMR could also report on the spatial distribution of a 
particular nucleus by making the magnetic field, and 
hence its Larmor frequency, vary spatially (Lauterbur 
1973; Mansfield and Grannell 1973; Damadian et al. 
1977). Thus was born magnetic resonance imaging, 
which has since been refined to be able to report on 
many physiological, biochemical, and pathological 
parameters in tissue, in addition to simply reporting on 
the number density of the nucleus under observation. 

3.4.1 Introducing spatial specificity 

The crucial step in the development of MRI was the 
realization that a spatially resolved NMR signal could 
be obtained from a spatially varying magnetic field. 
Consider the Larmor equation described in eqn (3.1). 
If the magnetic field is made to vary in the z-direction, 
for example, then the Larmor equation will become: 



*iz) = yB (z) 




(3.4) 



In other words, the Larmor frequency of the spins will 
depend on their z position. The simplest spatial varia- 
tion in magnetic field is a linear variation, such that the 
magnetic field in the z direction is directly proportional 
to the z coordinate. This is most simply achieved by 
passing current through a 'Maxwell Pair' of coils, as 
shown in Fig. 3.11. At the point exactly between these 
coils (z = 0) the additional magnetic field generated by 
each of the two coils of wire cancels, and so v(0) = yB 
(i.e. the Larmor frequency at the centre of the coils is 
equal to the static magnetic field of the magnet itself). 
In the +z direction, however, the right-hand coil will 
slightly increase the local static magnetic field such that 
v(+z) = yB + yG z z, where G z is the magnetic field 
gradient generated by the Maxwell Pair. Conversely, in 
the -z direction, the left-hand coil will slightly 
decrease the local static magnetic field such that 
v(-z) = yB - yG z z. 

Consider a sample of water placed in the magnet. 
If a current is passed through the Maxwell Pair imme- 
diately after an excitation pulse then the spins from 
different positions in the sample will precess about the 
static magnetic field according to their z position. The 
signal that is detected in the receiver coil is the sum- 
mation of all these individual signals, and will there- 
fore contain many different frequencies. By performing 
a frequency analysis of the detected signal one obtains 



Fig. 3.12 Acquisition of signal ii 
gradient. The frequency spectrum 
along the gradient direction. 



the presence of a field 
i a profile of the sample 



a 'spectrum' which represents the number of spins 
contributing to each frequency interval. By application 
of eqn (3.4) it is therefore possible to plot the number 
of spins contributing to each positional interval along 
the z-axis. In effect, a one dimensional profile of the 
sample is obtained along the z-axis. This is shown 
schematically in Fig. 3.12. 

It is also possible to wind a pattern of wire on a 
cylindrical surface that is able to generate a linear 
magnetic field gradient in the x or the y direction. 
Note, however, that the desired field variations are 
dBJdx and dBJdy rather than dBJdx and dBJdy (i.e. it 
is the magnitude of the static magnetic field, which 
points along the z-direction by convention, which is 
desired to vary in the x or y direction). If current is then 
passed through a coil that generates a magnetic field 
the x direction then the Larmor frequency 
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will vary according to v[x) = yB + yG x x. This will 
lead to a one dimensional profile of the sample along 
the x-axis. Repeating the procedure with a G coil 
yields a profile in the y direction. 

3.4.2 2D back projection reconstruction 
imaging 

The preceding section described how current which is 
passed through patterns of wire wound on a cylin- 
drical surface can be made to generate a linear 
magnetic field gradient along the x (G x = dB /dx), the 
y (G y = SBJdy), or the z (G z = dBJdz) direction. The 
structures that are able to generate these three field 
gradients are known as gradient coils, and reside inside 
the magnet bore, surrounding the sample. Figure 3.13 
shows a block diagram of a magnetic resonance 
imaging scanner, showing the location of the gradient 
coil in relation to the sample and the radiofrequency 



It should also be evident that or 
profiles can be generated in turn along the x, y, and z 
directions by collecting signal following an excitation 
pulse in the presence of the relevant field gradient. In 
order to generate one-dimensional profiles of the 
sample at arbitrary orientations it is necessary to 
distribute the current between two or more of the three 
orthogonal gradients. For example, if a profile is 



desired along the line x — y, then it is necessary to 
apply equal currents in the x and y gradient coils. In 
this fashion it is possible to collect profiles along any 

In the early days of MRI this was the way in which 
images were generated, as is shown in Fig. 3.14. A 
series of profiles was generated at a distribution of 
angles so that a full representation of the sample was 
obtained, viewed from all possible angles. Standard 
back projection algorithms could then be used to 
reconstruct a two- or even three-dimensional image, in 
an analogous way to how computed tomography (CT) 
and positron emission tomography (PET) images are 
reconstructed. Fairly rapidly, however, back projection 
methods for magnetic resonance image formation were 
replaced with Fourier imaging methods (described in 
Section 3.4.4). 

3.4.3 Slice selection 

In order to generate a two dimensional image it is 
necessary either to collect a 2D series of profiles from 
a selected slice, or to collect a full 3D series of profiles 
and to reconstruct all the slices. If the former approach 
is to be used then one must have a method for selecting 
signal only from a single slice from within a three 
dimensional object. This can be achieved using a slice 
selective excitation pulse. Such a pulse perturbs from 
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top hat is determined by the duration of the modula- 
tion envelope. When a sine modulated excitation pulse 
is played out in the presence of a z-direction field 
gradient, as shown in Fig. 3.15, only those spins whose 
Larmor frequencies lie within the range of the top hat 
will be excited. The slice thickness can be adjusted by 
altering the strength of the field gradient, and the 
centre position of the slice can be adjusted by altering 
the carrier frequency of the excitation pulse (i.e. by 
altering the centre frequency of the top hat). In this 
way, any arbitrary plane of desired slice thickness and 
slice location can be excited, leaving all other spins 
unperturbed in their equilibrium (z-direction) state. 



Fig. 3.14 Profilf btained 1 ients a d irieient orienta- 

tions around the sample can be used to form an image of the 
object using the back projection reconstruction algorithm. 



their equilibrium position along the static field direc- 
tion only those spins at specific points on a plane, and 
leaves unperturbed spins outside the selected plane. In 
practice this is done by playing out a shaped radiofre- 
quency excitation pulse in the presence of a magnetic 
field gradient orientated in the direction normal to the 
desired plane. 

Consider the 'sine' excitation pulse envelope shown 
in Fig. 3.15(a). A property of a sine modulated pulse is 
that the range of frequencies that it selects is approxi- 
mated by a 'top hat' shape, as shown in Fig. 3.15(b). 
The central excitation frequency is gh en by the carrier 
frequency of the pulse, and the frequency width of the 




Fig. 3.15 Slice selection using a sine (sin(x)/.v) modulated 
RF pulse and linear Held gradient. 1 lie RF pulse excites only a 
specific band of frequencies. This corresponds to a plane 
through the sample when the field gradient is applied. 



3.4.4 Fourier imaging 

Although the method of slice selection described in 
Section 3.4.3 is the method still used in modern 
imaging sequences, back projection imaging is rarely 
used to provide the two dimensional encoding. This is 
largely because back projection methods are prone to 
unacceptable signal artefacts in the image. The method 
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;. By correctly 
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Fourier imaging. Fourier imaging 

image artefacts, and is more suited t< 

MRI. 

To appreciate Fourier imaging i 
understand the concept of the Fourier transform. The 
Fourier transform of a signal is the decompositi 
that signal into a set of pure sine and cosine ter 
differing frequency and ampliti 
This is shown schematically ii 
one dimensional profile of a 
into a set of pure sine and cosine tern- 
adjusting the amplitude of the pure sine and cosine 
terms it is possible to reconstruct the original image by 
summing their contributions. Note that in order to 
correctly represent a profile consisting of N points it is 
necessary to employ sine and cosine pairs with N 
frequencies, given by «2ir/FOV, where n takes the 
values -N/2 to +N/2, and FOV is the field of view of 
the object. 

Given a signal or object, then, it is possible to spec- 
ify the coefficients of the sine and cosine pairs that can 
be used to generate the object. This is shown in Fig. 
3.17(a), which shows a one dimensional signal 
together with the coefficients that were determined 
by performing a Fourier transform of the signal (Fig. 
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Fig. 3.16 Fourier demodulat 
the shape into a series of pure : 



n of a complex shape splits 



3.17(b)). The information content of the two graphs is 
identical — it is simply that one graph is recognisable as 
a profile of an object whereas the other graph shows 
the Fourier coefficients of the profile rather than the 
profile itself. It is possible to extend the principle of the 
Fourier transform to any number of dimensions. Figure 
3.17(c) shows a two dimensional image together with 
its two dimensional Fourier coefficients (Fig. 3.17(d)). 
Remember that given the Fourier coefficients of a pro- 
file or an image it is possible to reconstruct the profile 
or image simply by summing the sines and cosines, 
having first multiplied them by the appropriate coeffi- 

It may seem overly cumbersome to introduce the 
concept of Fourier imaging rather than the more intu- 
itive back projection approach. However, in practice 
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the Fourier coefficient concept is much better suited to 
MRI data, and enables elegant image acquisition 
methods to be developed that exhibit minimal artefact. 
The object of Fourier imaging, therefore, is to 
measure the Fourier coefficients, so that an image can 
be reconstructed from them. In the case of a two- 
dimensional image, this requires the sampling of an 
NX M array of Fourier coefficients (where N X M is 
the matrix size of the desired image, e.g. 256 X 256). 
Only when the full 2D matrix of Fourier coefficients is 
known can an image be r 



3.4.5 K-space 

The way in which the Fourier coefficients are measured 
is by use of appropriate magnetic field gradients 
following a radiofrequency pulse excitation. The prin- 
ciples and mathematics of this process are summarized 
in this section. It is not necessary for the general reader 
to include this section, unless he or she wishes to have 
a better understanding of how different MRI pulse 
sequences achieve their spatial encoding. However, the 
diagrammatic representation of &-space, which follows 
the mathematical background, may be of interest to 
readers who lack the grounding in mathematics but 
who nevertheless wish to better understand the 
concepts of Fourier imaging. 



Mathematical background 

We start by writing the Larmor equation for the 
frequency of an elemental volume of sample at the 
position (x,y), having first assumed that a plane at 
some location in z has already been excited. This is: 



v(x, y) = yB + yG x x + yG y y 



Thus, upon excitation with a radiofrequency pulse, 
the elemental magnetization vector will start to accrue 
a phase relative to the x axis given by <p(x, y, t) 
— 2ttv(x, y)t, where t is the time after the excitation. 
The signal contribution that is induced in the receiver 
coil by the precessing elemental volume is a vector 
whose magnitude is equal to the number density of 
spins at position (x, y) multiplied by the size of the 
elemental pixel dxdy, and whose phase is equal to 
4>(x, y, t). The contribution to the signal from position 
(x, y) can therefore be written as: 



= p(*,y){cos[2<ir(yB +yG J[ x + 
yG y y)t]+ism[2ir(yB +yG x x 
yG y y)t]} dxdy 






where p(x, y) is the number density of spins at location 
(x, y) and dS(x, y) is the signal contribution from those 
spins. The T reminds us that eqn (3.6) is a complex 
quantity, with a real part (the cos term) and an imagi- 
nary part (the sin term), i.e. the cos term is the contri- 
bution along the x axis, and the sin term is the 
contribution at 90° along the y axis. 

Equation (3.6) does not account for the demodula- 
tion that is performed by the scanner during signal 
reception. This amounts to a transformation into the 
rotating frame, and so we can ignore the contribution 
from the static magnetic field. The signal that the 
scanner actually stores is therefore given by: 

S(t) = \\p(x,y) [cm\lis{yGjt + yG y y)t] + 

i sm[2TT(yG x x + yG y y)t]} dxdy, (3.7) 

in which we have also integrated (summed) the signal 
contribution from all points in the (x, y) plane to give 
a total signal S(t). 

At this point we introduce two definitions which 
simplify the form of the equation but do not alter it 
mathematically. The terms that are defined are the 
&-space terms that can be thought of as the area under 
the curve of the gradient versus time. For a 
gradient these terms are: 



(3.5) 



k x (t) = 2-nyGj 
k y (t) = 2iryG i ; 



(3.8a) 



Slightly more complicated integral equations describe 
the general case. This allows the further simplification 
of the form of eqn (3.7) to: 



S(t) = \\p(x,y) [cm{kjt + k y y) + 
i sin(£ T x + k y y)} dxdy 



(3.9) 



Scholars of Fourier transform theory may recognize 
that eqn (3.9) is a Fourier equation with the signal S 
and the spin density p being a Fourier pair. Eqn (3.9) 
also reveals why measuring the Fourier coefficients of 
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the image is so natural in an MRI pulse sequence. 
Indeed, the signal .V, as expressed through eqn (3.9) can 
be thought of as the Fourier coefficients of the spin 
density, p. And a map of p(x, y) is precisely what we 
are attempting to measure. 

is the pair of Fourier equations 
ignal S and the spin density p are 
. From them it should be clear that 
neasured can be thought of as the 
s of the spin density, and that the 
ted from the measured 
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S(k x ,k y ) = \\ P (x,y) [cos(k x x + k y y) + 

i sm(k x x + k y y)} dxdy (3.10a) 

p(x, y) = jjS(x, y) {cosf^x + k y y) - 

i sin(£ x x + k y y)} d^d^, (3.10b) 

Diagrammatic k-space representation 

Figure 3.18 shows a schematic representation of the 
pair of Fourier equations represented by eqns 3.10a 
and 3.10b. The left-hand figure shows the value of the 
Fourier coefficients (S) of the image as a function of 
their k x and k coordinates. The right-hand figure 
shows the value of the spin density (p) as a function of 
x and y. The recognizable spin density image on the 
right can be generated from the map of the Fourier 
coefficients on the left by a simple Fourier transform. 
The goal of Fourier imaging, therefore, is to collect the 
necessary information so as to fill up the S(k x , k) 



matrix. When sufficient information has been obtained 
an image can be generated via Fourier transformation. 

The job of the particular pulse sequence that is 
employed, then, is to navigate through the necessary 
(k x , k ) coordinates so that a signal can be collected at 
each point in fe-space. As was implied earlier, the way 
that this is done is by manipulating the magnitude and 
duration of the magnetic field gradients so that all 
locations in the (k x , k y ) matrix can be sampled. The 
idea of analysing particular MRI pulse sequences in 
terms of how they sample points in £-space turns out 
to be a very powerful concept, and provides a great 
insight into how different pulse sequences work. To 
demonstrate this we provide two specific examples: the 
standard gradient echo sequence of FLASH (also 
known as SPGR and T1FFE, depending on the scanner 
vendor), and the gradient echo EPI sequence. 

Figure 3.19 shows the pulse sequence for FLASH. At 
first sight it is rather daunting, but an analysis of how 
the FLASH sequence navigates fe-space reveals its 
underlying simplicity. The pulse sequence itself con- 
sists of several time courses, one line for each time 
course. At the top is the time course of the radiofre- 
quency excitation pulses, which are sine-modulated 
pulses to enable a slice to be selected. This also requires 
a simultaneous slice selective magnetic field gradient, 
which in this case has been applied along the z-axis. 
The combination of the sine-modulated radiofre- 
quency pulse and the G z field gradient enables a z- 
plane of spins to be excited. There is also a slice refocus 
gradient, which is required to ensure that the spins at 
the top of the slice and the spins at the bottom of the 
slice are returned to zero phase after slice selection 




Fig. 3.18 Collection of the necessary Fourier coefficients as a function of their k x and k coordin; 
of a spin densitj image as a fun oi il in j lordinates. 
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(some dephasing occurs in the slice direction during 
the radiofrequency excitation). Thus, the top two time 
courses of each TR interval are involved in selecting 
the desired slice, after which the 2D spatial encoding of 
the slice must be performed. This is the point at which 
we analyse the fe-space trajectory of the G x and G field 



There are four basic rules to apply when 
the £-space trajectory of a pulse sequence. They are: 

(1) Immediately following slice selection the &-space 
coordinate of the signal for the slice is k x - k — 0. 

(2) Subsequently, the application of a G x gradient for 
a time t moves the &-space coordinate along the k x 
direction by an amount liryGj. The application 
of a G y gradient for a time t moves the &-space 
coordinate along the k direction by an amount 
2iryG y t. 

(3) If no G x or G gradients are applied then the k- 
space coordinate remains stationary. 

(4) The effect of a 180° spin echo pulse is to reflect the 
fe-space coordinate through the point k — k — 0. 



These rules are really just a re-statement of the fact that 
k x and k y have been defined as the area under the curve 
of G x versus t and G versus t. It should be noted that 
the choice of a 2-plane for the slice and therefore of 
x and y direction gradients for spatial encoding is 



entirely arbitrary. Any plane orientation with the 
appropriate orthogonal in-plane spatial encoding 
gradients could be used. We simply use the 2-plane as 
an example. Also, by convention, we use G x to repre- 
sent the 'read-out' direction of fe-space, and G to 
represent the 'phase-encode' direction of &-space. 

Application of these rules to the FLASH pulse 
sequence demonstrates how &-space is traversed. After 
the first slice selection during the TRj acquisition 
(Fig. 3.19) the signal has a £-space a 
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applied (dashed lines) for a time t which 
space coordinate to the bottom left co 
— & max ). The G gradient is then switched off and the 
G x gradient is switched to be positive (solid line). This 
has the effect of driving the &-space coordinate across 
the bottom of &-space in the +k x direction. As this 
occurs, data points are collected to yield the ^-direc- 
tion line of points S(k x , ~k™ x ). During the first TR 
period (TRj), therefore, a single line of &-space points 
is acquired along the bottom edge of &-space. Any 
remaining transverse magnetization is then dephased 
(crushed) before the next radio-frequency excitation 
pulse. 

During the second TR period (TR 2 ) the next line in 
£-space is acquired. This is accomplished by using a 
slightly less negative G gradient during the t period 
before the data points are acquired. During each TR 
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period, therefore, a subsequent line in fe-space is 
collected by using an appropriate G y gradient. Figure 
3.19 shows the gradient waveforms for a number of 
the TR periods. TRj represents the first phase encode 
step (maximum negative G ). TR 2 represents the next 
most negative phase encode step. TR N/2 represents the 
waveforms for the central line through k-space when 
G y and hence k y are zero. TR N is the final TR period 
when the last (top) line in fe-space is collected. Only 
when all the lines in &-space have been sampled can an 
image be reconstructed. Note that for an N X N pixel 
image, N individual phase encode (G ) steps must be 
performed, each one yielding Nk x (read-out) points on 
a line. The total duration of the image collection is 
therefore NTR s, where N is typically 256 and TR is 
typically 10 ms to 50 ms. This implies an imaging time 
of 2.5 s to 13 s per slice. 

As a second example, we apply the principles of k- 
space to the echo planar imaging (EPI) sequence. EPI is 
particularly suited to functional MRI because of its 
great speed. This speed enables whole volume images 
of the brain to be acquired in 5 s or less, which is 
important in order to sample the fMRI signal regularly 
to maximize statistical significance. The speed of EPI 
arises from its ability to sample an entire two dimen- 
sional fe-space matrix following a single radiofre- 
quency excitation pulse. This can be appreciated 
schematically in Fig. 3.20(a), which shows a gradient 
echo EPI pulse sequence, along with the trajectory that 
is cast through fe-space (Fig. 3.20(b)). The solid lines in 
Fig. 3.20(b) indicate the periods when data points are 



being acquired. The dashed lines indicate periods when 
the gradients are moving the fe-space coordinate in 
preparation for the next acquisition of a line of k- 

As for the FLASH sequence, following the slice 
selection (immediately after which the fe-space coordi- 
nate is (0,0)) a negative G x and negative G y gradient 
are applied in order to position the k-space coordinate 
at the bottom left corner of &-space. A single ^-direc- 
tion line of &-space is then acquired, also as before. 
Unlike the FLASH sequence a short positive y-direc- 
tion gradient is then applied (without re-exciting the 
spins) in order to move the &-space coordinate up a 
line, during which time no data points are collected. A 
negative G x gradient then 'drives' the &-space coordi- 
nate backwards and sweeps out a second line of k- 
space, acquiring data as it goes. This process of using a 
short 'blip' of G gradient to bump the fe-space coordi- 
nate up a line followed by a positive or negative G x 
gradient to drive the trajectory forwards or backwards 
through k x is repeated until all necessary points in k- 
space have been acquired. 

Clearly there are constraints that affect the sorts of 
EPI pulse sequence that can actually be performed, 
since all image data must be acquired following a 
single excitation of the slice. Primarily, the fact that the 
signal is decaying with the time constant T2* during 
the &-space acquisition dictates that only a limited 
number of lines of fe-space can be acquired. This in 
turn means that an image of only limited pixel resolu- 
tion can be obtained. Typically, only 64 X 64 or at 
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most 128 X 128 pixel images are possible with the 
single-shot EPI pulse sequence, unlike a 256 X 256 or 
even 512 X 512 resolution that is possible with the 
FLASH sequence. This penalty in image resolution is 
compensated for with a significant improvement in 
temporal speed. Whereas a 256 X 256 FLASH image 
can take between 2.5 and 10 s to acquire (and a multi- 
slice volume of 24 slices between 60 and 240 s), a 64 X 
64 or 128 X 128 pixel EPI image can be acquired in 30 
to 50 ms, with a whole volume scan in 2 to 4 s. 
Ultimately, the limit on speed is the ability to rapidly 
switch the magnetic field gradients, which if fast 
enough can lead to peripheral nerve stimulation 
(usually a sense of being tickled or tapped on the arm, 
shoulder, or bridge of the nose). Although mild periph- 
eral nerve stimulation is not considered to be 
dangerous it may not be pleasant for an already 
nervous subject to experience! 

The two examples above of FLASH and EPI repre- 
sent only two strategies for acquiring Fourier imaging 
data. Many other sequences exist, each with a different 
mechanism for covering fe-space, but the principles 
remain the same. Either following a single spin excita- 
tion, or following several or many excitations, enough 
data must be acquired so that a full fe-space matrix is 
filled. When this has been completed an image can be 
formed by Fourier transforr 



3.5 Image contrast 

The most basic underlying source of image < 
MRI is spin density contrast. For this contrast the 
image intensity is simply proportional to the local 
number density of spins contributing signal. Since 
almost all human MRI scans map the distribution of 
the single proton nucleus of hydrogen (*H) this is often 
referred to as proton density contrast. In biomedical 
imaging, most of the proton signal comes from water 
which is bound in the tissue. Typical water concentra- 
tion values for various tissue types are shown in Table 
3.3. Most notable is a very low water content in bone 
(which also has a very short T2 relaxation time). 
Additionally, there is not a great range in water 
content in other body tissue types. This means that, if 
relying on proton density alone, MRI images would 
show limited tissue contrast. Fortunately, it is possible 
to differentiate tissues in a number of other ways. 
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These include: exploiting relaxation time differences 
between tissue types; enhancing relaxation in certain 
tissues by injecting a contrast agent; relying on changes 
in physiology that affect the magnetic properties of the 
surrounding tissue; or sensitising the images to blood 
flow or molecular diffusion. Each of these contrast 
mechanisms is discussed in turn in this section. 

3.5.1 Contrast based on relaxation times 

Section 3.3 noted that different tissues in the head have 
different NMR relaxation times. It is possible to 
exploit these differences in order to provide image 
contrast that is derived from differences in Tl, T2 or 
T2*. These are known as Tl-weighted, T2-weighted 
and T2* -weighted images, respectively. Relaxation 
time contrast is most easily achieved by altering two of 
the fundamental sequence timing parameters: the 
repeat time between subsequent radiofrequency exci- 
tation pulses (TR), and the time to echo following the 
excitation pulse (TE). It is also possible to introduce 
relaxation time contrast by employing a 'preparation' 
module prior to the standard imaging sequence. The 
most common example is the inversion pulse used to 
generate Tl c 



Tl -weighted contrast 

Tl-weighted contrast can be introduced by reducing 
the value of the repetition time between subsequent 
radiofrequency excitation pulses, TR. A c 
image (e.g. standard spin echo) is obtainec 
series of radiofrequency pulses separated by a 
If TR is much greater than the Tl of the o 
tissues then the magnetization will completely recover 
between subsequent excitations of the spins and the 
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magnetization, but perturbs the spins away from their 
equilibrium state. Therefore, during the subsequent 
inversion recovery delay (TI) the spins begin to return 
to their equilibrium magnetization at a rate that 
depends on their Tl relaxation value. The form of the 
equation determining this process is given by: 



Fig. 3.21 A T I -weighted image of the brain. 



it differences will be due to the proton (water) 
density of that tissue only. However, if TR is of compa- 
rable length to or shorter than the tissue Tl then the 
longitudinal magnetization will not have had sufficient 
time to recover fully from the previous excitation 
before the next one is executed. The signal seen in 
those regions of the image have a signal intensity that 
is modulated, or weighted, by a factor that depends on 
the ratio of TR and Tl. An example of a Tl-weighted 
image of the brain is the spin echo image shown in 
Fig. 3.21. The value of TR used was 300 ms, so the 
fluid filled ventricle regions, which have a Tl of over 
3 s appear very dark. However, the white matter, 
which has a Tl of around 800 ms at 3 Tesla, is still 
relatively bright. Grey matter, which has an interme- 
diate Tl value, is of intermediate intensity. 

Tl-weighting can also be obtained by the addition 
of an inversion pulse prior to the main imaging 
module. This pulse inverts the equilibrium magnetiza- 
tion from being aligned along the +z-axis to being 
aligned along the -z-axis (e.g. see Fig. 3.4(d)). The 
pulse does not generate a 



M z (t) = M (1 - 2 exp(-TI/Tl)) 



(3.11) 
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Tissue with a short Tl will recover faster towards its 
equilibrium +z magnetization than tissue with a long 
Tl. After the time TI the image signal is collected. 
Clearly, if the value of TI is very long (TI > 5T1) then 
no Tl contrast will result, since all the spins will be 
fully recovered. But for moderate TI values it is 
possible to induce strong Tl contrast. Indeed, it is even 
possible to choose a TI such that the signal from a 
particular tissue is nulled (TI = ln(2) Tl). 

The amount of Tl weighting contained ii 
planar images typically used in fMRI is n 
very significant, since the time between s 
radiofrequency excitation pulses is generally several s. 
However, there are two considerations that should be 
kept in mind when running fMRI experiments. The 
first is that unless the TR is very long (greater than ~8 
s) the contrast will be slightly different in the first few 
images, before the longitudinal magnetization has 
reached a steady state recovery value. This difference 
in contrast is not insignificant and can heavily affect 
the result obtained from an fMRI analysis. Therefore, 
a few images should be acquired at the start of any 
fMRI run (or scanner dummy acquisitions should be 
run) and these images should be discarded prior to the 
subsequent analysis. The appropriate number of 
volumes to discard will depend upon the TR used, the 
Tl of the tissue and the flip angle used. However as a 
general rule of thumb 12 s worth of scans at the start 
should be discarded. The second issue is that of maxi- 
mizing the signal-to-noise ratio at short repetition 
times. If the flip angle of a gradient echo sequence is 
kept constant, then reducing the TR will significantly 
degrade the signal-to-noise ratio of the images. 
However, some signal can be regained by changing the 
excitation flip angle to what is known as the Ernst 
angle. The Ernst angle, E , is the optimum flip angle for 
maximizing signal-to-noise and can be calculated only 
for a particular combination of Tl and TR. It is given 
by the formula: 
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For example, in the case of a gradient echo fMRI 
experiment using a TR of 2000 ms then to maximize 
the signal in a tissue with Tl of 1400 ms a flip angle of 
76°, rather than 90°, should be used. 



either tissue. Figure 3.22 shows an example of a T2- 
weighted spin echo image, collected with TR = 3s, 
TE = 80ms. In this image the CSF-filled ventricles, 
which have the longest T2 value, are brightest. Note 
that a long TR value is used to minimize unwanted Tl 
weighting. 



T2-weighted contrast 

Exploiting the variations in T2 over different tissues is 
another useful way of introducing contrast into 
images. T2 -weighted contrast can be given to spin echo 
images by increasing the echo time delay, TE, which is 
the time between the initial excitation of the spins and 
the centre of the spin echo. At a short value of TE two 
tissues with different values of T2 but a similar proton 
density will have little contrast between them. 
However, for longer TE, the region with short T2 (i.e. 
rapid loss of transverse magnetization) will lose signal. 
Such conditions will result in good contrast between 
the two tissue types. For extremely long TE, though, 
the signal from the tissue with long T2 will also 
decrease until eventually no signal will result from 
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T2 "'-weighted contrast 

If a gradient echo sequence is employed then T2* 
weighting can result. T2* weighting is usually undesir- 
able, since it is often more a secondary property of the 
geometry of the sample rather than a primary property 
of the tissue. But if it is desired then a gradient echo 
pulse sequence with a long TE will yield T2*-weighted 
. In this case TE is the time between the initial 
i of the spins and the centre of the gradient 
echo. For long TE, tissue with a long T2* will have a 
higher signal compared with other tissue (note that 
since T2* is often much shorter than T2 it is not neces- 
sary to have such long TE times in gradient echo 
sequences compared with spin echo sequences). Figure 
3.23 shows a gradient echo FLASH sequence with 
TE = 30ms at 3.0 Tesla. Excluding the bright CSF 
signal, the majority of the contrast in this image is 
caused by the strong intrinsic magnetic field gradients 
that are established at the interface between the frontal 
lobes of the brain and the frontal sinuses. This leads to 
a decreased signal in the frontal regions of the brain 
because of the large intrinsic field gradients across 
these voxels. This manifestation of T2* contrast is 
generally not of interest to the clinician or the neuro- 
scientist. However, T2* contrast caused by the micro- 
scopic field gradients established around blood vessels 
containing exogenous contrast agent or endogenous 
blood are the basis behind blood volume mapping and 
BOLD imaging, respectively. 

3.5.2 Exogenous contrast agent injection 

In certain cases, intrinsic relaxation contrast alone is 
not enough to distinguish features in the image, partic- 
ularly when subtle pathological contrast is desired. It is 
therefore, particularly in the imaging of 
to use an exogenous contrast agent to further 
shorten the relaxation times. The use of contrast 
agents is common in other imaging modalities, indeed 
some methods totally rely upon an injected agent for 



Principles of nuclear magnetic 



their operation. MR contrast agents generally act to 
reduce the relaxation time of the substrate they are in, 
and are commonly based upon a strongly paramag- 
netic ion, such as gadolinium (Gd+). The unpaired 
electrons in Gd+ generate a very large magnetic 
moment, hundreds of times greater than the nuclear 
magnetic moment. This enhances transitions between 
spin states and reduces the Tl and T2 relaxation times 
considerably. However, such ions are highly toxic and 
therefore need to be bound into a large molecule to 
make them safe to administer to human subjects. The 
molecules used are typically large biological com- 
pounds such as the acid DTPA. Such molecules are too 
large to cross the blood-brain barrier, and so will 
show preferential uptake in areas that lack this barrier, 
such as brain tumours, or will remain intra-vascular. 
The presence of the bulky molecule around the ion 
reduces the magnetic effect that it has on its surround- 
ings, but the ion still has a significant effect on the 
relaxation time of the surrounding tissue. 

Some imaging studies require information on the 
first passage through the tissue of the contrast agent 
after it is injected in the form of a bolus, since once in 
the blood stream the agent will keep being recirculated 
until it is eventually excreted, predominantly by the 
kidneys. Following contrast injection the amount of 
signal change and its time course for a particular 
region can give a strong indicator as to pathology and 
1 blood perfusion to the 



Whilst contrast agent-enhanced imaging is in 
common use in clinical MRI, it has less use in func- 
tional MRI studies. Contrast agents were used in the 
very early fMRI experiments to measure changes in 
cerebral blood volume (see Chapters 6 and 8), but it 
was soon established that blood itself could act as its 
own endogenous contrast agent. The so-called blood 
oxygenation level dependent (BOLD) contrast now 
forms the basis of most fMRI studies carried out. 

3.5.3 Endogenous blood oxygenation 
contrast 

As noted in Chapter 2, the activation of neurones and 
establishment of the ion potentials in the cells of the 
brain all require a supply of energy. This is supplied in 
the form of adenosine tri-phosphate (ATP) generated 
in the mitochondria within cells. Under normal condi- 
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Fig. 3.23 A T2* -weighted image of the b 



tions the formation of ATP via glucose consumption 
requires oxygen, and this oxygen is supplied by blood 
perfusing the tissue. Since oxygen is not very soluble in 
blood, it is transported bound to the large iron- 
containing molecule, haemoglobin. The presence of 
the iron atoms in the molecule n 
has magnetic properties, which i 
contrast agents mentioned above 
ation time of the blood. 

The location of the oxygen binding sites on haemo- 
globin mean that, when oxygen is bound, the molecule 
alters from being paramagnetic (having a significant 
magnetic effect on its environment) to being diamag- 
netic (having little effect). Such oxygen dependence 
makes haemoglobin a sensitive magnetic marker to the 
level of blood oxygenation and consequently to 
neuronal activity. If the oxygenation level of the blood 
decreases (or more specifically, if the level of deoxy- 
haemoglobin increases) it causes the T2* of blood, and 
to a lesser extent the T2 of blood, to decrease also, 
resulting in slightly lower signal in a T2* -weighted 
image. Conversely, if the blood oxygenation level rises 
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then the T2* value increases, resulting in higher signal 
in a T2* -weighted image. The details of the BOLD 
effect are dealt with in greater detail in Chapters 2 and 
8, but one important feature is that the signal seen in 
MR images upon neuronal activation is a positive 
signal change, representing a decrease in the concen- 
tration of deoxyhaemoglobin. 

This rather indirect coupling between neuronal 
activity and BOLD signal change in MRI has several 
significant features. First, since the signal change 
observed is as a result of a perfusion increase that is 
local to the tissue of interest but is generally on a larger 
spatial scale than the electrical activity, the site of the 
activation on an image may be somewhat larger than 
and distant from the site of the neural activity. Thus, 
even though the MR image can have a very high reso- 
lution spatially, the actual spatial resolution of the 
fMRI map may not be any greater than about 2-3 mm. 
Second, the delay in the onset of signal change as the 
blood flow and blood volume increase mean that, 
although it is possible to obtain MR images as fast as 
10 frames per second, the actual temporal resolution 
of the BOLD haemodynamic response is somewhat 
poorer. For example, a brief burst of neural activity 
lasting only tens of milliseconds will result in a BOLD 
signal change that peaks after about 6 seconds, and 
does not return to baseline completely for approxi- 
mately 12 seconds. That said, by approximating the 
BOLD signal change relative to the neuronal activity as 
a linear response function, deconvolution methods 
have been able to distinguish events that are as short as 
several hundred milliseconds apart. Chapter 7 deals 
with fMRI resolution in greater detail. 

3.5.4 Other contrast mechanisms 

All the contrast methods described above implicitly 
assume that the tissue being imaged is entirely 
stationary. While bulk movements of the tissue, such 
as during head motion, will introduce significant arte- 
fact to the image, effects such as molecular diffusion 
and blood flow have more subtle effects on image 
contrast. These effects can be exploited by use of 
special pulse sequences that give diffusion- or perfu- 
sion-weighted contrast, and can even provide semi- 
quantitative measurements of their values. 



Perfusion imaging 

Methods for perfusion imaging fall into two broad 
categories: contrast agent methods and arterial spin 
labelled methods. In the case of contrast agent 
methods, by injecting a bolus of contrast agent into the 
blood stream, the concentration time course for the 
bolus to perfuse a region of tissue can be obtained from 
the dynamics of the signal change in the MR images 
(Rosen et al. 1989). Unfortunately, because the 
injected bolus passes through the venous system and 
the heart before perfusing the brain its 'shape' is poorly 
defined. Without an accurate knowledge of the input 
time course of the volume of blood that contains the 
contrast agent, it is impossible to quantify perfusion. It 
is therefore necessary to attempt to determine the 
concentration-time course of the contrast agent in an 
artery located just before it perfuses the organ of 



Contrast agent injection is, of course 
procedure. More recent methods have been p 
that allow MRI to measure perfusion with a non-inva- 
sive arterial spin labelling method. Instead of manipu- 
lating the image contrast by injecting an exogenous 
agent, a volume of blood in the arterial tree is 'tagged' 
by inverting the water spins in the blood prior to their 
arrival in the slice of interest. This can be accomplished 
using a slab-selective radiofrequency inversion pulse, 
or by use of a specialized 'adiabatic' inversion of all 
incoming blood spins. The tagged blood spins then 
continue to the slice of interest where they exchange 
with tissue water spins. By comparing the image thus 
obtained with one in which the arterial blood was not 
inverted, subtle changes in the signal intensity of the 
tissue image can be detected and related to blood 
perfusion. These methods have various names: CASL 
(Williams et al. 1992), FAIR (Kwong et al. 1992; Kim 
1995), EPISTAR (Edelman et al. 1994), PICORE 
(Wong et al. 1997) and QUIPSS (Wong et al. 1998), 
for example. 



Diffusion imaging 

Diffusion contrast reports on the ability of water mole- 
cules in tissue to diffuse randomly through their 
surroundings (LeBihan 1995). The diffusion coeffi- 
cient of water through normal tissue is on the order of 
10- 3 mm 2 /s. Diffusion contrast can be introduced into 
images by the application of two large field gradient 
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pulses between the excitation of the spins and the 
acquisition of the signal. The first gradient pulse causes 
a depbasmg or the MR signal, where the phase is 
dependent on the position of the spins along the direc- 
tion of the field gradient. A short time later, a second 
gradient pulse of equal shape and size but opposite 
polarity is played out (the second pulse should have the 
same polarity as the first if a spin echo sequence is used 
and the 180° pulse separates them). If the spins have 
not moved in the period between the two pulses then 
the effect of the second gradient pulse will be to 
completely rephase the effects of the first gradient 
pulse. Molecules that have diffused a distance along 
the direction of the field gradient will not be fully 
rephased by the second gradient and, due to the 
random nature of molecular motion, the result is a loss 
of signal in regions of molecular diffusion. The amount 
of diffusion weighting in the image will depend on the 
strength of the gradients applied, the delay between the 
two gradient pulses, and on the magnitude of the diffu- 
sion coefficient. Quantification of the diffusion coeffi- 
cient is possible by acquiring several images with 
different gradient strengths and fitting a curve to the 
signal detected (LeBihan 1995). 

In many cases the magnitude of diffusion is not the 
same in all directions. For example, the highly orien- 
tated axons in white matter allow less restricted diffu- 
sion of water along the direction of the axons, but 
more restricted diffusion perpendicular to them. By 
applying diffusion gradient pairs in a number of direc- 
tions a full map of the diffusion coefficient in every 
direction is possible. Such information is known as the 
diffusion tensor, but, since it is difficult to visualize this 
three-dimensional information for each pixel, it is 
common to display simply a measure of the average 
diffusivity and a measure of the degree of anisotropy. 
The potential also exists to use diffusion anisotropy 
maps to follow white matter tracts in order to gain 
unctional connectivity. 



that it is in. Nearby electrons and other 
nuclei have a small bur significant effect on the reso- 
nant frequency, enabling chemists to use NMR to 
study the composition and, more importantly, the 
structure of molecules. NMR can be performed on any 
nuclei that possess a nuclear magnetic moment (see 
Section 3.2.1). In the case of biomedical MR spec- 
troscopy, usually termed MRS, the most commonly 
studied nuclei are hydrogen, phosphorus and carbon. 

3.6.1 Chemical shifts and nuclear coupling 

Nuclei in molecules are never in isolation, but are 
surrounded by electrons. When placed in a magnetic 
field these charged electrons circulate around the 
nucleus as shown in Fig. 3.24. These circulating elec- 
trons, rather like the current in a wire, will themselves 
generate a magnetic field which opposes the main 
applied field, lightly shielding the nucleus from the 
external field. This shielding means that the effective 
magnetic field experienced by a nucleus placed in a 
field of strength B is 
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s a dimensionless 
parts per million (ppm). 



where the shielding 

quantity usually specified 

The shielding of electrons causes a frequency shift 

the NMR spectrum dependent on the local electi 

distribution, given by a modified Larmor equation 
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(3.14) 



Often, NMR spectra are displayed in units of chemical 
shift, where chemical shift is defined as the frequency 
shift relative to some reference chemical. Again, chem- 
ical shift is usually stated in ppm. The definition for the 
chemical shift scale is thus: 
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3.6 Magnetic resonance 
spectroscopy 

For the purposes of 



that the 
is purely dependent o 
However, the resonan 
nucleus is also depende 



ging, it is generally assumed 
of components in the object 
the applied magnetic field, 
frequency of any particular 
: on the microscopic chemical 



Figure 3.25 shows a low resolution 'H spectrum of 
ethanol, with chemical structure CH 3 — CH 2 — OH, 
plotted on a chemical shift scale (note that increasing 
frequency is to the left on a chemical shift spectrum). 
The spectrum contains three groups of peaks corre- 
sponding to the different proton locations. The far 
right peak (lowest frequency) is due to the three 
protons on the CH 3 group. The two adjacent protons 



90 Peter Jezzard and Stuart Clare 




Shielding field 



Fig. 3.24 The motion of electrons aroui 
duced by the static magnetic field B , acts li 
elling in the opposite direction. This cu 
magnetic field in the opposite direction to 
field and acts to slightly shield the nucleus. 
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Fig. 3.25 Low resolution proton spectrum of ethanol, show- 
ing the three peaks corresponding to the ( H,, CH 2 and OH 
groii) s. Each h ifferent ch li I ft du th Mini 

chemical environment the protons are in. At this resolution 
the fine /-coupling is not well resolved. 



to each >H nucleus on this group act to shield the field 
experienced by that nucleus quite strongly, thereby 
reducing B Q and the resonant frequency. Next to 
the CH 3 group is the moderately shielded peak cor- 
responding to the protons in the CH 2 group, followed 
at the highest field by the lightly shielded proton on 
the hydroxyl group. The area under the peaks is 
proportional to the number of protons in each 



The position of a peak in the spectrum is termed its 
chemical shift, usually expressed in ppm relative to a 
standard peak. The absolute magnitude of the fre- 
quency shift will depend on the B field experienced by 
the molecule, which of course is not just dependent on 
the strength of the applied field but also on the local 
bulk susceptibility effects. When attempting to quan- 
tify chemical shift it is therefore necessary to have some 
standard with which to compare the spectrum. For 
example in the case of in vitro proton spectroscopy, 
methyl-silicon compounds such as tetra-methyl silane 
(TMS) or tri-metbylsily] propionic acid (TSP) are used. 

It is not only the electrons that can have an effect on 
the resonant frequency of a particular nucleus. Most 
spectra will also display the effect of line splitting due 
to neighbouring nuclei. Such spin-spin coupling or /- 
coupling as it is termed, will split the peak of a nucleus 
in a particular chemical environment into (2nl + 1) 
lines where I is the spin of the adjoining n nuclei. 



Figure 3.26 shows a high resolution 'H NMR spec- 
trum of acetaldehyde. The right-hand peak corre- 
sponds to the methyl (CH 3 ) group. It is split into two 
by the proton on the adjoining aldehyde (CHO) group. 
Similarly, the aldehyde peak is split into a quartet by 
the three protons on the methyl group. The splitting ol 
peaks by /-coupling is of particular use to chemi 
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the molecule as well as its chemical composition. There 
are other nuclear interactions that modify the NMR 
spectrum that can be exploited by specially tailored 
pulse sequences. 

3.6.2 Biomedical MR spectroscopy 

The ability to perform MR spectroscopy on living tis- 
sue has given biochemists great potential to study cel- 
lular metabolism in vivo (Gadian 1995). Typically, 
biomedical MR is mostly concerned with 31 P, 13 C and 
'H nuclei, since these are the main NMR visible 
ponents of biological compounds. 13 C is not the 
rally occurring isotope of carbon, making m 
abundance NMR detection of this nucleus difficult. 
However it has proven a useful nucleus as a biolc 
marker to study metabolism if 13 C enriched glucose is 
administered (usually only in animal experiments). The 
majority of biomedical MRS, however, involves phos- 
phorus or hydrogen NMR. It is difficult to quantify 
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absolute levels of any particular metabolite from MR 
spectra, so it is usual to make relative comparisons. 
This is usually done by measuring the ratio of two peak 
(areas) at a particular spatial location. However, com- 
parison of two spectra from different brain regions 
can also be used (e.g. left vs. right) or by performing 
dynamic studies to observe the change in a particular 

A list of compounds typically seen in a 31 P spectrum 
of the human brain is given in Table 3.4. The energy- 
providing ATP is seen as three peaks. Inorganic phos- 
phate (Pi) is a sensitive marker for cellular pH via its 
chemical shift relative to phosphocreatine (PCr). A 
change in the acidity of the cell changes the electronic 
shielding of the phosphate ion and thus a pH depen- 
dent change in the chemical shift value occurs. The 
phosphorus NMR spectrum shows a relatively broad 
spread of chemical shifts (range < 25 ppm in most 
tissues), usually allowing good resolution of the 
constituent chemicals. 

In contrast, the spread of the metabolites in a *H 
spectrum is quite compressed, spanning a chemical 
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shift range of less than 5 ppm. The dominant peak in 
any 1 H spectrum will be from water. This peak is so 
much stronger than any of the metabolites that its 
signal needs to be suppressed before the metabolite 
spectrum is acquired. This is achieved by using a 
frequency selective water saturation pulse prior to the 
main excitation pulse. The key compounds visible in 
1 H spectroscopy are shown in Table 3.5. Glutamate 
and glutamine levels decrease upon ischaemic insult or 
hypoglycaemia, and this is coupled to an increase in 
aspartate. GABA, a neurotransmitter, has a relatively 
weak signal but an enhancement of its peak has been 
seen following the administration of anti-convulsant 
drugs. The above metabolites are very difficult to 
observe in vivo. A more abundant neurotransmitter, 
NAA, is observed to be depleted in the brains of 
patients suffering from neural degenerative diseases, 
such as multiple sclerosis, as well as in epilepsy. 
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Creatine and choline are involved in several metabolic 
pathways. It may also be possible to use MRS of 
lactate to test whether there is uncoupling of oxidative 
metabolism and blood flow in fMRI activations. 

3.6.3 Localized spectroscopy and 
spectroscopic imaging 

Spectroscopy of chemicals in solution or in extracted 
tissue samples is easily studied using NMR since the 
whole sample contains the compounds of interest. 
However, with in vivo spectroscopy it is not always 
desirable to sample the signal from the whole region of 
the coil. A degree of localization of signal is possible 
using radiofrequency coils that have a limited sensitive 
region. Such coils are usually surface coils, which for a 
circular winding of a particular radius have a sensitive 
volume reaching approximately that distance into the 
sample. Surface coils are useful when the region of 
interest is near the surface of the body, but to study 
deeper regions, such as the white matter of the brain, it 
is necessary to perform some other type of localization. 
This can be achieved by using magnetic field gradients. 
In a similar way to how an MRI slice select gradient 
and shaped RF pulse is used to excite only those spins 
in a thin slice, it is possible to excite only those spins in 
a discrete volume of interest. This usually involves 
applying three or more RF pulses, together with gradi- 
ents. There are a variety of these sequences, such as 
PRESS, ISIS and STEAM (Gadian 1995). 

Instead of limiting the spectroscopy to a single 
volume of interest, an alternative technique of mag- 
netic resonance spectroscopic imaging (MRSI) intro- 
duces spectral information into MR images. The 
chemical shift domain essentially becomes a fourth 
dimension in the experiment by use of a spectral 
acquisition following suitable phase encoded spatial 
localization. For reasons of signal-to-noise and scan 
duration, spectroscopic imaging is usually limited to a 
relatively low resolution matrix (typically 16 X 16 or 
32 X 32 pixels). However, the advantage over local- 
ized spectroscopy is that it is possible to bin the data 
into spectral intervals, and then plot these distribu- 
tions over the sample. Thus, it is possible to produce 
maps of a particular metabolite. The combination of 
positional information with chemical composition is a 
powerful tool in biomedical MRS and as human 
scanner field strengths increase it is likely that spectro- 



scopic imaging will become 
research and ultimately a clinical tool. 
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4.1 Introduction 

Brain activation is known to lead to enhanced perfu- 
sion which, together with other physiological changes 
(e.g. blood volume, oxygen consumption), results in a 
decreased deoxyhaemoglobin concentration in regions 
of neuronal activity (Ogawa et al. 1990). This effect is 
referred to as the BOLD (blood oxygenation level 
dependent) effect and is by far the most commonly 
used method for fMRI studies and manifests itself as a 
slight increase in the strongly T2* (or T2) weighted 
MR images used for fMRI studies. BOLD signal 
changes occur both in the tissue (extra- vascular BOLD 
effect) and within the vasculature (intra-vascular 
BOLD effect). Non-BOLD related intra-vascular 
signal changes can also occur within larger vessels due 
to in-flow effects. The purpose of this chapter is to 
outline the acquisition methods for ultra-fast BOLD 
fMRI, in particular, to explain the basics of echo 
planar imaging (and alternative ultra-fast imaging 
techniques), and to discuss possible artefacts and 
pitfalls. In addition, promising recent developments 
will also lie described. 



4.2 Why ultra-fast fMRI? 

The most widely used activation paradigm for fMRI is 
the so-called 'block' paradigm, which consists of alter- 
nated periods of activation (or task A) and rest (or task 
B). Each task is of roughly equal duration, typically in 
the range 20-30 s. The magnetic resonance (MR) 
acquisition methods used in conjunction with block 



paradigms are designed to give both maximal signal- 
to-noise ratio and maximum BOLD contrast in 
conjunction with whole brain coverage. Recently, so- 
called 'single-event' paradigms, which employ much 
shorter periods of activation, alternated with longer 
periods of rest (sometimes of varying duration), have 
become popular (Buckner et al. 1996). For single event 
studies the MR acquisition methods a 
measure the haemodynamic changes which o< 
several seconds, and typically reach a 
about 6 s, after the start of the short a< 

Given these time scales, why does one need ultra- 
fast fMRI? The answer lies in signal stability over time. 
In particular, signal instabilities originating from the 
cardiac cycle, from respiratory motion and/or head 
motion effects can easily be of the same order as, or 
even overshadow, the BOLD effect (which has a 
maximum amplitude of only 2 or 3 per cent at 1.5 
Tesla). 



4.3 Requirements for BOLD 
fMRI acquisition methods 

4.3.1 Echo time (TE) optimization 

In a well shimmed magnetic field the phase of the MR 
signal of water changes with echo time (TE) due to 
changes in the local magnetic field caused by variations 
in the amount, and distribution, of deoxyhaemoglobin 
in the capillaries and veins. As a result the magnetic 
field alters microscopically within each volume 
element (voxel), leading to phase dispersions for the 
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oss the voxel. This phase 
dispersion increases as the echo time is increased. 
When integrating over all water magnetization within 
one voxel, the net MRI signal will be observed to decay 
in amplitude as a function of TE with a time constant 
T2* (see Section 3.3.3). Thus, the value of T2* in a 
voxel is a measure of the extent and distribution of the 
local variations in the magnetic field over that voxel, 
together with a contribution from the nuclear trans- 
verse relaxation time T2. In order to determine the 
value of TE at which the maximum BOLD effect 
occurs, one can subtract the T2* decay curves in the 
activated and rest states. The optimum echo time 
(TE opt ) lies between the T2* value of the activated state 
(a) and the resting state (b) and can be calculated with 
eqn (4.1) (in which R2* is 1112*) 



In \Rl*(a)\ - In [R2*(fr)] 
R2*(a) - R2*(fe) 



(4.1) 



Typical T2* values for voxels in the motor cortex at 
1.5 Tesla are 72 and 70 ms during activation and rest, 
respectively. Hence, the maximum BOLD amplitude is 
obtained with a TE of 71 ms. However, the BOLD 
sensitivity does not depend critically on the TE, and TE 
values in the range 50-90 msec will produce accept- 
able results. It should be noted that methods with an 
extended signal acquisition period, such as echo planar 
imaging (EPI), will not have equal BOLD sensitivity 
for all acquired data points and thus the real resolution 
of a BOLD image may be less than the resolution of the 
original images. At higher field strengths the T2* 
values of the two states are shorter and hence the 
optimum TE is shorter (as is the range of suitable echo 
times). 

4.3.2 The effect of field homogeneity on 
optimum TE values and BOLD signal 

The T2* value for a voxel is determined not only by 
the microscopic field heterogeneity due to the presence 
of deoxyhaemoglobin, but also by the macroscopic 
field homogeneity (magnet shimming) and the T2 
relaxation process. We can express the R2* (equal to 
1/T2*) process as the sum of those effects: 




R2* = R2 d + R2 . 



- R2 



(4.2) 



Fig. 4.1 Magnitude of the BOLD effect as a function of TE 
for different levels of macroscopic magnetic field inhomo- 
geneity. The graph is obtained with simulations based on 
Eqns (4.1 and 4.2). The curves from top to bottom were 
calculated using T2* values for the resting state of 80, 70, 60, 
50, 40, 30, 20 ms and 10 ms respectively. Note that the 
optimal echo time and the maximum BOLD effect decrease 
approximately linearly with decreasing T2* values in the 



where R2 d reflects the T2 decay rate (including diffu- 
sion effects through microscopic field gradients), and 
R2 mi , and R2 ma , are the dephasing terms due micro- 
scopic (mi) and macroscopic (ma) susceptibility effects, 
respectively. The BOLD effect is expressed predomi- 
nantly as a change in R2 mi , (which decreases upon acti- 
vation) accompanied by a smaller change in the R2 d 

Figure 4.1 shows plots of the magnitude of the 
BOLD effect as a function of TE for different qualities 
of field homogeneity. It is evident that not only is the 
magnitude of the BOLD effect dependent on the field 
homogeneity, but also that the optimum TE value 
becomes shorter when the magnetic field becomes 
more inhomogeneous. Therefore, the point spread 
filter for acquisition methods with extended acquisi- 
tion periods is a function of local field homogeneity. In 
these cases the actual resolution in BOLD fMRI data 
may vary locally as a function of field homogeneity. 

The choice of voxel size has several consequences for 
EPI beyond the simple signal-to-noise ratio and resolu- 
tion considerations common to all MRI sequences. 
First of all it should be noted that T2* itself is a func- 
tion of voxel size and that increasing the voxel size 
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Fig. 4.2 Histograms of the number of voxels with 
T2* obtained from a thick slab through the brain of 
teer at 1.5 Tesla. The histograms represent isotropic vo 
with 1.9 mm (solid line), 3.8 mm (short dashes) and 5.7 
(long dashes). Note the strong shift to lower T2* value 



tends to shorten T2* ', reducing both the magnitude of 
the BOLD effect and the range of echo times that give 
close to the maximal BOLD effect. Figure 4.2 shows 
whole brain histograms of T2* values obtained at 1.5 
Tesla using a 3D FLASH sequence (a conventional gra- 
dient echo sequence which can also be used for BOLD 
fMRI) with a range of echo times and with isotropic 
resolutions of 1.9, 3.8, and 5.7 mm, respectively. The 
distribution of T2* values that is observed is rather 
narrow at 1.9 mm resolution. At 3.8 mm it is broad- 
ened and acquires a significant contribution from 
rather short T2* values (mainly originating from vox- 
els in the cerebellum, frontal cortex and temporal 
lobes). At 5.7 mm resolution the histogram becomes 
very broad with 50 per cent of the voxels having a T2* 
of less than 50 msec and 20 per cent having a value 
below 30 msec. Thus, with 1.9 mm resolution, we have 
approximately equal BOLD sensitivity in all voxels, 
whereas at 3.8 mm the sensitivity decreases signifi- 
cantly in several regions of the brain. With 5.7 mm res- 
olution the sensitivity is decreased significantly for 
most of the brain. 

Figure 4.3 illustrates this point further by showing 
both conventional spin echo and gradient echo EPI 
data obtained with 4 mm (a and c) and 2 mm (b and d) 



I I Convent 1 spin c id 1 ind gi idient echo 

EPI images (c and d) with matrices of 64 X 64 (a and c) and 
128 X 128 (b and d) corresponding to isotropic resolutions of 
4X4X4 mm 3 and 2 X 2 X 2 mm 3 respectively. The EPI 
images were obtained using TE = 60 msec, TR = 3000 msec 
and EPI echo trains of 63 and 95 echoes respectively, with the 
field of view being adjusted in the phase direction to give the 
desired resolution. The low resolution EPI image exhibits a 
clear signal loss in the region ot poor homogeneity in the pre- 
frontal cortex which is absent in the higher resolution EPI 
image and both spin echo images. 



isotropic resolution. For the gradient echo EPI data a 
loss of signal in the region of poor field homogeneity in 
the pre-frontal cortex can be seen clearly in the low 
resolution (4 mm) image but is much less evident in the 
higher resolution (2 mm) image. No such effect is 
observed with the spin echo images since the spin echo 
refocuses (cancels) the effects of field inhomogeneity at 
time t - TE. The BOLD signal change, however, is 
also much attenuated for spin echo versus gradient 
echo EPI. 

It should be noted that even though the tortuosity of 
the cortical ribbon makes cubic voxels the obvious 
choice for fMRI, for practical reasons many studies are 
carried out using multi-slice protocols with a slice 
thickness of 5-6 mm, despite a better in-plane resolu- 
tion of 3.5 mm or better. The thick slice 
leads to the sort of T2* shortening problen 
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above. Additionally, and for similar reasons, a higher 
spatial resolution will be required at higher field 
strengths in order to obtain a homogenous distribution 
of T2* values throughout the brain. This is a conse- 
quence of the fact that macroscopic susceptibility 
effects scale linearly with magnetic field strength. 

4.3.3 Intra-scan motion: signal stability 

Motion artefacts can manifest in a number of ways, 
including intra-image changes in position or more 
subtle inter-image effects such as those arising from the 
small phase changes in the brain that originate from 
gross magnetic susceptibility changes as the lungs 
expand and contract during the respiratory cycle. In 
single shot acquisitions the effect of the respiration- 
induced phase changes is relatively small, particularly 
for transaxial images, and the effect of intra-image 
changes in position can generally be addressed using 
image registration techniques. For MR acquisition 
sequences that use multiple excitations both bulk 
changes in position and phase changes are significant 
sources of instability. To minimize these effects inde- 
pendent 'motion-tracking' information, in the form of 
navigator signals or echoes (Ehman and Felmlee 1989) 
should be obtained. Navigator echoes can be very 




galor in<ie.\ 



Fig. 4.4 Phase fluctuations of the centre point of fe-space as 
a function of time during 42 s with one data point per 26 ms 
(every fourth point is plotted here for clarity). The evolution 
of this zero order navigator signal was measured using the 
PRESTO method for the full brain. Note the sharp deviations 
(spikes) associated with the cardiac cycle and the slower 
rolling evolution with the respiratory cycle. 



simple, such as a single data point, indicating phase 
stability of the centre point of &-space, or more 
complex, such as a readout gradient without phase 
encoding, or even very complex, such as a two-dimen- 
sional navigator that describes a circle or spiral in k- 
space. The use of single point navigator information 
allows evaluation and correction of small displace- 
ments in the direction of the gradient used. The more 
complex navigator echoes allow evaluation of more 
than one head motion parameter. Figure 4.4 shows 
data acquired using a single point navigator which 
clearly depicts the fluctuations originating from the 
cardiac and respiratory cycles. 

As an alternative strategy, dedicated cardiac and/or 
respiratory monitoring hardware can be used, allow- 
ing fMRI scanning to be started at predetermined time 
points (gating). However, because variations in the 
duration of the cardiac cycle would then correspond to 
variations in the scan repetition time (TR), a varying 
level of signal saturation will occur. Unless a very long 
TR is used (at least three times the Tl of water), this in 
turn can lead to variations in signal intensity which can 
be comparable to or greater than those produced by 
the BOLD effect. Obviously, such a TR is inefficient, 
and thus gating methods are rarely used in fMRI. 
Nevertheless, monitoring of the cardiac and respira- 
tory cycles during a study for the purpose of retro- 
spective data correction has been used successfully 
by several groups to improve the quality of fMRI 
images (Hu et al. 1995; Guimaraes et al. 1998). 
Cerebrospinal fluid (CSF) motion can also be a cause 
of signal instability and suppression of the CSF may 
therefore be expected to improve the signal stability. 
However, methods such as inversion recovery in 2D 
methods, or the use of large flip angles in 3D methods 
(both methods use the long Tl time of CSF as a means 
of suppressing the CSF signal) either cost too much 
time or lead to other signal instabilities. As a final 
example of sources of instability, if the eyes are within 
the imaged volume then eye movement can lead to 
increased signal instabilities in a region which is 
displaced from the eyes by some fraction of the field of 
view in the phase encoding direction. A careful choice 
of the orientation of the images can reduce this 
problem by causing the artefact to occur outside the 
brain. Alternatively, spatial saturation can be used to 
suppress the signal from the eyes (Chen and Zu 1997). 
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4.4 Gradient echo methods 

The signal generated following a radiofrequency pulse 
is dephased by the presence of the imaging gradients 
and has to be reformed at a time TE after the radio- 
frequency excitation pulse through the use of either a 
gradient echo or a spin echo. The gradient echo relies 
on designing an appropriate form for the gradient 
waveforms such that at the echo time (TE) all applied 
gradient effects are refocused and an attenuated echo 
of the signal is formed. This is illustrated in Fig. 4.5 
where the measurement (readout) gradient is initially 
negative, causing a dephasing of the spins. The 
gradient is then reversed causing the spins to rephase 
into an echo at the centre of the readout window at a 
time TE after the excitation pulse. Although the 
gradient echo removes the effects of the imaging gradi- 
ents it affects neither chemical shift effects nor the 
dephasing produced by the R2 mi , and R2 ma , terms in 
eqn (4.2). Thus, the signal amplitude of the gradient 
echo at time t = TE is given by S(t) = S exp( -TE/T2 * ) 
where S is the transverse magnetization present imme- 
diately after the radiofrequency excitation pulse. 



4.4.1 FLASH sequences 

The FLASH sequence (Haase et al. 1986) is a 2D-FT 
gradient echo sequence which uses low flip angle exci- 
tation pulses to improve the signal-to-noise ratio. 
Using a pulse angle 6 where 8 < 90° might, at first 
sight, seem to be counter-productive since the fraction 
of the magnetization rotated into the transverse plane 
(M o sin(0)) will be reduced. However, at short TR repe- 



Readoul window 



Fig. 4.5 The formation of a gradient echo. The initial nega- 
tive lobe and the shaded' area of the subsequent positive lobe 
have equal area leading to the formation of a gradient echo ;n 
the point indicated in the figure. 



tition times the fraction of magnetization left in the z 
direction (M o cos(0)) also has to be considered. The 
reason for this is that the component remaining in the 
Z direction is utilised by subsequent excitation pulses. 
When a 90° excitation pulse is used the z direction 
magnetization is zero immediately afterwards, mean- 
ing that the ^-component of magnetization prior to the 
subsequent excitation pulse would consist solely of 
magnetization which has recovered during the repeti- 
tion time. For lower flip angles, however, the z magne- 
tization is less disturbed by each pulse, meaning that 
more longitudinal magnetization may be available for 
subsequent excitation pulses. In fact, the flip angle that 
provides the optimum magnetization can be found. 
For a given Tl and TR the flip angle, E , which gives 
the maximum signal-to-noise ratio for a gradient echo 
sequence is known as the Ernst angle (Ernst and 
Anderson 1966). See also Section 3.5.1. 

Figure 4.6 illustrates the dependence of the signal 
from a FLASH sequence with a TR and TE which are 
typical for fMRI studies. The Ernst angles can be 
clearly seen to be around 20° and 25° for grey matter 
and white matter brain tissue, respectively. The 
absolute signal levels are less than 10 per cent of the 
maximum available signal (M ). An additional 
problem with running FLASH sequences at or greater 
than the Ernst angle is that the magnetization in the 
blood vessels is constantly replenished by the blood 
flowing from outside the slice. Since the inflowing 
spins have not experienced the preceding RF pulses 
(the RF pulses being slice selective), the inflowing spins 
have full magnetization (M„ rather than M o cos(0)), 
leading to an artefactually strong signal from the 
vessels (Duyn et al. 1994). To attenuate this effect it is 
necessary to reduce the flip angle to around 10° 
(Frahm et al. 1994), which has the unfortunate side 
effect of further reducing the signal-to-noise ratio, or 
to use 3D techniques (see Section 4.4.4). 

For an echo time of 60 ms the minimum achievable 
TR will be around 70 msec (the weak signal level 
means that a relatively low sampling bandwidth per 
pixel has to be used in order to maximize the SNR). 
Thus the time required to acquire 64 lines of data is 
approximately 4.5 s. For an individual scan duration 
of 4.5 s the total imaging time for a series of images 
long enough to allow a robust detection of BOLD 
induced signal changes is already rather long and, in 
addition, each image in the series is subject to the 
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Fig. 4.6 \ simulation or the dependence of the signal on the 
flip angle for a FLASH sequence with TR = 70 and TE = 60 
ms. The relaxation times used for the simulation were 750 and 
1200 ms for the Tl values of white and grey matter, respec- 
tively. The T2* of both tissues was assumed to be 70 ms. 



s produced by physiologically induced chan- 
ges in the signal discussed above. If multiple slices are 
required, which is generally the case for neuroscience 
applications, then the total imaging time becomes 
unacceptable. In practice, this means that FLASH 
studies are restricted to one or two slices unless either 
a suitable interleaving of the slices is performed in 
order to increase the efficiency of the sequence 
(Loenneker et al. 1996) or echo shifting techniques are 
utilised to permit the use of TR < TE by shifting the 
gradient echo into the following TR period (Moonen 
etal. 1992; Liu et al. 1993). While both of these modi- 
fications increase the efficiency of FLASH type 
sequences they also tend to increase the dephasing 
experienced by the spins in the vasculature, resulting in 
a reduced intravascular BOLD effect. 

A development of the FLASH sequence, which has 
proved useful in the study of the mechanisms under- 
lying the BOLD effect and the relative sizes of the 
intra- and extravascular components of the BOLD 
effect, is to extend the sequence to measure a series of 
gradient echoes (Menon et al. 1993). This is accom- 
plished by reversing the polarity of the read gradient 
for alternate echoes, which leads to the formation of a 
train of gradient echoes with each gradient echo repre- 
senting a point where the net applied read gradient is 



refocused. This process can be repeated as long as 
there is appreciable transverse magnetization present 
(e.g. after echo times equal to T2* and 3 X T2* the 
signal will have decayed to 0.37S and 0.05S , respec- 
tively). For a train of n echoes, each echo provides one 
line of fe-space for each of n images, with each image 
having a different degree of T2* weighting. The T2* 
value can be calculated on a pixel by pixel basis by 
fitting the signal decay to an exponential function, 
provided sufficient echoes are available. In order to 
obtain more echoes for a given TR the sampling band- 
width can be increased which reduces the measure- 
ment time (and, unfortunately, the signal-to-noise 
ratio) per echo, allowing more echoes to be collected 
within a given time period. 

4.4.2 Echo planar imaging 

The multiple echo FLASH sequence described above 
.mount of information derived from each 
pulse but does not address the problem 
of the long acquisition time. To reduce the acquisition 
time per image one can retain the concept of deriving 
multiple echoes from a single excitation pulse, but 
rather than using each of n echoes to encode one line 
of £-space for each of n images, the pulse sequence can 
be altered such that the n echoes encode n lines of k- 
space in a single image. For a low resolution (64 X 64) 
image 64 echoes can be acquired after an excitation 
pulse and the complete image can thus be derived from 
a single excitation pulse (Section 3.4.5). 

There are several ways of modifying the pulse 
sequence to achieve this goal. The most commonly 
used method is echo planar imaging based on the 
sequence originally proposed by Mansfield which 
sampled half of k space using a zigzag trajectory 
(Mansfield 1977). Today virtually all echo planar 
imaging is performed using a sequence of the type 
shown in Fig. 4.7 which depicts a blipped EPI scheme 
which samples all of fe-space in a rectilinear fashion 
(Johnson et al. 1983). As in the multiple echo FLASH 
schemes, repeated reversals of the measurement (read- 
out) gradient repeatedly refocuses the transverse 
magnetization to yield a train of gradient echoes. The 
crucial difference is the form of the phase encoding 
gradient. In the multiple echo FLASH sequence a single 
phase encoding gradient is applied prior to the first 
echo such that all the echoes are identically phase 
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Fig. 4.7 A blipped EP] pulse sequence (a) and fe-space ti^ rsal di 1 (b) for a 1 12 point g i i I echo image. The 

initial phase gradient moves the acquisition to the edge of fe-space in the phase encoding direction. The alternating read gradient 
then causes a train of gradient echoes to be formed and the subsequent gradient 'blips' on the phase axis serve to step the acqui- 
sition through fe-space in the phase encode direction. The combination of the readout and phase encode gradients yields a recti- 
linear array of data points in A-space with the direction of the readout gradient being switched for alternate lines. 
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4.4.3 Limitations of EPI sequences 
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causes the signals from fatty tissues to be displaced in 
the readout direction in all MRI sequences (producing 
what is known as the chemical shift artefact). The size 
of displacement depends on the sampling bandwidth in 
the readout direction and since EPI sequences use a 
large readout bandwidth (typically 1500-3000 
Hz/pixel) the chemical shift in this direction is negli- 
gibly small. However, with EPI sequences (unlike 
conventional sequences) a chemical shift also accumu- 
lates in the phase encode direction, and since the 
imaging bandwidth in that direction is rather low 
(typically 20-30 Hz/pixel) this component of the 
chemical shift can cause substantial displacements of 
the fat signal. For this reason several fat suppression 
techniques have been developed to remove the fat 
signal, one of which should always be used in conjunc- 
with single shot EPI techniques. The fat suppres- 
techuiques use a frequency selective RF pulse to 
selectively excite either the fat signal (the resulting 
signal is then deputised by a strong "crusher' gradient 
pulse) or the water signal to give images which are free 
of any signal originating from fatty tissue. 

Off-resonance artefacts of water spins are princi- 
pally generated by inhomogeneities in the main 
magnetic field, resulting from poor shimming and 
susceptibility effects, and induce geometric distortion 
in the images. While good shimming can help to reduce 
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the overall level of inhomogeneity there is little that 
can be done to alleviate the effects on the acquired data 
o] highly localized changes in susceptibility, other than 
by reducing the sensitivity of the sequence to such 
effects. However, characterizing the field inhomo- 
genities with a B field map allows the use of post- 
processing techniques to correct for the geometric 
distortion (Jezzard and Balaban 1995). The parameter 
which has the most influence on the amount of 
geometric distortion is the interval between successive 
echoes (IEI — inter echo interval). The greater the IEI 
the more time spins have to accumulate phase shifts 
originating from sources other than the desired phase 
encoding gradient. Several measures can be taken to 
reduce the IEI and these are tabulated in Table 4.1. 
Increasing the sampling bandwidth (in the readout 
direction) reduces the IEI at the expense of also 
reducing SNR but this approach becomes counter 
productive once the ramp times start to dominate the 
IEI. In such situations the use of ramp sampling, in 
which the signal is sampled both on the flanks as well 
as on the plateau of the alternating readout gradient, is 
a better option. Increasing the number of shots (i.e. 
interleaving the &-space acquisition) reduces the IEI, 
but the increased scan time means that the signals are 
more likely to be affected by signal fluctuations of 
physiological origin. Hence, such sequences may actu- 
ally be less suitable for fMRI studies unless navigator 
echoes are simultaneously collected to enable post- 
acquisition correction of these fluctuations. 

The final type of artefact that will be discussed arises 
from the alternation in tin' polarity of the readout grad- 
ient between successive lines of &-space. The alternat- 



ing polarity produces an alternation in the direction of 
the shift in the echo position that will be induced by the 
presence of any small gradient imperfections or eddy 
currents between alternate lines. When the image is 
reconstructed, the artefactually a 1 tenia ting signal leads 
to a lower intensity 'ghost' of the image appearing, 
which is shifted by half the field of view in the phase 
encode direction (also known as a Nyquist ghost). 
Evidence of such a ghost can be seen in Fig. 4.3(c), in 
which the phase encode direction is left-right. More 
complex ghosting patterns are observed when inter- 
leaved EPI is used. The ghosting can in theory be elim- 
inated by very precise adjustment of the system. 
However, the most widely used strategy is to acquire a 
non-phase encoded data set (often referred to as the 
reference data set) prior to acquiring the EPI images 
themselves. The shifts in echo position can then be 
measured from the reference data and the raw data can 
be corrected accordingly prior to reconstruction of the 
EPI images (Bruder 1992). Alternatively, the required 
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in the signal level in regions of the brain where the CSF 
is pulsatile (such as the cerebellum) due to temporally 
varying partial volumes of CSF within the voxel. 
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4.4.4 3D gradient echo methods 

For most neuroscience studies three-dimensional fMRI 
information is required. While contiguous multi-slice 
methods can provide such information, pure 3D 
methods would appear to have some advantages. 
Notably, the same (large) volume is excited by every 
RF pulse in 3D methods (and is subsequently spatially 
encoded in all three directions). Because the entire 
volume is excited by all RF pulses the saturation of the 
nuclear magnetization is spatially homogeneous which 
means that 3D fMRI methods generally avoid 
confounding inflow effects. In addition, true three 
dimensional images are more easily corrected for small 
head motions between the images than multi-slice 
acquisitions. Also the signal intensity can be optimized 
for the entire volume using the minimum TR and Ernst 
angle acquisition which generally results in a higher 
signal per unit time for 3D methods. 

For fMRI studies 3D imaging is usually carried 
out using an EPI sequence in which the slice selection 
gradient is replaced with a second phase encoding gra- 
dient (Johnson et al. 1983). Because of the ringing 
effect (propagation of signal from one slice into the 
adjacent slices) experienced for reconstruction with a 
small number of slices, the minimum number of slices 
for a 3D technique is around 16. Unless the whole 
brain is to be imaged, the exclusion of 'wrap around' 
artefacts in the slice phase encode dimension requires 
that a thick slab is selected and then subdivided, using 
phase encoding, into the required number of slices. In 
practice, the slab profile of the excited volume is imper- 
fect, necessitating that the encoded volume be slightly 
larger than the excited slab. The outer slices are then 
discarded after the FFT reconstruction in the slice 
direction (once again to exclude 'wrap around' arte- 
facts). Consequently, of any 20 encoded slices typically 
four or six outermost slices will have to be discarded. 
Thus the minimum number of slice direction phase 
encode steps is approximately 20 so that, assuming a 
single shot EPI acquisition with TE = 60 ms, the mini- 
mum measurement time per volume is around 1.7 s. 

One important consideration that should be borne 
in mind with true 3D acquisitions is that they have a 
different sensitivity to physiological noise than their 
multi-slice equivalents. Whereas pure 'white' noise can 
be expected in single shot 2D EPI images, physiologica I 
effects arising from the cardiac and respiratory cycles 



tend to be major sources of 'physiological noise' in 
acquisitions lasting for one or more seconds and these 
effects constitute the mam drawback of 3D methods. If 
the inherent advantages of 3D methods are to be real- 
ized either 3D methods need to become even faster or 
better artefact correction schemes need to be employed 
to reduce the effect of the physiological motion on the 
inter-scan stability. The former requirement can be 
addressed either by using echo shifting principles 
(TR < TE) in conjunction with EPI as in the PRESTO 
method (Van Gelderen et al. 1995) or by employing 
other methods, such as half Fourier imaging (see 
Section 4.7), to shorten the total imaging time. 



4.5 Spin echo methods 

A spin echo uses a second radiofrequency pulse in the 
pulse sequence, rather than relying solely on changing 
the polarity of the readout gradient, to refocus the 
signal into an echo. The most important difference 
between a spin echo and a gradient echo is that at the 
centre of the spin echo there are no additional phase 
shifts due to macroscopic field inhomogeneities, result- 
ing in less signal loss in the image. Additionally, the 
attenuation of the signal with increasing echo time is 
determined by T2, rather than T2*, and the optimum 
BOLD effect is obtained with TE = T2. Since the 
second RF pulse complicates the recovery of the mag- 
on following the excitation pulse Ernst angle 
) longer yields the maximum signal-to- 
noise per unit time and longer repetition times are 
necessary, compared to gradient echo sequences. In 
addition, as well as entirely removing the effects of the 
R2 ma , term, the presence of the refocusing RF pulse also 
reduces the contribution of the R2 mi , term to the BOLD 
effect, causing spin echo sequences to exhibit a smaller 
BOLD effect, for a given TE, than a gradient echo 
sequence. In particular, the extra-vascular component 
of the BOLD effect around larger vessels is much 
weaker for spin echo sequences (though the intravas- 
cular component of the BOLD effect from these vessels 
remains). Hence, spin echo sequences would appear 
to offer few advantages for fMRI studies. However, 
in regions (or at field strengths) where T2* is short 
(20-30 msec) the reduced sensitivity of the gradient 
echo means that spin echo sequences may provide 
comparable performance with fewer image artefacts. 
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Further, the weak extra-vascular contribution from 
large vessels means that, provided the intra-vascular 
contribution from larger vessels is suppressed, the 
sequence is more specific for activation in and around 
capillaries and smaller venules. Unfortunately, these 
components of the BOLD effect are relatively weak 
and higher field strengths would appear to be necessary 
to reliably detect them. The intra-vascular signal can be 
suppressed either through the use of bipolar gradients 
to dephase moving spins (Boxerman et al. 1995) or, at 
very high fields, the short T2 of the vascular protons 
causes the vascular signal to be greatly attenuated at 
the optimum echo time even when no spoiling gradi- 
ents are used (Lee et al. 1999). Two basic types of spin 
echo sequences have been employed for fMRI studies, 
namely multiple echo sequences and spin echo EPI. 

4.5.1 Multiple echo sequences 

In the same way that one can employ multiple reversals 
of the readout gradient to convert a FLASH sequence 
into a multiple echo FLASH sequence, a conventional 
spin echo experiment can be converted into a multiple 
echo experiment by applying a series of 180° refo- 
cusing pulses, with each TE interval containing a 
readout acquisition. If each echo is identically phase 
encoded then n echoes contribute one line of &-space to 
each of n images with different T2 weighting. M exci- 
tations, each acquiring N data points per echo, are 
required to produce the required M phase encode steps 
for a series of images of resolution N X M. The 
resulting images show increasing T2 weighting with 
increasing echo time and can be used to calculate T2 
maps. Alternatively, instead of using each echo to 
contribute one line of &-space to each of n images, each 
echo can be separately phase encoded such that the n 
echoes contribute « &-space lines to a single image. 
This approach was first described by Hennig et al. 
(1986) who used the term RARE to describe this kind 
of sequence. The RARE sequence is now widely used 
as a multiple shot technique for clinical studies with 
typically eight echoes being derived from each excita- 
tion pulse. When using this technique at its limit to 
derive a complete low resolution image from a single 
excitation pulse several problems are encountered, 
notably image blurring and high RF power deposition. 
The former problem is caused by the T2 decay during 
the lengthy echo train (the requirement of having an 



RF refocusing pulse for every readout interval means 
that the IEI is much greater than for gradient echo 
sequences). The latter problem is due to the large 
number of closely spaced 180° refocusing RF pulses. 
The most commonly used approach for single-shot 
multiple echo imaging is the FLARE sequence (Norris 
et al. 1992) which uses a reduced flip angle for refo- 
cusing. The FLARE sequence results in less blurring in 
the final image (since the time for which the signal 
persists becomes a function of both Tl and T2) and to 
reduced RF power deposition. The use of multiple 
refocusing pulses means, however, that the BOLD 
sensitivity is even less than that of a classic spin echo 
experiment, due to the repeated refocusing of the 
transverse magnetization. One approach to counter- 
acting this reduced sensitivity, while retaining some of 
the advantages of a spin echo sequence, is to use a 
preparation sequence to offset the echo train to give a 
degree of T2* weighting. Since the imaging is still 
performed using a multiple echo sequence the restric- 
tions imposed on gradient echo EPI by short T2* 
values are avoided. However, this technique suffers 
from a significant SNR penalty since only half the 
available signal can generally be used (Niendorf 1999). 
Another multiple echo sequence that has been 
applied to fMRI is the BURST sequence (Jakob et al. 
1998), which uses a series of closely spaced, low flip 
angle RF pulses to generate a train of spin echoes. 
While this technique is much less demanding on the 
imaging hardware than either EPI or other multiple 
echo sequences it is unlikely to become popular due to 
its very poor SNR and poor BOLD sensitivity. 

4.5.2 Spin echo EPI 

The term spin echo EPI is something of a misnomer 
since EPI is fundamentally a gradient echo technique. 
But by applying a 180° refocusing pulse prior to the 
gradient echo train, and arranging for the centre of the 
gradient echo train to coincide with the centre of the 
spin echo, spin echo weighting will result. Under these 
conditions the image contrast is less affected by macro- 
scopic field inhomogeneities, although the limitations 
imposed by the IEI on image distortion (as described in 
Section 4.4.3) remain. In terms of the BOLD signal the 
image contrast reflects characteristics of the spin echo 
and hence extra-vascular BOLD changes around large 
vessels are largely absent leading to a weaker BOLD 
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effect and, in general, the points raised in Section 4.5.1 
apply also to spin echo EPI. The GRASE sequence, in 
which a number of gradient echoes are acquired for 
each refocusing RF pulse (Oshio and Feinberg 1991), 
represents a compromise between the multiple echo 
sequences described in Section 4.5.1 and gradient echo 
EPI. In general, the same comments apply to GRASE 
as apply to the FLARE sequence, although the train 
length is shorter. Due to the incorporation of gradient 
echoes the signal decay is now a mixture of T2 and 
T2* which leads to a significant degradation of the 
actual resolution of the sequence. A controllable 
degree of T2* weighting can be introduced for the 
GRASE sequence in the same way as was described for 
the FLARE sequence, with the same disadvantage as 
was noted for the FLARE sequence, namely a reduc- 
tion in the SNR of 50 per cent for single shot acquisi- 
tion (Jovicich and Norris 1999). 

The main applications for spin echo EPI are prob- 
ably either where local susceptibility effects cause the 
T2* to be rather short or at higher fields where the 
BOLD signal changes are strong enough to permit the 
use of spin echo sequences in which the n 
BOLD contribution is dominant. 



4.6 Alternative k-space 
trajectories for fast MRI 

The methods discussed so far traverse fe-space in a 
rectilinear fashion. A number of alternative strategies 
have been described in the literature, of these only the 
two most relevant for fMRI will be described here. 

4.6.1 Spiral trajectories 

A circular &-space can be efficiently covered with a 
spiral trajectory, either from the centre outwards, or 
from the outer part inwards. A major advantage is that 
data acquisition occurs in a continuous process at 
regular intervals along the spiral. Reconstruction of 
the image is generally achieved by first resampling the 
data ('regridding') onto a Cartesian sampling pattern 
similar to that acquired directly using rectilinear trajec- 
tories. Fourier transformation again results in the 
image. A few points should be noted: 

• Artefacts arising from intra-scan instabilities in a 
spiral trajectory are quite different to those 



obtained with rectilinear trajectories. Whereas 
streaking' patterns arise in the phase encode direc- 
tion for the latter, the former leads to circular 
artefacts. 

Continuous acquisition along a spiral is time- 
efficient. However, the symmetry of the (simple 
archimedean) spiral leads to a square field of view 
(FOV). The fact that the left-right FOV in axial 
fMRI maps is generally smaller than the anterior- 
posterior FOV leads to some loss of efficiency for 
spiral trajectories compared to rectilinear trajec- 

A circular &-space gives the same resolution as a 
square &-space for the same 'surface' of fe-space. 
For example, a 112 X 112 square matrix is com- 
parable in image resolution to a circular matrix 
with a diameter of 128 points (Van Gelderen 
1997). 

When using a spiral starting from the centre, the 
first data point can be used as a navigator signal 
(Yang etal. 1996). 

• A spiral trajectory is not compatible with half- 
Fourier techniques unless a third dimension is 
included with conventional phase encoding. 

• Correction for off-resonance effects is slightly 
more complicated for spiral scans. 

4.6.2 Projection reconstruction 

The name projection reconstruction (PR) originates 
from computed tomography (CT) techniques and 
refers more to image processing than to MR acquisi- 
tion methods. The name is generally used in MR to 
indicate that &-space is covered by a series of straight 
lines which are rotated about the centre of &-space 
with each line crossing the centre of &-space, creating a 
star-like pattern in &-space (see Section 3.4.2). This k- 
space trajectory leads to a longer acquisition time per 
image because of the higher density of data-points 
towards the centre of &-space (oversampling). How- 
ever, PR methods are often advantageous when high 
signal stability is required since the image reconstruc- 
tion is based on signal intensity and is unaffected by 
changes in the phase of the signal. In addition, the 
apparent temporal resolution can be improved when 
using image processing with a sliding window in k- 
space. For example, the last 25 per cent of image * can 
be taken together with the first 75 per cent of image 
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i + 1 in order to interpolate a 'new' image n at time 
t n = 0.25t ; + 0.75t +r Of course, the actual temporal 
resolution is unchanged with such procedures. 
However, the fact that each fe-space line includes the 
centre renders the sliding window procedure in PR 
methods smoother than methods based on recti-linear 
fe-space sampling. A similar advantage applies to 
multi-shot spiral trajectories. 



4.7 Advanced fMRI methods with 
reduced k-space coverage 

Because of the importance of the cardiac and respira- 
tory cycles for multi-shot 2D and 3D studies much 
effort has gone towards reducing the size of the data 
matrix to be acquired by reducing the &-space 
coverage. In addition, the same techniques are often 
the only way of obtaining higher spatial resolution at 
higher field strengths where the shorter T2* values 
exclude the direct acquisition of higher resolution 
matrices (Jesmanowicz et al. 1998). At first sight 
reduced fe-space coverage would appear to lead to 
reduced resolution but the use of prior information (in 
the form of reference images) or special data 
processing methods may, in some cases, allow the reso- 
lution to be retained by estimating the data for the 
'missing' sections of £-space. In general, reduced k- 
space coverage leads to a reduced ratio of signal to 
white noise. However, this disadvantage may be more 
than compensated for by the potential of these tech- 
niques to reduce the scan time (and hence reduce other 
signal instabilities), or to increase the spatial resolution 
(thus increasing the specificity by means of reduced 
partial volume artefacts). 



4.7.1 Keyhole fMRI techniques 

In keyhole procedures a full &-space image (referred to 
as the reference image) is acquired prior to starting the 
dynamic fMRI activation study. Subsequently, during 
the fMRI activation protocol, only the central part of 
fe-space is acquired for each image. Prior to data 
processing the sections of fe-space not measured in the 
fMRI study (i.e. the high spatial frequencies) are filled 
with data from the reference image. The fMRI images 
are then reconstructed and have the appearance of 



high-resolution images, but have been obtained in a 
much reduced total imaging time. The problem with 
this approach is that no high spatial frequency infor- 
mation is obtained for the BOLD series and thus the 
activation patterns depicted in the fMRI images actu- 
ally have low spatial resolution, despite their anatom- 
ical appearance. Several improvements have been 
suggested including measuring separate reference 
images for the rest and activation phases and slowly 
updating the high spatial frequencies. Despite these 
modifications, the fundamental problem of reduced 
spatial resolution for the functional changes 



4.7.2 Half-Fourier 

Another significant gain in speed can be obtained by 
partial &-space scanning. This method takes advantage 
of the natural redundancy that is inherent in the two 
halves of &-space data (either a top/bottom redun- 
dancy or a left/right redundancy). For this technique 
the complex conjugate of the acquired £-space data 
can be substituted for the missing data. In principle, a 
gain of almost 50 per cent in speed can be obtained. 
In its simplest form typically 60 per cent of the full 
t-space data are acquired, which cover one half of k- 
space in its entirety and the low spatial frequency 
region of the other half of fe-space. The central 20 per 
cent, covering the low spatial frequencies, can then be 
used to calculate the necessary phase correction map 
that enables the missing data to be estimated from the 
complex conjugate of the acquired data (McGibney 
et al. 1993). This approach works well for conven- 
tional spin echo techniques, FLASH sequences with 
short echo times and for spin echo, but does not work 
so well for long TE FLASH images or gradient echo 
EPI images (see Fig. 4.8). In these latter cases the main 
problem is the quality of the phase correction and this 
can be improved by acquiring a full fe-space phase 
reference map (Stenger et al. 1998). Because of the 
importance of reducing the size of the data matrix for 
multi-shot 2D methods (by reducing the number of 
shots) and 3D fMRI datasets (by reducing the scan 
time per imaged volume) it is hoped that partial 
(fe-space methods will become available for gradient 
echo fMRI studies 
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4.7.3 Sensitivity encoding (SENSE) 

Sensitivity encoding (SENSE) (Pruessmann et al. 
1999), and the related technique of simultaneous 



acquisition of spatial h; 
and Manning 1997), 



(SMASH) (Sodickson 
techniques that hold 




much promise for fMRI. Both techniques are based on 
the use of multiple surface coils with the signal from 
each surface coil being independently acquired. Since 
each of the surface coils has a unique spatial distribu- 
tion for its intensity profile it is possible to determine 
the origin of the signal in situations which would 
usually lead to fold-over artefacts and hence reduce the 
number of acquired phase encoding steps. The SENSE 
method is more general since it is not restricted to 
particular combinations of the arrangement of the 
surface coils. In the SENSE technique calibration maps 
are calculated using full £-space images acquired with 

Fig. 4.8 Half Fourier images reconstructed using an 
approach where the central 20 per cent of &-space is used to 
estimate the phase correction required to insert the missing 
data by complex conjugation. This approach was applied to a 
conventional spin echo image (a), a gradient echo EPI with TE 
= 60 ms (b), a FLASH image with TE = 60 ms (c) and a spin 
echo EPI with TE = 120 ms (d). This simple approach works 
well for conventu rial spi md gi ptabl il 

for spin echo EPI but gives poor results for long TE gradient 
echo sequences in regions or poor Held homogeneity, such as 
the pre-frontal cortex. For all images the phase encoding was 
applied left-right and in the gradient echo EPI image the 
correction for the alternating read gradient was not com- 
pletely successful and a residual ghost image, which has been 
shifted K> hali the field of view, can be seen. 




cquired with and without SENSE, overlaid on Tl-weighted images acquired using the same 
n order to demonstrate the spatial resolution of the functional sequence. 1 he PRESTO para- 
5 were TR = 24 ms, TE = 40 ms, 0=9° and a voxel size of 3.5 X 3.5 X 3.5 mm 3 . Using a s) nergy coil consisting of two 
l surface coils placed on either side of the head both a two shot conventional PRESTO sequence: (a) matrix = 
48 X 30, 80 per cent rFOV, EPI Factor = 23, acquisition time = 2s, and a single shot PRESTO-SENSE sequence; (b) 
i 64 X 24 X 30, 40 per cent rFOV, EPI Factor 23, acquisition time = 1 s, SENSE factor = 2, were acquired. The coil 
' :s needed for the SENSE reconstruction were obtained by using the body coil to acquire an image with the same para- 
meters. The fMRI paradigm consist iger-to-thuml p] ion. with three activatii | ods interleaved with 3 resting 

periods, each of 20 s, leading to a total scan time of 2 min for both imaging sequences (60 or 120 dynamic -.ear', respectively). 
All volumes were registered -\<ij spatiall) smoothed with a (-• mm ( Jaussian filter; t maps were then calculated and thresholded 
at p < 0.05. (Images courtes) of Xavier Golay, ETH, Zurich). 
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the surface coil array. These are then used to calculate 
sensitivity maps for each surface coil which are in turn 
used to generate an unfolding matrix from which a 
non-artefacted image can be calculated. The reduction 
in the number of phase encoding steps (by a factor R) 
can be used either to reduce the scan time for conven- 
tional imaging techniques or to reduce the echo train 
length for EPI and related techniques. The total 
imaging time per image can, in theory, be reduced by a 
factor equal to the number of independent surface 
coils. However, in practice a reduction factor greater 
than R = 2 is not trivial to attain, even with multiple 
surface coils, although it is possible to achieve a factor 
of R = 4 for certain 3D acquisitions. At these larger 
values of R one tends to observe worse than the 
expected SNR decrease of VR. A comparison of fMRI 
data acquired with and without SENSE (the latter 
acquired with half the number of dynamic scans) is 
shown in Fig. 4.9. It should be noted that the SENSE 
approach can be further combined with half &-space 
techniques and echo-shifting principles (see also Golay 
et al. 2000) for additional gains in speed. 

4.7.4 UNFOLD 

The UNFOLD (Unaliasing by Fourier-Encoding the 
Overlaps using the temporal Dimension) method is yet 
another recent technique with reduced &-space cover- 
age per image (Madore et al. 1999). Here, the 'trick' is 
that prior information (most of the image details do 
not change with time) is combined with a particular 
&-space coverage which varies as a function of the 
dynamic scan number. For example, in the case of rec- 
tilinear &-space coverage, every fourth fe-space trajec- 
tory might be acquired starting with line 1 in image 1 
(acquisition order 1, 5, 9, 13, etc.). In image 2 acquisi- 
tion starts with line 2, followed by 6, 10, 14, etc., and 
in images 3 and 4, acquisition starts with line 3 and 4, 
respectively. This specific example of an acquisition 
matrix leads to a factor of four reduction in time per 
image. However, aliasing of course would occur due to 
the missing data points (and hence reduction of FOV). 
The recovery of the missing data points (unaliasing) is 
based on the fact that the fMRI signal variations can be 
expected to occur only at the paradigm frequency (and 
its harmonics). Other frequency terms in signal varia- 
tions originate (ideally) from aliasing and can be 
zeroed during data processing. The reader is referred to 



il UNFOLD paper for further processing 
a discussion of possible artefacts. 
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4.8. Concluding remarks 

Apart from requirements of high SNR, high BOLD 
contrast, and minimal artefacts, imaging speed is an 
important factor in fMRI. The reason is only partly 
related to the need for a high temporal resolution ( 1 to 
2 s would be sufficient to characterize the haemody- 
namic response). A temporal resolution well below 1 s 
helps to suppress instabilities related to cardiac and 
respiratory cycles. Because of its short acquisition time 
(about 75 ms per slice) and good sensitivity, multi-slice 
gradient echo EPI has a very good performance for 
BOLD imaging and is therefore the most widely used 
fMRI method. Ultra-fast 3D methods are under devel- 
opment that will potentially provide better SNR and 
BOLD contrast per unit time than EPI, and which are 
also less sensitive to inflow effects. However, 3D 
imaging speed needs to be improved if this potential is 
to be realized. 
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Hardware for functional MRI 

Gary H. Glover 



5.1 Introduction: Requirements 
for fMRI hardware 

Task-driven changes in neuronal metabolism during a 
functional magnetic resonance imaging (fMRI) experi- 
ment result in relatively small signal modulations, typ- 
ically only a few per cent at 1.5 Tesla (Ogawa et al. 
1990). Analysis of the data generally compares (in a 
statistical sense) the signal levels resulting from a sen- 
sory or cognitive task with those obtained during a 
baseline condition. Changes in the signal that result 
from system drift, physiological functions, basal meta- 
bolism fluctuations, and other sources add noise to the 
comparison process and reduce the significance of the 
results. Because the neuronal signal modulations are 
small, it is important that the scan technique is opti- 
mized to maximize the signal levels and reduce these 
spurious sources of noise as much as possible. 

A major component of noise derives from physio- 
logical sources, including both respiration and circula- 
tion (Noll and Schneider 1994). Even when the 
subject's head is immobilized, cardiovascular-induced 
brain pulsatility causes phase shifts from expansion 
and dilation of the brain (Poncelet et al. 1992; Noll 
and Schneider 1994; Glover and Lee 1995). Similarly, 
respiration causes shifts in the static magnetic field that 
extend spatially as far as the brain. Conventional 
gradient-recalled echo (GRE) methods require 64 or 
more 'shots' to acquire all of fe-space, and are sensitive 
to phase perturbations because the lack of phase 
coherence between &-space lines causes misplaced 
signal, or ghosting. The degree of ghosting depends on 
the timing of the breathing and cardiac cycles relative 
to collection of the centre of fe-space in each time 
frame, and therefore has variable amplitude from 
image to image (Glover and Lee 1995). 

While navigator echo methods have been developed 
that reduce such ghosting in GRE methods (Hu and 
Kim 1994), the most effective method of diminishing 
the effects of physiological motion is to use single-shot 



or few-shot acquisitions such as echo planar imaging 
(EPI) (Kwong et al. 1992) or Spiral (Noll et al. 1995; 
Glover and Lai 1998; Yang et al. 1998). However, 
such techniques require the use of high perfor 
imaging hardware for single shot implen 
Scanners capable of EPI acquisitions must incorporate 
gradients that achieve high slew rate and high ampli- 
tude, and receivers with wide bandwidth sampling. 
Thus, the need for rapid imaging is the first basic 
requirement of the hardware for fMRI. 

The second attribute desired for fMRI scanner hard- 
ware is that the systematic drift and noise should be 
small compared to the remnant physiological noise. 
Such drift and noise can arise from a variety of sources 
in the scanner itself or from stimulus equipment in the 
magnet room. 

A third characteristic is that the signal levels must be 
as large as possible. This requires high field strength 
(B ), at least 1.5 Tesla, and careful attention to 
radiofrequency (RF) coil selection and deployment. 

The rest of this chapter describes MR imaging hard- 
ware optimized for fMRI with reference to these basic 
requirements. 



5.2 The magnet and 
spectrometer 

5.2.1 Block diagram of a MRI system 

The nuclear magnetic resonance (NMR) process 
requires a static magnetic field to polarize hydrogen 
spins, radio frequency coils for producing a rotating 
magnetic field at the Larmor frequency (e.g. -128 
MHz for 3 Tesla) and a receiver to record the NMR 
signal. For imaging, gradients are utilized to encode 
spatial information into the signal by inducing 
controlled phase shifts. Figure 5.1 shows the elements 
of a MRI scanner and their relationship to one 
another. 
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Magnet 

Solenoidal magnets capable of achieving high field 
igths and having a bore large enough to accommo- 
bjects are invariably constructed with 
superconducting technology in order to achieve suffi- 
cient currents. In the superconduc 

drops to zero, enabling large currents without 
■gy dissipation. The wire must be kept at low tem- 
peratures in order to maintain the superconducting 
by immersing the windings in liquid helium 
(LHe), which boils at 4K (-269°C). This necessitates a 
cryostat for containing the helium, a radiation shield 
and other insulation, and structures capable of sup- 
porting the weight of the internal components without 
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Fig. 5.2 Photograph of a 3 Tesla mag 
passive iron shielding. Magnetic shielding reciuc 
file magnetic 'footprint'. Passive shim trays can 
the magnel bore. 



incurring significant heat losses. Some magnet designs 
also use a liquid nitrogen jacket (77K, -196°C) as an 
intermediate step in reducing the LHe boil off, and/or 
may use cryogenic refrigerators to reliquify gaseous 
helium. Even with the use of such refrigerators, how- 
ever, all magnets require periodic replenishment of the 
cryogens, with re-fill periods typically once or twice per 
year. The magnet is brought up to field ('charged') by 
an external power supply that ramps up the current at 
a rate that is slow enough to avoid 'quenching' (see 
Section 5.2.3). After the desired current (field strength) 
is obtained the charging supply is removed. 

Magnetic shielding 

Unshielded MRI magnets have fringe fields that can 
extend many metres, depending on the field strength 
and bore size. Shielding can be employed in the magnet 
room or within the magnet itself to reduce these 
fringing fields. Room shielding requires many tons of 
iron encasing the room that houses the magnet. 
Alternatively, magnet shielding can be used: either 
active, in which additional superconducting current 
windings are placed outside the main field windings in 
such a way as to severely reduce the fringing fields, or 
passive, in which iron cladding tightly encloses the 



magnet, as shown in Fig. 5.2. In either case, shielding 
can make it easier to place stimulus equipment in the 
magnet and control rooms, and can have safety advan- 
tages (see Section 5.2.3). 

Shims 

Shimming is a process whereby the static magnetic field 
is made more homogeneous over the region of interest. 
Magnetic field homogeneity is critical to successful 
fMRI because rapid imaging uses a small effective 
bandwidth per pixel, so that small field perturbations 
can cause local image distortions or blurring. Several 
forms of shims are used, including superconduct- 
ing shims, passive shims, and resistive shims. Super- 
conducting shims are auxiliary windings in the magnet 
that produce specific field patterns, often based on 
spherical harmonic functions up to third order or even 
higher. Passive shims utilize pieces of ferromagnetic 
metal (typically washer-shaped) arranged in trays 
within the warm bore of the magnet. Generally, the 
passive and superconducting shims are adjusted in an 
iterative process, using a plotting fixture to measure 
the field at many points on the surface of a sphere in the 
magnet bore, together with software that calculates 
the amount and placement of metal as well as the 
superconducting shim currents. Often many iterations 
are required to achieve satisfactory homogeneity (typi- 
cally 1-2 ppm over a specified spherical volume). This 
process is time consuming and boils off LHe due to the 
room temperature connections required to the shim 
windings. Consequently, 'supercon-shimming' is per- 
formed only when the magnet is installed and there- 
after only if a major change is made to the magnetic 
environment of the magnet. 

Resistive shims are installed in the warm bore of the 
magnet, as shown in Fig. 5.1. Because these windings 
consume electrical power, the correction capability is 
much smaller than that of the superconducting and 
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high field MRI scanners include automated software 
that allows shimming over a selected region of interest 
within the brain. RT-shimming is usually necessary for 
optimum fMRI results, and is performed as part of the 
setup for the study before the activation scans are 
obtained. 

Spectrometer 

The spectrometer consists of a synthesizer which sets 
the operating (Larmor) frequency, a transmitter with 
pulse modulator, a receiver with digitizer and array 
processor, and a pulse sequence controller that sched- 
ules all aspects of the acquisition, including generating 
RF waveforms for the transmit modulator, control bits 
for the receiver and analogue-to-digital converter(s), 
and waveforms for the gradient axes (Fig. 5.1). The RF 
system also includes a transmit/receive (T/R) switch 
that connects the RF coil alternately to the transmitter 
during excitation and the receiver preamp during 
the reception phase. For fMRI, it is critical that the 
stability of the spectrometer is very high, since drifts in 
frequency, amplitude or phase of either the transmitter 
or receiver can cause additional noise in the images. 
The noise figure of the RF system (a measure of noise 
added (Javid and Brenner 1963)) determines the 
limiting signal-to-noise ratio (SNR) of the system, and 
is set by the T/R switch and preamplifier, with typical 
values of 0.5 dB or less. The array processor performs 
image reconstruction and must have enough memory 
to hold raw data and images for the acquisition, typi- 
cally 256 Mbytes or more. 

5.2.2 Choice of magnetic field strength, B 

The choice of the fMRI scanner's magnetic field 
strength must consider several tradeoffs, which include 
B -dependent changes in SNR, NMR relaxation times 
Tl and T2*, RF power deposition, and acoustic noise 
of the gradients. 

Signal-to-noise ratio (SNR) 

The thermal SNR increases approximately linearly 
with the magnetic field strength in the absence of relax- 
ation effects. As the raw SNR increases, the T2*- 
weighted BOLD contrast/noise ratio (CNR) also 
3 approximately linearly (Gati et al. 1997). 



However, as B Q increases, the longitudinal relaxation 
time Tl becomes longer and the transverse relaxation 
time T2* becomes shorter. This causes the net gain in 
CNR to be less than linear. 
The image SNR is given by: 

SNR oc B AvfVT AD V(Tl,T2* ,TR,TE, 6), (5.1) 

where Af is the volume of the image voxel, T AD is the 
total duration of the data acquisition ('readout'), 
< f < 1 is a parameter that depends on the &-space 
trajectory (f = 1 for constant velocity trajectories, i.e. 
with constant gradients, f = -0.9 for EPI sinusoidal 
readout) and ¥ depends on the RF pulse structure, 
repetition time TR, echo time TE, and excitation flip 
angle 9. For gradient-recalled-echo (GRE) acquisitions 
with TR > 2 Tl, eqn (5.1) becomes approximately 



SNR <* B AvjVT AU exp(-TE/T2*). 



(5.2) 



Generally TE is chosen as ~T2*, so that the exponen- 
tial factor in eqn (5.2) is independent of field. For 
conventional GRE methods such as GRASS or FLASH 
for which T AD « T2*, the SNR is then expected to 
scale linearly with B as predicted from eqn (5.2). 
However, for rapid imaging methods the readout 
duration T AD can become long enough (~T2*) that T AD 
must decrease as T2* decreases in order to avoid blur- 
ring and image distortion (Farzaneh et al. 1999). This 
in turn requires increased gradient strength and is 
equivalent to increasing the bandwidth. In this limit, 
therefore, the SNR varies as B /T2*. A reasonable 
model for calculating T2* is 1/T2' ; - = 1/T2 + cB Q 
(Farrar and Becker 1971), where c is a constant and T2 
is assumed to be independent of field here. In the rapid 
imaging case, the SNR is then given by 



SNR <* B Avf/V(im + cB ) 



(5.3) 



Using T2* values measured for cortical grey matter at 
0.5 Tesla, 1.5 Tesla and 3 Tesla, one finds T2 = 95 ms 
and c = 4.8 (s-T) -1 . The normalized SNR using these 
values is plotted in Fig. 5.3 for both conventional 
imaging (T AD « T2*) and rapid imaging (T AD ~ T2*) 
cases. The crossover between these cases depends on 
the imaging resolution and gradient characteristics 
since these parameters determine T AD , so that for a 
given set of choices the SNR curve falls between the 
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Fig. 5.3 Plots of normalized signal-to-noise ratio (SNR) for 
the two limiting hen th uli In ition T AD is small 

compared to T2* (dashed) and when T AD is limited by T2* 
and is proportional to it (solid). I he first case occurs with 
conventional multi-shot imaging, while the second can occur 
with single shot rapid methods. In practice, the SNR gain 
from higher field falls between the two curves, but can be 
substantially less than expected from the field itself. The T2* 
dependence was calculated with parameters described in the 



Fig. 5.4 Total SNR as a function of thermal SNR (SNR ) in 
fully relaxed GRH images in resting state human brain. Data 
points show measurements made on seven normal volunteers 
at 1.5 Tesla (triangles) arid ,s.O Tesla (squares), fitted to eqn 
(5.5) (solid line). Straight line is theoretical line of identity if 
only thermal noise is present. As the signal (and SNR ) is 
increased, physiological noise becomes a Lager fraction of the 
total noise and begins to dominate, limiting further gains in 
SNR. 
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two in Fig. 5.3. For example, T2* in cortical grey 
matter is -65 ms at 1.5 Tesla and -48 ms at 3 Tesla. 
The bandwidth (and gradient strength) would need to 
be increased by 1.35X to maintain the same T AD /T2* 
at 3 Tesla, and the increased bandwidth would imply 
an SNR loss factor of 0.86. 

Thus the gains in thermal SNR with increasing />', 
are tempered by the need for higher bandwidth and 
higher readout gradient strength. In BOLD fMRI, the 
thermal SNR is not the entire story, however. The 
brain is richly perfused by blood and is constantly 
undergoing physiological motion of regions and 
surfaces, including pulsatility of cortical surfaces in 
synchronization with the cardiac cycle (Poncelet et al. 
1992). In addition, normal fluctuations in basal meta- 
bolism in cortical grey matter cause fluctuations in the 
NMR signal, and these fluctuations have an amplitude 
proportional to the NMR signal itself. As the field 
increases, the physiological noise components there- 
fore can become comparable to, or even larger than, 
the thermal noise. When this occurs the total SNR 
improvements with field increases are further compro- 



Noting that a 
observed SNR is 



. proportional 
venby 



SNR = SNR„/v'(l + A 2 SNR:, i. 



(5.5) 



where A is a constant. Equation (5.5) is plotted in Fig. 
5.4 using data obtained at 1.5 Tesla and 3.0 Tesla to 
fit A (Kruger et al. 2001). As this figure demonstrates, 
when physiological noise is present there are limita- 
tions to improvements in SNR that can be achieved by 
i the field strength because the physiological 
ie same rate as the signal strength. 



Radio-frequency considerations 

As the static (B ) field increases, the power deposited in 
the subject by the B 1 RF field increases also. For B < 3 
Tesla, the increase is approximately square law with 
B , but increases less rapidly at higher fields (Collins 
et al. 1998). The US Food and Drug Adm 
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(FDA) has issued guidelines for the amount of power 
that can be deposited during an MRI examination in 
terms of the Specific Absorption Rate (SAR), that 
include 3.2 W/kg or less averaged over the head. The 
practical result of these limits is that some types of 
imaging, notably spin echo and RARE (e.g. Fast Spin 
Echo or Turbo Spin Echo), are limited at the higher B 
values because of the 180° pulses, which each deposit 
four times the energy of a 90° pulse. The limits are 
manifested as a reduced number of slices that may be 
acquired for a given TR. 

As B increases, substantia] />, heterogeneity effects 
occur, especially at 3 Tesla and higher. These effects 
result because brain tissue acts as a lossy dielectric, 
which foreshortens the wavelength and causes RF eddy 
currents (Collins et al. 1998). Ignoring the conductive 
component, the half wavelength for 3 Tesla is approx- 
imately 13 cm, which is comparable to the size of the 
head. At 4 Tesla it is approximately 10 cm. As a result, 
a 'hot spot' can occur near the centre of the head at > 4 
Tesla, due to standing wave effects. 

Thus, fMRI at very high fields is challenging because 
of the two-pronged RF issues of SAR limitations and 
B l heterogeneity. 

Acoustic noise 

Gradient coils generate acoustic noise because of the 
interaction between the currents (I) within the coils 
and the B field. The (I X B ) forces established during 
pulsing cause flexure of the gradient coil former and 
result in generation of air pressure waves (Hedeen and 
Edelstein 1997). The force per unit current increases 
linearly with field. However, as discussed above, the 
gradient strength also increases with B in order to 
overcome reduced T2*. Thus, the acoustic pressure 
tends to increase superlinearly with B for the same 
imaging resolution. Typical measured sound levels at 
1.5 Tesla are 115 dB (A-weighted) (Sherlock et al. 
1998). 

Thus, the improved image SNR from higher field 
strengths must be weighed against increased gradient 
noise. Many of the concerns with increased noise in 
auditory-cued tasks can be alleviated with clustered 
acquisitions, in which dead time is provided for the 
stimuli presentation before each time frame is gathered 
(Elliott et al. 1999). However, the increased gradient 



noise itself can still be problematic for studies with 
subjects having hyperacute hearing (e.g. fragile-x 
syndrome (Pimentel 1999)). 

5.2.3 Safety implications of high magnetic 
fields 

As with any MRI application, safety must be a consid- 
eration in fMRI experiments. The primary issues 
include biological effects of static, RF and pulsed 
magnetic fields, and concerns about injury from 
projectiles (attraction of ferromagnetic objects by the 
magnetic field). A review of the biological effects is 
beyond the scope of this chapter, and the interested 
reader is referred to Sherlock and Kanal (1996) and to 
their web site at http://kanal.arad.upmc.edu/MR_ 
Safety/. However, at the time of writing there is little 
objective evidence that high static fields are harmful. 

Injury from projectiles is a concern of particular 
importance to fMRI applications, however, because of 
two factors. First, many magnets are being installed in 
sites other than the traditional radiology department, 
where access to, and operation of the MRI scanner is 
generally limited to trained technologists. In many 
brain mapping centres, fMRI experiments are con- 
ducted by the investigators without assistance from 
centre staff. In such cases, adequate safety awareness 
for all users must be a responsibility of the centre. This 
should include mandatory safety training for all inves- 
tigators with access to the magnet and the use of suit- 
able screening forms for the subjects. Second, fMRI 
utilizes a substantial amount of auxiliary equipment 
for stimulus presentation, subject monitoring and 
response recording. This equipment must be carefully 
qualified for safety (as well as compatibility; see 
Section 5.5.2). Before bringing a new piece of equip- 
ment into the magnet room, it should be tested for 
magnetic attraction using a hand held magnet. If found 
to have ferromagnetic components, the device should 
be anchored or tethered in such a way that it does not 
present a hazard, especially to individuals not familiar 
with the device or its potential danger. It is wise to 
remember that the attractive forces tend to rise at least 
quadratically as the magnet is approached, and rise 
even more rapidly when the magnet is self-shielded. 
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5.3 Gradient coils 

5.3.1 Overview of gradient coils 

The purpose of the gradient coils is to produce mag- 
netic fields directed along the axis of the magnet 
(z direction) that vary linearly with x, y, or z. Figure 5.5 
shows a schematic diagram of transverse (G x or G ) 
gradients and the longitudinal gradient, G z . In prac- 
tice, the transverse gradients are often constructed as 
printed circuit boards that are wrapped around a for- 
mer containing the G z windings. The assembly may 
also contain resistive shim windings as well as coolant 
pipes and is potted for rigidity. 

Generally, whole body gradient coil assemblies 
include an active shield coil, as shown in Fig. 5.6, in 
order to confine the gradient fields as much as possible 



volume and exclude them from the rest of 
and cryostat. Without such shielding, eddy 
generated that oppose the desired fields, 
causing significant image degradation in rapid imaging 
techniques such as EPI. The shield coil receives the 
same current as the main coil, and is designed to cancel 
the fields outside the shield at the cost of increased 
drive power for the main coil. A typical shielded 
gradient coil may reduce the eddy currents by a factor 
of 15-20. Remaining eddy currents are compensated 
by prefiltering the drive waveforms (Wysong et al. 
1994). 

Parameters that are important in the design of 
gradient coils and their driver amplifiers include 
maximum gradient amplitude G° (mT/m), slew rate S° 
(T/m/s) or rise time t (minimum time to reach full 
scale, (jls), and duty cycle. In general, fast imaging 





Transverse {G G y ) 



Longitudinal (G z ) 



Fig. 5,5 Simplified pictorial diagram of transverse (a! and longitudinal lb) gradient'-. In this design, the transverse gradients 
use four current loops to generate a magnetic held along the ; di reel ion that varies and changes sign from left to right. The longi- 
tudinal gradient uses two current loops whose B 2 fields are in opposition and cancel at z = (the B x and B components play 

no role). By careful d n of th irrenl ibution tl variation n I i i i r within a I I imag.ii I i 

centred at the origin of the gradient system (isocentre). 



G x , G y , G z shield coils 



G x , G y , G z gradient coils 



outer windings to reduce the gradient fields outside the shield to a sn 
is eddy current effects by excluding tunc varying fields from the shim 
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sequences require high G° and high S° in order to 
achieve the resolution desired with T AD short enough 
to avoid blurring. Typical values for these parameters 
for a whole body system with high performance gradi- 
ents capable of performing EPI are 22-40 mT/m, 
150-200 mT/m/s, 50-100 per cent duty cycle. In some 
cases, the specifications are not simultaneously met; 
for example, a gradient system may only sustain 
maximum gradient amplitude and slew rate at 50 per 
cent duty cycle, but may achieve one or the other at a 
higher duty cycle. 

5.3.2 Biological considerations for fast 
gradient switching 

Rapidly switched gradient fields can induce mag- 
netostimulation effects in humans by creating local 
electric potentials. In some cases, the potentials may be 
large enough to cause nerve membrane depolarization, 
which leads to 'twitching' from muscle contractions, 
peripheral nerve stimulation, or magnetophosphenes 
manifested as flashing lights from excitation of the 
optic nerve. The magnetic field changes are zero at 
the gradient isocentre and increase until a radius near 
the edge of the imaging field of view at which the gra- 
dient fields fall off. The effects depend on the peak 
amplitude of the B fields created by the gradients 
B = rG (r is the radius from isocentre) and the slew 
rate dB/dt = rS°, as well as the anatomic position and 
tissue orientation relative to the maximum gradient 
field (Harvey and Mansfield 1994). The magnitude of 
magnetostimulation effects can range from impercepti- 
ble to painful in different individuals undergoing the 
same scan protocol (Chronik and Rutt 1999). 
However, the potential for such effects is greater for 
gradient coils that cover a larger imaging volume 
(larger r). For further information, consult Shellock 
and Kanal (1996). 

5.3.3 Whole body, insertable or head 
dedicated? 

There are several tradeoffs to be considered when 
choosing between whole body gradients and insert- 
able, head only gradient coils. Similar considerations 
apply to the choice of a head-only scanner. 



Whole body gradients 

The advantage of a whole body scanner is that the 
gradient coils do not physically intrude in the patient 
space, and are always in place. This allows ease of 
setup and greater flexibility in choice and placement of 
RF coils and stimulus delivery apparatus. It also allows 
flexibility when the scanner is used in a multi-purpose 
environment for which fMRI is not the only applica- 
tion. The disadvantage of gradients capable of whole 
body coverage is that the potential for magnetostimu- 
lation effects is greater than with localized gradients, 
because larger volumes are accompanied by larger 
peak field swings (see Section 5.3.2). 



Insertable gradient coils 

Scanners without high performance gradient sys- 
tems capable of single-shot EPI can be equipped with 
insertable gradient coils that, by virtue of their small 
size, can achieve adequate G° and 5° using the scan- 
ner's existing gradient driver amplifiers. Besides 
enabling EPI acquisitions, such coils have a further 
advantage that G° and S° can often be increased 
considerably over that available with a whole body 
gradient set. This results because the B and dB/dt 
generated by the gradients can be kept small because of 
the small radii over which the gradients act. This 
makes the use of such devices attractive even for EPI- 
equipped scanners because of the benefits of having 
very high performance gradients for rapid scanning. 

The disadvantage of such coils is that they are 
cumbersome and require setup time in order to 
connect the wires and cooling hoses. This may be a 
major factor if the scanner is used for multiple 
purposes and must be reconfigured often. In addition, 
there may be questions of reproducibility in re-estab- 
lishing the mounting of the coil assembly on the 
patient table. Moreover, the coil assembly can interfere 
with stimulus delivery and may limit RF coil choices. 
Finally, there is growing interest in fMRI of the spinal 
cord, which would be precluded by some of the 
existing insertable designs. 



Head-only scanners 

Using small superconducting magnets and specially- 
designed gradient coils, head-only scanners are becom- 



ing available. These scanners can be expected t 
lower cost both in terms of capital 
well as in siting costs. Smaller magnets weigh less and 
have smaller magnetic 'footprints', which allows for a 
reduction in the size of the examination room. 
Furthermore, the gradient performance may signifi- 
cantly exceed that of a whole body scanner for the 
reasons given above for insertable coils. A disadvan- 
tage of such scanners is that there may be little flexi- 
bility in RF coil choice or stimulus placement because 
of the small inner bore size. In addition, cervical spine 
imaging would be compromised or impossible. 



5.4 Radiofrequency coils 

NMR requires a radio frequency (RF) coil to generate 
the oscillating magnetic field (often denoted 'Bj') 
rotating at the Larmor frequency in order to cause 
transitions between spin states during the 'excitation' 
(or 'transmit') phase of the pulse sequence. The same 
or a different coil is used to receive the echo signal. 
There are a number of variations on volume and 
surface coils, and careful choice is important bee; 
the image SNR is strongly affected by the RF coil. 



5.4.1 Volume head coils 

Transmit/receive (T/R) coils 

Generally, the head coils supplied by s< 
facturers use the same coil for transmit and receive 
functions. Coil designs can use either 'linear' or 'quad- 
rature' drive, although most commercial volume coils 
are of the quadrature variety, because this provides a 
factor of two reduction in transmit power and V2 
advantage in SNR over linear drive (Glover et al. 
1985). With quadrature drive, two independent reso- 
nant modes are excited in time and space, and this 
eliminates one of two counter-rotating B l components, 
leaving only the component rotating in the proper 
direction to excite the NMR process. Quadrature drive 
also reduces B , heterogenei ty effects that are caused by 
interaction of the B 1 field with the lossy dielectric tissue 
in the head, manifested as standing wave and eddy 
current effects. These effects are more severe when the 
cranial size becomes comparable to a half wavelength 
at the RF frequency, which occurs at the higher fields. 
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conditions used during receive. The advantage of this 
technique is that the body coil can often produce more 
uniform B t field within the head because the coil 
elements are distant from the head and there are no 
'hot spots', as can occur close to the coil. However, at 
the time of writing > 3 Tesla scanners do not have 
body coils, so this method is limited presently to the 
lower fields. 

5.4.2 Surface coils 

The advantage of a volume coil is that coverage of the 
entire brain is obtained with relatively uniform signal 
intensity. However, when less coverage is required, 
significant SNR advantages can be obtained by using 
surface coils. The benefits result from the reduction in 
sensitive volume, which limits the noise contribution 
that is picked up to a smaller fraction of the head. An 
example is shown in Fig. 5.7, in which the SNR of 
volume and of surface coils in three arrangements are 
compared. If a surface coil can be used, it may be seen 
that large gains can be made. 

Like volume coils, surface coils can be either receive- 
only or transmit/receive. Generally it is preferable to 
use receive-only mode for surface coils because the 
severe B^ heterogeneity effects are further com- 
pounded when transmitting with the surface coil. 

A disadvantage of surface coils is that they must be 
placed so that their B 1 field is largely perpendicular to 
B . For a loop coil, the B 1 field passes through and is 
perpendicular to the plane of the loop. Thus loop coils 
may be placed posterior, anterior, left or right of the 
brain, but not on the top of the head (Fig. 5.8). The 
coil(s) must be secured so that no motion is possible, 
because otherwise image artefacts can be generated. 

5.4.3 Safety considerations of RF coils 

As with any MRI 
SAR limits are 
Similarly, cautioi 
that the cables do 
subject as burns c 

For fMRI, however 

apply because of the 

ing equipment 



smust betaken that 

tot exceeded (see Section 5.2.2). 
should be used with surface coils 
lot form loops and do not touch the 
n result (Shellock and Kanal 1996). 
:ver, additional considerations may 
ide variety of stimulus and 
use. Any equipment placed in 
the RF field (e.g. eye trackers in a head coil, or a finger 
response button box in the active body coil) may be 




Fig. 5.8 Sketch showing possible surface coil orientations. 
The NMR signal is maximized when the B, field is perpendic- 
ular to the z-directed B field, as in (a). If the coil is oriented 
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subjected to substantial RF fields. This can cause large 
induced RF currents to flow on the outside of the 
device and its cables, and is a potential concern for 
causing burns from high RF voltages. The induced 
currents may also have a deleterious effect on the 
device and any equipment connected to it, although 
the latter may be protected by filters (e.g. in passing 
through the screened room wall). Particular care must 
be taken if electrodes are connected to the subject for 
recording EEG, ECG, or other physiological fur 
Usually, high impedance leads must be used t( 
the RF effects. 



5.5 Special considerations for 
fMRI 

5.5.1 Data throughput 

Data handling 

Functional imaging generates large amounts of image 
data, and it is important that data handling does not 
impede scan operations, both from the standpoint of 
efficiency as well as cognitive aspects of the experi- 
ment. There are two considerations in data handling, 



including image reconstruction/storage and image 
transfer. 

Many scanners are capable of gathering images 
from an EPI sequence at a rate faster than can be 
reconstructed. If this is the case, the scanner may 
impose a suspension of further scanning after the scan 
finishes until the reconstruction queue is empty. 
Depending on the scanner and its available array 
processor options, the post-scan reconstruction time 
can be many s to min. There may be alternatives, 
including delayed reconstruction or storing the raw 
data for reconstruction on an off-line computer, and 
some manufacturers offer such features as options. A 
related issue is that the scanner may impose a limit on 
the total number of images that can be created in a 
scan, and that can be a handicap for many experi- 
ments. This limitation is removed by off-line recon- 
struction, at the expense of additional processing steps 
and time. It is important that large amounts of data 
storage are available on the scanner in RAM and hard 
disk, for image data and/or raw data, in order to avoid 
scan limitations while waiting for data transfer. It may 
be desirable to install an auxiliary hard disk (> 4 
Gbytes) to augment the available data storage, if 
possible. 

A second aspect of data handling is retrieval of the 
images from the scanner. With several thousand 
images in a typical fMRI scan, the transfer time can be 
lengthy. Many scanners use DICOM for the image 
format, and many analysis packages are capable of 
directly importing such images. In some cases, the 
images are stored in proprietary format, and vendor- 
supplied software may be needed to retrieve the 
images. Some investigators have developed transfer 
programmes that perform more efficiently than the 
manufacturer's software. 

A severe limitation that often applies on scanners 
that are shared between neuroscience applications and 
clinical duties is the existence of firewalls that limit 
network access to scanners. In such cases, it will be 
necessary to install a workstation on the local network 
for efficient transfer of the data from the scanner. The 
workstation may be equipped with the fMRI analysis 
and display software, or it may have archival means 
such as a CD ROM burner or DAT drive. In most 
cases, archiving the images from the scanner and trans- 
ferring them manually is only acceptable for low 
volume fMRI situations. 



Hardware limitations 

A data throughput limitation can arise indirectly if the 
duty cycle of the gradient system is inadequate. When 
examining specifications for a scanner prior to 
purchase, it is important to understand the actual 
number of images/second that can be acquired with a 
typical sustained fMRI protocol. Some scanners have 
'burst' modes, that allow higher collection rates for a 
short period of time, while others may have duty cycles 
that depend on slice orientation (oblique planes can be 
more limiting), field of view, resolution, or other para- 



5.5.2 Stimulus considerations 

Most fMRI experiments require some form of sensory 
cueing to the subject in the form of a visual, auditory 
or other stimulus, and many experiments also require 
measurement of subject responses. These systems 
must neither affect nor be affected by the MRI. Thus, 
mirrors, goggles, headphones and other devices placed 
within or close to the RF coil must not be magnetic nor 
affect the RF coil. Video projectors and finger response 
button boxes must not inject noise in the images. It is 
imperative that imaging tests be conducted to ascer- 
tain that the equipment is benign before its use can be 
certified. 

A typical test sequence is the following. First, 
perform baseline scans with the stimulus equipment 
absent using a phantom with size, NMR and electrical 
loading characteristics similar to a head and with all 
RF coils that will be used with the equipment. Imaging 
sequences should include typical anatomic and func- 
tional scans in order to cover different bandwidths, 
and ultimately to expose the equipment to realistic 
gradient and RF ambient conditions. In addition to 
normal scans, disable the transmitter so that only noise 
images are reconstructed, if possible. Next, repeat the 
scans with the equipment in place and operating. 
Ascertain that the equipment functions normally dur- 
ing the functional scans. The images should be com- 
pared both for signal changes as well as the presence of 
discrete 'zipper' artefacts and/or more diffuse noise. In 
the opinion of this author, no additional noise or 
reduced signal is acceptable, and the equipment must 
be modified or rejected if found otherwise. 
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5.5.3 System tests 

Systems used extensively for fMRI experiments should 
be tested periodically to establish benchmark perfor- 
mance measures for long-term quality control (QC). 
This can take the form of scans performed on a weekly 
basis with records kept. The important characteristics 
for fMRI are the SNR and system stability. Stability is 
critical because noise added by the system, if compa- 
rable to physiological noise components, directly 
compromises the statistical relevance of small BOLD 
signal changes, thereby reducing z-scores. 

The QC scan should use a typical functional 
protocol that covers at least 5 min of scanning. A 
phantom that has size, NMR and electrical loading 
characteristics similar to a head should be used. The 
image time series can be analysed in several ways. 
Using a region of interest (ROI), the time series ampli- 
tude can be plotted. The root-mean-squared \ 
after linear trend removal should be recorded 
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obtained from this image as the standard deviation in 
an ROI within the region of the phantom, divided by 
V2 (Weisskoff 1996; Glover and Lai 1998). The advan- 
tage of this procedure over the more commonly 
employed ROI in a region of the image outside the 
phantom is that the procedure incorporates a tacit 
stability test. Finally, it may be beneficial to record 
other system settings such as transmitter and receiver 
gains and centre frequency, as well as other parameters 
that may vary in the site such as room temperature. An 
example is shown in the table below, where the table 
records the root-mean-squared fluctuation of the mean 
signal, the linear drift (expressed as a percentage of the 
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tion in an ROI outside the phantom (which does not 
contain any ghosting artefact). This test measures 
system amplitude and phase stability because the raw 
data are averaged as complex measurements, so that 
phase incoherence over the averaging period will 
prevent optimum summation. Deviations in the 
resulting plot from a straight line indicate instability. 

The value of such long-term QC procedures is that 
system changes may be gradual enough that degrada- 
tion may go unnoticed without objective data. Having 
such data is also beneficial as a monitor of before/after 
performance when the hardware or software is 
upgraded. 



5.6 Future developments in MRI 
hardware 

5.6.1 Head only scanners 

Functional MRI was developed and is almost exclu- 
sively practiced using whole body scanners at the time 
of writing. However, the explosive growth in fMRI has 
caused several instrument vendors to develop dedi- 
cated head-only scanners. The advantages for such 
scanners are reduced size and siting costs, and higher 
performance gradients. Disadvantages at present are 
reduced magnetic field homogeneity from the shorter 
magnet and reduced access to the subject for stimulus 
presentation. These systems will continue to evolve 
and will eventually include integrated analysis and 
i software. 
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5.6.2 Very high performance gradients 

Presently, the amplitude and slew rate of whole-body 
and insertable gradients are limited by physiological 
considerations associated with the need to avoid 
magnetostimulation (see Section 5.3.3). However, it 
may be possible to reduce the area of the body outside 
the head subtended by the gradient flux by careful 
design of the gradients (Chronik and Rutt 1999). If 
that is the case, the gradient amplitudes and slew rates 
should be capable of achieving much higher levels than 
current designs. This would make possible higher 
spatial and temporal resolution and higher SNR, as 
well as improved diffusion tensor imaging. 

5.6.3 Real-time fMRI 

With the continued evolution of high performance 
scanners and array processors, it is now possible to per- 
form real-time fMRI, in which the image reconstruc- 
tion and a limited analysis such as a correlation or 
t-test are performed concurrently with scanning. The 
results are displayed as a continuously updated activa- 
tion map. One potential for such systems lies in pro- 
viding a rapid method for functional localization to 
optimize the acquisition. This may be important in sur- 
gical planning, especially for imaging-guided interven- 
tions. A second application for real-time fMRI may be 
for providing biofeedback to subjects in plasticity 
experiments and rehabilitation after surgery or trauma. 
Present commercial systems are limited in the data 
rate and number of slices that can be processed, and 
have no motion correction steps in the processing 
pipeline. However, there are no conceptual barriers to 
eliminating these deficiencies, and future equipment 
may be available with full real-time processing incor- 
porated. 



5.7 Concluding remarks 

Functional neuroimaging places strong demands on 
the MR imaging hardware because of the need for 
rapid acquisition, high signal-to-noise ratio, and 
exceptional system stability. In many cases, these 
requirements are in conflict, and tradeoffs must be 
made when choosing instrumentation. 

For example, the thermal SNR increases roughly 
linearly with B Q , which augers for high field strength. 



However, increased B is accompanied by the need for 
stronger gradients, which increases the acoustic noise 
during imaging and causes greater proclivity for 
peripheral nerve stimulation. In turn, the stronger 
gradients result in reduced SNR gains because of 
increased bandwidth. In addition, physiological noise 
components increase at the same rate as signal 
increases, further limiting potential gains in BOLD 
CNR from higher field. Moreover, the RF power 
deposited in the head by the NMR process increases 
with field, and regulatory guidelines may impose limits 
on the number of slices that can be obtained at a given 
imaging speed with some pulse sequences. Siting of 
magnets is also more expensive for higher fields. 

Thus, the choice of field strength for routine cogni- 
tive neuroscience is influenced by numerous factors. At 
the present stage of development, 7 Tesla and 8 Tesla 
magnets capable of human neuroimaging are becom- 
ing available. While there are exciting research oppor- 
tunities that are enabled by such systems, ii 
with fields in this range do not appear to be si 
for routine fMRI because many of the lirr 
described above come into play. A field strength of 3 
Tesla offers significant SNR advantages over 1.5 Tesla 
(Kruger et al. 2001) and is not severely impacted 
by RF, acoustic or physiological noise limits. Thus, 3 
Tesla magnets are now in common use for fMRI. 
The further BOLD CNR gains in moving from 3 Tesla 
to 4 Tesla appear to be modest (Fig. 5.4), but may 
be worth the effort for many research programs, 
particularly when spectroscopic studies are contem- 

( )ther choices involve head versus whole body scan- 
ners, and again tradeoffs must be made depending on 
cost and the need to perform other studies (besides 
fMRI). 

In all cases, once the scanner is installed, it is impor- 
tant to establish and maintain a good quality moni- 
toring program so that trends in scanner performance 
can be noted and deleterious (but often gradual) reduc- 
tions in SNR or system stability can be caught before 
longitudinal studies are compromised. 
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6.1 Introduction 

Since its inception in 1991, functional MRI (fMRI) has 
experienced an explosive growth in the number of 
users and a steady widening in its range of applica- 
tions. A recent (2000) search of the National Library 
of Medicine database for articles with 'fMRF or 
'BOLD' in the title revealed over 1000 citations. The 
rapid rate of improvement in pulse sequence design, 
data processing, information content, data interpreta- 
tion, and paradigm design can be overwhelming to the 
novice and even to the advanced user. This chapter is 
written to assist the fMRI user in making an informed 
decision regarding the choice of functional MRI 
pulse sequence. A second goal is to present the pulse 
sequence choices against a wider backdrop of relevant 
variables, rang 

hardware. The hope is to build a broader perspective 
of what the limits and possibilities of fMRI are. 

Most fMRI experimental planning can be reduced 
to an iterative optimization between what is practically 
possible and what is ideally desired from the experi- 
ment — both factors being inter-dependent. They drive 
both the development of the methodology and the 
sophistication of the questions that can be asked. The 
following sections describe the variables that can be 
optimized in typical functional MRI experiments. 
These factors include information content, sensitivity, 
acquisition speed, image resolution, brain coverage, 
and anatomical image quality. Summaries and discus- 
sions of the tra g the variables described 



6.2 Information content 

Several types of phys 
mapped using fMRI. This ra 



includes the following: baseline cerebral blood volume 
(Rosen et al. 1989; Moonen et al. 1990; Rosen et al. 
1991), changes in blood volume (Belliveauei al. 1991), 
baseline and changes in cerebral perfusion (Detre et al. 
1992; Williams et al. 1992; Edelman et al. 1994b; 
Kwong etal. 1994; Kim 1995; Wong et al. 1997), and 
changes in blood oxygenation (Ogawa et al. 1990; 
Turner et al. 1991; Bandettini et al. 1992; Frahm 
et al. 1992; Kwong et al. 1992; Ogawa and Lee 1992; 
Haacke et al. 1997). Recent advances in fMRI 
pulse sequence and experimental manipulation have 
allowed quantitative measures of oxygen metabolism 
(CMR0 2 ) changes and dynamic non-invasive meas- 
ures in blood volume with activation to be extracted 
from fMRI data (Kim and Ugurbil 1997; Davis et al. 
1998; van Zijl et al. 1998; Hoge et al. \999a,b). A 
detailed treatment of the MRI techniques available to 
map these physiological parameters, in particular 
CMR0 2 estimation, is provided in Chapter 8. Table 
6.1 provides a summary of the tradeoffs involved with 
the use of each of the above mentioned contrast mech- 
anisms and the types of information that can be 
obtained from each. Also, a brief overview of the basic 
principles is given below. 

6.2.1 Blood volume 

In the late 1980s, the use of rapid MRI allowed 
tracking of transient sign; inges over time. 

One application of this utility was to follow the T2* or 
T2-weighted signal intensity changes as a bolus of 
intravascular paramagnetic contrast agent passed 
through the tissue of interest (Rosen et al. 1989). As it 
passes through, the bolus induces susceptibility-related 
signal dephasing which then recovers as the bolus 
washes out. The area under the signal attenuation 
curve is proportional to the relative blood volume. In 
1990, Belliveau and colleagues took this approach one 
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step further when they mapped blood volume during 
rest and during activation (Belliveau et al. 1991). 
Indeed, the first maps of brain activation using fMRI 
were demonstrated with this technique. Soon after its 
demonstration, contrast agent fMRI was rendered 
largely obsolete (for brain activation imaging) by the 
endogenous oxygen-sensitive contrast agent haemo- 
globin. Recently, non-invasive methods for dynamic 
measurement of blood volume have been introduced 
(Liu etal. 2000). 

One advantage of blood voln: 
information that is derived : 
and that baseline informatioi 
perfusion (which can be derived by taking into consid- 
eration the measured tissue transit time) can be 
obtained. It also has the advantage that multi-slice 
imaging is trivial and a very short scan repeat time (TR) 
can be used, if desired. The total time required for the 
acquisition of data required for a blood volume 
measurement is also quite short (approximately 2 min). 

Blood volume mapping with a bolus injection of a 
susceptibility contrast agent has its drawbacks, how- 



mapping is that the 
directly interp re t a b ) e, 
on blood volume and 



ever. Even though the < 

the doses given, the technique is considered ii 
Larger doses or repeated doses would become toxic. 
All brain activation maps obtained with this technique 
involve separate runs of about 2 min each: the first 
being a rest state, and the second an activated state. 
Since the number of repeated doses is limited, a con- 
straint is placed on what types of cognitive question 
can be asked with the use of this technique. Because of 
the limited number of brain activation studies that 
have been performed with this technique, it is difficult 
to draw a conclusion regarding the relative contrast-to- 
noise ratio provided by its functional activation maps. 



6.2.2 Blood oxygenation 

As early as the 1930s it was known that deoxyhaemo- 
globin was paramagnetic and oxyhaemoglobin was 
diamagnetic (Pauling and Coryell 1936). In 1982 it 
was discovered that decreases in blood oxygenation 
lead to a decrease in the T2 NMR relaxation time of 
blood (Thulborn et al. 1982), and also lead to 
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n T2 * . It was not until 1 9 8 9 that this knowl- 
edge was used to image in vivo changes in blood 
oxygenation in rat. Blood oxygenation level dependent 
contrast, coined BOLD by Ogawa (Ogawa et al. 
1992), was used to image the activated human brain 
for the first time in 1991, and the first results using 
BOLD contrast for imaging brain function were 
published in 1992 (Bandettini etal. 1992; Kwong etal. 
1992; Ogawa et al. 1992). The basic concept behind 
this contrast mechanism is described in detail else- 
where in this book. The effect of neuronal activity is to 
produce an increase in T2 and T2*, and thus to cause 
a small signal increase in T2 and T2*-weighted images. 
Because of its improved sensitivity and ease of imple- 
mentation, gradient echo (T2* -weighted) BOLD 
imaging has emerged as being the most commonly 
used fMRI method. Asymmetric spin echo techniques, 
used extensively by one of the first groups to perform 
fMRI (Kwong et al. 1992), have similar contrast as 
gradient echo techniques and have been implemented 
with similar results. 

With BOLD contrast, several distinct advantages 
exist. First, the technique is of course completely non- 
invasive. Second, the functional contrast-to-noise ratio 
is at least a factor of 2 to 4 greater than that of perfu- 
sion imaging (i.e. the functional maps are much less 
noisy). Third, it is easiest to implement since it only 
requires, typically, a gradient echo sequence with an 
echo time (TE) of 30 to 40 ms. Fourth, it is trivial to 
perform multi-slice whole brain echo planar imaging 
(EPI). All that is required is that the repetition time 
(TR) be long enough to accommodate all of the slices 
desired in each volume. Typically, with a TE of about 
40 ms, the total time for acquiring a single-shot echo 
planar image is about 60 to 100 ms, which translates 
to a maximum rate of 10 to 16 slices per second. If a 
reduced number of slices is sufficient, then a very short 
TR can be utilized for fine temporal mapping of the 
dynamics of the BOLD signal change, though the 
signal-to-noise ratio can be compromised under such 
conditions due to incomplete Tl recovery of magetisa- 
tion between subsequent slice excitations. 

Despite some clear advantages, several disadvan- 
tages do, however, exist in regard to BOLD contrast 
imaging. First, as is described in Chapters 2 and 8, the 
physiology underlying BOLD contrast is extremely 
complicated, involving the interplay of perfusion, 
CMR0 2 , and blood volume changes, and is further 



modulated by the heterogeneity of the vasculature and 
neuro-vascular coupling over time and space. This 
problem leads to limits of interpretation in the loca- 
tion, magnitude, linearity, and dynamics of the BOLD 
contrast signal. In addition, it makes comparisons 
over populations, clinical mapping, and mapping of 
the effects of pharmacologic intervention extremely 
challenging. Also, unlike the perfusion and volume 
mapping methods, no baseline oxygenation informa- 
tion can, as yet, be obtained since resting state T2* and 
T2 times are dominated by the type of tissue rather 
than by its oxygenation state. If resting state oxygena- 
tion information is required, considerable assumptions 
have to be made regarding blood volume and vessel 
geometry, among other things. Another problem with 
BOLD contrast in general is that the same suscepti- 
bility weighting that allows for the observation of the 
functional contrast also contributes to many of the 
artefacts in the images used. These artefacts include 
signal dropout at tissue interfaces and at the base of the 
brain. This problem becomes greater at higher field 
strengths. 

6.2.3 Blood perfusion 

An array of new techniques exists for mapping cere- 
bral blood perfusion in humans. For a recent review, 
please refer to Wong (1999). Perfusion MRI tech- 
niques based on arterial spin labeling, abbreviated as 
ASL techniques, are conceptually similar to other 
modalities such as positron emission tomography 
(PET) and single photon emission computed tomo- 
graphy (SPECT) in that they involve tagging of 
inflowing blood, and then allow flow of the tagged 
blood into the imaging plane. In MRI a radiofrequency 
(RF) tagging pulse is used, which is usually a 180° 
pulse that 'inverts' the arterial blood magnetization. 

ASL techniques can be subdivided into those that 
use continuous arterial spin labeling, which involves 
continuously inverting arterial blood flowing into the 
slice of interest, and those that use pulsed arterial spin 
labeling, which involves periodically inverting a 'plug' 
of arterial blood and measuring the arrival of that 
blood into the imaging slice. Examples of these tech- 
niques include 'echo planar imaging with signal 
targeting and alternating RF' (EPISTAR) (Edelman et 
al. 1994a) and 'flow-sensitive alternating inversion 
recovery' (FAIR) (Kim 1995; Kwong et al. 1995). 
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Recently, a pulsed arterial spin labeling technique 
known as 'quantitative imaging of perfusion using a 
single subtraction' (QUIPSS), has been introduced 
(Wong etal. 1998). 

The primary advantage of perfusion mapping is that 
quantitative maps of perfusion changes can be 
obtained, at least in principle. The changes in signal 
are simply due to perfusion effects and not based on 
any complicating interactions of neurovascular coup- 
ling and blood volume dynamics. Also, quantitative 
maps of resting state or baseline perfusion are obtained 
by default in every time series. With modulation of the 
timing parameters such as the inversion time (TI) 
specific parts of the vasculature may be isolated 
based on their flow rates. Since the tagging of in- 
flowing spins involves only the use of an RF pulse, the 
technique is non-invasive. Lastly, since the basis of the 
contrast is not susceptibility, an extremely short TE 
can be used, significantly reducing larger scale suscep- 
tibility artefacts. For this reason, this technique might 
be the method of choice for mapping activation near 
the problematic tissue interfaces and at the base of the 
brain. 

Perfusion imaging has several potentially prohibi- 
tive disadvantages, however. First, the functional 
contrast-to-noise ratio is lower than BOLD contrast by 
a factor of about 2 to 4, leading to the requirement of 
more temporal averaging (by a factor of 4 to 16) to 
achieve similar quality activation maps. Second, 
because of the time (TI) required to allow the tagged 
blood to perfuse into the tissue of interest, a relatively 
long TR is required. The minimum TR that can be used 
is typically 2 s. Nevertheless, techniques are emerging 
that allow for a shorter TR to be used (Liu and 
Gaol999; Duyn et al. 2000; Wong et al. 2000fc) or 



that provide other solutions (Buxton et al. 1998a,b) 
by using periodically divisible TR and stimulus timing 
intervals. Third, because the tagged blood spins 
undergo signal decay from the moment they are tagged 
(dictated by the T I of blood), all the images have to be 
acquired in a very short time, putting a limit on the 
number of slices that can be obtained. Under such 
multi slice conditions, each slice also has a different TI 
associated with it, making quantification slightly more 
difficult. The typical upper limit of slices is in the range 
of 5 to 10. Finally, in a clinical setting where mapping 
of baseline perfusion information may be critical, ASL 
requires more scanning time to create a usable perfu- 
sion map than does the currently used method 
involving dynamic imaging following the injection of a 
bolus of contrast agent. Although such contrast injec- 
tion methods are better able to measure relative blood 
volume, perfusion maps can also be obtained if the 
tissue transit times are available. 

For mapping baseline information, ASL is slower 
than such dynamic contrast agent methods by a factor 
tical when deter- 



of at least 3, which is potentially c 
mining compromised perfusio 






6.2.4 Haemodynamic specificity 

Each of the MRI techniques outlined above relies on 
the J H nuclei within water molecules to provide its 
signal. These water spins are in a number of vascular 
and tissue environments and, depending on the details 
of the MRI pulse sequence used, each environment 
may contribute more or less of the signal. Importantly, 
a poor choice of sequence parameters may introduce 
signals from unwanted environments that may affect 
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the interpretation of the data. It is, therefore, crucial to 
understand the effect of particular sequence parame- 
ters on the signal that is measured. The current section 
attempts to provide a summary of which vascular and 
tissue environments contribute the predominant signal 
to the MRI approaches discussed above. Figure 6.1 
shows a schematic depiction of pulse sequence sensiti- 
zation to specific vascular components. It shows the 
amount of signal contribution from both the intravas- 
cular (i.e. water spins that are in the blood vessels) and 
extravascular (i.e. water spins that are in the tissue) 
compartments. The shaded regions of the figures show 
those compartments that contribute signal to (a) perfu- 
sion, (b) gradient echo BOLD, and (c) spin echo BOLD 
pulse sequences. Note that blood volume maps typi- 
cally use a gradient echo pulse sequence, and therefore 
have a profile similar to that of (b). The more lightly 
shaded regions surrounding the vessels depict extra- 
vascular (tissue) contributions, versus the darker 
shaded regions depicting the vessels. The functional 
contrast in the tissue signal is derived from blood 
water spins exchanging with tissue water spins in the 
case of ASL perfusion, and from spin dephasing effects 
(in the presence of extravascular field gradients) in the 
case of BOLD. Broadly, Fig. 6.1 shows that perfusion 
techniques show predominantly signal contrast either 
from within or around arterial — capillary vessels, 
whereas BOLD (and blood volume) techniques show 
predominantly signal contrast from within or around 
capillary — venous vessels. In both cases the use of 
some velocity nulling field gradients can have the bene- 
ficial effect of minimizing unwanted signal changes 
from within the very large vessels. 

Regarding susceptibility contrast (BOLD) imaging, 
Fig. 6.1 shows that spin echo sequences are more sensi- 
tive to small susceptibility compartments (capillaries 
and red blood cells) whereas gradient echo sequences 
are sensitive to susceptibility compartments of all sizes 
(Ogawa et al. 1993; Weisskoff et al. 1993; Kennan et 
al. 1994; Bandettini and Wong 1995; Boxerman et al. 
1995b). A common mistake is to assume that spin echo 
sequences are sensitive to capillaries only. Since red 
blood cells also are also 'small compartments' spin 
echo sequences are in fact selectively sensitive to 
intravascular signal arising from small and large 
vessels (Boxerman et al. 1995a). Since BOLD c 
is highly weighted by the resting state blood volu: 
the voxel it is important to consider the vas 



content of voxels showing significant BOLD activa- 
tion. For example, it is likely that many voxels having 
pial vessels running through their! will have at least 50 
per cent blood volume. These voxels are therefore 
likely to show the largest gradient echo and spin echo 
signal changes unless specific steps are taken to elimi- 
nate the signal from within the large blood vessels. 

Flowing spins may also present a problem for BOLD 
sequences, since flow changes in macroscopic arterial 
vessels may contribute signal changes in an fMRI 
experiment and these arterial effects may be some 
distance upstream of the active tissue. These so called 
'inflow' effects are particularly pronounced when a 
short scan repeat time (TR) is used in conjunction with 
a high excitation flip angle (e.g. 90°). Outer volume 
radio-frequency saturation can remove inflowing spins 
(Duyn et al. 1994), and can thus reduce such non- 
susceptibility related inflow changes when using 
sequences with short TR. Reduction of the flip angle 
can also help to remove these unwanted effects. 
Finally, diffusion weighting, or 'velocity nulling', 
involving the use of diffusion gradients with b-values 
of 50 s 2 /mm or greater (see LeBihan 1995, for a discus- 
sion of diffusion weighting and b-values) can also help. 
These gradients effectively dephase rapidly moving 
intravascular signal (Boxerman et al. 1995a), therefore 
reducing but not eliminating large vessel effects in 
gradient echo fMRI and all large vessel effects in spin 
echo fMRI. Note that intravascular effects are 
removed but extravascular effects will remain. A 
significant caveat to this approach is that, at 1.5 Tesla, 
application of this amount of diffusion weighting 
reduces the BOLD signal change by about 60 per cent 
(Boxerman et al. 1995a) which is prohibitive under 
even the most optimal circumstances. This also implies 
that at 1.5 Tesla up to 60 per cent of the BOLD signal 
originates from intravascular water and not from 
water better localized in tissue experiencing modula- 
tion of magnetic field gradients around smaller vessels. 

Performing BOLD contrast fMRI at high field 
strengths (> 3 Tesla) certainly has many advantages, 
one being that it has the same benefits as diffusion 
weighting in its effect on susceptibility-based contrast. 
This is because the T2* and T2 relaxation times of 
venous blood become progressively shorter than the 
T2* and T2 values of grey matter as a function of 
increasing static field strength. Therefore, proportion- 
ately less signal will arise from ii 
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higher field strengths (Menon etal. 1993). This unique 
characteristic of imaging at high field strengths can be 
put to use in the creation of high resolution venograms 
(Menon etal. 1993). 



6.3 Sensitivity 

Extraction of a 1-5 per cent signal change against a 
backdrop of thermal noise, physiological fluctuations, 
head motion, and system instabilities requires careful 
consideration of the variables which influence signal 
detectability. These range from factors that optimize the 
fMRI contrast, increase the signal, reduce physiological 
is, and minimize artefactual signal changes. 



6.3.1 Optimizing fMRI contrast 

Figure 6.2 shows three varieties of BOLD c 
pulse sequences: gradient echo, spin echo, and asym- 
metric spin echo. The optional modules to generate per- 
fusion contrast are also shown (boxed). Note that the 
readout acquisitions in the figures are abbreviated, since 
each sequence typically has at least 64 frequency encod- 
ing lobes and phase encoding blips. With regard to 
BOLD contrast, gradient echo (or asymmetric spin 
echo) sequences are typically used because they produce 
the largest activation-induced signal changes by a factor 
of 2 to 4 over other contrast sensitizations. Gradient 
echo images are collected during the free induction 
decay of the signal after an initial RF pulse is applied. 
This signal decay can be described by an exponential 
function with a decay rate R2* = 1/T2* or a character- 
istic decay time of T2*. During activation, this decay 
rate decreases slightly (i.e. T2* increases slightly). 

Approximate values for resting decay times and acti- 
vation-induced changes in rate are shown in Table 6.2 
for two field strengths. Figure 6.3 is a comparison of 
the signal intensity, functional contrast, and activa- 
tion-induced percent signal change for spin echo, 
asymmetric spin echo and gradient echo sequences at 
1.5 Tesla and 3 Tesla with the values shown in Table 
6.2. The TE that optimizes contrast when performing 
gradient echo fMRI is that which maximizes the differ- 
ence between two exponential decay rates (the value 
for 1/T2* during rest versus the value for 1/T2* during 

T2*. When performing spin echo fMRI, since changes 
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Fig. 6.2 Pulse sequence diagram of (a) gradient echo, (b) 
spin echo, and (c) asymmetric spin echo EPI. The TE is shown 
here to occur at the centre of the abbreviated 9 line fe-space. 
Typically, the readout window includes at least 64 blips or 
readout lobes. In the asymmetric spin echo sequence the t 
value is the amount of time that the centre of &-space is 
removed from when the spin echo occurs. The additional 
pulses required to generate ASL perfusion contrast are also 
indicated schei 
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Table 6.2 Approximated values for grey matter relaj 
and activation-induced relaxation rate changes. These 



in T2 rather than T2* are observed, the optimal TE ~ 
resting 12. Note from Fig. 6.3 that the percentage 
signal change increases linearly with TE while the 
contrast has a well defined peak. 

In the case of the asymmetric spin echo sequence, 
BOLD contrast is generated when the image is 
collected at a time, t, from the spin echo. To maximize 
BOLD contrast, t should also be approximately equal 
totheT2' ; - of the tissue. 

For arterial spin labeling sequences the basic EPI 
readout module is still used, but an ASL tagging pulse 
is added a time TI before the EPI readout. It is desir- 
able to tailor the pulse sequence parameters such that 
the perfusion maps show only tissue perfusion with no 
signal seen in larger arteries from tagged blood that is 



destined for more distal slices. This can be accom- 
plished by careful choice of tagging pulse parameters 
and by use of flow-crushing gradient pulses. The ratio- 
nale is to optimize quantification or information 
content (Wong etal. 1998; Wong 1999). If full control 
for quantification is not necessary, and some contami- 
nation from blood which is flowing through the slice is 
acceptable, then maps having greater functional 
contrast by at least a factor of 2 can be obtained by 
relaxing some of the above constraints. 

While not directly improving perfusion contrast 
itself, one simple method foi improving ASL signal-to- 
noise ratio without compromising quantification is the 
use of as short a TE as possible. For example, in single 
shot-imaging, starting at the centre of &-space, a: 
spiral imaging, allows 
short as 3 ms), yieldin 
the raw images. 

Methods exist that 
t and perfusio 
■un. These include techniques that collect 
•n images and BOLD images during separate 
s of the same run (Hoge et al. 1999a), those 
: the same images for perfusion and BOLD 
:alculations (Wong and Bandettini 1999), 
and those that employ a double echo sequence — using 
the first echo (short TE: no T2* -weighting) for opti- 
mally obtaining perfusion information and the second 
echo (long TE: high T2*-weighting) for optimally 
obtaining BOLD information. 
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6.3.2 Maximizing signal 

Field strength and sequence parameters 

Imaging at higher static field strength increases both 
the anatomical image signal-to-noise ratio and also the 
magnitude of the activation-induced signal change for 
BOLD and perfusion contrast (Menon et al. 1993; 
Ugurbil et al, 1993). MRI signal- 



arly with field st 



h because the nc 



m (or proton magnetic moment) 
proportion to field strength. BOLD contrast calcula- 
tions are slightly more complicated (Moonen and van 
Gelderen 1999). The magnitude of the BOLD signal 
change increases in a manner that is approximately 
linear with field strength due to a greater stratification 
in precession frequencies for a given change in blood 
oxygenation. Regarding functional contrast, BOLD 
as mentioned above, is maximized with 
of grey matter. At 1.5 Tesla, T2* is about 50 
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to 60 ms. At 3 Tesla, T2* is about 30 to 40 ms, depend- 
ing typically on the quality of the shim, and sometimes 
on the spatial resolution (T2* tends to increase with 
improved resolution — see Chapter 4). Activation- 
induced changes in T2* increase at least linearly with 
field strength. An interesting point is that if the activa- 
tion-induced T2* change increased as a function of 
field strength at the same rate that the resting state T2* 
decreased then there would be no improvement in 
functional contrast at higher field strength. Fortun- 
ately, the resting state T2* does not decrease with field 
strength as rapidly as the increase in activation-induced 
changes in T2*. It should be noted that when using 
susceptibility contrast, issues related to susceptibility 
problems, such as shimming and distortion, are more 
prominent at higher field strengths. This becomes 
most significant when imaging the base of the brain or 
r interfaces of susceptibility, such as near 



the si 



,..k 



The choice of TR to use is usually dictated by the 
number of slices that are required and by the acquisi- 
tion speed of the scanner (10 to 16 per second as 
mentioned above). If this is not an issue (e.g. when one 
is only collecting a few slices), it is important to take 
into consideration the effect of a reduction in TR on 
the signal intensity and to use the appropriate flip 
angle which maximizes signal at a given TR, known as 
the Ernst angle (see Chapter 3). It follows that a longer 
TR increases signal, but decreases the number of 
samples in a time series. As a rule of thumb, it is 
usually found that the functional contrast drops off 
dramatically when using a TR less than 500 ms. The 
reasons for this, while perhaps related to noise auto- 
correlation, are as yet somewhat unclear. 

When performing arterial spin labeling, functional 
perfusion contrast also increases at higher field 
strengths. The Tl or longitudinal relaxation time of 
blood increases with field strength, resulting in more 
signal from the tagged inflowing blood. 

An important point discussed in Section 6.3.3 is that 
n image signal-to-noise ratio or functional 
;t does not necessarily translate to higher func- 
tional contrast-to-noise ratio since functional images 
are created from time series data. Noise in time series 
data contains physiological fluctuations as well as arte- 
factual signal changes which reduce the quality of the 
functional images (Jezzard 1999). To reap the full 
benefits from increasing the signal intensity and signal- 



to-noise ratio of individual images, it is ci 
mize the effects of physiological flue 
factual signal changes. 

Imaging at higher field strength has some other dis- 
advantages which include greater susceptibility arte- 
facts, and greater RF power deposition. RF power 
deposition only becomes a problem when performing 
high resolution anatomical imaging that involves mul- 
tiple 180° pulses, for example with fast spin echo. 
Some arterial spin labeling techniques, particularly 
continuous labeling techniques, are also limited by RF 
power deposition at higher field strengths. 

Radio frequency coils 

RF coils are used both for exciting the spins and for 
receiving signal from the spins. Regarding the use of 
RF coils to receive signal, the smaller the coil, the less 
tissue to which it couples. This gives a higher signal-to- 
noise ratio but results in less brain coverage. Larger 
RF coils allow for more brain coverage but have a 
lower signal-to-noise ratio than smaller coils. Where 
sensitivity is critical, a surface coil in a specific region 
may be desirable. A brain-specific RF coil should be 
generally as close to the head as possible so that it 
couples only to brain tissue. Where whole brain 
imaging is required, a whole brain quadrature RF coil 
is likely to be optimal. It should be noted here that 
typical whole head and neck coils used clinically are 
sub optimal for whole brain fMRI, since they couple 
also to the face and neck regions (only adding noise), 
and they are generally not as close as possible to the 

Regarding the use of RF coils for excitation, the 
larger the coil the more uniform the excitation distri- 
bution. This is desirable for maintaining uniform 
contrast. Obtaining uniform excitation with a small 
coil usually requires the use of specialized RF pulses. 
Thus, the optimal solution is to use a large RF coil for 
excitation of the spins, and a separate smaller coil 
for signal reception. When multiple RF receiver chan- 
nels are available with the appropriate bandwidth for 
high speed imaging, multiple smaller RF coils can be 
used simultaneously as receive coils and a larger coil 
for excitation. In this manner, the advantages of each 
coil size are combined. 

At high field strengths, because of RF power deposi- 
tion issues, it has been difficult to use whole body 
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RF coils for 
3 Tesla and ab( 
RF coils. 

Voxel size 

The signal-to-noise ratio in an MR image is directly 
proportional to voxel volume. Functional contrast-to- 
noise ratio is optimized by matching the volume of the 
active region to the voxel volume. This matching of 
voxel volume to activated region minimizes the partial 
volume averaging of inactive tissue while maximizing 
the signal-to-noise ratio. Since functional region sizes 
are not well characterized, and are likely to vary 
widely over space and across experimental question, 
the optimal voxel size is difficult to predict. Recent 
work suggests that the optimal voxel volume dimen- 
sions are 1.5 X 1.5 X 1.5 mm 3 (Hyde et al. 2000). 
Matching the voxel volume to the cortical thickness — 
about 3 mm — is also a common practice. The issue 
becomes more complicated when one takes into con- 
sideration physiological noise, which is nearly inde- 
pendent of voxel volume. More work must be done to 
characterize this. 

One other advantage to imaging with smaller voxels 
is that, particularly in regions of poor shim, T2* tends 
to increase as voxel volume is reduced, providing 
higher signal at a given TE and, subsequently, more 
functional contrast (see also Chapter 4). Because the 
voxel size dependence is so much dependent on the 
shim, the precise relationship between voxel size and 
T2* cannot be simply predicted. Methods for 
decreasing the voxel volume include using a longer 
readout window with more points, using partial k- 
space reconstruction techniques, and using multi-shot 
techniques - all are discussed in Section 6.4. 

6.3.3 Reducing physiological 
fluctuations 

In most fMRI studies which use snap shot imaging i 
large contribution to the temporal stability of the 
images over the time scale of min, as opposed to the 
typical 30 ms acquisition time per snap shot image, is 
from physiological processes. The brain pulsates with 
every heart beat (Poncelet et al. 1992; Dagli et al. 
1999). Also, the effect of the lungs filling with air with 
every breath changes the magnetic field profile passing 



through the brain. This change in magnetic field profile 
causes changes in image placement and geometry. 
Breathing also modulates the cardiac frequency. Addi- 
tionally, physiological fluctuations in the 0.1 to 0.2 Hz 
range have been observed in MRI data. Some have 
attributed these low frequency oscillations to vasomo- 
tion (Mayhew et al. 1996). Others have attributed 
them to spontaneous brain activity (Biswal et al. 1995; 
Lowe et al. 1998). Aside from the fact that they are 
interesting in themselves, these physiological fluctua- 
tions, when not the topic of study, should be removed 
to reap full sensitivity. These fluctuations are less of a 
hindrance at extremely high spatial resolution or when 
using a pulse sequence with a low contrast sensitivity, 
in which case random thermal noise effects are similar 
in magnitude to the physiological fluctuations, and 
tend to dominate. 

Filtering 

Filtering out frequencies associated physiological 
processes can reduce the temporal fluctuations or at 
least make their noise contribution closer to a 
Gaussian distribution so that standard parametric 
statistical tests can be applied. Filtering is also a rela- 
tively easy post-processing step. It should be noted that 
if the frequencies do not overlap with the frequency 
spectrum of the haemodynamic impulse response func- 
tion, then they are inconsequential to the data quality 
and do not need removing, particularly when 
performing regression or correlation analysis with a 
realistic reference function that contains all the 
frequencies that are of interest. 

One major difficulty in filtering out the effects of 
physiological processes from the MRI data itself is that 
it is necessary to sample the processes at a rate at least 
double that of the highest fluctuation frequency in 
order to remove them. To properly filter cardiac 
frequencies, for example, it is required that the scan 
TR be very short since the frequencies of fluctuations 
induced by the cardiac cycle can be much higher than 
the heart rate itself. Because the sampling rate for most 
fMRI studies is typically in the range of 2 s per 
sampling of the same slice, the cardiac frequencies 
typically cannot be removed by analysis of the MRI 
data alone. Strategies have been used, with limited 
results, to work around this undersampling problem 
(Frank et al. 1999; Lowe 1999). 
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Filtering of respiration related flu 
since the respiration frequency is well within the 
sampling rate of most time series. One method for 
filtering involves applying to the data a band-stop filter 
in the range of the respiration frequencies. Another 
method, which is generally more accurate, involves 
using the respiration time course, obtained from direct 
measurement using a billows in the scanner, as a 
regressor or reference function in data analysis. This 
function can then be subtracted out of or orthogonal- 
ized to the data. The regions that appear the most 
affected by respiration are similar to those most 
affected by cardiac fluctuations — typically at the base 
of the brain. 

Pulse sequence strategies 

Standard multi-shot techniques suffer from signifi- 
cantly more physiological-related noise than do EPI 
techniques or single and multi-shot spiral imaging 
(Glover and Lee 1995; Noll et al. 1995). This is 
because standard multi-shot images take several s to 
acquire, during which time physiological processes 
evolve, introducing 'ghosting' into the images. The 
magnitude of the ghosts in single and multi-shot 
imaging depends on how well individual lines of k- 
space are registered. With multi-shot imaging the k- 
space lines are acquired over, say, 3 s. The relative 
phase of each £-space line (or its 'placement') is partic- 
ularly dependent on when in the cardiac cycle it is 
collected, so one can imagine that no multi-shot image 
will have precise placement of fe-space lines due to the 
non-repeatability of the phase of the cardiac cycle rela- 
tive to the timing of data collection. This leads to non- 
repeatable ghosting which adds an order of magnitude 
more temporal instability to the time series. The lines 
near the centre of &-space contribute most to the image 
intensity, so it is primarily important to have those 
lines registered across all images. Multi-shot spiral 
techniques perform better since they always start data 
acquisition at the centre of fe-space, therefore over- 
sampling this region. Manifestation of any differences 
in the phase of the cardiac cycle near the centre of k- 
space tends to get reduced with multi-shot spiral tech- 
niques because of this oversampling. Regardless, 
multi-shot techniques should generally be used only if 
extremely high resolution is desired (Menon and 
Goodyear 1999) either for imaging small activated 



regions or for minimizing signal dropout. Unwanted 
fluctuations associated with single shot imaging are 
much more readily corrected than those associated 
with multi-shot techniques. 

For snap shot EPI, each image is essentially captured 
in 30 to 40 ms, 'freezing' any physiological process and 
making each line within an individual image consis- 
tently 'registered' relative to all other lines. Ghosting 
may occur, but it does not significantly fluctuate over 

Another solution to the instability problem of multi- 
shot techniques is the application of navigator pulses 
or retrospective correction (Stenger et al. 1999; Hu 
and Kim 1994; Glover and Lai 1998). Navigator 
pulses can also be useful for correction of head motion 
when using single shot techniques (Lee et al. 1996). 

While discussing ghosting, it is worth mentioning 
that ghosts from blood vessels are also created, due to 
fluctuations in the flow velocity. With EPI, one can 
see these as small ghosting variations propagating 
from the vessel in the phase encode direction as the 
blood velocity changes with the cardiac cycle between 
images. These are easily recognized as a small smear of 
artefact in one direction, with spiral sequences the 
artefact appears differently. Because of the way in 
which single-shot spiral scans are collected (centre- 
out in &-space as opposed to bottom-up or top-down), 
the vessel ghost is no longer a linear smear, but instead 
is a ripple in all directions, which can be more prob- 
lematic for functional imaging near these pulsatile 
vessels since this ripple causes changes throughout the 
brain. 

Finally, while gradient echo and asymmetric spin 
echo techniques have similar contrast weightings, 
asymmetric spin echo sequences are somewhat less 
sensitive to rapidly flowing blood and to the artefacts 
induced by changes in the velocity of rapidly flowing 
blood (Baker et al. 1993). The reason for this is that 
asymmetric spin echo sequences involve the applica- 
tion of two RF pulses: the 90° excitation pulse and 
then, about 40 ms later, a 180° refocusing pulse. 
Rapidly flowing blood that has experienced the 
initial 90" pulse has mostly flowed out of the imaging 
plane by the time that the 180° pulse is applied, there- 
fore not contributing to the signal. With a gradient 
echo sequence, only the excitation pulse is applied, 
therefore including this rapidly flowing and pulsatile 
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Gating 

Gating of the data acquisition to the cardiac cycle 
would seem to be a simple solution to the problems of 
cardiac-induced signal fluctuation. However, the tech- 
nique presents a serious drawback. Gating involves 
triggering of the scanner to the heart beat so that an 
image is always collected at a specific phase of the 
cardiac cycle. This is advantageous because a primary 
source of physiological noise is the collection of images 
at varying phases of the cardiac cycle causing head 
misregistration (the brain moves with every heart beat) 
and pulsatile flow artefacts. Image col lection at a single 
cardiac phase would eliminate this misregistration, 
thereby reducing the noise and potentially increasing 
the spatial resolution of fMRI (i.e. the brain would be 
imaged at a single position for every acquisition). The 
drawback to gating is that if the heart rate changes 
during the collection of images, the MR signal inten- 
sity also changes, depending on the tissue Tl and the 
average TR used. This generally causes even larger 
fluctuations in the data — making gating relatively 
worthless in the context of fMRI. A technique has 
recently been developed to correct the global fluctua- 
tions that occur with changes in heart rate, therefore 
making gating a feasible option in fMRI (Guimaraes et 
al. 1995; Guimaraes et al. 1998). Gating would be 
especiallyusefi.il inr identifying activation in structures 
at the base of the brain since that is where pulsatile 
motion is greatest, where activation is most subtle, and 
where activated regions are the smallest — requiring the 
most consistent image to image regis 
Cardiac gating and subsequent 
cumbersome to implement. A precise record of the 
timing of each heart beat must be maintained and used 
in the correction. Also, the TR is variable, which leads 
to more difficulty in properly binning the data relative 
to the brain activation timing. In addition, the mini- 
mum TR is limited to the average cardiac cycle. One 
unique advantage to this technique is that a map of Tl 
can be derived from the correction data at no addi- 
tional cost, perhaps useful for subsequent cortical 
parcellation. Also, gating is the only means by which it 
is certain that the tissue content in each voxel will 
remain constant. This may be critical when imaging 
small structures at the base of the brain. 



6.3.4 Minimizing temporal artefacts 

Temporal artefacts are less cyclic signal changes intro- 
duced into the time series by means other than physio- 
logical fluctuations (which are thought of here as being 
more cyclic). Temporal artefacts can be caused by, 
among other things, scanner instabilities and subject 
motion. The methods for reducing sensitivity to these 
effects are described below. 



Brain activation paradigm timing 

The choice in fMRI timing is usually determined by the 
sluggishness of the haemodynamic response (it is 
usually not useful to go much faster than an on-off 
cycle of 8 s on and 8 s off), by the particular brain 
system that is being activated, and by the predominant 
frequency in the power spectrum of the noise. As a 
rule-of-thumb, the goal is to maximize both the 
number of on-off cycles and the amplitude of the 
signal response during each cycle in order to optimize 
the power of the post-processing techniques. This is 
particularly true when using correlation analysis to 
extract functional information since much of the arte- 
factual signal change energy (from signal drift or slow 
motion) is in the lower frequencies. Generally, 
contrast-to-noise ratio is maximized and artefact is 
minimized by cycling the activation at the highest rate 
with which the haemodynamics can keep up and by 
having a time series no longer than about 3 to 4 min in 

A second strategy has recently proven effective for 
separating activation-induced signal changes from 
artefact. Activation related to overt word production 
has been successfully imaged using fMRI (Birn et al. 
1999), this being previously thought problematic due 
to head motions during overt speech. The strategy 
uses the knowledge that the artefactual signal changes 
associated with moving the jaw have a very different 
time course than the haemodynamic response of the 
desired signal changes associated with brain activa- 
tion. The action of speaking introduces a rapid signal 
change that lasts only as long as the jaw is out of its 
resting position. The positive BOLD response to a brief 
task only begins to increase after 2 s, peaks about 5 s 
later, and takes an additional 6 s to return to baseline. 
If an event-related overt word production paradigm is 
used, the artefactual signal can be easily separated 
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from the BOLD signal change 



Post processing 

Motion correction methods have been developed for 
fMRI and are used on a routine basis (Woods et al. 
1992; Eddy et al. 1996; Cox and Jesmanowicz 1999). 
These have been further refined by methods to correct 
for non-equilibrium signal induced by through-plane 
motion (Friston et al. 1996). Limits do exist as to how 
robustly these techniques perform. First, for most 
fMRI acquisition sequences the slices in the volume are 
not collected simultaneously, so the assumption of 
rigid motion cannot be made. Second, motion beyond 
a few voxels typically causes most of these methods to 
fail in practice. 

Real time fMRI 

It is often more efficient to re-collect a poor run rather 
than spend time trying to perform motion correction 
and artefact reduction afterwards. This approach is 
only possible if the anatomical and functional data 
quality can be monitored as it is collected. Several 
groups have developed methods by which EPI data are 
collected, reconstructed, and repeatedly analysed in 
'real time', allowing for quality assessment (Cox et al. 
1995; Cox and Hyde 1997; Cox and Jesmanowicz 
1999). In the context of clinical fMRI, this immediate 
feedback can be critical since the information needs to 
be correct in one pass. One can also imagine cognitive 
and other experiments that are iterative in nature, 
being performed in a branching manner depending on 
the previously obtained results. In addition, many 
experiments may require 'tuning' the stimulus quality 
or slice location to optimize the results. All of these 
methods would benefit from 'real-time' fMRI. 

Physical restraint 

Methods of physical restraint of the head to prevent 
motion include packed foam padding, a simple tape 
across the nose or forehead for feedback, a bite bar, a 
head vice, a face mask, and a head-neck cast. All 
methods used to date have found limited success which 
depends not only on erti ri i oi imm< I iliz ti m 
but also critically on the motivation and comfort of the 
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Pulse sequence strategies 

Many pulse sequence strategies exist for reducing the 
impact of subject head motion. These include clustered 
volume acquisition, phase encode direction adjust- 
ment, slice orientation adjustment, image contrast 
manipulation, and the application of crusher gradients. 

A novel image collection tuning scheme, called clus- 
tered volume acquisition, was first introduced by 
Talavage et al. (1998) to alleviate the problem of arte- 
factual auditory activation arising from the scanner 
noise (Bandettini et al. 1998) when performing audi- 
tory activation experiments (Melcher et al. 1999). 
Typically with EPI on clinical scanners the individual 
slice acquisitions are spaced evenly within a TR. For 
example, if 10 slices are specified with a TR of 2 s, then 
the acquisition of each slice is spaced 200 ms apart. 
With clustered volume acquisition, the ten slices are 
collected as rapidly as possible, followed by a period 
of silence during the remainder of the TR interval. 
Since the positive BOLD haemodynamic response lags 
temporally from the brain activity, it is not necessary 
to collect images during the immediate time of stimu- 
lation. Rather, after waiting a time from 4 to 6 s after 
auditory stimulation, the imaging gradients may be 
applied to collect the images without introducing 
artefactual activation. This technique lends itself well 
to presenting auditory stimuli without contamination 
from the 100-130 dB EPI scanner noise. In addition, it 
lends itself to ha\ ing subjects give brief overt responses 
(which might otherwise cause motion artefacts) with- 
out any time series contamination. An important 
further issue in clustered volume acquisition is that for 
the effects of the scanner noise on the haemodynamic 
response to be completely eliminated there must be 
a sufficient period of silence to allow for the signal 
from cortex activated by scanner noise to return to 
baseline. This will add about 6 s on to the necessary 
TR, making the scan prohibitively long for many types 
of experiment. 

Some amount of image ghosting invariably exists in 
EPI images, and these ghosts often overlap with the 
main image. The ghosts are usually stable over time 
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and do no 

they vary, as can be the case with subtle eye move- 
ments, then instability in the ghost can introduce insta- 
bility in the main image. A common strategy is to set 
the phase encoding direction of the EPI acquisition 
such that the ghosts minimally overlap with brain 
tissue. In this manner any artefactual signal changes 
that occur in the ghosts or that cause the ghosts to 
change slightly will be clearly identified as such since 
they occur outside the brain. 

The motion correction schemes mentioned above 
benefit substantially from having the entire volume 
collected as rapidly as possible. The use of clustered 
volume acquisition, 3D fMRI techniques (Yang et al. 
1996), and PRESTO (Liu et al. 1993; Ramsey et al. 
1996; Ramsey etal. 1998; Golay etal. 2000), allow for 
simultaneous volume acquisition, and are therefore 
beneficial to motion correction algorithms that assume 
rigid body motion. 

When images in the volume cannot be collected 
simultaneously, it is through-plane motion that is 
hardest to correct properly. It is therefore useful to 
chose the imaging plane along which the most motion 
is expected to occur. Most head motion during fMRI 
runs is typically a head-bobbing motion. For this 
reason, the choice of a sagittal plane for slice collection 
usually allows for better motion correction results. 

Since artefactual signal changes originating from 
head motion only arise if adjacent voxels have 
differing signal intensities, a flatter time series image 
contrast will reduce the effects of small sub-voxel 
motion. Typically, a flat contrast is achieved with 
gradient echo (T2*-weighted) EPI using a TR that is 
less than 2 s. 

It has been shown that when using a short TR the 
existence of magnetization remaining in the transverse 
plane can enter into the time series during subsequent 
RF pulses. This results in variably periodic 'stimulated 
echoes' that add to the temporal instability. Simple 
application of 'crusher gradients' (a gradient pulse at 
the end of the TR period lasting for m 10 ms) effec- 
tively removes this 'left over' transverse magnetization 
:s temporal stability (Zhao et al. 2000). 



Stimulus equipment 

Many stimulus and subject interface devices, such a 
projectors, joysticks, and button boxes, emit RF noise 



If these devices are used in the scanning room or wires 
from them are passed through wave guides into the 
magnet room, it is important to make sure that they 
are properly shielded. Ideally, all wires should pass 
through a filtered penetration panel. Otherwise, this 
'RF noise' can significantly contaminate image tem- 
poral stability. One method for checking this is by 
inspecting the high resolution anatomical images. If 
these have any prominent stripes passing through 
them, then there exists RF contamination that should 



6.4 Issues of resolution and speed 

The following section considers some of the issues 
relating to selection of the possible and the optimal 
temporal resolution and spatial resolution in fMRI 
experiments. These issues are dealt with in greater 
detail in Chapter 7. 



6.4.1 Acquisition speed 

The image acquisition rate is limited ultimately by how 
rapidly the signal car) be digitized by the scanner and 
by how rapidly the imaging gradients can be switched. 
As discussed above, MR imaging can be divided into 
single-shot and multi-shot techniques. In single-shot 
imaging, spins are excited with a single excitation pulse 
and all the data necessary for creation of an image are 
collected at once. Echo planar imaging is the most com- 
mon single shot technique. (With one echo train an 
entire image 'plane' is acquired). Multi-shot techniques 
are the most commonly used method for high resolu- 
tion anatomical imaging. Usually, a single 'line' (in 
fe-space) of raw data is acquired with each excitation 
pulse. Because of the relatively slow rate at which the 
magnetization returns to equilibrium following excita- 
tion (determined by the Tl of the tissue), a certain 
amount of time is required between shots, otherwise 
the signal would rapidly be saturated. Because of 
this required recovery time (at least 150 ms), multi- 
shot techniques are typically slower than single shot 
techniques. For a 150 ms TR, a fully multi-shot image 
with 128 lines of raw data would take 150ms X 128 = 
19.2 s. 

In the case of echo-planar imaging, the entire data 
set for a single plane is typically acquired in about 20 
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to 40 ms. For a BOLD experiment, the time to echo 
(TE) is about 40 ms. Along with some additional time 
for applying other necessary gradients, the total time 
for an image to be acquired is about 60 to 100 ms, 
allowing 10 to 16 images to be acquired in a second. 
Improvements in digital sampling rates and gradient 
slew rates will allow small further gains in this figure, 
but essentially this is about the upper limit for imaging 
humans. 

In the context of an fMRI experiment with echo 
planar imaging, the typical image acquisition rate is 
determined by how many slices can temporally fit into 
a TR time. For whole brain imaging, approximately 
20 slices (5 mm thickness) are required to cover the 
entire brain. This would allow a TR of about 1.25 to 
2 s at minimum. This sampling rate is more than 
adequate to capture most of the details of the slow and 
dispersed haemodynamic response. Even with a rela- 
tively long TR or image acquisition rate, the temporal 
resolution may be improved by spacing the image 
timing unevenly with the task timing, therefore samp- 
ling a different part of each on-off cycle. 



6.4.2 Image resolution 

The spatial resolution is also primarily determined by 
the gradient strength, the digitizing rate, and the time 
available. For multi shot imaging, as high resolution as 
desired can be achieved if one is willing to wait: one 
can keep on collecting lines of data with more RF 
pulses. For snap-shot echo planar imaging, the free 
induction decay time, T2' f , plays a significant role in 
determining the possible resolution (Jesmanowicz et al. 
1998). One can only sample for so long before the 
signal has completely decayed away. For this reason, 
echo planar images are generally lower resolution 
than multi-shot images. To circumvent the problem of 
decaying transverse signal, two strategies are com- 
monly used (Cohen and Weisskoff 1991; Cohen 
1999). The first strategy is multi-shot EPI, in which a 
larger fe-space data set is acquired in multiple inter- 
leaved passes (but still with many fewer passes than for 
conventional clinical multi-shot imaging). The second 
strategy is to perform an operation called conjugate 
synthesis, which involves making use of the fact that 
due to a symmetry in the full &-space data, half of the 
data that conventionally is collected is redundant. By 
only measuring the minimum lines required, the uncol- 



lected lines of &-space can be calculated using the 
symmetry properties. This allows a gain of at most 
twice the spatial resolution, with some cost in signal- 
to-noise ratio and image quality. The procedure is also 
known as partial fe-space EPI. 

Multi-shot EPI suffers from some of the same 
temporal stability problems as other multi-shot tech- 
niques, mentioned in Section 6.3.4 above. Navigator 
echoes can be used to effectively correct these &-space 
misregistration problems. With partial &-space acqui- 
sition, the image quality tends to suffer because 
complete phase information is not obtained, causing 
the phase correction accuracy for all lines of &-space to 
be degraded. A further advantage of multi-shot EPI is 
that if the resolution is kept the same as with single- 
shot imaging, the effective readout echo intervals are 
shorter, reducing image distortion. 

6.4.3 Brain coverage 

All MRI sequences can give full brain coverage. The 
goal is to achieve the most uniform brain coverage as 
rapidly as possible. Single shot EPI or spiral sequences 
can achieve complete brain coverage within 2 s. Many 
3D sequences, including PRESTO, are becoming 
increasingly popular in fMRI applications (Yang et al. 
1996; Liu et al. 1993; Ramsey et al. 1996; Golay et al. 
2000). Other than the temporal resolution and simul- 
taneity issues in regard to brain coverage, a key con- 
cern is making sure that specific areas in the brain, such 

This issue is discussed in the following section. 



6.5 Structural and functional 
image quality 

Even though it is the time series stability that gives the 
most difficulty, the anatomical image quality, for both 
EPI time series images and the high resolution struc- 
tural images on which the functional images are regis- 
tered, is critical for functional localization. 

6.5.1 Functional time series image quality 

Image quality issues that are the most prevalent in time 
series image collection are image warping (Jezzard and 
Clare 1999) and signal dropout (Glover 1999). While 
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much can be written on this subject, the description 
here is kept to the bare essentials. 

Image warping or distortion is fundamentally 
caused by one or both of two things: B () field inhomo- 
geneities and gradient non-linearities. A non linear 
gradient will cause non-linearities in spatial encoding, 
causing the image to be distorted. This is primarily a 
problem when using small (e.g. head-only) gradient 
coils that have a small region of linearity that drops off 
rapidly at the base and top of the brain (Wong et al. 
1992). With the growing prevalence of whole body 
gradient-coils for performing echo planar imaging, this 
problem is less often a major issue. 

If the B field is inhomogeneous, as is typically 
the situation with imperfect shimming procedures — 
particularly at higher field strengths — the spins will 
precess at a different frequency than is expected in their 
particular location. This leads to image deformation in 
those areas of poor shim — particularly with an imaging 
procedure that requires a long readout window (e.g. 
snap-shot EPI). A solution to this is to shorten the read- 
out window, achieve a better shim (Glover 1999; 
Constable et al. 2000), or map the B field and perform 
a correction based on this map (Weisskoff and Davis 
1992; Jezzard and Balaban 1995). 

Another potential solution is the use of a spiral 
readout window instead of EPI. Because of its radial 
path through &-space, spiral imaging manifests off- 
resonance effects as radial blurring while EPI manifests 
off-resonance effects as image warping. Spiral readout 
windows are also typically shorter in duration and 
more efficient than corresponding EPI readout 
windows. So, the user performing single shot imaging 
for fMRI needs to decide if blurring or warping is less 

Signal dropout in gradient echo acquisitions is also 
caused by localized B field inhomogeneities, typically 
at the interfaces of tissues having different magnetic 
susceptibilities. If, within a voxel, the B inhomo- 
geneities are on a smaller scale than the voxel itself, 
then instead of the voxel being shifted (causing 
warping) the spins within the voxel will precess at 
different frequencies and their varying phases will 
cancel each other out. Several strategies exist for 
reducing this problem. One is, again, to shim as well as 
possible at the desired location. Higher order localized 
shimming is an automated procedure on many scan- 
ners, although a full correction of all inhomogeneities 



is not possible with the available shim terms. Another 
method is to reduce the voxel size (increase the resolu- 
tion), thereby having less of a stratification of frequen- 
cies within a voxel and therefore less destructive 
dephasing. A third method is to choose the slice orien- 
tation such that the smallest voxel dimension is orien- 
tated perpendicular to the largest B gradient. Since in 
many studies the slice thickness is greater than the in- 
plane voxel dimension, the slice dimension should not 
be parallel to the direction of highest intrinsic B grad- 
ient. Because of this, many studies are performed using 
sagittal or coronal slice orientations since a prominent 
gradient in B () is in the inferior-superior direction at the 
base of the brain. 

6.5.2 High resolution structural image 
quality 

A technique thai should not he overlooked is the neces- 
sity for collection of a high resolution anatomical MRI 
scan that shows good grey-white discrimination. The 
primary concerns regarding high resolution anatom- 
ical image collection include maximizing signal-to- 
noise ratio, resolution, and image contrast while 
minimizing the amount of time it takes to collect an 
entire iugh resolution data set. 

Some groups have aimed to match the degree of 
geometric warping induced in the high resolution 
anatomical scan with that of the functional time series 
data (Sereno et al. 1995; Tootell et al. 1996, 1998). 
This has been performed by using Tl -weighted, high 
resolution, multi-shot EPI techniques which have a 
similar readout window duration as the functional 
time series images, therefore matching the degree of 
warping. The warped high resolution anatomical scan 
can then be unwarped onto a standard high resolution 
image. This procedure guarantees that precise func- 
tional-anatomical registration is achieved. 

Practically, it is important to create the highest qual- 
ity (high resolution, high grey-white matter contrast, 
and high signal-to-noise ratio) images in about 10 min. 
While not necessarily optimal, a typical pulse sequence 
used for this purpose is a 3D spoiled gradient echo 
sequence (e.g. 3D-FLASH, 3D-SPGR). Typical spoiled 
gradient recalled parameters used at 1.5 Tesla are: 
TE = 5 ms, TR = 10 ms, Flip angle = 15°. 

At higher magnetic field strengths, maintaining 
image quality while keeping acquisition time low is an 
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ongoing challenge. The main reason for this challenge 
is that, with an increase in static field strength, grey 
and white matter Tl times become longer, and T2 
times decrease (Jezzard et al. 1996). This causes the 
anatomical contrast to flatten out somewhat and 
requires some adjustment in the timing parameters. 
Typical spoiled gradient echo pulse sequences and 
parameters used at 3.0 Tesla are: TE = 4 ms, TR = 9 
ms, Flip angle = 12°. 

New pulse sequences for performing high resolution 
structural imaging are still being developed (Deich- 
mann et al. 2000; Norris 2000; Wong et al. 2000a), 
and may turn out be critical in enabling more precise 
c image segmentation. 



6.6 Conclusion 

The breadth of knowledge and experience necessary to 
practice fMRI well has become overwhelming — even 
for the expert! This chapter has focussed on providing 
information that is helpful in choosing the optimal 
pulse sequence and sequence parameters. Of course, 
this quickly expands into a multi-variable and multi- 
level optimization problem — ultimately unsolvable. 
The overall goal of this chapter was of course not to 
leave the reader overwhelmed, but to give the reader a 
practical feel for what is important and what is 
possible: to decide for themselves what variables are 
critical, and then figure out what they will have to 
trade-off to achieve a given goal. The potential solu- 
tions to any fMRI paradigm/hardware/pulse sequence 
problem are many. The details or references to details 
are presented here to aid the reader in choosing the 
most satisfying solution. Lastly, it is hoped that a sense 
of excitement in the possibilities of fMRI has also been 
conveyed. Functional MRI hardware, the under- 
standing of contrast mechanisms, processing tech- 
niques, and neuroscience questions 
co-evolve at a very high rate. 
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7 Spatial and temporal resolution 
in fMRI 

Ravi S. Menon and Bradley G. Goodyear 



7.1 Introduction 



Most functional MRI studies to date have used rela- 
tively low resolution, both in space and time, to inter- 
rogate brain function. Typically, an in-plane resolution 
of 3-4 mm is used, in conjunction with slice thick- 
nesses of 5-10 mm. This means that the typical 
volume element (voxel) being interrogated is on the 
order of 100 mm 3 . Additionally, a temporal resolu- 
tion of several s is usually employed, due to the need to 
allow for Tl signal recovery between acquisitions and 
because of the sluggish nature of the haemodynamic 
response. Many brain processes occur on spatial scales 
that are smaller than can be readily accessed with 
fMRI and with temporal scales that are much faster 
than the haemodynamic response time. This chapter 
addresses the limitations imposed by the fMRI tech- 
nique and suggests some strategies to improve both 
resolutions. 



7.2 Limits to spatial resolution in 
fMRI 

7.2.1 Overview of the spatial scale of 
human brain function 

Numerous electrophysiological, autoradiographic, 
and blood flow studies have demonstrated that the 
human brain is segmented into many distinct areas 
that are functionally specialized (for a review, see 
Churchland and Sejnowski 1988). However, the 
spatial scale of this functional specialization varies. 
Some brain functions are distributed throughout an 
entire hemisphere. Speech and language are good 
examples, which are each can ol a distributed network 



located primarily within the left hemisphere. Other 
functions, such as vision and motor control, have their 
cortical representations located within both hemi- 
spheres, and are localized within gyri and sulci tens of 
millimeters in size. These sensory cortices are subdi- 
vided into a number of functionally specialized areas, 
each several millimetres in size. The visual cortex is 
perhaps the best-studied example of cortex that is 
organized into multiple specialized areas, namely areas 
VI through V8, all of which have been successfully 
demonstrated using BOLD fMRI (Sereno et al. 1995; 
DeYoe et al. 1996; Tootell et al. 1996; Tootell et al. 
1998). However, the segmentation of brain function 
into specialized areas can occur at an even finer reso- 
lution. A considerable amount of early sensory 
processing is accomplished by a complex interaction of 
sub-units that are less than a millimetre in size. For 
example, processes such as object recognition and 
binocular vision are both believed to be organized on a 
submillimetre spatial scale. Also, the segregation of 
visual input based on the originating eye occurs within 
groups of neurones arranged in columnar structures 
known as ocular dominance columns, which are less 
than a millimetre in cross-section. 

Since its inception, fMRI has been used extensively 
to investigate the hemispherical and gyral organization 
of human brain function. As has been shown in the 
preceding chapters, BOLD fMRI is not a direct 
measure of neural activity, but rather is an indicator of 
oxygenation within the responding vasculature. It is 
further assumed that this haemodynamic response is 
co-localized to the site of neural activity. Using appro- 
priate fMRI techniques, as discussed in Chapter 6 and 
highlighted in upcoming sections of this chapter, this 
assumption is generally valid, at least at the spatial 
resolution most often used in fMRI where image voxel 
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volumes are in the range of tens of cubic millimetres. 
Hence, one reason for the success of fMRI in investi- 
gations of hemispherical and gryal organization of 
human brain function is that the fMRI response is 
quite robust at low spatial resolution in cases where 
the increases in neural activity take place on a similar 
spatial scale. One of the challenges of fMRI, how- 
ever, is to explore the function of the human brain 
at submillimetre resolution. This would allow re- 
searchers to investigate the complex interactions 
between the functional sub-units that underlie many 
functions of the human brain and allow the link to be 
made between single-unit recording in animals and the 
corresponding human behaviour. 

There are a number of factors to consider in order to 
achieve high spatial resolution with fMRI, not the least 
of which is minimizing signal contributions from 
larger vessels and localizing the source of the fMRI 
signal to the capillaries nearest the site of neural 
activity. Of course, even if the fMRI response is local- 
ized to the site of neural activity, it is not possible to 
distinguish if the underlying neural processes are exci- 
tatory or inhibitory, or whether a single BOLD activa- 
tion comprises both excitatory and inhibitory 
components, since they are both energy-consuming. 
Some recent evidence suggests that inhibitory activity 
will not result in a BOLD signal at the site of inhibition 
(Waldvogel et al. 2000). In that case, one probably 
needs to look proximal to the site of inhibition at the 
active neurones responsible for the inhibition, or distal 
to the inhibited neurones to see a decrease in synaptic 
activity in the region where the inhibited neurones 
project to. This implies that the brain needs to be eval- 
uated as a network or, at the very least, one has to 
know something about the relevant functional connec- 
tivity (Friston 1997). Additionally, the contributions 
of spiking and sub-threshold action potentials to the 
fMRI signal within a region are unknown. This could 
potentially be important for spatial localization, 
because subthreshold activity often extends further in 
space than the active spiking (Das and Gilbert 1995). 

Attempts to use conventional fMRI techniques for 
high spatial resolution applications will most likely fail 
due to technical limitations of the MR scanner and the 
spatial limitations of the haemodynamic response to 
prolonged episodes of stimulation (> 6 s, say). Rather, 
fMRI methodology must be improved to increase the 
task-induced fMRI signal change while decreasing 






elated to the task (i.e 
atio, CNR). Further, as men- 
tioned above, larger vessel contributions to the BOLD 
fMRI signal must be minimized, and the haemo- 
dynamic response must be spatially specific to the site 
of neural activity, which ideally should be accurate to 
less than a millimetre in cross-section. Within the 
spatial context of this chapter, these issues will be 
addressed within two categories. First, the spatial reso- 
lution of the haemodynamics will be discussed. Since 
the haemodynamics are the source of the fMRI signal, 
we will discuss how different sources contribute to the 
fMRI signal and we will review current opinion on 
how well localized the haemodynamic response actu- 
ally is. Second, we will review fMRI techniques that 
can be used to eliminate unwanted contributions to the 
measured signal and thereby increase the CNR of the 
fMRI signal directly related to submillimetre neural 
activity. Finally, we will show an example of the high 
spatial resolution capabilities of fMRI in human visual 
cortex at 4 Tesla. 

7.2.2 Spatial resolution of the 
haemodynamics 

As discussed above, a major complication for high 
spatial resolution BOLD fMRI is the need to optimize 
sensitivity to haemodynamic responses that are co- 
localized to the site of neural activity. The haemody- 
namics that give rise to observed fMRI signal changes 
originate from a number of sources on both the supply 
(arterial) side and the draining (venous) side. The 
desired response is that of the capillaries embedded 
within the cortex which are well co-localized with the 
site of neural activity. On the arterial side, there are 
large increases in blood flow to the cortical region of 
increased brain activity, but these flow 
regulated by arterial vessels that can be a 
more away from the active site. Because most fMRI is 
not done in a fully Tl relaxed NMR state, there exists 
the potential that the in-flow effects in these arterioles 
brought about by an increased supply of unsaturated 
magnetization may result in signal increases that 
masquerade as activation changes but which are not 
co-localized to the neural activity. Arterial in-flow 
effects have been demonstrated to contaminate BOLD 
fMRI images under rapid RF pulsing conditions 
(Duyn etal. 1994; Kim et al. 1994; Frahm et al. 1994). 
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In addition to the arterial side, larger draining veins 
that may be up to several centimetres away from 
the site of neural activity may also contribute to the 
measured BOLD fMRI signal (Lai et al. 1993; Menon 
etal. 1993; Segebarth etal. 1994; Lee et al. 1995). The 
problem arises because as the hyperoxygenated blood 
leaves the capillaries it drains into venules and veins 
whose volume can be a significant fraction of the 
volume in a voxel. Voxels with larger volume fractions 
are more easily detected by the statistical tests used 
in fMRI, even though there is usually dilution from 
the blood coming from other nonactivated areas. This 
effect can extend quite far, with the sagittal sinus 
often appearing 'activated' in fMRI experiements. This 
source of signal change is clearly not desired (Jueptner 
and Weiller 1995). The localization problem is further 
compounded by the statistics of detection. For 
example, the comparison of maps of brain function 
obtained using perfusion-based fMRI techniques with 
those obtained using BOLD fMRI has demonstrated 
that large BOLD signal changes are often associated 
with large draining veins, while tissue areas have low 
BOLD signal changes (Kim et al. 1997a). Hence, 
when high spatial resolution is employed, the resulting 
drop in signal-to-noise ratio (SNR) and contrast-to- 
noise ratio (CNR) means that only pixels exhibiting a 
large percentage change in signal will be detectable, 
and hence large vessels will dominate BOLD maps of 
brain function. 

Optical imaging of intrinsic signals (OIS) has 
demonstrated that subsequent to the onset of neural 
activity, there is actually a transient increase in the 
tissue concentration of deoxyhaemoglobin caused by 
an increase in local oxygen consumption which 
precedes any commensurate change in blood flow or 
volume, resulting in a brief hypo-oxic state (Malonek 
and Grinvald 1996). (See also Chapter 8 for a discus- 
sion of this 'initial dip'). Several seconds later, in 
response to the increased metabolic demand, there is a 
vasodilation of the arterioles which results in a large 
fractional increase in cerebral blood flow (CBF). This 
CBF increase overcompensates for the increase in local 
oxygen consumption and leads to blood hyperoxy- 
genation and the standard positive BOLD response. 
This temporal signature of initial dip in signal followed 
by positive BOLD increase is thought to correspond to 
that seen in fMRI studies of the visual system at very 
high magnetic fields (Menon et al. 1995; Hu et al. 



1997). Thus, the haemodynamic response to neural 
activity is actually biphasic, an early hypo-oxic phase, 
termed the 'initial dip' (Menon et al. 1995; Malonek 
and Grinvald 1996; Hu et al. 1997), followed by a 
more pronounced hyperoxic phase. It is argued that 
the 'initial dip' is more spatially specific to the source 
of neuronal activity than the hyperoxic phase because 
while metabolic changes that give rise to the increased 
oxygen consumption are well co-localized with the 
neural activity, the spatial distribution of the resulting 
vascular flow response is not tightly coupled to neural 
activity. The 'initial dip' is very small and extremely 
difficult to map by MRI, even at 4 Tesla (-10 per cent 
of the amplitude of the familiar positive BOLD signal). 
Thus, for most experiments it is the latter phase that is 
used to make maps of human brain function in fMRI 
studies. However, careful studies have demonstrated 
that the 'initial dip' is resolvable within human visual 
cortex if sufficient signal averaging is performed (Hu 
et al. 1997; Yacoub and Hu 1999). More recently, 
fMRI studies at high magnetic field strengths of 4.7 
and 9.4 Tesla have demonstrated that the 'initial dip' 
is detectable within cat visual cortex and can be used 
to resolve iso-orientation columns on a spatial scale of 
100-200 |jun (Duong et al. 2000; Kim et al. 2000). 

Several studies commenting on the poor functional 
resolution capabilities of fMRI using the hyperoxic 
phase have employed stimuli of at least 10 s in dura- 
tion to increase CNR (Engel et al. 1997; Kim et al. 
2000), leading to a saturation of the hyperoxic 
response. When the hyperoxic phase of the haemo- 
dynamic response to neural activity reaches a plateau 
at 5 to 8 s after the onset of stimulation (Liu et al. 
2000), the measured fMRI signal extends to areas well 
beyond the site of the excited neural tissue, making 
functional resolution at a submillimetre scale unlikely 
(however, see Cheng et al. 1999). If stimulation is brief 
(less than 4 s), the locus of neural activity may still be 
resolvable, at least from adjacent areas that are acti- 
vated under an orthogonal stimulus condition. The use 
of short duration stimuli prevents the BOLD response 
from saturating and permits the use of peak fMRI 
signal magnitude as a measure of the amount of neural 
activity within a voxel (Boynton et al. 1996). The 
potential of short duration stimuli for submillimetre 
resolution studies has been shown in previous work 
demonstrating the temporal progression of functional 
maps obtained by optical imaging of ii 
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(Grinvald et al. 1986; Frostig et al. 1990) and fMRI 
(Hu etal. 1997). 

7.2.3 Spatial resolution of BOLD fMRI 
techniques 

In a very elegant series of experiments characterizing 
the modulation transfer function in the visual system, 
Engel et al. (1997) showed that the fMRI signal could 
be localized to within 1.1 mm at 1.5 Tesla. As they also 
point out, this limit depends on the signal-to-noise 
ratio of the measurement and that there is no theoret- 
ical limit why it cannot be extended. There are a 
number of techniques that can be employed to increase 
CNR and minimize unwanted contributions to the 
BOLD fMRI signal. With regard to minimizing the 
contribution of large draining veins, these techniques 
involve modifications to the pulse sequence, as des- 
cribed in Chapter 6. The contribution of the 'inflow' of 
fresh blood into the imaging plane can be eliminated 
by pulsing slowly relative to the Tl recovery time after 
RF excitation. Additionally, inversion recovery-based 
fMRI techniques have shown that careful adjustment 
of the inversion recovery time can produce functional 
maps that are dominated by tissue areas rather than 
large vessels (Kim and Tsekos 1997). Alternatively, 
spin echo-based techniques can be used instead of 
conventional gradient-recalled echo-based techniques 
to refocus signal from stationary tissue at the time of 
the spin echo, while spins of fast flowing components 
dephase and are not refocused. One way to minimize 
macrovascular contributions is to use bipolar (flow 
crushing) gradients. However, it has been demon- 
strated that at a magnetic field strength of 1.5 Tesla, 
the use of bipolar gradients eliminates either all or the 
majority of the BOLD fMRI response, suggesting that 
macrovascular components are the dominant contrib- 
utor to BOLD fMRI signals at this magnetic field 
strength (Boxermaneia/. 1995). At high magnetic field 
strength (e.g. 4 Tesla), however, BOLD signal changes 
persist in the presence of flow crushing gradients, 
suggesting that extravascular and intravascular 
components coexist at high fields (Menon et al. 1994). 
The dependence of BOLD fMRI contrast on magnetic 
field strength has been studied in some detail (Gati 
et al. 1997), suggesting that in order to increase 
Dntributions to the BOLD signal a high 
c magnetic field strength (at least 3 or 4 Tesla) 



should be used. Thus, the microvascular sensitivity 
that is associated with very high field scanners will 
likely be necessary to map at the columnar level. In 
addition to using high static magnetic field strength, 
BOLD fMRI contrast at submillimetre resolution can 
be enhanced through a number of other technical 
implementations. Quadrature surface coils (Lin et al. 
1998) provide considerable SNR gains over head 
volume coils for cortical regions near the skull. How- 
ever, since image signal decays rapidly with distance 
from a surface coil, head motion correction is difficult 
to implement due to gross differences in intensity 
throughout the image. Motion correction algorithms 
are beginning to address this problem (Nestares and 
Heeger 2000). 

To increase CNR, physiological noise suppression 
schemes are necessary to remove fluctuations of image 
intensity caused by respiration and cardiac pulsation 
that mask the task-induced BOLD response and intro- 
duce spatial and temporal correlations in the data (Hu 
and Kim 1994; Le and Hu 1996; Glover et al. 2000). 

Another consideration is the time it takes to collect 
high-resolution data. If all data necessary to recon- 
struct one high resolution image were collected after 
one RF excitation, as is the case with low resolution 
snap-shot EPI, there would be considerable blurring in 
the image due to signal decay over the time to collect 
the data (commonly referred to as T2* blurring). 
Hence, multi-shot EPI is favorable for collecting high 
resolution images in order to minimize this intrinsic 
blur (Menon etal. 1997; Menon and Goodyear 1999). 
Using these techniques, the spatial resolution capabili- 
ties of fMRI can be greatly enhanced. Ultimately, it is 
expected that the lateral connections in the horizontal 
layers of the cortex, as well as the vascular density 
(Zheng et al. 1991), will set the limiting resolution in 
fMRI, and these can vary in different areas of the brain. 

7.2.4 Resolving ocular dominance columns 
within human visual cortex 

An example of current high spatial resolution capabil- 
ities at 4 Tesla is shown in Fig. 7.1. This midline 
sagittal fMRI map and image of the right bank of the 
occipital pole of a normal volunteer shows ocular 
dominance stripes, corresponding to left and right eye 
inputs, that look very much like those seen in optical 
imaging (Grinvald etal. 1986; Frostig etal. 1990) and 
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Fig. 7.1 Maps of ocular dominance along the medial bank 
of the right occipital cortex overlaid on structural MR images. 
Blue (red) represents image pixels whose fMRI response was 
greater in magnitud du ing righi I i i stimulation than 
during left (right) eye stimulation. The image has been 
cropped for clarity. The back of the head is to the right of the 
image. In the calcarine sulcus, the map pixels of ocular domi- 
nance appear as sti pes on r,r- in wul' ill- known columnar 
architecture of ocular dominance within the pr 
cortex. The functional image resolution in th 
0.55 X 0.55 X 3 mm 3 . (See also colour plate seci 



post mortem studies (Horton et al. 1990). Figure 7.2 
shows the time course of the fMRI signal from pixels 
within the ocular dominance map (as in Fig. 7.1) aver- 
aged over all stimulation trials. The stimulus duration 
in this case was 4 s. Notice that the magnitude of the 
fMRI response using a 4-s stimulus does not reach a 
plateau. The temporal resolution of the image time 
course (1 s) was insufficient to detect the 'initial dip'. 
The peak magnitude of the fMRI response when the 
eye corresponding to the pixel designation was stimu- 
lated (i.e. a red pixel during left eye stimulation and a 
blue pixel during right eye stimulation) is nearly three 
times the peak magnitude of the fMRI response within 
the same pixel when the fellow eye was stimulated (i.e. 
a red pixel during right eye stimulation and a blue pixel 
during left eye stimulation). We term the ratio of these 
responses as the 'fMRI response ratio'. A possible 
explanation for the non-zero signal within adjacent 
(other eye) image pixels in Fig. 7.2 is that even though 
the locus of the haemodynamic response may be 
within an ocular dominance column corresponding to 



12 16 20 24 
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Fig. 7.2 Average time course of MR signal over one trial 
(expressed as a percentage change from baseline) within 
ocular dominant image pixels for one subject, as in Fig. 7.1. 
Corresponding (other) eye stimulation refers to blue (red) 
pixels during right eye stimulation and to red (blue) pixels 
during left eye stimulation. The hashed region indicates the 
duration of the visual stimulus (4 s). 



the eye being stimulated, there is a spill-over of the 
haemodynamic response into adjacent cortex corre- 
sponding to the other eye. If the duration of the stim- 
ulus is increased, this spill-over increases, as suggested 
in Fig. 7.3. As the duration of the stimulus increases, 
the fMRI response ratio approaches a value of approx- 
imately 1.96, as predicted by a randomly generated set 
of data simulating the fMRI response magnitude. Only 
for a stimulus duration of 2 or 4 s is the fMRI response 
ratio significantly greater (p < 0.05) than the ratio for 
a random data set. In fact, the stimulus duration at 
which the fMRI response ratio becomes the same as 
that predicted by random data closely corresponds to 
the time at which the hyperoxic phase of the haemo- 
dynamic response saturates, at which point functional 
resolution at submillimetre resolution becomes un- 
achievable (however, see Cheng et al. 1999; Dechent 
and Frahm 2000). 

It is important to stress that these results do not sug- 
gest that the hyperoxic phase of the haemodynamic 
response is as spatially specific as the initial hypo-oxic 
phase. Rather, a non-saturated hyperoxic response is 
capable of resolving adjacent and functionally different 
areas of neural activity with relatively high precision. 
Using the 'initial dip' is most likely to be better suited 
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Fig. 7.3 The ratio of tin e igc magn tude of the fMRI 
response within a blue (reel! pixel during right (left) eye stim- 
ulation to the average magnitude of the fMRI response within 
the same pixel during left (right) eye stimulation (termed the 
'fMRI response ratio') as a function of stimulus duration. 
Error bars indicate the standard error of the mean for all 
pixels in each functional map. 



e localization of the boundaries of a func- 
tional unit (i.e. determining where a functional unit is 
and where it is not). This is because the relative differ- 
ence between the magnitude of signal in the active vs. 
non-active state is much higher and is independent 
of stimulus duration (see for example, Grinvald et al. 
1986). However, it is suggested that using differential 
hyperoxic BOLD imaging techniques to resolve adja- 
cent functional units may result in label reversal 
(Duong et al. 2000). This is a consequence of the com- 
plex dependence of the BOLD response on CMR0 2 
changes, potentially causing the point spread function 
of the BOLD susceptibility effect to result in a larger 
BOLD response in inactive tissue rather than in active 
tissue. This remains to be confirmed by simultaneously 
measuring the BOLD and CBF responses. With further 
hardware impi i >.m in (t - highei gradient switch- 
ing speed and more stable ultra-high static fields), it 
should become possible to make a direct comparison of 
maps created using the 'initial dip', the unsaturated 
BOLD response, and CBF response. Nonetheless, the 
fMRI technique is quickly becoming a feasible tool for 
non-invasively investigating the submillimetre func- 
tional organization of the human brain. 



7.3 Limits to temporal resolution 
in fMRI 

7.3.1 Overview of the temporal dynamics 
of human brain function 

The temporal dynamics of human brain function have 
historically been embodied in a concept known as 
mental chronometry (Posner 1978). There is no partic- 
ular temporal division for what is considered 'fast' or 
'slow' in the brain. For example, many low level vision 
processes occur in the range 15-150 ms, while many 
higher order reasoning processes, or those that require 
action, take place over ranges that may extend from 
250 ms to many seconds. As a point of reference, the 
fastest that a subject can press a button in response to 
a simple visual cue is about 250 ms. Tasks that probe 
the temporal dynamics of brain processing have been 
used extensively in cognitive neuroscience to elucidate 
mechanisms underlying cognitive processing, often 
using reaction times (RT) or other psychophysical 
measures to assess processing load. Such studies are 
not confined to 'higher order' functions. For example, 
low level vision has been studied using very clever 
masking paradigms to learn about visual cortical 
processing on the order of tens of milliseconds (Enns 
and Di Lollo 2000). While such psychophysical 
measurements yield considerable infoi ination by infer- 
ence, they do not reveal directly the neural substrates 
or pathways involved in the processing of the stimulus. 
In the past few decades, neuroscientists have turned to 
a variety of neuroimaging techniques to fulfil this role 
and it is in this capacity that fMRI has been so 
successful. While fMRI has proved a tremendous tool 
as been used primarily in the role 
i mapping of human brain areas respon- 
sible for sensory and cognitive tasks, what some may 
consider 'mental cartography'. But what about mental 
chronometry? Because images required for BOLD 
sensitivity can be acquired on a time scale of tens of 
milliseconds with EPI, one of the tantalizing opportu- 
nities offered by fMRI is the chance to follow the 
temporal aspects of human brain function. 

In the literature, the temporal properties of fMRI 
have been taken to include a confusing number of 
aspects related to the presentation of events as well as 
the timing between different areas. A number of inves- 
tigators have examined the ability of fMRI to follow 
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closely spaced events in time, these studies being moti- 
vated by the desire to understand the linearity of the 
fMRI response in order to deconvolve rapidly acquired 
single-trial fMRI data. Such studies are described in 
Chapter 9. Within the temporal context of the current 
chapter, we will examine the ability of fMRI to provide 
i regarding the temporal aspects of brain 
m, such as the onset of neural activity and the 
duration of neural activity in a brain area, as well as 
the order of activations across different brain areas. 
Several recent papers review the topic in detail, empha- 
sizing behavioural aspects (Menon and Kim 1999) or 
the deconvolution and timing issues (Miezin et al. 
2000). At the time of writing, such studies have gener- 
ally been performed as single-trials with repetition 
times on the order of 30 s in order that the fMRI 
response completely recovers to baseline prior to the 
next trial. 

7.3.2 What does fMRI measure? 

In order to explore the factors that may limit the appli- 
cation of BOLD-based fMRI in the study of mental 
chronometry, a few salient points about the BOLD 
signal are worth reviewing here, although they have 
been discussed extensively in earlier chapters. The 
BOLD signal reflects a delayed haemodynamic 
response to neural activity, though the exact mecha- 
nism of the coupling between the brain's activity and 
the vascular response is not well understood. This is an 
important issue, because it sets a limit on how consis- 
tent the vascular response might be between different 
brain areas (Miezin et al. 2000). For example, if the 
neuro-vascular coupling is brought about by the diffu- 
sion of a signaling molecule from the neurone to the 
blood vessel, then areas such as primary visual cortex 
(VI) which have high neural and vascular densities 
(Zheng et al. 1991) may show a BOLD response that 
is faster than areas where the distance between the 
neurone and the vascular regulation site (probably the 
arterioles) is greater. However, if the coupling mecha- 
nism is more direct, for example through membrane 
potentials on astrocytes that are in contact with both 
neurones and capillaries, then the BOLD response is 
likely to be more consistent between different areas. 
Because of the difficulty in evoking well timed neural 
responses in anything other than sensory cortex, where 
the stimulus can be easily controlled, the existing 
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Even the nature of brain 'activity' i 
thing of a mystery. It is thought that fMRI signals 
reflect metabolic activity in the brain. However, of the 
two main cell types in the brain, the neurones are in 
a significant minority with respect to the glia. It is 
known that the glia play an important role in neuro- 
transmitter recovery and in maintaining homeostasis 
(Magistretti et al. 1999). Thus, any discussion of brain 
metabolic demand and its effect on blood flow should 
consider the presence of glial cells, although this is 
usually not done. The prevailing view is that it is the 
metabolic activity (presumably of neurones and glia) 
associated with synaptic firing which drives the 
vascular response, though the relative contribution to 
the BOLD response of spiking versus sub-threshold 
activity is unknown. Since sub-threshold potentials are 
also metabolically demanding, they must be reflected 
in the BOLD signal in some way. However, the time 
scale of sub-threshold activity is generally slower than 
spiking activity, so it is important to understand how 
each of these processes is reflected in the BOLD signal. 
Such measurements have yet to be done. A similar situ- 
ation occurs in differential nig inhibitory from excita- 
tory metabolic activity using the BOLD response. A 
recent report (Waldvogel et al. 2000) suggested that 
BOLD signal changes corresponding to inhibitory 
activity are not likely to be seen, since there is one 
inhibitory synapse for every five to six excitatory syn- 
apses. Furthermore, they argue that inhibitory signals 
are also more metabolically efficient since the inhibi- 
tory synapses are located on or near the soma of the 
pyramidal cells. Studies of somewhat similar go/no-go 
paradigms at 4 Tesla indicate otherwise (Richter et al. 
1997), suggesting this issue is far from being resolved. 

Single-unit recording is the 'gold standard' for 
studying neural coding, because it reflects both thres- 
hold and sub-thresh old activity of individual neurones 
and, with some fortitude, can be used to obtain popu- 
lation averages as well. However, it is precluded in 
non-invasive human studies. The closest non-invasive 
analogues of single-unit electrophysiology are mag- 
neto-encephalography (MEG) and electro-encephalog- 
raphy (EEG), but even they suffer from subtle timing 
issues and major localization problems. Latencies 
observed in MEG and EEG are already displaced com- 
pared to single-unit recordings, perhaps not surprising 
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given what is known about the sources of these elec- 
tromagnetic signals. Similarly, MEG and EEG reflect 
bulk activity of neurones, which can only be spatially 
localized within certain constraints. Thus, while MEG, 
EEG and fMRI are good ways of measuring local pop- 
ulation averages, many of the features of the individual 
neurones will be lost. There is no particular reason to 
believe that all the neurones are firing synchronously 
within the volume of interrogation, so if the neural 
code depends on the phase of the firing neurones, this 
information will likely be lost. This is certainly the case 
in some signaling pathways. Nonetheless, researchers 
are beginning to synthesize the temporal capabilities of 
EEG or MEG with the spatial resolution of fMRI 
(Ahlfors et al. 1999) to make 'brain movies'. 

Given that a single voxel in a typical fMRI experi- 
ment may contain 10 7 neurones or more, is all hope 
lost for using fMRI to study the timing relationships of 
neurones in the brain? Perhaps not, at least on the scale 
where these temporal relationships govern behaviour. 
In many cognitive tasks, neural processing lasts from a 
few hundred milliseconds to a few s and in this domain 
of applicability, a number of recent papers suggest that 
fMRI may be used to examine both the sequence and 
the duration of neural activity in the brain. 

7.3.3 Linking behaviour and fMRI 

As mentioned earlier, psychologists have used sophis- 
ticated measurements of behaviour for years (known 
as psychophysics) to infer neural processing strategies. 
Except for what can be deduced from models fitted to 
the psychophysical data (e.g. Graham 1989; Wandell 
1995), these techniques do not tell us where in the 
brain processing occurs, so these clever psychophysical 
techniques have been paralleled by electrophysiolog- 
ical recording studies in laboratory animals, and by 
neurological examination of human patients who have 
cortical lesions that impair neural processing, such as 
spatial, colour or form vision. While one cannot non- 
invasively examine the response of single neurones in 
human cortex, a number of investigators examining 
the visual cortex (Churchland and Sejnowski 1988; 
Britten et al. 1996; Lennie 1998; Boynton et al. 1999) 
have argued that behaviourally or perceptually signifi- 
cant activity occurs not at the level of single cells, but 
in large pools of neurones, not all of which need be 
driven optimally to elicit a behaviourally relevant deci- 



(Shadlen et al. 1996). It is a consequence of this 
that suggests a means for the use of 
iging techniques such as fMRI in the study of 
human behaviour. 

However, there are several underlying assumptions 
implicit in any assertion that fMRI reflects behav- 
iourally relevant neural responses. First, one must 
assume that the fMRI response from a selected region 
of cortex is proportional to the spatial average of indi- 
vidual neurones' metabolic activity integrated over 
some time. Neural responses to a stimulus are typically 
measured as impulses per second and one might think 
that the fMRI signal from any given voxel reflects 
this impulse rate multiplied by the number of units 
responding to that stimulus (Jueptner and Weiller 
1995; Boynton et al. 1996). Second, one must assume 
that psychophysical judgements are governed by 
pooled neuronal activity as discussed above (as 
opposed to being determined by one or a small number 
of stimulus-specific neurones, such as the so-called 
'grandmother cell'). A number of models support the 
assumption of population weighted or pooled neural 
activity as a determinant of psychophysical perform- 
ance. See, for example, Shadlen et al. (1996) for results 
obtained in the visual cortex, and Piatt and Glimcher 
(1999) for additional factors beyond the visual cortex. 
Further data has been obtained on contrast sensitivity 
in normals and amblyopes (Goodyear etal. 2000). The 
data of Boynton et al. (1999) and Rees et al. (2000) 
lend further support to this assertion. Third, we 
assume that a criterion threshold response can be 
defined in fMRI analogous to those used in single unit 
recording or psychophysical measurements (Bradley 
et al. 1987). This last assumption implies that the 
fMRI response in a given area of brain must reach a 
certain level for a behaviour to be initiated. The elec- 
trophysiological analogy is that a certain number of 
neurones must spike above a threshold mean rate in 
order for behaviour to occur. Whether fMRI has the 
sensitivity to show brain activity in the absence of 
behaviour is yet to be determined. 

7.3.4 The temporal features of the fMRI 
response 

In attempting to understand which aspects of the 
BOLD response might be useful in extracting the 
temporal order between neural substrates, it is useful 
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ie features of the fMRI signal. With 
reference to Fig. 7.4, several features can be used to 
characterize the temporal aspects of the fMRI-meas- 
ured haemodynamic response. As mentioned in 
Section 7.1.2, the 'initial dip' is small in magnitude, 
and it is not readily seen in humans. The figure demon- 
strates the well known haemodynamic delay of the 
positive-going BOLD signal which does not start to 
deviate from baseline for just over 2 s after the onset of 
the stimulus (black lines) or response (dark grey lines). 
The time to peak varies in part depending on how far 
the BOLD signal is rising, and is in general not a good 
measure of latency unless the fMRI task ensures 
consistent neural activity between trials. This is shown 
in the figure, where the light grey line peaks at a later 
time than the black line, despite the fact that the corre- 
sponding neural activity begins at approximately the 
same time. The light grey box and line denote a mental 
process and its corresponding BOLD response. The 
time to peak typically can vary from 1 s for a very 
short stimulus such as a flash of light, to 8 s for a 
continuing robust stimulus such as the typical 8 Hz 
blue-yellow flickering checkerboard used in many 
experiments. The curves also show that the total 
vascular response takes a considerable amount of time 
to return to zero and stabilize after the stimulus is 
turned off. The duration of this recovery phase places 
limits on how fast the stimulus can be repeated when 



ing derived from the BOLD response is 
required. For a stimulus duration of up to about 4 s, 
the time-to-peak depends on the duration and other 
parameters of the stimulus. Beyond 4 s, the neural (and 
hence BOLD) responses saturate (light grey line), and 
further increases in stimulus duration are manifested 
solely in the width of the peak, with some as yet poorly 
understood variations. It has been determined that the 
inflection point from baseline can be used as a measure 
of relative stimulus onset (Savoy et al. 1995; Kim et al. 
1997b; Menon et al. 1998), while the width of the 
response can be used as a measure of stimulus pro- 
cessing time (Richter et al. 1997). These two aspects 
are illustrated later in this chapter. 

If fMRI responses in all regions were identical and 
not signal-to-noise limited, it would 1 
forward to compare temporal characterisi 
regions using the width or inflection points of the 
fMRI response. Using the assumption of identical 
responses, averaged event-related fMRI has been used 
to determine sequential neural processing by time- 
locking the average fMRI response to the presentation 
of the visual cue (Buckner et al. 1996; Menon et al. 
1998). However, if time-dependent modulation occurs 
(such as learning, alterations in strategy and errors, 
and habituation, all of which are common in cogni- 
tion), averaging loses unique information associated 
with each individual execution of the task, information 
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that could be used in powerful regression models with 
other parameters such as reaction time for in-depth 
analysis of the data. While the ability to image indi- 
vidual trials is a requirement for many studies, there 
remains much to be learned from averaged data. Of 
more concern is the fact that the intrinsic neuro- 
vascular coupling and the resultant BOLD responses 
among regions may differ. Under such conditions, it is 
not possible to conclude anything about the absolute 
temporal sequence of neural activity between different 
regions from the averaged time courses unless the a 
priori responses of each area can be characterized or 
calibrated. This is not easily done, because it is impos- 
sible to activate individual areas in isolation outside of 
a few select regions in sensory cortex. 

7.3.5 Time-resolved event-related fMRI 

One approach to separating intrinsic haemodynamic 
differences from neural activity differences is to use a 
time-resolved event-related fMRI technique (Rosen 
etal. 1998). Since it is difficult to calibrate the haemo- 
dynamic delays in different areas of the brain we 
manipulate some aspect of the timing of the stimulus 
presentation or task performance in order to cause 
variations of the fMRI signal that are neural in origin. 
By regressing one or more of the fMRI signal charac- 
teristics we have just discussed with a behavioural 
correlate, such as time to recognize an object or delay 
between storing and recalling a word list, one can then 
separate those components of the fMRI signal that are 
constants of the task from those that vary with the 
temporal regressor. This might seem onerous, but at 
very high magnetic fields such as 4 Tesla, there is often 
enough sensitivity to monitor fMRI signal with little or 
no averaging. Signal averaging can be performed using 
a behavioural correlate such as task performance (e.g. 
correct or incorrect) or response criteria (e.g. reaction 
time) to align the fMRI data prior to averaging. 
Subsequently, temporal characteristics such as onset 
time or width of the fMRI responses can be correlated 
with behavioural data such as response time. In this 
way, differences in the underlying temporal behaviour 
of neuronal activity can be distinguished from haemo- 
dynamic response time variations between subjects 
and brain areas, since the haemodynamic responses are 
constant while the delays of neural origin 
or decrease. 



7.3.6 Estimation of neural processing time 
from BOLD response onset 

We have already suggested that the inflection point 
from baseline might be one way of characterizing the 
onset latency be i \ n different neiu il substrates, or at 
least of isolating the role of these substrates in neural 
processing. In Fig. 7.5, we demonstrate the use of onset 
time as an indicator of where the processing delays 
associated with a target tracking task may reside. In 
this task (Menon et al. 1998) 10 trials were presented 
in which a subject used a joystick to move a cursor 
from a start box to a target box as rapidly and accu- 
rately as possible. The BOLD responses for each trial 
were aligned to the onset of activity in VI, in order to 
try to compensate for the potential variation in haemo- 
dynamic response between trials and subjects. In this 
simple task, akin to a similar set of experiments on 
monkeys, the reaction time (RT) delay could originate 
in the planning of the movement or in the execution of 
the movement, and we wished to isolate the origin. We 
note that the spread in reaction time in the figure arises 
primarily from differences in task performance 
between subjects and that there is little time-dependent 
modulation of function in this very well practiced task. 
Surprisingly, the data demonstrate that in subjects of 
similar age, the relative haemodynamic delays scale 
consistently between subjects, and so RT between 
subjects can be used as a correlate in certain cases. In 
this particular experiment, it was shown that the 
subject-to-subject variation in RT arises from a delay 
somewhere between visual area VI and the supple- 
mentary motor area (SMA), and not between the SMA 
and motor area Ml. In other words, once the SMA is 
activated, the motor execution time is a predictable 
constant. It seems to be the planning of the trajectory 
that requires the processing delay and is the primary 
origin of the RT difference between subjects. 

7.3.7 Estimation of neural processing time 
from BOLD response width 

A second example is that of the well known compar- 
ison of photographs of two rotated objects. Shepard 
and Metzler (1971) demonstrated that the time to 
decide whether two rotated block-like objects were the 
same depended linearly on the rotation angle of one 
object relative to the other. Subjects indicated whether 
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Fig. 7.5 (a) Stereotypical BOLD responses from three 
different areas of the cortex during a target tracking task, VI 
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the two objects were the same or different by pressing 
a button. If the task varied from trial to trial (because 
of the presentation of different rotation angles) the RT 
should also vary proportionally with rotation angle. 
One might then expect a component of the task whose 
width scales with duration of the mental rotation 
(computational component) and another component 
of the task whose onset varies with RT (response 
component). This is shown schematically in Fig. 7.6. It 
was found that the width of the fMRI response in the 
superior parietal area was well correlated with the RT, 
and that the onset time of that region remained 
constant. This suggests that the superior parietal 
lobule (SPL) is intimately involved in the mental rota- 



Fig. 7.6 (a) Showing the mental rotation task, including 
some of the salient brain areas involved. The dashed arrow 
denotes the pathway between primary visual cortex and the 
motor areas, (bl M BOLD respon in the superior pari- 

etal lobule (SPL) for two different rotation angles of the block 
pair (Trial B > Trial A), (c) The width of the BOLD responses 
shown in (b) as a function or reaction time for a single subject. 



tion process, not just as a constant of the task, but as a 
substrate involved in the actual rotation processing. 
Conversely, it would be expected that the onset of 
activity in the motor area correlated with the RT for a 
button press indicating the objects were the same or 
different, because the button press involves a well 
practiced stereotyped movement whose duration prob- 
ably does vary significantly from trial to trial. 
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7.4 How might higher fMRI 
resolutions be achieved? 

These developments open up the possibility of 
studying the temporal processing in the brain on the 
second and sub-second time scale. However, there are 
many impediments to pushing the temporal resolution 
further. Primary among these is the limited signal-to- 
noise ratio of the image (particularly as one images 
faster) as well as noise sources intrinsic to the measure- 
ment process. Cortical signal changes in fMRI of 
common stimulation tasks are small even at very high 
magnetic field strengths (< 3 per cent). Although the 
instrumental noise in modern MRI instruments can be 
well below 1 per cent peak-to-peak in a gel phantom, 
the signal fluctuation observed in the brain can be 
much larger. Even when motion is minimized by 
restraining the head, there are still signal fluctuations 
of physiological origin amongst which cardiac and 
respiratory induced components are the most domi- 
nant ones. With the best fast imaging techniques that 
can make an image in -50 ms, effectively freezing some 
types of motion, the image-to-image signal fluctuation 
can exceed several percent. When physiological moni- 
toring signals are collected during MRI measurements, 
some retrospective signal correction can remove the 
signal fluctuation induced by cardiac and respiration 
to a useful degree. When MRI image acquisition is 
carried out at double (or more) the highest frequency 
of interest, the physiological fluctuations can be visu- 
alized in the power spectrum of the time series data 
(Thomas and Menon 1998). Such physiological oscil- 
lations present in the time series can be filtered out in 
the post processing. Even if these issues can be 
conquered, there remains a host of biological vari- 
ables. It is likely that the neural-haemodynamic 
coupling constant varies between brain areas and 
between people. 

Correlations of the type described in this chapter 
may allow relative timing between areas to be deter- 
mined, but the absolute timing currently seems out of 
reach using the temporal aspects of the BOLD 
response. However, an intriguing report that has just 
appeared suggests that the amplitude of the BOLD 
response can also be used to extract timing informa- 
tion about processing in the brain (Ogawa etal. 2000). 
Using paradigms more akin to masking or transcranial 
magnetic stimulation (TMS) studies, these researchers 



have shown that the amplitude modulation of the 
BOLD response as the timing between two events is 
varied (over the range of 100 ms) can be used to iden- 
tify the direction and time of travel of electrical signals 
between hemispheres in the rat brain. These results are 
correlated with actual brain activity using EEG elec- 
trodes. While such studies do not allow acquisition of 
all the timing information for a task in a single trial, 
they do allow manipulation of stimulus parameters in 
such a manner as to discern interactions between 
neural substrates on the order of tens of milliseconds. 
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8.1 Introduction 



Recent developments have permitted the 
magnetic resonance imaging into the realm of quanti- 
tative physiological monitoring. Previously, non- 
invasive quantitative measurement of physiological 
processes in internal structures such as the brain was 
almost the exclusive domain of techniques requiring 
the introduction of radioactive tracers via injection or 
inhalation, such as positron emission tomography 
(PET) and single photon emission computed tomo- 
graphy (SPECT). Currently, radioisotope-based meth- 
ods retain the advantage of offering absolute 
quantitation of many variables in physical units 
(e.g. ml/lOOg/min for blood flow) compared with 
MRI-based techniques that offer only relative quanti- 
tation of most physiological parameters. That is, 
current MRI-based methods provide only the frac- 
tional or per cent change in a parameter (with the 
exception of blood flow). Nevertheless, MRI offers 
several extremely attractive strengths, which ensure it 
will play an important role in the study of brain phys- 
iology as well as clinical practice. These advantages 
include: 



The capability of continuously monitoring physio- 
logical processes and observing their dynamics 
throughout the brain with high time resolution. 
The ability to monitor several physiological pro- 
cesses, such as blood flow and oxygen utilization, 
at the same time. 

rhe ability to enhance the signal-to-noise ratio in 
individual subjects through extensive signal aver- 
aging without health risks due to ionizing radia- 
tion exposure. 






While the abo^ 



• ability to probe brain fur 



significant 



likely that functional MRI will fully replace PET. 
Indeed, the capabilities of the two methods are quite 
complementary. As noted above, PET provides absol- 
ute quantitation but with poor temporal resolution 
whereas fMRI offers excellent time resolution but 
in general may only provide relative quantitation. 
Another complementary aspect of the two techniques 
is that PET can measure cerebral blood flow changes 
with very high sensitivity while PET-based measure- 
ments of the cerebral metabolic rate of oxygen con- 
sumption (CMR0 2 ) are hampered by a fairly low 
signal-to-noise ratio (SNR). With MRI, this si 
reversed and changes in tissue oxygena 
detected with relatively high sensitivity a 
monitoring that suffers in this respect. Translation of 
MRI observations into a quantitative measure of 
evoked oxygen consumption requires both flow and 
blood oxygenation information, however, so the low 
SNR of the flow signal propagates into CMR0 2 esti- 
mates. Nonetheless, we will see that flow-BOLD 
coupling relationships are highly sensitive to flow- 
metabolism regulation. 

In this chapter we review the various features of the 
physiological response that can be monitored using 
fMRI, then discuss quantitative models linking physio- 
logy and MRI-visible physical parameters. Finally we 
show how these models can be used, in conjunction 
with suitable measurement techniques, t 
changes in tissue energy utilization rates during si 



8.2 Features of the haemodynamic 
response 

As discussed in Chapter 2, focal increases in cerebral 
1 activity generally lead to co-localized 
blood flow. It has long been believed that 
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this acceleration of perfusion serves 

creased energy requirements at the site 

and recently introduced MRI-based techniques for 

physiological monitoring are playing an important role 

in establishing and refining this hypothesis. 

One of the central aims of current physiological 
studies of brain activation is to determine quantitative 
relationships between blood flow, metabolism, and 
electrical activity in the brain under different condi- 
tions. Such quantitative models are important both for 
advancing our understanding of the basic biology of 
brain function, as well as for the interpretation of acti- 
vation studies performed using PET-CBF, and blood 
03 ygt nation level dependent (BOLD) fMRI. 

Before examining haemodynamic response models 
at a quantitative level, we give here a brief and quali- 
tative overview of the main events generally observed 
during MR imaging of focal brain activation. The aim 
here is to describe the putative biological and physical 
origins of the various signal features, and identify 
those that are amenable to quantitative measurement. 

In order to do this it is helpful to schematically 
divide the typical fMRI BOLD response into three 
epochs, as shown in Fig. 8.1. First, immediately after 
electrical activity commences there may be a brief 
period of approximately 0.5-1 s during which the 
MRI signal decreases slightly below baseline (-0.5 per 
cent). This is a very subtle effect and is often not seen 
at conventional 1.5 Tesla magnetic field strengths. This 
first epoch has become known as the 'initial dip'. 
Subsequently, the BOLD response increases, yielding a 
robust 'positive BOLD response' which peaks 5-8 s 




Stimulus 

Fig. 8.1 Schematic representation of the common features 
of the fMRI BOLD response to a period of neuronal stimula- 
tion. During the first epoch a small negative 'initial dip' may 
be observed. Subsequently, a more robust 'positive BOLD 
response' is observed. Following cessation of the stimulus a 
return to baseline accompanied by a 'post-stimulus under- 
shoot is often seen. 



after the stimulus commences. It is this positive BOLD 
response (2-3 per cent signal change at 1.5 Tesla) that 
is used by most fMRI researchers. Finally, upon cessa- 
tion of the stimulus, there is a return of the BOLD 
response to baseline, often accompanied by a 'post- 
stimulus undershoot', during which the response 
passes through baseline and remains negative for 
several tens of seconds. Eventually, the response 
returns to baseline. All these features are shown 
schematically in Fig. 8.1. The figure also shows an 
'overshoot' period during the early positive BOLD 
response, which is another common feature observed 
in fMRI experiments. 

8.2.1 The positive BOLD response 

From PET measurements it is known that when an 
individual is lying passively in the imager under quiet, 
visually neutral conditions, the baseline rate of blood 
flow through a typical 100 gramme sample of cortical 
tissue in the brain is in the neighbourhood of 50 
ml/min (Matthew et al. 1993). Initiation of intense 
stimulation, such as rapid flashing of high contrast 
visual patterns, can increase perfusion rates in affected 
brain areas by 50-70 per cent (at locations that process 
visual input, in this case) (Fox et al. 1986). These flow 
increases elevate capillary blood oxygenation, acceler- 
ating the delivery of oxygen across the capillary wall 
and lowering venous deoxyhaeinoglobin (dHb) levels. 
Since deoxyhaemoglobin decreases the MR signal in 
T2* -weighted images, activation-induced reductions 
in the tissue concentration of this compound lead to 
positive signal changes, which are usually around 2-3 
per cent of the baseline signal level (at 1.5 Tesla). These 
blood oxygenation level dependent, or BOLD, signal 
changes are the basis for most MRI-based functional 
brain mapping. 

While the magnitude of the blood flow response to 
a given stimulus is a basic physiological property of 
brain tissue, the size of the BOLD response depends on 
both the biological response and on the physics of the 
magnetic resonance imaging process. One of the objec- 
tives of this chapter is to identify physical factors influ- 
encing the BOLD signal, and then to use this insight to 
establish the physiological implications of characteris- 
tically observed response amplitudes. 

It is worth remembering that, although functional 
MRI based on T2* -weighted image contrast is almost 
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universally referred to as blood oxygenation level 
dependent (BOLD) fMRI, there is really no direct 
sensitivity to the amount of oxygen in the blood. Only 
cfeoxyhaemoglobin can affect the MR signal, and it is 
the assumed complementarity between oxy- and 
deoxyhaemoglobin which lets us view fMRI as a 
means of monitoring blood oxygenation. Under 
normal physiological conditions this is a valid assump- 
tion, but in certain abnormal states it could be quite 
wrong. Carbon monoxide poisoning is one example, 
as a victim's blood could be quite poorly oxygenated, 
with many of the haemoglobin O, binding sites occu- 
pied by CO molecules. Irreversible conversion of dHb 
into HbCO at the lung would reduce tissue dHb levels, 
enhancing the MR signal in spite of dangerously low 
tissue oxygenation. 

In the following sections we will see that the BOLD 
response has a dynamic structure which, while often 
not exceedingly complex, must be taken into account 
when interpreting quantitative amplitude information. 

8.2.2 BOLD overshoot and undershoot 

MRI-based methods for measuring blood flow and 
oxygenation permit monitoring of these physiological 
variables on a relatively short time scale, so it becomes 
meaningful to talk in terms of response waveforms 
for the two parameters to a step or impulse input. In 



general, both the amplitude and the shape of the 
response waveform can vary. Obviously, the ampli- 
tude of the response will be zero in regions of the brain 
that are not affected by a particular stimulus. Also, 
response amplitudes (for both flow and oxygenation) 
may be diminished when the behavioural or psycho- 
physical contrast between the baseline state and the 
activation condition of interest is reduced (Fig. 8.2). 

Although short, impulsive stimuli have been found 
to produce response waveforms in both flow and 
BOLD with a relatively invariant form (well modelled 
as a gamma function (Burock et al 1 998)), the shape 
of the response waveforms to a step input (onset of 
sustained stimulation) is somewhat variable (Hoge et 
al. 1999b). The positive phase of the BOLD response 
waveforms often start with an overshoot phase, 
followed by an exponential decay to a lower (but still 
above baseline) steady-state level, with a post-stimulus 
negative undershoot upon cessation of stimulation that 
concludes in an exponential rise back to the pre-stim- 
ulation baseline level (Figs 8.1 and 8.3). 

Although a pronounced positive response overshoot 
is often accompanied by a similarly large post-stimulus 
undershoot, the size of such transient signal features 
relative to the steady-state segment is highly variable 
and in some cases there is no discernible overshoot (or 
undershoot). Both extremes (pronounced or no over- 
shoot) may be observed in a single cortical location 
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during different types of stimulation, and there is no 
general correlation between overall response magni- 
tude and the presence or absence of overshoot. 

When present, the positive response overshoot 
appears to be much more pronounced in the BOLD 
signal than in the flow response waveforms. This obser- 
vation suggests that some physical mechanism is prob- 
ably amplifying the sensitivity of the BOLD signal to 
blood flow transients in the early phases following 
changes in stimulation state. One candidate for this 
amplifying influence, observed by Mandeville et al. 
during forepaw stimulation in rats, is the slow adjust- 
ment of cerebral blood volume (CBV, which weights 
the amount of de< ixyhaemoglobin in the tissues) during 
changes in stimulation state (Mandeville et al. 1999). 
The elevated CBV levels associated with sustained stim- 
ulation may take up to a minute to evolve (Fig. 8.4), 
leading to a reduction in BOLD signal that is only sig- 
nificant in the late, steady-state phase. The reverse 
occurs upon stimulus cessation, when the elevated CBV 
levels (and accompanying COLD signal reduction) per- 
sist briefly even as blood flow falls dramatically, con- 
tributing to a negative post-stimulus undershoot in the 
signal. Although this experiment has not yet been per- 
formed in humans or for multiple brain areas and stim- 
uli, the time constant associated with CBV evolution in 
the rat (~20s) is similar to that of BOLD over/under- 
shoot in many human studies (the method used to make 
these CBV measurements will be discussed below). 



Positive response overshoot and negative post-stim- 
ulus undershoot are commonly, but not universally, 
observed features of the step-response function to 
sustained sensory or behavioural input. The main 
quantifiable parameters of this fMRI step-response 
function are the overshoot and undershoot amplitudes, 
their time-constants, and the steady-state signal level. 
If sensory or behavioural states are switched before 
recovery from previously sustained conditions is 
complete, then non-linear interactions between consec- 
utive responses may occur. This can complicate gener- 
alization of response amplitude information, as the 
observed values then depend not only on the applied 
stimulus but also on the particular timing used in the 
experiment. It should also be noted that other 
temporal structures, more complex than the over/ 
undershoot pattern, have been observed in some 
systems (Harms et al. 1999). 



8.2.3 BOLD initial negative dip 

A more subtle feature of the BOLD signal, observed 
more often at magnetic field values of 3 Tesla and 
above, is a small (-0.5 per cent), negative dip in the 
BOLD signal (Menon et al. 1993) lasting around one 
second following the onset of stimulation (prior to the 
much larger and universally observed positive signal 
change). This event, reported in both human and 
animal fMRI studies, corresponds to an apparent surge 




Fig. 8.4 Blood flow and volume signals. Blood flow exhibits 
an abrupt jump to its elevated level during stimulation, while 
blood volume adjusts gradually Upon cessation of stimula- 
tion, blood volume returns slowly to its baseline value 
(adapted from Mandeville et a\. 1996). 



in tissue deoxyhaemoglobin (dHb) levels, 
immediately following onset of stimulation, that has 
been observed using near-infrared spectroscopic 
(MRS) reflectance imaging in cat visual cortex 
(Malonek and Grinvald 1996). This dHb surge has 
been attributed to an immediate, stimulus-driven 
increase in oxygen consumption accompanied by a 
slight latency in the circulatory response. 

Observations of the initial dip have played an 
important role in reversing the previously prevalent 
view that stimulation of cortical tissue evokes little or 
no change in oxygen consumption (see Barinaga, 
1997, for a review). It has also been suggested that 
BOLD functional MRI based solely on detection of the 
initial negative dip may offer more precise spatial 
localization of neuronal electrical activity (than detec- 
tion of the larger positive response). This prediction is 
based on the hypothesis that the perfusion response is 
regulated on a more coarse spatial scale than oxygen 
utilization (see Chapter 7). 

While the size of the initial negative dip is probably 
proportional to the evoked increase in CMR0 2 , its 
exact amplitude depends on complex dynamic interac- 
tions between blood flow, blood volume, and tissue 
metabolism. There are currently no detailed models 
available for translation of initial dip amplitude into 
quantitative physiological parameters. 



8.2.4 Metabolic attenuation of the positive 
BOLD response 

The observations, described above, of a negative signal 
dip in the first second of stimulation illustrate the effect 
of a BOLD signal reduction caused by an increase in 
CMRO r While this negative dip is rapidly obliterated 
by the closely trailing CBF response, it is likely that 
CMR0 2 continues to increase during at least the 
first ten seconds of stimulation. This would suggest 
that the late-phase positive BOLD response is subject 
to considerable attenuation due to increased oxygen 
consumption by activated tissues. By comparing 
BOLD signals observed during elevation of perfusion 
rates to specific levels with either neural stimulation 
or C0 2 -induced vasodilation, it is possible to isolate 
the effect of metabolic deoxyhaemoglobin produc- 
tion, providing a relatively direct demonstration of 
increased steady-state oxygen consumption by activ- 
ated neurones. 

Hypercapnia (increased blood C0 2 ) is a useful 
model for causing blood flow increases without caus- 
ing an increase in l he metabolic demand of oxygen. By 
calibrating the CBF increase caused by hypercapnia 
to be the same as the CBF increase caused by a neu- 
ronal stimulation paradigm it is possible to analyse the 
corresponding BOLD signal changes in order to 
deduce the BOLD contribution due to the increased 
metabolic demand of the stimulus. This requires the 
ability to independently measure CBF and BOLD sig- 
nal responses. Figure 8.5(a) shows perfusion signals 
recorded in a region of human visual cortex at four 
levels of hypercapnia, superimposed with signals 
recorded from the same region of cortex at four levels 
of visual stimulation (with luminance contrast levels in 
the stimulus adjusted to match the hypercapnically 
induced flow increases). The corresponding BOLD sig- 
nals (shown in Fig. 8.5(b)) reveal significant attenua- 
tion of the visually evoked BOLD responses (grey 
curves) compared with those produced by hypercapnia 
(thin black curves). This result shows that increased 
aerobic metabolism during neuronal activation does 
indeed exert a significant attenuating effect on the pos- 
itive BOLD fMRI response, reducing the evoked 
response amplitude to approximately 50 per cent of the 
level that would be observed if oxygen consumption 
remained at baseline during activation. The amount of 
/ith perfusion, indicating that 
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8.3 Quantitative measurement 

In this section we will cover the basic physical princi- 
ples involved in magnetic resonance imaging of cere- 
bral blood flow (CBF), cerebral blood volume (CBV) 
and cerebral blood oxygenation. We will then show 
how these measurements can be incorporated into 
biophysical models that, in conjunction with physio- 
logical calibration procedures, can be used to estimate 
relative changes in the oxygen utilization rate of brain 
tissue. These techniques can also be used for com- 
paring values of physiological parameters across 
different bram regions. 

8.3.1 MRI measurement of cerebral blood 
flow 

In the context of brain imaging, blood flow is usually 
defined as the volume of blood passing, per unit time, 
through the capillary bed in a given mass of tissue. The 
usual units for absolute measurement are ml/100g/ 
min. As stated above, a typical baseline value for 
human cortex is 50 ml/lOOg/min and intense stimula- 
tion can increase local blood flow rates by up to 50-70 
per cent. 



important 
We there- 



There are many variants of MR-based flow imaging, 
and many technical details which must be considered 
in order to achieve accurate results. Much of this infor- 
mation is elsewhere in this book, so we focus here on 
those issues that impact on the quantitative accuracy 
of these methods. The basic concepts involved in 
measuring cerebral blood flow with magnetic reso- 
nance imaging are closely related to radiotracer 
methods, which have historically played a 
role in quantitative physiological imagin; 
fore introduce these concepts by mean: 
overview of PET. 

In PET CBF imaging, radioactively labelled water is 
introduced into the arterial blood, which carries the 
compound to the brain where it diffuses across the 
capillary wall and accumulates in tissue. The total 
number of radioactive decay events (the physical quan- 
tity imaged in PET) observed in an image voxel 
depends both on the rate of delivery of the tracer to the 
tissue and on the rate at which it is cleared from the 
volume by radioactive decay and venous outflow. This 
highly simplified description, known as the two 
compartment model, leads to a relatively straight- 
forward set of differential equations predicting an 
approximately linear relationship between blood flow 
and tissue tracer concentration (Larson et al. 1987). 
While the existence of a linear relationship alone 
permits relative quantitation, knowledge of the 
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amount of tracer in the inflowing blood, which can be 
obtained using arterial sampling, is required for cali- 
bration of the slope of this curve to provide an absolute 
measure of CBF. 

Magnetic resonance imaging of cerebral blood flow 
is also based on the principles described above. Rather 
than injecting a radioactive tracer into the subject's 
blood, however, MRI-based methods utilize spatially 
selective spin inversion (or saturation) to label the water 
in the arterial blood that flows into the brain. Such tech- 
niques, known as arterial spin labelling (ASL) methods, 
achieve a sign-reversal in the magnetization vector asso- 
ciated with spins over a spatial band covering the arter- 
ies in the neck and lower brain. This negatively labelled 
magnetization, which assumes the role of a tracer in 
these methods, then flows into the brain where it con- 
tributes a flow-dependent component to the total tissue 
magnetization and hence to the MR image signal. As in 
PET, tracer clearance occurs by way of venous outflow 
and physical decay of the label (which in the case of 
MRI is longitudinal Tl relaxation). 

A spatially selective inversion band can be estab- 
lished in approximately 10 ms by exciting the subject 
with a suitable pulse of radio frequency (RF) energy in 
conjunctionwith appropriately adjusted magnetic held 
gradients. It is then necessary to wait (on the order of 
1-2 s) for the labelled blood to flow into the imaged 
region and diffuse into the tissue. Following this inver- 
sion time (commonly denoted TI), a conventional echo 
planar imaging sequence can be used to measure the 
distribution of tissue magnetization within the brain. 
This entire process can be carried out in under two 
seconds. 

In order to isolate the flow-dependent component of 
tissue magnetization, the above process is repeated 
several seconds later without labelling the inflowing 
blood (various precautions must be observed to ensure 
that the two image acquisitions are otherwise iden- 
tical). Subtracting the second image from the first elim- 
inates the static tissue signal component, leaving only 
the flow-dependent contribution. In practice it is 
necessary to perform considerable signal averaging in 
order to achieve sufficient signal-to-noise ratio for 
measurements to be made. 

Ideally, the ASL subtraction signal will be zero in 
regions with no blood supply and increase as a linear 
function of perfusion elsewhere. Unfortunately, a 
number of issues can lead to departures from this 



idealized behaviour (Buxton et al. 1998). The main 
complicating factors are arrival-time delay, finite bolus 
width, BOLD contamination, and macrovascular 
signal inclusion. To understand the first two effects it 
helps to remember that the spatially selective inversion 
process labels blood along a finite length of the arterial 
vessels falling within the inversion band, resulting in a 
plug-like volume or bolus of flowing blood destined 
for the image volume. 

Arrival-time delay refers to the fact that some time 
is required for the leading edge of the bolus to travel 
between the inversion band and the image plane. The 
result of this is that the signal vs. flow function for 
regions with large arrival delays may have an intercept 
that is different from zero — that is, their ASL subtrac- 
tion signal may be zero even though they are perfused. 
Arrival-time delays can be large when multi-slice 
imaging is performed and some slices are far from the 
labelling region. 

Finite bolus width is a potential source of error 
because, at high flow rates, the trailing end of the bolus 
may pass through the image plane during the inversion 
time. When this happens, affected volume elements 
switch from a phase of net label accumulation to a 
period of net label elimination. As long as all the obser- 
vations are made during either the period of net accu- 
mulation or of net elimination, then the ASL signal vs. 
flow function will be a linear function of flow. The 
problem, for a given inversion time, arises when flow 
increases or regional variations in transit time cause 
shifts between the two regimes. The bolus width may 
be particularly limited if the MRI system head RF coil 
is used to transmit inversion prepulses. By using the 
MRI system body coil to transmit inversion prepulses, 
however, a relatively large bolus width can be 
achieved. A large effective bolus width can also be 
attained using continuous labelling techniques (Wong 
et al. 1998b). More sophisticated pulsed labelling 
schemes, such as QUIPSS II (Wong et al. 1998a), 
manipulate the labelled magnetization to achieve a 
limited but consistent bolus duration and deliberately 
acquire images during the phase of label clearance. 
This permits accurate flow quantitation in multi-slice 
imaging without requiring a long bolus. 

During ASL recording from tissues that are in a 
physiological steady-state, activation-related BOLD 
effects should be almost completely cancelled by the 
subtraction operation that is performed to isolate the 
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flow-dependent signal component. This cancellation 
may not be effective during periods of physiological 
transition, however, particularly when gradient echo 
EPI readouts are preceded by a long echo time (TE). 
If there is a significant shift in tissue oxygenation 
between acquisition of two long-TE images used 
subsequently for ASL subtraction, there can be a 
considerable error in the apparent flow signal. One 
way to avoid this problem is to use only those flow 
values determined at a physiological steady-state. 
Inspection of Fig. 8.3a indicates that, in that experi- 
ment, flow data acquired during the first min after a 
change in stimulation state would be affected by 
BOLD drift associated with over/undershoot, and 
should (in this case) be disregarded. If depiction of 
flow dynamics is desired, then BOLD contamination 
errors can be minimized by using spin echo refocusing 
or, ideally, a single-shot fast spin echo readout with 
centric &-space ordering (Crelier et al. 1999). In all 
cases the shortest possible echo time should be used to 
minimize BOLD sensitivity (which will also boost the 
signal-to-noise ratio). 

Since BOLD signal changes occur as a multiplicative 
effect applied to the baseline static tissue signal level, 
minimization of the static tissue signal will also reduce 
BOLD contamination of flow measurements. One way 
to achieve this is by selecting an inversion time which 
causes the recovering static tissue magnetization to be 
passing through zero when the echo planar images are 
acquired (note that the interaction between inversion 
time and bolus passage, discussed above, must always 
be considered). 

A final potential source of error arises in image 
voxels in which a significant volume fraction is occu- 
pied by large, label-bearing vessels. The equations 
derived from the two compartment model are only 
accurate when labelled water is diluted by tissue water 
upon delivery. Inclusion of significant amounts of 
undiluted vascular blood water in the MR signal can 
lead to overestimation of blood flow in the region. This 
effect is particularly severe when very short inversion 
times (< 500ms) are used, as large arteries may receive 
labelled blood long before it arrives in the terminal 
capillary vessels where exchange occurs. The use of 
longer inversion times (&800ms) and/or flow crusher 
gradients will minimize this problem. 

In PET, measurements of accumulated tissue 
radioactivity can be translated into absolute blood 



flow values if the activity level of the arterial blood is 
known along with the decay time constant. Similarly, 
knowledge of the blood magnetization level and the 
longitudinal relaxation rate in tissue permit absolute 
quantitation of blood flow from MRI measurements 
according to the following equation (Calamante et al. 
1999): 

AMA Tl 
CBF = — 8.1 

2M SS a 

In the above formula, AM is the flow-related compo- 
nent of magnetization retained in the ASL subtraction 
signal, A is a constant (the blood-brain partition coef- 
ficient, -0.8) included to adjust for the difference in 
proton density between tissue and blood, M ss is the 
steady-state equilibrium magnetization of the brain 
tissue (2M ss is therefore the maximum possible 
contrast achievable through inversion), Tl is the time 
constant for longitudinal relaxation (a clearance 
pathway for the label), and a is a factor which may be 
reduced from one to reflect incomplete inversion of 
inflowing spins. 

Because of the requirement of additional measure- 
ments of fully relaxed magnetization and tissue Tl 
maps for absolute flow measurement with MRI, it is 
not uncommon to forgo these steps and accept only 
relative quantitation. Note, however, that regional 
variations in the above parameters, mainly Tl, can 
affect the accuracy of relative flow measurements 
when comparing different spatial locations. 

8.3.2 MRI measurement of cerebral blood 
volume 

Cerebral blood volume is defined as the volume of 
blood present in a given quantity of brain tissue. It can 
be expressed either as a dimensionless volume fraction 
or in ml/g. Typical resting values in human cortex are 
around 2 per cent. Intense stimulation can increase 
CBV by up to approximately 30 per cent (Mandeville 
etal.1999). 

Mapping of cerebral blood volume was used to 
obtain the first human fMRI brain maps (Belliveau 
et al. 1991). Early experiments involved rapid imaging 
of the passage through the brain of a bolus of para- 
magnetic contrast agent (gadolinium-DTPA) using 
T2 or T2* weighted acquisitions (Rosen et al. 1990; 
Belliveau et al. 1991). The effect of the paramagnetic 



agent is to produce magnetic Held inhomogeneities at 
the microvascular scale and thus to enhance the rate of 
decay of the transverse magnetization. Therefore, as 
the intravascular contrast agent passes through the 
brain a signal attenuation linearly proportional to the 
concentration of the contrast agent is observed (when 
plotted on log-linear axes). Integrating the area under 
such a concentration-time curve provides a measure of 
CBV. By repeating this experiment in baseline and acti- 
vation conditions and subtracting the calculated CBV 
images, a functional activation map is produced. The 
major shortcomings of this fMRI technique are the 
poor temporal resolution and the requirement for an 
exogenous contrast agent, which limits the number of 
functional measurements that can be performed in 
humans. 

Recently, intravascular contrast agents that can 
remain at stable concentrations in the blood for several 
hours have been developed, alleviating the requirement 
for bolus injection methods and greatly enhancing 
temporal resolution. One example is MION (mono- 
crystalline iron oxide nanocolloid), which has been 
used in rats to provide a five-fold increase in SNR over 
BOLD contrast at 2 Tesla (Mandeville et al. 1998). 
While the MION concentrations used in these experi- 
ments are considerably higher than what is currently 
approved for humans, initial testing of other stable 
blood-pool contrast agents, such as ferumoxide, has 
begun in humans (Scheffler et al. 1999). The advan- 
tages of this approach are the potentially high SNR, 
temporal resolution, and physiologically quantita- 
tive nature of the measured signal (which is directly 
proportional to CBV). As with gadolinium-DTPA 
bolus methods, toxicity issues limit the number and 
frequency of studies that can be performed on an indi- 
vidual human subject. 

There is also a third, indirect, avenue to estimation 
of relative cerebral blood volume changes that uses 
dynamic blood flow measurements. This indirect 
approach relies on earlier observations indicating that 
steady-state cerebral blood volume is highly correlated 
with steady-state perfusion level (Grubb et al. 1974; 
Mandeville et al. 1998). The actual relationship 
observed is usually a sub-linear (slightly less than 
square root) dependence of baseline-normalized CBV 
on baseline-normalized CBF: 



CBV _ / CBF y 
CBV ~ \CBfJ 



(8.2) 



where a is a constant with an approximate empirically 
derived value of 0.4 (Grubb et al. 1974) and the 
subscript '0' is used here and elsewhere in the text to 
refer to the baseline steady-state value of a variable. 
Relative CBV values can then be obtained implicitly 
from relative CBF values using this formula. 

The above CBV-CBF coupling i elationship has been 
found to hold in several species, including monkeys 
during modulation of CBF using hypercapnia (Grubb 
et al. 1974), and also in rats during both hypercapnia 
and electrical forepaw stimulation (Mandeville et al. 
1996). It is also consistent with theoretical analyses of 
vascular response mechanics (van Zijl et al. 1998). It is 
important to note, however, that at the present time 
there are no data for awake human subjects providing 
independent measurements of CBF and CBV during 
physiological stimulation. 

As we will see in the next section, knowledge of 
blood volume behaviour during stimulation is impor- 
tant for interpretation of BOLD signal changes. We 
need to know how much blood is present in tissues 
before we can estimate changes in dHb production rate 
based on changes in total tissue dHb levels. 

8.3.3 MRI measurement of cerebral oxygen 
consumption 

The cerebral metabolic rate of oxygen consumption, or 
CMR0 2 , is a quantity that is of particular interest in 
brain mapping as it is tightly linked to tissue energy 
utilization rates and hence tissue information pro- 
cessing workload. CMR0 2 is usually defined as the 
number of moles of oxygen consumed, per unit time, 
by a given mass of tissue. A typical value for resting 
CMR0 2 in human cortex is 2 (jrmol/g/min (Mintun 
et al. 1984). Fractional increases in CMR0 2 during 
activation are generally smaller than changes in CBF, 
with maximal elevations of 30 per cent reported 
(Marrett and Gjedde 1997). 

In the two previous sections we saw how the purely 
haemodynamic parameters of blood flow and volume 
could be estimated using MRI. In this section we will 
see how these methods can be combined with MRI 
acquisitions to estimate fractional changes in CMR0 2 
during activation. 
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Sensitivity to blood oxygenation arises in T2*- 
weighted MR images of the brain because the local 
image intensity is generally subject to some degree of 
attenuation caused by deoxyhaemoglobin, a paramag- 
netic relaxation enhancer introduced into venous 
blood as tissues extract oxygen for aerobic metabo- 
lism. Increasing the perfusion rate in a tissue volume 
element generally leads to dilution of venous deoxy- 
haemoglobin (Haacke et al. 1997), reducing the 
tendency of the blood to decrease the magnetic reso- 
nance signal (i.e. leading to a signal increase). This 
increase in signal intensity, referred to as the BOLD 
response, can be detected in images and is often used 
as a surrogate marker for activation-induced increases 
in cerebral blood flow (Kwong et al. 1992; Ogawa 
etal. 1992). 

Increases in blood flow also cause distension of the 
highly compliant venous vessels, however, and the 
resultant increase in the fraction of tissue volume occu- 
pied by blood (which will include paramagnetic de- 
oxygenated blood) partially counteracts the diluting 
effect of the perfusion increase. Based on the assump- 
tion of a fixed relationship between CBF and CBV, 
application of mass conservation rules, and physical 
models of T2* -weighted signal dependence on tissue 
dHb concentration, a relatively simple relationship 
between fractional changes in CBF and BOLD signal is 
predicted for constant CMR0 2 : 



BOLD, 



= M 1 



_ / CBF V 

VcbfJ 



(8 ?) 



possible BOLD signal change 
that would be observed upon complete elimination of 
all dHb from a tissue sample, a is the CBV-CBF 
coupling exponent from eqn (8.2), and B describes the 
attenuating power of deoxyhaemoglobin (range: 
1 =£ B «s 2 (Boxerman et al. 1995)). The net exponent 
a-B is believed to be close to - 1 under normal condi- 
tions, resulting in the relationship depicted graphically 
in Fig. 8.6(a) for a constant level of CMRO r The main 
characteristics of the predicted BOLD-CBF relation- 
ship are that there should be linear increases for 
moderate flow increases, but for larger CBF values the 
relationship becomes increasingly sublinear and the 
BOLD signal eventually plateaus to an asymptotic 
value of M. 

If the rise in perfusion is due to heightened neuronal 
activity, then metabolic oxygen extraction may also 
increase, accelerating the production of deoxyhaemo- 
globin and counteracting the dilution effect. Extending 
eqn (8.3) to include variations in relative CMR0 2 
results in the following expression: 



ABOLD _ 
BOLD " 



_ / CMRQ 2 W CBF V 
\CMR0 2 J \CBfJ 
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Evaluating the above functior 
CMR0 2 results in a set of plot 
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Fig. 8.6 Relationship between BOLD MRI signal, CBF, and CMR0 2 predicted at a) c 
different levels of ACMR0 2 at 10 per cent interval (eqn (8.4)). Plots were calculated u 
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as iso-CMR0 2 contours on the BOLD-CBF pla 
shown in Fig. 8.6(b). It can be seen 1 
CMR0 2 pull the BOLD signal curves downward, 
reflecting signal attenuation due to increased dHb 

The exact value of the parameter M depends both on 
the details of the pulse sequence used to monitor the 
BOLD signal and on the amount of deoxyhaemoglobin 
present in the tissue at baseline. In general this quantity 
is not known a priori. One way to estimate M is by map- 
ping out the position of the baseline iso-CMR0 2 con- 
tour by driving flow increases, at a constant level of 
oxygen consumption, during simultaneous monitoring 
of relative BOLD and CBF signals. This can be done 
using graded hypercapnia to induce varying degrees of 
cerebral vasodilation. Ideally, flow would be increased 
until the BOLD signal reached the asymptotic limit, per- 
mitting direct observation of M. Comfortably tolerable 
levels of hypercapnia will not push a tissue sample 
beyond the linear regime of Fig. 8.6(a), but since the 
proportionality between the slope of the linear portion 
of the baseline iso-CMR0 2 contour and M is fixed by 
eqn (8.3), this is sufficient. Once M is determined (for a 
given subject, session, and tissue region), the vertical 
scaling of the iso-CMR0 2 plot is established and paired 
measurements of the fractional BOLD and CBF changes 
occuring during activation can then be translated into 
:s of the fractional change in CMR0 2 . 



Experimental measurements of CBF and BOLD 
signal changes during graded hypercapnia at different 
levels of visual stimulation behave as predicted in 
Fig. 8.6(b). Figure 8.7(a) shows BOLD signal increases, 
as a function of flow increase, measured in a region of 
human visual cortex (averaged over multiple subjects) 
during graded hypercapnia at different levels of visual 
stimulation. The adjacent figure (Fig. 8.7(b)) shows data 
acquired in a separate experiment during graded hyper- 
capnia and graded visual stimulation. It is clear that, 
with increasing neuronal activity (visual stimulation 
in this case), the BOLD-CBF response coordinates are 
driven across the iso-CMR0 2 contours into zones indi- 
cating increased metabolic activity. This behaviour is 
the foundation for CMR0 2 measurement using fMRI. 

Equation (8.4) can be rearranged for computation 
of the fractional change in CMR0 2 as an explicit func- 
tion of the fractional changes in BOLD and flow 
signal, provided that M is known for the tissue in ques- 
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(8.5) 
Note that experimentally determined M values are 
likely to be specific to the conditions under which they 
were measured, including such factors as subject posi- 
tioning in the magnet and their baseline physiological 
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state and level of arousal. It is therefore preferable to 
perform the hypercapnic calibration procedure des- 
cribed above and all behavioural recording in a single 
session, with as little disturbance of the subject as 
possible. It is also preferable to record the BOLD and 
flow signals simultaneously, in order to maintain the 
closest possible matching of experimental conditions 
for the two measurements. This can be done using an 
interleaved imaging approach in which a BOLD acqui- 
sition is appended after each of the two inversion 
recovery scans required to produce a blood flow 
measurement (Fig. 8.8). The interleaving must be done 
in this fashion to ensure that the flow-sensitive and 
flow-insensitive phases of the ASL recording are iden- 



tical. Although the echo-time may be shortened in the 
ASL acquisitions to reduce BOLD contamination, it is 
advisable to use identical EPI readout gradient wave- 
forms for both the flow and BOLD phases. This will 
ensure that both measurements are spatially aligned, 
even in the presence of image distortions which can 
occur in EPI. Alternatively, linage distortion correction 
should be performed to carefully realign BOLD and 
ASL images. Note also that the M parameter must be 
determined for each spatial location in the imaged 
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Fig. 8.8 Sample MRI pulse sequence for making interleaved measurements of flow and BOLD responses. The first and third 
sequence blocks (not shaded) comprise the flow-sensitive and flow-insensitive phases of an ASL acquisition. These EPI sub- 
sequence includ n ii iii| i ii i 1 i i i i n u I use a long i 
time, providing sensitivity to BOLD signal changes. To produce flow and BOLD images that overlap in time, the inversion 
recovery scans are subtracted and the BOLD scans are added. (Adapted from Hoge et al. 1999a). 
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CBF and BOLD signal changes, and the second involves 
the details of the BOLD signal model (eqn (8.4)) used to 
translate these measurements into CMR0 2 estimates. 

Sources of error for flow measurements, described 
in detail abo\e, in lnu.fr i i In 1 to bolus passage, 
inclusion of macrovascular signal, and BOLD contam- 
ination. The inclusion of large vessel signals in BOLD 
images may also lead to minor errors in MRI-based 
CMR0 2 estimates, due to dependence of the model 
parameter p on vascular scale. Most of the tissue- 
dependent scaling of the model is lumped in the empir- 
ically determined parameter M, however, and the 
effect of realistic variations in p is likely to be small. Of 
greater concern is the possibility that the largest veins 
may exhibit strong BOLD signal changes at locations 
remote from the site of neuronal activation (i.e. the 
issue of 'draining veins'). 

Just as BOLD contamination can affect flow images, 
flow contamination is a potential source of error when 
BOLD images are used to estimate changes in the tissue 
dHb level. The same effects which lead to a flow- 
dependent signal component in ASL imaging can influ- 
ence the intensity of BOLD images, especially if rapid 
imaging rates and high flip angles are used. If a short 
inter-scan (TR) interval must be used, it is important to 
consider the possible effects of inflow enhancement 
when interpreting BOLD response amplitudes. 



A final factor affecting the scheme described above 
for MRI-based CMR0 2 measurement is that the rela- 
tionship used to estimate CBV changes from flow 
increases may be invalid in the early stages of stimula- 
tion. The rat data of Mandeville et al. indicate that eqn 
(8.2) is only correct during the late, steady-state phases 
of stimulation (i.e. after any overshoot period). 

8.3.4 Flow/metabolism coupling and the 
BOLD signal 

The role and behaviour of oxidative metabolism during 
brain activation has been a central question in cerebral 
physiology (Barinaga 1997). Moreover, understanding 
the coupling between oxidative metabolism, blood 
flow, and the BOLD signal is of critical importance for 
the proper interpretation of cognitive neuroimaging 
data. The techniques described above provide a means 
for the mapping of regulatory relationships between 
cerebral blood flow and metabolism. 

Figure 8.9(a) shows average steady-state increases in 
BOLD signal plotted as a function of perfusion 
human primary visual cortex during pre- 
>n of a variety of different graded visual stimuli, 
as well as for graded hypercapnia. As described above, 
each combination of BOLD and perfusion values cor- 
responds to a specific rate of oxygen consumption, 
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with the hypercapnia data points tracing out a baseline 
iso-CMR0 2 contour. Non-baseline contours, plotted 
by fitting eqn (8.4) to the hypercapnia data, are shown 
at 10 per cent intervals. Figure 8.9(b) shows per cent 
changes in CMR0 2 , computed by solving the fitted 
model function at measured BOLD and CBF values, 
plotted as a function of CBF. In this experiment, 
CMR0 2 and CBF responses exhibited a high degree 
linear correlation with an average slope of 0.51 ± 0.02. 

Figure 8.9(b) shows that, although a wide variety 
stimulus-dependent response amplitudes may be 
observed in a given cortical location, the physiologic 
coupling relationship between blood flow and oxyg( 
consumption appears to be invariant. This consister 
linear relationship was observed in spite of the fact 
that different stimuli were designed to selectively excite 
populations of VI neurones with varying levels of 
cytochrome oxidase. 

The relationships depicted in Fig. 8.9(a-b) have an 
important implication for the interpretation of the 
BOLD signal. If the VI BOLD responses are plotted 
against the corresponding CMR0 2 values, a highly 
linear relationship is revealed. This validates the 
BOLD fMRI mapping signal as an index of the infor- 
mation processing workload evoked by a particular 

It should be pointed out that all of the experimental 
CMR0 2 data shown above were obtained by pooling 
responses within VI, and then performing extensive 
multi-subject averaging. This is necessary because of 
the low signal-to-noise ratio of the MRI-based flow 
measurements required for estimation of CMR0 2 . If 
reduced spatial resolution can be tolerated, then the 



required number of signal averages can be brought 
down to the point where images of CMR0 2 response 
patterns in single subjects can be produced. 

Figure 8.10 shows quantitative images of various 
measured and computed physiological parameters 
acquired in an axial slice that passes through the visual 
cortex. The signal-to-noise ratio of these data was 
enhanced through extensive signal averaging in one 
subject combined with spatial low-pass filtering 
(12 mm FWHM). Figure 8.10(a) shows regional varia- 
tions in the parameter M, which is related to the 
amount of deoxyhaemoglobin in the tissues at base- 
line. Clear grey- white matter contrast is seen, with grey 
matter showing higher resting levels of tissue dHb. 
Figure 8.10(b) shows the regional pattern of BOLD 
response produced by presentation of a visual stim- 
ulus, with intensity levels representing fractional 
change values. Figure 8.10c shows the corresponding 
pattern of increased blood flow, in units of percent 
signal change. Note that the spatial pattern of BOLD 
response appears to be determined by a weighting 
of the flow response pattern by the baseline distribu- 
tion of tissue dHb. Figure 8.10(d) shows the pattern of 
increased oxygen consumption computed from the 
previous images. The boundaries of the CMR0 2 
response pattern appear to match those of the flow 
response. The two dark bands at the front of the 
head in Fig. 8.10(d) are artefacts due to the low frontal 
SNR achieved with the occipital surface coil used 
in this study and would not be present in head- 
coil images. Responses in the posterior half of the 
brain are believed to be accurate to within 
spacing. 




Fig. 8.10 Quantitative images of different physiological parameters, (a) Image of dHb-related MR signal attenuation at rest 
(M) based on combined BOLD and ( LSF responses to CO, inhalation. ( I rev-white matter contrast can be seen. Contour interval 
is 10 per cent; regions with no dHb appear black, (b) Image of the BOLD response pattern to visual stimulation. Contour 
interval is 0.5 per cent, regions with no change appear grey, (c) Image of CBF response pattern acquired simultaneously with 
BOLD data. Contour interval is 20 per cent, grey regions denote zero response, (d) Image of computed CMR0 2 response. 
Contour interval is 10 per cent, grey regions indicate zero response. Dark bands at front of head are artefacts due to non- 
uniform intensity of occipital surface coil. 



8.4 Summary and conclusion 

The previous sections describe techniques for moni- 
toring physiological processes in the brain and show 
examples in which these methods have been combined 
to determine changes in metabolic activity in human 
visual cortex. While CBF and CBV changes have been 
measured in a number of experimental models, all of 
the CMR0 2 data shown above were acquired in 
human visual cortex. Additional work therefore needs 
to be done to investigate CBF-CMR0 2 coupling in 
multiple brain regions as well as in disease states. If the 
-2:1 coupling between per cent changes in blood flow 
and oxygen consumption is observed throughout the 
brain, then the interpretation and predictive modelling 
of BOLD signal changes may be greatly simplified. If 
not, then regional idiosyncrasies in flow-metabolism 
coupling may yield insight into the physiological orga- 
nization of the brain. 

Refinement and validation of dynamic CBV moni- 
toring approaches would strengthen confidence in 
MRI-based CMR0 2 measurements. The challenge of 
measuring dynamic CBV changes while retaining the 
ability to monitor BOLD signal levels and flow must 
also be overcome. Identification of a CBF-CBV coup- 
ling model that is accurate during the early phases of 
stimulation is one possible solution to this problem. 
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9 Effective paradigm design 

David I. Donaldson and Randy L. Buckner 



9.1 Introduction 

Advances in functional magnetic resonance imaging 
(fMRI) are affording numerous new ways to design 
and analyse brain-imaging studies. A major driving 
force for these advances has been the widespread 
use of MRI scanners capable of ultra-fast imaging. For 
example, MRI scanners in many laboratories and clin- 
ical settings typically can acquire whole-brain images 
once every 2 s or even faster (see Chapter 4). However, 
the temporal resolution of fMRI is limited by the 
underlying physiological signals through which neu- 
ronal activity is indirectly measured (see Chapter 2). 
The optimal choice of an MRI experimental paradigm 
is determined by an interaction between methodo- 
logical limitations and the properties of the physiology 
being measured. Extending the range of questions that 
can be addressed using the fMRI technique depends at 
least in part upon continued methodological advance- 
ment. This chapter aims first to review both key 
aspects of MRI technology and of the underlying phys- 
iology that constrain paradigm design for functional 
brain imaging. 

Perhaps one of the most influential recent develop- 
ments in terms of paradigm design has been the e\ 
tion and utilization of 'event-related' procedi 
These procedures allow images to be formed of the 
transient neuronal changes associated with individi 
cognitive and sensory events, and even of the si 
processing stages within the events themselves. Event- 
related fMRI (ER-fMRI) allows experiments to depart 
solely from the use of 'blocked' procedures, intro- 
ducing paradigms that isolate individual trial events 
separated by as little as a few seconds. A second a 
this chapter is to review issues related to the design oi 
event-related experimental paradigms and how event- 
related procedures have extended the range of ques- 
tions that can be asked. We will introduce the concept 
of mixed 'blocked and event-related' procedures. The 
development of such 'mixed' procedures widens the 



spectrum of task designs and analytical techniques that 
can be used, further extending the range of questions 
that can be addressed with fMRI. 

Although aspects are discussed elsewhere in this 
book (Chapters 2 and 8), we first present a brief review 
of the underlying characteristics of the haemodynamic 
response, to provide a context for disc 
related methods and their derivatives. 



9.2 Origins of the signal 

Haemodynamic techniques such as blood oxygenation 
level dependent (BOLD) fMRI and PET (positron 
emission tomography) index changes in blood proper- 
ties (associated with relative oxygenation levels or 
blood flow respectively) that follow from changes in 
neural activity (as discussed in previous chapters). 
Haemodynamic techniques depend upon there being a 
close relation between neural activity and cerebral 
blood flow regulation within the brain — a coupling 
that is slow and that is affected by differences in 
regional vascular anatomy (cf. Lee et al. 1995; Robson 
et al. 1998; discussed in greater detail below). In fact, 
temporal evolution of the fMRI signal is an order of 
magnitude poorer than the evolution of the neural 
activity itself, at least when brief sensory events are 
considered. Thus, it is worthwhile reviewing the 
temporal properties of the signal, their limitations, and 
how certain forms of paradigm design can best exploit 
the temporal information provided by the signal. 

9.2.1 The BOLD-contrast haemodynamic 
response 

BOLD is the most commonly measured contrast mech- 
anism used for fMRI (Ogawa et al. 1990; Kwong et al. 
1992; Ogawa et al. 1992; see Chapters 1 and 2). At 
present the exact origin of the BOLD signal remains 
unclear. Nonetheless, even our present understanding 
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of how the BOLD-contrast signal evolves in relation to 
neuronal activity (henceforth referred to as the 
'haemodynamic response') provides important guides 
to effective MRI paradigm design. Thus, we briefly 
consider these findings here. 

Perhaps the most relevant constraint of the haemo- 
dynamic response for issues related to paradigm design 
is that, as already noted, the response exhibits consid- 
erable temporal blurring in relation to the underlying 
neuronal activity. Although neural activity can occur 
very rapidly (in the order of milliseconds) in responses 
to a sensory event (Robinson and Rugg, 1988), 
changes in the haemodynamic response occur much 
more slowly (on the order of s). For example, even a 
brief period of sensory stimulation (as little as half a 
second) that presumably results in a proportionately 
brief period of neural activity, produces haemody- 
namic changes that do not begin for one to two s, and 
take place over a 10-12 s period (Blamire et al. 1992; 
Bandettini, 1993; Boynton et al. 1996; Konishi et al. 
1996). Moreover, recent evidence suggests that, 
although the robust positive deflection of the haemo- 
dynamic response evolves over a 10-12 s time interval, 
there may be physiological effects that last consider- 
ably longer (e.g. the 'post-stimulus undershoot', see 
Buxton et al. 1998; Fransson et al. 1998, 1999). Thus, 
inherent to fMRI data is the fact that the changes are 
measured in time relative to the neural activity itself. 
As is discussed below, this is one of many factors that 
must be accounted for in the analysis procedures 
employed in event-related fMRI. 

9.2.2 Reliability of the signal 

The reliability of the BOLD signal as an indirect 
measure of neuronal activity has received support from 
a number of empirical observations. Most directly rele- 
vant to paradigm design is the finding that the response 
within a given subject and within a given region of 
cortex is extremely consistent from one set of measure- 
ments to the next (Dale and Buckner 1997; Menon et 
al. 1998; Miezin et al. 2000). Therefore, although the 
signal is temporally blurred, the lag of onset and time 
course of signal evolution are highly reproducible. 

Reliable maps of brain activity further suggest that 
similar levels of BOLD-contrast can be generated reli- 
ably across the cerebral cortex. For example, Ojemann 
et al. (1998) (see also Clark et al. 1996; Casey et al. 



1998), demonstrated reproducible patterns of activity 
associated with a speech production task in a compar- 
ison across studies produced in multiple laboratories 
employing both fMRI and PET. Several studies 
employing fMRI have demonstrated patterns of 
activity within striate and extrastriate cortex that 
could be predicted on the basis of the well-understood 
retinotopic organization of primary visual cortex (e.g. 
Sereno et al. 1995; DeYoe et al. 1996; Engel et al. 
1997). Such evidence builds confidence that the BOLD 
response is tightly coupled to neuronal activity. 

The studies discussed above demonstrate the 
stability and reliability of the signal provided by the 
haemodynamic response. Nonetheless, evidence sug- 
gests that there is some variability in the exact form of 
the response from one subject to the next and from one 
brain region to another. For example, Miezin et al. 
(2000) revealed differen t in tin inning and ampli- 
tude of the haemodynamic response from the primary 
visual cortex across subjects. More significant how- 
ever, is evidence that the haemodynamic response 
varies across brain regions within a given subject. This 
variability is exhibited in terms of the onset and shape 
of the response. Data from Buckner et al. (1998), for 
example, revealed the onset of the response in extras- 
triate cortex to be about 1 s earlier than the response 
in prefrontal cortex during a word generation task. A 
related finding was presented by Schacter et al. (1997) 
in the context of a memory study, revealing a differ- 
ence of several seconds between activity in anterior 
and dorsal prefrontal cortex. Even within visual cortex 
itself, Bandettini (1999) has shown variance in the 
timing of the response of 1-2 s across voxels. As these 
findings make clear, paradigm design and analysis 
must take into account the possibility of variance in 
the timing and shape of the haemodynamic response 



9.3 Blocked paradigms 

By far the most commonly used fMRI experimental 
paradigm is the 'blocked' task paradigm, whereby a 
series of trials in one condition is presented during a 
discrete epoch of time. The signal acquired during one 
blocked condition is then compared to other blocks 
involving different task conditions. In a typical study, 
task blocks will range in duration from 16 s to a 
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minute and, in a single fMRI run (continuous period 
of data acquisition), multiple task blocks will be 
presented to allow the contrast of fMRI signals 
between task blocks. For example, to determine brain 
areas active during a language production task, task 
blocks in which subjects see words and produce a 
response to them could be contrasted with alternating 
task blocks in which subjects passively view words. 

Reminiscent of earlier PET paradigms, blocked 
paradigms employ time-integrated averaging pro- 
cedures. Not only were blocked paradigms the first 
approach to be employed in fMRI studies (Bandettini 
et al. 1992; Kwong et al. 1992; Ogawa et al. 1992), 
they were also the first targeted for the development of 
serious statistical analysis (e.g. Bandettini et al. 1993; 
Friston et al. 1994). Regions of activity change 
between one condition and another can be identified 
with considerable statistical power. Blocked proce- 
dures allow considerable experimental flexibility, for 
example allowing parametric designs and multi-facto- 
rial designs to be employed (Frackowiak and Friston 
1995). The kinds of design possible with blocked para- 
digms have previously been reviewed extensively (for 
excellent reviews see Binder and Rao 1994; D'Esposito 
et al. 1999), and therefore, we will only touch upon 
one important conceptual consideration. 

Because fMRI methods are limited to finding rela- 
tive changes between task comparisons, a crucial ques- 
tion is how to best design task comparisons in a given 
study. One important question is how closely matched 
the different tasks should be. A useful distinction 
that can be made in this regard is between 'tight' and 
'loose' task comparisons (cf. Buckner 1996; Buckner 
and Logan 2000). Tight comparisons aim at holding 
as many extraneous variables as possible constant 
across tasks. For example, consider a blocked design 
by Demb et al. (1995) that examined meaning-based 
decisions on visually presented words. They compared 
blocks involving a meaning-based semantic decision 
(deciding whether each item was abstract or concrete) 
relative to equivalent blocks of a nonsemantic decision 
(deciding whether each item was presented in upper 
or lower-case letters). To isolate differences related 
to processing word meaning, the two tasks were 
designed to differ in terms of the 'depth' of mean- 
ing based processing afforded to each item, whilst 
sharing other task demands, such as similar present- 
ation of words, identical stimuli (when counter- 



balanced across runs), and grossly similar response 
demands. 

An alternative approach is possible however. That 
is, 'loose' comparisons between tasks that are not 
closely matched, employing a much broader com- 
parison across task variables. For example, visual fixa- 
tion could be used as a low-level task. Buckner and 
Koutstaal (1998) used just such a low-level visual fixa- 
tion task in a study that also employed both the 
meaning-based semantic and nonsemantic tasks used 
by Demb et al. (1995). Buckner and Koutstaal were 
thus able to compare the two meaning-based task 
conditions to each other (tight comparisons), and 
either task condition to the 'fixation' task (loose 
comparisons). The resulting contrasts yielded brain 
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processing tasks and those that differed. 

The use of 'loose' task comparisons described above 
may appear unnecessary. However, there are several 
clear merits in employing both loose and tight task 
comparisons simultaneously. First, the comparison 
between two closely matched tasks will only reveal 
regions that differ — any regions that are shared across 
the tasks will be subtracted out. It is often useful to see 
the entire set of regions that is activated during perfor- 
mance of a task, and not simply those regions that 
differ between two tasks, as a means of checking data 
quality and also as a means of identifying the entire 
network of brain regions active in a given task. For 
example, the two word processing tasks described 
above would, a priori, be expected to give rise to 
activity associated with viewing the stimuli and 
making a motor responses — excellent markers of 
whether the experiment has succeeded and of the 
overall quality of the data. These regions could only be 
examined using a 'loose' task comparison between 
each task and the low-level fixation condition. More- 
over, several component processes may be shared 
between conditions being compared but nonetheless be 
important components of the high-level demands of a 
task. Shared regions of activation often only become 
apparent when multiple comparisons are made to low- 
level reference tasks (e.g. Buckner 1996). A final 
reason to employ reference to a low-level control is 
that the same reference task can serve for multiple 
conditions and even studies. As fMRI data provide 
information about relative signal change, interpreta- 
tions across conditions and studies can be made easier 
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made with respect to the same reference 
task. 

This is not to imply that 'loose' comparisons (which 
come with their own interpretive problems, e.g. 
Shulman et al. 1997; Binder et al. 1999) are an alter- 
native to the more closely matched 'tight' task compar- 
isons. Nonetheless, it is often possible to include a 
variety of task comparisons within a study, building 
confidence in the quality of the data and answering 
theoretically driven questions — both loose and tight 
task comparisons should be considered. 



9.4 Event-related paradigms 

Event-related paradigms differ from blocked para- 
digms in that individual trial events (or even sub- 
components of trial events) are measured, rather than 
a temporally-integrated signal. For example, in a 
typical event-related paradigm two separate trial types 
(e.g. words versus pictures) might be randomly inter- 
mixed in rapid succession. Then, the separate signal 
contributions of the two kinds of trial type are 
compared directly. Such a design may seem counterin- 
tuitive given the lag and temporally blurring inherent 
in the haemodynamic response. However, informative 
analysis of the complex signal is possible and affords 
considerable statistical power. 

Several features of fMRI data proved to be critical in 
allowing event-related procedures to be developed. 
First, technological advances occurred in the speed 
with which fMRI data could be acquired. Second, the 
fact that even very brief periods of neural activity give 
rise to measurable signal changes — despite the delayed 
and prolonged nature of the time-course of the haemo- 
dynamic response. Third, the haemodynamic response 
has been shown to provide a highly consistent response 
that summates over sequential events in a roughly 
linear fashion. Each of these issues is considered in 
turn below. 



9.4.1 Rapid data acquisition 

Event-related procedures necessarily require that the 
signal of interest can be sampled frequently and repeat- 
edly, allowing the data to be acquired over the time 
course of an individual event. Thus, it is an even more 
important feature of ER-MRI than of block designs 



that signals can be acquired extremely rapidly (e.g. 
using echo planar or spiral imaging methods). If only a 
few slices through the brain are required, measure- 
ments can be repeated in less than 1 s. Generally, 
however, functional imaging studies require whole 
brain coverage and thus many slices must be acquired 
increasing the total acquisition time (sampling rate or 
repetition time, TR). Even so, for a scan that provides 
whole brain coverage, the total TR can be acquired in 
as little as 2 s on current commercial systems. 

Whilst the actual sampling rate of fMRI n 
ultimately limited (due to factors such a 
spins in the brain and the speed with which the 
imaging gradients can be switched), it is possible to 
further reduce the effective sampling rate by appro- 
priate paradigm design. By staggering the timing of 
stimulus presentation relative to the timing of image 
acquisition, reconstructed signals can be produced 
with a shorter effective sampling rate than is implied 
by the actual TR (cf. Josephs et al. 1997; Miezin et al. 
2000). For example, consider the case whereby stimuli 
are presented every 5 s, and the signal is sampled (TR) 
every 3 s. The first sample is at zero seconds relative to 
the onset of the first stimuli, the second sample is at 3 s, 
the third sample is at one second relative to the onset 
of the second stimuli, etc. Thus, over the course of an 
experiment signals will, in effect, be acquired every 
second relative to the onset of the stimuli (Josephs et al. 
1997). An even simpler example is shown in Fig. 9.1, 
whereby the effective sampling rate is doubled using an 
'interleaved' procedure (Miezin et al. 2000). For a 
fixed TR of 2 s two data sets are acquired, providing 
odd and even sample points that contribute to a 
composite waveform with a 1 s sampling resolution. 

Of course, for a given number of sampling points, 
such procedures result in less data being acquired, and 
therefore a poorer signal-to-noise ratio at each time 
point in the sample. Importantly, this does not imply a 
loss of power in the ability to detect the haemodynamic 
response signal over successive time points. In fact, in 
circumstances where fixed versus intermittent samp- 
ling procedures have been directly compared, the 
statistical power has been found to be either equivalent 
(Miezin et al. 2000) or better for intermittent sampling 
(Price etal. 1999). 

In summary, it is clearly possible to increase the 
effective sampling rate beyond that of the TR, 
providing an increase in the temporal resolution of the 
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spondingly brief periods of neuronal activity in visual 
cortex. As expected, transient increases in the BOLD 
signal were observed in response to each stimulus. 
Likewise, Bandettini (1993, 1999) observed the effects 
of brief versus prolonged motor activity, measuring 



Fig. 9.1 Sampling the BOLD signal. The temporal resolu- 
tion of the sampling of fiMRI data can be increased beyond 
that of the basic sampling rate (TR) by simply varying the 
relationship between the onset of stimuli and the image acqui- 
sition. The figure demonstrates bow staggering the point at 
which the signal is sampled can increase the temporal resolu- 
tion. The averaged waveform (middle) is a composite of data 
from two separate sets of trials that sample sparsely, 
providing either odd (top) or even (bottom) data points. This 
method can be implemented by simply staggering the presen- 
tation of stimuli, presenting half the stimuli time-locked to the 
onset of the image acquisition (i.e. immediately) and the 
remaining stimuli half way between successive image acquisi- 
tions (i.e. delayed). Note that this method of improving the 
temporal resolution beyond the basic TR relies upon the aver- 
aging of data from different sets of stimuli and could not 
therefore be employed with single trial data. 



data. Nonetheless, without such procedures, fairly 
rapid sampling procedures (~2 s per brain volume) are 
still achievable using currently available imaging 
systems, yielding a powerful means to estimate the 
baemodynamic response in event-related paradigms. 

9.4.2 Sensitivity of the signal 

The second feature of fMRI that was important in the 
development of event-related procedures is that the 
signal is highly sensitive, such that even a very brief 
period of neural activity elicits a measurable signal 
change. Transient increases in BOLD signal were 
initially demonstrated in sensory and motor cortex. 
For example, Blamire et al. (1992) presented subjects 
with visual stimuli lasting 2 s, intended to elicit corre- 
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. Figure 1 1 .2 shows an extreme example of 
the sensitivity of the BOLD signal, demonstrating that 
visual stimulation as brief as 34 ms in duration will 
elicit small, but clearly detectable, signal changes (cf. 
Savoy et al. 1995; and see Konishi et al. 1996). 

Importantly, similar transient signal increases have 
also been demonstrated in cognitive task paradigms, 
even though the signal changes can be considerably 
lower in studies using sensory and motor tasks (i.e. 
with observed signal changes of less than 1 per cent). 
For example, Buckner et al. (1996) demonstrated that 
signal changes in visual and prefrontal brain areas can 
be detected during isolated trials of a word generation 
task. Similarly, Kim et al. (1997) defined haemo- 
dynamic responses in motor and visual cortex with 
tasks involving subject-initiated motor preparation. 
McCarthy et al. (1997) were able to measure transient 
responses in parietal cortex during infrequent presen- 
tation of target letter strings. Notably, all of these 
initial studies employed the constraint that trials were 
widely separated in time, allowing the haemodynamic 
response from one event to fully restore before the 
beginning of the next event. 

Dale and Buckner (1997) extended the use of event- 
related procedures to circumstances in which different 
classes of stimuli were intermixed and presented close 
together in time. Dale and Buckner employed simple 
visual stimuli (flickering checkerboards), ensuring that 
relatively large and robust signal changes could be 
observed. In two experiments they showed that reli- 
able signals could be detected in visual cortex when a 
single class of stimuli was presented rapidly — brief 
full-field flickering checkerboards, with as little as 2 s 
separation between successive stimulus presentations. 
Importantly, the response to these rapidly presented 
stimuli summed nearly linearly, so the individual 
responses to sequential events could be estimated. In 
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Fig. 9.2 Sensitivity of the BOLD signal. The fMRI BOLD signal change to \ isual stimulation. The stimuli varied in duration, 
lasting either 34, 100, or 1000 ms. Even r ! ie bi iefest period of stimulation gives rise to clear signal change. The signal change 
clearh' increases in both amplitude and duration as the period of visual stimulation increases. Moreover, the signal is both 

delayed in onset and temporally blurred relative ro the visual stimulation, \dapted iron Savoy < t .//. ( I 995). 



two further studies, Dale and Buckner demonstrated 
that reliable signals could be detected when two classes 
of stimuli were intermixed (stimuli were randomly 
presented to either left or right hemifield). Even though 
stimuli were randomly presented to left and right 
hemi-fields in too rapid a succession for the haemody- 
namic response to return to baseline, it was possible to 
extract the same lateralized patterns of visual cortex 
activity seen with much longer inter-stimulus intervals. 
Collectively, these observations made clear that fMRI 
can detect haemodynamic responses to extremely 
brief, rapidly presented and randomly intermixed 
neuronal events, making it possible to employ event- 
related signal-averaging procedures (for review see 
Rosen et al. 1998). The principles and specific proce- 
dures by which the haemodynamic response can be 
estimated in trains of rapidly presented stimuli will be 
discussed below. 

9.4.3 Linearity of the signal 

The study by Dale and Buckner (1997) discussed 
above and a seminal study by Boynton and colleagues 
(1996) highlight the third notable feature of fMRI data 
that proved crucial for the introduction of rapid 
presentation event-related procedures: namely that the 
shape of the BOLD haemodynamic response to a given 
period of stimulation is predictable and relatively 



stable across events, even when there is an overlap in 
the responses to successive events. 

Of particular interest is the finding that roughly the 
same response will be evoked even if the response to an 
initial event has not decayed, i.e. that the haemody- 
namic response summates in a roughly linear fashion 
(cf. Boynton et al. 1996; Dale and Buckner 1997; but 
see Friston etal. 1997; Vasquez and Noll 1998; Miezin 
et al. 2000). As can be seen in Fig. 9.3, fMRI signals 
evoked by a single event (1 s flickering checkerboard) 
exhibit the characteristic impulse-response function, 
with the haemodynamic responses to subsequently 
presented trials additively superimposing. Moreover, 
Fig. 9.3 shows that the estimated response to each 
successive trial closely matches that of the first trial 
with an onset around 2 s post-stimulus, a peak of 
between 4 s and 6 s, and a duration of around 12 s. 
This finding is important, because linear models of the 
haemodynamic response function underlie both the 
proper analysis of fMRI data, and the logic of certain 
forms of experimental designs such as rapid stimulus 
presentation and parametric manipulations (e.g. see 
Braver etal. 1997). 

The even stronger claim of 'time-intensity separa- 
bility' has been made in support of event-related proce- 
dures. This claim is that variations in the magnitude 
and duration of activity are essentially independent 
(Boynton, et al. 1996). This means that changes in the 
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Fig. 9.3 Linear summation of the BOLD signal. Event-related fMRI data show approximately linear summation of the 

haemodynamic response in early visual cortex for closeh spaced trials (2 s apart) of a i s visual checkerboard stimulus. Left. 
The raw fMRI signed intensity elicited by the presentation of one, two, or three trials. More that the response is increased and 
prolonged by the addition of multiple trials, but does not saturate as successive trials overlap. Right. Estimates of the individual 
response to each of the three trials. Estimates were obtained by subtraction between the trial conditions (i.e. estimates for the 

second trial are the one trial condition subtracted from the two-trial condition, estimates for the third trial are the two-trial 
condition subtracted from the three-ti i d ondition) Ithou h nbtl depart! .n i linearity can be seen, the estimates are 
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conditions. Adapted from Dale and Buckner (1997). 



intensity (strength) of neural activity result in equiva- 
lent changes in the intensity (magnitude) of the haemo- 
dynamic response, without any concomitant change in 
the duration of the response. In addition, a given 
change in the duration of neural activity results in an 
equivalent change in the duration of the haemo- 
dynamic response, without concomitant change in the 
magnitude of the activity. 

Whilst the linearity and time-intensity separability 
assumptions may be valid working assumptions in 
many cases, it should be remembered that evidence 
suggests that there are limits to these assumptions. In 
particular, it seems possible that certain changes in the 
intensity of experimental stimulation are likely to 
break the linearity assumption — indeed even some of 
the earliest investigations of the BOLD signal showed 
some non-linear behaviours. In fact, all studies 
showing roughly linear summation properties have 
also revealed evidence for subtle (or not-so-subtle) 
nonlinearities. For example, Bandettini (1993) varied 
the rate at which subjects made finger-tapping move- 
ments, demonstrating that the magnitude of the signal 



change in motor 
fashion, i.e. it wa 
of finger tapping. 

One difficulty in resolving questions about how the 
haemodynamic signal summates over time is the fact 
that in many situations it is not known whether the 
underlying neuronal activity is itself linearly 
across time and trials. Thus, it is unclear 
departures from linearity reflect an intrinsic n< 
property of the haemodynamic response o 
underlying neuronal activity. For example, 
word stimuli have been shown to exhibit roughly linear 
responses when stimuli were presented as frequently as 
one per 2 s or slower, but robust non-linearities in the 
response are observed at higher stimulus presentation 
rates (Friston et al. 1997). It may be the case that the 
neuronal response to auditory words at such rapid 
rates is different to that of more widely spaced words; 
alternatively, the neuronal response to words may be 
constant across rates but the haemodynamic response 

A practical question to ask — which to some degree 



:x did not vary n 

linearly related to the frequency 



-hether 
of the 
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o the underlying mechanism by which 
might arise — is whether the same, or 
different estimates of the haemodynamic response 
would be obtained at different trial presentation rates. 
Would the same response estimate be obtained when 
trials are spaced widely apart as when trials are so 
closely spaced as to yield overlapping responses? This 
was one of the questions asked in a recent analysis 
presented in Miezin et al. (2000). The rate of trial 
presentation was varied from one trial every 5 s (on 
average) to one n i .I vei 20 iimilar response func- 
tion estimates were obtained at all rates. However, an 
amplitude reduction of about 20 per cent was noted at 
the fastest trial presentation rates, again suggesting 
either modest non-linear summation in the haemody- 
namic response itself, or interactions between trials. 
Neither the time-to-onset of the response, nor time-to- 
peak of the response was affected by the rate of trial 
presentation. Moreover, because of the increased 
numbers of trial events at the fastest rate, the greatest 
statistical power was present for detecting a response. 
Thus, in practical terms, these findings suggest that the 
haemodynamic response adds in a sufficiently linear 
fashion to provide a statistically powerful means of 
estimating responses — the necessary foundation for 
rapid event-related paradigm procedures. 



9.5 Paradigm design and analysis 
of event-related studies 

Haemodynamic imaging was originally limited to the 
use of 'blocked' recording procedures. As Raichle 
(2000) points out in an historical review of neuro- 
imaging, the use of blocked procedures was a compro- 
mise, and the introduction of event-related procedures 
represents a major advance. Why? Fundamentally, 
because it allows the same procedures to be employed 
that have been so successfully employed elsewhere in 
the cognitive neurosciences. Enthusiasm for the 'event- 
related' approach stems from the fact that cognitive 
neuroscientists have traditionally employed proce- 
dures that allow for measurements of individual trials, 
or even sub-components of trials. Consider reaction 
time data, for example. Typically, reaction times are 
measured for individual trials, and then averaged 
according to different response categories (based on 
the type of stimuli presented and subject responses), 



rather than being averaged across the entire experi- 
mental session. Equivalent procedures can now be 
easily accomplished in fMRI studies. 

9.5.1 Extracting the signal of interest 

From a methodological viewpoint, event-related and 
blocked procedures differ in the means by which the 
signal of interest is extracted. Blocked paradigms inte- 
grate activity over extended periods of up to a min 
during which a whole series of experimental trials 
(or a continuous extended task) are presented. By con- 
trast, event-related procedures achieve similar signal- 
to-noise improvements by averaging data according to 
stimulus trial types, revealing activity that is time- 
locked to the onset of individual trial events. In most 
common settings these two forms of analysis largely 
proceed independently and are used to resolve differ- 
ent forms of signal. As will be discussed below how- 
ever, in certain situations a given experimental data set 
can be analysed both in a blocked fashion and as part 
of an event-related analysis. 

In blocked paradigms the time- averaged signal from 
one group of sequential trials is contrast with the time- 
averaged signal from another group. The signal reflects 
an average response from all trials presented during 
the task block — the signal changes associated with 
individual trials or trial types are not estimated sepa- 
rately. Moreover, averaged signal may also reflect 
multiple sources of activity. For example, imagine a 
visual brain region that increases in activity when a 
subject is asked to make judgements on visual stimuli, 
and further increases in activity each time an indi- 
vidual visual stimulus occurs during the task. Two 
separate components of the signal would likely be 
present, differing in their temporal evolution: (1) a 
sustained signal change across the entire task block 
and (2) a transient signal change with onset in a fixed 
relation to each trial event. In a blocked paradigm in 
which activity is averaged over an extended period the 
sustained and transient signal changes would not be 

Event-related analyses explore signal changes in 
relation to the onsets of individual trial events, taking 
advantage of the finding that the BOLD haemody- 
namic response produces a transient (if temporally 
blurred) response to isolated trial events. The strength 
of the approach is twofold. First, transient signal 




Fig. 9.4 Event-related averaging. The figure shows how 
averaging can be used to reveal haemodynamic response that 
is consistently related to an event of interest. A series of trials 
is presented, invoh ing the presentation of a stimulus on each 
trial, and haemodynamic changes are measured time-locked 
to the presentation of each stimulus. Individual trials are then 
averaged together to provide a representative average signal. 
Note that the signal on any given trial contains both the signal 
of interest and noise, and thus need not appear highly similar 
to the average signal. Nom liel uming that noise is 

random across trials, the average signal reveals that part of 
the haemodynamic response that is systematically related to 
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changes that are not sustained across multiple trials 
can be detected. Second, because the transient signals 
are determined by individual trials, different kinds of 
trials can be randomly intermixed (or determined post 
hoc) for comparison. This allows the use of the kinds 
of paradigms that have been so well developed in other 
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such ; 
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evoked potential studies. This allows the response to a 
specific event of interest to be defined. Note however, 
that a consequence of event-related procedures is that 
(as typically applied) they will likely miss activity that 
spans across successive trials — an issue that we will 
return to below in the section 'Introducing mixed 
"event-related and blocked" designs'. First, however, 
we provide a more extensive discussion of event- 
related procedures and their use in identifying tran- 
sient signal events. 
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9.5.2 Time-locked averaging 

As described above, event-related signal averaging 
most often requires the repetition of experimental 
trials, such that repeated time-locked epochs of data 
can be recorded and subsequently averaged together 
(cf. Buckner etal. 1996; Dale and Buckner 1997; Clark 
et al. 1998; Josephs et al. 1997; Zarahn et al. 1997; 
Friston et al. 1998a;). This, by definition, requires that 
an event is repeatable — or more commonly, that 
multiple instances of a class of event can be presented 
(such as old or new items in a memory test). The aver- 
aging procedure also requires that the data can be 
acquired in such a fashion that they can be aligned 
with the event of interest (i.e. averaged together based 
on a consistent reference point). As is illustrated in Fig. 
9.4, in a typical event-related paradigm the presenta- 
tion of each experimental stimuli is used as the 
temporal event to which the data is time-locked. 
However, this need not be the case. It is possible to 
time-lock to other events, such as the behavioral 
response made to each stimuli, and (at least in prin- 
ciple) to physiological measures such as heart rate. 
Moreover, in some circumstances it may be that one is 
interested in the pattern of neural activity leading up to 
an event, defining the event of interest as the end rather 
than the beginning of a trial. 

In the most straightforward case the analysis of 
event-related trials reduces to simple selective aver- 
aging, i.e. calculating the mean and variance of the 
fMRI signal at each time point for each kind of trial 
event (e.g. Buckner et al. 1996; Dale and Buckner 
1997). Inferential statistics can then be employed to 
ask questions about the presence or absence of differ- 
ences between haemodynamic responses for each type 
of event (equivalent to the analysis of other physiolog- 
ical and behavioural data). Importantly, because of the 
temporal span of the haemodynamic response, it is 
necessary to consider the data across a range of time 
points. Whilst averaging procedures are typically 
performed off-line, alternative on-line procedures are 
currently being developed that allow real-time data 
processing and even statistical analyses (cf. Cox et al. 
1995; Posse et al. 1998; Voyvodic 1999). Either way, 
given that the signal of interest is systematically asso- 
ciated with the time-locked event and invariant across 
trials, while background noise is random, the aver- 
aging procedure increases the signal-to-noise for signal 
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changes that are time-locked to the experimental 
event. Clearly, the greater the number of trials that are 
averaged together the higher the signal-to-noise ratio 
becomes. 

More recent approaches to the analysis of event- 
related fMRI data now involve a full implementation 
of the general linear model (GLM; cf. Friston et al. 
1994; Worsley and Friston 1995; Josephs et al. 1997; 
Zarahn et al. 1997; Miezin et al. 2000). Analysis 
within the GLM is rooted in the simple assumption 
that the variance in the evolving fMRI BOLD-contrast 
signal that is systematically time-locked to the event is 
a direct measure of haemodynamic response. In prac- 
tice, analysis of event-related data within the GLM 
requires that an explicit model is generated of the 
factors (i.e. effects) that are thought to contribute to 
variability in a data set. Effects can be modelled to 
account for the different kinds of trial events, as well 
as confounding effects such as a mean run intensity or 
slope that are theoretically uninteresting, but nonethe- 
less present in the data. 

For each voxel in a data set, estimates of the 
response to each effect are calculated by representing 
each time point in the data set by a linear equation. For 
each time point in the data set the linear equation 
represents the measured BOLD signal as the sum of the 
haemodynamic responses occurring at that point plus 
variance from noise (as illustrated in Fig. 9.5). 

Because of overlap of successive haemodynamic 
responses to closely spaced trials, the ability to esti- 
mate the BOLD response is highly dependent upon the 
time between trials (cf. Burock et al. 1998). An impor- 
tant feature of the GLM approach is that the linear 
equations representing a data set can only be solved 
(i.e. estimates can only be derived) if there are as many 
equations as there are unknowns. When there is a fixed 
spacing between successive trials there is not enough 
information in the time-course data to arrive at a 
unique solution; there are more unknowns than equa- 
tions, and the model is unsolvable. However, the intro- 
duction of 'jitter' (i.e. a variable temporal delay 
between successive trials) significantly increases the 
variance within the data set, providing more informa- 
tion from which to derive estimates of the BOLD 
response. The effects of introducing jitter on the avail- 
able information is illustrated in Fig. 9.5. 

The introduction of the GLM allows sophisticated 
approaches to data analysis to be employed, such as 



between response categories, time and 
performance measures (e.g. reaction time). Data can be 
selectively analysed for multiple independent factors 
(e.g. different response categories), extracting out that 
part of the on-going signal that is associated with each 
factor. Moreover, as will be discussed below, different 
factors that contribute to the ongoing waveform can 
be separated out using the GLM, allowing transient 
stimulus-related activity to be dissociated from more 
sustained state-related activity. 

9.5.3 Trial ordering and jitter 

When trials are spaced widely in time, the ordering of 
trial types has a marginal effect on the power of a 
paradigm. However, when trials are rapidly presented 
in succession, and must be linearly estimated, the trial 
ordering and/or temporal jittering between trials 
becomes a critical factor in designing a study. For 
example, Dale and Buckner (1997) provided a simple 
selective averaging procedure that allowed the separate 
contributions of different trial types to be estimated 
when they overlapped in time. It is important to stress 
that the power of the selective averaging procedures 
used by Dale and Buckner (1997) derived in part from 
the counterbalancing procedures employed. In their 
design, all trial types were made to follow each other 
equally often. That is, if a trial type 'A' was followed 
by a 'B' (yielding A-B), it was also followed by equally 
often an 'A' at another point in time (yielding A-A). 
When differences between event types were con- 
sidered, the history of overlap simply, therefore, 
subtracted out. 

The more general form of this counterbalancing 
technique is straightforward: trial orders are organized 
such that each type of trial is followed and preceded by 
every other trial type equally often. Because of the 
potential complexity of this, a computer program must 
be used to generate such trial sequences. The conse- 
quence of such counterbalancing is that when differ- 
ences between trial types are considered the overlap 
between adjacent haemodynamic responses cancels out 
by simple subtraction. Within the context of the simple 
signal averaging procedure employed by Dale and 
Buckner (1997), without the use of this form of coun- 
terbalancing the overlapping haemodynamic responses 
to each successive stimuli are mixed together, making it 
difficult to assess the response for each type of stimuli. 
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Fig. 9.5 The general linear model. The general linear model can only effectively estimate the separate contributions of the 
different trial types to the measured waveform when there are more equations than unknowns. The use of linear equations to 

in he haemodynam respon of overlapping even is consequently dependent upon th ntrodiiction of jitter between 

successive trial types. Each stimulus is associated with a transient signal c hange. evoh ing over several time points. The measured 
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of the different trials are unclear in the summated signal, however the contributions can be estimated using general linear equa- 
tions. Left. When fixet irder o timuli employed in rapid e> n I 1 igi - id' i fixed intei ,\ I- tween successive 

trials, the resulting fMRI signal is repetitive. Analytically, the waveform is represented by fewer equations than unknowns, 
rendering the model unsolvable. Right. By introducing temporal jittei (variation) into the presentation rate of the trials the 
measured waveform I I i , I i i i i piations ue lequued to repiesent the waveform, 

producing more equations than unknowns, making the general linear model tractable. Adapted from Miezin ct .;/. (2000). 



It is not always possible to counterbalance stimuli in 
this way, however, when interest lies in unpredictable 
responses to stimuli that may exhibit temporal depen- 
dencies or, by chance, yield sequences that are not 
counterbalanced. More generally, whenever trials are 
sorted post hoc according to subject performance it is 
unlikely that different trial types will be perfectly coun- 
terbalanced when only small numbers of trial events 



isidered. In such 



ther 



simple solutions. First, if a signal averaging procedure 
is used, then one solution is to change the experimental 
paradigm by spacing successive trials sufficiently far 
apart (i.e. around 10-12 s) for the haemodynamic 
response to return to baseline between trials (see 
Bandettini et al. 1998). This solution is probably not 
ideal as it will be of low power because relatively few 
trials can be presented in an acceptable time period. A 
second option is more appealing because it involves 
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changing the analysis, rather than the paradigm. With 
this approach a more sophisticated analysis procedure 
is employed to obtain an overlap-corrected estimate of 
the haemodynamic response. Estimation within the 
GLM provides a powerful strategy. Although the 
GLM approach may provide a better estimate when 
stimuli are fully counterbalanced, it does not require 
the stringent counterbalancing procedures upon which 
the signal averaging technique is based. Power will 
increase to the degree that a variable amount of jitter 
between reoccurrence of the same trial type is 
presented, which is near its maximum in the design of 
Dale and Buckner (1997). However, a considerable 
amount of estimation power will exist so long as there 
is sufficient jitter between reoccurrence of the same 
event type. 

The significance of introducing jitter between the 
representations of the same trial type is clear when one 
considers the difference between procedures that have 
a single trial type presented at fixed positions in time 
(i.e. without jitter) and those in which the trial is repre- 
sented at varying intervals. When the interval between 
trials is fixed, very long intervals allow the haemody- 
namic response to return to baseline, producing some 
variance in the signal. By contrast, at very short inter- 
vals the response reaches a plateau because successive 
responses systematically overlap and never return to 
baseline, which reduces any variance in the signal. Put 
another way, the overlap cancels any modulation in 
signal; as the response increases for the next event, it 
will obscure the return to baseline of the earlier events. 
However, when the interval between trials fluctuates 
on any given trial there may be either a large or small 
amount of overlap between the haemodynamic 
response elicited on successive trials, depending on 
whether or not the trials were close together. Thus, as 
the presentation rate increases so does variability in the 
amount of overlap between trials, and hence variance 
in the signal will be larger (Burock et al. 1998). The 
greater this variance, the greater the information for 
deconvolution of individual time course. 

The foregoing discussion should make clear that 
with rapidly presented stimuli it is necessary to intro- 
duce fluctuations in the interval between successive 
trials. Jitter increases the variance in the signal, and 
thereby increases the amount of information available, 
thus allowing the underlying haemodynamic response 
to be estimated for each class of trial. In practical terms 



this feature of the event-related procedure is easy to 
incorporate into any given experimental design by 
simply introducing randomly inter-mixed 'null 
trials' — such as the presentation of a blank screen or 
fixation point during a visual experiment. From the 
subject's perspective, the gap between trials simply 
appears to vary slightly. 

9.5.4 Detecting the response and 
constructing activation maps 

A critical consideration when examining the signal 
using event-related procedures lies in estimating the 
time course of the signal, so that the averaged data 
includes the full evolution of a potential haemody- 
namic response, and then using that estimate to detect 
any haemodynamic response. The estimation proce- 
dures discussed above can be used without incorpo- 
rating an explicit mathematical representation of the 
properties of the haemodynamic response. Linear esti- 
mation based on selective averaging or estimation 
within the GLM does not assume a specific response 
shape; only when statistical maps or quantitative vari- 
ables must be derived are response shapes assumed. 

Statistical map generation depends on the ability to 
detect those voxels in which a haemodynamic response 
is present. The most straightforward approach is to 
make no assumptions about the form (such as shape 
and temporal properties) of the haemodynamic 
response by examining for an effect over time (cf. 
Cohen et al. 1997). The disadvantage with this 
however, is that it is potentially less powerful than 
approaches that make use of the well-known charac- 
teristics of the haemodynamic impulse-response func- 
tion. But in using a procedure that assumes a specific 
response shape and extracts activity that conforms to 
the particular properties of the haemodynamic 
response (e.g. using cross-correlation methods), the 
sensitivity will depend on what the shape of the 
haemodynamic response actually is, relative to what it 
is modelled to be. 

While general characteristics of the response can be 
defined as described above, the specific shape of the 
response may vary in timing considerably between 
different regions of the cortex (Lee etal. 1 995; Buckner 
et al. 1996; Schacter et al. 1997; Robson et al. 1998). 
Thus, when an idealized haemodynamic response is 
employed as the basis for analysis, it is important to 
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employ a range (or set) of functions, to account for 
differences in the onset of the haemodynamic response 
across brain regions. Analysis that is restricted to a 
single function may systematically ignore activity that 
does not conform to the behavior of the chosen 
haemodynamic response (cf. Buckner et al. 1996; 
Schacter et al. 1997, discussed above). Fortunately, 
such variability can be relatively easily accounted for 
in practice. Multiple haemodynamic responses can be 
employed, using multiple delays, providing some 
robustness in detecting experimentally induced activity 
when a basic shape is assumed. 

9.5.5 Some consequences of being event- 
related 

Clearly, event-related averaging is a powerful tech- 
nique for extracting the signal-of-interest. As with any 
method however, in addition to the inherent strengths, 
it has weaknesses. One clear caveat is that the averaged 
signal is not a direct measure of the response occurring 
on individual trials, and thus the averaged waveform 
could potentially show little relation to those of indi- 
vidual trials. The possibility of such distortion through 
averaging is important, because it leads to uncertain- 
ties in interpretation. For example, consider two aver- 
aged responses from different experimental conditions 
for a single brain region, \\ the magnitude of activity is 
greater in one case than the other this could be taken 
to reflect the presence of an underlying neural process 
that is graded, i.e. with greater processing in one case 
than the other. This need not necessarily be the case, 
however. The averaged responses also could reflect 
activity associated with an all-or-none neural process, 
with the difference between the two conditions lying in 
the proportion of trials in which the process is active. 
Of course, this is not a problem specific to neuro- 
imaging data-similar concerns arise in the interpreta- 
tion of any dependent measure when averaged events 
are considered, whether behavioral or physiological. 
Nonetheless, such concerns reinforce the importance 
of studies examining single trial data (cf. Kim et al. 
1997; Richter et al. 1997) or the distributions from 
many individual trials. Rapid event-related designs, in 
particular, are not easily modified to estimate the 
distribution of responses underlying the average. 
Estimation using parametric statistical methods such 
as the GLM implicitly ignores the possibility that 
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Notw ithstanding concerns over the interpretation of 
differences between averaged event-related signals, it is 
clear that the introduction of event-related procedures 
has a major effect on the way fMRI data can be 
analysed. Perhaps the most significant effect of the 
event-related method is that it becomes possible to 
analyse data from different experimental trials 
according to either the type of stimuli presented, or 
subjects' responses to stimuli. Such approaches allow 
the neural correlates of performance on each experi- 
mental trial to be sorted post hoc. The advantages of 
this should be clear. For example, in studies of memory 
wherein the focus of interest lies in memory errors that 
are likely to occur relatively infrequently, the neural 
correlates of interest may only be visible using a trial 
based approach, where infrequently occurring mem- 
ory errors can be cleanly isolated. 

Studies of 'subsequent memory' effects highlight the 
utility of post hoc sorting. Wagner et al. (1998; also 
see Brewer et al. 1998) used event-related methods 
to study the neural correlates of memory encoding, by 
post hoc sorting haemodynamic response estimates 
according to whether subjects remembered each item 
during a later memory test. It was found that differ- 
ences in the activation response associated with indi- 
vidual items at presentation w ere pred ictive of subjects' 
subsequent memory for those items. It is worth noting 
that the ability to sort data extends to other aspects of 
performance, such as reaction time (and in principal, to 
physiological measures such as heart rate). Thus, the 
use of event-related procedures allows one to ask ques- 
tions concerning the covariation between neural activ- 
ity and measurable aspects of behavior that are also 
likely to differ on a trial by trial basis. 

Finally, the ability to sort trials post hoc also intro- 
duces the possibility of rejecting artifact-laden trials. It 
is clear that there are circumstances in which it is desir- 
able to exclude responses to certain types of trial — for 
example, based on performance measures such as 
outlier responses (e.g. as measured by response times), 
incorrect responses, or when large movement artifacts 
are present. ER-fMRI procedures make this possible 
by allowing investigators to determine post hoc which 
trials contain artifacts and exclude them from further 
analysis. This kind of artifact rejection seems likely 
to be of particular use in studies involving difficult 
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population groups, such as in experiments involving 
children (e.g. see Logan 1999; Thomas et al. 1999), or 

clinical patient^ * Jezza ng 1996). Note 

that with blocked procedures this form of analysis is 
rily precluded because neural activity is aver- 



ted o 



ials. 



9.5.6 Issues related to experimental design 

Not all of the effect of employing event-related proce- 
dures relates to data collection and analysis issues; the 
procedure also directly affects experimental design. 
The introduction of event-related procedures makes it 
more meaningful to inter-mix different types of 
stimuli. That is, randomized rather than blocked 
experimental designs can be employed. A study by 
McCarthy et al. (1997) highlights the way in which 
being able to employ randomized designs extends the 
range of questions that can be addressed using fMRI. 
The aim of the study was to examine the neural corre- 
lates of relatively infrequently occurring (rare) events, 
which occurred in amongst a series of frequently 
occurring (common) events. By averaging data in a 
time-locked manner dependent on each class of event, 
they were able to show that the infrequently occurring 
events elicited transient increases in activity in 
prefrontal and parietal cortex. This could not have 
been shown using blocked procedures however, 
because activity associated with each type of event 
could only have been separated had they been 
presented in separate blocks — making it difficult to 
have infrequent (rare) events. 

Another clear example of the potential problems 
associated with this comes from studies of memory 
retrieval where old (studied) and new (unstudied) test 
items are presented in separate test blocks. After con- 
sidering the first few trials in any block, subjects will be 
easily able to respond correctly to others in that block, 
without needing to consider whether the items are 
actually old or new. Employing a randomized experi- 
mental design can not only prevent subjects from suf- 
fering from fatigue and boredom, but also stop them 
from employing such strategies. However, it is worth 
stressing that the use of blocked designs in neuroimag- 
ing does not necessitate that trials of a certain type are 
grouped together. Indeed, researchers studying mem- 
ory retrieval have purposely mixed old and new items 
at test, parametrically varying the proportions of each 



trial type across blocks (e.g. see Rugg et al. 1996). The 
problem with this is that when the neural activity is 
measured across the block it is not possible to distin- 
guish specifically the differences that occur between the 
different types of trials that are presented. This is only 
possible when event-related procedures are employed. 

While the preceding discussion illustrates the poten- 
tial problems of employing blocked data analysis 
procedures, it should not be taken to suggest that the 
displaying stimuli in blocks is undesirable per se. 
Indeed, in some circumstances a blocked experimental 
design is more appropriate. For example, requiring 
patients with frontal lobe damage to constantly alter- 
nate between tasks on a trial by trial basis may simply 
interfere with their ability to perform the tasks at all. 

Unfortunately, it is not possible to simply produce 
an absolute index of which regions are involved in 
performing a given cognitive process — regardless of 
whether blocked or event-related procedures are em- 
ployed. As with all neuroimaging techniques, informa- 
tion is provided by examining relative changes in 
activity — either in terms of differences between pairs 
(or a series) of tasks, or in correlations with behavioral 



9.6 Introducing mixed 'event- 
related and blocked' designs 

A relatively subtle facet of paradigm design, and one 
that has been largely ignored to date, is the sensitivity 
of different kinds of paradigms to signal changes that 
evolve on distinct time scales. By definition, the event- 
related designs discussed above are sensitive to tran- 
sient changes in activity that are time-locked to events 
of interest. Blocked paradigms are also s 
this form of signal change — but average ( 
events within the block. That is, a se 
events will sum into a single extended signal change 
in standard blocked paradigms. However, as noted 
above, blocked paradigms are additionally sensitive to 
sustained changes in activity that exist across extended 
periods of time and that are not necessarily modulated 
on an event-by-event basis. In this regard, blocked and 
event-related procedures may be employed to investi- 
gate quite different questions. 

The contrast between the use of event-related and 
blocked designs to investigate signal changes that 
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develop over very different time scales is clear in two 
recent studies by Henson and colleagues that describe 
investigation of different aspects of memory retrieval. 
In one case (Henson et al. 1999a) event-related pro- 
cedures were used because the focus of interest lay at 



the level of individual test 

between individual recogni 

with trial-by-trial difference 

study (Henson et al. 1999b) blocked procedi 

employed because interest lay in defining any differ- 



responses associated 
in experience. In a second 




Fig. 9.6 Paradigm design for t'MRI. A representation or the signal measured in a mixed 'blocked and event-related' paradigm. 
Stimuli are presented in two separate blocks (task 1 and task 2). Two distinct kinds of correlates oi activity may occur, a 
sustained BOLD response that is modulated across the two tasks, and a transient BOLD response that is associated with the 
individual stimuli. The measured BOLD response will be a linear summation of these different signal changes. If blocked 
ill i I i ii i i lii iii i i i a i i i ii i I i ii ir i I i d over each task 

period, confounding transient and sustained signal changes. By contrast, it event-related analyses were employed then only the 
transient signal changes would be examined. However, the general linear model can be used to provide independent estimates 
of (i) sustained activity associated with the different tasks, and (ii) transient signal changes associated with individual stimuli. 
beempl till t and sustai i ivitj for example 

allowing different task states such as full versus divided attention or deep versus shallow encoding to be compared whilst 
holding the individual items constant. 
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ences that span across all test items. That is, differences 
between task blocks that differed in the retrieval 
instructions given to subjects — differences that might 
be expected to yield a sustained activity change 
reflecting the cognitive set (or mode) that a subject was 
engaged in. 

The two experiments by Henson and colleges 
described above are interesting because they elucidate 
an important feature of experimental tasks; namely 
that performance on a task usually involves a combi- 
nation of set-related processes and stimulus-related 
processes. Subjects are given an instructional set, and 
then use that set to dictate how they respond on each 
individual trial. A reasonable hypothesis is that certain 
components of the set-related responses are sustained 
while the set is maintained, while transient responses 
may modulate in response to the individual stimulus 
trials. That is, processes may exist that are elicited by 
the general situation or task setting (state), alongside 
processes that are elicited by the specific stimuli that 
are presented (item). Figure 9.6 provides an example of 
a paradigm in which both transient and sustained 
signal changes may be present. 

As discussed above, blocked trial paradigms gener- 
ally confound these two types of response (although 
for an interesting exception using Event-Related 
Potentials, see Duzel et al. 1999). In a typical blocked 
design fMRI experiment it is not possible to distin- 
guish sustained changes in activity (effects that are 
tonic, lasting throughout a task period) from transient 
changes in activity (effects that are stimulus-specific 
and associated with current mental processes). Thus, 
any comparisons made between blocks will confound 
sustained and transient changes in activity, unless 
explicit attempts are made to control one or other type 
of response across blocks. By contrast, event-related 
paradigms are typically designed to be sensitive only to 
transient signal changes. Any sustained (tonic or task- 
related) activity that is present in all of the event- 
related responses during a task will therefore be 
subtracted out when comparisons are made between 
the responses to different conditions. 

Of course, in many circumstances it may be that one 
is interested in neural activity associated with the 
processing of experimentally presented stimuli, and 
that sustained, ongoing set-related activity is essen- 
tially unwanted noise. However, in other settings, 
where one is explicitly manipulating the presentation 



of individual stimuli and the context within which this 
is done, the distinction between sustained and tran- 
sient effects can be crucial. For example, in studies of 
memory retrieval, neural activity associated with being 
in a 'retrieval mode' (related to the general require- 
ment to perform a memory test) may be distinct from 
that associated with attempting or succeeding to 
retrieve information from memory (related to indi- 
vidual test items). Similarly, in the study of retrieval 
monitoring by Henson et al. (1999b) the effect of task 
states would ideally have been separated from the 
effects of the individual items presented during each 
task period. A thorough examination of the neural 
basis of performance thus necessitates investigations 
that allow a hybrid or combination of blocked and 
event-related procedures to be employed, allowing 
sustained or tonic neural effects to be distinguished 
from transient or item specific effects. 

One of the exciting aspects of recent approaches to 
analysing fMRI data is that mixed 'event-related and 
blocked' analyses can be easily implemented. For 
example, the GLM approach allows multiple indepen- 
dent factors to be coded into the analytical model that 
is used to represent the experimental design. Thus, as 
long as an experiment is designed such that individual 
trials are separated into distinct blocks, transient (i.e. 
stimulus-related) and sustained (i.e. set-related) effects 
can be simultaneously incorporated into the GLM. 
Figure 9.6 provides one example of how an experiment 
can be designed to incorporate both blocked and 
event-related features. 

When analysed using the GLM this kind of design 
allows sustained signal changes associated with the 
cognitive set to be estimated alongside independent 
estimates of the transient responses to individual 
stimuli. Moreover, with this type of paradigm design it 
should be possible to investigate the extent to which 
tonic or sustained neural activity contributes to, or 
interacts with, transient stimulus specific effects. For 
example, it may be that the pattern of transient activity 
associated with a given stimulus type is modulated 
(increased or decreased) dependent upon the subject's 
cognitive set. It is worth remembering however, that it 
is the introduction of event-related procedures that 
makes such a goal achievable. Thus, a detail that could 
be easily overlooked is that in a mixed blocked and 
event-related design, the trial types within the blocks 
must be jittered just as they would be in a purely event- 
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related design. If that constraint is met, then solving for 
the independent sustained and transient components 
of the signal is simply the simultaneous solution to a 
set of effects that includes both the individual events 
and the blocks. Only with 'mixed' designs, however, is 
it possible to investigate the role of both transient and 
sustained activity in supporting cognitive processing, 
and any potential interplay between the two. 
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The scanner as a psychophysical 
laboratory 

Robert Savoy 



10.1 Introduction 



The use of magnetic resonance imaging (MRI) for 
mapping human brain function has naturally required 
the presentation of stimuli, and recording of behav- 
ioural and physiological responses in the challenging 
MRI environment. The earliest human studies used 
very simple visual stimulation systems, such as goggles 
with blinking light-emitting diodes (Belliveau et al. 
1991), or depended on the brain activity needed for 
simple motor tasks that did not require any extra simu- 
lation or recording equipment (e.g. Bandettini et al. 
1993). There has been steady progress, both in indi- 
vidual laboratories and in the development of inte- 
grated commercial systems, for the sophisticated 
control of stimulus presentation and response record- 
ing during MRI. Some of this progress (and the general 
considerations for anyone establishing a functional 
MRI research environment) is articulated in the 
present chapter. 

10.1.1 Information resources 

The author of the present chapter reviewed these issues 
previously (Savoy et al. 1999), with more attention to 
the basic psychophysical limitations imposed by the 
visual and auditory systems themselves. The present 
chapter, while covering some similar topics, will focus 
on the latest developments relevant to an investigator 
establishing their own psychophysical laboratory in 
the magnet. In addition to the technical problems of 
stimulus presentation and response recording, there 
will be a brief discussion of the general need to adapt 
the psychophysical tasks themselves to be more 
compatible with the MRI environment. 

The development of tools to create flexible psycho- 
physical laboratories in the MRI 
proceeding rapidly in research laborat 



I products. This makes it difficult to give 
'up-to-date' information in a book. However, the 
material presented here should enable the reader to 
define the major issues and search the substantial 
Internet resources available. Some specific web sites 
will be mentioned, but as with any Internet reference, 
these should only be considered as starting points. The 
reliability of the web sites (in terms of existence, as well 
as content) is always subject to change. Nonetheless, 
virtually all vendors and laboratories will have a web 
presence. A subset of current vendors will be men- 
tioned by name in the body of the chapter with contact 
information included in an Appendix at the end of 
the chapter. 

10.1.2 Creating a psychophysical 
laboratory in the scanner 

Without the constraints of having to operate within 
the MRI environment, the requirements for a general- 
purpose psychophysical laboratory are relatively 
straightforward. Computers are used to control stim- 
ulus presentation and behavioural response recording. 
Presentation of basic visual and auditory stimulation is 
routine (though calibration and quantitative control 
always require considerable care). Tactile, olfactory, 
gustatory, proprioceptive, pain, and other forms of 
stimulation can also be studied using relatively routine 
procedures in a psychophysical laboratory, albeit typi- 
cally requiring human intervention or non-standard 
equipment. For example, the presentation of acupunc- 
ture stimulation (Hui et al. 2000) is not something that 
has yet been automated in any context. 

The special enterprise of functional MRI adds many 
challenges. The first kind of challenge is the require- 
ment for all equipment to function properly in the 
electromagnetically hostile MRI environment without 
distorting the images collected. The presence of a 
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*netic field, large, rapidly varying 
t fields, and intense radiofrequency electro- 
magnetic fields precludes the use of most standard 
psychophysical equipment both because they might 
pose safety hazards, and because they might not func- 
tion properly. Moreover, such devices can interfere 
with the normal functioning of the MRI equipment, 
causing distortion or noise in the images. Because the 
signal modulations used in functional MRI are small 
is of the basic NMR signal modulations used in 
J (structural) MRI, even small amounts of 
distortion or noise can be a serious problem. 

The presentation of auditory stimulation is a partic- 
ular challenge because the pulse sequences commonly 
used for brain activation imaging (especially echo 
planar imaging (EPI) sequences), generate a great deal 
of acoustic noise. This noise poses both safety concerns 
and psychophysical challenges. 

Beyond the measurement of traditional psychophys- 
ical and behavioural response parameters, it is some- 
times desirable or necessary to obtain more general 
physiological activity measurements. These 
may be essential for safety or for scientific r< 
they may be desirable as an approach 
physiological noise not relevant to the brain 

The challenge of physiological measurement 
with by commercial vendors because there ar 
clinical reasons (outside the context of brain activation 
MRI studies) for being able to monitor physiological 
conditions in a subject or patient during MRI. In the 
context of brain activation studies, it has been argued 
that information from monitoring of physiologic;]! 
parameters such as breathing, oxygenation level of the 
blood, blood pressure, heart beat, carbon dioxide 
concentration of the blood, etc., might allow correc- 
tions for 'physiological noise', and increase the effec- 
tive signal-to-noise ratio of the measured brain 
activation response. While at least one published study 
has demonstrated some improvement (Hu etal. 1995), 
the increase was arguably modest relative to what 
would be needed to justify the expense of the equip- 
ment and the extra effort involved in 
every subject. Nonetheless, some studi 
use of such equipment for both safety 
reasons (e.g. Breiter et al. 1977; Gollub 
and it is likely that such physiological 

lally help us to better understand the physio- 



s requi 



ig for 



dealt 



logical noise components in functional bra 
studies. 

Finally, subject movement during the imaging 
session is one of the most persistent challenge:, in 
fMRI. In a normal psychophysical laboratory, small 
movements of the subject's body or head are usually 
irrelevant. In the special cases where head movement 
must be controlled, a bite bar apparatus is simple, safe, 
inexpensive, and effective in reducing head n 
to a level that is acceptable. Controlling n 
the context of brain activation MRI is much more diffi- 
cult, and much more important. Head movement 
continues to be the single most serious cause of unus- 
able data in fMRI. 

The remainder of this chapter will be organized as 
follows: the general need to adapt tasks to the MRI 
environment; stimulus presentation, subdivided by 
modality (visual, auditory, tactile, etc.); voluntary 
response recording, including eye movements; physio- 
logical response recording; head movement, and 
related safety issues; and finally, a discussion of the 
tradeoffs between commercial systems, custom 
designed systems, and the goal of a completely inte- 
grated psychophysiological laboratory in the MRI 
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10.2 Case studies in adapting 
tasks to functional MRI 

In addition to the technical problems of making equip- 
ment work in the magnet while not interfering with the 
quality of the collected images, it is often impossible or 
impractical to use standard behavioural procedures in 
their normal manner. While there is no general solu- 
tion to the problems involved, two specific examples 
are given below, as indications of the considerations 
necessary. The first example is a straightforward, 
but clever, adaptation of a standard procedure for 
assessing colour vision to the magnet environment. 
The second example addresses a more common prob- 
lem in designing fMRI studies: the need for overt 
speech responses from subjects. 

10.2.1 Quantifying colour vision 

Developed in the 1940s, the 'Farnsworth-Munsell 100 
Hue Test' (Farnsworth 1957) is the standard labora- 
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tory and clinical tool for assessing colour vision. While 
there are simpler, more quickly administered tests to 
detect dichromacy (defects in colour vision due to the 
absence of one class of cones), the 100 hue test is the 
most general tool. It also measures the ability of 
subjects to make fine colour discriminations — even 
xichromatic colour vision vary in 
small colour differences reliably, 
e incorporates a difficult colour 
t is ideally suited for activating 
areas of visual cortex, 
st is administered by presenting the 
of 21 plastic caps, each of which has 
l the top, with two 'anchor' colours 



people with normal 
their ability to detect 
Because the procedui 
discrimination task, 
colour-processing are 
The standard test i 
subject with 
a coloured chip 



fixed at each end. The subject moves the caps until they 
form a sequence in which the colour changes continu- 
ously from one anchor to the other. This is repeated 
four times, for four different sets of colours. The chips 
are illuminated with a special lamp to control the 
colour temperature of the illumination. The test is 
designed so that the chips are of equal brightness, so 
that hue alone can serve as the cue for making the 
discrimination (see Fig. 10.1). (Note: it was the desire 
to make the differences in colours roughly equal in 
psychophysical terms that reduced the original 100 
hues to the actual 84 in the test.) 

Beauchamp and colleagues wished to take advan- 
tage of this procedure in an fMRI-based study of 
cortical visual areas (Beauchamp et al. 1999). 
However, they recognized that several modifications 





Fig. 10.1 The Farnsworth-Munsell 100 hue te 



of the standard testing would be necessary. While the 
plastic chips would probably be MR-compatible, the 
special lamp would not have been. Moreover, there 
were several other reasons (beyond magnet compati- 
bility) to alter the test for use in fMRI. For instance, if 
subjects viewed a collection of 21 'virtual' chips on a 
screen and had to use a cursor-controlling device to 
move these chips around until they were lined up in a 
computer version of the standard test, a wide array of 
cognitive systems would be activated that had little to 
do with the desired activations. In addition to the 
colour processing and colour discrimination tasks, 
there would be many eye and hand movements. 
Controlling for the consequences of taking different 
amounts of time to do different parts of the test would 
also be difficult with brain imaging. 

Beauchamp and colleagues therefore tried to 
capture the essence of the colour 
needed, while keeping required eye n 
physical responses to a minimum. They used arrays of 
five coloured chips, arranged in a circle, as shown in 
Fig. 10.2. In the colour condition (mimicking the 100 
hue test), the colours were either in correct sequence or 
not, and the subject had to respond accordingly (see 
upper half of Fig. 10.2). Brain responses during this 
task were contrasted with those during an achromatic 
condition in which five greys of different lightness were 
arranged in correct or incorrect sequence, and the 
subjects had to respond similarly (see lower half of 
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Fig. 10.2). The achromatic condition controlled for 
attention, fine perceptual discrimination, and motor 
output, but all in a context with no hue. Subjects were 
asked to perform these tasks while fixating a central 
point in the target, thus minimizing eye movements. 
Moreover, the experimenter could control the timing 
and duration of the stimulus presentations in a way 
that would not be possible in the traditional test. 

10.2.2 Overt speech in functional MRI 

Many classic psycholinguistic experiments and many 
functional imaging studies (e.g. Petersen et al. 1988) 
use overt speech as part of the experimental design. 
There are two major technical problems presented by 
overt speech in the context of fMRI. First, the move- 
ment of the subject's mouth is likely to be coupled to 
head movements. While head restraints can reduce 
this, and some subjects can speak while creating 
minimal head movement, overt speech is likely to 
cause head movement. The second problem is that 
when the subject speaks, the amount of air in the 
mouth is increased. This changes the local distortion of 
the magnetic field around, and within, the head 
(because the magnetic susceptibility of air is different 
from that of the brain itself). As discussed elsewhere in 
this book, this so-called 'susceptibility artifact' is more 
pronounced at higher magnetic fields (e.g. in 3 or 4 
Tesla MRI systems). 

One common solution to these problems is to adapt 
the tasks in such a way as to remove the need for overt 
speech. In the simplest cases, this consists of replacing 
an overt verbal response (such as 'yes' or 'no') with a 
motor response (pressing one of two keys to indicate 
'yes' or 'no'). Such a solution is not always possible. 
For example, in the 1988 Petersen study mentioned 
above, the subjects had to generate and report a novel 
word, and it would not be easy to avoid overt speech 
in such a case. Recent work (Birn et al. 1999) has 
suggested an alternative approach, which permits 
overt speech in functional MRI experiments. This 
work exploits properties of the lag in the haemody- 
namic response (which is normally considered a limi- 
tation of fMRI). The kinds of motion and field 
distortion that overt speech produces occur on a very 
rapid time-scale, relative to the generation of the 
haemodynamically driven functional MRI signals of 
interest. When a subject says 'yes', gross head move- 



ment is likely, and, within the head, mc 
create changes in the air pocket that distorts the MR 
images. These artifacts are introduced into the images 
that are collected at the time of the speech. For a single 
word, this rarely lasts longer than a second. But the 
images with the relevant changes based on neural 
activity coupled to the haemodynamic response will 
not be collected until several seconds later (starting at 
least 2 s later and continuing for 4-8 s). Thus, as long 
as the head and mouth return to their pre-speaking 
positions in a short time, the images contaminated by 
motion can be removed from the data analysis. (This 
type of experiment may be helped by use of a bite bar.) 
While no system of head restraint is perfect, one of the 
good features of bite bars is that they can serve as a 
physical cue for returning the head to a fixed position 
after speaking or inadvertent motion. 

10.2.3 Every case is special 

The preceding examples were presented to encourage 
careful thought about these kinds of issues before 
imaging begins. Simplifying a standard behavioural 
task to take into consideration ancillary brain activa- 
tions accompanying the standard task (such as 
Beauchamp and colleagues did with the 100 hue test), 
or taking advantage of the differing time scales of MR 
imaging and the haemodynamic response to get good 
fMRI data despite physical movement by the subject 
(such as Birn and colleagues did for overt speech) are 
just two examples of what can be pulled out of an 
experimentalist's bag of tricks. However, just as there 
is no general algorithm for experimental design in 
psychology, so there is no general algorithm for 
deciding how best to adapt a behavioural task to the 
context of functional MRI. 



10.3 Stimulus presentation 

As stated in the introduction, the presentation below 
will be based on the perspective of someone planning 
to set up a new psychophysical laboratory in the MRI 
today. If you wish to see a more detailed 
of the underlying issues, a reasonable place 
to start is the chapter mentioned previously (Savoy 
etal. 1999). 
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10.3.1 Visual stimulation 

There is now a selection of different systems available 
for visual stimulus presentations. For general research, 
there are two primary considerations: cost and con- 
venience. 'Cost', as it will be used here, refers specifi- 
cally to the purchase price of equipment. Bear in mind, 
though, that there is another 'cost' — the time and 
effort needed to make a customized system work prop- 
erly. This will be mentioned at various times and 
discussed more fully in the final section of this chapter. 
'Convenience' refers both to ease of set-up for subjects 
(especially for more difficult subjects such as patients, 
elderly subjects, and children) and also to the commer- 
cial support for installation and technical problem 

The least costly visual display system is generally a 
computer projector with a custom lens, designed to 
project a small image onto a rear-projection screen. 
Mirror(s) (mounted on the radiofrequency coil or bite 
bar or other equipment) or prism(s) (typically worn as 
glasses by the subject) are required for enabling the 
subject to view the screen. For some specialized inves- 
tigations (e.g. mapping multiple visual areas using 
retinotopy, or studying stereoscopic vision), there are 
special needs (such as maximizing the field of view of 
the stimulus display system, or presenting different 
stimuli to the two eyes, respectively). Several vendors 
offer workable systems for almost all standard situa- 
tions. Some even include special features (like stereo- 
scopic presentation, or high spatial resolution). 

From the perspective of cost, the original systems 
that early labs have used (computer projector, screen 
and optics) are still the least expensive. They also can 
be reasonably easy to use, but demand local invest- 
ment of time and resources in appropriately config- 
uring them. From the perspective of convenience, 
commercial systems have some potential advantages, 
particularly in ease of set-up. Specific strengths and 
weaknesses of different types of systems are summa- 
rized below. 



Spatial resolution 

An advantage of projection systems is that, as 
projection technology improves, it is srraighrforv 
to upgrade the projector with higher resolu 
. Early systems used NTSC video resolut 



which is poor. The next generation systems used 640 x 
480 pixel resolution, and now 800 x 600 or even 1024 
x 768 is common. At the time of writing it would be 
inadvisable to use a projector with less than 800 x 600 
pixels of spatial resolution for fMRI-based research. 
Each projector needs a special lens (e.g., from Bahl 
Optical) to cast a small image on the viewing screen. 

Commercially available systems now allow viewing 
of the image through eyepieces via optical fibre cables. 
These also have a liquid crystal display (LCD) display 
as part of their optics, which, in theory, could be 
upgraded in a similar manner. In practice, however, 
the user has to wait for the system vender to choose to 
do that, and the associated costs are virtually guaran- 
teed to be higher than for doing a simple swap of a 
projection system. Moreover, if the system uses fiber 
optic cable, increased spatial resolution of the 
projector may require increased fiber optic density to 
take advantage of the increased resolution of the 
source, which would add significant cost. In practice 
resolution also can be degraded in these systems by 
wear and tear on the optical fibre cables via progres- 
sive misalignment or fracture of individual fibers. 

One approach that is not commonly used, but has 
obvious virtues in terms of cost and (after initial set up) 
simplicity, is to mount a conventional cathode ray tube 
(CRT) monitor in the MR room, far from the subject 
and bore of the magnet. Obviously, great care must be 
taken to assure that the monitor never comes near to 
the magnet. Subject then uses a system of mirrors, 
prisms and/or binoculars to see the CRT screen. Aside 
from the physical complexity and safety issues (as well 
as the optics) of the initial set up, the upgrade path is 
the least costly and the image quality can be excellent. 
Newer flat-screen technology can be made compatible 
with the high field environment to allow mounting of 
the screen at the end of the bore. 

Temporal resolution 

Virtually all modern visual presentation systems (both 
commercial and simple computer projection) have a 
temporal resolution of 20 or 17 ms (corresponding to 
the 50 or 60 Hz refresh rate of the projector or LCD 
screen). This is sufficient for most purposes, but not 
all. For example, if a task requires the tachistoscopic 
presentation of a stimulus for 5 ms, computer projec- 
tors are not sufficiently fast. Solutions include rapid 
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shutters for the projected images (including traditional 
shutters used with a slide projector). Shutters normally 
need to go outside the MR scanner (and probably 
outside the MRI room) if they are controlled by sole- 
noids, which can introduce RF-noise into the MRI 
system. In some traditional tachistoscopic devices the 
shutters go near the eyes, but this probably is not prac- 
tical in the context of MRI. 

There is another technology for projecting computer 
displays, known as Digital Light Processing (DLP). 
A commercial introduction can be found at http:// 
www.ti.com/dlp/technology/. According to this, some 
500 000 individual mirrors can be switched at 5000 
Hz. In theory, this suggests that imaging presentation 
rates could be much faster than those described above. 
On the other hand, it appears that existing DLP prod- 
ucts use the more modest 60-72 Hz that is similar to 
LCD and CRT systems. DLP products have various 
advantages (light and portable, possibly faster tem- 
poral resolution, allegedly excellent linearity across the 
three colours) but also have some disadvantages 
(spatial gradients away from the centre, e.g. non- 
uniform intensity of a nominally 'uniform' field). An 
informal discussion of these issues can be found at 
http://www.visionscience.com/mail/cvnet/1998/0172. 
html 

Colour/intensity resolution 

Colour and intensity resolution are not particular 
problems. Virtually all the technologies give a reason- 
able range (256-cubed, i.e. about 16 000 000 colours). 
Calibration is always challenging, however, especially 
in the context of the magnet. A telephotometer, which 
can measure intensities on a screen from a substantial 
distance (metres) away, can be helpful in calibrating 
visual projection systems. 

Field of view 

Virtually all current systems have a field of view that is 
at least a 20° wide by 10° high. This is more than 
adequate for most cognitive studies, although it is 
marginal for mapping cortical visual areas. Most 
commercial suppliers do not state the spatial extent of 
their systems in all their brochures, but this informa- 
tion can be requested directly. In the case of systems 
made 'in-house', the actual field of view will depend 



upon the size of the mirror that is put near the subject's 
face and the size of the screen and how close all of 
these can be to the subject's eyes. The bore of the 
magnet (and sometimes the size of the subject's chest 
or abdomen!) all limit the spatial extent of the visual 
display in such systems. In contrast, with systems that 
present the stimulus via fiber optics (e.g. Avotec) or via 
direct viewing of an LCD display (e.g. Psychology 
Software Tools and Resonance Technologies) the 
spatial extent is fixed. 

Quality of the image 

Direct viewing of a CRT or an active matrix LCD 
screen in the MR room probably yields the best image 
quality. Each of the other available systems is subject 
to various forms of degradation. Viewing an LCD 
through fiber optics is subject to defects caused by 
breaks in individual fiber optic cables. Some vendors 
have found new ways to minimize this problem. DLP 
displays, as noted above, have serious spatial non- 
uniformities (the centre of the screen is much brighter 
than the edges). The least expensive approach — projec- 
tion on to a screen — typically has image quality in the 
middle of this range. Degradation in this case can come 
from the screen (which is imperfect to begin with and 
can be easily scratched in practice) or in the mirrors or 
lenses used to view the screen. For example, an inex- 
pensive plastic mirror of the type often used for this 
application is usually a rear-surface mirror (i.e. the 
reflective coating is at the back of the object relative to 
the viewers' eyes). As a result, the image is contami- 
nated by the surface (specular) reflection of the plastic. 
Front surface mirrors eliminate this problem, but they 
are more expensive and much more susceptible to 
scratches from mis-handling. 

Having given a general impression of the overall 
issues in image quality, two things should be noted. 
First, these comments are qualitative, based on the 
author's observations (a published, quantitative com- 
parison of visual display systems for fMRI is not 
presently known to the author). Second, despite the 
limitations listed above, virtually all the systems in 
current use give images of quality high enough to be 
used for all but the most demanding visual and cogni- 
tive experiments. 
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Ease of use 

One of the 'selling points' of some of the commercial 
systems is the claim that it is easier to set up the system 
for use with each individual subject. Understandably, 
this is a significant concern for users. Early non- 
commercial visual display systems were often cumber- 
some and time-consuming to set up. Screens, lenses, 
and other optical apparatus had to be positioned 
painstakingly for the subject to see the stimuli prop- 
erly. However, this issue has largely been addressed 
(both for systems made 'in-house' and in commercial 
systems). Set-up time for visual displays now should be 
only a minute or two. 

There are other issues associated with ease of use. 
For instance, some display systems are easily portable 
from scanner to scanner, while others are specific to a 
given type of scanner or manufacturer. In general, it is 
in the interest of the manufacturers of commercial 
ysreiii to maki tb in ulapl ible to a broad range of 
scanners. In contrast, the systems made 'in-house' 
(typically consisting of some kind of mirrors for the 
subject, with a screen, a computer projector and a 
custom projection lens) are often specific to the partic- 
ular scanner and room in which they are normally 
used. In particular, the projection lens must be 
customized for a specific (small) range of distances, 
and use of that system in a larger or smaller scanner 
room might be difficult. If a system is going to be used 
in a single scanner room, however, this is not an issue. 
Moreover, if the scanner is eventually changed, the 
cost for a new lens (a few thousand dollars, at most) is 
not likely to be a significant portion of the budget for 
the new scanner! 



Commercial systems are much more expensive than the 
cost of constructing a visual stimulus presentation sys- 
tem 'in-house'. However, this comparison is not com- 
pletely fair. There is a good deal of time and effort 
needed to figure out how to specify the required lens, 
and how to attach the mirrors and screens for use in the 
magnet with the projection system. The cost of com- 
mercial systems includes the cost of this engineering 
design, and these systems can have other features. For 
example, the system from Avotec includes the option 
of purchasing an integral eye-tracker with the visual 



display device (at a substantial additional cost, of 
course). Other vendors include response devices (but- 
tons or cursor controllers) with their visual display sys- 
tems (e.g. Resonance Technologies and Psychology 
Software Tools). 

10.3.2 Auditory stimulation 

Auditory stimulation is either straightforward, or 
nearly impossible, depending upon experimental 
needs. One annoyance is the ambient noise in the room 
(such as that caused by the continuous operation of the 
pumps used to help cool the liquid helium needed for 
the superconducting main magnet). But a much greater 
problem is the high level of acoustic stimulation gener- 
ated by the gradient switching. This may be particu- 
larly severe at very high static field strengths. For 
simple auditory presentations (e.g. to cue the subject) 
there are a wide variety of solutions. 

All clinical scanners have some version of auditory 
communication built in. That is, the operator can 
speak with the patient/subject through existing systems 
that come with the scanner. In some cases, the experi- 
menter can tap directly into these systems (which have 
speakers built into the bore of the magnet). Thus, audi- 
tory output from computer stimulation packages can 
be connected to the scanner's own systems. Simple air- 
pressure driven systems (e.g. with a speaker outside the 
scanner room connected to long hollow plastic tubes 
running to a set of headphones) can be built 'in-house' 
or purchased. However, if one is attempting to do 
state-of-the-art auditory psychophysics in the scanner, 
a more specialized (and expensive) system may be 
needed, such as electro-static headphones. Air-pressure 
systems have a limited frequency response range and 
variable phase delays (e.g. Savoy et al. 1999). 

10.3.3 Somatosensory, olfactory, gustatory, 
pain, and proprioceptive stimulation 

The vast majority of experiments — especially cognitive 
experiments — rely on visual or auditory stimuli. 
Therefore, the greatest effort has gone into developing 
such systems, both in individual research laboratories 
and in the companies. Work on somatosensory, olfac- 
tory, gustatory, pain and proprioceptive stimulation is 
in progress, and there will, no doubt, soon be commer- 
cial systems available. Descriptions of some of the 
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systems that have been used can be found in research 
reports. 

Somatosensory 

There are no standardized systems yet available, 
but there are a number under development. Until 
commercial systems are available, researchers are 
obligated to develop their own. Somatosensory fMRI 
experiments have been conducted using stimulation 
via air puffs, via piezo-electrically controlled physical 
manipulators (Harrington et al. 1998), and via direct 
human interaction (Hui et al. 2000). 



Olfactory and gustatory 

There have been a few studies using these modalities. 
In general, users have developed their own systems. 
Because the means of presentation generally involve 
plastic tubing coming into the scanner room (and to 
the subject) from outside, the MR-compatibility issues 
are not too difficult. Quantitative control of the stimuli 
is, of course, challenging, bin no I .ignificantly more so 
than in a traditional psychophysical setting. 

Proprioceptive and painful stimulation 



sidered below. In all c. 



s,ofc. 



While proprioceptive stimulation is, in principle, 
possible to make mechanically driven, in practice it is 
still most commonly applied directly by a person in the 
scan room. However, at least one electronically- 
controlled system has been reported using heat oi 
(Davis et al. 1998). Painful stimuli based on transcuta- 
neous electrical nerve stimulation were delivered via a 
commercial device previously used in a positron emis- 
sion tomography study (Downs et al. (1998). The 
development of pneumatic stimulation for somatoS' 
sory experiments could, presumably, be adapted 
applying painful stimulation or even mechanical mo 
ment of limbs and pperida for proprioceptive sti 
ulation. 



responses a 

it is important to use devices with little or no ferro- 
magnetic material. The goal should always be to 
reduce such material to zero, though in practice it is 
possible for some devices to function properly and 
safely, if the amount of material is very small and as far 
from the imaging area as possible. 

10.4.1 Buttons 

Probably the most common type of response is a choice 
indicated by pressing one of several buttons. Ideally, 
the buttons should have no metal parts and should 
: the choice optically or pneumatically, to 
rference with the images being collected 
by the MRI scanner. Several vendors (e.g. Psychology 
Software Tools, and others) offer such devices. In prac- 
tice, the use of simple electrical switches at the hand 
(i.e. at a substantial distance from the head) introduces 
little radiofrequency noise, particularly if appropriate 
radiofrequency filters are used in the line. These signals 
that is originally optical or 
> drive a special purpose inter- 
face board (e.g. from National Instruments), or can be 
used to simulate a button press on the keyboard 
(e.g. Savoy et al. 1999; http://pywacket.rowland.org/ 
RURB). 

10.4.2 Cursor controllers 

Controlling a computer cursor (i.e. what would ordi- 
narily be done with a mouse, trackball, joystick, or 
touch pad) can be more challenging. In contrast to a 
simple switch, there is much greater likelihood that 
significant radiofrequency interference will be gener- 
ated. A simple switch only has to generate an electrical 
signal when a contact is made or broken; whereas 
cursor-controlling devices are generating many signals 
per second. Because of these issues, it is more desirable 
to use an optically based, rather than electrically 
based, device. 



(whether from a 
electronic) can be used t( 



10.4 Recording voluntary 
responses 

There is almost always a need to monitor behavioural 
responses in fMRI experiments. Various types of 



10.4.3 Continuous movements 

Direct measurement of continuously moving body 
parts (hands in a tracking task, for instance) is prob- 
ably most simply accomplished using digital video 
cameras in the MRI room, but far enough away from 
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j be safe. Systems for processing such 
vould be the same as those used in 
lal experiments. With appropriate radiofre- 
quency niters, surface electromyography (EMG) is 
possible in the magnet. Similar strategies may be taken 
to address with safety concerns as described below for 
electroencephalography in the magnet (see also 
Lemieux etal. 1997). 

10.4.4 Speech 

As indicated in the example by Bimetal. (1999) earlier 
in this chapter, there are special challenges to record- 
ing MR images during overt speech. That example 
focused on the artifacts induced by movement and 
changes in air pockets in the head due to overt speech. 
Another challenge is simply hearing or recording the 
speech responses in the presence of the loud acoustic 
interference generated by the high speed imaging 
sequences (such as echo planar imaging). Most MRI 
systems have a built in microphone for patient commu- 
nication, but it is far from the patient's mouth. An 
MR-compatible microphone nearer to the subject's 
mouth would help, and some vendors supply these as 
part of headphones or bite bar systems. 

10.4.5 Eye movements 

Eye movements are one of the most important vari- 
ables in many cognitive experiments — from studies of 
motion perception to scanning the printed line in 
normal reading and reading disabilities. Consequently, 
there have been significant efforts by commercial 
vendors to make eye trackers outside the magnet, and 
some of these have been adapted for work within the 
magnet. In contrast to the visual display systems 
mentioned earlier, 'in-house' versions of this tech- 
nology are rare or non-existent. Commercial eye 
tracking devices typically use a CCD-camera that 
monitors visible or, more commonly, infrared light. 
The light source may be outside the magnet (directed 
by mirrors and optics), or it may be from a small 
source mounted near the eye, or it may be part of the 
visual display equipment. Tracking itself is either 
based on multiple reflections from the eye (such as 
from the front of the cornea and back of the lens), or 
by following the outline of the iris or pupil. There are 
several vendors who supply MR compatible eye 



trackers. A partial list includes: Cambridge Research 
Systems (Rochester, Kent, England); Applied Science 
Laboratories (Bedford, Massachusetts); and Sensor- 
Motoric Instruments, which can be purchased in an 
integrated package with the Avotec visual display 
system. 



10.5 Recording physiological 
responses 

In addition to the responses made voluntarily by the 
subject, there are many other behavioural or physio- 
logical responses that might be important for inter- 
preting neuroimaging data. Some are useful for 
removing confounds in the fMRI data (e.g. movement 
of the brain induced by cardio-respiratory pressure 
changes). Others are the sorts of data that might be 
critical for future improvements to functional brain 
imaging, such as the integration of higher temporal 
resolution signals (e.g. from EEG) with fMRI (Halgren 
and Dale 1999). In addition, work with patients or in 
pharmacological studies may require the active moni- 
toring of physiological signals for safety reasons. 



10.5.1 Electrical signals 

Although special considerations for safety must be 
made when recording electroencephalography and 
related electrical signals (ECG, EOG, EMG) in the MR 
environment, these are technically possible and clearly 
useful (Ives et al. 1993; Huang-Hellinger et al. 1995; 
Warachrta/. 1996). 



10.5.2 Other physiological signals 

The chapter referred to previously (Savoy et al. 1999) 
includes a more detailed discussion of physiological 
monitoring. The following summary (based largely on 
a physiological monitoring system assembled, or being 
developed, by Dr Randy Gollub and colleagues at the 
MGH NMR Center in Charlestown, Massachusetts) 
gives an indication of the kinds of measurements that 
are possible with more-or-less standard commercial 
systems. 

Complete, magnet compatible, clinically approved 
physiologic monitoring systems are available for both 
1.5 Tesla and 3.0 Tesla MRI scanners. Monitoring 
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systems (built and installed, for example, by InVivo 
Research, and with some equipment available from 
AD Instruments) allow continuous visual display of 4- 
lead electrocardiogram (ECG), non-invasive blood 
pressure (NIBP-measured mean, calculated systolic 
and diastolic pressures), pulse oximetry (Sa0 2 and 
heart rate), and capnographic end tidal C0 2 (ETC0 2 
and respiratory rate). The systems include alarms for 
notification of possible subject distress. They can be 
fully integrated with the scanner; and the output can 
be used for e.g. cardiac gating. The systems can be 
modified to allow access to the stream of ASCII char- 
acter data fed to the monitoring screen that updates 
the clinical measures once per second. These data can 
be interfaced to a computer via the serial port, and 
analogue data (e.g. from the ECG leads) can be moni- 
tored via an analogue-to-digital interface card (e.g. 
hardware and LabView software from National 
Instruments). Several groups (at MGH) are developing 
additional physiological measurement capabilities 
for use in the scanners. New measures will include 
electrodermal skin resistance (also known as 
Electrodermal Activity (EDA) and, in older literature, 
as Galvanic Skin Response (GSR), skin temperature, 
pulse pressure (to get heart rate from a fingertip), inva- 
sive blood pressure, dual belt respiratory rate, spirom- 
etry, expired 2 and C0 2 concentrations. The work at 
MGH is not unique, and other centres have developed 
analogous systems. The strategy at MGH has been to 
get as much as possible from the commercial systems, 
and to do further needed modifications in house. 



10.6 Minimizing head movement 

Discussion of head stabilization in fMRI is one of the 
topics that causes heated disagreement among practi- 
tioners. For example, some investigators swear by bite 
bars; others swear at them! The reason for such 
contention is that in attempting to minimize the head 
motion of subjects and patients, one has, in reality, 
much less control than one would like. 

Head movement is perhaps the single most signifi- 
cant problem in the collection of high quality fMRI 
data. Given that each scanning session results in the 
collection of hundreds or even thousands of images of 
the brain, the standard method for dealing with the 
detection of head motion is the use of sophisticated 



computational algorithms using the image data itself. 
These same images and related algorithms can be used 
to attempt to compensate for the motion after it has 
been detected. However, the algorithms (see Chapter 
13) have limitations. Therefore, the first line of defence 
against the problem of head movement must be to 
minimize it during the scanning session. 

Objective studies of the efficacy of specific head 
stabilization techniques are starting to appear (Menon 
et al. 1997; Edward et al. 2000). These studies com- 
pare the target technique with a minimal head stabili- 
zation technique (such as foam padding). However, 
objective studies comparing different techniques 
against each other still are hard to find. 

10.6.1 Behavioural feedback 

One clever idea was to put a motion-detecting device 
on the head of a child, and let the device control the 
disappearance of a videotaped television programme 
that the child was watching. When head movement 
was below a certain threshold, the television stayed on. 
If movements stayed below threshold for a sustained 
period, the threshold was decreased. The training 
provided with this approach led to a degree of stabil- 
ity that allowed the imaging procedure to proceed 
without the need for a sedative (Slifer et al. 1993). 
However, this procedure was tested only for use with 
conventional structural scans, which last a few min 
and are not as sensitive to head movements as fMRI 
scans. Nonetheless, the use of behavioural feedback 
for behavioural control of head position is an idea 
worthy of exploration, and has been pursued in the 
context of adult fMRI experiments (Thulborn, 1999). 
There are several common approaches to head 
stabilization, of which three of the most commonly 
used are foam padding, thermoplastic masks, and bite 
bars. All of these are non-invasive (the surgical alter- 
native of installing screws in the skull to affix to an 
external frame is not justified for functional MRI with 
patients or volunteers!). None of these methods is 
totally effective. Subject motivation and ability is 
always important. Furthermore, even if the skull were 
fully stabilized, researchers would still need to contend 
with the small movements of the brain within the skull 
due to heartbeat. Various techniques can be used to 
take heartbeat into account (e.g. Guimaraes et al. 
1998), but the motion detection and mo 
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still needed (see Chapter 13). 

10.6.2 Foam padding 

In standard structural MRI scans it is also important 
for subjects to keep their heads still. The usual way to 
encourage this is to wrap the back and sides of the 
head in a comfortable pillow, and wedge foam 
between the pillow and the inside edges of the head 
receiver coil. Sometimes a chin strap or forehead strap 
are added to encourage subjects to be aware of when 
they begin to rotate their head about the x-axis (the 
axis from ear-to-ear). This direction of motion is 
usually the most difficult to control. Nonetheless, for a 
typical 20-30 min structural MRI session, pillow, 
foam, straps and encouragement to remain still are 
generally sufficient. Furthermore, virtually all subjects 
tolerate this procedure with no problems (except that 
it may be so comfortable and quiet as to encourage 
falling asleep). The pillow also introduces a measure of 
sound attenuation, which is good, though earplugs are 
still recommended or required in most EPI scanning 



For normal, well-motivated adult subjects foam 
padding is often adequate for the longer functional 
imaging sessions as well. This is particularly true for 
the individual 2-6 min runs of functional data collec- 
tion. It tends to be less true for the overall stability of 
head position across many runs of a 1-2 h functional 
imaging session. 

10.6.3 Thermoplastic masks 

There are several forms of mask that can be moulded 
to the shape of the subject's face and then bolted into 
position to help minimize head movements. Masks can 
be made from a mesh or a solid sheet of plastic. In both 
cases, the material is warmed to make it malleable so 
that it can be formed over the face, and so that holes 
can be cut out as needed for the eyes, nose, and mouth. 
This is the only form of head restraint that involves 
contact and some pressure over the whole face, and 
some subjects do not tolerate this well. Descriptions 
of these systems can be found at http://www.ccf.org/ 
cc/radonc/spec_prog/rad_surg.html and http://www. 
oandp.com/organiza/aaop/jpo/63/6379.htm (Pilipuf 
and Berry 1994). 



10.6.4 Plaster head cast 

Another approach that has recently been tested is the 
creation of a plaster cast for the head (Edward et al. 
2000). Some earlier attempts required that the head 
cast be removable simply by lifting the device off the 
head. This necessarily permitted some freedom of 
movement while in the cast. In the more recent report, 
the cast is created over most of the skull, and then split 
in half. The two halves can be bolted together later, 
thus yielding a tighter fit than would be possible with 
a 'pull-off cast. Quantitative assessment of movement 
indicates that this approach is effective. 

10.6.5 Bite bars 

Bite bars (e.g. Menon et al. 1997; and Psychology 
Software Tools) are one of the most effective systems 
for minimizing head movements. An individualized 
mould of the subject's teeth is made using dental 
impression material, and the mould is affixed to some 
rigid structure attached to the patient table in the MRI 
scanner or the receiver coil. In comparison with the 
strategies mentioned above, bite bars have the advan- 
tage of coupling directly to the skull (through the 
upper teeth) rather than the scalp, which can move 
significant distances over the surface of the skull. They 
also are easy for the subject to use to recover a previous 
position (e.g. if they move slightly or talk or sneeze). 
However, bite bars have some special problems. Some 
subjects simply do not tolerate them. Much shorter 
bite bars (e.g. which couple only to the front four 
upper teeth and four lower teeth, instead of going 
further back in the mouth) may be more easily toler- 
ated, but these also are less effective in minimizing 
motion. Finally, there are some safety concerns with 
bite bars that do not apply to the previous systems. For 
example, it is critically important that the dental 
impression material not be brittle, because the subject 
is lying in the magnet (rather than sitting upright, as in 
a normal psychophysical experiment), and if the bite 
bar shattered, the pieces would represent a choking 
hazard. These and related safety issues are addressed 
more fully in the previously mentioned chapter (Savoy 
etal. 1999). 

At a practical level, one of the most significant 
advantages of bite bars is apparent when using an 
experienced subject for many experiments. The bite 
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bat is made once, and set-up time for the subject is 
subsequently minimal. For subjects who are comfort- 
able with bite bars they can be the fastest and easiest 
way to support the subjects' attempts to stay still. 



10.7 Safety 

There are a number of issues related to safety in the 
context of general MRI, and a few special considera- 
tions in the context of functional MRI. The standard 
safety reference remains Shellock and Kanal's book 
(Shellock and Kanal, 1996). Everyone who eng igi in 
MRI-based research should be familiar with the issues 
discussed in that book. Each of the sources of possible 
danger are discussed in turn: the dangers associated 
with lying in a magnet (the main one being flying ferro- 
magnetic objects); the dangers associated with sys- 
temic heating of body tissues by radio frequency 
(RF) energy; the dangers associated with nerve or 
cardiac effects from the rapidly switching gradients; 
the dangers associated with bio-mechanical and bio- 
electrical implanted devices; and acoustic noise 
(Mcjury et al. 1994; Shellock et al. 1994; Mcjury 
1995; Cho et al. 1997; Counter et al. 1997; Hedeen 
and Edelstein 1997; Shellock etal. 1998). Shellock and 
Kanal also have a web site devoted to the topic of MR 
safety at: http://kanal.arad.upmc.edu/MR_Safety/. As 
indicated previously, there are some special safety 
concerns associated with head stabilization and bite 
bars, and with electrical monitoring devices for EEG, 
EOG, and EMG. 



10.8 Integrating the psycho- 
physiological laboratory with MRI 
for brain activation studies 

When contemplating the creation of a psychophysio- 
logical laboratory to be associated with functional 
MRI work, there are at least two general themes that 
must be considered. The first is whether (or to what 
extent) to work 'in-house' to make special systems for 
stimulus presentation and response recording or to 
purchase commercially available systems. The second 
is how tightly the psychophysiological laboratory is 
going to be integrated with the functioning of the MR 



10.8.1 Commercial systems versus 'in- 
house' construction 

In the early days of any scientific enterprise, there is 
no choice — the investigator must build, rather than 
buy, the tools needed. Therefore, in the early days of 
fMRI-based research, each laboratory worked hard to 
develop its own systems for head stabilization, visual 
stimulus display, response recording, etc. Today, 
however, there are commercial systems for many of 
these tasks. 

Some of the tradeoffs involved are obvious: in terms 
of cost of equipment, the commercial systems will be 
more expensive; in terms of time, effort, and ongoing 
obligation to maintain systems, systems developed 'in- 
house' will be more 'expensive'. Moreover, a great deal 
of 'reinventing-the-wheel' goes on when creating 
systems 'in-house' and in the case of 'reinventing' 
procedures for RF-noise insulation and control, the 
issues can be much trickier than for wheels! In theory, 
commercial systems have worked out many of the 
problems that would be new headaches for the local 
developer. On the other hand, if an adaptation or 
improvement to a system is needed immediately, it is 
often difficult or expensive to get rapid help from a 
vendor. Of course, it also is difficult to do it oneself, 
but the issues of communication, delay, and costs are 
very different. 

There are a few points that can be summarized from 
the earlier contents of this chapter. It is probably better 
to purchase, rather than design and build physiological 
monitoring equipment 'in-house'. It is not just that this 
will be easier, but that there may also be medico-legal 
issues associated with using some of these devices 
because of implications for subject health and safety. 
(Those are non-trivial issues, so it is probably wiser to 
use equipment that has already been certified.) In 
contrast, 'in-house' construction may be ideal for other 
equipment. There is no perfect visual display system, 
but all are likely to work adequately tor basic cognitive 
studies. There is no gold standard for head stabiliza- 
tion systems and it may be advantageous to try a 
variety of them. 

Other considerations include the number of avail- 
able staff for designing, implementing, and main- 
taining custom-designed systems and any special needs 
of individual investigators. An illustrative case study is 
the ongoing renovation of the MRI imaging suites at 
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the MGH-NMR Center based in Charlestown, Massa- 
chusetts. Because MGH was one of the earliest fMRI- 
based research centres, many of the pieces of testing 
equipment in its existing psychophysiological labora- 
tories had been developed 'on-the-fly' and were both 
outdated and not well integrated with each other. 
Thus, the renovation created a natural opportunity for 
implementing new psychophysiological laboratories. 
This case is unusual in that there is a particularly large 
group of researchers involved — in a smaller research 
setting, some of the options and choices would have 
been different. But in the MGH context, extensive 
discussion among practitioners led to the clear conclu- 
sion that no one approach would suffice. Individual 
investigators needed specific features that were not 
typically available in a general commercial system. To 
address both the needs of the general user and also the 
needs of individual researchers, many people agreed 
to contribute a non-trivial fraction of their time to 
equipment design and development because the group 
needed the unique features such development would 
provide. Finally, because the MGH-NMR Center 
would need to duplicate these systems for several MRI 
machines across laboratory and hospital settings, the 
investment of time would have broader benefit func- 
tionally, as well as financially. If we had decided to 
purchase an integrated system for many MRI suites, 
the cost would have been considerable (though still a 
small fraction of the cost for the scanner and its room). 
Having made the effort to design and implement one 
system, it was much easier to duplicate that system for 
a number of MR suites. 

Consider an alternative extreme case: a small labo- 
ratory with available funding for a single fMRI suite. 
One of the options for such a group is to purchase an 
integrated, reasonably extensive collection of stimulus 
presentation, response recording, head stabilization, 
scanner synchronizing, and data analysis tools in a 
package from one company (e.g. Psychology Software 
Tools' Integra ted Functional Imaging System, IFIS), or 
various components from a collection of companies 
(e.g. Avotec, Resonance Technology, etc). In either of 
the above cases, the issue of integration with the 
scanner and the integration with experimental design 
and analysis software needs to be explored, as indi- 
cated below. 



10.8.2 Integration of psychophysiological 
laboratory and MR scanner 

While simple in concept, integration of all the 
psychophysiological laboratory hardware with both 
the software that is used for experimental design and 
presentation and with the pulse sequences of the 
imaging scanner itself can be complex in practice. 
Standard software for the presentation of stimuli often 
needs to be modified for use in functional MRI exper- 
iments. The most common problem is timing. In most 
behavioural studies it is sufficient to have precise 
timing during a single trial — if there is a 100 ms uncer- 
tainty in timing between trials, it is not of any practical 
importance. However, in the context of functional 
MRI, when a single imaging run might entail hundreds 
of stimulus presentations, small errors in timing accu- 
mulate. This can be disastrous for data analysis, as it is 
the known correspondence between stimulus presenta- 
tion and MR image that governs almost all approaches 
to analysis (with the primary exception being 'prin- 
ciple component analysis' and its relatives). Experi- 
mental designs using single trial presentation or 
rapid-single-trial presentations (Buckner et al. 1996; 
Dale and Buckner 1997; Rosen et al. 1998) require 
even more accurate correspondence than do the older 
block designs. 

New software packages for stimulus presentation 
have been developed that have the necessary timing 
accuracy, and older packages have been suitably modi- 
fied. It is critically important that the user understand 
how important this issue can be and that the timing for 
any experiment is checked beforehand. 

A related issue is synchronizing events in the exper- 
imental paradigm with image acquisition. With the 
exception of triggering the scanner at specific points in 
the cardiac cycle (to minimize the variance introduced 
into the MR data by the pulsatility of blood flow 
(Guimaraes et al. 1998)), it is rare that the scanner's 
operation itself is triggered by the experimenter's 
protocol. More commonly, the scanner operates at a 
fixed regular rate, and the stimuli are hopefully being 
presented in a suitably coordinated manner. At the 
very least, it is desirable to have a record of when the 
MR images were actually collected, relative to the 
stimulus presentation. Better would be the control of 
either the scanner or the stimulus presentation soft- 
ware so that correspondence in time is maintained 
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throughout the imaging run. It should be noted that 
some scanner manufacturers have in the past generated 
timing information in their output files that were only 
specified to an accuracy of about 1 s. In many situa- 
tions in function I IRI, gn iter temporal precision is 
important. Rewriting pulse sequences is not always 
within the technical competence of an imaging centre, 
and waiting for MR manufacturers to address these 
problems can sometimes be frustrating. 

Again, there are both commercial and 'in-house' 
approaches to these issues. At least one vendor 
(Psychology Software Tools, 'IFIS') makes a concerted 
effort to integrate all of these aspects, including the 
clever use of an RF-detector (so that the hardware/soft- 
ware combination is somewhat independent of the 
particular scanner being used, thus obviating the need 
to modify or control pulse sequences), and a sophisti- 
cated experimental control programme in which 
behavioural responses are integrated with this image 
acquisition information. An alternative approach is to 
build relatively simple electronics so that the signal 
supplied by the scanner whenever an imaging sequence 
begins is output directly for purposes of software 
recording and/or synchronization. There are relatively 
convenient interface tools for supplying such a signal 
to modern computers that use the 'USB' interface for 
peripheral devices. 

It should be understood that neither of the above 
approaches actually controls the scanner. To do that 
would require much greater sophistication, but is 
possible with research (rather than clinical) scanners. 
In some applications there can be advantages in the 
tight coupling of modifiable pulse sequences based on 
imaging and/or behavioural data as an imaging run or 
experimental session progresses 



10.9 Conclusion 

There are substantial challenges in adapting standard 
psychological, psychophysical, and physiological 
measurement techniques to the MR 
Nonetheless, it is possible to perfoi 
ally all standard psychophysical tasks 
Presentation of visual, tactile, olfactory, gustatory, 
pain, and other stimuli is reasonably straightf( 
Presentation of auditory stimuli is problem; 
cause of the acoustic noise generated by the s 



but is otherwise straightforward. Recording voluntary 
responses is easy for simple responses such as button 
presses or brief overt speech. Responses that involve 
movement of larger body parts remain a potentially 
difficult (and largely unexplored) challenge for the 
MR environment. Recording physiological responses, 
including such challenging responses as eye move- 
ments, is well served by available commercial hard- 



The key question for investigators establishing new 
fMRI-based laboratories is: 'How much of the tech- 
nology for a psychophysical laboratory should I buy 
"off-the-shelf", and how much should I design and 
implement 'in-house'? While there is no absolute 
answer to this question, the present chapter has high- 
lighted considerations that should be kept in mind. 
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Appendix: list of existing vendors 

The following list is not exhaustive, and is given for 
illustrative purposes and as a basis to start searches. 
The list is in alphabetical order: 



ie of which are MR 



ADInstruments 

Clinical monitoring systems, : 

compatible 
Mountain View, California 
http://www.adinstruments.coi 



Applied Science Laboratoris 
i inn ' ichusei! 
http://www.a-s-l.com 

Avotec, Inc. [vendor] 
MR-compatible visual and auditory st 

integration w ith SMI Lye 'I racket 
Jensen Beach, Florida 
http://www.avotec.org 

Buhl Optical 
Pittsburgh, Pennsylvania 

http://www.buhloptical.coni 



InVivo Research 

MR i mm i Li,! m, nit, ii l |in] ,i nt 
Orlando, Florida 
http://www.invivoresearch.com 

National Instruments 

LabView software and D->A and A->D boards for comp 

Austin, Texas 

http://www.ni.com/ 

Psychology Software Tools, Inc. (PST) 

IFIS (Integrated Functional Imaging System); E-Prime 

(Software for Stimulus Presentation and Response 

Recording). 

Pittsburgh, Pennsybania 

luip://\v\v\\ .psiiiei.com/ 

Resonance Technology, Inc. 

I II i I I! I I 1 1 LI I 11 M 

response recording 
NForthridge, California 

Ii tp: l\\ .-. w. mrivideo.com 

SensoriMotoric Instruments, Inc. (SMI) 

MR compatible Eye Tracker; can be integrated with Avo 

displa\ system 
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11.1 Introduction 

fMRI experiment has been designed and 
ut, the resulting data must be passed through 
nalysis steps before the experimenter can get 
to questions about experimentally-related 
.n... ,<<n^ns at the individual or multi-subject level. This 
chapter gives a brief overview of the various analysis 
steps, whilst Chapters 12-16 cover these areas in 
greater detail. 



11.2 fMRI data 

In a typical fMRI session a low-resolution functional 
volume is acquired every few seconds. (MR volumes 
are often also referred to as 'images' or 'scans'). Over 
the course of the experiment, 100 volumes or more are 
typically recorded. In the simplest possible experiment, 
some images will be taken whilst stimulation 1 is 
applied, and some will be taken with the subject at 
rest. Because the images are taken using an MR 
sequence which is sensitive to changes in local blood 
oxygenation level (BOLD imaging; see Chapters 2 and 
3), parts of the images taken during stimulation should 
show increased intensity, compared with those taken 
whilst at rest. The parts of these images which show 
increased intensity should correspond to the brain 
areas which are activated by the stimulation. 

The goal of fMRI analysis is to detect, in a robust, 
sensitive, and valid way, those parts of the brain which 
show increased intensity at the points in time that stim- 
ulation was applied. 

A single volume is made up of individual cuboid 
elements called voxels — see Fig. 11.1. An fMRI data 
set from a single session can either be thought of as t 
volumes, one taken every few seconds, or as v voxels, 



each with an associated time series of t time points. It 
is important to be able to conceptualize both of these 
representations, as some analysis steps make more 
sense when thinking of the data in one way, and others 
make more sense the other way. 

An example time-series from a single voxel is shown 
in Fig. 11.2. Image intensity is shown on the y axis, and 
time (in scans) on the x axis. As described above, for 
some of the time points, stimulation was applied, (the 
higher intensity periods), and at some time points the 
subject was at rest. As well as the effect of the stimula- 
tion being clear, the high frequency noise is also 
apparent. The aim of fMRI analysis is to identify in 
which voxels' time-series the signal of interest is signif- 
icantly greater than the noise level. 



11.3 Preparing fMRI data for 
statistical analysis 

Initially, a 4D data set is pre-processed, i.e. prepared 
for statistical analysis. (Later chapters — 12 and 13 — 
describe the pre-processing steps in more detail.) Once 
data has been acquired by the MR scanner, the pre- 
processing starts by reconstructing the raw 'fe-space' 
data into images that actually look like brains. Very 
often, the next step applied is slice-timing correction; 
because each slice in each volume is acquired at slightly 
different times, it necessary to adjust the data so that it 
appears that all voxels within one volume had been 
acquired at exactly the same time (all subsequent 
processing is far simpler if this is done). Each volume 
is now transformed (using rotation and translation) so 
that the image of the brain within each volume is 
aligned with that in every other volume; this is known 
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Fig. 11.1 
large (7 X 



hat are voxels? Shown here are surface renderings of 3D brain images. On the left is a high-resolut 
X 1.5mm) voxels; the voxels are too small to see. On the right is a low-resolution image of the S£ 
< 10mm) voxels, clearly showing the voxels making up the image. 
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principally to reduce noise, hopefully without signifi- 
cantly affecting the activation signal. After this, each 
volume's overall intensity level is adjusted so that all 
volumes have the same mean intensity — this intensity 
normalization can help reduce the effect of global 
changes in intensity over time. Reduction in low and 
high frequency noise is normally desired as a final step; 
each voxel's time series is filtered by linear or non- 
linear tools in order to achieve this. 

The purpose of the preprocessing is to remove 
various kinds of artefacts in the data, and to condition 
the data, in order to maximize the sensitivity of later 
statistical analysis, and also, in some situations, to 
increase the statistical validity. 



11.4 Statistical analysis of 
activation images 

In this section can be found a very brief i 

different approaches to obtaining 

followed by a slightly more detailed introdua 

analysis via the general linear model (GLM — cu 

the most popular statistical approach) and also various 

methods of thresholding the resulting statistics maps. 

(Note that Chapter 14 covers these areas in much more 

detail.) 

After the pre-processing steps, statistical ; 
carried out to determine which voxels are 
by the stimulation. This can be simple correlation 
analysis or more advanced modelling of the expected 
haemodynamic response to the stimulation. Various 
possible statistical corrections can be included, such as 
correction for smoothness of the measured time series 
at each voxel. The main output from this step is a 
statistical map which indicates those points in the 
image where the brain has activated in response to the 



rrently 



ictivated 



Note that most model-free methods (see the following 
paragraph) are also multivariate. 

There is also a distinction between model-based and 
model-free methods. In a model-based method (e.g. 
Friston et al. 1995), a model of the expected response 
is generated and compared with the data. In a model- 
free method, (e.g. McKeown et al. 1998), effects or 
components of interest in the data are found on the 
basis of some specific criterion (for example, the 
spatial or temporal components should be statistically 
independent of each other). This allows for 'surprise' 
in the data, and also the analysis of data where it is 
difficult to generate a good model. There are also a few 
methods which lie between model-based and model- 
free, for example (Clare et al. 1999), where the only 
'model' information given is the time of the beginning 
of each simulation period (the actual time-course 
within each period is not pre-specified). A statistic map 
is generating by comparing the variance within periods 
with the variance across periods. 



11.4.1 General Linear Model — overview 

General linear modelling (more correctly, just 'linear 
modelling') sets up a model (i.e. a general pattern 
which you expect to see in the data) and fits it to the 
data. If the model is derived from the timing of the 
stimulation that was applied to the subject in the MRI 
scanner, then a good fit between the model and the 
data means that the data was probably caused by the 

As the GLM is normally used in 
the rest of this section considers oi 
the fitting of models to a single v 
Thus consider that the data of in 
single ID vector of intensity values. 

A very simple example of linear j 



voxel only, and 



t comprises a 



lodellin 



It i: 



lalyse each \ 



eel's 



series independently ('univariate analysis'). For exam- 
ple, standard general linear model (GLM) analysis is 
univariate (although cluster-based thresholding, com- 
monly used at the final inference stage, does use spatial 
neighbourhood information and is therefore not uni- 
variate). However, there are also 'multivariate' 
methods (e.g. Friston et al. 1996) which process all the 
data together; these methods make more use of spatial 
relationships within the data than univariate analysis. 



y(t) = 0* x(t) 4 



e(t). 



(1 



where y(t) is the data, and is a ID vector of intensity 
values — one for each time point, i.e. is a function of 
time. x(t) is the model, and is also a ID vector with one 
value for each time point. In the case of a square-wave 
block design, x(t) might be a series of Is and Os — 
for example, 000001111100000 etc. /3 is the 
parameter estimate for x(t), i.e. the value that the 
square wave (of height 1) must be multiplied by to fit 
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the square wave component in the data, c 
and in this example, would correspond to the baseline 
(rest) intensity value in the data, e is the error in the 
model fitting. Thus the model fitting involves adjusting 
the baseline level and the height of the square wave, to 
best fit the data; the error term accounts for the 
residual error between the fitted model and the data. 

If there are two types of stimulus, the model would 
be 



y = 0T 



(11.2) 



Thus there are now two different model waveforms 
corresponding to the two stimulus time-courses. There 
are also two interesting parameters to estimate, /3j and 
j8 2 . Thus if a particular voxel responds strongly to 
model *j the model-fitting will find a large value for jSj; 
if the data instead looks more like the second model 
time-course, x 2 , then the model-fitting will give /3 2 a 
large value. Different model waveforms within a 
complex model are often referred to as explanatory 
variables (EVs), as they explain different processes in 
the data. 

In order to get the best possible fit of the model to 
the data, the 'stimulus function' (which is often a sharp 
on/off waveform) is convolved with the haemody- 
namic response function (HRF). This process mimics 
the effect that the brain's neuro-physiology has on the 
input function (the stimulation). The brain's haemo- 
dynamic response is a delayed and blurred version of 
the input time-series, so a mathematical operation is 
applied to the stimulus function to take the square 
wave input and create a delayed and blurred version, 
which will better fit the data. For example, see Fig. 



11.3, showing the raw stimulation timing wav 
and the HRF-convolved model— x(t)— which v 
used in the model fitting. 

The GLM is often formulated h 
Thus all of the parameters are grouped together into a 
vector (i, and all of the model time-courses are grouped 
together into a matrix X, often referred to as the design 
matrix. Figure 11.4 shows an example design matrix 
with two such model time-courses. Each column is a 
different part of the model. For example, in a partic- 
ular experiment, both visual and auditory stimulations 
are applied, but with different timings; the left column 
(x l or EV 1) models the visual stimulation, and the 
right column (EV 2 or x 2 ) models the auditory stimu- 
lation. 

As described above, when the model is fit separately 
to the data at each voxel, there will be found an esti- 
mate of the 'goodness of fit', of each column in the 
model, to that voxel's time-course. In the example 
visual/auditory experiment, the first column will 
generate a high first parameter estimate in the visual 
cortex. However, the second column will generate a 
low second parameter estimate, as this part of the 
model will not fit the voxel's time-course well. 

To convert a parameter e 
mated /3 value) into a useful s 
compared with the uncertainty 
(resulting in what is known as a T value; T = PE/ 
standard error (PE)). If the PE is low relative to its 
estimated uncertainty, the fit is not significant and 
vice versa. Thus T is a good measure of whether the 
estimate of the PE value is significantly different 
from zero, i.e. whether there is believable activation. 
(Remember, all of this is carried out separately for each 
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Fig. 11.4 Example design matrix with two explanatory 
variables; two different stimulations are being applied. 
Because they have different timings, they are modelled sepa- 
rately — see eqn (11.2). Time is on the y axis, pointing down- 
wards. Note that a column has two representations of the 
model's value at each point in time: the underlying intensity 
encodes the model's value at a particular time point, and so 
does the line graph. 



voxel.) To convert a T value into a P (probability) or 
Z statistic 2 requires standard statistical transforma- 
tions; however, T, P, and Z all contain the same infor- 
mation — they describe how significantly the data is 
related to a particular part of the model (x 1 or x 2 ). 

As well as producing images of Z values which 
describe how strongly each voxel is related to each EV 



(one image per EV), parameter t 
compared to test directly whether one EV is more 'rele- 
vant' to the data than another. To do this, one PE is 
subtracted from another, the standard error for this 
new value is calculated, and a new T image is created. 
All of the above is controlled by setting up 'contrasts'. 
To compare two EVs (for example, to subtract 
one stimulus type — EV 1 — from another type — EV 2), 
set EV l's contrast value to -1 and EV 2's to 1. This 
is often written as a contrast of [-1 1], as the con- 
trasted parameter estimate equals - 1 x f5 1 + 1 x /3 2 . A 
T statistic image will then be generated according to 
this request, answering the question 'where is the 
response to stimulus 2 significantly greater than the 
response to stimulus 1?' 

It is possible that the response to two different 
stimuli, when applied simultaneously, is greater than 
that predicted by adding up the responses to the 
stimuli when applied separately. If this is the case, then 
such 'non-linear interactions' need to be allowed for in 
the model. The simplest way of doing this is to setup 
the two originals EVs, and then add an interaction EV, 
which will only be 'up' when both of the original EVs 
are 'up', and 'down' otherwise. In Fig. 11.5, EV 1 
could represent the application of a drug, and EV 2 
could represent visual stimulation. EV 3 will model the 
extent to which the response to drug + visual is greater 
than the sum of drug-only and visual-only. A c 
of [0 1] will show this measure, whilst a 
[0 -1] shows where negative interaction is occur- 
ring. 

Ideally, all of the EVs should be independent of each 
other. If any EV is close to being a sum (or weighted 
sum) of other EVs in the design, then the fitting of the 
model to the data does not work properly (the design 
matrix is not of 'full rank'). A common mistake of this 
type is to model both rest and activation waveforms, 
making one an upside-down version of the other; in 
this case EV 2 is -1 times EV 1, and therefore linearly 
dependent on it. It is only necessary to model the acti- 
vation waveform. 

With 'parametric designs', there are typically several 
different levels of stimulation, and it is common to esti- 
mate the response to each level separately. This 
requires a separate EV for each stimulation level. The 
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Fig. 11.5 Example of modelling a nonlir; 
between stimuli. The first two EVs model the separate stimuli, 
whilst the third models the interaction, i.e. accounts for the 
'extra' response when both stimuli are applied together. 



different contrasts ask different questions about these 
responses: For example, for an experiment with 3 stim- 
ulation levels, [1 0] shows the response to stimula- 
tion level 1 versus rest (likewise [0 1 0] for level 2 vs 
rest and [0 1] for level 3). [-1 1 0] shows where the 
response to level 2 is greater than that for level 1. 
[—1 1] shows the general linear increase across all 
three levels. [1 -2 1] shows where the level depen- 
dence deviates, in an upwardly-curving way, from 

11.4.2 Inference ('Thresholding') 

Thus we now have a statistic map (for example, T or 
Z). The next step is to threshold this, in order to 
decide, at a given level of significance, which parts of 
the brain were activated. There are a variety of ways of 



level to a suitable threshold for the map type, e.g. a T 
threshold). A problem with this is that there are many 
being carried out, because there are so many 
voxels in the brain. If 20 000 voxels are tested for at a 
significance of P < 0.01 then it is expected that 200 
will activate by chance, even if no stimulation is 
ied. It is not ideal to blindly accept these as being 
-ated! This 'multiple-comparison problem' means 
that it is not valid to accept all activations reported by 
this method of thresholding; a correction is necessary 
to reduce the number of false positives. Typically a 
Bonferroni correction is used, where the significance 
level at each voxel is divided by the number of voxels; 
this corrects for the number of comparisons being 
made. However, this results in very stringent thresh- 
olding (i.e. in the case given above, the resulting P 
threshold is 0.01/20000 = 0.0000005). 

A refinement of the above voxel-wise thresholding is 
to use Gaussian random field (GRF) theory to thres- 
hold the image. The main difference is that this method 
takes into account the spatial smoothness of the stat- 
istic map (i.e. estimates the number of statistically 
independent voxels, which is smaller than the original 
number). This method is less 'over-conservative' than 
simple voxel-wise thresholding with Bonferroni cor- 
rection; typically the correction to P values is reduced 
(compared with Bonferroni correction) by a factor of 
2-20. 

Finally, it is possible, again using GRF theory, to 
take into account spatial extent (i.e. size) of clusters of 
activations, before estimating significance. Thus 
instead of assigning a P-value to each voxel, clusters of 
voxels are created on the basis of an initial thresh- 
olding, and then each cluster is assigned a P-value, 
which may or may not pass the final significance test. 
It is often the case that this method is n 
activation than the voxel-based methods. A li 
is the arbitrary nature of the initial thresholdin 
to create the clusters. 



11 .5 Multi-subject statistics 
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lead to increased sensitivity to an effect) or allow the 
generalisation of any conclusions to the whole popula- 



In order to combine statistics across different 
sessions or subjects, the first necessary step is to align 
the brain images from all sessions into some common 
space. This is done using generic registration tools (for 
more detail see Chapter 15) and can be carried out 
either on the raw data (i.e. before the single-session, or 
'first-level', analyses) or on the statistic maps created 
by the first-level analyses. 

Once all the data is aligned, there are a variety of 
statistical methods for combining results across 
sessions or subjects, to either create a single result for 
a group of subjects, or to compare different groups of 
subjects (for example, placebo group versus drug treat- 
ment group). These methods include 'fixed-effects' and 
'random-effects' analyses. Fixed-effects assumes that 
all subjects within a group activate equally, and is only 
interested in within-session errors. Random-effects 
analysis additionally takes into account between- 
session errors, and therefore makes less assumptions 
about the data; its results are therefore valid for the 
whole population from which the group of subjects is 
drawn (whereas fixed-effects results are not). 
However, the random-effects analysis tends to give 

How many subjects are required, in order for multi- 
subject statistics to be sensitive and robust? The 
answer is not simple, as it depends on many factors 
including the level of response to the stimulation, 
between-subject variability and scanner characteris- 
tics. (Furthermore, all things being equal, a smaller 
number of subjects is generally required for a fixed- 
effects group analysis than for a random-effects 
analysis.) However, it is generally accepted that groups 
ing less than about 10 subjects are suboptimal. 
il see (Friston et al. 1999). 



11.6 Registration, brain atlases 
and cortical flattening 

As described above, registration (aligning different 
brain images) is often used when combining fMRI data 
from different sessions or subjects. It can also be used 
to align the low-resolution fMRI images to a high- 
resolution structural midge, so that the ; 



be viewed in the context of a good quality brain image; 
this aids in the interpretation of the activations. 

A related issue is the use of templates and brain 
atlases. These consist of data which is transformed into 
some 'standard brain space', for example the co-ordi- 
nate system specified by (Talairach and Tournoux, 
1988). A template is typically an average of many 
brains, all registered into any given common co-ordi- 
nate system. An example is the MM 305 average 
(Collins et al. 1994). An atlas is also based in a com- 
mon co-ordinate system, but contains more sophisti- 
cated information about the brain at each voxel, for 
example, information about tissue type, local brain 
structure, or functional area. Atlases can inform inter- 
pretation of fMRI experiments in a variety of ways, 
helping the experimenter gain the maximum value 
from the data. 

Finally, another related issue is that of cortical flat- 
tening. Here a high-resolution structural image is used 
to estimate the convoluted cortical surface (this can be 
considered to be the simple 2D surface, consisting of 
all cortical grey matter, which has been 'crumpled' into 
the skull). Because cortical activation should only lie 
on this surface, new statistical constraints and pre- 
processing methodologies can be developed which use 
this spatial information, in order to improve on the 
simple 3D processing most commonly used. Also, it 
can be of value to 'project' estimated activations onto 
a flattened version of the surface, enabling interesting 
interpretation of the relative placements of different 
■ more detail on the structural analysis 
described in this section, see Chapter 15. 



11.7 Extracting brain connectivity 

So far, we have only discussed the estimation of sites of 
activation and their relationship to stimulation or 
cognitive activity. No mention has been made of the 
relationships between different sites in the brain. 
Connectivity analysis attempts to try to estimate such 
networks, in order to build up a more sophisticated 
picture of the functioning of the brain. 

Connectivity analysis is carried out on the basis of 
either similarities in time-courses or relationships 
between final activation levels between different brain 
regions. This exciting new area of research is described 
in Chapter 16. 
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11.8 Appendix— GLM-based 
analysis example 

This appendix describes briefly the practical and 
numerical details involved in the analysis of a partic- 
ular fMRI experiment. Most of the analysis concepts 
referred to within this section are explained more fully 
in the following chapters. 

The experiment attempted to compare the response 
to thermal stimulation between two groups of subjects. 
One group comprised 10 clinical patients and the 
second was a control group of eight subjects. Within 
each session, brief periods of warm or hot thermal 
stimulation were applied briefly to the back of the 
subject's hand. For each session, 250 volumes were 
acquired, one every 3 s. A question of interest was how 
the relative response to hot and warm stimulation 
differed between the two groups. All analysis was 
carried out within the fMRI analysis package FEAT 
(FMRI Expert Analysis Tool) (Smith et al. 2001). 

11.8.1 First-level analysis 

Each individual subject's session was processed inde- 
pendently, using the following analysis: head motion 
correction was carried out using MCFLIRT (Bannister 
and Jenkinson 2001), a tool which corrects for rigid- 
body (rotation and translation) motion, using an 
rate and robust multi-scale optimization strj 
Figure 11.6 shows the estimated rotation and transla- 
tion parameters used to correct for the head mc 
MCFLIRT is fully automated, i.e. requires no 



Spatial filtering was carried out on every volume 
using a Gaussian profile filter of full-width-half- 
maximum 5 mm. Example slices from an example 
volume, before and after spatial riltei ing, are shown in 
Fig. 11.7. Each session's data set was intensity normal- 
ized to have a mean within-brain intensity of 10 000 
units. No volume-by-volume intensity normalization 

Nonlinear (Gaussian-weighted running line de- 
trending) high-pass filtering was applied, with FWHM 
50 s. The high-pass cutoff was this low because this is 
a single-event design, which allows more aggressive 



and fitted a 
resulting first-pass n 



high-pass filtering than block-design experiments. No 
low-pass filtering was applied, due to the nature of the 
later GLM procedure; as pre-whitening of each voxel's 
time series was used, low-pass filtering is inappro- 
priate. An example time-course from a single (acti- 
vated) voxel is shown in Fig. 11.8, before and after 
high-pass filtering. 

Next, GLM analysis was carried out on each 
subject's pre-processed data using FILM (Woolrich 
etai, 2000): Generalized least-squares multiple regres- 
sion was used; the model was initially fit to the data 
ubtracted from the data. The 
:siduals were then pre-whitened by 
correlation structure (calculating 
the autocorrelation coefficients, then using Tukey 
tapering and within-tissue-type spatial regularisation 
to improve estimation accuracy and robustness). The 
model was then refit to the pre-whitened data to give 
maximum efficiency estimation. 

The model used is shown in Fig. 11.9 (and an 
example fit of the model to one voxel's timecourse is 
shown in Figure 11.8). EV 1 models the periods of 
painful heat, EV 3 models 'pain conditioning' (a light 
of a certain colour was shown just before the painful 
heat), EV 5 models warm thermal stimulation and 
EV 7 models 'warm conditioning' (using a different 
coloured light). The even numbered EVs are simply the 
temporal derivatives of the odd numbered EVs. These 
are included because they can correct for slight overall 
temporal shifts between the model and the data. 3 

As the single-subject statistics were then to be fed 
into a multi-subject second-level analysis, thresholding 
was not in general carried out on the first-level results. 
However, an example single-session activation map 
was created by thresholding one contrast (pain-warm, 
i.e. a contrast of [1 -1 0]) from one subject's 
data with cluster-based thresholding; clusters were 
formed by thresholding at Z > 2.3, and then each 
cluster was tested for significance at P < 0.01. Also, as 
an example of using a single-subject's structural image 
to render activation onto, one subject's fMRI data was 
registered onto that subject's high-resolution image: 
first, the structural was brain-extracted (i.e. non-brain 
matter removed) using BET (Smith, 2000). Then the 
fMRI image was registered to the brain-extracted high- 
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Fig. 11.7 Example slices from an example fMRI volume, before and after spatial filtering of 5 mm FWHM. 
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Fig. I 1 ,9 The model, or design matrix, used in the ( ILi\l analysis ot the heat-warm expe 
warm, EVs 3 and 7 model conditioning to pain and warm, mi-.} the even numbered EVs ai 

the odd numbers; these allow phase shifts in the fitting. 



nent. EVs 1 and 5 model pain and 
simply the temporal derivatives of 



image using FLIRT (Jenkinson and Smith, 
2001), and this transform was applied to the thresh- 

map. The various stages involved can 

Fig. 11.10. 
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11.8.2 Second-level analysis 

Second-level analysis was carried out to test for differ- 
ences in the pain-warm contrast between the two 
subject groups. The single-session data sets were regis- 
tered into standard space using FLIRT in a two-step 
process. First the low-resolution fMRI data from each 
subject was registered to that subject's (brain- 
extracted) high-resolution structural MRI using a 7 
degrees-of-freedom (DOF) linear fit (see Chapter 15). 
Then the high-resolution image was registered to a 
Talairach-space standard brain image (the MM 152 
image) using a 12 DOF linear fit. The average image 
from all 18 subjects is compared with the standard 
space target image in Fig. 11.11. Then, for each 
subject, the two transforms were combined mathemat- 
ically to give a single transform talcing the fMRI data 
into standard space; this was applied to the first-level 
statistic maps (activation parameter estimates and 
variance estimates) to take them into standard space. 
Thus all subjects' statistical data are now in alignment. 
Second-level fixed-effects and random-effects 
analyses were then carried out on the first-level statistic 
maps to test for differences in activation between the 



two subject groups. The resulting statistic maps were 
thresholded as above, i.e. using clusters formed by 
Z > 2.3 and then tested with P < 0.01. These results 
can be seen in Fig. 11.12. These final results are in 
Talairach co-ordinate space, so meaningful co-ordi- 
nates can be given for the centres of activation. Thus 
the only remaining process is the final interpretation of 
this group comparison. 
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1 2 Preparing fMRI data for 
statistical analysis 

Stephen M. Smith 



12.1 Introduction 

This chapter (along with Chapter 13) describes the 
various pre-processing steps necessary to take raw data 
from the scanner and prepare it for the 'heart' of fMRI 
analysis, namely statistical analysis (estimating where 
significant activation occurred, described in Chapter 
14). These pre-processing steps take the raw MR data, 
convert it into images that actually look like brains, 
then reduce unwanted noise of various types, and 
precondition the data, in order to aid the later statis- 
tics. Later statistical analysis is often seen as the most 
'important' part of fMRI analysis; however, without 
the pre-processing steps, the statistical analysis is, at 
best, greatly reduced in power, and at worst, rendered 
invalid. 

Having stated the importance of data pre- 
processing, it should however be noted that, from the 
researcher's point-of-view, it is much easier to 'auto- 
mate' the pre-processing steps than the statistical 
analysis. This is because optimal tuning of pre- 
processing algorithms is less dependent on details of 
any particular experiment than is the case with later 
statistics. 



12.2 Reconstruction from raw 
k-space data 

As described in Chapter 3, the raw MR signal is 
obtained by digitising the demodulated RF signal that 
is detected by the receiver coil. The raw data that is 
thus generated does not resemble a real image, but 
instead is '£-space' data, that is, a spatial frequency 
transformation of real-space. (The principles of k- 
space are described in Chapter 3). Fig. 12.1 shows an 
example slice of fe-space data. 



In order to reconstruct the £-space data into real- 
space so that the image may be viewed and analysed, a 
Fourier transform is generally required. This may be 
run in 2D or 3D, depending on the MR sequence used; 
it is normally 2D for fMRI data, i.e. each slice is 
processed separately. 

Additional reconstruction steps are also often neces- 
sary in order to correct for various artefacts in the 
data, or to otherwise improve the quality of the 
resulting image. A particular case in point is the addi- 
tional processing steps that are necessary for echo 
planar imaging (EPI). The most significant artefact 
suffered by EPI data is the so-called 'Nyquist ghost' 
that causes a lower intensity replication of the main 
image, shifted by half the field-of-view with respect to 
the main image (at least for snapshot EPI). Generally 
some additional phase information is collected with 
the fMRI data that enables a 'ghost correction' to be 
applied to the data. This typically reduces the intensity 
of the ghost image to less than 5 per cent of the inten- 
sity of the main image. A detailed treatment of the data 
correction steps that are applied to EPI data can be 
found in (Schmitt et al. 1998). 

Note that some researchers (e.g. Wowk et al. 1997; 
Hu et al. 1995) carry out additional pre-processing 
steps on the raw (&-space) data before reconstruction 
into real-space, for example, in order to apply a phase 
and amplitude correction to the data in an attempt to 
correct for physiological noise effects. Although this is 
not a very common approach, it does have some 
computational and conceptual advantages over the 
more common approach of working in real-space. 
Another good example is certain image registration 
procedures (Eddy et al. 1996); translation is achieved 
in real-space by applying a first order phase-shift in k- 
space, before re 
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FID data, where different 
in &-space (spatial frequency 



each voxel's time series into a frequency representa- 
tion, applying a phase shift to this data, and then 
applying the reverse Fourier transformation to recover 
the corrected time series. (Note that it is not possible to 
carry out this phase shift on the original raw &-space 
data, as this raw data is in 'Fourier space' only in the 
spatial dimension, and not in time.) 

There is a complication to the above solution to the 
slice timing problem. If there is much head motion 
during the capture of a functional volume, then the 
whole image is distorted, as well as containing timing 
between slices. Thus ideal pre-processing 
imbine slice timing correction and geometric 
i these different corrections cannot really 
be separated. (Geometric correction includes func- 
tional image unwarping — see Chapter 15, within- 
it-related distortion correction, and 
nt 'between' volumes.) How- 
;r, to date, very little research of this sophisi 
s been carried out. 



the total volume capture 

is that later fMRI analysis 

captured at the same time 

Jy). For example, fitting 

point was taken at the 



12.3 Slice timing correction 

Functional volumes are normally formed one slid 
time; the capture of these slices is spread o 
over the few seconds tha 
takes. A problem with thi 
assumes that all slices wer 

a model to each voxel's 
that the data for each 
beginning of the corresponding volt 
However, because different points in the volume were 
scanned at slightly different times, the model fitting is 
not optimal. The fitting will be improved if each 
voxel's time series is adjusted so that it really does 
appear as if all voxels were scanned at the same time. 
This adjusting of time series is normally referred to 
as slice timing correction (the same correction is 
applied to each voxel within any given slice), and is 
achieved by phase shifting the time series of values at 
each voxel. Phase shifting means sliding the ID time 
plot forwards or backwards; because the 
small, (less than the time between 

volumes) a very small amount of 'sliding' is required. The 'signal-t( 
This is normally achieved by Fourier transforming signal of intei 



12.4 Motion correction 

If a subject moves their head during an fMRI session, 
the position of the brain within the functional images 
will vary over time. This means that any particular 
voxel's time series does not (over time) refer to the 
same point in the brain. Correcting for such head 
motion is a large topic, and is the subject of the 
following chapter; it is therefore not discussed further 



12.5 Spatial filtering 

The next stage of fMRI analysis is the spatial filtering 
('blurring') of each volume. There are two reasons for 
applying spatial filtering as a pre-processing step; first, 
blurring can increase signal-to-noise ratio in the data, 
and second, certain later statistical steps, in order to be 
valid, may require the functional images to be spatially 
smooth. 

12.5.1 Reasons for spatial filtering 

loise ratio' is a measure of how big the 
it is, compared with the noise level. The 
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signal of interest, in this case, is the change in image 
intensity which arises as a result of application of stim- 
ulation. The noise is the unavoidable random varia- 
tions in image intensity which are present even when 
no stimulation is applied. Typically, the change in 
intensity due to stimulation is between 0.5 per cent and 
5 per cent of the average intensity, and the noise level 
is between 0.5 per cent and 1 per cent. 

The main point of spatial filtering of the fMRI data 
is to reduce the noise level whilst retaining the under- 
lying signal. It is obvious why noise is reduced; the 
blurring function is effectively a local averaging, so the 
'noise' values in the local neighbourhood will tend to 
cancel each other out. In order for the underlying 
signal to not be reduced along with the noise, it is 
required that the extent of the blurring is not larger 
than the size of the activated region; if very small acti- 
vation regions are expected then spatial filtering 
should not be carried out. 

The secondary reason for spatial filtering is that 
certain statistical theory which may be used in later 
processing requires the data to be spatially smooth 
for the assumptions underlying the statistical theory to 
be valid (Friston et al. 1994b). However, the amount 
of smoothing required for this is generally quite 
small (a 4 mm width blurring function is generally 
adequate). 



Whilst the approach of 'tuning' the extent of the 
spatial blurring to the expected extent of activation is 
a simple strategy in spatial filtering, a related, more 
sophisticated approach is to involve a numb 
spatial scales. Such 'scale-space' methods analyse the 
effect of a wide range of spatial filtering extents on 
final activation (Poline and Mazoyer 1994; Worsley 
al. 1996). A range of results can be obtained, each 
having resulted from a different amount of spatial 
blurring, and these can be searched for activatk 
interest. Clearly this can increase the chance of false 
positives unless statistical corrections are made, bul 
such problems can be avoided, for example by 
choosing an appropriate spatial scale on the basis 
one fMRI data set, and then applying this amount 
smoothing to a second data set. 

Some researchers have recently started looking 
ways of combining spatial information that are m< 
sophisticated than simple blurring (Descombes et 
1998). Using non-linear filtering (or, in general, any 
neighbourhood information fusion method such as 
Markov random fields) it is possible to spread infor- 
mation spatially without necessarily blurring the signal 
of interest. In other words, voxels can 'use' informa- 
tion from their neighbours selectively, and thus reduce 
noise in an intelligent way. This should result in clearer 
fine detail within activation clusters. As such develop- 
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Fig. 12.2 Three example (.aussian profile convolution kernels. Note that the wider the kerne!, the greater the • 
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12.5.2 Implementation of spatial filtering 

The commonest method of carrying out spatial filtering 
is to convolve each volume with a Gaussian profile fil- 
ter (see Appendix for a brief explanation of convolu- 
tion). The width of this filter (usually expressed in mm) 
determines the extent of the blurring that takes place. 
It is common to use a width of between 3 and 10 mm 
full-width-half-maximum (FWHM) for fMRI images. 
The term FWHM refers to the full width of the kernel 



the points which have half of the cen 
value. In Fig. 12.2 three example ID Gaussian kernels 
are shown, with full widths 2, 5, and 10 mm. 

Figure 12.3 shows an example image and the effect 
that a 10 mm FWHM smoothing filter has on this. 
s themselves and the example intensity 
i the images clearly show the effect of 



Both the im; 
profiles thro 
the blurring. 

A Gaussian profile is a continuous mathematical 
curve, whereas a digitized version of this profile is 
required in order to be able to convolve the filter with 
the digitized data. Thus the Gaussian profile is sampled 
at intervals corresponding to the data voxel dimen- 
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Fig. 12.4 Example (iaussian profile tiite'" show in;; discrete sampling (dots! of tin- original continuous function. The distance 
between samples corresponds to the voxel size — in this case 3 mm. The end samples have been reduced from the theoretical 

value in- a '\\ inclowing' function. 



sions (see Fig. 12.4). Note that the original Gaussian 
profile never quite falls to zero, so the the digitized 
filter needs to be 'truncated' (i.e. the tails are chopped 
off) at some point. It may be desirable to ameliorate 
the effects of this truncation by 'rolling off the kernel 
values at the ends of the digitized filter. 

The 2D equivalent of the ID convolution filters 
shown in Figs 12.2 and 12.4 can be thought of as a 
'hat' function. The 3D convolution filter can be visual- 
ized as a blurred sphere. However, in practice, a 3D 
filter is rarely implemented. Instead, it is far more 
computationally efficient to implement 3D Gaussian 
filtering as three separate ID filters (in x, y, and z), 
each passed in turn over the data. This is mathemati- 
cal'!)- equivalent to a single-pass 3D filter. 



temporal filtering (Gaussian-weighted LSF straight line 
fitting, with sigma = 67.5 s). Statistical analysis was 
carried out using FILM (FMRIB's Improved Linear 
Model) with local autocorrelation correction (Wool- 
rich et al. 2000). Z (Gaussianised T) statistic images 
were thresholded using clusters determined by Z > 2.3 
and a cluster significance threshold of p = 0.01. 
Registration of fMRI images to a Tl -weighted struc- 
tural was carried out using FLIRT (FMRIB's Linear 
Image Registration Tool) (Jenkinson and Smith 2001). 
The results clearly show the blurring of activation 
areas as spatial filtering extent increases, even causing 
'activation' outside of the brain. In general, little 
appears to have been gained in these results by 
;d smoothing. 



12.5.3 Example results 

An example of the effect of different amounts of spatial 
filtering is given in Fig. 12.5. Both auditory and visual 
stimulation was applied, but with different paradigm 
frequencies, enabling activation due to the different 
stimluli to be found separately. The following pre- 
s processing was applied; simple 3D motion 
a variety of spatial filtering extents (none, 
5, 10, 20, 40 mm FWHM); non-linear high-pass 



12.6 Intensity normalization 

Intensity normalization refers to the rescaling of all 
intensities in an fMRI volume by the same amount, i.e. 
a general change in overall brightness. This process is 
applied separately to each functional volume, normally 
so that each ends up having the same mean intensity. 

Historically, this process was a necessary step in 
PET pre-processing, as there were expected to be 
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Fig. 12.5 Significant clusters of activation (Z > 2.3, P < 0.01) from an audiovisual experiment. The different r 
produced by processing with different spatial scales— filters of (no filtering), 5, 10, 20, and 40 mm FWHM (from t 

bottom respectively). Red clusters show \ isual activation; bine clusters show- auditory activation. (See also colour plat 
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global (i.e. volume-wide) changes in intensity from one 
volume to the next, due to the radioactive decay of the 
agent injected to give the PET signal. In fMRI, there is 
less of a likelihood of much change in overall intensity, 
but it is still enough of an issue for an intensity normal- 
ization step to be normal practice. One possible cause 
of changes in overall intensity over time is the scanner 
itself, where electrical or temperature effects may 
occur (although any such effects which change slowly 
over time would be removed by high-pass temporal 
filtering — see next section). 

In fMRI, intensity normalization is commonly car- 
ried out by finding, for each volume separately, the 
mean intensity across all voxels which have an inten- 
sity above a predetermined threshold 1 ; then all 
intensity values (within the volume) are rescaled by a 
constant value, so that the new mean intensity becomes 
a preset value — for example, 10 000. A common alter- 
native procedure is to take the mean intensity value for 
each volume, and include this set of values in later 
statistical analyses (as a 'confound variable'); statistical 
modelling can then fit each voxel's time series to both 
the mean intensity values and the expected response to 
stimulus at the same time. 

There is, however, a widely recognized problem 
with such methods of intensity normalization. This is 
that if strong activation occurs, then the activation 
itself will increase the mean intensity; a volume which 
contains strong activation will have an artificially high 
mean intensity. Thus after normalization the 'non-acti- 
vated' parts of the volume will be negatively correlated 
with the stimulation, and will show up as 'deactiva- 
tion' in the final statistical image. This is clearly to be 
avoided; see, for example (Aguirre et al. 1998). 
Similarly, some experiments directly alter mean inten- 
sity level, for example, if overall oxygenation is being 
modulated during the session; in this case, again, 
mean-based intensity normalization is too simple an 
approach. 

There are two possible solutions to this problem. 
The easy solution is simply not to carry out intensity 
normalization — it is arguably unnecessary for normal 
fMRI data. A more sophisticated approach, if one 
believes intensity normalization to be necessary, is to 
n of 'global intensity' — one 



strong local i 
example, a median intensity, instead of a mean, might 
be expected to be appropriate, as it is relatively insen- 
sitive to 'outliers' in data. A second approach is to 
carry out statistical analysis, and then go back to the 
original data and carry out intensity normalization 
whilst ignoring activated areas. The resulting data is 
then re-analysed (see Andersson 1997). However, to 
date, no general robust solution is in wide use. 

Figure 12.6 shows example results from analyses of 
the experiment described in Section 12.5.3, with differ- 
ent normalization methods used. The 'mean-in-GLM' 
method uses the time series of global mean intensity 
values as a confound in the general linear model. Each 
plot shows the histogram of values in the Z statistic 
image; this image effectively shows the extent of (posi- 
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series and the time series model created from the stim- 
ulation timing. Thus strongly activated voxels will 
have high Z — the figure shows this as a raised tail at the 
far right end of the plots. Non-activated voxels show 
up as noise in the Z image, and should form a Gaussian 
distribution which is zero-centred and of unit variance. 
Because mean-based intensity normalization causes all 
non-activated voxels to become negatively correlated 
with the model, (or less strongly positively correlated if 
they were initially positively correlated), there is a clear 
negative shift in the peak of the mean-based normal- 
ization plot. The median-based and mean-in-GLM 
normalization methods also show such a shift, albeit 
less marked. Only the un-normalized method gives a 
zero-centred Z histogram. linages of significant activa- 
tion clusters show noticeably less activation in the 
cases where normalization was used, compared with 
the un-normalized case. Thus, overall, it is clear that if 
normalization is to be applied, a more sophisticated 
approach (than those tested here) is required. 

Note that if intensity normalization is not carried 
out, there can be a problem with second-level (e.g. 
multi-subject) analyses. For example, if one session (i.e. 
4D data set) has twice the mean intensity than another, 
the fitted activation parameter estimates would also be 
double (given the same activation). A random-effects 
group analysis would then see this, incorrectly, as 
between-session variability in response. The simple 
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1 ig. 12.6 Plots of Z statistic histograms, produced using four different analyses of visual activation. I he four cases differ onh 
with respect io the kind of global intensity normalization applied. Only the results produced using no normalization show a 
correctly zero-centred, plot. Note the raised tail at the extreme positive end or all plots, due to the activation voxels. 



way of avoiding this problem, if intensity normaliza- 
tion is not carried out, is to scale each 4D (single- 
session) data set to have a preset mean intensity. This is 
sometimes referred to as 'grand mean' normalization, 

and has the effect of causing all single-session data sets 
to have the same overall mean intensity. 



Temporal filtering will normally attempt to remove 
components in the time series which are more slowly 
varying than this 60 s periodic signal (high-pass filtering 
or drift removal) and also remove components which 
are more quickly varying (low-pass filtering, or noise 
reduction). Figure 12.7 shows an example time series, 
decomposed into the different frequency components. 



12.7 Temporal filtering 

Temporal filtering, instead of working on each (spatial) 
volume separately, as with spatial filtering and global 
intensity normalization, works on each voxel's time 
series separately. Because most basic statistical analy- 
ses also operate directly on voxel time series, it makes 
sense to carry out this step after all the previously 
described pre-processing stages, as each voxel's time 
series should then be optimally conditioned. 

The main point of temporal filtering is to remove 
unwanted components of a time series, without, of 
course, damaging the signal of interest. For example, if 
a stimulation is applied for 30 s, followed by 30 s rest, 
and this pattern is repeated many times, the signal of 
interest will be close to a square wave of period 60 s. 



12.7.1 High-pass 

High-pass filtering attempts to remove all slowly 
varying unwanted signals in each voxel's time series. 
Such confounds could be physiological effects like 
heartbeat or breathing, or scanner-related drifts. Note 
that although the physiological effects may primarily 
occur at higher frequencies than the (stimulus-related) 
signal of interest, the temporal sampling (taking one 
volume every few seconds) can interact with the orig- 
inal frequency to give an apparent signal at a much 
lower frequency. This is known as aliasing, and is 
equivalent to watching wagon wheels appear to turn 
slowly when viewed on television. (Note that some 
researchers — e.g. Hu et al. 1995 — have attempted to 
remove physiological artefacts in a more sophisticated 



Preparing fMRI data for statistical analysis 237 




Fig. 12.7 An e 3 



triple unfiltered time series from an activated voxel. The raw time series is decomposed into three compo- 
:y artefact (or drift), high frequency artefact (or noise) and the expected signal of interest, caused by the stim- 



way than simple high-pas-, filtering, including feeding 
measurement of the cardiac and respiratory cycles into 
the algorithm, but this kind of approach is not yet in 

If slowly varying signals are not removed from a 
voxel's time series then the apparent noise in the later 
statistical analysis will be higher than necessary. (This 
noise is also often referred to as residuals in the model 
fitting process.) If one supposes that low frequency 
signals do not relate to the stimulation, it is therefore 
worthwhile removing them. This will result in better 
fitting of the stimulation-derived model to the data, 
and more significant activation. 

Of course, it is important that the high-pass filtering 
does not corrupt the stimulus-related signal. If the cut- 
off period of the filter is too low (i.e. cutoff frequency 



too high), the signal of interest will be reduced or even 
eliminated. (This is particularly important in block- 
design experiments; the danger is much reduced in the 
case of event-related designs.) Thus it is normal to set 
the cutoff period at 1.5 times the period of the stimula- 
tion. For example, if the stimulation is 10 volumes off, 
10 volumes on, repeated many times, then a cutoff 
period of 1.5 x (10 + 10) = 30 volumes is safe. The 
selection of an appropriate cutoff period when com- 
plex block-design experiments are to be analysed 
requires careful thought. For example, take an ABA- 
CABAC . . . design, where A is the rest (or control) 
condition, and B and C are different types of stimula- 
tion; all blocks (A, B, and C) consist of 10 volumes. If 
the response to B is to be compared with the response 
to C, the cutoff period should be at least 1.5 x 4 x 10; 
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High-pass filtering is often achieved by finite im- 
pulse response (i.e. convolution-based — see Appendix) 
linear filters, with designs such as the Butterworth 
filter; as well as choosing the cutoff period, this allows 
one to choose the sharpness of the cutoff itself. 
Although this kind of filtering is simple and in com- 
mon use, it has an unfortunate side-effect; it can induce 
negative auto-correlations into the signal (i.e. an oscil- 
latory component), which can confound 1 
ments of intrinsic temporal smoothness (s 
following section for more on this). 

Alternatively, a method which is fairly sin 
effect is to model low frequencies within later ; 
instead of removing them at this stage; they are thus 
treated as confounds within the modelling and so 
effectively 'ignored'. This is commonly achieved by 
placing a series of low frequency cosine waves at a 
range of frequencies in the model — a linear combina- 
tion of these then fits the actual drift in the data. This 
solution does not suffer from the problem of inducing 
negative auto-correlations in the data. 

As an alternative to linear filtering, non-linear high- 
pass filtering can be relatively robust to certain types of 
outliers in the data, and does not need to introduce 
negative autocorrelations. A simple non-linear filter is 



achieved by fitting a straight line through a fixed 
number of time points either side of any given time 
point, and recording the central fitted value. After this 
has been carried out for each time point, the central 
fitted value at each point is subtracted from the orig- 
inal value — this has the effect of removing slow trends. 
Figure 12.8 shows the effect of three different filters 
on a range of sinusoidal input frequencies; a Butter- 
worth linear filter, a flat-weighted non-linear filter 
(where the weighting along the straight-line fit is 
constant) and a Gaussian-weighted non-linear filter 
(where the weighting along the straight-line fit is larger 
close to the centra! point, giving better stability to the 
fit). The x axis shows the period of the input signal, in 
time points, i.e. the number of time points required for 
a complete cycle in the input sine wave. (Note that 
period is 1/frequency — thus the highest frequencies are 
at the leftmost end of the plot.) The y axis shows the 
relative signal strength after filtering — the smaller the 
value, the greater the suppression of a given frequency 
by a filter. All filters suppress the lowest frequencies 
(largest periods) in the input data. The plots show a 
typical cutoff period of about 12 time points. Note 
that the Butterworth linear filter gives the sharpest 
suppression at periods greater than the cutoff period; 
note also the rather strange response of the flat- 
weighted non-linear filter. 
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Fig. 12.8 The effect of three different high- 
period set at approximately 12 time points. 
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12.7.2 Low-pass 

Low-pass filtering attempts to reduce high frequency 
noise in each voxel's time series, without affecting the 
signal of interest. As with the high-pass filtering, it is 
important to choose a filter that removes noise without 
corrupting the underlying stimulus-related signal. 

It is common to carry out low-pass filtering via a 
simple linear convolution with a Gaussian kernel. This 
can be thought of as a 'blurring' function, and is iden- 
tical in theory to the Gaussian spatial filtering 
described earlier. Because it is normal to use a fairly 
narrow Gaussian, i.e. carry out relatively little blur- 
ring, this does not do much more than replace each 
time point with the original value plus a small fraction 
of the immediate neighbours (in time). 

One obvious danger with low-pass filtering can 
appear with event-related experiments which often 
contain signals of interest which are rapidly changing. 
For example, very brief stimulation may give rise to 
narrow peaks in the resulting time series. Low-pass 
filtering may suppress these signals, thus reducing the 
power of later statistical analysis. 

Another danger arises because of the increases in 
smoothness of the time series due to low-pass filtering. 
('Smoothness' — sometimes referred to as positive auto- 
correlation — means that the intensity at any given time 
point is likely to be closer to its neigbours' values than 
values elsewhere in the time series.) Smooth data 
contains less 'effective' (i.e. truly independent) time 
points than the actual number of points. Later analysis 
needs to correct for this smoothness, otherwise re- 
ported significances may be overestimated, resulting in 
false positives. Related to this, certain statistical 
approaches rely on low-pass filtering, in order for later 
calculations of smoothness to be well-conditioned (see 
Chapter 14 and Friston etal. 1994a; Friston etal. 1995 
for more details). 

It has recently been shown (Woolrich et al. 2000) 
that if one is able to robustly and accurately charac- 
terize the nature of the smoothness of the fMRI data, 
then the most efficient approach is to carry out no 
smoothing at all, and instead 'prewhiten' the data 
within the statistical analysis (see Chapter 14). Thus, 
with this method, no low-pass filtering is applied. 

Other researchers have looked at more sophisticated 
low-pass filtering, including wavelet filtering, Markov 
random fields, local enforced monotonicity and local 



neighbourhood smoothing (Kruggel et al. 1999). It has 
not yet been conclusively shown that such approaches 
are of general benefit; however, whilst many re- 
searchers still regularly use linear low-pass filtering of 
fMRI data, the interest in more sophisticated non- 
linear methods (or, as discussed above, no low-pass 
filtering at all) is increasing. 



12.8 Appendix — Convolution 

Convolution is a standard image and signal processing 
operation, often used in fMRI analysis. For example, 
convolution is regularly used to carry out linear spatial 
filtering and linear high-pass and low-pass temporal 
filtering. This section gives a brief description of how 
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Convolution involves taking two signals or images 
and combining them to give a single output. For 
example, a long ID time series might be convolved 
with a short ID time series; the short time series is 
normally known as the convolution kernel or filter. 
Thus the kernel is used to act on the main input time 



es, for example, 



> shift it forwards or backwards 
• remove low frequency compo- 

Convolution does not have to act in ID; the input 
data and the kernel can be 2D or 3D, although in prac- 
tice these would often be carried out as separate ID 
convolutions for reasons of computational efficiency. 

The convolution kernel can be thought of as existing 
within a 'window' that is slid across the input signal. 
The window is centred around each point in the input 
signal, and an output value is formed, which is a 
weighted sum of all of the points in the input signal 
which fall within the window. The weights in the sum 
are given by the shape of the kernel. Thus if the kernel 
is Gaussian-shaped, the furthest points (in the input 
signal) from the current central point contribute less to 
the weighted sum than the closest points. 

In Fig. 12.9, an example kernel is shown. In this 
case, it is a low-pass or smoothing kernel. The 'lag' is 
half of the window size, and determines the extent by 
which the input signal will be shifted in time. The full- 
width-half-maximum of the kernel determines the 
extent to which the input signal will be blurred. To 
carry out the convolution at any point in time, a 
mirror-image of the kernel is taken, and point-wise 
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Fig. 12.9 Example convolution of an input square wave and a low-pass filter. The resulting output is both blurred a 
delayed. This is a typical operation when converting the stimulation waveform into the expected haemodynamic response 
this input. If the convolution were simply blurring the data without introducing a delay, the kernel would be centred on t = 



multiplied by the original signal — the two example 
shaded areas show the results of two such multiplica- 
tions — in this case the overlap area between the input 
signal and the kernel gives the result of the convolu- 
tion, and determines the height of the output signal at 
that point in time. 

Mathematically, if the input ID signal is i(t) and the 
kernel is k(t), where t is, for example, time, then the 
output of the convolution, o(t), is given by: 



o(t)=j i{t + u)*k(-u) 
for continuous signals, and 
o(t) = 2 iff + u) * k(-u) 






for discrete signals. (Continuous signals have a value at 
every point in time, whereas discrete signals have a 
fixed number of values, for example, a sample taken 



every 3 s. All signals of interest in this chapter are 
discrete.) The extent of the kernel's window is given 
by±U. 
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Head motion and its correction 

Mick J. B rammer 



13.1 Introduction — the problem 

The aim of fMRI data analysis is, in simple terms, 
identify small, spatially localized changes in image 
intensity that accompany the performance of some 
experimental task. This is normally accomplished by 
collecting a series of images covering part or all of the 
brain at intervals of a few seconds and analysing the 
resulting time-series obtained at each voxel. The exper- 
imentally-associated intensity changes are frequently 
only a few per cent of the mean value at that spatial 
location and are embedded in a noisy signal contami- 
nated by electronic and physiological effects. Head 
motion is one further and critically important 
confound. Very small movements of the head, on a 
scale of less than a millimetre, can be a major source of 
error in fMRI analysis if not identified and treated 
correctly — a problem drawn to the attention of 
workers in this area in 1994 by Hajnal et al. This 
problem can be particularly acute in areas lying close 
to a high-contrast boundary in the brain image, where 
movement-related changes in image intensity may be 
large. In analysing the image intensity at each voxel 
over a time series of brain volumes, we make the 
assumption that we are sampling an identical region of 
the brain at every point in an experiment. Head 
motion renders this assumption incorrect by moving 
samples of other, nearby, brain regions in and out of 
the voxel being studied. Two obvious possible effects 
of this process will be apparent. If the head moves in 
time with the experimental stimulus, the resulting 
changes in image intensity may be indistinguishable 
from a 'true' experimental response. Conversely, if 
head motion occurs with timing completely divorced 
from the experimental design, this will generally have 
the effect of producing changes in image intensity that 
will appear as an additional source of noise when the 
experimental effect is modelled, worsening the signal 
to noise ratio and making detection of a response more 
difficult. The purpose of this chapter is to illustrate 



some of these problems and to discuss some of the 
methods that have been developed to counter them. 



13.2 Estimating head motion 

The realization that head motion is a potentially 
serious confound in fMRI has led to the development 
of a number of strategies for dealing with this problem. 
These have ranged from simple inspection of the 
images to computationally expensive full 3-D realign- 
ment procedures. However, a significant number of 
centres still report studies with no attempt either to 
estimate or to correct head motion. A commonly used 
'first pass' attempt to assess the extent of head motion 
involves viewing a video loop of one or more slices of 
data over the time-course of the experiment. Even sub- 
voxel head motion can be seen by this method as a 
variation in image intensity. In many cases, this 
approach is simply used to make a decision as to 
whether or not to reject a data set. However, as fMRI 
is an expensive process and the session may not be 
easily repeatable ( a common problem when patients 
are involved), motion correction should be attempted 
when feasible. 

The correction process begins with estimation of the 
extent of head motion. In order to simplify calcula- 
tions and bring processing times down to acceptable 
levels, the assumption is often made that head motion 
is a rigid-body process, i.e. that the head changes its 
position and orientation but does not undergo shape 
change. Even if the shape of the head and brain should 
indeed remain constant, a complicating factor is that 
head motion within the time taken to collect a single 
brain volume will lead to apparent shape changes in 
the MRI data. However, independent motion of parts 
of the brain (e.g. pulsation in ventricular fluid spaces 
(see Enzmann et al. 1992; Dagli et al. 1999) not only 
can but does occur, leading to temporally varying 
shape changes which differ across b: 



present, these problems are often ignored but it is 
becoming possible to remove the rigid body assump- 
tion as computer processing power increases and 
higher resolution fMRI images are taken. With suffi- 
cient processing power, this would allow much higher- 
order warping algorithms to be employed. Such 
algorithms not only exist but are often used at present 
for warping data sets onto standard templates during 
spatial normalisation for multi-subject studies. 
Detailed discussion of these methods is outside the 
scope of this chapter; however for some ideas of 
methods and issues involved see Christensen et al. 
(1994); Davatzikos (1996); Ashburner etal. (1999). At 
present these methods are still prohibitively expensive 
in computational terms for routine correction of fMRI 
experiments involving the acquisition of hundreds of 
image volumes. 

Returning to our assumption that a rigid body trans- 
formation is acceptable, the problem in estimating 
head motion can be formulated in terms of computing 
the image transformation (the set of translations in x, 
y, and z and rotations around the x, y, and z axes) that 
will match an image at time point t to some template 
or target image. Ideally, the required transformation 
should be computed rapidly and without operator 
intervention. The latter constraint has led to most of 
the algorithms used for within-experiment head 
motion correction in fMRI being based on automati- 
cally computed measures of image similarity rather 
than identification of landmarks. Automated 'image 
similarity' based methods operate by attempting to 

assess similarity between the brain volume at time 
point t and some reference template used to act as a 
target for the realignment process. The reference 
template is commonly chosen to be the first image 
volume in the fMRI time series (see Friston etal. 1996) 
but an alternative strategy is to use the voxel-wise 
average volume computed across the whole time series 
(Bullmore et al. 1999). 

The most widely used automatic, Image-similarity' 
based motion correction algorithms for within- 
experiment fMRI motion at present are that of Friston 
et al. (1995, 1996) in the Statistical Parametric Map- 
ping (SPM) package and that described by Woods et 
al. (1992, 1998) in the Automated Image Registration 
(AIR) package. Some of the issues involved in the use 
of these and similar algorithms will now be described. 



If we make the assumption that only a small 
percentage of all intracerebral voxels will show exper- 
imentally-related changes in image intensity, that these 
changes will be small (in the order of a few per cent of 
the average image intensity at any voxel), and that 
there is no systematic change in global image intensity, 
we can state as a first approximation that all images 
will be identical in image intensity distribution but 
simply displaced in position and orientation. The set 
of rotations and translations required to minimize 
either the sum of absolute image intensity differences, 
or the squares of these differences over all voxels 
between the volume at time t and the reference volume 
can then be computed. The second of these alternatives 
is much the more commonly used and is often referred 
to as the least-squares or LS cost function. The first 
method can be described as the least absolute differ- 
ence (LAD) cost function. In either case, the volume at 
time t is rotated and translated until it best overlaps the 
target volume. 

Friston etal. (1996) compute the minimum of the LS 
function by linearizing the problem as a first-order 
Taylor approximation. Numerical approximations of 
the differentials of image intensity with respect to 
small rotations and translations are computed and 
used to compute the vector of rotations and transla- 
tions required to minimize the sums of squares of 
image differences. This approach is quick to compute, 
non-iterative (although some workers have iterated it), 
and valid if the movements are small compared with 
the smoothness of the image. In the AIR 3.0 package 
(Woods etal. 1998), a similar cost function is used, but 
the best fit is found, in this case, with a choice of two 
iterative Newton-based minimisation algorithms, 
using first or first and second derivatives of the cost 
function with respect to the transformation parame- 
ters. Another approach (Bullmore et al. 1999) uses 
a multidimensional minimization algorithm (Powell- 
Davidon-Fletcher) to find the vector of rotations and 
translations that minimizes the LAD whilst allowing 
for a global rescaling of image intensity. 

During the process of minimizing the LS or LAD 
cost function, the image at time point t is iteratively 
rotated and translated relative to the target image by 
successively smaller amounts as the best match is 
approached. For acceptable accuracy in an fMRI 
experiment, this will involve rotations and translations 
leading to motion on a sub-voxel level. Calculating the 



Head n 



n and its correction 245 



ing the image intensity at different points 
within voxels (interpolation) during the process of 
finding the required set of transformation parameters. 
There are a number of types of interpolation of varying 
computational speed and accuracy (the two having an 
inverse relationship). They all use information on the 
intensity of a voxel and its neighbours to compute an 
estimate of sub-voxel image intensity distribution. All 
the image realignment methods described above prin- 
cipally use trilinear interpolation to estimate new 
voxel intensity values during realignment for reasons 
of computational speed. However, when the final 
realigned image is written out, following attainment 
of an acceptable value of the cost function, more 
complex interpolation algorithms are employed such 
as tricubic or sine interpolation. The reason for this is 
that trilinear interpolation can lead to unacceptable 
amounts of image smoothing, which becomes worse as 
motion approaches half a voxel. 

Before leaving this area, it should be mentioned that 
many other techniques can be used to improve speed 
and efficiency of realignment. For example, it is com- 
mon practice to subsample the images during realign- 
ment. Thus, the cost function is calculated on the basis 
of a chosen subset of voxels in the images. This can 
lead to impressive increases in speed of r 
with little loss of accuracy. The perfoi 
algorithms can also be improved slightly by image 
smoothing using Gaussian filters. These issues are 
discussed with clarity and in detail in Woods et al. 
(1998). 



13.3 Residual effects of head 
motion following image 
realignment 

At first sight, it may appear that realignment of all the 
image volumes collected during an fMRI experiment 
may provide a satisfactory solution to head motion, 
subject to the caveat, raised above, that the movement 
was that of a rigid body. It has however been pointed 
out that there is an additional potential complication 
arising for fMRI data. Friston et al. (1996) argued that 
the image intensity in a small volume of the brain, for 
example in a single voxel in an fMRI scan, can under 
certain circumstances be strongly dependent on its 



position in the magnetic field. They point out t 
tation of spins at the edge of a slice, during rr 
acquisition, 'will be sensitive to small displac 
and out of that slice'. 

If we accept that this is the case, realignment of 
images to a reference volume will not in itself be suffi- 
cient to remove motion related effects from those 
images. Additional processing steps will be required to 
remove these residual effects. The strategy suggested 
by Friston etal. (1996) was to model these effects using 
second order polynomial functions of the instanta- 
neous and lagged displacements estimated during the 
realignment process. In other words, the position- 
related changes in image intensity at time t will be a 
simple quadratic function of how much movement had 
occurred at that time and during the previous image 
acquisition. The dependence of image intensity on the 
present and previous position of a brain volume has 
led to the use of the term spin-excitation history (see 
Friston et al. 1996). The correction strategy employed 
to remove these effects is quite simple. Once the 
realignment process has been completed, a vector of 
x, y, and z translations and rotations is available for 
the volume at each time point, describing the estimated 
motion at that time relative to the template image 
(see above). These values can be used to compute the 
estimated displacements of each voxel in x, y, and z 
relative to the template image. Using these displace- 
ments, their squares and the displacements, and their 
squares at the previous time point, it is possible to 
formulate a multiple regression model for the relation- 
ship between the displacement and the resulting 
change in image intensity. Carrying out this operation 
on each voxel's time series allows any movement- 
related intensity changes to be removed from that time 



13.4 Stimulus-correlated motion 
and stimulus-uncor related motion 

Bullmore et al. (1999) have discussed at some length 
the possible impact of various types of subject motion 
on fMRI activation mapping. Without entering into 
details regarding any particular method of image 
analysis, we can make the basic point that it is normal 
to compute a standardized statistic and then ascertain 
its probability of occurrence under a null hypothesis. 



The larger the value of the statistic the more likely we 
are to accept a voxel as showing significant activation. 
If we represent the test statistic (S) as POW/ERR, POW 
is the power of the response correlated with the exper- 
imental paradigm and ERR is the standard error of 
POW. When subject motion is uncorrelated with the 
experimental paradigm, motion correction will reduce 
ERR but leave POW unchanged, increasing S and 
making activation analysis more sensitive. However, if 

includes the previously described intensity adjustment) 
will reduce POW as the motion is similar to a true 
experimental effect and correcting the former will 
diminish the size of the latter. In this case, motion 
vill reduce the apparent level of activation, 
i described by Friston et al. (1996) as 
'throwing out the baby with the bath water'. Though 
this is clearly a potential problem a number of obser- 
vations may be warranted. First, if stimulus-correlated 
motion is a serious problem in an experiment, it is 
clearly more desirable to make a very conservative 
activation map, than to produce output dominated 
by false activations. Second, recent advances in exper- 
imental design, such as the use of event-related 
approaches, in which responses to individual stimuli 
are studied, often permit better separation of true 
responses from motion artefacts than might be 
possible using 'blocked designs'. Third, approaches to 
correcting the problem are available at group level (see 
below). 



13.5 Practical implications of 
motion correction 

It will be appreciated from the description above that 
motion correction is a computationally expensive 
process and workers involved in fMRI might reason- 
ably ask whether this processing load is justified. 
Unfortunately, much of the literature on image regis- 
tration in fMRI is somewhat daunting for the less 
mathematically inclined and concentrates on questions 
such as choice of cost function, interpolation algo- 
rithm, and function minimisation strategy. 

Detailed consideration of these questions is of 
course essential but most non-mathematicians in- 
volved in fMRI data anal} sis may be more interested in 
the apparently simple question, 'how much will it 



m maps?' The rest of this chapter is 
intended to give an indication of how different types of 
subject motion can affect activation maps when 
different motion correction methods are used. Figure 
13.1 illustrates motion correction of an experiment 
involving finger tapping with the left hand. The exper- 
iment involved the acquisition of 14 axial slices of 
7 mm thickness every three seconds for 5 min. Finger 
tapping occurred in 30 s blocks separated by 30 s 
periods of the rest. Figure 13.1(a) shows the estimated 
translation in the z axis (up and down movement of 
the head) throughout the experiment. It can be seen 
that there was gradual movement of the head but with 
a pronounced periodicity superimposed on this drift. 
This periodic change clearly occurs close to the 
experimental frequency — a good example of stimulus- 
correlated motion. Similar, though less pronounced 
movements were apparent in some of the other rota- 
tions and translations. Figure 13.1(b) shows the results 
of activation analysis using our own software 
(Bullmore et al. 1996) on four of the upper slices of the 
dataset, expected to include motor cortex activated in 
this experiment. The top row shows extraordinarily 
widespread artefactual activations, including classic 
'ring' artefacts around the brain, characteristic of 
motion of the slices in and out of plane (z translation). 
Realignment of the image volumes (middle row) to an 
average template by minimizing the sum of absolute 
differences in image intensity (see above), resulted in a 
considerable reduction in the apparent level of activa- 
tion but the map is still effectively uninterpretable. The 
final row shows the effect of including the regression 
step suggested by Friston et al. (1996) as implemented 
in our software (Bullmore et al. 1999). We can see 
a small area of activation close to the motor strip, 
which might have been expected in this experiment. 
Here the stimulus-correlation was not great enough 
to completely abolish activation in the expected 
area though we can presume that it was severely 
reduced. 

Figure 13.2 shows a visual activation experiment in 
which the stimulus was a flashing checkerboard (8 Hz) 
presented for 30 s epochs with intervening periods of 
darkness (see above). All other image acquisition para- 
meters were as described for Fig. 13.1. In Fig. 13.2(a) 
the largest movement is shown, again this is transla- 
tion along the z axis, but this time the pattern is very 
different. There is a large downward movement of the 
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Fig. 13.1 Motion correction in 


a finger tapping experiment. Fig. 1(a) (upper figure) shows the motion component (z transla- 


tion) exhibiting the strongest sti 


mulus-correlated motion. The 


xperimental 'on' periods are shown at the bottom of the figure. 


Fig. 1(b) (lower figure) shows a 


set of superior axial images wi 


th no correction (top row), after realignment only (middle row) 


and following full correction (b 


Mom row). (See also colour p 


ate section.) 


head of approximately 3 m 


m 1 min into the experi- 


These two experiments show the actual impact of 


merit and some small motion 


afterwards. However, the 


the theoretical ideas discussed above in real fMRI data. 


motion was not stimulus-correlated, this time leading 


It is notable that the artefacts produced in experiment 


to a small increase in the n 


umber of apparently acti- 


1 were much more severe, even though the actual 


vated voxels in the visual cortex as can be seen in Fig. 


amplitude of the z translation was considerably 


13.2(b), in which the three 


rows represent the same 


smaller than in experiment 2, well below the voxel 


image processing steps as 


those described for Fig. 


dimension along the z axis. The combined computa- 


13.1(b). 




tion load of realignment and subsequent correction by 




Image number 

(b) 



Fig. 13.2 Motioi r i in ial stimulation i rim m I i i / , h nponent (z trans- 

lation) exhibiting the strongest stimulus-correlated motion, ["he experimental "on periods are shown at the bottom. Fig. 2(b) 
(lower figure) shows a set of superior axial images with no correction (top row), after realignment only (middle row) and 
following full correction (bottom row). (See also colour plate section.) 



regression of 
considerable, 
time taken to prod 
from raw data usinj 
however, that failu 






related intensity changes is patients who often move 

lg for 60-70 per cent of the scanner than healthy volun 

a single-subject activation map be difficult and expensive to scan and all possibl 

r algorithms. We firmly believe, attempts should be made to obtain the best possibl 

ailure to compute and at least attempt data in clinical studies where rescanning of subiect 

on related artefacts in fMRI can result 

problems, particularly in the case of 



-ably more in the 

itrols. Patients can 

and all possible 



n clinical studies where rescanning of subjei 
in be problematic. 
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13.6 Motion correction at the 
group level 



There ai 



:rofre 



obtai 



ons for attempting 
images from a group of subjects. Some of these are 
statistical. Group data is required to form any assess- 
ment of population behaviour. We often need to know 
which brain regions are reliably activated across 
multiple subjects. Increasing subject numbers clearly 
gives us more power to detect inter-group differences. 
There is also some logic in making group maps to over- 
come motion-related problems in fMRI. It is likely 
(and has been found by examining a large number of 
scans in our unit) that subject motion in the scanner is 
highly idiosyncratic and computation of an average or 
median image across a group will produce a reliable 
view of task-related brain activation relatively free 
from motion artefacts as these will be different in 
different subjects and will not produce significant acti- 
vations in a group. This is particularly the case if a 
median image is computed to minimize outlier effects 
(see Brammer et al. 1997). However, we still make a 
routine check for stimulus-correlated motion in all 
subjects by fitting the estimated x, y, and z translations 
> tli ex] rimenral 1< i n and i inj; 




Fig. 13.3 Two slices from a group activation map (« = 6) in 

schizophrenic patients before {upper row) and after (lower 
row) group correction for subject motion. (See also colour 
plate section.) 



the extent of the correlations. We have found occa- 
sions when, although exact type of motion differs from 
subject to subject in terms of its manifestation in 
different rotations and translations, there are consis- 
tent, high levels of stimulus-correlated motion across a 
whole subject (typically patient) group. We described 
one such example in detail in Bullmore etal (1999). In 
this case, groups of control subjects and schizophrenic 
patients (five subjects in each group) were scanned 
whilst performing a verbal fluency task using a block 
A/B design similar to those described above. There was 
little evidence of stimulus-correlated motion in the 
control group but clear evidence in the schizophrenic 
subjects. Computation of median group images 
without attempting to correct this problem and subse- 
quent statistical comparison of these images, revealed 
considerably more activation in the control group in 
several brain regions, including frontal and parietal 
cortices. This is important in view of the theory that 
schizophrenia is accompanied by hypo-activation of 
frontal cortical regions. Our uncorrected data would 
clearly have supported such a hypothesis but we had 
every reason to believe that at least part of the hypoac- 
tivity may have been due to loss of activation during 
motion correction. We have suggested a simple, regres- 
sion-based approach to the correction of stimulus- 
correlated motion effects at the group level (see 
Bullmore etal. 1999). This involves computing our test 
statistic (S— see above) with and without motion 
and evaluating the change in S due to 
l (AS) at every voxel. Thus, following 
this operation, we have a standardized activation 
statistic and the effect of motion correction on this 
statistic, for every individual at every voxel. The values 
of S following motion correction and of AS are then 
transformed into standard space (Talairach and 
Tournoux 1988) to allow voxel-wise statistical opera- 
tions at the group level. The median value of these 
operations is to produce a group activation map in 
which individual variations due to the motion correc- 
tion process have been removed. 

The results of these operations are shown in Fig. 
13.3. The upper two images sho\ 
group of schizophrenic subjects before 
stimulus-correlated motion and the lower two images 
the same data after correction as described above. The 
most notable finding is the considerable enhancement 
l the left prefrontal cortex (top right of 



the images) after the correction process. Fail 
carry out this operation might have led 
interpretations being drawn mnrpmino 



lg the e 



interpretations being drawn concerning the 
'hypofrontality' in the schizophrenic subject; 



13.7 Conclusions 

Subject motion remains a potentially serious problem 
in fMRI. There are yet no complete solutions to the 
problem but a number of approaches to minimizing 
the effects of motion do exist. This chapter has 
described some of the available methodology and the 
practical impact of correction on activation mapping. 
Use of motion correction algorithms in fMRI is 
strongly advocated. 
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Statistical analysis of activation 
images 

Keith J. Worsley 



14.1 Introduction — Why do we 
need statistics? 



Statistical analysis is concerned with making inference 
about underlying patterns in data that often contain a 
large amount of random error. This is certainly the 
case with fMRI data, where the effect of a stimulus 
may be as little as 1 per cent of the BOLD signal. 
However, by careful averaging of the data over time, 
such as averaging the BOLD response at the times 
when the stimulus is ON, and subtracting the average 
when the stimulus is OFF, we are often able to detect 
such a small signal in the presence of considerable 
background noise. 

More complex experimental designs require more 
complex analysis. The type of analysis can be guided 
by constructing a model for the way in which the 
BOLD response depends on the stimulus. Such a model 
must include a component of random error which 
explains how the observations vary even if the experi- 
ment is repeated on the same subject under exactly the 
same conditions. Statistics can be used to best estimate 
the parameters in the model, including the variability 
of the errors. It is this random variability of the errors 
that can then be used to assess the random variability, 
or standard error, of the estimated parameters them- 
selves. This key quantity allows the experimenter not 
only to say that the BOLD response is increased by say 
20 units due to a particular stimulus, but also how 
accurate that estimate is, say ±8 units. 

Finally, comparing the size of the increase to its 
standard error allows the experimenter to decide if any 
really taken place; after all, the 20 unit 
d have occurred by chance alone when in 
fact the true increase (after a very large number of 
repetitions of the experiment) was very close to zero. 
However, the fact that the increase is 20/8 = 2.5 times 
larger than its standard error makes this extremely 



unlikely; in fact this would happen with a probability 
of less than 1 per cent (under certain reasonable 
assumptions) if in fact there really was no true 
lually report this as 'z = 2.5, P < 0.01' 
2 the exact P-value, or probability 
lue of z than that observed, which 
is 0.0062. 

Motivated by the above discussion, our first step in 
this chapter is build up a model of the fMRI data, 
beginning with the haemodynamic response to the 
stimulus (Section 14.2), then the random error (Section 
14.3). The remainder of the chapter then deals with 
estimating the parameters of these models, assessing 
their variability, and making decisions about whether 
the fMRI data shows any evidence of a BOLD 
response to the stimulus. 

Theoretical statistics material in this chapter, that can 
be skipped by the non-technical reader, is marked * . 



14.2 Modelling the response to 
the stimulus 

In this section we model the way in which the BOLD 
response depends on an external stimulus. Time will be 
denoted by t and the external stimulus will be denoted 
by s(t). For example, s(t) could take the value 1 when 
the stimulus is ON and when the stimulus is OFF (see 
Figure 14.1(a)). The BOLD response at a particular 
voxel, denoted by x(t), usually occurs between 3 and 
10 s after the stimulus, peaking at about 6 s. This delay 
and blurring is modelled by a haemodynamic response 
function (HRF) h(t) (Figure 14.1(b)) which weights 
past stimulus values by a convolution as follows: 

x(t) = j h(u) s(t - u) d«. (14.1) 

The HRF can be modelled as a simple gamma function 
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1997). Friston (1998a) proposes a 


s(t) is shown ir 


Figure 14.1(c). This i 


s then sampled at 


;amma functions that captures the 


the n FMRI vc 


lume acquis; 


s tj, ... t n to give 


mall dip after the HRF has returned 


the response x 


= x(t t ) at volume?. 





c \jj »*r^ j (14 - 2 

where d = ah. is the time to the peak, and a l = ( 
a 2 = 12, b y = b 1 = 0.9 s, and c = 0.35 (Glove 
1999). This particular choice of HRF is shown i 
Figure 14.1(b). The resulting convolution of h(t) wit 



In many experiments several different stimuli are 
presented. In the experiment used to illustrate the 
methods in this chapter, a subject was given a painful 
heat stimulus (49°C) to the left forearm for 9 s, 
followed by a neutral stimulus for 9 s, interspersed 
with 9 s when no stimulus was presented. These two 
stimuli s t (t) and s 2 (t) are shown in Figure 14.1(a). We 
can denote their corresponding responses by x,(f) and 
x 2 (t) by convolution with h(t) as in (14.1). We usually 
assume that the responses have different magnitudes, 
denoted by ji 1 and /3 2 and that they add together to 



(a) Stimulus, s(t): alternating hot and warm stimuli separated by rest (9 s each). 



;]i^uun_^o^^ 



(b) Hemodynamic response function, h(t): difference of two gamma densities 




Fig. 14.1 (a) The hot and neutral stimuli s(t), (b) the hemodynamic response function h(t) and (c) its convc 
give the response x(t). The time between volumes is At = 3s, so x(t) is then suhsampled .ir rhe n = 118 volurm 
t t = 3( to give the response x j = x{t t ) at time index i = 1, ... n. 
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duce the final BOLD response. In general, the effect 
n different responses in volume i, denoted by x jV ... 
is modelled as the linear model (Friston et al., 



not been applied, into a single linear model for the 
fixed effects as in (14.3). Then a random error e i is 
added to obtain the observed fMRI data, Y., at time 



* a ft + ... + x m fl m . (14.3) 

Many voxels in fMRI data also show a slow variation 
over time, known as drift. The removal of drift, or low 
frequency noise, was described in Chapter 12. Recall 
that drift can be removed either by high-pass filtering 
or by introducing low frequency drift terms, such as 
cosines, polynomials, or splines, into the linear model. 
However, drift also appears in this chapter, as the 
problem of drift interacts with model design; the pres- 
ence of drift limits the type of stimulus design that can 
be used with fMRI experiments. Any stimulus that 
behaves like drift, such as a steadily increasing stim- 
ulus intensity, cannot be easily distinguished from drift 
and is either impossible or very difficult to estimate (i.e. 
estimable with very high error). This includes block 
designs with very long blocks, such as presenting a 
stimulus continually during the second half of an 
experiment. This type of design should be avoided. 
The best designs should try to present the stimulus 
fairly rapidly so that its effect can be assessed over a 
short period where the drift has little effect (see Section 
14.8 for further discussion of optimal design). 



14.3 Modelling the random error 

Statistical models usually contain two parts: the fixed 
effects and the random error. The fixed effects are the 
parts of the model that do not vary if the experiment is 
repeated; they capture the underlying scientific 'truth' 
that we hope to discover. The random error is the part 
left over that varies every time new data is obtained. 
Random error is very important for two reasons: first, 
it tells us how to best estimate the effect of the stim- 
ulus, and second, and more importantly, it gives us a 
way of assessing the error in the effect. This then 
allows us to compare the effect with its random error, 
and select those voxels where the effect is much larger 
than its random error, that is, voxels with high signal- 

The way to do this is to first combine the response 
and the drift terms, if high-pass temporal filtering has 



(14.4) 



The observations tend to be correlated in time, partic- 
ularly in cortical regions, with correlations up to 0.4 
between time points 3 s apart (Fig. 14.2(a)). This effect 
is known as temporal autocorrelation (correlation of 
the errors separated by a fixed time lag) or smoothness; 
it can be caused, for example, by simply blurring the 
data in time, but is most likely due to some influence of 
the random error of the preceding time points on that 
of the current time point. 

14.3.1 "'Modelling the temporal 
correlation 



Why is the temporal correlation structure important? 
The reason has to do not so much with how to estimate 
the signal strengths fy, but with how to assess the stan- 
dard errors of these estimates, and hence how to detect 
the presence of the signal. For this reason, we must 
take some care to model the correlation structure. 

The simplest is the first order autoregressive model. 
This is generated by combining the error from the 
previous time point with a new error term to produce 
the error for the current time point: 

£ i = P £ i-i + X iv 

where Ipl < 1 and x a 1S a 'white noise' sequence of 
independent and identically distributed normal 
random variables with mean and standard deviation 
o-j, written as Xn ~ N ( ' °D- with such a model, the 
temporal correlation decays exponentially as the lag / 



Cor(£.,£._ ; ) = p" 1 . 

More complex oscillatory behaviour as wel 
nential decay can be obtained by adding moi 
give autoregressive models of order p, know; 

models: 
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(a) Correlation, rho 



(b) Effect, hot - warm stimulus 




i 1 ' ill I i h i Ml I i I ! i i lii I I i i i i i i i mi rion and 

sparial smoothing with a 15mm FWHM ( Jaussian filter. Note that the correlation is high in cortical regions, (b) The effect of 
the hot stimulus minus the neutral stimulus, c'J3. (c) The estimated standard deviation of the effect (Var(c'0)) 1/2 . Note that it is 
muchhigher incoi I I onsthai Isewhei n the brain, (d) T] I I I ti 1 [u It b) divided by (c), with B — 111 degrees 
of freedom. 



To take into account white noise from the scanner, 


The correlation then becomes 


Purdon et al. (1998) has extended the AR(1) model as 




follows: 


pi' 




Cw(E ^-' ] -l + { l- p^allaV 


% = P%i + X a > ( 14 - 5 > 






if / * and 1 if / = 0. In other words, there is a jump 




at zero lag, known in the geostatistics literature as a 


^ = V, + X a , (14-6) 


'nugget effect'. Further autoregressive terms can be 




added. This is a special type of state space model 


in which a second independent white noise term 


(Caines 1988) in which (14.5) is the state equation, 


X a ~ N(0,o-2) is added to an AR(1) component. This 


and (14.6) is the observation equation. State space 


extra component Xa accounts for the scanner white 


models are extremely powerful at capturing complex 


noise which is added to physiological 'coloured' 


dynamic relationships, including drift. 
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14.4 Estimating the response 
magnitudes 

So far we have built a simple model for the BOLD 
response (Section 14.2) and the random error that is 
added to that response (Section 14.3). The magnitudes 
ft of the responses are still unknown, and the purpose 
of this section is to find good estimates of them 
(Sections 14.5 and 14.9 look at how we estimate the 
noise). We present three methods: the 'best possible' 
(fully efficient, that is, most accurate) method, the 
potentially more robust SPM'99 method, and the 
Fourier space method. Finally we compare the three 
methods. 

14.4.1 * Notation 

To do the theoretical work in this section we shall need 



As before, n is the number of time points (volui 
and m is the number of different stimuli or drift t« 
(explanatory variables) being modelled. 

We will denote the variance of the vector of em 
by the matrix Vcr 2 , where a 2 is an unknown scalar, 



the element of V ii 
o- 2 , is the 









/', multiplied by 
.. For the AR(1) 



1 / 



= X/3 + 



e - N„(0, Vo- 2 ). 



(14.7) 



A general unbiased estimator of f3 can be found by first 
multiplying (14.7) through by an nxn matrix A 
(various possible choices of A will be discussed below) 
to give: 

Y = AY, X = AX, 

Y = X/3 + £ S = As- N,(0, AVAV). (14.8) 

The least squares estimator of f3 is the value of f3 that 
sum of squared errors in (14.8), that is, 



We shall adopt conventional statistical notation and 
denote estimators by " throughout. It can be shown 

that 



where + denotes the Moore-Penrose pseudoi 
the 'best possible' inverse that minimizes the error 
sum-of-squares. For any choice of A, /3 is unbiased and 
e matrix is given by: 



E(j8) = ft Var(0) = X + AVAX+' a 1 . 



Note that the estimation of f3 (by calculating the 
pseudoinverse of the design matrix and then using 
f3 = X + Y) is what is referred to generally as fitting the 
model to the data. 

14.4.2 '•''The fully efficient estimator 

The fully efficient (most accurate, i.e. minimum vari- 
ir of f3 is obtained by choosing A so that 
e of the errors is proportional to the iden- 
tity matrix, equivalent to 'whitening' the errors, by the 
Gauss-Markov Theorem. This process removes any 
temporal smoothness in the data, whether caused by 
the intrinsic smoothness of the random errors, or by 
pre-filtering. This is accomplished by factoring V, for 
example by a Cholesky factorization, then inverting 
the transpose of the factor: 
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V = H'H, A = (H')" 



AVA' = I, 



where I is the nxn identity matrix. Doing this in prac- 
tice can be very time consuming if it is repeated at 
every voxel. Fortunately there are computationally 
efficient ways of finding A if the errors are generated by 
an AR(p) process or a state space model (using the 
Kalman filter). For the AR(1) model, for example, 



o\ 



-pR R 
-pR R 



... -pR R J 

where R = 1/V(1 - p 2 ), so that % = Y l and Y = (Y. - 
pY.jWfl - p 2 ), i = 2, ... n. 

14.4.3 *The more robust estimator of 
SPM '99 

An alternative, adopted by SPM '99, is to 'precolour', 
or smooth, the data (and the model). This yields an 
unbiased estimator of j3, but with slightly increased 
variance. This small loss of efficiency is offset by a 
more robust estimator of the 
mator of /3 whose estimated 
departures from the assumed form of V. Rather than 
modelling the correlation structure of the original 
observations, SPM'99 adopts an AR(1) model for the 
smoothed data. 



14.4.4 ^Estimation in Fourier space 

Still another possibility is to choose A so that the trans- 
formed observations Y are independent though not 
rily equally variable (as for the fully efficient 
>r). It is a remarkable fact that if the error 
process is stationary (the same correlation structure at 
any time) then this can be achieved by choosing the 
rows of A to be the Fourier transform sine and cosine 
basis functions (the reason is that these basis functions 
are almost eigenvectors of V). This would be exactly so 
if the correlation structure were periodic; non-period- 
icity is less important if the sequence is long. 
Multiplying by A is then equivalent to taking the 
Fourier transform, a very rapid operation. 

The advantage is that the resulting errors s become 



almost independent, but with vai 
spectrum of the process (in engineering terms, the 
expected power of the process at each frequency). This 
simplifies the analysis; fitting the model (14.8) is then 
equivalent to weighted least squares, with weights 
inversely proportional to the spectrum. From this 
point of view, the SPM '99 method can be seen as 
weighted least squares with weights proportional to 
the spectrum of the haemodynamic response function, 
which gives more weight to the frequencies that are 
passed by the haemodynamic response, and less weight 
to those that are damped by the haemodynamic 
response. 

An added advantage of working in Fourier space is 
that convolution of the stimulus with the haemody- 
namic response function (14.1) becomes simple multi- 
plication of their Fourier transforms. We make use of 
this to estimate the haemodynamic response itself in 
Section 14.11. 



14.4.5 Comparison of the methods 

The fully efficient method, based on pre-whitening the 
data, produces the best estimators if the correlation 
structure is correctly modelled. The SPM method is 
more robust to biases in modeling and estimating the 
correlation structure, at the expensive of losing a little 
accuracy (again if the correlation structure is correctly 
modelled). It is not easy to choose between them, but 
fortunately both methods give very similar answers in 
. The Fourier space method is simply a 
way of implementing either the fully effi- 
cient or the SPM methods, particularly when the 
design is periodic. 

It should be noted that parameter estimation for 
some types of experimental design is unaffected by the 
choice of A. It can be shown that if the columns of X 
are linear combinations of p eigenvectors of A' A, then 
the same estimator can be obtained by using least 
squares in model (14.4), i.e. ignoring multiplication by 
A altogether. For fully efficient estimation, AA = V -1 , 
which has the same eigenvectors as V. Now as 
remarked above, the eigenvectors of V are the Fourier 
sine and cosine functions, provided the error process is 
stationary. 

This implies that stimuli whose intensity varies as a 
sine or cosine function can be estimated with full effi- 
ciency by ignoring A. Furthermore, for the SPM '99 
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method, A'A is a Toeplitz matrix whose eigenvectors 
are almost the Fourier sines and cosines, so here again 
a design of this sort is estimated with full efficiency by 
the SPM '99 method. The reason should now be clear: 
for this design, the regressors are just 1 at a subset of p 
of the frequencies, and zero elsewhere. Data at only 
these m frequencies are used to estimate m parameters, 
so any weighting scheme yields the same parameter 



Block designs are almost sine functions, so these are 
estimated with almost full efficiency by the SPM '99 
method. Random event-related designs have a more 
complex spectrum so these are most affected by the 
choice of method; precolouring can result in a fairly 
inefficient analysis in the case of dense event-related 
designs. 



14. 5 "'Estimating the variance 



In this 



section we look at hoy 

e a 1 , assuming for the moment that the 
correlation structure V is known (we shall look ; 
mating V a little later in Section 14.9). The 
is based on the residuals, defined as the difference 
between the data and the estimated fixed effects 

r = Y - Xf3 = RY, 



whereR = I-XX + .Th ei 

squares of the residuals divided by a constant chosen 

so that a 1 is unbiased: 



a 1 = r'r/tr(RAVA'). 



Its effective degrees of freedom, based c 

second n 



v = tr(RAVA') 2 /tr((RAVA') 2 ), 

so that the distribution of vcrVc 2 is well approximated 
by a x 2 distribution with v degrees of freedom, known 
as the Satterthwaite approximation. If the estimation is 
fully efficient, so that AVA' = I, then the degrees of 
freedom becomes the usual v — n — in, where in is the 
rank of X, and the Satterthwaite approximation is 

For example, say we have n = 118 volumes, two 
parameters for the fMRI response, and four para- 



meters for a polynomial drift of degree 3, giving m = 6 
total parameters. If the fully efficient estimator is used 
(i.e. 'prewhitening'), the degrees of freedom is v = 



14.6 Detecting an effect 

In the previous two sections we have given methods for 
estimating both the signal and noise parameters. 
Usually we are more interested in comparing signal 
parameters, such as whether the hot stimulus gives a 
bigger response than the neutral stimulus. In other 
words, we are interested in the difference between the 
hot stimulus and the neutral stimulus, f3 l - fi r This is 
known as an effect (an effect could of course be just a 
single magnitude, say /3j). In this section we give esti- 
mates for an effect and its variance. We then turn to 
the crucial question of detecting an effect, that is, 
whether or not there is any evidence for an effect. In 
this way we can detect those voxels where there is 
evidence that the pain stimulus produces a BOLD 
response over and above that produced by the neutral 
stimulus. 

14.6.1 T-tests 

The particular differences of the parameters f3 that 
make up the effect are specified by a contrast vector c, 
a vector of the same length as j3, which specifies a 
linear combination of the parameters c'/3. First of all, 
this is estimated by the same linear combination of the 
estimated parameters c'f3 (from now on we shall use 
the term effect to refer to the estimator as well as to the 
combination of parameters to be estimated). 

The simplest contrast involves only one explanatory 
variable. For example, to test activation in the hot 
condition versus rest, the contrast vector is 
c' = (1 0) (the first zero excludes the neutral 
condition from the contrast and the other four exclude 
the cubic drift). This means that the estimate of the 
effect is simply c'j3 = f3 r If, however, we are interested 
in the difference between the hot stimulus (/6j) and 
the neutral stimulus (j3 2 ), then the contrast vector is 
c' = (1-10000). This means that the estimate 
of the effect is c'/3 = jg, - 4 (Figure 14.2(b)). 

We have now defined the effect via 
vector, and given a natural estimator of it. As u: 
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would also like tc 
which is given by 



Var(c'j3) = c'X + AVA'X + ' c 



(14.9) 



An example of the estimated standard deviation (the 
square root of the estimated variance (14.9)) is shown 
in Figure 14.2(c). Note that it is much higher in cortical 
regions than elsewhere in the brain. 

Finally we test whether or not there is any evidence 
for the effect, that is whether the effect differs from 
zero, using the ratio of the effect to its standard error, 
called the T statistic: 



/§'c(Var(c'/3))-V,S 
K 

which has an approximate i distribution with K and v 
degrees of freedom (exact if AVA' = I) when there is 
no effect, c'/3 = 0. The effects are then detected simul- 
taneously by large values of F. If K — 1, then F - T 2 , 
so the F -test is equivalent to the T-test. 

An alternative is to use the increase in error sum of 
squares when the model is restricted so that c'p = 0. 
One way of doing this is to replace X with X(I - cc + ). 
If R is the equivalent of R under the restricted model, 
so that the restricted residuals are r = R Y, then the 
resulting F s1 



VVaY(c';6) 
This has an approximate t distribution with v degrees 
of freedom (exact if AVA' = I) when there is no effect, 
that is, c'/3 = 0. An example is shown in Figure 
14.2(d), where large values of T indicate evidence for 
an effect. 

Note that T (or F) statistic images are often con- 
verted into Z statistic images, where the theoretical T 
(or F) null distribution (given the relevant degrees-of- 
freedom) is converted into a unit-variance Gaussian 
distribution (which does not depend on degrees-of- 
freedom). Thus Z statistic images are often referred to 
as 'Gaussianised T-statistics' etc. (Note however that 
the random field theory in Sections 14.12.1 and 
14.12.2 does not apply to an image of Gaussianised 
i must be applied to the original non- 
nised images of T o 



= < r 'o r o 



•'r)/(tr((R-R ) AVA')<r 2 ) 



14.6.2 F-tests for several contrasts 

Sometimes we may wish to make a simultaneous 
of several contrasts at once. For example, we may 
to detect any difference between the hot and ne 
stimuli and rest. This can be done by using 



,_ / 1 0\ 

c \oioooo/' 

The first row compares hot to rest, the second 
compares neutral to rest. To test K > 1 contrasts at the 
same time, that is, if c is a K x m matrix, the T statistic 
is replaced by an F statistic defined by 



which has an approximate / disl 
degrees of freedom, where 



K = tr[(R - R )AVA'] 2 /tr{[(R - R () )AVA'] 2 j. 



is fully efficient (AVA' = I) then the 
identical (F = F). 



14.6.3 When to use F-tests 

F-tests should only be used when we are interested in 
any linear combination of the contrasts. For example, 
an F-test would be appropriate for detecting regions 
with high polynomial drift, since we would be inter- 
ested in either a linear, quadratic or cubic trend, or any 
linear combination of these. In this case we could use 
the 



fOOOlOi 
c' = | 1( 

100000 



Another good use of the F-test is for detecting effects 
when the haemodynamic response is modelled by a set 
of basis functions (see Section 14.11). 

The F-test could also be used for detecting differ- 
ences between a set of stimuli as in (14.10), but a 
significant result would simply say that there were 
some differences between the stimuli, without saying 
which ones were different. Researchers would prob- 
ably be more interested in comparing each stimulus 
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with a bas 
pairs of sti 
Bonferroni 
multiple T-tests, 



:d comparisons between all 
simple T-test. If desired, a 
uld be used to correct for 
which the P values are multiplied 



by the number of tests made. In other words, most 
scientific questions can be handled by a few well- 
chosen T-tests, rather than an F-test. 



14.7 Setting up the model — an 
example 

For the experimenter, specifying the the stimuli s(t) 
and the contrasts c are the most difficult steps in the 
analysis, because these relate the design of the experi- 
ment to the scientific questions. A few examples should 
help clarify some important issues. 

14.7.1 A linear intensity effect 

Suppose a single stimulus is compared to a baseline, 
but the intensity of the stimulus varies. We are inter- 
ested first in whether the stimulus was detected, and 
then whether the effect increases with stimulus inten- 
sity. Suppose the stimulus is presented sequentially 
in the first 10 blocks, with intensity values (no 
stimulus), 1, 2, 3, 4, 5, and two stimulus functions 
(explanatory variables) s^t) and s 2 (t) are set up to 
capture a linear intensity effect, as follows (recall that 
x(t) is s(t) convolved with h(t)): 





Linear model, orthogonalized 




Block 

Intensity 


12 3 4 5 6 7 8 
10 2 3 4 


9 10 

5 


*i(0 

'20 


10 10 10 1 
0—20—10001 


1 

2 



Each block might comprise say 3 volumes of 3 s each, 
and these 10 blocks might be repeated say 4 times in 
one run to give 120 volumes in all. Recall that the 
constant term, which models the baseline level (hori- 
zontal axis), would normally be included in the drift 

Note that the second stimulus model s 2 (t) has been 
centered by subtracting its mean. This allows us to 
look at two (nearly) orthogonal contrasts, that is, 
contrasts whose estimators are statistically indepen- 
dent: c' = (1 0) which tests for an overall effect of the 
stimulus compared to baseline (/3j), and c' = (0 1) 
which tests for a linear effect of stimulus intensity (/3 2 ). 
These contrasts are not quite orthogonal because of 
the temporal correlation. Note that if s 2 [t) had been 
replaced by 0102030405 as follows: 



Linear model, 


not orthogonalized 




Block 


1 2 3 
1 


4 5 6 7 8 9 
2 3 4 


10 
5 


■v,W 
s 2 (t) 


1 
1 


10 10 10 
2 3 4 


1 
5 




then the fit of the model would be identical, but the 
interpretation of the tests would be different. The 
second contrast c'=(01) would still test for a linear 
effect of stimulus intensity (f3 2 ), but the first contrast 
c' = (1 0) would now test for the intercept of the 
intensity response (fi^, that is, whether zero intensity 
gives zero response. Replacing it with c' = (1 3), 
where 3 is the average of the non-z 
would once again test for an overall effect of the si 
ulus as above. 
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14.7.2 A quadratic intensity effect 

Sometimes the relationship of intensity to response 
may be non-linear. This can be captured by adding 
higher order terms, such as the quadratic term 







Quadratic model 




Block 
Intensity 


1 




2 3 4 5 6 7 
1 2 3 


8 9 10 

4 5 


*i(0 
* 3 (0 







10 10 10 
1 2 3 
1 4 9 


1 1 
4 5 
16 25 







c' = (1 0) tests for whether zero inten- 
sity gives zero response, c' = (0 1 0) tests for whether 
the slope at the origin (p 2 ) is zero, and c' = (0 1) tests 
for a quadratic (non-linear) response. These terms can 
be orthogonalized (approximately) by replacing s 2 (t) 
with 0-20-1000 102 and s 3 (t) with 02 
- 1 -2 -1 2, in which case c' = (1 0) tests for 
an overall effect, c' = (0 1 0) tests for a linear effect, 
and c' = (0 1) tests for the same quadratic effect as 
before. 



14.7.3 Intensity as a factor 

The factor model assigns a separate parameter to each 
level of the intensity, allowing for an arbitrary rela- 

rionship between stimulus intensity and response: 



Block 


1 23456789 10 




102030405 
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100000000 
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0001000000 


*3(0 
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s 4 (t) 


0000000100 


s s (t) 


0000000001 







The coefficients p v p 2 ,P 3 ,P 4 ,p s are now 
each stimulus level relative to the baselin 
To test for an arbitrary unspecified nor 
use an F-test with ci 



1 \ 

1 I 

10 

1 I 

1/ 



The factor model is identical to a fourth degree poly- 
nomial because a fourth degree polynomial can be 
fitted exactly through any five points. We can still test 
for polynomial effects using the factor model: to test 
for an overall effect, use c' = (1 1 1 1 1); to test for a 
linear effect, use c' = (-2 -1 1 2); to test for a 
quadratic effect, use c' = (2 -1 -2 -1 2). 

What is the difference between testing for a linear 
effect using the contrast c' = (-2-101 2) in the 
factor model and the contrast c' = (0 1) in the linear 
model? The estimated effect is identical in both cases, 
but their standard deviations might be different. The 
reason is that the linear model only allows only for a 
linear effect, whereas the factor model allows for more 
polynomial effects. 

If the effect is predominantly linear, then the F-test 
may fail to detect it, in other words, it has less 
sensitivity than a T-test with the contrast c' = 
(-2—1012). This is the price paid for not knowing 
where to look; the f-test looks for all possible effects: 
overall, linear, quadratic, cubic and quartic, so natu- 
rally it has to sacrifice some sensitivity against a 
directed search for any one of them. The usual advice 
applies here: first look in the direction where you 
expect to see something (T-test), then look in all possi- 
ble directions for the unanticipated (f-test). 
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14.7.4 The design 

Two comments on the design of this experiment. First, 
the design could be improved by rearranging the 
temporal order of the intensity levels, because a linear 
intensity effect could be confounded with drift. The 
reason is that if an effect of interest looks like drift, 
then it will be partially removed by the drift terms in 
the linear model. A good choice might be to present the 
stimulus intensities in the order 4 13 5 2 which is 
orthogonal to a linear drift. Second, since the primary 
interest is probably detection of the stimulus, it has 
been alternated with the baseline, rather than say 
putting all the baselines together at one end. The next 
section, 14.8 on optimal di ign ji>. i itistificationfor 
this. 



14.7.5 The baseline or rest condition 

In the factor model there is no explicit indicator vari- 
able, such as 1 1 1 1 1 for the baseline or rest 
condition of no stimulus; the same is true for the 
hot/neutral example. What is special about this condi- 
tion? What would happen if we simply had the five 
intensity levels, or the hot and neutral stimulus, with 
no rest or baseline in between? Which one would we 
treat as the baseline? The answer is that the baseline is 
the condition of the subject before volume acquisition 
commenced. In the varying intensity experiment, we 
are assuming that the condition of stimulus persisted 
before scanning commenced, so this is the baseline and 
it is not modelled as a separate condition. In the 
hot/neutral experiment, the subject was at rest with no 
heat stimulus before scanning commenced, so this is 
the baseline. 

If the hot/neutral experiment consisted of alter- 
nating hot and neutral stimuli applied at the start of 
the first volume, with no rest in between, then the hot 
and neutral conditions should still be modelled with a 
separate stimulus response, as in Figure 14.1 but 
without the gaps. The baseline or rest condition would 
appear in the first few volumes, carried over by the 
haemodynamic response function. The first coefficient 
/3j would then measure the difference between the hot 
stimulus and this small amount of pre-scanning base- 
line; the same would be true for the neutral stimulus 
coefficient /3 2 . Obviously by themselves these coeffi- 
cients would not be very informative (due to high 



standard deviation; one explanatory variable is very 
nearly the inverse of the other, leading to poorly condi- 
tioned estimation of the individual parameters). How- 
ever, the main interest is the difference between the hot 
and the neutral, and this would still be well estimated 
(low standard deviation) by the difference of the coef- 
ficients /3j - /3 2 . If on the other hand the neutral stim- 
ulus was continuously applied preceding the first 
volume, then it would become the baseline and only 
the hot stimulus would be used; the coefficient ^ of 
the hot stimulus would then measure the difference 
hot-neutral. 



14.8 Optimal experimental 
design 

The question arises of how to optimally design the 
experiment in order for the data to contain the 
maximum possible amount of extractable information. 
In other words, how should we choose the frequency 
and duration of the stimuli in order to have the greatest 
sensitivity in detecting the effects, and to estimate the 
effects as accurately as possible. If an on-off stimulus is 
presented too rapidly in short blocks then the haemo- 
dynamic response function will smooth the response to 
near-uniformity. On the other hand, a short stimulus 
presentation is desirable since it capitalises on the 
temporal correlation, which reduces the variance of 
the on minus the off volumes. Optimal designs have 
been investigated by Friston et al. (1999b). 

The problem comes down to finding the stimulus 
that minimizes Var(c'j3) from (14.9). To simplify the 
discussion, assume that there is just one parameter, 
c = 1, no drift, a = 1, and we use the fully efficient 
) that AVA' = I. Then 



1 W 



where h. and s. are the Fourier transforms of the 
haemodynamic response function and the stimulus at 
frequency lirj/n, and v f is the variance of the Fourier 
transform of the errors (spectrum) at that frequency, 
e.g. v. = 1/(1 - 2a x cos(2-uij/n) + a\) for a (periodic) 
AR(1) process. For fixed total stimulus sum of 
squares 
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I>,) 2 = 2i^i 2 > 



(14.11) is minimized by placing all of the weight of Is.l 
at the value of / that maximizes I h. \ 2 lv ., and zero else- 
where. In other words, the optimal design should be a 
sine wave with frequency that maximizes the spectrum 
of the haemodynamic response function divided by the 
spectrum of the noise. Interestingly enough, this is 
precisely the stimulus whose estimation is unaffected 
by the choice of A. 

The block design with equal on and off periods 
should be close to optimal since it closely matches a 
sine wave. For the haemodynamic response function 
(14.2) and an AR(1) process with < p < 0.5 at 3 s 
volume intervals, the optimal period of the block 
design is 21 to 16 s, or about 4 to 3 times the delay of 
the haemodynamic response. This optimal period is 
not changed greatly by drift removal, which mainly 
affects low frequency stimuli. For comparing the 
response between two stimuli the same result applies: 
the two stimuli should be presented alternatively in 
equal blocks with a period of 21 to 16 s. 

For event-related designs, in which the stimulus 
duration is one volume or less, optimal design depends 
on the volume interval. For the example analysed here, 
the optimal design is one event every 5 to 4 volumes, 
or 15 to 12 s, as p varies between and 0.5. 



14.9 * Estimating the correlation 
structure 

Getting the correct correlation structure, specified by 
V, is very important for three reasons: first, it guides us 
to the best estimator (see Section 14.4), second, it tells 
us how to best design the experiment, (see Section 
14.8), but third, and most importantly, it leads to the 
correct estimator of the variance of the estimator, vital 
for getting the correct T or F statistic. In this section we 
look at how to estimate V, which we have so far 
assumed is known. 

Estimating V, or the parameters such as p that make 
up V, is not as straightforward as estimating /3 and a 2 . 
There are no simple methods that give best unbiased 
answers; the better methods all involve costly iterative 
calculations that are expensive to compute. One of the 
simplest methods is the Cochrane-Orcutt method that 



P by least squares for the original 
unsmoothed data (14.7), that is with A = I. This esti- 
mator is always unbiased, though perhaps not the 
most accurate, but at least it ensures that the residuals 
r contain only error and no signal, due to the fact that 
the expectation of the residuals is zero, that is, aver- 
aged over all random instances of the errors. Moreover 
the correlation structure of the residuals is closely 
approximated by the matrix V that we wish to esti- 

The parameters of an AR(p) model are easily esti- 
mated from the autocorrelations of the residuals via 
the Yule-Walker equations, but A = V~ 1/2 can be esti- 
mated directly from the autocorrelations (see Worsley 
et al. 2000). This is based only on an estimate of the 
first (p + 1 ) x (p + 1 ) elements of V, given by the 
sample autocorrelation out to lag p: 



A slight bias creeps into these estimators due to the 
correlation of the residuals induced by removing an 
estimated linear effect from the observations. Typic- 
ally, they are about 0.05 lower than expected. Worsley 
et al. (2000) gives a simple method of correcting this. 
Using the estimated A, the parameters ji can be 
re-estimated from (14.8) and the above procedure can 
be iterated to convergence, but in practice just one 
iteration seems to be enough. 

The parameters of a state space model can be esti- 
mated by using a Kalman predictor to obtain the like- 
lihood of the parameters. This must then be 
maximized by iterative methods to find maximum like- 
lihood estimators. Purdon et al. (1998) avoided this by 
estimating the white noise variance from outside the 
brain, where the AR(1) contribution is assumed to be 
zero, then estimating the AR(1) component from 
voxels inside the brain, assuming the white noise vari- 
ance is the same as outside. 

Lange and Zeger (1997) took a non-parametric 
approach. Noting that the Fourier transform of a 
stationary error sequence diagonalizes V (that is, 
makes the variance matrix into a diagonal matrix), 
they assumed that the diagonal components (the spec- 
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trum) is a smooth function of the frequency. Instead of 
fitting a model to the spectrum, they simply smoothed 
it avoiding the frequencies which contained the signal. 
This works well for a periodic stimulus, since the 
signal is then confined to the frequency of the signal 
and its higher harmonics. Taking this further, other 
authors have proposed simply averaging the spectrum 
either side of the main harmonic, in effect using linear 
interpolation as a form of smoother (Marchim and 
Ripley 2000). These approaches are much more 
complicated to implement in the case of non-periodic 
stimuli. 



14.10 Spatial smoothing 

So far no information has been used from neigh- 
bouring voxels, and all our models have been fitted 
independently at each voxel. If it is felt that the signal 
extends over a certain predetermined region (region of 
interest, ROI) in space then it can be shown that signal 
detection is optimal if the data is simply averaged over 
all voxels in that region (the ROI approach). 

Since we do not usually know the location of the 
ROI, a reasonable compromise is to smooth the data 
with a kernel whose shape matches the assumed spatial 
activation pattern. The most common choice is a 
Gaussian shaped kernel. For example, if it is felt that 
the signal covers a 10 mm region, then the data should 
be smoothed with a 10 mm wide kernel (see also 
Chapter 12). The ROI approach can be seen as a 
special case in which we smooth the data with a 'box' 
kernel whose shape matches the ROI. 

14.10.1 Scale space 

Smoothing the data has been criticised because it sacri- 
fices resolvability for detectability. Moreover, we need 
to know in advance the width of the signal to be 
detected; smoothing with a 10 mm kernel will be 
optimal for 10 mm signals but less optimal for 5 or 
20 mm signals. A way out of this was first proposed by 
Poline and Mazoyer (1994) in which a range of filter 
widths is used to create an extra sea 
data, known as 'scale space'. To 
resolution in scale space, filter widths should be chosen 
to be equally spaced on a log scale, e.g. 8, 12, 18, 
27 mm. The data is now searched in location as well as 



le, though there is a small price to pay it 
he critical threshold of the n 
(see the end of Section 14.12.1). 



14.10.2 Spatial information 

Solo et al. (2000) have proposed a novel approach to 
overcoming the problem of incorporating spatial infor- 
mation without smoothing the data. The idea is to 
the signal parameters without smoothing, but 
the noise parameters by smoothing the like- 
lihood, not the data. An information criterion is used 
to set the extent of the smoothing, producing an adap- 
tive smoother. The result is that local information is 
used to estimate the variability of the signal, but not 
the signal itself. 

Worsley et al. (2000) took a similar approach by 
advocating smoothing the parameters a v ... a of an 
AR(p) model for the noise, without smoothing the 
estimators of the signal j3 or the variance a 2 (Figure 
14.2). 

SPM '99 takes this idea to the limit by averaging the 
AR parameters over all voxels, to produce a global 
estimate common to the whole brain. The robustness 
conferred by high frequency filtering offsets the bias in 
this 



14.11 Estimating the 
haemodynamic response function 

So far we have assumed a fixed parametric form for the 
haemodynamic response function. Although the para- 
meters are usually reasonably well known, it is still 
worth estimating these parameters. For some types of 
experiment, the parameters themselves, such as the 
delay, are of intrinsic interest. 

First we shall present some methods for estimating 
the haemodynamic response function parameters, then 
in Sections 14.11.1 and 14.11.2 we shall look at the 
cost of over and under estimating these parameters. 
Finally in Section 14.11.3 we shall look at non-linear 
alternatives to the basic convolution model (14.1). 

The problem with estimating parameters of the 
haemodynamic response is that its parameters enter 
the model in a non-linear fashion, requiring time- 
consuming iterative estimation methods. Lange and 
Zeger (1997) take this route, estimating the para- 
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meters of a gamma model by non-linear regression 
techniques. 

Rajapakse et al. (1999) instead modified the form of 
the haemodynamic response to make it easier to esti- 
mate. They chose a Gaussian function for the haemo- 
dynamic response, whose mean and variance 
parameters can then be estimated by least squares in 
the frequency domain. Even though the Gaussian is 
not a realistic model for the haemodynamic response, 
since its support includes negative lags, this method 
appears to give reasonable results. 

Liao et al. (2002), inspired by SPM'99, have used 
two basis functions h t (t) and h 2 (t) optimally chosen to 
model a shift delta in the hemodynamic response: 

hft-dhw^ftj + w.hjt) 

We can then convolve the stimuli with h 1 and h 2 and 
add these to the model. It is then possible to estimate 8 
from the ratio of the two coefficients to produce a 3D 
image of the delay of the haemodynamic response, and 
a 3D image of its standard error. 

To give yet greater flexibility, SPM'99 proposes 
modeling the haemodynamic response function as a 
linear combination of a set of / basis functions bit), 
j - 1, ... / that capture possible differential delays and 
dispersions: 



*(')=$?/*/(*). 



(14.12) 



where y., j = 1, ... / are unknown parameters to be 
estimated. One such set of basis functions is a set of 
gamma density functions with different delays and 
dispersions, or a single gamma density modulated by 
one period of a sine wave with different frequencies. 

The advantage of this approach is that the response 
(14.4) is still linear in the unknown parameters: 



.Ylfl 



= j h(u)s(t-u)du 

= 2 u(j~ &,(«)«(» -«)<k). 



If we allow different parameters y for different stimuli, 
then the resulting model (14.4) is still a linear model, 
now in/w instead of m parameters. This means that all 
the above methods can be used to rapidly 
parameters and test 



Burock and Dale (2000) have taken this further 
by replacing the integral in (14.1) by a sum over 
the first few lags, then simply modeling the haemo- 
dynamic response by arbitrary coefficients. In effect, 
they propose modeling the haemodynamic response 
function by a linear combination of basis functions as 
above, with one basis function for each lag taking the 
value 1 at that lag and elsewhere. This highly para- 
meterized linear model is easy to estimate, but there is 
an attendant loss of sensitivity at detecting activation, 
relative to knowing the haemodynamic response 
exactly, which we shall discuss in the next section 
14.11.1. 

Finally, Genovese et al (2000) have taken the most 
sophisticated approach. Each part of the haemody- 
namic response is modelled separately: the time to 
onset, the rate of increase, the duration of the 
response, the rate of decline, the undershoot, and the 
recovery. Priors are constructed for each of these para- 
meters, and all the other signal and noise parameters, 
and the entire model is estimated by Bayesian methods 
using the Gibbs sampler. This makes it possible to 
generate the posterior distribution of any combination 
of parameters, though the time required for such an 
analysis is foi 

14.11.1 Over-specifying the haemodynamic 
response function 

The reason for the loss of sensitivity when using a large 
number / of basis functions for the haemodynamic 
response is quite simple. The null model with no acti- 
vation due to one stimulus has no effect of that stim- 
ulus and hence no convolution with a haemodynamic 
response function. It therefore has / less parameters 
than the model with activation, so we must use the F 
statistic with / and v— ] degrees of freedom to detect 
. The sensitivity of the F test decreases as / 
It can be shown that this translates into 
having only about n/J 0A observations instead of n 
observations, for large n. In other words, the extra 
parameters dilute the effect of the activation, making it 
harder to detect. 

However, it must be remembered that a haemody- 
namic response function with too few parameters may 
be biased, resulting also in a loss of sensitivity because 
it will fail to capture all of the response. Obviously one 
should try to strike a balance between too few para- 
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meters to adequately capture the response, and too 
many parameters that overfits the response. 

The lesson is that the more flexibility allowed for the 
response, the more difficult it is to detect it. The best 
strategy is to try to model the haemodynamic response 
with a small number of well chosen basis functions, or 
preferably just one basis function. These comments 
apply equally well to the non-linear models in Section 
14.11.3. 

14.11.2 Misspecifying the haemodynamic 
response function 

What is the cost of mis-specifying the haemodynamic 
response function? First, there is no effect at all on the 
validity of the analysis. P-values for detecting pure 
activation are still correct even if the haemodynamic 
response is wrong because they are based on the null 
model in which there is no activation and hence no 
haemodynamic response. However, it is still important 
to get the haemodynamic response correct when 
comparing activations, because now the null model 
does contain a haemodynamic response, equal for the 
conditions to be compared. 

The main cost of misspecifying the haemodynamic 
response is a loss of sensitivity. This is more 
pronounced for event-related designs than for block 
designs, because the block stimulus with long blocks is 
less affected by convolution with the haemodynamic 
response function. In fact some stimuli are completely 
unaffected by convolution with the haemodynamic 
response function. One such is the sine wave stimulus 
with arbitrary amplitude and phase, that is, a linear 
combination of sine and cosine with the same known 
frequency co: 



s(t) = ft sin(orf) + ft c 



.s(wf). 



Convolution of s(t) with any haemodynamic response 
function changes ft and ft but leaves the form of the 
model unchanged. This means that for this design, 
there is no cost to misspecifying the haemodynamic 
response — in fact it can be ignored altogether. 



14.11.3 Non-linear haemodynamic 
response and stimulus non-additivity 

The linearity of the haemodynamic response, and 
hence the additivity of signals closely separated in 
time, has been questioned by several authors. Is the 
response always a simple convolution of stimuli with a 
haemodynamic response function? Friston et al. 
(1998b) have addressed this by expanding the haemo- 
dynamic convolution itself as a set of Volterra kernels. 
The second-order model is: 



*(*) = J hMMt - «i) d«! + 

I J h 2 (u 1 ,u 2 )s(t- u^sit- u 2 )du 1 du 2 . 

(14.13) 

The first term is the simple convolution model (14.1) 
in which past stimuli have a linear effect on the current 
response. The second term is the second-order Volterra 
kernel in which past stimuli have a quadratic (in- 
cluding interactions) effect on the current response. 
(Note that without loss of generality h 2 is symmetric: 
h 2 (u v u 2 ) = h 2 (u 2 , Mj).) In other words, this model 
allows for the possibility that the effect of stimuli may 
not be purely additive; the response to two stimuli in 
close succession may be different from the sum of the 
separate responses if the two stimuli are far apart in 



It might be possible to estimate the second-order 
kernel by extending the method of Burock and Dale 
(2000) (Section 14.11). The integrals in (14.13) could 
be replaced by summations over the first few lags, and 
the discrete kernels become arbitrary unknown para- 
meters. The result is once again a large linear model 
including linear and quadratic terms in the first few 
lags of the stimulus. However, the large number of 
parameters to be estimated might make this method 

A more practical suggestion, due to Friston et al. 
(1998b), is to model the first and second order kernels 
by a linear combination of a small number of basis 
bAt),j = 1, .../, extending (14.12): 



ftK) = 2)y ; A-K), 
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M"i,«2)=22UA'K>V«2) 

where 7,7;,, 1 =s / =s k =s / are unknown parameters 
to be estimated. The convolution of each basis func- 
tion with the stimulus is z,(t) , /;, (u)s(t-u), so that the 
response becomes: 



A'(f) 



=E^w+iir^ 



(t)z k (t), 



which is once again linear in the unknown parameters, 
so it can be fitted by the linear models methods above. 
Linearity of the haemodynamic response and stimulus 
additivity can now be tested by an F statistic for the 
bivariate terms y. k , 1 =£ /' =s k =s / as in Section 14.6. 



14.12 Detecting an effect at an 
unknown location 

In this section we shall look at the question of detecting 
an effect c'/3 or activation (c'fi > 0) at an unknown 
spatial location, rather than at a known location as in 
Section 14.6. Very often we do not know in advance 
where to look for an effect, and we are interested in 
searching the whole brain, or part of it. This presents 
special statistical problems related to the problem of 
multiple comparisons, or multiple tests. Two methods 
have been proposed, the first based on the maximum 
of the T or F statistic, the second based on the spatial 
extent of the region where these statistics exceed some 
threshold value. Both involve results from random 
field theory (Adler 1981). 

14.12.1 The maximum test statistic 

An obvious method is to select those locations where a 
test statistic Z (which could alternatively be the T 
statistic or F statistic of Section 14.6) is large, that is, 
to threshold the image of Z at a height z. The problem 
is then to choose the threshold z to exclude false posi- 
tives with a high probability, say 0.95. Setting z to the 
usual (uncorrected) P = 0.05 critical value of Z (1.64 
in the Gaussian case) means that 5 per cent of the un- 
activated parts of the brain will show false positives. 
We need to raise z so that the probability of finding any 
activation in the non-activated regions is 0.05. This is 
a type of multiple comparison problem, since we are 



testing the hypothesis of no activation at a very large 
number of voxels. 

A simple solution is to apply a Bonferroni correc- 
tion. The probability of detecting any activation in the 
r ated locations is bounded by assuming that the 
r ated locations cover the entire search region. By 
the Bonferroni inequality, the probability of detecting 
l is further bounded by 



P(max Z>z)sNP(Z> 



(14.14) 



where the maximum is taken over all N voxels in 
the search region. For a P = 0.05 test of Gaussian 
statistics, critical thresholds of 4-5 are common. This 
procedure is conservative if the image is smooth, 
although for fMRI data it often gives very a 
thresholds. 

Random field theory gives a less < 
(lower) P-value if the image is smooth. As with time 
series analysis, if the statistic image is smooth, then 
there are less truly independent voxels than the orig- 
inal voxel count. Thus the N used above should be 
reduced to the correct number of independent voxels, 
giving less conservative thresholding. The smoothness 
of the statistic image is estimated and a 'resel' size is 
derived, where a resel is larger than a voxel and repre- 
sents the size of 'independent voxels'. The resulting 
thresholding is thus: 



Pirn 



- £ Resels (; EC,(z) 



(14.15) 



where D is the number of dimensions of the search 
region, Resels rf is the number of (i-dimensional resels 
(resolution elements) in the search region, and EC d (z) 
is the <i-dimensional Euler characteristic density. The 
approximation (14.15) is based on the fact that the left 
hand side is the exact expectation of the Euler charac- 
teristic of the region above the threshold z. The Euler 
characteristic counts the number of clusters if the 
region has no holes, which is likely to be the case if z is 
large. Details can be found in Worsley et al. (1996a). 

The approximation (14.15) is accurate for search 
regions of any size or shape, even a single point, but it 
is best for search regions that are not too concave. 
Sometimes it is better to surround a highly convoluted 
search region, such as the cortical surface, by a convex 
hull with slightly higher volume but less surface area, 



o get a 
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For large search regions, the last term (d = 3) is the 
most important. The number of resels is 

Resels, = V/FWHM 3 , 

where V is the volume of the search region and FWHM 
is the effective full width at half maximum of a 
Gaussian kernel used to smooth the data. The corre- 
sponding EC density for a T statistics image with v 
degrees of freedom is 

EC 3 (z) = 

For small search regions, the lower dimensional terms 
d < 3 become important. However, the P-value 
(14.15) is not very sensitive to the shape of the search 
region, so that assuming a spherical search region gives 
a very good approximation. In practice, it is better to 
take the minimum of the the two P-values (14.14) and 
(14.15). Figure 14.3 shows the T statistic thresholded 
at the P = 0.05 value of z = 4.86, found by equating 
(14.15) to 0.05 and solving for z. 

Extensions of the result (14.15) to scale space 
random fields are given in Worsley et al. (1996b). Here 
the search is over all spatial filter widths as well over 
location, so that the width of the signal is estimated as 




location. The pri. 
eshold of about 



14.12.2 The maximum spatial extent of the 
test statistic 

An alternative test can be based on the spatial extent of 
clusters of connected components of supra threshold 
voxels where Z > z (Friston et al., 1994). Typically z is 
chosen to be about 3 for a Gaussian random field. 
Once again the image must be a smooth stationary 
random field. The idea is to approximate the shape of 
the image by a quadratic with a peak at the local 
maximum. For a Gaussian random field, it can be 
shown that the second spatial derivative of this 
quadratic is well approximated by Z = — zA, where 
A = Var(Z), for large z. The spatial extent S is then 
approximated by the volume of the quadratic of height 

S ~ cH DI \ 



For large z, the upper tail probability of H is well 
approximated by 



P(H >h) = 

P (max Z > z + h) 



P (m 



<.Z>z) 



«exp (— zh), 



(14.17) 



from which we conclude that H has an approximate 
exponential distribution with mean \lz. From this we 
can find the approximate P-value of the spatial extent 
5 of a single cluster: 



ic thresholded at the P 



P(S > s) - exp(-z(s/ C ) 2/D ). 

The P-value for the largest spatial t 
a simple Bonferrc 
number of clusters N: 

P(max S > s) m E(N) P(S > 

where E(N) - P(max Z > ; 

from (14.15). 



(14.18) 



for the expected 
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We can substantially improve the value of the con- 
stant c by equating the expected total spatial extent, 
given by V P(Z > z), to that obtained by summing up 
the spatial extents of all the clusters S v ... S N : 

VP(Z>z) = E(Sj + ... + S N ) = E(N) E(S). 
Using the fact that 

E(S) = cr(D/2 + l)lz DI1 
from (14.16), it follows that 

FWHM D z D/2 P(Z>z) 

°~ EC D (z)r(D/2 + 1) 

Cao (1999) has extended these results to T and F fields, 
but unfortunately there are no theoretical results for 
non-smooth fields such as raw fMRI data. 



14.12.3 Searching in small regions 

For small pre-specified search regions such as the 
cingulate, the P-values for the maximum test statistic 
are very well estimated by (14.15), but the results in 
section 14.12.2 only apply to large search regions. 
Friston (1997) has proposed a fascinating method that 
avoids the awkward problem of pre-specifying a small 
search region altogether. We threshold the image of 
test statistics at z, then simply pick the nearest peak to 
a point or region of interest. The clever part is this. 
Since we have identified this peak based only on its 
spatial location and not based on its height or extent, 
there is now no need to correct for searching over all 
peaks. Hence, the P-value for its spatial extent S is 
simply P(S > s) from (14.18), and the P-value for its 
peak height H above z is simply P(H > h) from (14.17). 



14.13 Multiple runs, sessions, and 
subjects 

fMRI experiments are often repeated for several runs 
in the same session, several sessions on the same 
subject, and for several subjects drawn from a popula- 
tion. We shall assume that all the images have been 
aligned to a common stereotactic space (see Chapter 
•lability is not a problem. 



Nevertheless, there remains a very different sort of 
statistical problem. 

It has long been recognized that a simple fixed 
effects analysis, in which we assume that the signal 
strength ft is identical in all runs, sessions and subjects, 
is incorrect (Holmes and Friston, 1998). A random 
effects analysis seems the most appropriate, in which 
the error of the effect is calculated from independent 
repetitions, not from the noise error a. Unfortunately 
this leads to an awkward practical problem: usually 
the number of repetitions (runs, sessions, subjects) is 
small, so the available degrees of freedom is small. For 
most purposes this would not be too serious, but in 
brain mapping we are often looking in the extreme 
tails of the distribution, where low degrees of freedom 
give very large critical thresholds for maximum test 
statistics, which substantially reduces the sensitivity of 
detecting any activation. Added to this is the problem 
of the Gaussian assumption for the errors; although 
the Central Limit Theorem assures good normality for 
test statistics, it is not clear that normality is main- 
tained far into the tails of the distribution. 

In PET data, degrees of freedom can be increased by 
spatially smoothing the random effects variance to 
produce a global estimate for the entire brain. 
Unfortunately this cannot be done for fMRI data 
because the variance is much too spatially structured. 
Instead, Worsley et al. (2000) assume that the ratio of 
random effects variance o^ andom to fixed effects vari- 
ance cr 2 fixed is locally constant. The degrees of freedom 
is increased by spatially smoothing this ratio with a 
&) ratio = 15 mm FWHM Gaussian kernel, then multi- 
plying back by the unsmoothed fixed effects v 
The residual variance is then estimated by 



jal = o-L ed smooth(o- 2 andom /o- 2 xed ). 

lit is a slightly biased but much less variable 
of the variance of an effect, that comes 
midway between a random effects analysis (no 
smoothing, a> mtia = 0) and a fixed effects analysis 
(complete smoothing, (n nna = °°, to a global ratio of 1). 
A simple formula, based on random field theory, 
gives the effective degrees of freedom of the 
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where ^ random is the random effects degrees of freedom 
and w data is the FWHM of the fMRI signal, usually 
taken to be that of the raw data (typically 6 mm). The 
final effective degrees of freedom of the residuals, 
ted by 



i/r 



i = u» -, 



h Vv, 



proportion y do, and the rest do not? The paper then 
gives a lower bound for y, based on the data, such that 
the true y is larger than the lower bound with a prob- 
ability of at least 0.95. In other words, we obtain a 
type of (conservative) confidence interval for the 
proportion of subjects that show a fixed effect. 



where y fixed is the fixed effects degrees of freedom. In 
practice we choose the amount of smoothing co mtio so 



that the final degre< 


ss of freedom »> rel 


idu-,1 iS a 


t least 100, 


ensuring that erroi 


rs in its estimati 


on do 


not greatly 


affect the distributi 


on of test statist! 







14.13.1 Conjunctions 

An alternative method of dealing with multiple 
subjects is through conjunctions. A conjunction is 
simply the locations where all the subjects' test statis- 
tics exceed a fixed threshold (Friston etal., 1999a). We 
are interested in the P- value of this event if in fact there 
is no activation for any of the subjects, which is equiv- 
alent to the P- value of the maximum (over location) of 
the minimum (over subjects) of the test statistic 
images. There is a neat formula for this based on 
random field theory (Worsley and Friston 2000). 

It is useful to compare this with the above regular- 
ized random effects analysis. As it stands, conjunction 
analysis is still a fixed effects analysis, since the distri- 
bution of the test statistic is based on errors estimated 
within subjects, rather than between subjects. The 
random effects analysis assumes that there is an effect 
for each subject that is zero when averaged over all 
subjects. In other words, the random effects analysis is 
using a much weaker null hypothesis than the fixed 
effects analysis; the random effects analysis assumes 
that there is an effect, but this effect is randomly 
distributed about zero; the fixed effects analysis 
demands in addition that the variability of this random 
effect is zero, forcing the effect on each subject to be 
identically zero. 

However, Friston et al. (1999a) turns the conjunc- 
tion analysis into a neat test for a type of random 
effect. He asks the following question: suppose we say 
that a given subject shows an effect if it passes a usual 
P - 0.05 test based on a fixed effect; what is the prob- 
ability that all subjects will show this type of effect in 
some small region (i.e. a conjunction), if in fact a 



14.14 Conclusion 

This chapter has presented a review of methods for 
setting up a model for fMRI data, described how to 
estimate the parameters of this model, and how to 
assess the errors in these estimates. It obviously 
presupposes that the experimenter knows quite a lot 
about how and when the stimulus affects the BOLD 
response, but it does not suppose that we know which 
regions of the brain are affected. Thresholding and 
looking at cluster size of activated regions, will detect 
those regions that are affected above background 

There are other approaches that make far fewer 
assumptions about the time course of the expected 
BOLD response. Most of these are based on some sort 
of decomposition of the data into time courses and 
spatial patterns that are uncorrelated (singular value 
decomposition (SVD), principal components analysis 
(PCA)), or independent (independent components 
analysis (ICA)). These methods can be extremely 
useful at suggesting or generating hypotheses that can 
be captured and confirmed by the models presented in 
this chapter. 

The idea of using a hypothesis test to detect acti- 
vated regions does contain a fundamental flaw that all 
experimenters should be aware of. Think of it this 
way: if we had enough data, T statistics would increase 
(as the square root of the number of time points or 
subjects) until all voxels were 'activated'! In reality, 
every voxel must be affected by the stimulus, perhaps 
by a very tiny amount; it is impossible to believe that 
P = 0.000000000 exactly. So thresholding simply 
excludes those voxels where we do not yet have 
enough evidence to distinguish their effects from zero. 
If we had more evidence, perhaps with better scanners, 
or simply more time points, we would surely be able to 
do so. But then we would probably not want to detect 
activated regions. As for satellite images, the job for 
uld then be signal enhancement rather 
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than signal detection. The distinguishing feature of our 
fMRI data is that there is so little signal to enhance. 
Even with the advent of better scanners this is still 
likely to be the case, because neuroscientists will surely 
devise yet more subtle experiments that will push the 
signal to the limits of detectability. 
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Registration, atlases and cortical 
flattening 



Mark Jenkinson 



15.1 Introduction 

As we have seen in previous chapters, fMRI analysis 
involves taking a series of low resolution functional 
images and analysing these to produce a map of brain 
regions which are thought to have been significantly 
activated by experimental stimulation. As well as these 
(relatively low resolution) functional images, an fMRI 
experiment will also normally include a single high 
resolution structural MR scan. This can be used in a 
variety of ways to provide more advanced interpreta- 
tion and analysis of the initial low resolution fMRI 

The main objectives in fMRI-related structural 
analysis are to interpret, relate, and compare spatial 
locations. For example, imagine that the location of an 
interesting activation is at voxel coordinate (23,31,7). 
The question that structural analysis aims to answer is: 
what does this mean physically? This may require 
determining whether the activation is within a partic- 
ular area (say Broca's area) or where the corre- 
sponding location is in another individual or group. 

Registration is the main tool 
analyses. The basic task of 
two images. That is, to move or reshape one image 
to match the other by finding a relation between the 
voxel coordinates of one image and the other. This is 
particularly useful since it allows the information at 
corresponding physical locations to be compared, 
effectively combining the information contained in 
both. For example, the location of an activation can be 
compared to the anatomy by registering the functional 
volume to an anatomical scan of that individual. 
Another example is in the registering of fMRI results 
from one subject to those of other subjects for inter- 
subject statistical analysis. 

In general then, registration is useful as it allows 
different sources of information to be combined (even 



for simple repeat trials of the same experiment). An 
extension of the concept of combining information 
from just a few input images (via registration) is the use 
of atlases. Atlases are images which are a rich source of 
information such as anatomical structure, histological 
data, or functional response, and are therefore partic- 
ularly useful for higher level analysis of fMRI data. 
Such atlases act as standard maps of the brain, just as 
pictures in an anatomy textbook do. In addition, 
atlases can also be used to specify a standard physical 
coordinate system which allows spatial locations to be 
reported and interpreted in a consistent way. An 
example of a standard coordinate system is the one 
proposed by Talairach and Tournoux (Talairach and 
Tournoux 1988). 

Another component of structural analysis that will 
be discussed here is cortical flattening. This deforms 
the convoluted (3D) surface of the cortex into a flat (or 
spherical) surface. The resulting cortical map is helpful 
because in the flattened representation, areas which 
appear close are likely to be functionally 'close'; this is 
not the case in the original 3D image, where two 
regions that lie on either side of a sulcus are physically 
close, but are likely to be functionally 'distant' (being 
involved in relatively dissimilar tasks). In addition, 
cortical flattening enables the whole cortex to be 
viewed at once, which is not possible in three dimen- 
sions where the overall shape and individual folds 
obscure certain regions for any particular viewing 
angle. 

In this chapter the details of structural analysis 
methods will be discussed, starting with a section 
devoted to some preliminary and related processing 
methods. Registration is covered next, including both 
manual and automatic registration, followed by 
atlases and cortical flattening. The final 
> look at some example applications. 
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15.2 Preliminaries 

There are three useful preprocessing steps which are 
often beneficial for registration (and other related 
structural methods). The first is to reduce the amount 
of geometric distortion present, for example in EPI 
(echo planar imaging) fMRI images, by applying an 
un warping map. The second is to remove non-brain 
structures such as the scalp and skull, and the third is 
to reduce large scale intensity inhomogeneities caused 
by bias fields. These steps are now described. 



15.2.1 Unwarping geometric distortion 

The acquisition of MR images is not perfect for a num- 
ber of physical reasons, and so the resultant images are 
also imperfect. In particular, the magnetic field inside 
the head is usually inhomogeneous, even after careful 
shimming, and this results in geometric distortion of 
the image. The magnitude of the distortion depends 
upon the parameters of the imaging sequence used, 
where these parameters are chosen as a compromise 
between speed, contrast and other factors. Unfortun- 
ately, EPI sequences, which are commonly used to 
acquire fMRI time-series, are particularly susceptible 
to this form of geometric di 




Fig. 15.1 Four slices from a single field map showing typical 

static magnetic Held variations inside the brain. Dark areas 
represent fields less than the external held while bright areas 
represent fields higher than the external one. The total range 
corresponds to approximately ± 0.5 ppm. 



notable near regions where there is a tissue/air interface 
such as sinuses, and so can have drastic effects on the 
frontal and temporal lobes (see Fig. 15.1). 

Fortunately, there is a simple method available 
which reduces this geometric distortion to low levels 
(Jezzard and Balaban 1995). It involves acquiring a 
field map by appropriately combining additional EPI 
images taken with different gradient echo weightings. 
That is, an image is produced that shows the strength 
of the deviation in magnetic field at each voxel. This 
field deviation is proportional to the amount of distor- 
tion, which principally occurs along the phase encode 
direction for EPI data. Therefore, by calculating the 
magnitude of the distortion, the image can be trans- 
formed by 'warping' the distorted voxel positions to 
the non-distorted voxel positions. 

The resulting images then contain minimal distor- 
tion and can be better aligned with images taken with 
other, less distorting, sequences (such as a Tl-weighted 
structural image). This can be seen in Fig. 15.2, where 
the EPI image shown on the left (corresponding to the 
bottom left field map slice shown in Fig. 15.1) is trans- 
formed to that shown on the right. Note the large 
effect that this has on the frontal lobe. 

15.2.2 Removing non-brain structures 

For most analyses it is only areas within the brain that 
are of interest, and not surrounding tissue such as the 
scalp, skull or eyeballs. Moreover, these non-brain 
structures can vary significantly between individuals or 
between scans of the same individual. Therefore it is 
often helpful to remove these structures prior to 
further structural analysis. In fact, some registration 
programs, like AIR (Woods et al. 1993), specifically 
require that non-brain structures should be removed 
beforehand. 

The simplest way to remove non-brain structures is 
to carry this out manually with an appropriate graph- 
ical software tool. However, as this takes a consider- 
able amount of time, various semi-automated and fully 
automated methods have been developed. In general, 
these depend on the layer around the brain surface 
having an intensity which is significantly different than 
brain tissue. This change in intensity is then used as a 
barrier to constrain the brain surface estimate. For 
example, one approach is to start with a small spher- 
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ical surface inside the brain and inflate it like a balloon 
unril ir reaches the barrier, so that in the end it models 
the whole brain surface, smoothing over any points 
where the barrier was absent or badly placed. This is 
the approach taken in (Dale et al. 1999; Smith 2000), 
as illustrated in Fig. 15.3. Less fully automated 
methods often rely on user-defined intensity thresh- 
olding resulting in a binary image; this image is then 
processed with morphology (shrinking and expanding 
operations) to isolate and identify the brain region. 

Automated methods have the advantage that they 
are often much faster than manual methods, they are 
repeatable and they are more objective. However, it is 
often difficult to distinguish between the brain sur- 



face and various membranes, skull and fatty tissue, 
depending on the contrast and resolution of the 
images. Therefore, care must be taken to check that 
only non-brain structures have been removed and that 
no significant amount of non-brain structures remain. 
However, for the purposes of registration, small errors 
at this stage have little effect on registration results. 



15.2.3 Bias field removal 
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Fig. 15.3 An illustration of automatic removal of non-bra 



ig BET (Smith, 2000). 




example of bias field removal; origin: 



stimated bias field and re 



laiM (Zhang et al. 2001). 



ations are sometimes known as bias held, and are seen 
as slowly varying changes in intensity across an image. 
Consequently the intensity corresponding to a given 
tissue type varies with position, which can be undesir- 



gives a good final solution for both problen 
attempt to find a bias field correction which re 
some measure of 'sharpness' or entropy in the image 
(S\tAetal. 1998). 



Various methods exist for removing bias field, s 
it has a very significant effect on automatic ti 
segmentation procedures. With most modern si 
and volume coils, however, the bias field is small 
enough to be neglected when the only concern is 
whether bias field would damage registration quality. 
When this is not true and the effect is significant, one 
of the bias field removal methods should be applied 
prior to later structural analysis. For example images, 
see figure 15.4. 

Existing methods either tend to integrate bias field 
estimation with tissue segmentation (Zhang et al. 
2001) (where a correct segmentation directly gives the 
bias field and a correct bias field allows simple segmen- 
tation; therefore iterating the two processes ultimately 
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15.3 Registration 

15.3.1 Concepts 
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the image. Mathematically it is expressed as a set of 
equations relating the old image positions (coordi- 
nates) to the new ones. For example, consider a trans- 
lation of the image to the right. This is accomplished 
by moving all the positions to the right, represented by 
adding a constant value to the old coordinates to get 
the new coordinates (see Fig. 15.5). 

Thus there are three different parameters (separate 
constants for x, y, and z) that define a translation. 
These 'separately selectable' parameters are known as 
degrees of freedom (DOF) and the number of DOF is 
a useful classification of the transformation type. In 
general, increasing the number of degrees of freedom 
gives greater flexibility to the registration process, in 
terms of the range of transformations that can be 
applied to make one image look like the other. The 
two commonest classes of transformation are linear 
transformations, which have 12 DOF or less, and non- 
linear transformations, or warps, which can have 
anything from tens to millions of DOF (or more). Each 
of these classes will now be discussed more fully. 



Linear transformations 

The simplest, but extremely useful, class of transfor- 
mations is that of linear (also known as affine) trans- 
formations. In three dimensions they can have up to 12 
DOF which include three translation, three rotation, 
three scaling and three skew parameters. 1 These are 
illustrated in Fig. 15.6. 

Common sub-classes of linear transformations are: 

• Rigid body (6 DOF) — translation and rotation 
only. 

• Similarity (7 DOF) — translati 
single global scaling. 

• Affine (12 DOF)— most general; includes transla- 
hi, scalings and skews. 



When registering an image of a particular subject's 
brain with another image of the same brain, a rigid 
body transformation would, in an ideal world, allow 
for a perfect registration; only translation and rotation 
should be necessary in order to give a good registration 
between the two images. In practice, various factors 
mean that to achieve optimal registration, the number 
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of DOF often needs to be increased, usually to 12 DOF 
(full linear fit), or possibly even further, to non-linear 
warping. The factors that give rise to this necessity 
include geometric image distortion (as described in 
Section 15.2.1), changes in actual brain shape (as the 
brain is not a completely rigid body) and head motion 
during the scanning process. 

In contrast, when registering one subject's brain to 
that of a different subject, or to an atlas (e.g. several 
brains averaged together), one would definitely not 
expect to achieve good results with only a rigid body 
transformation. At least a full linear (12 DOF) trans- 
formation should be used to achieve reasonable 
results. 

At this point it may seem tempting to include more 
and more DOF in order to allow for more subtle 
changes in shape and scanner distortion. However, 
using linear transformations has several advantages. 
First, the fewer the DOF, the faster and more reliably 
the registration can be performed. This is because each 
additional DOF requires an additional parameter 
value to be found, requiring extra calculations. There 
is a balance between setting the DOF too low, giving a 
poor final fit, and setting the DOF too high, giving a 
slow fit, and a possibly invalid fit (physically). Second, 
the theory for linear transformations is simpler and so 
a wider variety of registration methods have been 
developed that use them. Third, it is possible to verify 
the accuracy of such transformations by comparing 
them to results obtained with stereotactic markers, 
which is much harder to do for transformations with 
many DOF. 

Warps 

Any transformation where the equations relating the 
coordinates of the images are non-linear can be 
described as a warp or warping transformation. They 
encompass a very wide range of transformations from 
he simplest, with few DOF, to the most general trans- 
lations which have three separate DOF for each 
voxel, giving well over a million DOF for typical 
images. In principle, these higher DOF transforma- 
allow any geometric change between images to 
be modelled; in practice there are fewer implementa- 
available at this end of the spectrum (especially 
ulti-modal registration), and these also tend to be 
very computationally expensive. 



Tor genera] warps, with many DOF, it is usually 
necessary to impose an additional constraint. This 
constraint is that the final warp field be physically 
sensible — for example, that the topology of the image 
should be preserved. The topology of the image refers 
to how it is connected together, rather than its shape. 
Therefore, preserving topology implies that two struc- 
tures which are joined in an image should remain 
joined after the transformation. In this way the 
integrity of brain structures is assured. Otherwise, 
without this constraint, the topology could be violated 
which could lead to structures such as the ventricles 
being split into fragments, which is undesirable. 
Examples of topology preserving and non-preserving 
warps are shown in Fig. 15.7 

In general, warps are useful for higher resolution or 
higher contrast images where the changes are due to 
geometrical (shape) changes in the brain or head. For 
other situations where the internal detail is indistinct 
or significant intensity changes are induced for other 
reasons (such as BOLD changes) it is often more 
appropriate to use linear transformations or low-order 
warps, which are less affected by these changes as 
compared to the global shape and structures. How- 
ever, the final choice of transformation must be made 
according to the specific experiment and hypothesis to 
be tested, where other issues may also be important. 

15.3.2 Interpolation 

All images are acquired and stored as a collection of 
discrete points set on a spatial grid. However, in order 
to carry out the image transformations specified by the 
transformation parameters described above, the inten- 
sity at positions between grid points needs to be calcu- 
lated. This process is called interpolation. 

To illustrate what interpolation does, consider inter- 
polating a one-dimensional signal using linear interpo- 
lation. The aim is to calculate the intensity at any 
location between the sample points. (One reason why 
we might want to do this would be to effect a sub- 
voxel — i.e. very small — translation.) To do this, the 
two nearest samples are chosen, and a hypothetical 
line is constructed between the intensities at these 
points so that the intensity at any point in between can 
be found. This is illustrated in Fig. 15.8. 

There are several different methods of interpolation 
that can be used and these each produce slightly differ- 
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Fig. 15.7 Examples of topology preserving (left) and 11011- 

preservin i , * > u| ip ied to tl ginal imag< shown 

in Fig. 15.6. In pa cnlai noti tha tin topology , I] ng( 
because of the extra hole introduced near the ventricle (top 

image) and the splitting of the ventricles (bottom image). 



.. Some of the rr 
methods in three dimensions are: nearest neighbour 
(take the value of the nearest original neighbour), 
tri-linear (the three-dimensional extension of the 
one-dimensional linear interpolation example given 
above), sine (an interpolation function commonly 
applied in image processing) and spline approxima- 
tions to sine. Sine interpolation uses information from 
local intensities in the original image which are further 
away from the point of interpolation than just the eight 
nearest neighbours, taking into account the fact that a 
single raw data point (in &-space) affects the intensity 
across a wider portion of the image than just the near- 
est neighbours. However, sine interpolation is usually 
quite a lot slower than other methods and potentially 
more sensitive to noise and artefacts in the image. 

When the precise value of the intensity at a point in 
the image is important, as it is in motion correction of 
fMRI volumes, the choice of interpolation can be 
significant. However, for many registration applica- 
tions it is sufficient that the interpolated intensity be 
similar to surrounding tissue, allowing for some small 
interpolation inaccuracies. Therefore, the choice of 
i method is usually not critical, although 



Fig. 15.8 A one-dimensional linear interpolation. The top 
figure shows the original discrete samples. In the middle figure 

the original samples are connected with lines (hence linear 
interpolation) forming the interpolant. This interpolant is 
then resampled at the new points (open circles), effectively 
performing a sub-voxel translation. 
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Fig. 15.9 An example showing the (block-like) artificially 
sharp boundaries created by nearest neighbour interpolation. 
"Hie images shown here (for illustration purposes only) were 
produced by increasing the resolution (upsarnpling! from a 
voxel size of 8 X 8 X 8 mm to a voxel size of 1 X 1 X 1 mm, 
using the two different interpolation methods, thus enhancing 
the effect in order to make it visually obvious. 

avoided as it produces artificially non-smooth bound- 
aries, as shown in Figs 15.9 and 15.10. 

15.3.3 Manual registration 

The goal of registration is to align two images. One 
way to do this is to identify unique landmarks (points, 
lines, curves or surfaces) in each image, and then use 
corresponding pairs of landmarks to align the images. 
Manual registration requires a user to select several 
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register. Third, the results are quite subjective as 
experts often do not agree on the precise locations of 
some structures in images. This can lead to quite large 
differences (of the order of 10 mm) between the regis- 
tration results; this has been observed in studies on 
registration accuracy, e.g. (West et al. 1997). As well 
as the subjectivity involved, a manual method, whilst 
giving potentially good fit at the landmarks them- 
selves, is not able to optimize the fit over the rest of the 
image, so there may be many areas where the fit is not 
as good as with an automatic method. 



Fig. 15.10 An example showing the 'artefacts' (diagonal 

i I i i ii i n | ilation 

when a rotation is applied to the original image before resam- 
pling, compared with the smoother result when trilinear inter- 
polation is used. 



nically unique structures (for example, the inter- 
hemispheric plane, corpus callosum, lateral sulcus, 
anterior commissure, etc.) via suitable interactive soft- 
ware. After the selection is done, the software uses 
these points to calculate the transformation that best 
din th . i , I. 1 1 mdmai I 

There are several benefits in doing manual registra- 
tion. First, the calculation of the transformation is very 
simple and fast. Therefore, it is relatively easy to write 
software that performs such manual registration. 
Consequently, it was the first form of registration 
available and is still easy to adapt for new modalities 
or variations of the basic registration problem. Second, 
there is no need to perform brain extraction or bias 
field correction prior to registration, as the presence of 
non-brain structures and moderate bias field will not 
adversely affect the manual selection of landmarks. 
Third, as the landmarks are selected by an expert user, 
the alignment of the images is guaranteed to be close 
around these structures. That is, manual registration 
will not give obviously erroneous registrations (such as 
a 180° rotation) which can occur when using auto- 
matic methods. 

Manual registration also has some disadvantages. 
First, the selection of landmarks requires some expert 
knowledge and training. Second, even for an expert, 
the selection process can be quite time consuming, 
especially when there are many different images to 
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Identifying landmarks 

Mathematically, the simplest ; 
identify are unique points in the image. However, it is 
often the case that small, point-like anatomical land- 
marks, such as the anterior or posterior commissure, 
are very difficult to identify in images due to the lack 
of resolution or contrast. This is particularly true in 
typical fMRI images which are tuned for speed and 
BOLD contrast, not for finding anatomical structures. 
By comparison, larger anatomical landmarks such as 
the inter-hemispheric plane or the lateral sulcus are 
easier to identify but provide fewer constraints for the 
registration, as will be discussed below. 

In some cases, where extra accuracy is needed or the 
anatomy is too indistinct, it is possible to provide addi- 
tional physical markers, such as a stereotactic frame, 
fitted to the head, with six or more markers attached. 
These markers contain substances that are visible in 
the images and show up as small, easily identifiable 
points external to the head. In certain situations, such 
as neurosurgery, it is also possible to use more invasive 
markers such as screws which can be placed in 
strategic positions on or in the head. However, such 
markers are only useful if the frame is placed in exactly 
the same position with respect to the head for each 

Calculating the transformation 

Once the landmarks have been identified it is then 
possible to calculate the transformation. As is 
normally the case, the type of transformation being 
used must be specified beforehand. Moreover, the 
number of landmarks required depends on the number 
of DOF of the transformation. Specifically, each corre- 
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sponding pair of landmarks will provide one or more 
constraints and there must be at least as many inde- 
pendent constraints as there are DOF in the transfor- 
mation to be found. 

The actual calculation of the transformation is done 
by solving a set of equations, where each constraint 
corresponds to one equation. The solution to these 
equations is the parameters that specify the transfor- 
mation (one parameter for each DOF). For example, a 
rigid body transformation can be specified by six para- 
meters consisting of three rotation angles and three 
translation offsets. However, it is often the case that 
there are more equations than parameters, in which 
case the system is mathematically over-determined and 
usually no single, exact solution exists. In this case the 
problem is converted into one of finding the best 
'average' solution. This is very similar to finding a line 
of best fit by linear regression since in that case there 
are only two parameters (slope and intercept) but 
many points to fit. Therefore, in the same way, a least 
squares (or similar) fit is found so that the average 
error in aligning the landmark pair 



15.3.4 Automatic registration 

As manual registration requires considerable amounts 
of the user's time and gives somewhat subjective, less 
repeatable results, there has been considerable interest 
in automatic registration methods. However, the 
problem is much harder to soh e for the fully automatic 
case and usually requires significantly more computa- 
tion. Therefore a trade-off is usually required between, 
on the one hand, expected registration accuracy and 
repeatability, and on the other, time required for the 
computation. 

One approach to automatic registration is to auto- 
mate the process of finding landmarks in the images. 
This has the advantage that it is easy to validate by eye 
how accurate the landmark choices are and easily 
allows for some manual correction or intervention. 
However, it is very difficult to specify in a mathemat- 
ical way how to find good landmarks. In addition, like 
manual registration, only a relatively small number of 
landmarks can be found and so only transformations 
with relatively few DOF can be used. 

A far more popular approach is to define, for a given 
transformation, some global measure of similarity 
between the images, that is, a function which will 



quantify how similar the images are after some 
hypothesized transformation has been applied. This is 
done by defining a similarity function where better- 
aligned images give larger values. (Alternatively, a cost 
function can be used, where better aligned images give 
smaller values.) 

Given a similarity function, the registration problem 
is solved by systematically trying different transforma- 
tions in turn, to find the one which gives the n 
similarity value. It is this searching through a 
different possible transformations that 
computation time. 

Measuring similarity 

One of the greatest challenges for automatic registra- 
tion is the definition of a sensitive but robust similarity 
function. The first consideration when choosing a simi- 
larity function is whether registration is between two 
images of the same type (intra-modal) or different 
types (inter-modal). With intra-modal registration, one 
can normally assume that the two images will look 
fairly similar after correct registration — maybe just a 
change in overall brightness and contrast is necessary. 
However, in the latter case, one cannot assume that a 
given tissue type will have the same image intensity in 
each image. For instance, consider registering a Tl- 
weighted MR image with a T2 -weighted image. In the 
Tl -weighted image the CSF has a lower intensity than 
the white matter, whereas in the T2 -weighted image its 
intensity is higher. The unknown intensity transforma- 
tion then becomes a confounding factor to be dealt 
with by the similarity function. 

Intra-modal 

For intra-modal image pairs, a given tissue should map 
to the same (or similar) intensity in each image. 
Therefore, the similarity can be measured by looking 
at the difference of intensities at corresponding voxels. 
Consequently, cost functions such as the mean 
absolute difference or mean squared difference can be 
used (see Appendix, Section 15.7.1). Note that since 
both positive and negative differences represent non- 
similar intensities, the absolute value or squared value 
of the difference is used. Figure 15.11 shows an image 
pair in several alignments together with the difference 
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One problem with using the difference between 
images as a similarity measure is that the overall inten- 
sity level and contrast can vary (see Fig. 15.11) if, for 
instance, changes in scanner calibration occur. This 
means that there will be an overall bias in the differ- 
ence image which can result in a poor registration 
being found. A way of overcoming this problem is to 
use a similarity function which is normalized so that 
global changes in brightness and contrast (global offset 
and scaling of intensity) do not change the similarity 
value. An example of this type of similarity function is 
normalized correlation. This is equal to the usual 
statistical covariance measure (Eft/J - EflJEtfJ) 
divided by the standard deviation of the i 



each individual image. It is the division by the two 
standard deviations that compensates for global 
scaling while the correlation itself is unchanged by 
global offsets. 

Inter-modal 



For inter-modal image pairs, the intensities associated 
with the various tissue types can be completely 
different from one image to another. However, within 
an area that contains a single tissue type the intensity 
should be nearly constant. This is true for each image, 
although the mean intensity of this area in each image 
is likely to be very different. For example, consider 



some tissue, say grey matter. The intensity in one 
image might be 100 ± 10, so that any intensity near 
100 in the first image would be most likely to corre- 
spond to grey matter, whilst in the other image it might 
be 40 ± 5, a very different intensity, but again the 
intensity of all the grey matter within this image is 

This observation is the basis of two related inter- 
modal similarity functions: the Woods function (as 
used in the AIR package (Woods et al. 1993)) and the 
Correlation Ratio (Roche et al. 1998) (as used in the 
FLIRT package (Jenkinson and Smith 2001)). These 
functions initially perform a segmentation of one 
image into areas of similar intensity. This segmenta- 
tion is done by binning the intensity values as would be 
done to create a histogram. A bin number is then 
assigned to each location (voxel), so that all locations 
with the same bin number should correspond to the 
same tissue type. For example, choosing a bin size of 5 
would assign all locations with an intensity value 
between 1 and 5 to bin 1, between 6 and 10 to bin 2, 
between 11 and 15 to bin 3, and so on. We will use the 
word areas to denote the set of locations with the same 
bin number (see Fig. 15.12). These areas represent 
spatial regions. 
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Then, each area is mapped onto the second image, 
and the intensities in each area examined. These inten- 
sities in the second image should be approximately 
constant if the image is aligned well, as each area 
should contain a single tissue type. However, if the 
images are poorly aligned there are likely to be several 
tissue types in any single area. Therefore, the similarity 
function is based on how much the intensity of the 
second image varies within each of the areas. Note that 
although the first image may be over-segmented (that 
is, a given tissue type may be split into more than one 
area) this does not matter since, if the alignment is 
good, the corresponding intensities in the other image 
will still be approximately constant, while if the align- 
ment is poor, they will fluctuate greatly since the areas 
will be mapped across tissue boundaries. 

More precisely, it is the variance of the ii 
for each area in the second image that is of interest 
the Woods cost function (a cost function- 
Appendix Section 15.7) the square root of the v; 
is taken for each area (giving the standard deviation) 
and then this is divided by the mean value in that area. 
After this the values are weighted by the size of each 
area and summed together to give a total (weighted) 
score. This total score represents the Woods function 

j 1 Area 2 




Fig. .15,12 \n illustration of the spatial areas formed by binning the intern 
one image, represented by different shades of grey, while on the right each ai 
example only four bins were used, but in practice often hundreds of bins ar 
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image. For this 
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and is unaffected by global intensity changes because 
of the normalization by the mean in each area. 

For the Correlation Ratio (a similarity function — 
see Appendix, Section 15.7) the variance in each area 
is first weighted by the size of each area and summed 
together to give a total (weighted) variance score. This 
e is then normalized by dividing it by the total 
e of the second image, treated as a single area, 
and then subtracted from one. Once again this normal- 
ization ensures that the score is unaffected by global 
intensity changes. 

Another commonly used inter-modal similarity 
function is Mutual Information (Maes et al. 1997; 
Viola and Wells 1997) (as used in the MRITOTAL 
(Collins et al. 1994) and UMDS (Studholme et al. 
1996) packages) which is based on measuring the joint 
entropy of the intensities. Entropy, a quantity used in 
physics and communication engineering, is a measure 
of disorder; a substance with high entropy is one that 
is very disordered. Therefore, low entropy represents 
an ordered situation, and it is the relation between the 
corresponding intensities across the two images which 
should be orderly when the alignment is good. 

In practice, the entropy is measured from the joint 
histogram of the two images. This histogram is formed 
by assigning a bin number to each voxel, in both 
images, based on the intensity at that voxel. Then a 
two-dimensional array of bins is formed with the bin 
numbers for the first image along the vertical axis, and 
those for the second image along the horizontal axis. 
This array is the (unfilled) joint histogram and to fill it 
requires looking at a each voxel position in turn, 
finding the bin numbers from each image at this posi- 
tion, then adding one to the cell corresponding to the 
pair of bin numbers found. 

For example, consider a voxel position of (10, 3, 7). 
If the bin number is 4 at this position in the first image, 
and is 6 at this position in the second image, then the 
cell (4, 6) in the joint histogram has one added to it. So, 
by starting with zero in all cells, the joint histogram is 
built by examining each voxel location in turn (for 
both images together) and adding one to the appro- 
priate bin. Figure 15.13 shows some joint histograms 
formed from an inter-modal pair of images in various 
alignments. Note how the dispersion of the histogram 
entries decreases as the images become well aligned. 

Given the joint histogram, the entropy quantifies how 
orderly the entries are. This is defined mathematically 



with both joint and marginal (individual) entropies, 
which are combined to form the mutual information. 
Section 15.7 (Appendix) contains the mathematical 
definitions of this and the other similarity/cost functions 
discussed above. 

Finding the transformation 

Once the similarity function has been chosen, the 
transformation that maximizes this similarity must be 
found. Due to the complexity of the similarity func- 
tions there is usually no analytical (that is, directly 
calculable) solution available, as opposed to the land- 
mark method, and so the solution must be found by 
searching. The problem of searching for the parameter 
values which give the best function value (global 
maximum) is a standard problem in mathematics, 
called the optimization problem. Consequently, there 
are many different algorithms available for solving the 
optimization problem. 

A difficulty with optimization in the context of 
registration is that only the global maximum is of 
interest, not local maxima, but many optimization 
algorithms only aim to find local maxima. The differ- 
ence between local maxima and the global maximum 
is shown in Fig. 15.14. As can be seen, there is only one 
global maximum for a function (the singl biggi I 
value), which may be hidden in amongst many local 
maxima. In practice, some registration methods simply 
find the nearest local maximum, and so rely on starting 
close enough to the global maximum, but this can lead 
to non-robust registration. To solve this problem in 
general requires more sophisticated optimization algo- 
rithm;,. 



Optimization 

Searching for the transformation that gives the best 
similarity value (the global maximum) is the task of the 
optimization algorithm. Conceptually, the problem 
seems simple, as it is easy to spot the global maximum 
in a graph like that shown in Fig. 15.14. However, 
there is one main factor which makes the task diffi- 
cult — the fact that only the values at particular trans- 
formations can be found with no other values or 
general trends known in advance. 

To illustrate this problem consider an old sailing 
ship in coastal waters that wants to find the deepest 
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Fig. 15.13 \n illustration of some typical joint histograms formed from an inter-modal image pair in various alignments. I lie 
images used are '12 {first column) and 11 {second column) weightings and are of the '.a me individual. Alignment of the images 
varies from nearly perfect (top row) to quite poor (bottom row). In each case, the vertical axis of the joint histogram corre- 
sponds to bin mil lhei if the Hi imag while the horizontal a ids to bin numhei n th econd image. Note th 
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Fig. 15.14 An illustration, 
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point within some region. At any particular position 
that the ship is in, it can measure the depth by letting 
out a chain and measuring how far it has to go before 
hitting the seabed. Initially, the depth is unknown at all 
positions, and the depth can only be measured at 
particular positions. Thus it is necessary to start some- 
where and then progressively try new positions until 
the captain is satisfied that the deepest point has been 
found. What makes this search difficult is that it is 
largely blind. Given a handful of depth measurements, 
the difficult part is deciding where to look next, and 
when to stop and assume that the deepest point has 
been found. Unfortunately, there is no general guar- 
antee at any stage that the deepest point has indeed 
been found. 

In this analogy the process of letting out the chain is 
simply equivalent to the calculation of the similarity 
function. The position of the ship is equivalent, not to 
a position in the image, but to a particular choice of the 
transformation parameters (for instance, rotation 
angles, and translation values). That is, the ship 
attempts to find the position where the depth is 
greatest, but the optimization algorithm needs to find 
the transformation parameters that give the greatest 
similarity. This makes the problem much harder 
because for the ship analogy there were only two 
dimensions to search, but for transformations there are 
many dimensions (equal to the DOF) which makes the 
general scope of the search much, much larger. 



For automatic registration, choosing an appropriate 
optimization algorithm is crucial for two reasons. 
First, this is the most time-consuming part of the regis- 
tration process, and second, if the optimization gives 
bad results then the overall registration will be bad, 
regardless of what similarity function is chosen. There- 
fore, the algorithm used should ideally be both efficient 
(quick) and robust (unlikely to give bad results such as 
finding local maxim.!!. 

Although there are many mathematical local opti- 
mization algorithms available (like gradient ascent, 
Powell's method, etc.— see Press et al. 1995 for more) 
there are few global optimization algorithms. Of these, 
Simulated Annealing (also see Press et al. (1995)) is the 
most well known, and does provide a statistical guar- 
antee of finding the global maximum, but has the 
disadvantage that it requires many, many evaluations 
of the similarity function (which takes a long time) 
before finding the desired solution. In many cases there 
is no standard optimization algorithm that is suitable, 
and so a custom-made algorithm is often designed to 
satisfy both efficiency and robustness requirements, 
given the particular similarity function that is chosen. 

For warps, the problem is even more difficult as 
there are potentially millions of parameters to find, 
and any form of search in such a high dimensional 
parameter space is prohibitively slow. Therefore, most 
optimization algorithms for warping regist 
start by finding the best initial affine transforn 
and then assume that this is 'close' to the desired solu- 
tion so that all other parameter values will be small 
and can be found using quick, local optimization algo- 
rithms. In addition, they usually rely on using multi- 
scale analysis techniques to speed the search; this is 
discussed next. 

Multi-scale analysis 

When looking at brain images it is normally easy for a 
person to identify a rough alignment based on the 
gross features in the image, such as the outline of the 
skull or brain. Mathematically, a similar thing can be 
achieved by using a multi-scale approach. The basic 
idea is to initially blur the images so that the fine detail 
is lost; then only the gross features are used to get an 
initial alignment. This is usually repeated at several 
different scales (amounts of blurring) so as to refine the 
fit using progressively finer and finer details. 
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< 1 mm voxels, and three suhsamplings of this image with 2 2 X 1 it 



There are two main advantages to using such a 
multi-scale approach. One is to improve the robustness 
of the optimization, by ensuring that the initial fit is 
'close' to the desired solution (the global maximum), 
and the other is to speed up the optimization process. 
This speed-up is possible because the blurred image 
can be resampled at a coarser resolution (larger voxel 
size) without loss of detail. Consequently, there are 
fewer voxels in the subsampled image which allows the 
similarity function to be evaluated more quickly. For 
example, subsampling an image from lxlxl mm 
voxels to 4 x 4 x 4 mm voxels decreases the number of 
voxels in the image by a factor of 64, allowing the opti- 
mization at this scale to be 64 times faster. Figure 
15.15 shows an illustration of this subsampling 
scheme, with an initial image (1 mm cubed voxels) and 
three typical subsamplings (2 mm, 4 mm, and 8 mm 
cubed voxels respectively). Note that in order to ensure 
robustness the images must be blurred by an appro- 
priate amount prior to subsampling. 



Summary 

Generally, automatic registration requires: (1) a simi- 
larity function and (2) an optimization algorithm. 
Many different approaches have been proposed (see 
(Maintz and Viergever 1998) for a review of manual 
and automatic registration methods). Of the similarity 
functions used, some are only suitable for intra-modal 
registration, while others are suitable for inter-modal 
registration as well. (Note that any inter-modal simi- 
larity function should also be capable of working for 



s good 



intra-modal image pairs, but it may not give a 
results as using an intra-modal similarity function.) 
However, the optimization algorithm is equally im- 
portant, and is what principally determines the speed 
and robustness of the method. 

The implementation of any registration method (as 
a software package) is not simple and many small, 
but important, details which have not been discussed 
here need to be worked out. Therefore it is advisable 
to rely on an existing, tested package. Some of the 
(freely available) packages currently available are: 
AIR (Woods et al. 1993) (using the Woods function); 
FLIRT (Jenkinson and Smith, 2001) (using the 
Correlation Ratio); MRITOTAL (Collins et al. 1994) 
(using Mutual Information); SPM (Friston et al. 1995) 
(using a set of modality-specific templates and Mean 
Square Difference); UMDS (Studholme et al. 1996) 
(using Mutual Information). 

With any automatic registration method there is 
always the possibility that the results will be erro- 
neous. This is usually due to finding a local n 
of similarity rather than the global 
Therefore, it is always advisable to check the 
visually. 



ISA Atlases 

Just as road maps are useful for navigating around 
towns, brain atlases are useful for navigating around 
brain images. In particular, there are two basic tasks 
for which an atlas is helpful. These are: 
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• to specify the location of a place i 
reference framework (like using the grid references 
on a road map); and 

• to find other information, like histological or func- 
tional data, about some location of interest (which 
is similar to looking for tourist attractions, hotels, 
etc. on a road map). 

Atlases can be used for both tasks; however, for the 
first task it is also possible to use a template rather than 
a full atlas. A template is a subclass of atlas; one where 
there is no extra information about the significance of 
locations beyond assigning them a standard (grid refer- 
ence) coordinate system. 

Atlases (and templates) are only useful after the 
image being examined is registered to the atlas. In 
some cases, affine registration is sufficient, but for 
many high resolution atlases, full warping registrations 
are necessary to take advantage of the detail provided. 
However, the choice of transformation also depends, 
as stated before, on the type of images available, and 
for images like fMRI EPI, there is only minimal 
anatomical detail. This makes full warping registration 
difficult and potentially inaccurate for these cases 
compared to registrations using linear transforma- 



15.4.1 Templates 

When only a standard coordinate system is required 
(say for comparing the locations of activations or 
lesions between two groups) then a template is suffi- 
cient. This template may either be based on the image 
of a single subject, or den ved from a group of subjects. 
Normally a template lies in a standard coordinate 

When a template is generated as an 'average' of a 
group of subjects, various registration and averaging 
steps are required. First an initial target for registra- 
tions is created — this may either be one of the indi- 
vidual images or an existing template, or may be 
derived from one or more of the subjects' images on 
the basis of manual landmark determination. Next, all 
images are registered to this target. Finally the mean of 
the resulting registered images is found, producing a 
blurred average image. Most template creation proce- 
dures are somewhat similar to this outline. Variations 
on this method include iterating the main steps to give 



a more representative average image, and using non- 
linear registration, in order to give a less blurred 

average. 

15.4.2 Example: Atlas of Talairach and 
Tournoux 

A commonly used atlas is the one developed by 
Talairach and Tournoux (Talairach and Tournoux 
1988). This atlas was constructed from a detailed 
examination of a single post-mortem brain. In addi- 
tion, 3D coordinates were assigned relative to a system 
based on eight landmark points. These landmarks are: 
the Anterior Commissure (AC); the Posterior Com- 
missure (PC); the most anterior (A) and posterior (P) 
points on the brain surface along the AC-PC line; the 
most superior (S) and inferior (I) points on the brain 
surface along a line passing through AC, perpendicular 
to the AC-PC line and within the inter-hemispheric 
plane; the most extreme right (R) and left (L) points on 
the brain surface along a line passing through AC and 
perpendicular to the inter-hemispheric plane. Figure 
15.16 shows an example of these selected points. 
Consequently, by identifying these points in another 
brain image the image can be manually registered 
(with a piece-wise affine transformation) to the stan- 
dard space of Talairach and Tournoux. 

15.4.3 Probabilistic atlases 

An atlas can contain any sort of information, such as 
histological or anatomical data. Usually this informa- 
tion is associated with fixed reference points (or areas) 
in the atlas. However, there is significant variability in 
normal brain anatomy and such variability can also be 
incorporated into the atlas by making it a probabilistic 
atlas. 

Consider a tissue-type atlas. When registering a 
group of images to an atlas, the normal variation in 
anatomy means that the tissue type at any particular 
location will not be consistent across all individuals. 
There will often be two or more tissue types at each 
location, each with a probability of occurrence, which 
reflects how likely a voxel at this location is to contain 
a particular tissue type. For example, a point in the 
atlas may state that there is a 30 per cent probability of 
it being grey matter and a 70 per cent probability of it 
being white matter. This reflects the fact that, for the 
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Fig. 15.16 An example showing the points used to specify Talairach coordin; 



group that was used to make the atlas, the point cc 
sponded to white matter in only 70 per cent of cs 
Such points are common, given, for instance, the \ 
ation of sulci and gyri in the cortical surface. 

One of the useful features of a probabilistic atl; 
that it allows probabilities to be assigned t 
ments. For instance, the probability of an 
having occurred in a given Brodmann's area can be 
quantified given a probabilistic atlas. Furthermore, for 
warping transformations a probabilistic atlas can be 
constructed which records the relai 
individual points in the warps. This warp infon 
shows how likely different structures are to change 
shape and in what ways (see (Toga and Thompson 
1999) for more details). Such atlases allow quite sophis- 
ticated questions about structure, shape or functional 
localization between groups to be answered. Often this 
will require that an atlas be built for the particular 



groups being studied; however, as such atlases become 
more widely available, it will become increasingly pos- 
sible to compare a group to the 'normal' population by 
using an atlas that represents this population. 



15.5 Cortical flattening 

The surface of the human cortex, comprising a rela- 
tively thin layer of grey matter, is very convoluted; it is 
folded into a pattern of sulci and gyri that whilst 
broadly similar for all humans also shows individual 
variation. Furthermore, when analysing the functional 
response of the brain, it is the spatial relationships 
between different parts of the cortical surface that are 
of interest. Therefore, an understanding and analysis 
of these spatial relationships is critical for the under- 
standing of cognitive function. 
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Analysing the spatial relatic 
however, is complicated. It is more natural to express 
the relations in a two-dimensional representation, 
since the cortical grey matter is in effect a folded two- 
dimensional surface. Cortical flattening provides a 
way of creating such a two-dimensional map from the 
three-dimensional images of the brain. Therefore, it 
allows the cortical surface (either whole or part) and 
its connections to be visualized more easily as a single 
entity. Furthermore, in the flattened map all parts are 
visible at once, which is not possible in three dimen- 
sions due to its convoluted, self-occluding structure. 

The process of cortical flattening involves three 
major stages: extraction of the cortical surface 
(including necessary cuts); inflation in three dimen- 
sions; and flattening of the inflated surface. This 
process can be automated; however, some manual 
intervention is usually necessary to take account of the 
differences in the anatomy, especially for the extrac- 
tion and pla 



15.5.1 Extraction and cuts 

In the first stage of processing, the cortex must be 
extracted from the image. This usually involves 
removing non-brain structures initially (see Section 
15.2.2) and then segmenting the grey and white 
matter. Once a satisfactory segmentation has been 
performed (either manually or automatically), only the 
outer or inner (or in some cases internal) surface of the 
grey matter is retained (resembling a thin shell); this 
represents the cortical surface. 

The next step is to identify natural boundaries in the 
cortical surface such as the inter-hemispheric plane 
and the lateral sulcus. These boundaries are marked as 
cuts, meaning that the spatial relations between points 
on either side of the boundary will not be preserved in 
the flattening process. As it is quite common to only be 
interested in a certain cortical area (visual cortex for 
example), any additional relevant boundaries on the 
cortex also become cuts. 

Cuts are necessary; without them, either extreme 
within-surface distortions arise during flattening, or it 
may even be impossible to flatten the cortical surface. 
For instance, consider the familiar flattened maps of 
the world. Typically, a cut is taken down the Pacific 
Ocean, so that the American continent is on the far left 
and the Asian continent is on the far right. This effec- 



tively separates areas of the Pacific which, although 
near each other on the globe, are on opposite sides of 
the flattened map. In a similar way points on either side 
of the inter-hemispheric plane will be separated in the 
flattened map, which is sensible since they are not 
directly connected across the cortex, but internally, via 
the corpus callosum. 



15.5.2 Inflation 

Once the cortical surface has been found, and the cuts 
marked, an optional intermediate stage is to expand 
this cortex so that it becomes smooth. This step is 
known as inflation and is similar to inflating a wrin- 
kled balloon. The expansion is done by simulating the 
effect of two forces: one which pushes all points away 
from the centre of the brain (the inflationary force) and 
one which attempts to hold neighbouring points 
together (like surface tension). Note that the second 
force is not applied to points either side of a cut as 
these are allowed (indeed encouraged) to separate. 
This inflation of the surface results in a new surface 
which is both larger and smoother, making it easier to 
flatten, but still retains all the spatial connectivity of 
the original surface. 



15.5.3 Flattening 

The final stage in cortical flattening is to take the 
inflated surface, which is still three-dimensional, and 
warp it into a two-dimensional map. However, for 
most curved surfaces (cylinders being a notable excep- 
tion) this warping into two dimensions involves some 
distortions. For example, in most 2D maps of the 
world, Greenland appears to have a much greater area 
relative to other countries than it does on a globe. The 
objective for this process, therefore, is to reduce the 

One measure of distortion is the difference in 
distance between two corresponding points in the flat- 
tened map compared to the original, non-inflated 
surface. It is then possible to find the warp (that is, the 
coordinate transformation) which generates the least 
distortion. This then becomes equivalent to the regis- 
tration problem where the distortion measure is used 
as a cost function, and the optimization algorithm 
finds the transformation that has minimal cost. 
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When the best transformation has been found this 
can be applied to the original nuagcs, including activa- 
tion maps, so that they can be viewed in this flattened, 
two-dimensional map. It is common to also show the 
locations of the sulci/gyri on the flattened map so that 
it is easier to visualize where the original locations 
were. These flattened maps then allow many types of 
functional connectivities to be analysed and the struc- 
ture of the functional organisation to be mapped. Such 
maps are commonly used to study the visual cortex, 
and have allowed various retinotopic mappings to be 
found, leading to an understanding of the early stages 
of visual processing 

Example images showing the stages of flattening in 
one particular approach (see (Dale et al. 1999; Fischl 
etal. 1999)) are shown in Fig. 15.17. 



15.6 Example applications 

This section looks at three typical applications of 
structural analysis in fMRI. Although this is only a 
small sample from the range of possible applications, it 
should give a sense of how the theory, explained in 
previous sections, is applied in the course of an fMRI 
experiment. 

15.6.1 Localising activations 

The most common application of structural analysis in 
fMRI is the registration of activation images to a 
template in order to assign standard coordinates. 
Typically a two-stage registration process is used to 
register a functional image with a template. This 
involves several steps: 

(1) Pre-process the original functional image, correct- 
ing for distortion, removing bias field and/or non- 



(3) Register the funct 



1 image (of the : 
■nal image with the 



(4) Register the structural image with the template. 

(5) Combine the two transforms and apply to original 
functional/statistical images. 



The reason for using a two-step registration, with the 
structural image as the intermediary, rather than a 
one-step registration of functional image directly to the 
template, is that the functional images typically have 
poor anatomical detail, as the sequence is tuned to be 
fast and give good BOLD contrast. This, together with 
the fact that the functional images are usually low reso- 
lution, means that registrations with the template are 
often not very accurate, especially when large DOF 
transformations are used. However, when registering 
with the structural image of the same subject, a low 
DOF transformation is sufficient (usually between 6 
and 12 DOF), as the anatomy should be exactly the 
same (provided geometric scanning distortions are 
minimized). The structural image, which has higher 
resolution and better anatomical contrast, can then be 
registered to the template with a high DOF transfor- 
mation (12 DOF or more). This allows a good match 
to be found desi u tl lifferen u 1 1 itomy between 
the individual and the template, since there is sufficient 
detail in the structural images for the registration to 
utilize. 

To perform these registrations requires three images: 
a functional image from the fMRI experimental time- 
series; a structural image of the same subject; and a 
template. Therefore, when running the experiment it is 
necessary to acquire a structural image in addition to 
the usual fMRI time-series. For the structural image, 
any imaging modality that highlights anatomy is use- 
ful, although it may be helpful to use the same modal- 
ity as the template in order to assist the second stage 
registration. The functional image, however, requires 
no extra acquisition as any arbitrary image from the 
time-series (excluding the first few which show satura- 
tion effects) is suitable. 

Finally, the reason that the two transforms are com- 
bined in the last step into a single transform (which 
takes functional data into template space), rather than 
applying two separate transforms, is that any errors 
due to interpolation then occur only once rather than 
twice. This transformation is applied to statistical 
activation maps (which are originally in the same 
coordinate system as the functional image) so that they 
can be combined with structural information in stan- 
dard (template) space. This allows the locations of 
i to be reported in this standard space. 




Fit;, 15.17 Example images showing the different stages of flattening in o: 
al. 1999), courtesy of R. Tootell and N. Hadjikhani. Inflation removes th 

produces a planar surface, on which different functional areas are shown. 



■ticiilar approach (Dale et al. 1999; Fischl et 
n folds of the sulci and gyri, and flattening 
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15.6.2 Correlating functional and 
anatomical information 



Another use of registration for 
determine not only standard coordir 
anatomical area of an activation. In the simplest case 
this involves registering a subject's structural and func- 
tional images. This is the first stage registration 
outlined in the previous example, and the same pre- 
processing steps apply. Then, by examining the struc- 
tural image in detail (which has better contrast and 
resolution than the functional image), the location of 
an activation can be determined with respect to that 
subject's anatomy. For example, such a registration 
can be used to determine whether a 
occurred in the hippocampus. 

In some cases, however, the subject 
image lacks sufficient detail or contrast to enable struc- 
tures of interest to be isolated accurately. This can 
occur because the imaging sequence did not have suffi- 
cient contrast in the region of interest, or subject 
motion caused motion artefact in the scan, or because 
the resolution had to be reduced in order to keep the 
scanning time down to an acceptable length. It is in 
these situations that it is best to use a probabilistic atlas 
instead. 

The difficulty in using an atlas to relate functional 
and anatomical information is that the difference in 
individual anatomy becomes an unwanted confound. 
Therefore it is better to attempt a two-stage registra- 
tion as described in the previous example, since this 
constrains the initial functional to structural registra- 
tion while allowing a more general structural to atlas 
registration. However, the situation here is made 
harder by the fact that the structural image lacks detail 
in the region of interest. Consequently, the registration 
in this region is likely to be less accurate. But, by 



using a probabili 
about the locatio 
of differ 
atlas. So the final 
as to whether it 
for example), bi 



las some statistical inferences 

be made, since the confound 

is taken into account by the 

suit is no longer a simple yes or no 

; in some area (the hippocampus 

instead it is a probability which 



expresses the likelihood of it being in this 

Fig. 15.18 \n example of 'flattened activation' courtesy of 
R. Tootell and N. Hadjikhani. The different parts of the visual 
cortex are identified using phase-encoded visual stimulation. 
(See also colour plate section.) 



15.6.3 Mapping functional activations in 
visual cortex 

One goal of fMRI experimentation is to map out and 
explain the functional organisation of the human 
brain. Cortical flattening is a valuable tool in this 
endeavour as it allows the activations to be visualized 
in a two-dimensional map. Consequently it can show 
the flow of activations across the cortex, and this is 
particularly evident in the visual cortex. 
Consider an experiment to demonstrate the functional 
architecture of the visual cortex. This must involve 
some paradigm which allows the activation to be 
tracked through different locations in order to fully 
explore the functional connectivities. To do this for the 
visual cortex is simple, as the organisation is retino- 
topic for the first few areas (VI, V2, etc.) and so a stim- 
ulus that moves across the retina is sufficient to create 
a moving activation in the cortex. For instance, an 
expanding set of concentric rings will cause a wave of 
activation to pass over the primary visual areas. 

The experiment must be planned so that results that 
are time-locked to the stimulus can be found with an 
appropriate analysis of the time-series. Then, after this 
analysis has been done, a series of time-locked activa- 
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tion maps are available, but in the original three- 
dimensional space. To convert these into a series of 
two-dimensional activation maps requires cortical flat- 
tening. 

In order to perform cortical flattening, a single 
anatomical scan is initially required. The cortex is then 
extracted from this scan by removing non-brain struc- 
tures and placing cuts along the boundaries of the 
visual cortex. Once this is done, the cortex is inflated 
and then flattened as described in Sections 15.5.2 and 
15.5.3. This produces a warping transformation that 
can be applied to each of the activation maps (after 
they are registered with the anatomical scan), 
producing a series of two-dimensional activation maps 
which allow the cascade of activations to be tracked 
across the visual cortex from one area to another. An 
example of this kind of 'flattened a 
in Fig. 15.18. 



15.7 Appendix — mathematical 
definitions 



This appendi 

some commonly used similarity/cost functions for both 

intra-modal and inter-modal registration. 

Let the two images be I A and I B with the voxel inten- 
sity at a location / (in J A ) denoted by J... Furthermore, 
let N be the total number of voxels in an image. 

15.7.1 Intra-modal 

Mean Absolute Difference = — ^ l J A; ~ 7 b/I 
Mean Square Difference = 

Normalized Correlation = 

(i/N) 2(/ A; - T A )(l Bj - T B ) 

I (l/N) Jtti,- " W J < 1/N > 2 < 7 B; " W 



Note that the MAD and MSD are cost 

is a similarity function. 

15.7.2 Inter-modal 



Woods Function = Y ^ °± 

Correlation Ratio = 1 — ^ T7 ~~ I 

Mutual Information = H(I A ) + H(I B ) - H(I A , I B ) 



where a\ is the variance, fi k is the mean value, and n k is 
the number of voxels in area k; and a 2 is the total vari- 
ance across the whole image. Joint entropy is given by 

H(/.,/ B ) = -|^log(5) 

where «.. is the number of voxels that were assigned to 
bin (i, /). The marginal entropies, H(I A ) and H(I B ), are 
defined similarly, but using the individual image 
histograms rather than the joint histogram. Note that 
the Woods function is a cost function, and CR and MI 
are similarity functions. 
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Extracting brain connectivity 

Christian Biicbel and Karl Friston 



16.1 Introduction 

In the late nineteenth century the early investigations 
of brain function were dominated by the concept of 
functional segregation. This approach was driven 
largely by the data available to scientists of that era. 
Patients with circumscribed lesions were found who 
were impaired in one particular ability while other 
abilities remained largely intact. Indeed, descriptions 
of patients with different kinds of aphasia (an impair- 
ment of the ability to use or comprehend words), made 
at this time, have left a permanent legacy in the 
contrast between Broca's and Wernicke's aphasia. 
These syndromes were thought to result from damage 
to anterior or posterior regions of the left hemisphere 
respectively. In the first part of the twentieth century 
the idea of functional segregation fell into disrepute 
and the doctrine of 'mass action' held sway, proposing 
that higher abilities depended on the function of the 
brain 'as a whole' (Lashley, 1929). This doctrine was 
always going to be unsatisfying. However, with the 
resources available at the time it was simply not 
possible to make any progress studying the function of 
the 'brain as a whole'. By the end of the twentieth 
century the concept of functional segregation returned 
to domination. 

The doctrine is now particularly associated with cog- 
nitive neuropsychology and is enshrined in the concept 
of double dissociation (see Shallice 1988, Chapter 10). 
A double dissociation is demonstrated when 
neurological patients can be found with 'mirror' abnor- 
malities. For example, many patients have been 
described who have severe impairments of long- 
term memory while their short-term memory is intact. 
In 1969, Warrington and Shallice, described the first of 
a series of patients who had severe impairments of 
phonological short-term memory, but no impairments 
of long-term memory. This is a particularly striking 
example of double dissociation. It demonstrates that 
different brain regions are involved in short and long- 



term memory. Furthermore, it shows that these regions 
can function in a largely independent fashion. This 
observation caused major problems for theories of 
memory, extant at the time, which supposed that 
inputs to long-term memory emanated from short-term 
memory systems (e.g. Atkinson and Shiffrin 1968). 

Functional brain imaging avoids many of the prob- 
lems of lesion studies, but here too, the field has been 
dominated by the doctrine of functional segregation. 
Nevertheless, it is implicit in the subtraction method 
that brain regions communicate with each other. If we 
want to distinguish between brain regions associated 
with certain central processes for example, then we 
will design an experiment in which the sensory input 
and motor output is the same across all conditions. In 
this way activity associated with sensory input and 
motor output will cancel out. The early studies of 
reading by Posner and his colleagues are still among 
the best examples of this approach (Posner et al. 1988; 
Petersen et al. 1990). The design of these studies was 
based on the assumption that reading goes through a 
single series of discrete and independent stages; visual 
shapes are analysed to form letters, letters are put 
together to form words, the visual word form is trans- 
lated into sound, the sound form is translated into 
articulation, and so on. By comparison of suitable 
tasks (e.g. letters vs. false font, words vs. letters, etc.), 
each stage can be isolated and the associated brain 
region identified. Although subsequent studies have 
shown that this characterization of the brain activity 
associated with reading is a considerable oversimplifi- 
cation, the original report still captures the essence of 
most functional imaging studies; a number of discrete 
cognitive stages are mapped onto discrete brain areas. 
Nothing is revealed about how the cognitive processes 
interact, or how the brain regions communicate with 
each other. If word recognition really did depend on 
the passage of information through a single series of 
discrete stages, we would at least like to know the 
temporal order in which the associated brain regions 






were engaged. Some evidence comes from EEG and 
MEG studies. In fact, we know that word recognition 
depends upon at least two parallel routes; one via 
meaning, and the other via phonology (Marshall and 
Newcombe 1973). Given this model we would like to 
be able to specify the brain regions associated with 
each route and have some measure of the strengths of 
the connections between these different regions. 

In this chapter we will show that new methods for 
measuring effective connectivity allow us to charac- 
terize the interactions between brain regions that 
underlie the complex interactions among different 
processing stages of functional archit 



16.2 Definitions 



In the analysis of neuroimaging time-series (i.e. signal- 
changes in a set of voxels, expressed as a function of 
time), functional connectivity is defined as the tem- 
poral correlations between spatially remote neuro- 
physiological events (Friston et al. 1993b). This 
definition provides a simple characterization of func- 
tional interactions. The alternative is effective connec- 
tivity (i.e. the influence one neuronal system exerts 
over another) (Friston et al. 1993a). These concepts 
originated in the analysis of separable spike trains 
obtained from multiunit electrode recordings (Gerstein 
andPerkel 1969; Aertsen and Preissl 1991). Functional 
connectivity is simply a statement about the observed 
correlations; it does not comment on how these cor- 
relations are mediated. For example, at the level of 
multiunit micro-electrode recordings, correlations 
can result from i ' nts, evoked by 

a common afferent input (that is, signal input into the 
neural system as a result of external stimulation), or 
reflect stimulus-induced oscillations; phasic coupling 
of neural assemblies, mediated by synaptic connections 
( Gerstein etal.1989). Effective connectivity is closer to 
the notion of a connection, either at a synaptic (cf. 
synaptic efficacy) or cortical level. Although functional 
and effective connectivity can be invoked at a concep- 
tual level in both neuroimaging and electrophysiology 
they differ fundamentally at a practical level. This is 
because the time-scales and nature of neurophysio- 
logical measurements are very different (seconds vs. 
milliseconds and hemodynamic vs. spike trains). In 
electrophysiology it is often necessary to remove the 



confounding effects of stimulus-locked transients (that 
introduce correlations not causally mediated by direct 
neural interactions) in order to reveal an underlying 
connectivity. The confounding effect of stimulus- 
evoked transients is less problematic in neuroimaging 
because propagation of signals from primary sensory 
areas onwards is mediated by neuronal connections 
(usually reciprocal and interconnecting). However it 
should be remembered that functional connectivity is 
not necessarily due to effective connectivity (e.g. com- 
mon neuromodulatory input from ascending amin- 
ergic neurotransmitter systems or thalamo-cortical 
afferents) and, where it is, effective influences may be 
indirect (e.g. polysynaptic relays through multiple 
areas). In this chapter we will only focus on effective 
connectivity. More details about functional connec- 
tivity can be found in (Friston et al. 1993b). 



16.3 Effective connectivity 

16.3.1 A simple model 

Effective connectivity depends on two models: a 
ematical model, describing 'how' areas 
and a neuroanatomical model describing 'which' areas 
are connected. We shall consider linear and non-linear 
models. Perhaps the simplest model of effective con- 
nectivity expresses the hemodynamic change at one 
voxel as a weighted sum of changes elsewhere. This 
can be regarded as a multiple linear regression, where 
the effective connectivity reflects the amount of rCBF 
(regional cerebral blood flow) variability, at the target 
region, attributable to rCBF changes at a source 
region. As an example, consider the influence of other 
areas M on area VI. This can be framed in a simple 



VI =Mc 



where VI is 



(16.1) 



1 column vector with n scans, M is a 
latrix with m regions and n observations 
c is a m x 1 column vector with a parameter 
for each region, e is a vector of error terms. 
Implicit in this interpretation is a mediation of the 
lfluence among brain regions by neuronal connec- 
ons with an effective strength equal to the (regres- 
on) coefficients c. This highlights the fact that the 
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linear model assumes that the connectivity is c 

over the whole range of activation and does not 

depend on input from other sources. 

Experience suggests that the linear model can give 
fairly robust results. One explanation is that the 
dimensionality (the number of things that are going 
on) of the physiological changes can be small by 
experimental design. In other words the brain 
responds to simple and well organized experiments in 
a simple and well organised way. Generally however 
neurophysiologies! interactions are non-linear and 
the adequacy of linear models must be questioned (or 
at least qualified). Consequently we will focus on a 
non-linear model of effective connectivity (Friston 
etal. 1995). 

Reversible cooling experiments in monkey visual 
cortex, during visual stimulation, have demonstrated 
that neuronal activity in V2 depends on forward inputs 
from VI. Conversely neuronal activity in VI is modu- 
lated by backward or re-entrant connections from V2 
to VI (Schiller and Malpeli 1977; Sandell and Schiller 
1982; Girard and Bullier 1988). Retinotopically corre- 
sponding regions of VI and V2 are reciprocally 
connected in the monkey. VI provides a crucial input 
to V2, in the sense that visual activation of V2 cells 
depends on input from VI. This dependency has been 
demonstrated by deactivating (reversibly cooling) VI, 
while recording from V2 during visual stimulation. In 
contrast, cooling V2 has a more modulatory effect on 
VI activity. The cells in VI that were most affected by 
V2 deactivation were in the infragranular layers, 
suggesting V2 may use this pathway to modulate the 
output from VI (Sandell and Schiller, 1982). Because, 
in the absence of VI input, these re-entrant connec- 
tions do not constitute an efficient drive to V2 cells, 
their role is most likely 'to modulate the information 
relayed through area 17'. 

To examine the interactions between VI and V2, 
using fMRI in humans, it is possible to use a non-linear 
model of effective connectivity, extended to include a 
modulatory interaction (cf. eqn (16.1)): 



VI = M.c o + diag(Vl)Mc M ■+ 



(16.2) 



This model has two terms that allow for the activity in 
area VI to be influenced by the activity in other areas 
M (our hypothesis being that V2 is prominent amongst 
those areas). The first represents an effect that depends 
only on afferent input from other areas M. This is the 
activity in M scaled by c o . The coefficients in c o are 
referred to as obligatory or driving connection 
strengths, in the sense that a change in areas M results 
in an obligatory response in area VI. This is similar to 
c in the simple linear model above. Conversely the 
second term reflects a modulatory influence of areas M 
on area VI . The coefficient determining the size of this 
effect (c M ) is referred to as a modulatory connection 
strength, because the overall effect depends on both 
the afferent input (M.c M ) and intrinsic activity in VI. 
This effect can be considered as a greater responsive- 
ness of VI to inputs with hig 
VI. 



where diag(Vl) refers to a diagonal matrix with 
elements in the vector VI; this premultiplies the 
(scan x region) matrix M so that each region's contri- 
bution to the model is affected by the activity in VI. 



This intrinsic activity-dependent effect, determined 
by the value of c M , provides an intuitive sense of how 
to estimate c M . Imagine one were able to 'fix' the 
activity in VI at a low level and measure the connec- 
tivity between the regions in M and VI assuming a 
simple linear relationship (eqn (16.1)): A value for the 
sensitivity of VI to changes elsewhere could be 
obtained, say c v Now, if the procedure were repeated 
with VI activity fixed at a high level, a second (linear) 
estimate would be obtained, say c r In the presence of 
a substantial modulatory interaction between regions 
in M and VI the second estimate (c 2 ) will be higher 
than the first (Cj). This is because the activity intrinsic 
to VI is higher and VI should be more sensitive to 
inputs. In short c 2 - c x provides an estimate of the 
modulatory influence on VI (similarly c x + c 2 is 
related to c o ). By analogy to reversible cooling which 
allows one to remove the effects of isolated cortical 
regions, we 'fix' activity post hoc by simply selecting a 
subset of data in which the VI activity is confined to 
some small range (high or low activity). 

A relevant example analysis is now described. The 
data used in this analysis were a time-series of 64 
gradient-echo EPI 5 mm coronal slices through the 
calcarine sulcus and extrastriate areas. Images were 
obtained every 3 s from a normal male subject using a 
4T whole body system. Photic stimulation (at 16 Hz) 
was provided by goggles fitted with light emitting 
diodes. The stimulation was off for the first 30 s, on for 
the second 30 s, off for the third, and so on. The first 
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four scans were removed to eliminate saturation effects 
and the remainder were realigned. 

A reference voxel was chosen in right VI and the 
effective connection strengths c M were estimated 
allowing a map of c M (and c ) to be constructed. This 
map provides a direct test of the hypothesis concerning 
the topography and regional specificity of modulatory 
influences on VI. The lower row in Fig. 16.1 shows 
maps of c Q and c M (neurological convention — right VI 
is marked); these reflect the degree to which the area 
exerts an obligatory (left) or modulatory (right) effect 
on VI activity. These maps have been thresholded at 
1.64 after normalization to a standard deviation of 
unity. This corresponds to an uncorrected threshold of 
p < 0.05. 

The obligatory connections to the reference voxel 
derive mainly from VI itself, both ipsilaterally and 
contralaterally with a small contribution from 



contiguous portions of V2. The effective connectivity 
from contralateral VI should not be over-interpreted 
given that (i) the source of many afferents to VI (the 
lateral geniculate nuclei) were not included in the field 
of view and that (ii) this finding can be more parsimo- 
niously explained by 'common input'. As predicted, 
and with remarkable regional specificity, the modula- 
tory connections were most marked from ipsilateral 
V2, dorsal and ventral to the calcarine fissure (note 
that 'common input' cannot explain interactions 
between VI and V2 because the geniculate inputs are 
largely restricted to VI). 

To address functional asymmetry 1 in terms of 
forward and backward modulatory influences the 
modulatory connection strengths between two 
extended regions (two 5x5 voxel squares) in ipsilat- 
eral VI and V2 were examined. The estimates of effec- 
strengths were based on hemodynamic 
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changes in all areas and the subset of c 
between the two regions were selected to compare the 
distributions of forward and backward modulatory 
influences. Fig. 16.2 shows the location of the two 
regions (this time on the left) and the frequency distri- 
bution (i.e. histogram) of the estimates for connections 
from the voxels in the VI box to the V2 box (broken 
line) and the corresponding estimates for connections 
from voxels in the V2 box to VI (solid line). There is a 
remarkable dissociation, with backward modulatory 
effects (V2 to VI) being much greater than forward 
effects (VI to V2). This can be considered a confirma- 
tion of the functional asymmetry hypothesis. 

16.3.2 Structural equation modelling 



The simple model abo^ 
tive connectivity to on< 
We will now introduc 
as a tool allow nit; for 

prising many regions c 



n-lin 
The basi. 



to analyse effec- 
s(e.g.VlorV2). 
il equation modelling 
: complicated models corn- 
dealt with in 
idea "behind structural equatio 



(SEM) differs from the usual statistical approach of 
modelling individual observations. In multiple regres- 
sion or AnCova models the regression coefficients 
derive from the minimisation of the sum of squared 
differences of the predicted and observed dependent 
variables (i.e. activity in the target region). Structural 
equation modelling approaches the data from a differ- 
ent perspective; instead of considering variables indi- 
vidually, the emphasis lies on the variance-covariance 
structure. 2 Thus models are solved in structural equa- 
tion modelling by minimising the difference between 
the observed variance-covariance structure and the one 
implied by a structural or path model. In the past few 
years structural equation modelling has been applied 
to functional brain imaging. For example (Mcintosh 
et al. 1994), demonstrated the dissociation between 
ventral and dorsal visual pathways for object and spa- 
tial vision using structural equation modelling of PET 
data in the human. In this section we will focus on the 
theoretical background of structural equation model- 
ling and demonstrate this technique using fMRI. 

In terms of neuronal systems a measure of covari- 
ance represents the degree to which the a 
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two or more regions are related (i. 
nectivity). The study of v 
here is much simpler than in many other fields; the 
interconnection of the dependent variables (regional 
activity of brain areas) is anatomically determined and 
the activation of each region can be directly measured 
with functional brain imaging. This represents a major 
difference to 'classical' structural equation modelling 
in the behavioural sciences, where models are often 
hypothetical and include latent variables denoting 
rather abstract concepts like intelligence. 

As mentioned above, structural equation modelling 
minimizes the difference between the observed or 
measured covariance matrix and the one that is 
implied by the structure of the model. The free para- 
meters (path coefficients or connection strengths c 
above) are adjusted to minimize the difference 3 
between the measured and modelled co variance matrix 
(see Buchel and Friston (1997) for details). 

An important issue in structural equation modelling 
is the determination of the participating regions and 
the underlying anatomical model. Several approaches 
to this issue can be adopted. These include categorical 
comparisons between different conditions, statistical 
images highlighting structures of functional con- 
nectivity and non-human electrophysiological and 
anatomical studies (Mcintosh and Gonzalez-Lima 
1994). 

With respect to anatomical connectivity in humans, 
the advent of new MR techniques promises a better 
characterization of 
Diffusion tensor imaging (DTI) i 
tropy of diffusion in the brain. The main anisotropy 
exists in the white matter because the orientation of 
neuronal fibres (axons) allows molecules to diffuse 
easier along the fibre than in other directions. 
Therefore the main direction of the diffusion tensor 
reflects the underlying orientation of white matter 
tracts. Through tracing algorithms it is now possible to 
infer the connectivity of individual regions (e.g. activa- 
tions derived from an fMRI study) in an individual 

A model is always a simplification of reality; exhaus- 
tively correct models either do not exist, or would be 
too complicated to understand. In the context of effec- 



tive connectivity one has to find a compromise 
between complexity, anatomical accuracy and inter- 
pretability. There are also mathematical constraints on 
the model; if the number of free parameters exceeds the 
number of observed covariances the system is under- 
determined and no single solution exists. 

Each estimated model can be analysed to give an 
overall goodness of fit measure, for use when 
comparing different models with each other. A 'nested 
model' approach can be used to compare different 
models (e.g. data from different groups or conditions) 
in the context of structural equation modelling. A so- 
called 'null-model' is constructed where the estimates 
of the free parameters are constrained to be the same 
for both groups. The alternative model allows free 
parameters to differ between groups. The significance 
of the differences between the models is expressed by 
the difference of the goodness of fit statistic. Consider 
the following hypothetical example. Subjects are 
scanned under two different conditions, e.g. 'attention' 
and 'no attention'. The hypothesis might be that 
within a system of regions A, B, C and D, the connec- 
tivity between A and B is different under the two atten- 
tional conditions. To determine whether the difference 
in connectivity is statistically significant, we estimate 
the goodness of fit measure for two models: Model 1 
allows the connectivity between A and B to take 
different values for both conditions. Model 2 con- 
strains the path coefficient between A and B to be equal 
for 'attention' and 'no attention'. If the change of 
connectivity between 'attention' and 'no attention' for 
the connection of A and B is negligible, the constrained 
model (Model 2) should fit the data equally well 
compared to the free model (Model 1). We can now 
infer whether the difference of the two goodness of fit 
measures is significant. Non-linear models can also be 
accommodated in the framework of SEM by intro- 
ducing additional variables containing a non-linear 
function (e.g. f(x) - x 2 ) of the original variables 
(Kenny and Judd 1984). Interactions of variables can 
be incorporated in a similar fashion, wherein a new 
variable, containing the product of the two interacting 
variables, is introduced as an additional influence. This 
is similar to the approach used in the previous section, 
s expressed by the influence of 
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the product of VI and V2 on VI. We will now demon- 
strate these ideas using an example. More details of 
structural equation modelling, including the opera- 
tional equations can be found in Biichel and Friston 
(1997). 

Example — learning 

In this first example we were interested in changes in 
effective connectivity over time as expected during 
paired associates learning (Biichel et al. 1999). In the 
case of object-location memory, several functional 
studies have demonstrated activation of ventral occip- 
ital and temporal regions during the retrieval of obje 
identity and, conversely, increased responses in dors 
parietal areas during the retrieval of spatial locatic 
(Milner et al. 1997). These results suggest domai 
specific representations in posterior neocortical stru 
tures, closely related to those involved in perception, 
finding that accords with the segregation of ventr 
and dorsal pathways in processing categorical or 
spatial stimulus features, respectively. Another pheno- 
menon observed in some learning studies is a decrease 
of neural responses (i.e. adaptation) to repeated stim- 
ulus presentations. This repetition suppression has 
been replicated consistently in primate electrophysio- 
logical and human functional imaging studies 
(Desimone 1996). For object-location learning, it is 
intuitively likely that two specialized systems need to 
interact to establish an association. Domain-specific 
representations or repetition suppression are not suffi- 
cient to account for this associative component. In 
other words, functional segregation and localized 
response properties cannot account for associative 
learning alone. 

In our fMRI experiment, decreases in activation 
during learning, indicative of repetition suppression, 
were observed in several cortical regions in the ventral 
and dorsal visual pathway. Within the framework of 
repetition suppression it has been hypothesized that 
decreases in neural responses are a secondary result of 
enhanced response selectivity (Wiggs and Martin 
1998). By analogy to the development and plasticity of 
cortical architectures, this refined selectivity is likely to 
be due to changes in effective connectivity within the 
system at a synaptic level. We explicitly addressed this 
notion by characterizing time-dependent changes in 
effective connectivity during learning. 



The experiment was performed on a 2T MRI system 
equipped with a head volume coil. fMRI images were 
obtained every 4.1 s with echo planar imaging (48 
slices in each volume). Six subjects had to learn, and 
recall, the association between 10 simple line drawings 
of real world objects and 10 locations on a screen 
during fMRI. Each learning trial consisted of four 
conditions, 'encoding', 'control', 'retrieval' and 'con- 
trol' (Fig. 16.3(a)). The behavioural data acquired 
during 'Retrieval' demonstrated that all six subjects 
were able to learn the association between object iden- 
tity and spatial location, tor all 10 objects, within eight 
learning blocks, as indicated by the ensuing asymptotic 
learning curves (Fig. 16.3(b)). 

The structural model used in the analysis embodies 
connections within and across ventral and dorsal 
visual pathways and was based on anatomical studies 
in primates (Figure 16.3(c)). Primary visual cortex was 
modelled as the origin of both pathways. In addition to 
'interstream' connections between dorsal extrastriate 
cortex (DE) and the fusiform region (ITp) and between 
the posterior parietal cortex (PP) and ITp, we included 
direct connections based on a hierarchical cortic; 
organization. Given our hypothesis relating to change 
in effective connectivity between dorsal and ventr; 
pathways, the path analysis focused on 
between posterior parietal cortex (PP, dorsal 
and posterior inferotemporal cortex (ITp, 
stream). We divided each learning session into EARLY 
(first part) and LATE observations (second part) and 
estimated separate path coefficients for each partition. 

The path coefficient between PP and ITp increased 
significantly during learning in the group (p < 0.05) 
and was confirmed by an analysis of individual 
subjects showing an increase in effective connectivity 
between PP and ITp of 0.27. In contrast to the connec- 
tions between streams, connections within the doi 
pathway decreased over time. 

The estimated change in connectivity from PP to ITp 
clearly depended on the cut-off point between EARLY 
and LATE. To unequivocally establish a relationship 
between neurophysiologically mediated changes in 
connectivity and behavioural learning, we examined 
the relationship between the temporal pattern of effec- 
tive connectivity changes and learning speed for all 
sessions and subjects. We estimated the differences in 
effective connectivity for seven EARLY and LATE 
partitions, by successively shifting the cut-off. The cut- 
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off time at which the connectivity change peaked was 
used as a temporal index of changes in effective 
connectivity (i.e. plasticity). The significant regression 
of k, a measure of learning speed, 4 on this plasticity 
index indicated that for sessions showing fast learning 
(i.e. high k) the maximum difference in path coeffi- 
cients between PP and ITp was achieved earlier in the 
session (i.e. EARLY comprises less scans relative to 
LATE) (Fig. 16.4). In other words, the temporal 



pattern of changes in effective connectivity strongly 
predicted learning or acquisition. 



Example — attention 
Electrophysiological and neuroimaging s 



responsiveness of the motion-selective cortical area V5 
(O'Craven and Savoy 1995; Treue and Maunsell 
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1996) and the posterior parietal cortex (PP) (Assad 
and Maunsell 1995). Increased or decreased a< 
in a cortical area is often attributed t 
modulation of the cortical projections to that area. 
This leads to the notion that attention is associated 
with changes in connectivity. 

Here we present fMRI data from an individual 
subject, scanned under identical visual motion stim- 
ulus conditions, while changing only the attentional 
component of the tasks employed. First, we identify 
regions that show differential activations in relation to 
attentional set. In the second stage, changes in effective 
connectivity to these areas are assessed using structural 
equation modelling. Finally, we show how these atten- 
tion-dependent changes in effective connectivity can be 
explained by the modulatory influence of parietal areas 
using a non-linear extension of structural equation 
modelling. The specific hypothesis we addressed was 
that parietal cortex could modulate the inputs from VI 
to VS. 

The experiment was performed on a 2T MRI system 
equipped with a head volume coil. fMRI images were 
obtained every 3.2 s with echo-planar imaging (32 
slices in each volume). The subject was scanned during 
four different conditions: 'fixation', attention', 'no 
attention' and 'stationary'. Each condition lasted 32 s 
giving 10 volumes per condition. We acquired a total 
of 360 images. During all conditions the subjects 
looked at a fixation point in the middle of a screen. In 
this section we are only interested in the two condi- 
tions with visual motion ('attention' and 'no atten- 
tion'), where 250 small white dots moved radially 
from the fixation point, in random directions, towards 
the border of the screen, at a constant speed of 4.7° per 
second. The difference between 'attention' and 'no 
attention' lay in the explicit command given to the 
subject shortly before the condition: 'just look' indi- 
cated 'no attention' and 'detect changes' the 'attention' 
condition. Both visual motion conditions were inter- 
leaved with 'fixation'. No response was required. 

Regions of interest were defined by categorical com- 
parisons using an output statistical image ('SPMZ'), 
comparing 'attention' and 'no attention', and 'no 
attention' and 'fixation'. As predicted, given a stimulus 
consisting of radially moving dots, we found activation 
of the lateral geniculate nucleus (LGN), primary visual 
cortex (VI), motion sensitive area V5 and the posterior 
parietal complex (PP). For the subsequent analysis of 




Length of EARLY (in learning blocks) that 
maximised the EARLY vs. LATE difference in 
connectivity between PP and ITp 

Fig. 16.4 Changes in effective connecth ity predict learning. 
This graph shows the correlation between the temporal index 

>f change in cfl i onn ill ling The temporal 

index is defined as the time of a maximum increase in effective 
connectivity between PP and ITp. For example, a temporal 
index of three indicates that the maximum increase in effec- 
tive connectivity occurred between the third and fourth 
blocks. The numbers denote the subject from which this 
temporal index of effective connectivity was obtained. Each 
subject was scanned during three independent learning 
sessions, therefore each number appears three times. A nega- 
tive slope means that the maximum increase in effective 
connectivity occurs earlier in fast learning. 



effective connectivity, we defined regions of interest 
(ROI) with a diameter of 8 mm, centred around the 
most significant voxel as revealed by the categorical 
comparison. A single time-series, representative of this 
region, was defined by the first eigenvector of all the 
voxels in the ROI (Biichel and Friston, 1997). 

Our model of the dorsal visual stream included the 
LGN, primary visual cortex (VI), V5 and the posterior 
parietal complex (PP). Although connections between 
regions are generally reciprocal, for simplicity we only 
modelled unidirectional paths. 

To assess effective connectivity in a condition- 
specific fashion, we used time-series that comprised 
observations during the condition in question. Path 
coefficients for both conditions ('attention' and 'no 
attention') were estimated using a maximum likeli- 
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No attention Attention 

© or 

<LGN> ([gn) 

Fig. 16.5 Structural equation model of the dorsal visual 
pathway, comparing attention* and 'no attention'. Connec- 
tivity between right VI and V5 is increased during 'att< 
relative to 'no attention'. This is also shown for the o 
tion between V5 and PP. 



hood function. To test for the impact of changes in 
effective connectivity between 'attention' and 'no 
attention', we defined a free model (allowing different 
path coefficients between VI and V5 for 'attention and 
no attention') and a constrained model (constraining 
the VI -» V5 coefficients to be equal). Figure 16.5 
shows the free model and the estimated path coeffi- 
cients. The connectivity between VI and V5 i 
significantly during attention. Note that there 
significant difference in connectivity between 



The linear path model comparing ' 
'no attention' revealed increased effective connectivity 
in the dorsal visual pathway in relation to attention. 
The question that arises is: Which part of the brain is 
capable of modulating this pathway? Based on lesion 
studies (Lawler and Cowey 1987) and on the system 
for directed attention as described in (Mesulam 1990), 
the posterior parietal cortex is hypothesized to play 
such a modulatory role. 

We extended our model accordingly to allow for 
non-linear interactions, testing the hypothesis that the 
PP acts as a moderator of the connectivity between VI 
and V5. Assuming a non-linear modulation of this 
connection, we constructed a new variable 'V1PP' in 
our analysis. This variable, mediating the interaction, 
is simply the time-series from region VI multiplied 
(element by element) by the time-series of the right 
posterior parietal region. 



(PP) 



I 1 W.i/ 
0.7,©, 



. o 






Fig. 16.6 Structural equation model of the dorsal 
pathway incorporating the interaction of right PP o 
n from right VI to V5. 



The influence of this new variable on V5 corre- 
sponds to the influence of the posterior parietal cortex 
on the connection between VI and V5 (i.e. the influ- 
ence of VI on V5 is greater when activity in PP is high). 
The model is shown in Fig. 16.6. Because our non- 
model could accommodate changes in connec- 
ivity between 'attention' and 'no attention', the entire 
ies was analysed (i.e. attention-specific changes 
are now explicitly modelled by the interaction term). 

As in the linear model, we tested for the significance 
of the interaction effect by comparing a restricted and 
free model. In the restricted model the interaction term 
(i.e. path from V1PP to V5) was set to zero. Omitting 
the interaction term led to a significantly reduced 
model fit (p < 0.01), indicating the predictive value of 

The presence of an interaction effect of the PP on the 
connection between VI and V5 can also be illustrated 
by a simple regression analysis. If PP shows a positive 
modulatory influence on the path between VI and V5, 
the influence of VI on V5 should depend on the 
activity of PP. This can be tested, by splitting the obser- 
vations into two sets, one containing observations in 
which PP activity is high and another one in which PP 
activity is low. It is now possible to perform separate 
regressions of V5 on VI using both sets. If the hypoth- 
esis of positive modulation is true, the slope of the 
regression of V5 on VI should be steeper under high 
values of PP. This approach is comparable to the one 
outlined in the first section, where we used high and 
low values to demonstrate a modulatory effect of 
activity intrinsic to VI on the influence V2 has over 
VI. 
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16.3.3 Variable parameter regression 

As demonstrated in previous sections, the basic linear 
model can be seen as a linear regression. The regres- 
sion coefficient is then interpreted as a measure of the 
connectivity between areas. This interpretation of 
course implies that the influence is mediated by neural 
connections with an effective strength equal to the 
regression coefficient. Using this approach one imme- 
diately makes the assumption that the effective connec- 
tivity does not change over observations, because only 
a single regression coefficient for the whole time-series 
is estimated. This is unsuitable for the assessment of 
effective connectivity in functional imaging, as the goal 
in some experiments is to demonstrate changes in 
effective connectivity, for instance as a function of 
different conditions (e.g. 'attention' and 'no attention') 
or simply time itself. In the framework of regression 
analysis there are three ways to solve this problem. 
First, one could split up the data in different groups 
according to the experimental condition (e.g. 'atten- 
tion' and 'no attention'), and then test for the differ- 
ence of the regression coefficients. However, we may 
not know a priori the time-course of the changes that 
allow us to split the data in this way. A second, more 
general solution, is to expand the explanatory variable 
in terms of a set of basis functions to account for 
changes in connectivity. Here, we will present another 
alternative, variable parameter regression (VPR), 
which allows one to characterize the variation of the 
regression coefficient using the framework of state- 
space models and the Kalman filter (Kalman 1960). 

Mathematical background 
Consider the classical regression model 



where y is the measured data vector, 
explanatory variables and /3 is the 
meter. Usually f3 is estimated as 



advantage that 
sary. This appr as recursive least squares 

(Harvey 1993). This basic model is now extended to 
allow /3 to evolve over time. Variable parameter regres- 
sion assumes T ordered scalar observations (y p ... y T ) 
generated by the model: 



3 = pinv(x)y 






where pinv(x) is normally the Moore-Penrose pseudo- 
inverse, an optimal way of inverting a non-square 
matrix within the context of least-squares fitting. 
However, (3 can also be estimated recursively with the 



y, = 



u t ~N(0, a 2 ) 






(16.6) 



where x t is an ^-dimensional row vector of known 
regressors and /3, is an n-dimensional column vector of 
unknown coefficients that corresponds to estimates of 
effective connectivity. u t is drawn from a Gaussian 
distribution. All observations are expressed as devia- 
tions from the mean. 

A recursive algorithm known as the Kalman filter 
(Kalman 1960) can now be applied to estimate the 
state-variable (/3) at each point in time and also allows 
one to estimate the log-likelihood function of the 
model. A numerical optimization algorithm is then 
employed to maximize the likelihood function with 
respect to P. As the Kalman filter is a recursive proce- 
dure, the estimation of /3 f is based on all observations 
up to time t. Therefore the filtered estimates will be 
more accurate towards the end of the sample. This fact 
is corrected for by the Kalman smoothing algorithm 
which is employed post hoc and runs backwards in 
time, taking account of the information made available 
after time t. Details of the Kalman filter and smoothing 
recursions can be found in standard textbooks of time- 
series analysis and econometrics (e.g. Chow 1983; 
Harvey 1990). 

Example — attention to visual motion 

To illustrate VPR we use the single-subject data set 
from the attention-to-visual-motion study. We concen- 
trate on the effect of attention on the connection 
between the motion sensitive area V5 and the posterior 
parietal cortex (PP) in the right hemisphere. Using 
structural equation modelling, we have demonstrated 
that it is principally this connection, in the dorsal 
visual stream, that is modulated by attention (Buchel 
and Friston 1997). In the current analysis we were 
interested whether variable parameter regression was 
capable of reproducing these findings. We therefore 
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(a) Smoothed estimates 




| Filtered estimates 



II 









Fig. 16.7 (a) and (b) The trajectory of the smoothed and filtered estim i I i / n i! tth th iated standard errors 

for the variable parameter estimation of effective connectivity between V5 and PP. It is evident that /3, (the dynamic regression 
coefficient) is higher during the 'attention' conditions relative to the 'no attention' conditions, (c) Areas that significantly 
covaried with the time-dependent measure of effective connectivity between V5 and PP [i.e. /3,(T)]. SPMZ thresholded at 
p < 0.001 (uncorrected) overlaid on coronal and axial slices of the subject's structural MRI. The maximum under the cross- 
hairs was at 45, 21, 39 mm, Z = 4. (d) The relationship between our technique and an ordinary regression analysis. In this 
analysis the v 
regression coefficient of the model y = xfi + u. 



assessed the effective connectivity {S t by regressing PP 
on V5. An alternate direction search, numerical opti- 
mization gave a chi-squared statistic of 56.4. We there- 
fore had to reject the null-hypothesis of no variation at 
the 5 per cent level. P was estimated to be 0.074 and a 2 
was 0.23. The ordinary regression coefficient /3 for the 
model y = x/3 + u. was estimated at 0.73. Figure 16.7 
(a and b) show the trajectories of the smoothed and 
filtered estimates ji t (T) together with the associated 
standard errors. It is clearly evident that j8 r is higher 
during the 'attention' conditions relative to the 'no 
attention' conditions. Figure 16.7(d) relates our tech- 
nique to an ordinary regression. In this analysis we 
constrained the variance term P to zero and re-esti- 
mated P t . The trajectory of j§, now converges to )3, the 
ordinary regression coefficient of the model y - 
xfi + u. As expected the smoothed 
simply a constant (i.e. /3 = 0.73). 



We interpret /3 ( as an index of effective connectivity 
between area V5 and the posterior parietal cortex. In 
our example, the connection between V5 and PP 
resembles the site of attention modulation. This leads 
to an interesting extension, where one might hypothe- 
size that a third region is responsible for the observed 
variation in effective connectivity indicated by the 
trajectory of /3,(T). In other words after specifying the 
site and nature of attentional modulation we now 
want to know the location of the source. We addressed 
this by using /3 ( (T) as an explanatory variable in an 
ordinary regression analysis to identify voxels that 
covaried with this measure of effective connectivity. 
Figure 16.7(c) shows the result of this analysis. Among 
areas with statistically significant (p < 0.001, uncor- 
rected) positive covariation was the dorsolateral 
prefrontal cortex and the anterior cingulate cortex. 
This result confirms the putative modulatory role of 



the dorsolateral prefrontal corte 

motion, as suggested by previous analyses (Biichel and 
Friston 1997). 

16.3.4 Effective connectivity versus 
categorical comparisons 

One obvious advantage of the assessment of effective 
connectivity is that it allows one to test hypotheses 
about the integration of cortical areas. For example, in 
the presence of modulation, the categorical compari- 
son between 'attention' and 'no attention' might reveal 
prestriate, parietal and frontal activations. However, 
the only statement possible is that these areas show 
higher cortical activity during the 'attention' condition 
as opposed to the 'no attention' condition. The analy- 
sis of effective connectivity revealed two additional 
results. First, attention affects the pathway from VI 
to V5 and from V5 to PP. Second, the introduction of 
non-linear interaction terms allowed us to test a hypo- 
thesis about how these modulations are mediated. The 
latter analysis suggested that the posterior parietal 
cortex exerts a modulatory influence on area V5. 

The measurements used in all examples in this 
chapter were hemodynamic in nature. This limits an 
interpretation at the level of neuronal interactions. 
However, the analogy between the form of the non- 
linear interactions described above and voltage- 
dependent (i.e. modulatory) connections is a strong 
one. It is possible that the modulatory impact of V2 on 
VI (and of PP on V5) is mediated by predominantly 
voltage-dependent connections. The presence of hori- 
zontal voltage-dependent connections within VI has 
been established in cat striate cortex (Hirsch and 
Gilbert 1991). We know of no direct electrophysio- 
logical evidence to suggest that extrinsic backward V2 
to VI connections are voltage-dependent; however, 
our results are consistent with this. An alternative 
explanation for modulatory effects, which does not 
necessarily involve voltage-dependent connections, can 
be found in the work of (Aertsen and Preissl 1991). 
These authors show that effective connectivity varies 
strongly with, or is modulated by, background neu- 
ronal activity. The mechanism relates to the efficacy of 
subthreshold EPSPs in establishing dynamic interac- 
tions. This efficacy is a function of post-synaptic depo- 
larization, which in turn depends on the tonic 
background of activity. 
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16.4 Conclusions 

This chapter has reviewed the basic concepts of effec- 
tive connectivity in neuroimaging. We h; 
duced several methods to assess effective connectivity 
i.e. multiple linear regression, covariance structural 
equation modelling and variable parameter regression. 
The first example demonstrated that non-li: 
actions can be characterized using simple 
of linear models. In the second example 
equation modelling was introduced as a device that 
allows one to combine observed changes in cortica 
activity and anatomical models. The first exampk 
of this technique revealed changes in effective con 
nectivity between the dorsal and the ventral strean 
over time in a paired-associates learning paradigm 
The temporal pattern of these changes was highly 
correlated with individual learning performance and 
therefore changes in effective connectivity predicted 
learning speed. The second example of structural equa- 
tion modelling focused on backwards modulatory 
influences of high order areas on connections among 
lower order areas. Both examples concentrated on 
changes in effective connectivity, and allowed us to 
characterize the interacting areas of the network at a 
functional level. Variable parameter regression was 
then introduced as a flexible regression technique, 
allowing the regression coefficient to smoothly vary 
over time. Again, we confirmed the backward modula- 
tory effect of higher cortical areas on those areas situ- 
ated lower in the cortical hierarchy. Although less than 
a mature field, the approach to neuroimaging data, 
and regional interactions, discussed above is an 
exciting endeavour that is starting to attract more and 
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17.1 Introduction 

Structural and functional imaging methods already 
have had an enormous impact on the way we assess 
human cognition in vivo. Detailed anatomical images, 
acquired through computerised tomography (CT) and 
magnetic resonance imaging (MRI), can now be 
combined with functional information from positron 
emission tomography (PET), functional magnetic reso- 
nance imaging (fMRI), quantitative electroen- 
cephalography (EEG), and magnetoencephalography 
(MEG) to produce a cohesive picture of normal and 
abnormal brain function. In less than a decade, the 
combination of high resolution structural MRI and 
fMRI in particular has become perhaps the single most 
powerful general pair of tools available to neuropsy- 
chologists, cognitive neuroscientists, and many others 
in the wider neuroscientific community with an 
interest in understanding the relationship between 
brain and behaviour. 

This period has seen a rapid shift of emphasis in 
functional imaging away from PET 'activation studies' 
using H 2 15 methodology to fMRI. Not only is MRI 
more widely available than PET, but with no associ- 
ated radiation burden, the new technology has quickly 
become an attractive alternative for large-scale cogni- 
tive studies in healthy volunteers. In addition, with the 
increased power afforded by fMRI, particularly at high 
field strengths, studies of brain activity in individual 
volunteers have become routine. Not only has this 
development largely negated the need for group 'aver- 
aging' within studies, but this also allows serial studies 
of responses in individual volunteers. One conse- 
quence is that many longer-term dynamic cognitive 



processes, such as learning can be examined effectively 
(e.g. Kami et al. 1998). Undoubtedly however, it was 
the combined scientific promise of improved temporal 
and spatial resolution that most clearly established 
fMRI as a major tool for the study of human cognition. 

In this chapter, there will be no attempt to provide 
an exhaustive review of fMRI studies of cognitive 
function or of the achievements of this field as a whole; 
while several reviews of this type have been attempted, 
they invariably occupy entire volumes and, in this 
rapidly evolving field, are long out-of-date even before 
they emerge from the publishing mill. Instead, we will 
focus paradigmatically on (i) areas where fMRI has 
augmented existing knowledge obtained using other 
techniques via the combination of its particular tech- 
nical properties and their innovative application to the 
solution of diverse and novel problems in the field of 
human cognition and (ii) areas where fMRI has super- 
seded alternative methodological approaches by 
providing more accurate, faster, safer or more cost 
effective information than was previously available. 

As preceding chapters in this book have illustrated, 
MRI methods have matured rapidly and are contin- 
uing to evolve to allow better solutions to a broader 
variety of scientific questions. From within the cogni- 
tive neuroscience community, the impetus for much of 
this development has been the scientific questions 
themselves, with a clear emphasis on localization of 
function at the maximum possible spatial resolution. 
Broadly speaking, questions about functional localiza- 
tion of cognitive functions can be addressed using 
either subtractive methodology (PET or fMRI), corre- 
lational block designs (PET or fMRI) or event-related 
methods (fMRI only), and all of these procedures are 
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described in detail elsewhere in this volume (see e.g. 
Chapter 9). In general terms, the increased effective 
power of high-field fMRI over PET activation studies 
means that such questions can be asked within an indi- 
vidual subject, allowing single-subject studies, group 
designs, or a mixture of the two to be implemented. 
Moreover, the superior temporal resolution of event- 
related fMRI designs over more traditional subtractive 
methods means that signal changes can be correlated 
with cognitive task performance on a trial-by-trial 
basis; in this way, differential time courses of activa- 
tion within specific anatomical regions of interest may 
be examined and compared. Finally, fMRI can also be 
used to answer questions about functional connectivity 
(see Chapter 16); how activation in different cortical 
and sub-cortical regions covaries and how those rela- 
tionships change with varying cognitive demands. In 
the sections that follow, we address each of these areas 
in turn, and evaluate their current relevance to, and 
future impact on, our understanding of normal cogni- 



1 7.2 Functional dissociation: 
an historical perspective 

For many years, psychologists have sought to disso- 
ciate cognitive processes into multiple functional units 
or 'systems'. As an example, let us consider the field of 
human memory. Long-term versus short-term memory 
(or more recently, working memory), declarative 
(conscious or explicit) versus procedural (implicit) 
memory and semantic (knowledge) versus episodic 
(experiences) memory are popular dichotomies within 
the taxonomy of memory. Even within these group- 
ings, further distinctions are often drawn; for example, 
between spatial working memory and non-spatial (e.g. 
verbal), working memory. Historically, a number of 
different methods have been employed in an attempt to 
map these putative functional models onto specific 
neural systems or anatomical regions, with varying 
degrees of success. For example, many contemporary 
cognitive models, including several of those relating to 
human memory, were derived from the study of the 
pattern of intellectual deficits that follows circum- 
scribed cortical or sub-cortical excisions in patients. 
Unfortunately, however, in such patient studies it is 



often not possible to relate any particular cortical 
region to a given cognitive process with any degree of 
anatomical precision since the excisions are rarely 
confined to one, or even a few, cytoarchitt 
In addition, structural and functional reor 
the cortex between the time of surgery and the subse- 
quent neuropsychological test session may complicate 
matters still further. Electrophysiological studies in 
humans (EEG, ERP), have provided an alternative 
approach for investigating issues of functional local- 
ization and, when carried out in healthy individuals, 
can provide important information about 'normal' 
cognition with a high level of temporal resolution. 
Unfortunately, electrophysiological techniques suffer 
from poor spatial resolution, except in those excep- 
tional circumstances where they can be used intraop- 
eratively in patients. 

The advent of high-resolution functional neuro- 
imaging provided a possible solution to many of these 
problems, with PET activation studies rapidly becom- 
ing the early 'gold standard' for examining whether 
components of contemporary cognitive models are 
functionally localisable within the human brain. PET 
activation studies, by their very nature, required 
'block' designs, usually of between 60 and 90 s dura- 
tion, and throughout this period participants would 
perform a cognitive or sensory-motor task of interest. 
Comparisons between 'experimental scans' (involving 
the cognitive task of interest), and 'control scans' 
(usually involving a more basic visual/motor control 
task), yielded an indirect measure (regional cerebral 
blood flow), of the neural activity associated with the 
cognitive process under investigation. Critically, 
however, the PET activation method does not allow 
for the decomposition of this lengthy acquisition time 
into more psychologically meaningful temporal units. 
Thus, the derived estimates of local cortical blood flow 
represent the total accumulative effect of all of those 
cognitive, motor and perceptual processes taking place 
within the broad acquisition period. Therefore, since 
most cognitive processes occur over periods of 
milliseconds, rather than minutes, the temporal resolu- 
tion of the technique has always been very poor. In 
spite of this clear limitation, many PET activation 
studies employed block designs to great effect and, as 
a consequence, this approach provided a natural 
starting point for many early fMRI studies. 
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17.3 fMRI and functional 
localization 

Like PET activation studies, block design (or state- 
related; Friston et al. 1998) fMRI generally involves 
relatively lengthy 'epochs' of different conditions. 
Unlike PET activation studies, these conditions are 
often alternated with each other during the scanning 
session. For example, in one of the first experiments of 
this type (Kwong et al. 1992), 60 s 'blocks' of 8-Hz 
photic stimulation were alternated with 60 s 'blocks' 
of 'rest', in which no visual stimulation occurred. 
Comparison of the two conditions confirmed that the 
visual cortex was more active during visual stimulation 
than during rest. The basic theoretical assumption 
behind the design and analysis of this, and almost all 
subsequent fMRI experiments (both blocked and 
event-related) has been that of cognitive subtraction. 
If two conditions, A and B, are identical except that 
A requires a particular cognitive function /'while B 
does not, then one can theoretically identify those 
cortical regions that are involved in f by subtracting 
the MR response during B from that during A. In 
general, the conditions, A and B, can differ in one of 
two ways. On the one hand, the stimuli presented 
during the two conditions may be identical, but the 
participants may be required to perform different tasks 
during each. On the other hand, the participants may 
be presented with different kinds of stimuli in each 
condition, but the task that they are required to 
perform may be identical. As one might expect, the 
latter method has been most widely used for studying 
the neural basis of perception, while most studies of 
non-perceptual processes have used the former 
approach. 

In either case, however, the difficulty with cognitive 
subtraction is that the conditions employed frequently 
differ in several ways, some of which may not be inter- 
esting or obvious to the experimenter, but nevertheless 
elicit specific signal changes in the brain. This potential 
confound can be minimized in two ways; (i) one can 
systematically reduce the number of potential explana- 
tions for an observed effect by making the two condi- 
tions as similar as possible in all respects except for 
the dimension of interest. The problem with this 
approach, when used alone and/or early in an explora- 
tory series of experiments is that two very similar 



conditions may elici 
(ii) in addition, however, converging evidence from 
comparisons between multiple conditions can be used 
to demonstrate that activation will be observed in a 
given target region whenever two conditions differ in 
one critical dimension, regardless of other non-specific 
differences between those two tasks. Unlike PET, 
fMRI is particularly well suited for this method of 
multiple comparisons, since experimental runs are not 
limited to only a few comparisons per session. Indeed, 
some fMRI experiments have used as many as eight 
different psychological conditions within a single 
session (e.g. Epstein and Kanwisher, 1998). 

Using fMRI, it has become easier to use a system- 
atic, hypothesis-driven approach to task design, 
employing the subtraction technique in a coarse-to-fine 
progression of comparisons between related condi- 
tions. Such studies usually begin by comparing two 
conditions that differ quite clearly along some dimen- 
sion of interest, before focussing more precisely on 
what it is about the coarse comparison that drives the 
observed difference in MR activation. Face perception 
provides a paradigmatic example. Neuropsychological 
evidence from brain-damaged patients has long since 
suggested a role for the right occipital-temporal-lobe 
region in face recognition: patients suffering from 
prosopagnosia (the inability to recognize faces), 
frequently have damage to this region of cortex. 
Activation in what has often been referred to as 'the 
human face area' was also observed in many early PET 
studies that required participants to view face stimuli 
(e.g. Haxby et al. 1994), and, more recently, in a 
number of studies using fMRI. For example, Puce et al. 
(1995), reported that fMRI signal changes within a 
region of the right mid-fusiform gyrus were greater 
during blocked events in which subjects were required 
to view photographs of faces than during blocks in 
which they viewed equiluminant scrambled faces. In a 
follow-up study, Puce et al. (1996), compared signal 
changes between two different classes of meaning- 
ful visual stimuli, faces and letter-strings. The MR 
response during the face blocks was greater in some 
cortical regions (mid-fusiform gyrus, right occipi- 
totemporal region, and middle temporal gyrus), while 
the MR response during letter-string blocks was 
greater in others (left occipital temporal sulcus and 
superior occipital sulcus). Although neither of these 
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studies actually proves that the right fusiform gyrus is 
involved in face processing per se (for example, similar 
signal changes might well have been observed with any 
class of three-dimensional object), they did confirm 
that this region, among others, is more involved in the 
process! us; of meaningful objects than in the processing 
of nonsense visual patterns or letter-strings. 

Kanwisher et al. (1997), extended these preliminary 
findings by identifying a cluster of voxels in the right 
middle fusiform gyrus that was consistently more 
active in 80 per cent of participants when they were 
viewing photographs of faces than when they were 
viewing photographs of common objects. Crucially, 
both sets of stimuli used were similar along many 
dimensions that are probably important for low- and 
mid-level vision, including that they both depicted 
interpretable, meaningful three-dimensional entities. 
The face > object comparison was then used to func- 
tionally define a putative 'fusiform face area' (FFA) in 
each of the participants and activity in this region was 
examined during additional tasks that involved 
different kinds of stimuli. For example, the hypothesis 
that the FFA might be involved in distinguishing 
between exemplars of a homogeneous object set was 
examined by comparing responses to faces with 
responses to houses. Despite the fact that both faces 
and houses are single basic-level object categories, the 
FFA response to faces was much greater. Similarly, the 
FFA response to pictures of faces was found to be 
significantly greater than response to pictures of hands, 
confirming that the FFA does not simply respond 
equally to any part of the body (see also Kanwisher et 
al. 1999). Thus, using only a systematic series of block 
design studies, Kanwisher et al. (1997; 1999), were 
able to conclude that the FFA was selectively involved 
in 'face perception', a result which clearly confirms a 
hypothesis that was originally, but inconclusively, 
derived from neuropsychological data in patients. 

It is important to note that Kanwisher's results do 
not specify the precise role that the FFA plays in face 
perception. In general, a selective response to a specific 
stimulus category can result from at least two different 
kinds of cognitive process ( Gauthier 2000) . On the one 
hand, the brain region in question might be involved in 
processing a specific kind of perceptual information 
that is characteristic of that stimulus category. For 
example, one might argue that the FFA is specifically 



involved in representing convex, rounded objects with 
protrusions in the right places (i.e. objects that look 
like faces), or some other low-level visual feature of 
faces (Ishai et al. 1999). On the other hand, this region 
might be involved in a specific kind of computation 
that is preferentially performed on that stimulus cate- 
gory. For example, Gauthier and colleagues have 
argued that the function of the FFA is not face percep- 
tion per se, but subordinate level classification of 
objects for which the observer has expertise (Tarr and 
Gauthier 2000). According to that view, the large 
response in the FFA to faces simply reflects the fact that 
faces are almost always classified at the subordinate 
level rather than at the basic level (i.e. 'John's face' vs. 
'a face'), and the fact that we are all face experts. 

In short, one can either characterize the response of 
a given region in terms of the information processed by 
that region, or in terms of the cognitive operation 
performed on that information. A good deal of fMRI 
research involves attempts to reconcile these two 
competing kinds of hypotheses. As an example, many 
researchers have made claims about the relative func- 
tional contributions of the dorsolateral and ventrolat- 
eral regions of the frontal lobes to aspects of mnemonic 
processing (for review, see Owen 2000). These claims 
generally come in two flavours: either distinctions are 
drawn between the different kinds of information (e.g. 
spatial vs. non-spatial) processed by these particular 
regions (e.g. Goldman-Rakic 1994), or between the 
different kinds of specific (often polymodal) computa- 
tions (e.g. retrieval vs. monitoring) performed by these 
regions (e.g. Petrides 1994; Owen 2000). 

In a manner similar to that adopted by Kanwisher 
et al. (1997, 1999), above, the functional contribu- 
tions of a number of other key cortical sites are being 
unravelled through a combination of existing neuro- 
psychological data and more recent studies using 
fMRI. In this respect, it is those instances where the 
existing neuropsychology would not have predicted 
the fMRI results that perhaps yield the most interesting 
information. For example, for a number of years 
parahippocampal cortex has been implicated in topo- 
graphical processing. This conclusion was based, orig- 
inally, on the behaviour of a small number of patients 
who acquired difficulties with spatial navigation fol- 
lowing damage to this region (Habib and Sirigu 1987; 
Aguirre and D'Esposito 1999; Barrash et al. 2000). 
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navigation tasks (e.g. Aguirre et al. 1996). What is the function of this region, and \vh> does it respond so strongly to scenes? 
Several possible hypotheses present themselves. The PPA may respond more to the scenes because the scenes extend to the 
boundary of the stimulus, in contrast to the face and the object which both ha\ e bounding contours. .Alternatively, the PPA may 
respond more to the scenes because the scenes contain a number of individual objects, while the other two stimuli depict only 
a single object. The middle pane' illustrates stimuli used in a second experiment designed to address these hypotheses. The 
bottom panel illustrates the results of this ( xperiment (i.e. mean time course within the PPA). The first hypothesis can now be 
eliminated, because the PPA responds strongly to landmarks, which like the object and the face has a bounding contour. The 
second hypothesis can also be eliminated because the PPA responds almost as strongly to empty rooms as it does to the same 
rooms filled with furniture and objects, and much more strongly to empty rooms than to arrays of furniture without spatial 
context. Thus, the PPA appears to respond strongly to any stimulus that gives information about the spatial si 
surrounding space. (Adapted from Epstein and Kanwisher 1998). 



Three early neuroimaging studies (Aguirre et al. 1996; 
Maguire et al. 1996; Ghaem et al. 1997) confirmed 
this general result, demonstrating that this region 
responds more when participants perform a navigation 
task than when they perform a less navigationally- 
demanding control task. However, on the basis of 



these experiments alone, it was entirely unclear what 
specific role the parahippocampal region might play in 
such broadly-defined tasks. In a manner analogous to 
the systematic investigation of the FFA above, Epstein 
and Kanwisher (1998), extended these early findings to 
how this region might respond to different 
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classes of visual stimuli, including faces, objects, build- 
ings, and scenes (Fig. 17.1). Somewhat surprisingly, 
scenes appeared to activate parahippocampal cortex 
more than other stimulus classes in almost all sub- 
jects tested. Accordingly, in individual participants, the 
comparison scenes > (faces and other objects) provided 
a functional definition of the 'parahippocampal place 
area' (PPA) which was then used to define a region of 
interest for a further series of investigations (Epstein 
and Kanwisher 1998; Epstein et al. 1999). Using 
this approach, it was possible to establish that the 
PPA responded strongly to scenes even when they 
depicted empty rooms without any discrete objects (i.e. 
just bare walls) or abstract 'cityscapes' constructed 
from Lego blocks that were clearly not real places in 
the world. These findings led the authors to the conclu- 
sion that parahippocampal cortex is specifically 
involved in processing the geometric structure of 
spaces that one can imagine navigating through, or 
acting within. A patient study designed to test this new 
hypothesis established that parahippocampally- 
damaged patients were indeed specifically impaired at 
processing such geometric information (Epstein et al. 
in press). 

The approach described above demonstrates how 
converging evidence from relatively simple block 
design studies can be used to draw rather specific and 
often unexpected conclusions about the cognitive 
processes subserved by different regions of the brain. 
Moreover, they demonstrate that, like all experimental 
paradigms, the conclusions that can be drawn from 
any neuroimaging study are only as good as the 
hypotheses that have been tested and rejected. For 
example, while some of the studies described above 
implicate the FFA in face perception, they do not 
clearly resolve whether this region is involved only in 
perception, or whether it is equally involved in recog- 
nition and/or memory encoding of face stimuli. 
(However, insofar as stimuli that recruit more percep- 
tual resources are also more likely to be recognized and 
remembered, it is unclear whether neuroimaging will 
ever be able to distinguish conclusively between these 
possibilities.) Similarly, while this region does indeed 
appear to be specifically involved in face perception, it 
remains a possibility that faces simply represent a 
particular category of stimuli that we are extremely 
well practiced at perceiving and, in this sense, may not 
be represented neurally in any specific way at all (Tarr 



and Gauthier 2000). Distinguishing between such 
possibilities will provide a significant challenge for 
future studies. 



1 7.4 On the issue of 'greater 
activation' 

In all of the experiments described above, which used 
block design, subtraction techniques, the conclusions 
were based on a simple principle: that is, that an 
increased MR response in a particular region corre- 
sponds to greater 'involvement' of that region in the 
task or process being investigated. In general terms, 
this assumption appears to be a valid one. For 
example, the fact that a greater MR signal is observed 
in area VI of the occipital cortex when participants are 
visually stimulated than when they are not undoubt- 
edly reflects the involvement of VI in processing visual 
information. Unfortunately however, in most situa- 
tions the relationship between the task in question and 
the observed MR signal is not so clear-cut. One 
problem is that the BOLD response may not be entirely 
linear and may saturate at relatively low stimulus 
presentation rates, for example (Robson et al. 1998; 
see Glover 1999). In addition, it is now well known 
that the MR signal can be strongly modulated by 'top- 
down' effects such as attention. Kastner et al. (1999), 
demonstrated that when subjects directed their atten- 
tion to a quadrant of the visual field in anticipation of 
a visual stimulus, the MR signal change in the corre- 
sponding region of visual cortex was almost as high as 
when the stimulus actually appeared (see also, Kastner 
et al. 1998; Wojciulik et al. 1998; O'Craven et al. 
1999). The size of these attentional effects clearly 
suggests that different conditions, within one experi- 
ment, should be designed to have equivalent atten- 
tional valence. One approach to avoiding such 
difficulties is to ensure that the putatively 'less-acti- 
vating' condition requires at least as much attention as 
the 'more-activating' condition. For example, in the 
control condition of a perceptual experiment, subjects 
can be asked to perform a perceptually demanding 
'one-back' repetition detection task that requires them 
to direct attention to ail stimuli, including those that 
may be of less inherent interest. 

A second problem with the general assumption that 
increased signal change equates to greater 'functional 
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involvement' is that the overall MR signal reflects only 
the mass activity of a given region. It may not, there- 
fore, reveal real differences in the neural firing pattern 
within an anatomical region, which do not translate 
into differences in the overall level of activity. For 
example, the fact that the FFA responds more during 
face perception than during object perception strongly 
suggests that it is more involved in the processing of 
faces than in the processing of objects. Can it distin- 
guish between different faces, however? Can it distin- 
guish between different views of the same face? Whilst 
such processes are unlikely to affect overall activity of 
the region (the FFA is unlikely to respond more to 
Mary's face than John's face), they may well produce 
different neural firing patterns within this region. 



17.5 Studies of adaptation, 
habituation and priming 

Although fMRI cannot hope to measure firing patterns 
within individual neural ensembles, under certain 
circumstances it may be possible to observe such 
differences indirectly. Monkey neurophysiology 
studies have observed reduction of single-unit neural 
response with repeated presentation of the same stim- 
ulus (Miller et al. 1991; Li et al. 1993; Desimone 
1996). This neural-level effect might be the basis of a 
similar adaptation effect found in several fMRI exper- 
iments, where a reduction in the overall MR signal was 
observed for repeated stimuli (Stern et al. 1996; 
Buckner et al. 1998; Schacter and Buckner, 1998; 
Henson et al. 2000). By recording the MR response to 
a new stimulus, it is possible to determine whether a 
given neural region, such as the FFA, considers this 
stimulus to be different to, or the same as, a previously 
stimulus to which it has already adapted (Grill-Spector 
et al. 1999; Kourtzi and Kanwisher 2000). Thus, if the 
region does not distinguish between the two stimuli, 
then the response to the second stimulus should be no 
greater than the response to the previously adapted 
stimulus. However, if the two stimuli differ along a 
dimension that is of importance to this region, then the 
MR response to the second should be greater than that 
to the first, because it contains novel information to 
which the region has not yet become adapted. 

In one of the first studies to use this technique, Grill- 
Spector et al. (1999) examined signal changes in the 



lateral occipital complex, a region which had previ- 
ously been implicated in object shape processing by 
virtue of its greater response to objects than to texture 
patterns (see also Malach et al. 1995). Adaptation in 
the lateral occipital complex was greater for repeated 
faces and for objects shown in different retinal loca- 
tions or at different sizes, than for faces or objects 
shown from different viewpoints or under different 
illuminations. Indeed, there was very little adaptation 
at all in the latter conditions, suggesting that object 
representations in this region include viewpoint and 
illumination information, but are invariant with 
regard to retinal location and size. 



17.6 Parametric studies 

Correlational/parametric designs can also be used to 
answer questions about the relationship between MR 
signal response and the functional involvement of a 
given region, with a view to localising cognitive func- 
tions within the brain. More specifically, parametric 
studies are useful for determining whether neural 
responses to stimulation are linear, non-linear, 
whether they vary in different regions of the brain and 
whether they have any specific relevance to a particular 
cognitive function (Biichel et al. 1998). Correlational 
studies are based on the assumption that the magni- 
tude of the haemodynamic response changes as a func- 
tion of cognitive 'load': the more cognitive processing 
engaged by a task, the greater the haemodynamic 
response. Parametric designs can be used to examine 
the relationship between a stimulus parameter (such as 
word presentation rate) or a behavioural response 
(such as reaction time) and regional cerebral brain 
activity, as indexed by the BOLD response. This 
approach is elegant because it avoids many of the 
complexities of interpretation that are inherent in 
subtractive designs, including uncertainty about the 
assumption of additivity of cognitive processes (see 
Sidtis et al. 1999). In addition, concerns about the 
validity of 'rest conditions' or the physiological state of 
an individual during so-called 'baseline conditions' are 
neatly circumvented (see Binder et al. 1999). Like 
subtractive designs, correlational/parametric designs 
were first implemented in PET activation studies, but 
such designs generally require more data than a stan- 
dard PET study can easily provide (unless sample sizes 
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are very large). With fMRI many rr 
on the same subject can be obtained and statistical 
power increases dramatically, making it the method of 
choice in many cases. 

As an example, several studies have used fMRI to 
examine the effect of word presentation rate on activa- 
tion in auditory cortices in the human brain (Binder et 
al. 1994; Dhankhar et al. 1997; Rees et al. 1997; 
Biichel et al. 1998). The purpose of these studies 
was twofold: (i) to determine whether a parametric 
increase in auditory activation would be observed in 
response to increasing word presentation rate, and 
(ii) to determine whether anatomically differentiable 
auditory areas demonstrate different haemodynamic 
coupling to word rate (Dhankhar, et al. 1997; Biichel 
etal.1998). These studies generally demonstrate a pos- 
itive relationship between presentation rate and activa- 
tion in auditory areas, for word presentation rates 
between and 50-90 wpm (Dhankar et al. 1997; 
Biichel et al. 1998), although signal saturation and 
even deactivation can occur at high stimulus rates (over 
60-90 wpm). These results confirm that, for auditory 
areas at least, the underlying assumption of many 
parametric designs — that increasing regional neuronal 
activity is reflected in increasing haemodynamic res- 
ponse—is as valid for MRI as it is for PET (e.g. Price et 
al. 1992, Frith and Friston, 1996). Furthermore, 
although no evidence for difi i ntiation in the nature 
of the coupling between processing load and haemody- 
namic response was obtained for auditory areas 
(Dhankhar, et al. 1997), Biichel et al. (1998) demon- 
strated that, whereas activation in auditory cortex 
increases monotonically (and generally linearly at low 
presentation rates) with presentation rate, frontal cor- 
tex shows a categorical response to the presence of 
words, irrespective of rate. This finding proves the 
principle that different areas can be distinguished func- 
tionally on the basis of the nature of the coupling 
between signal change and a parametric variable. 

In several instances, correlational designs have been 
successfully employed in fMRI studies of 'higher- 
order' or 'executive' functions, to explore how activity 
within the frontal-lobes varies with parametrically 
increased task demands. This issue remains an impor- 
tant one, since it is often unclear whether the 
prefrontal changes observed during complex executive 
tasks (such as those involving working memory and 
planning) reflect the operation of general processes 



associated with task difficulty and mental effort, or 
processes specific to components of the executive tasks 
themselves, such as working memory. Unlike some of 
the more basic sensory-motor tasks described above, 
examination of these higher-level executive functions 
may be particularly difficult using the traditional 
subtractive approach. For example, many studies of 
working memory involve increasing the demand on 
processing resources in the experimental condition 
relative to the control condition (say, by increasing the 
number of items to be remembered). However, such a 
manipulation may cause volunteers to adopt novel 
strategies to solve the task, which while affecting 
frontal-lobe activity, may not be related to (or reflect) 
the increase in processing load per se. Again, para- 
metric designs (particularly those using fMRI, since 
many thousands of data points can be obtained at each 
cognitive 'level'), neatly circumvent this problem, 
since an activity change related to a fundamental shift 
in task strategy will not generally manifest itself as 
a parametric change across multiple conditions or 
'levels'. Braver et al. (1997) used this approach to 
explore frontal-lobe activity during performance of a 
sequential letter memory task in which working 
memory load was varied in a graded fashion. 
Volunteers observed a series of alphanumeric charac- 
ters on a visual display and, in a number of different 
experimental conditions, were required to detect when 
a prespecified letter was observed (termed the '0-back' 
condition), when a letter was identical to the one 
presented in the previous trial (termed the '1-back' 
condition), or when a letter was identical to the one 
presented two or three trials earlier (termed the '2- 
back' and '3-back' conditions, respectively). Thus, 
working memory load was increased incrementally 
from the 0-back to the 3-back condition. Signal inten- 
sities in two prefrontal regions previously associated 
with working memory (the middle and inferior frontal 
gyri), showed a pattern of monotonic increase across 
the four load conditions and, on this basis, an average 
signal change per item of load was computed for these 
two regions. Thus, as the authors point out, although 
effects of this magnitude may be too small to detect 
reliably through individual comparisons (using a 
subtractive met! odolog hi miplf , the parametric 
design allowed them to demonstrate that the fMRI 
signal can track graded changes in cognitive load even 
in high-level executive tasks. 
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In summary, parametric designs may be thought of 
as providing something akin to a 'dose-response curve' 
for cognitive tasks in addition to allowing investigators 
to detect slight, but consistent, changes in the activity 
of specific cerebral regions in response to subtle task 
manipulations (Braver et al. 1997). In future, correla- 
tional designs will also be used to explore whether the 
coupling between processing load and haemodynamic 
response is dependent upon those task demands. For 
example, using PET, Frith and Friston (1996) observed 
a significant effect of attentional state on the correla- 
tion between rate of presentation of tones and blood 
flow in the thalamus, whereas attentional state did 
not effect this coupling in auditory cortex. In prin- 
ciple, such questions should be more easily addressed 
using fMRI since more data can be acquired on indi- 
vidual volunteers. More recently, several studies have 
used the principles of path analysis and structural 
equation modelling to explore similar questions of 
functional connectivity in greater detail using fMRI 
(see Chapter 16). 



17.7 Event-related fMRI designs 
and their use in cognitive studies 

While neuropsychological investigations of behav- 
ioural deficits in patients laid the foundations for much 
of what we now know about the functional neuro- 
anatomy of human cognition, several key questions 
were largely impervious to these traditional tech- 
niques. One often quoted example is that of memory 
encoding; assessing the efficiency of memory encoding 
processes in patients is invariably confounded by the 
requirement to retrieve the previously encoded mat- 
erial during testing. Functional neuroimaging, on the 
other hand, does not suffer the same restrictions since 
data can be acquired separately during the encoding 
and retrieval operations. Many early PET studies and 
block design fMRI studies capitalised on this aspect of 
the technique and it was during this early period of 
functional neuroimaging that many significant 
advances were made in our understanding of human 
memory processes. Although block designs are a 
powerful and efficient method for investigating cogni- 
tive function, many important questions are trial (not 
block) specific. For example, within a given block of 
memory trials, a participant might perform correctly 



on some trials, but fail on others and a systematic 
comparison between the two types of trial is of 
obvious scientific interest. Accordingly, in recent years, 
sophisticated event-related procedures have been 
implemented within fMRI studies, stretching the 
temporal resolution of the technique close to, and 
sometimes well below, the haemodynamic response. 

For example, two recent studies have used event- 
related designs to decompose memory encoding 
processes into even more fundamental components 
(Brewer et al. 1998; Wagner et al. 1998). Brewer and 
colleagues (1998) scanned subjects while making 
simple decisions about whether each of a series of 
novel pictures depicted an indoor scene or an outdoor 
scene. Thirty minutes after scanning the subjects were 
given an unexpected memory test for the pictures 
viewed in the scanner and their memory for each 
picture was judged as 'remembered', 'familiar, but not 
well remembered' or 'forgotten'. By comparing activity 
during the encoding of words that were subsequently 
remembered with that during the encoding of words 
that were subsequently forgotten, these researchers 
were able to demonstrate that the extent to which a 
stimulus was remembered well, correlated with activ- 
ity in specific regions of the cortex. Similarly, Wagner 
et al. (1998) used the benefits of event-related fMRI to 
examine memory encoding while subject performed an 
incidental task. Volunteers were asked to judge 
whether each of a series of visually presented words 
was concrete (e.g. 'ticket'), or abstract (e.g. 'courage'). 
Twenty minutes after the scanning session, memory 
for the words was tested and, as in the study by Brewer 
et al. (1998), each word was classed as 'remembered 
(high confidence)', 'remembered (low confidence)', or 
'forgotten'. Again, by comparing brain activity during 
the presentation of words that were remembered 
well with that during the presentation of words that 
were forgotten, the authors were able to define which 
cortical areas were associated with greater activation 
during 'successfully' remembered items. In short, these 
fMRI studies demonstrated, for the first time, that the 
degree of activation in specific cortical regions relates 
to how well a given stimulus will be encoded. 
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17.8 Embedded single-trial 
designs and their use in cognitive 
studies 

Event-related analyses highlight the superior temporal 
resolution of fMRI over PET. Even though the haemo- 
dynamic response lags stimulus onset by several 
seconds, takes several seconds to develop fully and 
then decays, the shape of the curve is predictable 
enough that the effective temporal resolution of fMRI 
can be close to 1 s. This permits the examination of 
functional localization with a finer temporal grain than 
was possible with PET, and is perhaps the single char- 
acteristic which has most clearly identified fMRI as the 
gold-standard technique in a number of cognitive 
domains. For example, several investigators have used 
embedded single trial designs to maximized the effec- 
tive temporal resolution of fMRI during cognitive 
tasks that are, by their very nature, presented too 
rapidly for examination using other techniques. 
Typically, trials are presented very quickly (say, one 
per second), although for the most part these trials are 
not critical to the question being addressed (i.e. do not 
involve the experimental parameter of interest), and 
essentially provide background neural activity against 
which signal changes are assessed (e.g. Dove et al. 
2000; Pollman et al. 2000 ). Critical trials, involving 
the parameter of interest, occur at random intervals 
and are assumed to produce temporally correlated 
changes in fMRI signal which effectively 'rise above' 
the consistent background signal produced by the non- 
critical trials (Fig. 17.2). Such designs have proved to 
be particularly effective in studies of attention in which 
occasion shifts in cognitive set and/or response are 
required. Thus, occasional shift trials are embedded in 
a series of rapidly occurring non-shift trials, thereby 
allowing the signal changes associated with attentional 
shifting to be examined during tasks which can be 
presented and performed essentially exactly as they 
would be in any neuropsychological laboratory. 

The temporal dynamics of the fMRI signal have also 
been used to answer specific questions about certain 
cognitive operations that are assumed to have reliable 
and identifiable temporal characteristics. For example, 
it may be reasonable to assume that neural ensembles 
that are involved in maintaining information within 
memory will produce prolonged and sustained fMRI 
signal changes during the maintenance phase of a 



memory task. On the other hand, those regions that 
are preferentially involved, say, in encoding operations 
might reasonably be expected to produce an initial 
signal change during the presentation of the stimulus 
to be remembered, which then decays away during the 
subsequent period of memory maintenance (e.g. see 
Courtney et al. 1997). Rowe et al. (2000) used a 
similar approach to determine whether regions of the 
frontal-lobe that have been implicated in working 
memory processes are involved in the maintenance of 
items in memory or in response selection using a novel 
spatial memory task (Fig. 17.3). As we discuss above, 
while the importance of the prefrontal cortex for 
'higher-order' cognitive functions such as working 
memory is largely undisputed, no consensus has been 
reached regarding the fractionation of functions within 
this region. During working memory trials, the partic- 
ipants were shown three spatial locations and were 
then required to maintain those items throughout a 
variable delay. Response selection during this period 
was prevented by informing the participant which of 
the three remembered locations was the target only at 
the end of the delay period. The data were modelled 
such that transient neuronal activations in response to 
stimulus presentation, motor responses and selections 
from memory at the end of trials could be reliably 
distinguished from sustained activation during the 
memory delay. Selection, but not maintenance, was 
associated with activation of the dorsolateral frontal 
cortex, while maintenance preferentially recruited 
posterior frontal areas and intraparietal cortex. These 
results demonstrate the power of emerging methods in 
fMRI to delineate between the different psychological 
processes assumed to constitute working memory. 
Theoretically, however, they provide additional infor- 
mation about the role of the frontal-lobe in working 
memory per se: previous work in this area has 
suggested that the dorsolateral frontal cortex is essen- 
tial for guidance of behaviour by internal representa- 
tions in working memory (Goldman-Rakic, 1994), an 
operation typically described as 'holding stimuli on- 
line'. Rowe et al. (2000) demonstrate, however, that 
maintenance is not the critical operation at all and 
suggest instead that this region plays an essential role 
in the selection of representations from memory. 
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Fig. 17.2 An example of an embedded trial design. Procedure and selected results adapted from Pollmami ct ill. 2000. (a I '1 Vials were presented very quickly (one 
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of three dots presented on a screen (top row) and hold this information in memory for several seconds (see text). At the end of 
the delay period a line presented on the screen indicated ro the subjects winch or the three locations was to be retailed (but did 
not reveal its exact location, which was somewhere on that line). Subjects were then presented with a single dot and were 
required to move it to the required location. The data were modelled such that transient neuronal activations in the prefrontal 
cortex in respon c lections from mei i uld be reliabl nguished I out sustained 

activation during the memory delay (See also colour plate section.!. 



17.9 Studies of mental 
chronometry 

The questions that Rowe et al. (2000), Courtney et al. 
(1997) and others were interested in were answered, 
ially, by examining activation profiles across an 



individual time series, within a particular anatomical 
region. Indeed, it has been observed that, within 
subjects, the hemodynamic response is highly stable in 
shape, amplitude and timing within a particular brain 
area (Dale and Buckner 1997; Aguirre et al. 1998; 
Buckner 1998; Miezin et al. 2000). Several authors 
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have concluded that event-related MR can be used to 
resolve timing differences of fractions of a second 
(Menon et al. 1998; Miezin et al. 2000), and this 
assumption has been empirically validated. Miezin and 
colleagues (2000) examined whether two events in 
motor cortex, happening about a second apart, could 
be differentiated. Their subjects viewed a flickering 
checkerboard and pressed a key with one hand at stim- 
ulus onset, and with the other hand at stimulus offset. 
They found that, within motor cortex, the hemody- 
namic response to the offset keypress lagged that to the 
onset keypress by about a second, which is about the 
same as the temporal difference between the two 
keypress events. Miezin et al. (2000) estimated from 
their data that timing offsets of as little as 100 ms were 
detectable, in theory. Thus, questions regarding the 
relative timing of events within an area can be 
answered with a high degree of temporal precision. 

Activation timecourses demonstrate more vari- 
ability when compared across regions (within an indi- 
vidual), and across subjects (within a region) (Aguirre 
etal. 1998, Miezin etal. 2000). In consequence, exper- 
imental questions requiring comparison across regions 
or across individuals cannot use information based on 
only the timecourse of the hemodynamic response. 
Instead, such questions must be posed in a way that 
relies on relative timing information, such as relative 
temporal offsets. For example, in the study by Miezin 
et al. (2000) described above, motor cortex was signif- 
icantly influenced by the timing of responses (showing 
a lag when the response took longer, i.e. occurred at 
stimulus offset), whereas visual cortex was not. Thus, 
questions can be posed in the form of i 
across regions in the relative timing of bn 
under different conditions. 



17.10 Studies of functional 
interaction between areas 

The analysis methods that have been discussed so far 
are all designed to identify neural structures that 
participate in a cognitive process under study, but do 
not provide information about how these areas 
interact functionally. Several alternative analytic 
approaches aim to integrate over discrete activations, 
characterizing signal change in a system-wide, distrib- 
uted fashion. This is usually accomplished using multi- 



variate tools (such as structural equation modelling) 
which model covariance in signal change among 
regions (Mcintosh et al. 1994; Biichel and Friston 
1997). FMRI is particularly well suited for examining 
functional relationships among activated areas 
because, through repeated scanning, it can provide 
many hundreds of data points in each of several condi- 
tions for an individual subject, allowing changes in 
interregional correlations to be evaluated as a function 
of time, level of performance, or task condition. 

This kind of approach has been usefully employed to 
explore brain systems that underlie learning and has 
been used to demonstrate that brain systems are plas- 
tic: that is, that correlations in activity among areas 
change as a function of time and learned performance 
(e.g. Kohler et al. 1998; Mcintosh et al. 1998; Biichel 
etal. 1999). For example, Biichel etal. (1999) required 
people to learn and recall the association between line 
drawings of real-world objects and locations on a 
screen during fMRI. Several blocks of trials in which 
subjects viewed objects in locations were administered, 
alternating with blocks of trials in which subjects 
were cued with the location and asked to recall the 
object associated with it. Over blocks, subjects became 
increasingly accurate at recalling which object 'went 
with' each location. At the same time, the correlation 
between a brain area in the dorsal visual ('where') 
pathway and one in the ventral visual ('what') pathway 
became stronger. The authors interpreted this finding 
as evidence of increased effective connectivity between 
cortical systems specialized for spatial and object pro- 
cessing, as a function of learning. Although this study 
focussed on data acquired during encoding blocks, 
other studies, most notably by Mcintosh and col- 
leagues (Kohler etal. 1998, Mcintosh etal. 1998) have 
examined relationships among brain regions during 
retrieval, and, intriguingly, find similar learning- 
related changes in connectivity. These results indicate 
that the brain structures involved in retrieving items 
from memory are closely related, if not identical, to 
those that participate in the initial perceptual analysis 
and identification (Kohler et al. 1998). 



17.11 Longitudinal studies 

As we have noted above, a significa 

fMRI over more invasive functional neuroimaging 
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methods such as PET is that multiple scans on indi- 
vidual volunteers are possible. Indeed, many of the 
more sophisticated analytical approaches described 
above, such as structural equation modelling, often 
rely crucially on there being many hundreds of data 
points within an individual subject. A more funda- 
mental advantage of repeated scanning, however, is 
that many cognitive processes, such as learning, which 
were not easily accessible via existing functional 
neuroimaging techniques such as PET, can now be 
effectively examined. A number of investigators have 
used fMRI in this way, to map changing cortical repre- 
sentations during long-term practice, providing a 
means for examining the neurobiological correlates 
of skill learning over an extended time frame. For 
example, Kami et al. (1995, 1998), required volun- 
teers to practice, for 10-20 min per day, a complex 
motor tasks (a rapid sequence of finger movements), 
over the course of several weeks of daily practice 
sessions. Six volunteers were scanned while perform- 
ing the practised sequence, or a non-practised simi- 
lar sequence, once per week for four to six weeks. 
Before training, a comparable extent of activation was 
observed in contralateral primary motor cortex (Ml) 
during the two (unlearned) sequences. However, after 
four weeks of training, concurrent with asymptotic 
performance, the extent of motor cortex activated by 
the practised sequence enlarged compared with the 
unpractised sequence. The results suggest a slowly 
evolving, long-term, experience-dependent reorganisa- 
tion of the primary motor cortex in adults, which may 
underlie the acquisition and retention of the motor 
skill. 

In principle, studies such as this are possible with 
PET, although in practise, the associated radiation 
burden makes it unlikely that enough scanning 
sessions could have been conducted to achieve the 
same results. Moreover, since PET is theoretically 
limited to blocks of 60-90 s (the technique depends 
crucially on the decay of radioactive isotope), by defi- 
nition, it is not possible to look at continuous (i.e. 
uninterrupted) learning. Such studies are entirely 
possible using fMRI, since the length of any one fMRI 
session is limited only be the technical limitations of 
the system being employed. 

As well as being useful for examining certain specific 
types of 'slow changing' cognitive processes such as 
skill learning, it is clear that within-subject longitu- 



dinal fMRI designs are invaluable for investigating the 
ongoing effects of many different types of brain chan- 
ges. Thus, through fMRI, monitoring the dynamics of 
disease progression, recovery of function after brain 
injury, normal and abnormal development and ageing 
and the effects of psychopharmacological ii 
are all becoming scientifically tractable problen 
systems level. 



17.12 Conclusion 

Functional neuroimaging has revolutionised the way 
that cognitive neuroscientists investigate the relation- 
ship between brain and behaviour by providing a 
number of new tools for accessing, albeit indirectly, 
the neural basis of human cognition. fMRI is 
contributing to that revolution by providing a widely 
available, cost effective and non-invasive technique 
which combines high spatial resolution with critical 
information about the temporal dynamics of the 
cortical and sub-cortical signal changes observed. 

That said, it is important to emphasize that, for the 
cognitive neuroscientist, fMRI remains only one of 
several possible approaches that may be recruited to 
investigate the relationship between brain and behav- 
As we have tried to illustrate here, the technique 
table for accessing many aspects of human cogni- 
tion. However, it is undoubtedly the case that many 
other questions may be more appropriately answered 
using alternative methods. In this respect, converging 
evidence from other disciplines within the cognitive 
neurosciences (including both other functional map- 
ping techniques (see Chapter 19) and, of course, 
neuropsychological studies) remains essential. It has 
been said many times of the functional neuroimaging 
approach that these techniques can only provide corre- 
lational data; that is a map of those brain regions 
where activity co-occurs with a given cognitive func- 
tion; unlike more traditional neuropsychological 
studies in patients, they can not provide evidence that 
a brain region is essential for that function. Integration 
of fMRI with a technique such as transcranial mag- 
netic stimulation (TMS) that allows reversible interfer- 
ence with local brain functions may be critical for 
better establishing this. 

Finally, what also continues to be clear is that the 
gulf between technological know how and depth of 
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understanding has never been wider. Thus, the devel- 
opment of reliable, valid and efficient means for inter- 
preting the information contained within a single 
functional image of the human brain still lags far 
behind our ability to acquire, measure and manipulate 
these images. While few would doubt that much has 
been achieved through the revolution in functional 

promise provided by these new methods has yet to be 
fully realized. 
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Clinical applications of mapping 
neuro cognitive processes in the 
human brain with functional MRI 

Keith R. Thulborn and Antonio Gisbert 



18.1 Introduction 

The diagnosis and treatment of sensory, motor and 
cognitive dysfunction is of central importance to medi- 
cine yet there are substantial limitations in our strate- 
gies for their diagnoses and monitoring. In current 
medical practice, diseases of the central nervous system 
(CNS) are broadly categorized into those that are 
neurological (when a biological basis for the illness is 
known) and those that are psychiatric (when a specific 
biological basis has not been determined). This rather 
arbitrary division is rooted in an emphasis on struc- 
tural pathology. Functional testing has until recently 
been very limited. The neurological and psychiatric 
examinations of traditional medicine interrogate 
the CNS by testing if specific stimuli elicit expected 
responses. The assumption made from normal res- 
ponses is that the CNS is normal. This 'black box' 
approach can now be questioned as the brain can 
produce apparently normal responses even in the face 
of severe insult (Thulborn et al. 1999a). Finally, while, 
much has been learned by integrating clinical experi- 
ences with pathology, such studies represent only 
single time point comparisons. 

The dynamics of pathological changes must be 
inferred. With the advent of modern neuroimaging, 
and specifically magnetic resonance imaging (MRI), 
understanding of the pathological brain and disease 
and its dynamics has been greatly accelerated. This is 
true for neurology where the anatomic changes under- 
lying the clinical signs and symptoms become readily 
apparent. Psychiatry and clinical psychology have 
benefited less from such approaches, as imaging has 
been used primarily to exclude any anatomic basis for 
impaired mental function. The introduction of func- 
tional MRI (fMRI) to medicine promises a major 



advance by providing functional discrepancies for the 
causes of neurological and psychiatric disease. 

Besides the drive to use these methods to understand 
normal brain function, the momentum for the clinical 
development of fMRI has been generated by imme- 
diate opportunities for applications in presurgical 
planning. Such planning includes epilepsy, tumor 
resection and treatment of arteriovenous malforma- 
tions. Neurosurgeons are already capitalizing on fMRI 
to map those areas of eloquent cortex to be avoided 
during resection of parts of the brain, shorten the 
length of surgical procedures and to minimize cran- 
iotomy size (Patel et al. 1999; Lee et al. 1999). Such 
work already has emphasized that the assumptions 
underpinning such functional mapping must be exam- 
ined for each patient, as the consequences of errors are 
extreme for that individual. Unlike research studies of 
normal individuals in which generalized results are 
sought from a subject group, clinical studies especially 
focus on individual patients and the results are applied 
to their management. The robustness of individual 
results therefore must be assured. The presence of 
pathology immediately raises the issue of how the 
pathology may affect interpretation of the results of 
fMRI. Thus, clinical applications of fMRI pose chal- 
lenges that must be addressed. This chapter presents 
strategies that serve to meet these challenges. 



18.2 Quality assurance for clinical 
fMRI 

Unlike research studies in which groups of subjects are 
studied in a highly controlled environment to reach a 
group result, clinical studies yield essentially single 
subject results to be used to manage that individual's 
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medical problem. There are a number of immediate 
problems that such studies must confront. Patients 
may be ill and taking multiple medications. They can 
befromawidei n < oJ In ti< i 1 nid cultural back- 
grounds. The clinical challenge is to achieve a high 
fMRI success rate (> 90 per cent) within the typical 60 
min MRI examination time such that all the clinically 
relevant information, both anatomic and functional, 
can be obtained. To ensure this level of success, several 
aspects of the fMRI examination must be considered. 
This topic of quality assurance has been reviewed in 
more detail elsewhere (Thulborn 1999a) and will be 
summarized here. 

18.2.1 Personnel 

Patients must show higher degrees of cooperation with 
fMRI studies than are required in more conventional 
MRI examinations. Such patient cooperation is depen- 
dent in part on the skills of MR technologists and 
nursing staff. The patient must be helped to feel 
comfortable and understand the nature of the exami- 
nation. This process takes time and must be planned 
for in the daily schedule if stress on both the staff and 
patients is to be minimized. Establishing rapport with 
the patient by thoroughly demonstrating the nature of 
the paradigm and answering any questions is manda- 
tory for achieving high success rates. The importance 
of the clinical staff to any success in this needs to be 
recognized by the physicians or surgeon asking for 
such investigative procedures. 

18.2.2 Patient preparation 

The anxious or ill patient must be reassured and 
trained to perform the paradigm with special care. 
This may require extra time and effort on the part of 
the MR technologist and nursing staff. Training can be 
done on a computer screen initially but ultimately the 
novelty of the scanner must be reduced. This can be 
achieved efficiently by use of a MRI system simulator 
(Rosenberg et al. 1997), one specially-designed to 
mimic the scanner environment (even to the point of 
having recorded gradient noise). Truly claustrophobic 
patients can be readily identified at this time and their 
studies can be abandoned without loss of scanner time. 
Initial training also provides behavioral feedback on 
the appropriateness of the paradigm for each patient. 



For example, if response times are unduly long or 
accuracy low, the paradigm should be changed or 
modified to match the skill level of the patient. 

Visual stimuli require patients to have appropriate 
visual acuity. Otherwise, contact lenses should be 
worn or MR-compatible eye corrective lenses should 
be supplied. Such glasses are available commercially. 
Although fMRI is noisy, auditory stimuli can be used 
even with the use of earplugs using currently available 
sound projection systems (Binder et al. 1994; Booth et 
al. 1999-Janckeetal. 1999). 

18.2.3 Patient safety 

Patient safety must be ensured. Although fMRI does 
not impose additional risks over conventional MRI, 
the use of more equipment around the patient should 
raise concern about introducing ferromagnetic objects 
into the scanner room. This issue is immediately 
resolved by leaving all fMRI equipment in the scan 
room and allowing only qualified personnel into the 
room with patients. Although researchers use bite bars 
to reduce subject head motion, such devices increase 
the risk of aspiration in some patients and decrease 
cooperation in others. The visor system containing a 
sighting system to provide visual feedback as to head 
position and a tight-fitting, yet comfortable, pillow 
have been successful in the hands of the author 
(Thulborn 19996). 

Noise from gradient switching can reach levels of 
90-120 dB. Protection against such potentially damag- 
ing levels must be given using earplugs, headphones, or 
other passive blocks. It is hoped that future systems 
may have active noise cancellation. 

Considerable electromagnetic radiation is generated 
in the scanner. Conduction loops can generate 
substantial heat and must be kept away from patients 

leaked saline infusion solution can prove hazardous. 

18.2.4 Paradigms 

Paradigms should be calibrated in healthy control 
subjects matched for age, gender and handedness prior 
to being used clinically. Depending on the paradigm, 
each of these parameters can have a significant effect. 
As there is a seemingly endless choice of paradigms 
being used in research settings, the selected use of well- 
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characterized tasks that interrogate many areas of the 
brain simultaneously provides a working solution in 
the clinical setting. Matching patient skills to the 
degree of task difficulty is important to ensure that the 
task is performed throughout the entire fMRI study. 
Paradigms with a flexible means of adjusting the diffi- 
culty to match the skill set of different patients are 
exceedingly helpful and time efficient. By way of 
example, younger children have auditory skills that are 
more advanced than reading skills. Auditory stimuli 
then may be a better choice over visual stimuli for 
language comprehension paradigms using sentences 
and questions for the pediatric population (Booth etal. 
1999). 

As discussed elsewhere in this book, three basic 
experimental designs are available for fMRI: block or 
event-related designs and low-frequency correlations. 
Because of its simplicity of design and analyses, the 
block design is most commonly used and is the basis of 
the paradigms illustrated in this chapter. Each condition 
of the paradigm is maintained for a fixed time (usually 
in the order of 30-60 s) and the conditions are cycled 
until sufficient statistical power is reached to demon- 
strate the activation (usually in the order of 5-12 min or 
greater than 60-80 images per condition). During the 
stimulus block the maximum haemodynamic response 
is achieved by repeated stimulus presentation and then 
the MR signal intensity re-equilibrates during the rest 
condition prior to the next stimulus period. The active 
condition contains repeated stimuli of equivalent cogni- 
tive load, but assumes that task performance is main- 
tained during the active condition and across cycles. 
The second approach of event-related fMRI uses short 
duration stimuli and image averaging as a function of 
time after stimulus. This design allows the behavioral 
response to each stimulus to be measured separately. 
Although an individual stimulus produces much less 
activation than the grouped stimuli of a block, signal 
change associated with similar behavioral responses 
can be averaged (Rosen et al. 1998; Richter 1999). 
Although it remains less well-characterized, a poten- 
tially very useful new approach is the use of low fre- 
quency correlations in MR signals across the brain even 
in the absence of any overt paradigm (Biswal et al. 
1995). This approach would only require that the 
patient remain still for several minutes. 

To illustrate the block design paradigm in greater 
detail, those paradigms illustrated in the clinical exam- 



ples described later in this chapter are now explained 
and justified. The visually guided saccade (VGS) para- 
digm (Luna et al. 1998) is a simple reflexive eye move- 
ment to a bright target on a dark background. The 
details are described in the caption of Figs 18.1(a,b) 
which show a schematic of the paradigm and an 
example of the corresponding normal activation map. 
Because the eye movement control pathway is perhaps 
one of the best understood and intensively studied 
pathways in non-human primates and humans, it can 
provide a useful general strategy for interrogating 
human brain function in the setting of disease. An 
excellent review of the state-of-the-art for these para- 
digms has been provided elsewhere (Luna et al. 
1999a). The VGS paradigm allows mapping of areas in 
the superior and lateral frontal lobes (frontal eye fields, 
FEF, along the precentral sulcus), medial frontal cortex 
(supplementary eye fields, SEF), parietal lobes ( intra - 
parietal sulcus, IPS), occipital lobes (primary visual 
cortex, VT), and temporal lobes (visual motion cortex, 
MT/V5). This paradigm is very robust and has been 
successful in children (Luna et al. 1999b), and in 
patients with Alzheimer's disease (Thulborn et al. 
2000). Modifications oi this | i idigm to test cognitive 
functions such as working memory (memory-guided 
saccades) and impulse control (antisaccades) have been 
demonstrated (Sweeney et al. 1997; Berman et al. 
1999; Luna et al. 1999b). With the introduction of 
commercially available MR-compatible eye trackers, 
behavioral monitoring of eye movement will be useful 
for correlated assessments of task performance. 

Language is central to studies of human cognition. 
Regions of brain involved in processing and expressing 
language are vital to preserve when planning surgery in 
eloquent areas. This is particularly evident in temporal 
lobe epilepsy, which is sometimes treated with a partial 
temporal lobectomy. Given the involvement of the 
superior temporal gyrus and sulcus (Wernicke's area in 
the left temporal lobe and contralateral homologous 
area) and its connections to the inferior frontal lobe 
(Broca's area in the left frontal lobe and contralateral 
homologous area), functional mapping of these areas 
provides useful help in surgical planning. Language 
comprehension paradigms, first described elsewhere 
(Just et al. 1996), also can be robust in clinical appli- 
cations. The paradigm that has been calibrated in 
adults and used routinely for patients is shown in Figs 
18.2(a,b) The details of the parameters are given in the 
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Fig. 18.1 (a) Schematic for the visually-guided saccade 
(VGS) paradigm which has up to 10 cycles in which condition 
1 (central fixation of 30 s duration on a small crosshair) is 
compared to condition 1 iccad . ti it of lighl pp. nut 

randomly at one of five locations along the horizontal merid- 
ian), (b) Group activation map of a group (n = 10) of adults 
performing the VGS paradigm analysed by a simple /-test 
(t threshold > 3.5) after excluding the 6 s transition periods. 
The supplementary eye fields (1), frontal eye fields (2) and 
intraparietal sulcus (3) are identified. (See also colour plate 
section for part (b).) 
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Fig. 18.2 (a) Schematic for the reading comprehension 
paradigm which has up to 10 cycles in which condition 1 
(central fixation of 30s duration on a small crosshair) is 

compared to condition ! 12 ord lisl nade h I n 

verbs from sentences) and condition 3 (reading a sentence 
followed by a question answered as TRUE or FALSE by 
depressing .1 finger switch), lb) Representative activation map 
of a normal adult performing the reading task paradigm 
analysed by a simple f-test (threshold > 5.0) after excluding 
the 6 second transition periods. In addition to the supplemen- 
tary eye fields (1), frontal eye fields (2), and intraparietal 
sulcus (3), Bi oci 1 1 hi I 1 1 ! net (5) and often 
the contralateral homologous areas are identified. Primary 
and association visual cortices (6) are identified. (See also 
colour plate section for part (b).) 




caption. The paradigm compares central fixation 
(30 s) with periods (30 s) of reading either word 
strings or sentences, followed by a question to be 
answered as TRUE or FALSE by depressing one of two 
finger-switches held in each hand. As this paradigm 
also measures the behavioral responses (accuracy, 
latency) from each of the questions, task performance 
can be measured to ensure that the patient has under- 
stood the paradigm and cooperated throughout the 
duration of the study. For children, the task is 
presented as a listening rather than reading task to 
ensure age appropriateness (Booth et al. 1999). 

Finally, the motor cortex is also an area that is criti- 
cally important to preserve during surgery. Possible 
changes in its function or organization also may be 
important to understand stroke rehabilitation. Tasks 
need not be complex. Even simple finger tapping tasks 



have been used for presurgical planning. Figs 18.3(a,b) 
show a schematic of a simple finger apposition para- 
digm and the activation map of a normal subject, 

respective!} . 

18.2.5 Scanner 

The BOLD contrast effect is small (only 1-2 per cent at 
1.5 Tesla) and dependent on the scanner applied 
magnetic field strength. Systems operating at less than 
1.5T are not recommended and the use of 3T and 
higher has much to be recommended (Thulborn, 
1999c). Higher field strengths (e.g. 2= 3T) provides the 
signal-to-noise needed for practical use of smaller 
voxel dimensions, which allows better localization of 

activations with largei 1 il chang 'Thulborn et al. 

1997a). The MR scanner to be used for fMRI also 
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Yip,. 18.3 la) Schematic for the finger rapping (ft) paradigm 
which has up to 10 cycles iir which condition I (central fixa- 
tion of 30 s duration on a small crosshair without finger 
compared to condition 2 (central fixation of 
on a small crosshair with finger opposition at 
the rate shown by the rate of appearance of the counting 
numbers) H uidi ni le finger tappin in be alternated 

or both hands can be used simultaneously depending on the 
clinical question to be answered. The visual fixation task is 
head position with the visor, (b) Repre- 
of a normal adult performing the ft 
paradigm analysed by a simple t-test (threshold > 9.0) after 
excluding the 6 s transition periods. The supplementary 
(1), primary motor area (2) and primary 
somatosensory cortex (3) are identified. (See also colour plate 
section for part (b).) 




must meet some basic requirements that exceed per- 
formance criteria for conventional MRI. Some form of 
ultrafast imaging, such as echo-planar (EPI) or spiral 
ii ii houldl ilabl ( ohen etal. 1991; Glover 

1999). 

As BOLD contrast is weak, image averaging is 
required. The typical clinically acceptable acquisition 



time for a cooperative patient is less than 10 min. 
Longer times may introduce extra variance from 
patient fatigue with loss of attention and increased 

head motion. Ultrafa t ging ffecti h remove! th 

effect of head motion in single images but motion 
t algorithms have limited success in removing 
otion effects, particularly those through 
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Fig. 18.4 Stabil I f signal tensity for the 3 T whole body scanner (Signa LX, Version 8.2.5.5, General Electric Medical 
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phantom loader) positioned at the magnet isocenter. The acquisition parameters using the gradient-echo EPI (psd epiRT) are: 
repetition time (TR) = 2000 ms; echo time (TE) = 25 ms; flip angle = 90°; field of view (FOV) = 20 X 20 cm 2 ; acquisition 
matrix = 64 X 64, slice thickness — 3 mm; slice gap = 12.5 mm; number of slices =10, and number of averages per slice 

(NEX ) = I . Autosliim, phase correction ami two reference images for ghost coi rection are pel formed. A total of 512 images 
for each of 10 slices acquired over 17 min mimics the design of a typical fMRI study. A region of interest (ROI, 10 X 10 voxels) 
placed in the cent i i im itral si produces the til i i 1 i i il i i n lint n i I vn in 

the figure. The signal intensity or each image is normalized against the mean signal intensity or the entire time course of that 
slice. The resultant analysis reveals signal stability to be well within 1 per cent (peak-to-peak) of the normalized signal at the 
centre of the phantom (0.7 per cent). 

the imaging plane (see chapter by Brammer). In addi- 
tion over time, signal intensity drifts from scanner 
instability may be as serious as patient head motion. 
Typically, scanner stability with ultrafast imaging has 
been reported to be less than 1 per cent peak-to-peak 
variation over 30 min (Thulborn 1999a). The signal to 
noise ratio must be maintained and monitored regu- 
larly on each fMRI scanner. Increasing noise may indi- 
cate that the radiofrequency shielding of the magnet 
room is no longer within specifications. Declining 
signal intensity may indicate problems with the radio- 
frequency coil, transceiver or preamplifier system. 
Such changes usually precede major scanner failures 
but can jeopardize fMRI sensitivity and robustness. As 
all equipment is subject to failure with time, daily 
quality assurance ensures that such loss of perform- 
ance does not impact on patient studies. A representa- 



tive stability test for daily quality assurance performed 
on a 3T whole body scanner (LX Signa, General 
Electric Medical Systems, Milwaukee, WI) is shown in 
Fig. 18.4. The test uses the commercial volume head 
radiofrequency coil and TLT spherical doped water 
phantom (without loader) with the acquisition para- 
meters described in the figure caption. The multi-slice 
data are plotted as normalized signal intensity and 
typically has a peak-to-peak variation of less than 1 
per cent over 17 min. This has been a satisfactory 
target performance as such variation on a human head 
is typically greater than this (> 5 per cent). Other 
quality assurance parameters should include signal-to- 
noise ratio, EPI ghosting levels, spike level, cryogen 
boil-off rate and magnetic field homogeneity. Quan- 
titative performance criteria that have been demon- 
strated to be reproducible are important. 
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The scanner should have patient handling capabili- 
ties similar or identical to those typical on clinical scan- 
ners to allow rapid setup and for safety reasons. As 
patient comfort and cooperation decrease with time, 
fMRI examinations should be performed as efficiently 
as possible. Thus, fMRI should precede conventional 
MRI where possible in comprehensive imaging proto- 
cols (Thulborn 1999a; Thulborn et al. 1999b, 2000). 

As on any high quality clinical service, all images 
should be reviewed by a qualified physician prior to 
releasing the patient. Some simple activation studies 
can be reviewed in real-time on some of the newer 
scanners. This is an important advantage to ensure 
that the data are adequate before the patient is 
discharged from the scanning suite. This avoids the 
e of repeating costly studies. 



18.2.6 Control system 

Given the many data streams to be synchronized in a 
routine clinical fMRI study (which ideally can be done 
by a single MR technologist) the synchronization 
control system is as important as the scanner. The 
presentation of a task to the patient has thus far 
usually been through visual or auditory means. The 
stimuli must be synchronized to the MR image acqui- 
sition and sometimes also with respect to physiological 
(cardiac cycle, respiratory cycle) responses. Informa- 
tion on behavioural response (accuracy, latency) can 
be important for ensuring quality control, and for data 
interpretation. Such a control system has been previ- 
ously described (Thulborn et al. 1996) and several 
systems are now commercially available. Visual stimuli 
may be presented on rear-projection screens at the foot 
of the patient table or within the bore of the magnet. 
Goggles and LCD displays within the bore also are 
possible. One rear-projection screen incorporates a 
sighting system to control head movement in the coop- 
erative subject (Thulborn, 19996). Routine quality 
assurance of the accuracy in synchronization timing is 
mandatory. Constancy of the stability of the lumi- 
nance of high quality visual stimuli and fidelity of audi- 
tory stimuli should be verified routinely. 

18.2.7 Data analysis 

As image averaging is necessary to detect the small 
signal changes associated with brain 



ethods have been used for 
from background signal fluctua- 
tions (see Part IV). The image data can be examined for 
head motion subjectively by visual inspection in an 
animation loop or objectively with estimated displace- 
ment (translation, rotation) parameters based on the 
images (Eddy et al. 1996). Head motion should be less 
than 30 per cent of a voxel dimension to avoid the need 
for correction. If head motion has occurred, the data 
may be censored to remove images in which there has 
been too much motion or another acquisition is 
required. Different software packages are available for 
motion correction, all of which make assumptions that 
may be questionable in certain circumstances (see 
Chapter 13). Three-dimensional corrections such as by 
AIR (Woods et al. 1992) require a three dimensional 
data set whereas fMRI data are usually multi-planar. 
Other corrections, such as FIASCO (Eddy et al. 1996), 
are two-dimensional, being limited to in-plane motion 
whereas head motion is usually three-dimensional. A 
recently reported approach for correction of multi- 
planar data in three dimensions has been proposed 
(Kim et al. 1999). Clearly the best approach is to culti- 
vate a cooperative patient and enhance the oppor- 
tunity for a motionless state by using comfortable 
positioning, biofeedback (Thulborn, 1999b), and effi- 
cient fMRI studies. 

Behavioral measures of paradigm performance 
should be examined for accuracy and latency. If the 
patient is not performing to the expected standard, the 
paradigm may be mismatched to the skills of the 
patient. Readjustment of the paradigm may be 
required so that the activation map can be interpreted 
in light of control data. In general, more difficult tasks 
can elicit more activation and results acquired over a 
range of task difficulty can provide a useful additional 
measure of brain response (Just et al. 1996; Carpenter 
etal. 1999a,b). 

A caution in this work is that physiological 
responses may follow the paradigm time course but be 
unrelated to the paradigm task. Fluctuations in respi- 
ratory and cardiac rates have been reported to change 
MR signal intensities (Hu et al. 1995). Such changes 
may occur by altering venous drainage from the brain 
or by bulk magnetic susceptibility effects. Care there- 
fore should be taken that the small signal changes that 
may be attributed to activation are not just physiolog- 
ical effects. Several approaches can be used, these 
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include: prospective gating of image acquisition to 
physiological responses, retrospective corrections to 
signal intensity time course data based on physiolog- 
ical cycles, and examining activation under specified 
physiological conditions by sorting the image data into 
specified phases of these physiological cycles. 

Once these preliminary inspections of the data indi- 
cate that a valid data set is available, the activation 
map can be calculated from the statistical comparison 
of the conditions examined in several ways (as outlined 
in Chapter 14). The use of the voxel-wise student t-test 
to compare signal intensities between different para- 
digm conditions is the simplest and most conservative 
approach. It assumes an unrealistic boxcar response 
defined by the duration of each condition of the para- 
digm. The boxcar response can be refined to omit the 
known haemodynamic response delay of 5-10 s for 
transitions between paradigm states. Correlations 
can use any shape of reference function and offer the 
next step in refining the shape of the haemodynamic 
response by retaining the time course information. 
Other approaches include fitting the response to model 
functions (Cohen 1997; Genovese, 1997; Buxton 
et al. 1998; Cohen and Dubois 1999). Statistical para- 
metric mapping software, SPM, (Cohen 1997), devel- 
oped initially for analyzing data from positron 
emission tomography (PET), has been used also for 
fMRI. Clustering methods such as fuzzy clustering 
(Baumgartner etal. 1997; Moser etal. 1997), principle 
components analysis and a multitude of other methods 
have been described (Strupp, 1996). The methods have 
been applied according to the quality of the data, 
nature of the paradigms and the requirements of indi- 
vidual research laboratories. A review of various soft- 
ware packages has been reported elsewhere (Gold etal. 
1998). As such, there is no entirely unequivocal answer 
as to the best statistical test to be used in a particular 
setting. This is determined in part by local l 
and expertise. We have used the n 
test for analysis of clinical studies presented in this 

18.2.8 Data presentation 

The communication of the full richness of the fMRI 
data to the referring physician is a challenge for a clin- 
ical service. The use of a standard reference frame 
such as that of Talairach (Talairach and Tournoux, 



1988) to provide coordinates from activation is of little 
use in clinical management of individual patients. In 
clinical applications, the best approach is to register 
the functional data to the surface topography of the 
individual brain, e.g. as a colour scale of statistical 
significance overlaid onto multi-planar high-resolution 
grey-scale structural images of the same patient. The 
multi-dimensional aspects of the data thus can be 
conveyed visually to the neurosurgeon. However, 
when low-resolution fMRI images are acquired with a 
gradient-echo sensitized echo-planar or spiral 
sequence and displayed over high-resolution conven- 
tional images, care must be taken to understand the 
magnitude of any differences in distortions that may 
exist between the different image types. Errors may be 
quite large (as large as 10 mm) in certain areas of the 
brain, such as the inferior frontal lobes or the 
orbitofrontal cortex because air-tissue interfaces can 
produce magnetic susceptibility distortions that 
decrease accuracy of spatial localization or led to 
signal dropout (Kurata etal. 1999). 

Another aspect of display that is useful for presur- 
gical planning is to allow three orthogonal planes to be 
viewed. This is particularly useful if this is done in 
conjunction with registration to an external coordinate 
frame as is done in image-guided stereotaxis surgery. 
However, although three-dimensional rendering can 
be visually impressive and useful, it is computationally 
and time intensive. Given the experience with planar 
displays of data traditionally used clinically, this 
familiar approach currently remains the best form of 
communicating fMRI data. 

Software packages are available for presentation of 
fMRI results, some of which are well documented 
and maintained as public domain software. The data 
presented in this chapter uses the Analysis of Func- 
tional Neurolmages (AFNI) (Dr. R. Cox, Medical 
College of Wisconsin) (Cox, 1996). In addition to 
functional data, the clinician often requires other data, 
including anatomic imaging, perfusion or diffusion 
imaging, and often (depending on the patient) MR 
angiography. The integration of so much multi- 
dimensional data from a comprehensive MR protocol 
(Thulborn et al. 1996) has been a challenge recently 
met by another software package (Thulborn et al. 
1997b). 
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18.3 Mechanism of BOLD fMRI 
and its assumptions in clinical 
applications 

A description of the mechanism of blood oxygenation 
level dependent (BOLD) contrast has been presented I 
elsewhere in this text. A brief review will be given here I 
only to emphasize how its assumptions relate to clin- I 
ical applications. The importance of increasing spatial I 
resolution to increase the magnitude of the BOLD 
signal change is also explained. 

18.3.1 Spatial resolution 

The optimum voxel size may be comparable to, or even 
smaller than the size of the functional unit of the 
cortex. This would minimize any partial volume effect 
that would decrease the relative signal change that 
e part of a voxel is aver- 

is of the voxel that do r 

i practical voxel dir 

litantly smaller signal. Greater 
signal-to-noise at higher magnetic field strengths 
enhances the magnitude of any BOLD contrast signal 
by permitting smaller voxels in addition to the direct 
effects of field strength on the magnitude of the BOLD 
effect. Results reported at 3.0 Tesla (Thulborn et al. 
1997a) show that, at voxel dimensions of 0.8 mm in- 
plane and with slice thickness of 3 mm, both spin-echo 
and gradient-echo echo planar images can produce 
BOLD signal changes of about 8-12 per cent for 
stronger stimuli. Larger voxels at 3 mm in-plane reso- 
lution have smaller signal changes of 3-6 per cent 
despite better intrinsic signal-to-noise. This suggests 
that higher strength magnets (3 T or higher) offer a 
more robust BOLD response that may be useful in clin- 
ical settings where individual results are to bear on the 
management of that patient. 

Comparisons at 3 T of high- and low-resolution 
activation maps with high-resolution venograms 
(Reichenbach et al. 1997), and apparent diffusion 
coefficient maps (Thulborn et al. 1997a) show that 
activation is associated with vessels under 300 microns 
in diameter as shown in Fig. 18.5 and Table 18.1. The 
single region of activation at low resolution is resolved 
into two regions at high resolution and each region has 
a signal intensity on the venogram that is much lower 
than that of veins. Similar!)' the apparent diffusion 
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performed with acquisition para- 
TE = 25 ms, with voxels dimensions 
i 3 , and 3.1 X 3.1 X 3.0 mm', respec- 
tively. Corresponding (c) apparent diffusion coefficient maps 
from diffusion weighted imaging and (d) high resolution 
venograms were obtained and used to localize tissue proper- 
ties of the activation areas as shown in Table 18.1. The loca- 
tions of the voxels with maximum t-value for the two clusters 
in the left iron ye ri nth hi In < ution map (1,2) are 
shown along with the voxel (3) at the center of the single 
equivalent cluster on low resolution image. These areas are 
projected onto the diffusion reap and venogram. Areas (4) on 
the venogram represent veins. (See also colour plate section.) 



Table 18.1 Parameters characterizing percent changes (%A) in 
signal intensities (SI) in areas 1 and 2 on high-resolution (HR) 
activation maps, areas 3 and 2 on low-resolution (LR) activation 
maps, signal intensities from veins on venogram, and apparent 
diffusion coefficient (ADC) in grey matter (GM), white matter 
(WM), and cerebrospinal fluid (CSF) on apparent diffusion 
coefficient (ADC) maps. The maps and regions are shown in 
Fig. 5. Area 1 on the HR map corresponds to area 3 on the LR 
map 

Area 1 Area 2 Veins GM WM CSF 



HRfMRI(%ASI) 
LR fMRI (%A SI) 
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(DWI) and to measure the haemodynamic reserve by 
perfusion imaging before and after vasodilation. 

As perfusion and diffusion imaging and the appro- 
priate analyses are described elsewhere in this text, no 
further description will be given here. The use of these 
approaches will be demonstrated in the clinical exam- 
ples below. The interpretation of BOLD contrast is 
limited to regions of normal diffusion and perfusion 
and adequate reserved perfusion capacity. No method 
currently exists for the interpretation of BOLD 
reas of abnormal perfusion in the clinical 



coefficients of the activation areas are consistent with 
grey matter, not white matter or cerebrospinal fluid. 
This may not be the case at 1.5 T (Krings et al. 1999). 
Very high-field MR imaging thus has advantages for 
accurate localization: allowing smaller voxel size, 
increasing the magnitude of the BOLD response, and 
increasing the contribution from brain relative to 



18.3.2 Haemodynamic coupling in disease 

The second issue relevant to clinical applications is the 
assumption that the haemodynamic coupling of neu- 
ronal activity to the vascular response remains normal 
in the setting of pathology. If the normal coupling is 
disrupted, then the sensitivity of the BOLD response 
may be decreased or ablated completely, irrespective of 
any changes in the responsiveness of the underlying 
brain. Such a case has been reported for cortex adja- 
cent to a glioblastoma multiforme (Holodry et al. 
1999). Similarly, medications (including 'occult' drugs 
such as nicotine or caffeine) may also produce changes 
in the cerebrovascular circulation of a patient, thereby 
compromising the sensitivity of BOLD contrast. 
Interpretation of such clinical studies using a paradigm 
response calibrated in normal subjects (even when 
matched for age, gender, handedness, and skill set) 
may be misleading. One strategy for examining this 
issue has been to measure the adequacy of the baseline 
brain perfusion with diffusion weighted imaging 



18.4 Clinical cases demonstrating 
fMRI applications 

18.4.1 Presurgical planning 

Arteriovenous malformations 

An arteriovenous malformation in the brain is usually 
a congenital abnormality of vessels in which there is a 
direct connection of arteries to veins without an inter- 
vening capillary bed. Due to the absence of the normal 
precapillary control of blood flow, this abnormal ana- 
stomosis produces a high flow state that may become 
symptomatic at any age. Presentation in adults may be 
at the time of catastrophic haemorrhage or from devel- 
opment of neurological symptoms from encroachment 
of the blood supply of adjacent tissues. The treatment 
requires a reduction of the blood flow through these 
vessels. Such a result can be achieved by any com- 
bination of endovascular embolization to block the 
abnormal vessels, surgical resection or selective radia- 
tion therapy. Such lesions can be expected to show 
disturbances of tissue perfusion around the lesion. 
Thus, the issue of haemodynamic coupling arises in the 
very area in which functional information is required. 
The first case demonstrates an approach to this clinical 

Case 1 is a 30 year old right-handed man who pre- 
sented with left-hand parathesia and poorly controlled 
hypertension. Extensive neuroimaging was performed 
as shown in Figs 18.6, 18.7, and 18.8 for anatomy, 
diffusion and perfusion imaging, respectively. 

The conventional anatomic imaging shows the tan- 
gle of abnormal vessels in the right posterior frontal 
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Fig. 18.6 Selected images from comprehensive anatomic imaging of Case I showing the arteriovenous malformation in the 
right posterior frontal lobe, (a) Tl-weighted, gradient-echo, axial image, jb) I'l-weighted, fast spin-echo image, (c) three- 
dimensional, time of flight, MR angiogram through the Circle of Willis and (d) susceptibility-sensitive, gradient-echo image 
demonstrate the AVM supplied from the enlarged right middle and anterior cerebral arteries, but without evidence of prior 

haemorrhage. 




Fig. 18.7 Selected slices through the AVM (arrow) of Case 
1. (a) Diffusion weighted image and (b) corresponding 
apparent diffusion coefficient trace map showing normal 
water diffusion up to the borders of the lesion. 



lobe between the precentral and central sulci on both 
Tl and T2 weighted images (Figs 18.6(a) and 18.6(b)). 
The MRA (Fig. 18.6(c)) demonstrates arterial input 
is from enlarged right middle and anterior cere- 
bral arteries while venous drainage is to the superior 
sagittal sinus. No previous haemorrhage is evident in 
terms of increased magnetic susceptibility signal loss on 
gradient-echo imaging (Fig. 18.6(d). Planning for the 
treatment of this lesion raised the question about the 
locations of motor, premotor and supplementary 
motor cortex which anatomically surround this lesion. 



Given the symptoms, the surrounding cortex may have 
been ischaemic. This was tested with diffusion weigh- 
ted imaging and the calculation of apparent diffusion 
coefficient maps (Thulborn et al. 1997a; Thulborn, 
1999c) as shown in Fig. 18.7(a,b). As there is no 
restricted diffusion up to the edge of the AVM, it was 
concluded that substantial ischaemia was not present. 
As the AVM has a high flow state, the surrounding 
cortex may not have sufficient haemodynamic reserve 
to show a BOLD response. This was tested by 
performing a perfusion study (Thulborn, 1999c; 
Thulborn et al. 1997a) based on susceptibility contrast 
bolus tracking before and after vasodilation with 
acetazolamide (1 g administered i.v. over 1 min and 
allowed 15 min for full effect). Pre- and post-vasodila- 
tion maps of tissue transit time (TTT) and relative 
cerebral blood volume (rCBV) are shown in Figs 
18.8(a) and 18.8(b), respectively. Pre-vasodilation 
maps show normal values of TTT and rCBV up to the 
edge of the lesion. Post-vasodilation results in uniform 
lengthening of TTT and increased rCBV throughout 
the cerebral hemispheres up to the edge of the lesion. 
These data suggest that there is preserved haemody- 
namic reserve despite the AVM. Thus, according to 
this criterion, the interpretation of BOLD fMRI studies 
up to the edge of the AVM should not be compro- 
mised. Subsequently, fMRI studies were performed 
with the visually-guided saccade (Fig. 18.9) and finger 
tapping (Fig. 18.10) paradigms. 
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The VGS and finger tapping paradigm activated the 
frontal eye fields (FEF) in the precentral cortex clearly 
abutting the lesion. The more medial supplementary 
eye fields (SEF) and the supplementary motor area 
(SMA) were also activated. The motor cortex (Ml ) was 
anterior to the AVM whereas the activated somatosen- 
sory cortex (SI ) was displaced posteriorly with the cen- 
tral sulcus. Given the close proximity of these functions 
to the lesion, the management of this AVM via the ini- 
tially proposed endovascular and surgical approaches 
was changed to gamma knife irradiation. 

Brain tumors 

Treatment of brain tumors depends on their histolog- 
ical grade. The surgical resection of selected malignan- 
cies requires a wide margin to maximize the 
opportunity of complete removal. On the other hand, 
the proximity of eloquent cortex handicaps generous 
margins to avoid compromizing patient function. The 
second case illustrates the role of functional mapping 
with the language paradigm, emphasizing its potential 
role even in paediatric applications. The bilaterality of 
language in most people (Thulborn et al. 1999a; Just et 
al. 1996) suggests that prognosis may be better than 
expected based on the anatomic location of the 
tumour. 

Case 2 is a 14-year-old boy status post previous 
n astrocytoma in the left parietal lobe but 
seizures. Anatomic neuroimaging 
was performed as shown in Fig. 18.11. The encephalo- 
malacic change in the left parietal region from the 
previous resection is shown on both T1-, T2- and 
proton density weighted images (Figs 18.11a,b,c). No 
previous haemorrhage is evident in terms of increased 
magnetic susceptibility signal loss on gradient-echo 
imaging (Fig. 18.1 Id). The gadolinium contrast 
enhanced Tl-weighted imaging in the axial and 
coronal planes shows a 5 mm enhancing nodule in the 



Fig. 18.8 (a) Selected adjacent slices from the TTT perfusion parametric map through the AVM (centre marked by crosshairs) 
for thepie \asod ti nd isodilation (/ Ml le graded in i[ ick, 0-5 s; blue, 

5-10 s; green, 10-15 s; pink, 15-20 s; red, 20-25 s; and yellow, >25 s. The displacement of blue voxels by green voxels is 

I I III I i 11 areas including the AVM Thus perfu- 

sion reserve appeal'-, to be ma in rained, (b (Selected adjacent si ices from the r( T>V pei fusion para men ic map through the AVM 
(centre marked 1 hairs) for the pi lilation (uppei ndposl ilati n (lower row). The color scale is a rela- 

tive scale of: blue, 1-50; green, 50-100; pink, 100-150; red, 150-200; yellow, 200-250 s and black, >200. The trend from low 

blood volumes (blue and green colors! to higher blood volumes (pink, yellow and black colors! is evident up to the edge of the 
AVM. indicating a relative haemodynamic reserve in all areas despite the \VM. (See also colour plate section.) 
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i IS. 9 \xial i IL I i! ironal activation in through the right frontal I I H I ho i ' relative positions 

of the FEF and supplementary eye fields (SEF) to the AVJM (lesion, red arrows) of Case 1. The t-statistic (threshold of 3.5) is 
displayed as a color scale: yellow > red > 3.5. The green lines show the relative location of each mapping plane. This presenta- 
tion was derived from AFNI software. (See also colour plate section.) 



Fig. 18.10 Axial, sagittal and coronal activation maps through the right motor cortex (Ml) showing the relative positions of 

Ml and supplemental-} motor area (SMA) to the AVM (lesion, red arrows) of Case 1. The t-threshold was set at 3.5 and is 
displayed as a color scale: yellow > red > 3.5. The green lines show the relative locations of each plane. The SMA is posterior 
to SEF shown in Fig. 18.9. Ml is posterior to FEF but anterior to the lesion. The left Ml and S i were also strongly activated 
1 I I {III I 1 h nferior axial 

slice is posterior to the AVM. (See also colour plate section.) 
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Fig. 18.11 Selected images from comprehensive anatomic imaging of Case 2 showing the encephalomalacic area in the left 
frontoparietal region, (a) Tl-weighted, spin-echo axial image, (b) T2-weighted, fast spin-echo image, (c) proton density- 

i 1] I i i 1) 3D gradi I i ii i t idolinin i i ement in the (e) 

axial and i'i corona] planes. The enhanc ing nodule is indicated by the arrow in (e) an<S if!. 




Fig. 18.12 Selected slice-, through the encephalomalacia (arrow) of Case 2. (a) Di i ion \ igh I n ige and (b) corre- 
sponding apparent diffusion coefficient trace map showing normal water diffusion up to tin borders ot the encephalomalacia. 
The equivalent slice from the perfusion parametric naps are shown as (c) tissue transit time (TTT) map, (d) relative cerebral 
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inferior lateral aspect of the surgical bed (Figs lle,f). 
Planning for the resection of this tumour recurrence 
raised the question about the proximity of Wernicke's 
area in the anatomically close superior gyrus of the 
temporal lobe. The surrounding cortex was examined 
for ischaemia with diffusion weighted imaging and the 
calculation of apparent diffusion coefficient maps 
(Baumgartner etal. 1997; Thulborn, 1999c,) as shown 
in Fig. 18.12a,b). As there is no restricted diffusion up 
to the edge of the nodule, ischaemia is not present. The 
encephalomalacic region shows ADC values compa- 
rable to cerebrospinal fluid (CSF) as would be 
expected. A simple perfusion study based on suscepti- 
bility contrast bolus tracking (Thulborn et al. 1997a; 
Thulborn 1999c,) was performed and maps of the 
tissue transit time (TTT), relative cerebral blood 
volume (rCBV) and arrival-time (TA) were normal up 
to the margin of the lesion (Fig. 18.12c,d,e). The fMRI 
studies were performed with both the language and 
motor (finger tapping) tasks. Only the language task is 
shown in Fig. 18.13. Wernicke's area was functionally 
defined to be more inferior and anterior to the nodule. 
The surgical approach was from anterior and superior 
to the nodule with uneventful resection. The patient is 
doing well without loss of language skills. 



activation. The laterality ratio (LR) reflects the distrib- 
ution of activation between equivalent areas of the two 
cerebral hemispheres as: LR = (L-R)/(L + R), where L 
and R are the volumes of activation for equivalent 
areas in the left and right hemispheres, respectively. 
This ratio is positive for left dominant processes, nega- 
tive for right dominant processes and zero for co- 
dominant processes. 

Young adult and elderly control subjects show a 
negative laterality ratio for the intraparietal sulcal 
(IPS) activation of the VGS paradigm (Thulborn et al. 
2000). This area may be involved in visual spatial 
attention. In contrast, for patients with probable 
Alzheimer's disease, a positive LR(IPS) for the VGS 
paradigm has been found, consistent with pathologi- 
cally dysfunction of the parietal lobe. Although these 
data are expressed as group maps for scientific 
reporting as shown in Fig. 18.14, results for clinical 
reports of individual patients also can be expressed as 
laterality ratios. Comparisons of activation volumes 
between left and right hemispheres tor the normal and 
probable Alzheimer's disease groups (Fig. 18.15(b) 
and (c), respectively) show that the normally dominant 
right intraparietal sulcal activation is reduced below 
that of the left hemisphere by Alzheimer's disease. 



18.4.2 Diagnosis 

Alzheimer's disease 

Although fMRI requires cooperative subjects, this 
example demonstrates that even demented patients can 
be examined successfully with an appropriate para- 
digm. This example also demonstrates an approach to 
expressing fMRI data in terms of the distribution of 



18.4.3 Rehabilitation therapy 

Stroke 

Patients who survive the acute and subacute phases of 
stroke show variable recovery. The uncertain nature of 
this recovery process is now open to investigation with 
fMRI. Recently two cases of recovery from aphasia 
were examined with serial fMRI and the language 



Fill. IS. 13 i Above left) Three-dimensional (3D) rendering of the aciiv ation map for Case 1. The exposed axial, coronal and 
sagittal ii I i ugl li * i I i i I i > A ! i i I i ii i i i ii i \ posterior left 

superior temporal gyrus), Broca's area (ISA, left inferior frontal lobe) and homologous Broca's area (hBA, right frontal lobe) 
and the Sylvian fissure (green dots). The t-threshold was set at 3.5 and is displayed as a color scale: yellow > red > 3.5. The 
coronal contra lha n i he right si lolinitu trast-enhancin lul i i I i 

3D presentation is an alternative presentation to three planes of Figures 18.9 and 18.10 and is also derived from AFNI soft- 
ware. (See also colour plate section.) 

i I I i up activation i ith Izheii i n I icli the group aver- 

ages of the activation and the structural studies are superimposed. Such a group analysis is readily performed with AFNI soft- 
ware. Bar graphs expressing the percentage activation volume (per cent AV) for the dorsal pathway activated by the VGS 
paradigm are shown for (b) normal elderly control subjects (n = 5) and (cj patients with Alzheimer's disease (n = 9). Three 
areas; frontal eye fields (FEF), intraparietal sulcus (IPS), and prefrontal cortex (PFC), of the right (gray) and left (black) cere- 
bral hemispheres are plotted. The reversed sign of the LR is statistically significant (p < 0.1) for IPS with the diagnosis of prob- 
able Vlzheimer's disease. 'I lie total activation is reduced in this disease also. (See also colour plate section.) 
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strokectomy required to halt brain herniation during an acute neurological decline. 



o the redis- 
sting large- 



n who pre- 
•s showed a 



paradigm (Thulborn et ai. 1999a). The results indi- 
cated that recovery was not based on the survival of 
tissue in the damaged zone but rather due t 
tribution of cognitive workload over the exi 
scale neurocognitive network. The current 
to emphasize this point. 

Case 3 is a 30 year old right-handed ma 
sented with dense left hemiplegia at 6 houi 
stroke in the posterior distribution of the right middle 
and anterior cerebral arteries. The conventional Tl- 
and T2 -weighted MR images showed abnormal signal 
along the right cingulate gyrus and over the right tem- 
poroparietal regions ( Figs 1 8 . 1 5a,b ) . The gradient echo 
MR images showed haemorrhage within the stroke 
involving the anterior cerebral artery (Fig. 18.15c) 
(although the stroke was termed non-haemorrhagic 
based on an earlier computed tomographic examina- 
tion). There was restricted diffusion and reduced ADC 
in the stroke region (Fig. 18.15d). The patient was 
maintained on heparin therapy. By day 4, the patient 
experienced a rapid neurological decline, consistent 
with cerebral herniation from brain swelling and 
underwent a strokectomy. This resection removed the 
region of stroke encompassing the right motor cortex. 



The anatomic imaging showing the post-operative 
anatomy is shown in Figs 18.15e,f,g,h). Given the 
removal of the right motor cortex, poor recovery from 
the hemiplegia would typically be expected. However, 
by the time that the patient returned for a fMRI study 
four weeks later, he was able to walk with a cane. 
Although unable to perform left finger tapping and foot 
movement easily, he was able to move his wrist and 
rotate his foot sufficiently to allow fMRI to be used to 
define brain activation associated with movements of 
the left upper and lower extremities. Responses from 
the left side were compared with those from the normal 
right side for finger tapping and foot dorsi- and plantar- 
flexion. The results for the foot movement are shown in 
Fig. 18.16. 

Recovery of the left-sided extremity function was 
associated with activation of the left hemisphere for 
both upper and lower extremities. This redistribution 
happened rapidly and without any apparent activation 
in the right cortex. 

Not only do such cases demonstrate that fMRI 
can be performed in the setting of abnormal physi- 
ology but that fMRI has a role in monitoring the reha- 
bilitation process. As experience is gained with this 
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Fig. 18.16 Sagittal, axial and c< 
primary motor and somatosensory cc 
right lower (4) and left lower (5) extn 
robust activation elicited by movern 
s. The strokectomy (red ar 



1 el follow in r o k e c t o n i 1 1 liar i i 

load to the left hemisphere. (See also colour plate section.) 



maps for Case 3 through the supplementary motor cortex ( i. SjMA) and 

x of the left hemisphere in response to movement of the right upper (2), left upper (3), 

ties. The green lines show the relative locations of the three planes. This mapping shows 

of the left extremities in the left hemisphere adjacent to areas activated by the right 

clearly shows that the right motor cortex was resected. The patient was able to walk 

ipported by redistribution of the cognitive work- 
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devastating disease, fMRI may aid in the developme 

of rehabilitation interventions to enhance these intri 



18.5 Conclusion 

As we consider using fMRI in the clinical arena, care 
must be taken to ensure high quality studies in the 
setting of single patient examinations in the presence 
of abnormal physiology. Mistakes have serious impli- 
cations for the acceptance of this methodology as well 
as for the care of individual patients. Quality control 
of the imaging environment, patient preparation and 
selection, as well as appropriately calibrated para- 
digms are mandatory. With adequate attention to the 
points described in this chapter, fMRI becomes an 
exciting window onto brain function in many patient 
populations currently thought to be inappropriate for 
imaging. 

Brain function appears to be distributed over large- 
scale neurocognitive networks with patterns based on 
workload and available resources. Such distributed 
processing seems to underlie the great plasticity of the 
human brain to buffer changes in cognitive function in 
at least some catastrophic acute and chronic diseases. 
Neuroimaging, especially fMRI, provides an opportu- 
nity to monitor these innate compensation mecha- 
nisms that cope with compromised performance due to 
disease. These compensation mechanisms offer poten- 
tial for enhancing cognitive and behavioral function 
even in the presence of some types of diseases. 

An interdisciplinary team of neuroradiologists, 
cognitive psychologists, MR physicists, statisticians, 
engineers, neurologists and psychiatrists will be 
required to ensure optimal clinical utilization of this 
emerging fMRI technology. 
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19.1 Introduction 

The past few decades have witnessed extraordinary 
progress in the development of techniques for non- 
invasive structural and functional imaging of the 
human brain. However, despite this progress, no 
existing medical imaging modality provides all of the 
information required for best clinical practice or 
cutting edge research. MRI is the premier technique for 
characterizing the soft tissue anatomy of the human 

brain, but it ha 1 ignrl limil i in foi defining the 

geometry of the skull. Functional MRI provides 
detailed pictures of spatial patterns of neural activa- 
tion based on associated haemodynamic changes, but 
does not capture the characteristic temporal dynamics 
of electrophysiological activation. MEG and EEG 
provide excellent temporal resolution of neural popu- 
lation dynamics but are limited in spatial resolution by 
the ambiguity and ill- posed nature of the source recon- 
struction problem. Electrical and magnetic stimulation 
offer capability for direct intervention in central or 
peripheral neural pathways, but depend on knowledge 
of anatomical and functional organization drawn from 
other sources. Other methods (including electrophysi- 
ology and microanatomy, optical and magnetic reso- 
nance spectroscopy, impedance tomography, PET, 
SPECT, endoscopy, neurosurgical intervention, behav- 
ioural and lesion studies), each provide important and 
unique, though more limited insight into neural func- 
tion and functional organization. Although the mix 
and relative importance of imaging technologies will 
evolve, the need to integrate information from multiple 
methods will remain. 



19.1.1 Anatomical MRI 

The exquisite soft tissue images provided by magnetic 
resonance serve as the anatomical underpinning for 
functional neuroimaging of the human brain. An 
expanding array of methods depends on computa- 
tional geometries derived from MRI to properly model 
the physical processes on which the measurements are 
based. 3D volume imaging allows researchers to define 
the anatomical substrate of functional activation. MRI 
allows documentation of the detailed anatomy of every 
subject in functional brain mapping studies. Emerging 
techniques will allow rigorous quantitative compar- 
isons of anatomy and functional architecture across 
large numbers of normal individuals as well as popu- 
lations with particular psychological or neurological 
abnormalities. A variety of brain warping or cortical 
unfolding strategies allow the individual anatomy to 
be mapped into a canonical brain coordinate system. 
Such capabilities have inspired initial efforts to develop 
statistical, probabilistic atlases of human brain struc- 
ture (see Chapter 15). As atlases are extended to 
include functional data, they will become important 
sources of prior knowledge for MEG and EEG, and 
other forms of functional neuroiinaging. 



19.1.2 Functional MRI 

The development of MRI-based techniques for map- 
ping of the haemodynamic responses to neural activa- 
tion has had profound effects on human neuroscience. 
fMRI provides spatial resolution unprecedented for 
noninvasive imaging. The underlying technology is 
widely accessible, and the methods are suitable for a 
wide range of paradigms. FMRI also has useful tempo- 
ral resolution (see Chapter 7). As described in Chapters 
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17 and 18, responses to sensory stimul 
associated with cognitive or motor tasks separated by 
several seconds are readily resolved, so that the method 
allows tracking of many forms of problem solving or 
goal directed behaviour. The consistent lags associated 
with haemodynamic responses allow inference of phys- 
iological activation shifts of less than a second, partic- 
ularly within a functional area. This allows tagging of 
stimuli and responses by time, a strategy exploited to 
map retinotopic organization and thereby identify 
early visual areas (Sereno et al. 1995). 

Initial demonstrations of fMRJ in humans (Belliveau 
et al. 1991) involved the injection of a paramagnetic 
contrast agent and required echo planar imaging capa- 
bility (EPI) (Stehling et al. 1991) to resolve the initial 
passage of the injected bolus through the cerebral 
circulation. By measuring the local reduction in image 
intensity due to magnetic susceptibility, it was possible 
to calculate blood volume, which changes as a func- 
tion of neural activation. As described throughout this 
book, current work exploits the paramagnetic nature 
of deoxyhaemoglobin to monitor changes in blood 
volume or venous blood oxygen content (Kwong et al. 
1992; Ogawa et al. 1992). Because BOLD fMRI does 
not require administration of radioactivity or contrast 
agents, it is compatible with continuous recording, 
complex experimental paradigms and repeated experi- 
ments within individuals. As a practical matter, the 
relatively benign nature of the methodology helps 
insure a ready supply of volunteers. However, in spite 
of the phenomenal success of existing fMRI methods, 
there remain significant limitations. One of the most 
important is that the haemodynamic response is too 
slow to define brain activity adequately. 

Many functions of the networks of the brain depend 
on the temporal interplay between spatially distinct 
spatial networks, interleaved through a particular 
cortical area, or spread across much of the cortical 
surface. Although the dynamics of some responses (e.g. 
action potentials) are sub-millisecond, the dominant 
time-scales for network interactions appear to be 
milliseconds and tens of milliseconds. MEG and EEG 
can record activities (averaged across populations of 
neurones) on these timescales. Unlike BOLD fMRI, 
these methods measure signals that are the direct phys- 
ical consequences of electrophysiological activity. 



19.1.3 MEG and EEG 

With the advent of whole head sensor arrays and 
improved analytical strategies, neural electromagnetic 
(NEM) techniques (MEG, EEG, and related methods) 
are becoming increasingly important tools for human 
brain mapping, with particular advantages for track- 
ing the temporal dynamics of brain activity (for 
review, see Hamalainen et al. 1993). Because these 
techniques provide no direct information about brain 
anatomy, they are typically used in conjunction with 
MRI to allow correlation of function with anatomical 
structure (George et al. 1989; Ranken and George 
1993; Aine et al. 1996). 

There now are several classes of computational 
techniques that allow the integration of data from 
MEG and MRI to improve the accuracy and reliability 
of functional neuroimaging by MEG (George et al. 
1995a,h). In all of these MRI is used to build more 
realistic geometric models of primary compartments 
within the head volume conductor. This allows more 
accurate calculation of magnetic fields or potential 
distributions produced by primary currents within the 
head, which can improve the accuracy of source local- 
ization. MRI-derived models of the detailed geometry 
of cerebral cortex are used to constrain tomographic 
current reconstruction procedures. This strategy sig- 
nificantly reduces the number of parameters required 
to describe a general source model and thereby can 
enhance the performance of algorithms to solve the 
inverse problem. Functional MRI is used to constrain 
the inverse problem, allowing estimation of the time- 
course of regions of activation identified through 
fMRI. This allows the integrated application of two 
powerful paradigms for functional neuroimaging, 
exploiting the strengths and minimizing the weak- 



19.2 Multi-modality imaging 

The complementary strengths and weaknesses of avail- 
able functional neuroimaging techniques have driven 
efforts by a number of investigators to combine 
multiple imaging modalities. However, this ambition 
poses a number of challenges — both fundamental and 
technical — that must be addressed. 
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19.2.1 Co-registration 

One of the most basic requirements for multimodality 
imaging is that we are able to define the spatial rela- 
tionships between the measures. Although the princi- 
ples and some of the computational issues have been 
outlined in Chapter 15, there are technical and prac- 
tical details that require careful attention for successful 
multi-modality investigations. Since MRI is used to 
define the anatomy, the general strategy is to define the 
coordinate system of other measurements relative to 
the implicit coordinate system of the MR volume 
imaging. Positions of the sensors used for MEG or 
EEG are typically measured in a head-centred refer- 
ence frame defined by external anatomical references 
such as the bridge of the nose and the preauricular 
points adjacent to the external ear canals. The first step 
in multi-modality co-registration is to define the loca- 
tion of the sensor array relative to these anatomical 
landmarks. 

A variety of systems have been used for this purpose, 
including calipers, mechanical arm digitizers, optical 
digitizers, and sonic probes. Perhaps the most widely 
used systems are magnetic 3D-space tracking and 
digitizing systems (e.g. as marketed by Polheimus 
Navigation Systems). The Polheimus systems employ 
magnetic field transmitter and pickup subsystems, each 
consisting of a set of three orthogonal coils. The trans- 
mitter is positioned at a fixed location and pickup coils 
embedded in a stylus or a discrete sensor are used to 
localize the pickup coils relative to the transmitter. 
Such systems can be used to digitize the location of 
each electrode of an EEG system, as well as the 
anatomical landmarks that define the coordinate 
system. Some MEG systems incorporate an active 
probe (or transmitter assemblies that are attached to 
the head) and use the MEG sensor array as the receiver 
for probe localization. 

Once the spatial relationships between anatomical 
landmarks and the sensor array are established, it 
remains to define their spatial relationship to the MRI 
volume dataset. In early experiments MRI-visible 
fiducial markers (such as oil-filled capsules) were 
sometimes attached to the head surface. However, 
once full 3D volume imaging became routinely avail- 
able, it became clear that there are significant advan- 
tages to locating the anatomical landmarks precisely 
on a head-surface defined from the MRI data itself. 
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relationship between neuroanatomy and functional 
architecture. The same capabilities are essential for 
most other applications of integrated computational 
modeling. The technical requirements are relatively 
straightforward, once the appropriate coordinate 
transforms are established. 

19.2.2 Physical models 

MEG and EEG (as well as other developing imaging 
methodologies) require nested computational models, 
to encapsulate measurement physics and to build plau- 
sible models of functional activation that account for 
experimental observations. Analytical head models 
consisting of one or more concentric spherical shells 
have been the mainstay of NEM source localization 
techniques to date (e.g. Sarvas, 1987), but a number of 
studies have shown that models incorporating a more 
realistic geometry of the principal conductivity bound- 
aries can significantly improve source localization 
accuracy under some circumstances. A number of lines 
of evidence suggest that the dominant sources of NEM 
signals are postsynaptic currents in the cell bodies and 
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dendrites of cortical grey matter (e.g. Mitzdorf, 1985). 
By assuming that sources lie within and normal to the 
thin layer of tissue comprising neocortex, it is possible 
to derive models that reduce the ambiguity and 
strengthen the power of reliable inference. 

Building models of the gross anatomy of the head 
and the 3-D structure of neocortex remains a chal- 
lenge, although the past decade has produced a number 
of advances. In present practice, anatomical segmenta- 
tion is often undertaken on the basis of isotropic (or 
at least densely sampled) MR image volumes. After a 
certain measure of processing to remove inhomo- 
geneities and artefacts in the images, semiautomatic 
voxel classification or region growing techniques can 
do an adequate job of identifying relevant classes of 
tissue. For many purposes a segmented volume or list 
of voxels is all that is required. However, many high 
performance rendering and volume modeling tech- 
niques require the additional step of tesselation: arbi- 
trary boundary surfaces are divided into a series of 
contiguous triangles, or the volume is divided into a 
collection of tetrahedra. This strategy has the advan- 
tage that complex surfaces or volumes can be modelled 
with a minimum number of elements, leading to more 
efficient computations with acceptable accuracy. 

19.2.3 Experimental strategy 

Most multi-modality functional neuroimaging studies 
to date have employed experimental designs that could 
be utilized in separate trials with good reproducibility. 
This requirement is not a serious constraint. Most 
functional imaging techniques used in isolation require 
signal averaging over multiple trials in order to obtain 
reliable responses; it is a relatively small step to design 
experiments with repeated trials that can be staged 
as separate experiments with different functional 
mapping techniques. More than one experimentalist 
has argued that separate, modality-specific studies are 
the most practical strategy for multi-modality imaging. 
Nevertheless, simultaneous measurements also have 
advantages. Experiments that collect more data can 
be more efficient, and can avoid the potential of 
confounding variables. For many applications, simul- 
taneous measurements are essential for some experi- 
mental objectives. Studies of learning and memory, for 
example, are often influenced by the experience and 
state of the subject, including changes elicited by the 



experimental paradigm itself. It may not be possible to 
fully control for such effects with separate experi- 
ments. There also are special situations in which data 
from one modality determines the nature of that from 
a second. For example, fMRI studies of sleep need 
EEG to allow definition of the changing stages, and 
studies of epilepsy need simultaneous EEG to allow 
identification of interictal or mild seizure events. These 
signals allow relevant responses to be pulled out of 
ongoing fMRI data, or can be used to trigger acquisi- 
tion of a series of images spanning the haemodynamic 
response. 

In spite of the potential advantages, there are a 
number of technical and practical challenges for simul- 
taneous EEG and fMRI. The mag: 
imaging system is an inhospitable e 
ultrasensitive, passive electromagnetic n 
High magnetic fields set up interference in both the 
MR and EEG measurements. Susceptibility effects 
associated with electrodes can produce artefacts in 
MRI imaging. Imaging gradients induce currents in 
electrode leads or pickup coils adding a source of noise 
and creating a potential safety issue. The motion of 
conductive and paramagnetic materials (such as blood) 
within a strong magnetic field can produce strong 
noise components in the EEG signal, such as the 
ballistocardiogram. Even sequential experiments may 
be subject to interference between modalities. For 
example, MEG studies can be made difficult or impos- 
sible due to magnetization of metallic implants, fill- 
ings, etc., during a previous MRI session. Although 
there are analytical strategies or experimental strate- 
gies that can be used to address any of these problems, 
taken together they constitute a significant barrier. 

19.2.4 Experimental design issues 

Another challenge posed by multimodality experi- 
mental methods is the difficulty of simultaneously opti- 
mising the experiment for different modalities. Most 
fMRI studies to date have used blocked, steady-state 
sensory stimulation or behavioural paradigms in order 
to produce clearly detectable haemodynamic activa- 
tion. Comparable steady-state stimulation paradigms 
can be used with MEG or EEG (Regan 1989), and 
clever methods have been developed to exploit the high 
bandwidth of NEM methods for 'frequency tagging' of 
stimuli — e.g. to identify the origin of responses to 
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lateralized stimuli that may converge on the same 
cortical areas. However, steady-state methods also 
introduce problems. For example, phase ambiguity can 
obscure the details of timing between functional areas. 
EEG and MEG are easiest to analyse with event- 
related response paradigms, typically implemented 
through time-locked averaging of isolated stimulus 
presentations. Such methods allow randomization of 
interstimulus intervals to help avoid habituation, and 
to facilitate manipulation or control of attention, 
cognitive, or behavioural states. Pseudo-random stim- 
ulus sequences can be used to encode particular 
stimulus types within a rapidly presented train, and 
correlation techniques can be used to extract the 
response across time associated with each stimulus in 
spite of a high degree of temporal overlap. 

19.2.5 Event-related fMRI 

Recent work has established that even single, transient 
sensory stimuli elicit an incremental haemodynamic 
impulse response and that these responses sum 
approximately linearly, within limits of response satu- 
ration (see Chapter 9). Thus by adopting stimulus- 
locked averaging and overlap correction strategies 
similar to those used for NEM evoked responses 
(Woldorf 1993), it is possible to map responses to 
transient stimulation. This facilitates experimental 
designs that control for many of the potential con- 
founds associated with studies of sensory processing, 
but requires more sophisticated synchronization, 
experimental control and record-keeping. This tech- 
nique allows the same paradigms to be used for fMRI 
and NEM studies — an important consideration for 
comparative or integrated analysis. 

Achieving the required stability across a sequence of 
images is the major challenge in functional MR 
imaging. This places demands on instruments and on 
experimental methods and designs. Motion is a prin- 
cipal source of artefact: gross movements (or sub- voxel 
shifts) can give rise to artefactual subtraction signals in 
areas of image intensity gradients, that may be 
confounded with regions of neuronal activation. 
Physiological motion (e.g. cardio-respiratory changes) 
also can give rise to apparent signals — or generate 
noise that reduces signal intensities (see Chapter 12). 
Fluctuations in blood oxygenation due to the cardiac 
and respiratory cycles are significant compared to 



activity-correlated signals. In a slow steady-state 
experiment, such fluctuations can substantially aver- 
age out, but, in an evoked response experiment, unfor- 
tunate correlations are more likely and more insidious. 
However, it is possible to correct for these effects 
by modeling the unwanted 'noise' by monitoring the 
physiological processes and removing correlated 
signals (Hu et al. 1995). With adequate models, it may 
be possible to make adequate corrections without 
extra measurements. Such considerations will prob- 
ably drive a shift away from blind signal averaging 
techniques toward signal decomposition techniques 
applied on a trial by trial basis. 



19.3 NEM source localization 

Model-based analyses allow source localization based 
on MEG and EEG, but it is a demanding computa- 
tional and theoretical problem. Source reconstruction 
is an ill-posed, ambiguous problem, and the calcu- 
lation is often underdetermined for the general source 
models used for tomographic reconstruction. In 
general, NEM source localization requires nested 
models. The first is a head model that allows forward 
calculations of external magnetic fields and potential 
distributions at the head surface based on a given 
current source within the head volume conductor. The 
second component is a source model, describing the 
spatial distribution of driving currents. The source 
model is optimized by an inverse procedure that opti- 
mizes the parameters of the source model according to 



19.3.1 NEM forward problem 

The electromagnetic forward problem employs a phys- 
ical model of the electrical properties of the head to 
compute the magnetic fields or potential distribution 
observed at the surface, given a source current element 
(or distribution of elements) at a known location and 
orientation within the head. This scheme is illustrated 
in Fig. 19.1. A source current element is a distinct neu- 
ronal aggregate displaying coherent activity correlated 
with the task. This calculation may be complex but it is 
solvable. The computation may incorporate more or 
less detail, depending on available computational 
our knowledge of the medium. For some 
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Fig. 19.1 Neural electromagnetic source localization, (a) Neuronal transmembrane currents give rise to longitudinal intracel- 
lular currents and extracellular volume return currents. A detectable magnetic field is associated with the intracellular current; 
i ulai i i in ii M ii i I 1 1 I i tin in I i ii ii bsei magneti 1 listriburioi 

straddle and are orthogonal to the source current element. Extrema in the potential distribution are aligned with the current, 
(b) An array of electrodes or SQUID-based magnetic field detectors are positioned on or over the surface of the head. Potential 
and field distributions consistent with one or more simple dipole-like sources are often observed, (c) A source mode! based on 
a time-varying set of equivalent current dipoles is h't to the observed Held distribution. In tins figure, the uncertainty of source 
localization due to noise was estimated using Monte Carlo techniques and a 31) histogram of EC1) location was constructed. 
(See also colour plate section.) 



purposes (especially MEG) it may be adequate to 
assume a homogeneous spherical volume conductor, 
leading to an analytical solution. Piecewise homoge- 
neous spherical shells may capture enough geometric 
detail to be adequate for 1 J.G parametric model fitting. 
Alternatively, it is possible to use detailed anatomical 
geometry estimated from MRI to define the boundaries 
of the major conductivity compartments of the head 
for a boundary element calculation (e.g. Schlitt et al. 
1995). Full 3D finite element or finite difference calcu- 
lations can be performed at spatial resolution compa- 
rable to that of anatomical MRI. Such measures may 
be justified if data is available to further dis 
conductivity within compartments, or if fin 
cal details (such as the skull penetrations of the optic 
nerves and auditory canals) are likely to influence 
source localization. 

19.3.2 Forward modeling in realistic 
geometries 

Given tools for extracting anatomy of the skull and 
scalp from MRI data and building a computational 
mesh, it is possible to compute field or potential maps 
associated with a given current distribution using the 
boundary element method (BEM). Figure 19.2 shows 
the sort of information that can be extracted from a 3D 



MRI data set. The meshes capture the geometry of the 
principal conductivity boundaries in a realistic geo- 
metry with minimal elements. However, solutions 
require a large matrix inversion, and may encounter 
numerical problems for sources locations close to the 
mesh. Although such problems can be addressed by 
local or global refinement of the computational mesh, 
it is unlikely that such an approach will prove practical 
for general use in a typical linear estimation problem 
or an iterative, non-linear optimization procedure. 
Huang and Mosher have developed a method based on 
multiple spherical shells approximating the local 
anatomy (Huang et al. i 998 1. After setup, this method 
has computational efficiency approaching that of 
analytical methods while retaining much of the im- 
proved accuracy of the BEM technique. This method, 
coupled with efficient forward calculations based on 
truncated Legendre polynomials may provide an 
adequate basis for EEG source localization. Note that 
it is not clear whether the computational overhead of 
full 3D forward calculations is justified, given our 
limited knowledge of tissue conduc 



19.3.3 Conductivity estimation via MRI 

Advanced MRI imaging strategies, e.g. diffusion ten; 
MRI (Pierpaoli et al. 1996) may provide empirical es 
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Fig. 19.2 Computational tools for interactive and semi-automatic segmentation of cortical anatomy al 

I i i i i il i i i u i tii lute matter, and 

identification of grey matter by dilation, (b) 3D rendering of the cortical surface identified by an automatic algorithm, (c) 

Rendering of the skull segmented by region growing techniques from rl) MR I data. (See also colour plate section.) 



mates of conductivity throughout the head for indi- 
vidual subjects. Diffusion tensor imaging discloses 
striking differences between white matter fibre tracts 
and grey matter, consistent with anticipated differ- 
ences in the anisotropy of tissue conductivity. Analysis 
by Tuch suggests that these measures have a well- 
defined and predictable relationship to values of tissue 
conductivity (Tuch et al. 1999). Diffusion and con- 
ductivity tensors share the same eigenvectors due to 
the common geometry. The relationship between the 
eigenvalues for diffusion and conductivity can be 
derived by employing an 'effective medium' approxi- 
mation. Making reasonable assumptions regarding the 
diffusivity, volume fraction and electrical properties of 
the membrane and intra- and extra-cellular space, this 
analysis concludes that the conductivity and diffusion 
are strongly and linearly related. 

Whether or not this result is strictly true, diffusion 
tensor MRI clearly provides information regarding 



conductivity anisotropy. The consequences of conduc- 
tivity anisotropy for source localization are not clear. 
Studies examining the effects of conductivity aniso- 
tropy on the EEG forward calculation suggest that 
white matter anisotropy can profoundly influence the 
magnitude of observed potential distributions at the 
head surface, but may not have significant effects 
on the observed spatial distribution. It is not clear 
whether this conclusion will apply generally to sources 
throughout the brain. Consideration of anisotropy 
may be one key to rationalizing the results of compa- 
rable MEG and EEG trials: EEG is strongly influenced 
by head volume conductivity, while the effects of this 
on MEG are minimal. The diffusion tensor method 
will be of only limited utility for estimating the conduc- 
tivity of the skull, because of its limited water content. 
Unfortunately, the skull is the most important conduc- 
tivity value for analysis of EEG data. These limitations 
underscore the need for more powerful methods to 
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conductivity of 
head. 

Wen and Balaban have coupled MRI with ultra- 
sound to characterize conductivity boundaries within 
tissue (Wen et al. 1998). This method exploits the Hall 
effect: conductive bodies moving within a magnetic 
field accumulate charge at conductivity boundaries. 
The precise relationship between the signal and tissue 
conductivity is not clear, nor are the relative merits of 
the technique. Current density MRI measures pertur- 
bations of image data produced by passing current 
through electrodes at the head surface. Although these 
latter techniques are still under development, they can 
provide a direct measure of internal currents, which 
can be used to infer tissue conductivity. Ilmoniemi has 
described advantages of weak magnetic field detection 
based on MEG for impedance tomography. It might be 
feasible to employ MRI for volumetric characteriza- 
tion of the patterns of flow of applied current. 

Geometrical constraints derived from head anatomy 
defined by MRI may play a critical role for conduc- 
tivity estimation based on electrical impedance tomog- 
raphy (EIT). Techniques for impedance tomography 



md measuring resulting potentials at 



(passing currents and measuring resulting potenti; 
surface electrodes) hold unrealized promise for non- 
invasive measurements of tissue conductivity. MRI- 
derived anatomical geometry is expected to improve 
the accuracy of inverse procedures required to recon- 
struct tissue conductivity from such measures. EIT is a 
particularly useful strategy for conductivity estima- 
tions for EEG source modeling. The measurement can 
use an existing EEG electrode array with relatively 
ir modifications to the data system electrc 






>e used for subsequent source localization. 
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19.3.4 Finite difference calculation 

Although boundary element methods can capture the 
major features of the head geometry, they do have 
significant limitations. For example, most algorithms 
are limited to simple topologies, such as a set of non- 
intersecting shells, and conductivity asymmetries other 
than the simplest radial or tangential directions cannot 
be specified. 3D models solved using finite element and 




ill I II III skull and scalp 
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in anisotropic media: The nodes for potential computation are at the corners of the spatial volume elements, (c) Several slices 
through a multi-layer system or spherical shells, used for \ alidation of the finite difference code. A single current dipole source 
was positioned radially, just below the surface of the 'skull' layer. 
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finite difference methods can address the; 

the expense of computational complexity and time. 

As typically employed, finite element methods 
achieve greater geometric accuracy in a more efficient 
representation, by constructing a specialized computa- 
tional geometry. Finite difference methods generally 
employ a regular computational mesh, well suited to 
tagged volumetric data; however, new techniques 
involving embedded domains (such as subdivisions 
of voxels) promise to deliver improved geometrical 
fidelity. The essence of finite difference methods typic- 
ally applied to bioelectric modeling is a simple solution 
of Poisson's Equation performed through successive 
over relaxation (SOR), a common linear equation 
solution method. The finite difference calculation is 
performed on a regular rectangular grid (Fig. 19.3) 
corresponding to the resolution of the MRI data used 
to drive the calculation. The computation of potential 
at any node is influenced by the 18 nearest neighbours: 
i.e. the peripheral elements on a 3 x 3 x 3 grid without 
the eight corner elements (Salaheen and Ng 1997). 
This scheme can accommodate anisotropic conductiv- 
ities, such as those estimated by diffusion tensor MRI. 

One problem with traditional finite difference solu- 
tions is that the consequences of any localized pertur- 
bation propagate very slowly away from the site of 
introduction, since only the immediate neighbour 
nodes are influenced in any iteration. Thus, consider- 
able computational time is spent waiting for the calcu- 
lation to spread and settle. Multi-grid geometries can 
be used to address this problem. By solving the system 
on both coarse and fine scales and reconciling the 
results, it is possible to achieve substantial speedups in 
convergence. Parallel processing strategies and careful 
attention to updating schemes also can dramatically 
enhance performance. Multi-grid strategies may also 
prove useful when dealing with the geometry of fine 
'W the resolution of the basic grid. 



19.3.5 The neural electromagnetic inverse 
problem 

The process of reconstruction of neural currents from 
surface MEG or EEG data is called the inverse 
problem. This problem can have no unique solution, 
but it is possible to build source models that account 
for the data. Required elements of a solution include a 
structure to describe the source model, and a scheme to 



select and optimize the source model. The accuracy of 
the solution depends on the validity and applicability 
of the assumptions that go into the model and the 
optimization procedure. 

The conventional strategy for NEM source localiza- 
tion is to use sources consisting of one or more point 
current elements or dipoles. Each equivalent current 
dipole (ECD) is specified with 6-7 parameters, defining 
the location, orientation and current strength. Because 
the forward calculation is non-linear with respect to 
the location parameters, non-linear optimization tech- 
niques based on gradient descent strategies typically 
are used to fit the model. Optimization of dipole orien- 
tation and strength is often treated as a separate linear 
problem, for a given collection of sources. The success 
of this class of model depends on the selection of an 
appropriate model order — i.e. the number of dipole- 
like sources to be fit. As with any non-linear search 
procedure, there are potential problems with local 
minima in the error space of the model. The general 
strategy used to address this problem is to vary the 
starting parameters used for model optimization in 
order to identify consistent, robust patterns of conver- 
gence. This can be performed by the analyst, or by 
automatic computational procedures such as the 
multi-start algorithm described by Huang and Aine 
and their colleagues (Huang et al. 1998; Aine et al. 
2000). Procedures such as simulated annealing or 
genetic algorithms incorporate procedural steps to 
help ensure that the algorithm finds global minima 
within a given class of models. 

A second general strategy is to treat the inverse prob- 
tomographic reconstruction. The 
space is defined by a regular grid, 
a collection of voxels, or by vertices from a computa- 
tional mesh. One to three current elements are associ- 
ated with each possible source location. The objective 
of the reconstruction procedure is to assign a value to 
current in each model element. Most strategies for 
tomographic reconstruction employ large-scale linear 
methods based on the Moore-Penrose pseudo- 
inverse. This procedure, based on singular value 
decomposition, estimates a source distribution with 
minimum power over the collection of driving currents 
(Kullmann et al. 1989; Hamalainen and Ilmoniemi, 
1994). A number of variants on this minimum norm 
procedure have been described, mostly based on differ- 
ent strategies for weighting the lead field basis matrix 
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in order to select a solution with desired properties. 
Anatomical constraints based on cortical geometry can 
improve accuracy and efficiency (Wang et al. 1992). 
However, even with substantial reductions of the 
source space based on anatomy, the inverse is a highly 
underdetermined problem; there are many more source 
model parameters to estimate than the number of 
independent measures available from MEG or EEC 

The major problem with minimum norm procedures 
is that there is no guarantee that the solution of mini- 
mum Euclidean norm (i.e. the sum of squared currents) 
will be representative of the true solution. Because of 
the strong dependence of measured magnetic field on 
distance from the source, the basic minimum norm 
procedure tends to produce diffuse, superficial current 
reconstructions, even when the reconstruction space is 
constrained to the cortical surface (George et al. 1991). 
Currents closer to the sensor array can account for 
more power in the field map with less current and are 
therefore favoured by the method. However, more cur- 
rent elements are required to account for the shape of 
a field distribution that may actually arise from a more 
focal but deeper source. 

In order to combat this tendency to favour solutions 
with more superficial generators, it is possible to scale 
the field distributions (or alternatively, the strength of 
the unit currents) in order to normalize the field power 
associated with each elemental source. Pseudoinverse 
procedures based on a normalized basis matrix offer 
some improvement in the fidelity of reconstructions. 
A similar idea motivates the magnetic field tomo- 
graphy (MFT) procedure described by Ionnides and 
colleagues (1990). Explicit or implicit basis matrix 
weighting procedures have proven to be a useful 
general strategy for modifying the properties of recon- 
struction algorithms. The FOCUSS algorithm des- 
cribed by Gorodnitsky et al. (1995) employs an 
rhting procedure to derive sparse 
s based on focal activated patches. The 
LORETA algorithm described by Pascual-Marqui 
(1994), uses an alternative weighting scheme to find 
current reconstructions that are maximally smooth. As 
we shall see, weighting procedures can also be used to 
inject information from fMRI or PET into source 
localization procedures based on EEG or MEG. 

For complex field or potential distributions, many 
different models might account for any particular 
observed field distribution. This is often true (to some 



extent) even for low-order parametric models based on 
multiple dipoles, although consistent results can often 
be obtained with proper model order and suitable opti- 
mization strategies. For tomographic reconstruction 
procedures the problem is exacerbated: an infinite 
number of models can account for the data, and the 
solution selected will depend critically on the explicit 
and implicit criteria employed for parameter estima- 
tion. Some criteria are based on numerical conve- 
nience, but others are driven by our assumptions 
regarding the nature of typical neural electric sources. 
For example, dipole models used to fit field or poten- 
tial maps at a single instance in time are typically much 
less robust than strategies such as BESA (Scherg and 
Von Cramen 1986; Mosher et al. 1992; Mosher and 
Leahy 1999) that attempt to fit a temporal sequence of 
field maps with a minimum set of sources that each 
have an associated timecourse. For distributed source 
models it is useful to build models that assume a 
tendency toward temporal continuity, and source 
correlation across time and space. 



19.4 Combined fMRI and 
MEG /EEG 

Because of the ambiguity associated with the neural 
electromagnetic inverse problem, a number of investi- 
gators have pursued the strategy of using fMRI to 
define the locations of activation while using MEG 

A growing body of evidence suggests that there is a 
good (if imperfect) correspondence between neural 
electrical activation and the fMRI BOLD response, 
and that convergent information can be used to 
improve the reliability of macroscopic electrophysio- 
logical techniques (e.g. George et al. 1995a,b; Sanders 
et al. 1996). This approach has its pitfalls. In general, 
there is no guarantee that activation seen in one 
modality will be apparent in the other. For example, 
MEG or EEG typically require well-synchronized neu- 
ronal activity, consistent across many trials in order to 
produce a strong signal while fMRI requires a net 
response averaged over the observation time. The rela- 
tionship between the precise area of electrophysiolog- 
>n and increased blood flow also is not 
Clearly, at least in some circumstances, fMRI 
sensitive to changes in draining veins than in 
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ue (Frahm et al. 1994). It is not obvious in 
n regions or under what conditions the corre- 
e between NEM and fMRI may be compro- 



19.4.1 Extensions to conventional 
analytical methods 

As described above, conventional source localization 
procedures for MEG and EEG involve non-linear opti- 
mization of a multiple source model based on equiva- 
lent current dipoles. The trick in such methods is to 
generate an initial guess of the structure of the model 
and its parameters that is close enough so that opti- 
mization procedures operating locally can find an 
adequate model. 

1 MRI 
of possible s 

i estimate of the identity and 
ire voxels, it is possible to 
associated with an extended 
nd size (George et al. 1999). 



me that 
location and 
and that fMRI provides a 
relative strengths of act 
define a field distribution 
source of arbitrary shape 



Figure IS 
These dist 



the t) 



unless the basis 
decomposition is 
putative source field distributi 
n equivalent 



: results of such an analysis, 
be used as spatial basis vectors 
urses of each source, although 
irs are orthogonal, a unique 
guaranteed. Alternatively, this 
n be used to esti- 
be used for subse- 



quent modeling procedures. Many investigators have 
located an ECD at the centre of mass of a cluster of 
activated voxels identified through fMRI. However, if 
the activated cluster has significant extent, the best 
fitting ECD may be located outside the region of acti- 
vation (and perhaps outside of cortex). Depending on 
the distribution of source currents throughout the acti- 
vated cluster (e.g. mostly parallel vs. antiparallel) the 
best ECD may be deeper or shallower than the activa- 
tion extent apparent by fMRI. For these reasons, fMRI 
is best employed as a method to seed dipole source esti- 
mates, which then can be optimized using standard 
non-linear procedures (Ahlfors et al. 1999). This 
strategy provides a measure of flexibility to account for 
between assumptions and source model. 





A 


_ 






■ ,,^,w^k 


: 


m ....'■-.!■ ■ i -- 


■....— v., i, 


■ r,,.,. y ,^M,, 


|^/W^-^-*d^J 


H .„.,._ ,.\ «ftfr W*'u A,' J J .,../ 


■ 


M 1 " 


| ■ 






"**■ 


fl» 


fc ' 




■ *-.>_- L, 




i 








| j-f ^-r-<J Kj ^.'':r-f\(/- 


w 


W ,,.,-.,,.. j„/--'-^-A-^ 


1 /■„-.- v.. ,-^„ "-k. 









Fi;>. 19/! Time courses of fMRI equivalent sources estimated from MEG data. FMRI visual data were acquired using Mocked 

teady stati irnulatii i ei i iv as in | ioi i I 1 ( , perirnei < ts were assumed to vary within 

the source according to the distribution of FMRI activation. Currents were constrained to lie normal to cortex as indicated by 
anatomical MRI. Topographies were derived for each of the assumed sources, and used as basis functions for a linear decom- 
pose ion of .hi' time-varying Held map:-. Estimated time courses for I I areas are coded in colour (See also colour plate section.). 
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Fig. 19.5 MEG timecourses of fMRI sources using a weighted 
fMRI experiment (involving visual motion) are shown on an unfolded 

applied to field maps al each time point. Estimated timecourses for 
Differences as a function of stimulus type are coded in color. (Data 
General Hospital NMR Centre, Boston). (See also colour plate sectior 



:>rm procedure. Areas of activation from a visual 
A 0.9:0.1 weighted pseudoinverse procedure was 
four identified visual areas are illustrated. 

of Ander> Dale ami colleagues, Massachusetts 



19.5). As in previous 
istrained to lie within 



a problems with local minima in non-linear opti- 
it may be desirable to seed multiple optimi- 
zation runs with ECDs based on a source probability 
distribution estimated from fMRI, or generated by 
stochastic perturbation of an estimated parameter set. 
Dale and colleagues have championed an integrated 
tomographic inverse procedure based on a form of 
weighted minimum norm 
work, the inverse solution 
the cortical surface, and 
may be constrained to lie 
(Dale and Sereno 1993). Thresholded fMRI can be 
used as a hard constraint on the reconstruction; i.e. by 
weighting activated voxels as 1 and other voxels as 0, 
the solution can be forced to lie within the activated 
regions disclosed by fMRI. However, if fMRI analysis 
finds spurious activations (or worse, misses regions 
that contribute to field distributions observed with 
MEG or EEG) time course estimates will contain 
systematic errors. In simulated data, this problem is 
typically observed as 'crosstalk' between the estimated 
timecourses of component sources. Using crosstalk as 
a diagnostic metric, Liu and colleagues (1998) showed 



o the local surface 



that a 0.9:0.1 weighting scheme c 

advantages of fMRI constrained i 

avoiding the most serious problems associated with 

sources not apparent in the fMRI data. 

19.4.2 Bayesian inference 

Given the fundamental ambiguity of the inverse 
problem and the complex error surface associated with 
the parameter space, there is no guarantee that the 
proper form of source model (e.g. the number of active 
sources) can be determined or that a single global 
minimum can be found, even by reference to fMRI 
data. The parameter values that are estimated depend 
critically on model assumptions and may vary widely 
as a function of small amounts of noise in the data. 
Methods foi integrated analysi ici s modalities are 
mostly based on ad hoc strategies validated through 
simulations and tested on experimental data from 
well-studied systems. 

Bayesian analysis techniques provide a formal 
method for integration of prior knowledge drawn 
from other imaging methods. In pure form, Bayesian 
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techniques estimate a posterior probability distribu- 
tion (a form of solution) based on the experimental 
data and prior knowledge expressed in the form of a 
probability distribution (Bernardo and Smith 1994; 
Gelman et al. 1997). In addition to providing a flexible 
mechanism for multimodality integration, these tech- 
niques allow rigorous assessment of the consequences 
of prior knowledge or assumptions about the nature of 
the preferred solution. Several investigators have 
explored traditional Bayesian methods, seeking a 
single 'best' solution th i itistit some criterion, such 
as a maximum likelihood, maximum a posteriori 



(MAP), or maximum entropy solution (Baillet and 
Garnero 1997; Phillips et al. 1997). In this context, a 
weighted minimum norm solution can be shown to be 
a maximum likelihood solution with Gaussian priors. 
However, for reasons discussed previously, any given 
single solution is effectively guaranteed to be inaccu- 
rate, at least in its details. It may be very difficult to 
characterize the range of acceptable solutions or to 
quantify confidence intervals for a particular solution. 
Techniques such as Cramer-Rao bounds are model 
dependent and make assumptions that reduce relia- 
bility as general-purpose tools. 




Fig. 19.6 A series of sample soluti 

Monte Carlo algorithm found the sa 
appear in some solutions. These dat; 
Bayesian inference. 



is from the posterior probability 
■ set of three sources in almost ev 
ere simulated and thus are knov 



distribution. After 1000 iterations the Markov Chain 
ry sample, although additional extraneous sources also 
l to contain three sources in the locations suggested by 
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Schmidt and colleagues (1999a,b) have described a 
technique for Bayesian inference that addresses this 
concern by explicitly sampling the posterior proba- 
bility distribution. The strategy is essentially to 
conduct a series of numerical experiments and to see 
which stochastic solutions best account for the data. 
To make the method efficient enough to be practical, a 
Markov Chain Monte Carlo (MCMC) technique is 
employed. Figure 19.6 shows the results of a MCMC 
analysis using simulated data for validation. This is an 
importance sampling strategy; after the algorithm 
identifies regions of the source model parameter space 
that account for the data, by a stochastic process, the 
algorithm effectively concentrates its sampling in that 
region. Thus in the end, samples are distributed 
according to the posterior probability distribution — a 
probability distribution of solutions upon which all 



subsequent inferences are based. This method shares 
some conceptual linkage with the multi-start methods 
described by Huang and colleagues (Huang et al. 
1998); however, the latter method is intended to avoid 
problems of local minima in parameter space, rather 
than to explore the topography. The Bayesian infer- 
ence method does not employ optimization procedures 
and does not produce an estimate of the best fitting 
solution. Instead, it attempts to build a probability 
map of activation. This distribution provides a means 
of identifying and estimating probable current sources 
from surface measurements while explicitly empha- 
sizing that multiple solutions can account for any set of 
surface EEG/MEG measurements. 

The method for Bayesian inference uses a general 
model that can incorporate prior 
luding location, 




Fig. 19.7 Extended parametric source model used for Bayesian inference. A source defined by the ir 
a sphere centred on cortex. Note that adjacent sides of a sulcus or gyrus are often labeled together for extended sources. A 
source defined by a patch grown on the cortical surface. A location on cortex is seeded jn-S adjacent bands of voxels are labeled 
in a series of dilation operations. (See also colour plate section.) 
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;trength and spatial smoothness. The 
method uses an extended parametric model to define 
sources instead of equivalent current dipoles. An active 
region is assumed to consist of a set of voxels identified 
as part of cortex and located within a sphere centred 
on cortex, or a patch generated by a series of dilation 
operations about some point on cortex. Figure 19.7 
shows examples of such source models There are no 
assumptions about the relative strength of currents 
across the source region — only that the active source 
currents are contained within the patch. Thus the 
approach incorporates the expectation of sparse and 
focal regions of neural activation exploited by dipole 
models without being nearly so restrictive. Studies 



with simulated data suggest that the extended para- 
metric model may facilitate reliable estimation of the 
extent of electrical activation. The Bayesian inference 
technique is the first method for NEM source localiza- 
tion that offers encouragement in this regard. 

In a typical analysis, 10 000 samples are drawn 
from the posterior distribution using a MCMC algo- 
rithm. Despite the variability among the samples, 
several sources common to (nearly) all are often 
apparent. Features such as these are associated with a 
high degree of probability, quantifiable because the 
MCMC samples are distributed according to the 
posterior probability distribution. By keeping track of 
the number of times each voxel is involved in an active 




Fig. 19.8 Source pr< ibability maps estimated for visual evoked response data. Four views of a region found to contain activity 
at a 95 per cent probability level. '1 le is for left visual Held stimulation . 1 1 

source is lateralized to the left hemisphere calearine. Interactive visualization of spatial-temporal source probability maps co- 
registered with anatomical MRI for the same subject, ['he anatomical data set was used in the Bayesian inference procedure to 
ces to lie in cortex, (see also colour plate section) 
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source over the set of samples, we effectively build a 
3D histogram or probability map. By adjusting thresh- 
olds it is a simple process to derive confidence inter- 
vals. In addition to the information about the locations 
of probable sources, the Bayesian approach also esti- 
mates probabilistic information about the number and 
size of active regions (Fig. 19.8). 

Because Bayesian methods explicitly employ prior 
knowledge to help solve the inverse problem, they 
provide a natural and formal method to integrate 
multiple forms of image data. The simplest strategy is 
to use fMRI data as a prior. This method can prof- 
itably employ the formalism introduced by Frank, and 
colleagues (1998) for analysis of fMRI data in which 
they quantify the probability of activation in any 
particular voxel on the basis of fMRI data. Bayesian 
methods will also benefit from the efforts to develop 
probabilistic databases of functional organization. 

19.4.3 In-field EEG 

Although integrated analysis poses the most serious 
conceptual challenges, it is only one piece of the 
puzzle. As previously discussed, it is not always 
feasible to design experiments that allow clean separa- 
tion between the trials conducted with incompatible 
methodologies. Even when it is possible to use 
precisely the same experimental protocols, there can be 
confounds due to differences in the state or perfor- 
mance of the subject. A number of c 
where simultaneous measure 
achieve experimental objectives. 

A number of laboratories have demonstrated the 
ability to collect interleaved EEG and fMRI data with- 
out endangering the subject or unduly compromising 
fMRI or EEG data (Lemieux et al. 1997). Experiments 
have employed standard gold plated EEG electrodes 
modified with a series resistor, or more recently, cur- 
rent-limiting JFET transistors surface mounted at the 
tip of the electrodes. These components serve as a 
safety measure to prevent inductive currents associated 
with time-varying magnetic fields of the MR measure- 
ment from being applied to the subject's scalp. In most 
present experiments the EEG electrodes are routed into 
a preamplifier box mounted near the MRI head coil. 
This device amplifies and filters the EEG signals, and 
encodes channels as a multiplexed analog optical signal 
that is fibre-optically coupled to the EEG data system 



located outside the magnet room. In future systems, it 
may be useful to perform A/D conversion at the head 
stage, allowing transmission of digital data. 

Several classes of experiments have been conducted 
to help validate these measurements: spontaneous EEG 
has been recorded interleaved with fMRI. Subjects 
were cued to open and close their eyes, modulating 
alpha activity (8-13 Hz). The anticipated differences 
in the power spectra were observed. Visual evoked 
potentials were elicited by photic stimulation, using 
a strobe flash or stimulation goggles. Responses were 
acquired interleaved with fMRI, and showed classical 
VEP waveform morphology, with well-resolved 
Nl, PI, and N2 components (Bonmassar et al. 1999). 
Cognitive event-related potentials (e.g. visual P300) 
have been recorded during echo-planar imaging in a 
3 Tesla magnet using 16 EEG leads. Ictal and inter- 
ictal activity has been recorded in the magnet and 
used to trigger fMRI acquisition (Seeck et al. 1998; 
Krakow et al. 1999; Symms et al. 1999). Recent 
studies have demonstrated simultaneous acquisition of 
EEG and fMRI for continuous studies of epilepsy 
(Allen et al. 2000), as well as initial evoked response 
recordings. 

In spite of these encouraging results, there area 
number of problems with the state of the art. Gradient 
and RF fields applied during MR imaging produce 
strong interference. There is no obvious strategy to 
eliminate this noise source. However, because the MRI 
acquisition sequences are repetitive and stereotypical, 
it is likely that the underlying physiological signal 
might be unmasked with appropriate signal processing 
strategies. In any case, the EEG recording system 
settles quickly, and it is possible to design echo planar 
acquisition sequences with quiescent interludes to 
allow interleaved EEG acquisition. 

Metal electrodes with wire leads can introduce 
artefacts into the MR images. Induced currents in elec- 
trodes can produce heating or shock hazards. Current- 
limiting components help eliminate the problem of 
injection of induced currents while helping to insure 
safety of the imaging subject. A number of investiga- 
tors (and companies) are examining electrode mate- 
rials and geometries in an effort to reduce imaging 
artefacts due to susceptibility. The use of plastic or 
carbon fiber leads has shown promise for high quality 
EEG recording without MRI artefact, and soon will be 
dly available. 
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Fig. 19.9 Ballistocardiogram in EEG data. EEG data collected inside (a) and outside (b) the MRI B field in the absence of 

imaging gradients or RE show the extra noise associated with blood flow land other movements) within the magnetic Held. Such 
noise can be redt I 1 tial hi ti ti i i i d. or I oi tions I in rences signals acqui 

during imaging. (Data courtesy of (,. Bonrnassar and colleagues). 



The human body introduces large noise sources due 
to mechanical or physiological motion within the ambi- 
ent magnetic field. A noise component correlated with 
the respiratory cycle is rather low frequency and can be 
accommodated with conventional temporal filtering 
techniques. Another noise component associated with 
the cardiac cycle — the so-called ballistocardiogram — 
has temporal frequency components overlapping those 
in normal EEG (Fig. 19.9). Some investigators have 
employed a spatial I aplacian filter to reduce the ballis- 
tocardiogram contribution. Noise cancellation strate- 
gies based on monitoring of physiological reference 
signals such as ECG, blood pressure or perfusion also 
appear very promising. 



19.5 Impedance tomography 



\ solutions for both EEG and MEG 
specification of head geometry and 



head tissue conductivities. While it has become com- 
mon to use structural MRI to provide geometric infor- 
mation, at present, most researchers take conductivity 
parameters from the literature, even though the large 
variability of the reported values suggests that these 
average values are likely to be unreliable. Electrical 
impedance tomography (EIT) is a method for 
measuring the head tissue conductivities in vivo by 
injecting small (1-10 |jlA) currents into the head and 
measuring the electric potential at the remaining elec- 
trodes of a dense EEG sensor array. Both modeling and 
experimental work suggest that it is possible to make 
at currents below the levels of 
dlowable in FDA approved EEG 
equipment. Although EIT requires some modification 
of EEG equipment (e.g. to allow switching of elec- 
trodes between passing current and measuring poten- 
tial) in general the issues for making EIT measure- 
ments compatible with MRI are the same as required 
for EEG. 
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19.5.1 Constrained parameter estimation 

Although in principle, EIT allows 3D reconstruction 
(Gibson etal. 1999), in practice inverse procedures are 
highly model-dependent and ill-posed. While the 
actual conductivity of the human head is undoubtedly 
inhomogeneous and anisotropic, to a first approxima- 
tion the major conductivity features are those of the 
brain, cerebrospinal thud, skull and scalp. Several labs 
have described methods for estimating the average 
regional conductivity of each of these four major head 
tissue compartments (Glidewell and Ng, 1995; Ferree 
etal. 2000). The most obvious challenge to any imped- 
ance method in the human head is that, when current 
is injected into the scalp, the low skull conductivity 
causes much of the current to be shunted through the 
scalp. Yet while the skull conductivity is low, it is not 
zero. Computer simulations using a four-sphere model 
of the head have shown that scalp potentials so 
induced are sufficiently sensitive to all tissue conduc- 
tivities to allow their accurate retrieval (Ferree et al. 
2000). The method is directly extensible to head 
models of realistic geometry characterized by a small 
number of conductivity parameters. Such models are 
rally identical to those required for EEG source 



19.5.2 Functional EIT 

EIT may prove to have substantial utility as a func- 
tional imaging technique in its own right. Recent work 
by Holder and colleagues (1996) has shown that EIT 
methods can be used to record functional responses. 
Studies with isolated nerves have recorded fast tran- 
sient impedance responses (Holder 1992). Studies 
with whole head EIT measurements in humans have 
demonstrated evoked responses to sensory stimuli, 
although in this case, the measurements required long 
integration times (tens of seconds) that may have 
prevented resolution of the underlying responses. The 
mechanisms of such responses are not well under- 
stood. In principle, this sort of measurement might be 
made sensitive to the actual changes in neuronal 
membrane conduction that give rise to cellular elec- 
trical responses. The relative contributions of intracel- 
lular and extracellular conduction paths to currents 
injected at the scalp are not known, though conven- 
tional wisdom suggests that extracellular conductivity 



will dominate such measurements. However, even 
extracellular currents might travel conductive paths 
modulated by neural activation. Several convergent 
lines of evidence suggest that significant swelling and 
shrinking of neurones (and thus changes in the extra- 
cellular space) accompany neural electrical excitation. 
These observations will be considered in more detail. 
Finally, changes in the volume and flow of blood 
during neural excitation also would be expected to 
produce detectable changes in impedar 
ments from the head surface. 



19.6 Optical methods 

Optical methods have a number of important advan- 
tages for neurophysiological investigations. The tech- 
nologies are sensitive, mature and cost effective. 
Detectors based on small high performance CCDs are 
cheap, yet offer high temporal resolution and informa- 
tion density. Importantly for our purposes, optical 
methods are compatible with (and complementary to) 
MRI. They provide a different and rather more specific 
measure of the haemodynamic processes that drive 
fMRI, including blood flow and blood oxygenation. 
Light scattering by tissue obscures the view of deeper 
processes; however, tomographic strategies based on 
temporally patterned illumination and time-resolved 
hold considerable promise for 3D n 



Optical measures may prove to be a particularly 
useful adjunct to functional MRI. They provide an 
alternative measure of haemodynamics; there are clear 
spectral signatures associated with the level of haemo- 
globin oxygenation in the visible bands as well as 
the near infrared. With appropriate techniques these 
be made quantitative, even for 
wo. Optical imaging 
studies have already provided important insights into 
the dynamics of haemodynamic regulation on a fine 
scale. It is likely that invasive optical studies will be one 
of the keys to unraveling the mechanisms of neurovas- 
cular coupling (Frostig et al. 1990). Similarly, non- 
invasive optical studies, probably employing dense 
fibre optic illumination and sensor arrays will prove 
useful for characterizing the timecourse of the various 
processes that taken together comprise the BOLD 
response. 
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19.6.1 Haemodynamic reference signals 

Although regulation of the cerebral circulation is the 
basis of fMRI, cardiac and respiratory cycles are 
sources of periodic fluctuations that pose significant 
challenges for advanced functional imaging tech- 
niques. These cycles entail changes in blood volume 
and blood oxygenation — the same parameters that 
provide functional contrast for MRI. The movement of 
blood in a strong magnetic field gives rise to potentials 
at the head surface that constitute a large interfer- 
ing signal. In fMRI paradigms employing blocked 
stimuli, most analyses integrate over many cycles in 
both trial and control blocks, so that the consequences 
of individual fluctuations are effectively suppressed. 
However, in single trial analyses or evoked response 
paradigms (where time-locked averages are con- 
structed relative to a stimulus) there is greater potential 
for stochastic mischief. With limited numbers of trials, 
an unlucky conjunction of cycles can leave residue in 
an average response. This sort of problem may have a 
probability higher than chance, especially if the stim- 
ulus rate is fixed and near a harmonic of the frequency 
of the offending physiological cycle. Also, some 
subjects have a tendency to synchronize respiration 
with stimulus presentation, disrupting the phase dis- 
persion that allows averaging to suppress signals not of 



Optical measurements can provide reference signals 
that track the cerebral circulation for the analysis and 
correction of dynamic interference seen in fMRI and 
EEG (Fig. 19.10). Using correlation techniques it is 
possible to characterize and correct for the periodic 
signals associated with respiration and the cardiac 
cycle (Allen et al. 1998). Although in principle it 
should be possible to gather the required data by moni- 
toring ECG, respiration and perhaps blood pressure, 
optical measures can provide a direct measure of the 
relevant parameters collected at the most relevant site. 
Optical measures may be made particularly compat- 
ible with MRI. Emerging designs for dense optical 
sensor arrays typically employ optical fibres of plastic, 
glass or quartz to deliver light to the head surface 
and to detect light that has diffused through the 
head. Unlike the metallic leads and electrodes used 
for EEG and ECG, these materials do not perturb 
either transient or static magnetic fields. Thus fibre 
based optical sensors should not interfere with 




Fig. 19.10 Optical monitoring of haemodynamics, from 
fast video images collected over the dorsal medulla of rat 
(Rector et al. 1999). Averaged ECG and blood pressure traces 
are illustrated in upper traces, (a)-(d) illustrate correlated 
optical signals recorded from indicated regions of interest in 
the reference image', below. Noninvasive optical monitoring 
may allow correction oi cardiac and respiratory interference 
in event-related functional images. 



magnetic resonance imaging, and imaging should n 
interfere with optical n 



19.6.2 Fast optical transient responses 

Most functional optical measurements to date (includ- 
ing, direct cortical imaging and noninvasive methods) 
depend on the same sorts of haemodynamic processes 
that are exploited by fMRI, i.e. changes in blood 
volume, perfusion and oxygenation. However, there 
are also a number of reports over the last thirty years 
or more, that describe fast optical signals that closely 
tract the dynamics of electrical activation in neural 
tissue. These fast intrinsic optical signals include 
changes in light scattering and birefringence. The 
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physical basis of these signals has not been established, 
although a number of possible mechanisms have been 
proposed: conformational changes in membrane chan- 
nels, release and dispersion of neurotransmitter 
packets, reorganization of cytoskeletal components, 
uptake of potassium by glial cells. Several lines of 
evidence suggest that the flow of ions in and out of 
neurones during electrical activation also may be asso- 
ciated with coincident flow of water to maintain 
osmotic balance. This suggests that neurones may 
swell and shrink on timescales comparable to post- 
synaptic responses or even action potentials. Indeed, 
there are direct physical measurements that support 
this interpretation (Watanabe, 1986; Tasaki and 
Byrne, 1992). 

The early demonstrations of fast intrinsic optical 
signals employed isolated nerves and sensitive single 
channel detectors. The experiments are challenging 
because the signals are quite small — on the order of 
1 part in 10 5 . Given the signal-to-noise limitations of 
optical measurements, the prospects of imaging these 
fast signals appeared remote. In the face of these diffi- 
culties, efforts shifted toward the development of 
voltage sensitive and other indicator dyes, to enhance 
the signals available for fast optical measurements. In 
the meantime, Grinvald and colleagues demonstrated 
that intrinsic optical signals associated with local 
haemodynamic regulation in neural tissue could be 
imaged using high performance video technology. 
These signals are typically 1-2 orders of magnitude 
larger than the fast signals reported earlier. This 
method has disclosed remarkable features of the 
spatial organization of the information processing 
architecture of neural tissue. Although most experi- 
ments have involved exposing the tissue to be studied, 
acceptable images can be collected via endoscope, or 
even through the skull of small animals such as mice. 
The success of these optical imaging methods (like the 
success of BOLD fMRI) underscores the value of func- 
tional imaging methods based on intrinsic contrast 
mechanisms. 

In spite of perceived obstacles, we have recently 
demonstrated that it is possible to image 
optical changes in neural tissue in vivo. 



19.6.3 Invasive dynamic microscopic 
imaging 

We have conducted a series of experiments to charac- 
terize optical signals associated with ongoing physio- 
logical processes as well as those associated with 
responses to neural activation (Rector et al. 1999, 
submitted), as shown in Fig. 19.11. These experiments 
utilized a novel endoscopic imager and high perform- 
ance CCD technology to record at fast acquisition 
rates and over a range of tissue depths. Back-scattered 
light images were continuously digitized (100 frames 
per second) together with blood pressure, ECG, 
tracheal pressure, and field potentials. To determine 
changes in light scattering across time after the stim- 
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Tip,.. I 1 ), i 1 Kast intrinsic optical signals measured in vivo, la! 
Fast signal measured using a photodiode attached to a fiber 
optic probe placed on the hippocampus, during electrical 
stimulation of the corresponding site in the contralateral 
hippocampus. The noisy signal is optical: the electrical field 
potential recorded from the same site is illustrated for 
comparison. (Rector etal. 1997). (b) Video imaging of the fast 
intrinsic optical response from the dorsal medulla of rat, 
during stimulation of branches of the vagal bundle. A 
sequence of video frames (each 10 ms) is illustrated across the 
top. Timecourses of optical responses from identified regions 
of interest are displayed, along with the field potential 
measured with a microwire inserted nndei the focusing image 
probe. (Rector et al. 1999). 
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ulus, images from each sequence were averaged and 
divided by an average baseline image. Time averages 
aligned with the cardiac cycle show patterns that 
appear haemodynamic in origin. Image sequences 

depths show vessel perfusion. Vessel outlines are 
apparent in the surface images; images acquired at 
deeper levels are more diffuse and required a longer 
time-to-peak intensity, perhaps corresponding to 
capillary perfusion. Correlations between blood pres- 
sure and image intensity on a pixel-by-pixel basis 
reveal specific regions correlated with various phases 
of the blood pressure signal. 

In these experiments we imaged the dorsal medulla 
of the rat, an area associated with cardiac and respira- 
tory control. Nerve shocks to the vagal bundle elicited 
an electrical population spike 30 ms after the stimulus 
artefact and a population evoked potential with a peak 
80 ms after the stimulus artefact. Image sequences 
showed a distinct spatial pattern of activation within 
the tissue, with four distinct temporal components: 
an early positive-going response at 30 ms (P30); an 
intermediate negative response (N80) which peaked 80 
ms after the stimulus; a late and long-lasting negative 
response (N300); and a slow positive response last- 
ing at least 800 ms (P800). Light-scattering images cor- 
related with blood pressure at three different lag inter- 
vals showed various haemodynamic patterns, which 
differed significantly from the two early response pat- 
terns, and were similar to the two slower response pat- 
terns. Different stimulus related signals across depth 
were also observed. The time course and polarity of the 
slower components matched the haemodynamic map- 
ping responses reported in earlier studies (Grinvald et 
al. 1988). The faster responses (P30, N80) were limited 
in their spatial distribution and appear to represent 
light scattering processes directly associated with 
ion (cf. Rector et al. 1997). 



19.6.4 Non-invasive studies 

In addition to these invasive optical imaging studies, a 
number of laboratories have undertaken the develop- 
ment of non-invasive macroscopic methods for optical 
tomography and spectroscopy (Fig. 19.12). These 
methods exploit the fact that light, particularly in the 
near infrared (NIR), is not strongly absorbed by tissue 
even though it is highly scattered. Light is differentially 



absorbed as it diffuses through tissue; for example, 
oxy- and deoxyhaemoglobin have different absorption 
maxima in the NIR between 750 and 850 nm. The 
strategy for such measurements is to apply light to the 
scalp at one or many locations via optical fibres, and to 
collect light with other fibres, at varying distances from 
the source. Although light diffuses throughout the 
head, the amount of returning light drops off as a steep 
function of source-detector separation. 

Spectral measurements can be made by applying 
light at a series of different wavelengths, or by illumi- 
nating with white light, dispersing the collected light 
with a prism or grating and measuring the spectrum in 
parallel with a detector array such as a CCD. Spectra 
cannot be analysed quantitatively if the effective 
path length of the measurement is unknown; the path 
may vary as a function of wavelength. By using 
pulsed or high frequency modulated illumination, and 
time-resolved detection, it is possible to estimate the 
effective path length for purposes of tomographic 
reconstruction or quantitative spectroscopy. Alterna- 
tively, differential spectroscopy as a function of time or 
experimental manipulation minimizes the problems 
with path length, < 
relatively small. 

Measurements with c 
white light spectrometer described by Mourant et al. 
(1996) detected clear changes in oxygenation of fore- 
arm muscle tissue as a function of respiratory mani- 
pulations (breath-holds and hyperventilation) and 
exercise (hand contractions). Changes in cerebral oxy- 
genation were observed in response to respiratory 
manipulations. Small changes in perfusion and/or 
oxygenation over motor cortex were observed in 
response to a task requiring contraction of one hand 
or the other, consistent with haemodynamic changes 
in response to neural activation within the motor strip. 
These studies employ ed a cooled CCD camera to allow 
extended integration and high-resolution readout. 
However, the system did not provide frame rates ade- 
quate to resolve physiological fluctuations associated 
with the cardiac cycle and normal respiration. 

19.6.5 Time of flight tomography and 
spectroscopy 



Spectroscopy employing white light provides 
of information regarding the species im 
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biochemical processes, but such methods are compar- 
atively inefficient, since the light is dispersed among a 
number of detectors. Also, most white light sources do 
not provide capability for sub-nanosecond pulses or 
high frequency modulation. For these reasons, lasers, 
laser diodes or high output LEDs have typically been 
employed for time-resolved spectroscopy or optical 
tomography. Though generally of lower intensity, 
solid state devices provide a number of practical 
advantages. Small size facilitates the development of 
compact instrumentation. Also, power and cooling 
requirements are less demanding; and often individual 
devices can be devoted to each illumination channel, 
eliminating the need for multiplexing and allowing the 
identity of each source to be encoded in the modula- 
tion frequency or in the unique temporal sequence of 



Frequency domain techniques have been employed 
by a number of investigators for dynamic spectroscopy 
and even rudimentarj tomography (Fig. 19.12). Such 
methods are particularly suitable for infants, given the 
small size of the heads and the relative transparency of 
the tissues, but spectrally resolved topographic maps 
of haemodynamic responses to neural activation can 
be reliably obtained in adults with suitable techniques 
(e.g. Benaron etal. 2000). 3D tomographic reconstruc- 
tions are possible using time-resolved or frequency 
domain data; however, the computational challenges 
are similar to those confronted by MEG and EEC 

A forward calculation is required to predict the 
propagation of light through the highly scattering 
medium of biological tissue. For many purposes this 
process can be adequately treated as a diffusion 
process, allowing an analytical solution in simple 
geometries, and comparatively simple numerical solu- 
tions in realistic geometries. However, this approxi- 
mation does not adequately treat the anisotropy 
scattering by large structures such as cellular processes 
and is therefore least accurate for near-field 
ments, which might otherwise provide the gr 
spatial detail. While the effects of absorption oi 
tering centres are most apparent when the perturba- 
tion is located near the source or detector, 
time-resolved detection techniques can be used to 
selectively probe different volumes within a scattering 
medium. The path of any given photon can be 
described as a probability distribution in space. Finite 
difference procedures can be used to model the 



processes of time-resolved (or steady-state) photon 
transport in considerable detail, given a reasonable 
model of the properties of the medium. There is little 
doubt that MRI data could be used to develop more 
accurate photon transport models and to serve as a 
spatial constraint on inverse procedures in ways that 
could substantial!}' improve structural and functional 
imaging by optical techniques. 

19.6.6 Fast noninvasive optical responses 

Changes in light scattering by focal regions of neural 
tissue would be expected to alter the spatial and 
temporal distribution of light propagating from 
sources on the head surface. Since most of the probe 
light is lost through superficial reflection or scattering 
processes, it is important to design the measurement to 
maximize the sensitivity to light that penetrates the 
tissue deeply to interact with activated neural tissue, 
generally based on the separation between source and 
detector. Gratton and colleagues have described an 
apparent change in light scattering detected using non- 
invasive frequency domain techniques from the head 
surface (Gratton et al. 1997). These event-related 
optical signals (EROS) were detected as a phase shift in 
the modulated envelope of light returning to the head 
surface. These signals are fast, with components that 
correspond at least roughly to the major components 
of sensory activation observed with MEG or EEG, 
however, the signals are tiny. Detection depends on 
averaging, (often across subjects) and cor- 
for physiological cycles. Signal topography 
across the head surface may be quite focal, so that 
dense sampling is required to resolve or even to reli- 
ably detect these signals, but the electronic investment 
required per channel for time-resolved or frequency 
domain measurements has limited the development of 
suitable systems. All of these problems have limited the 
ability of investigators in the field to extend or even 
reproduce these results, so that the claims have gener- 
ated considerable controversy. 

Recently, Villringer and colleagues have reported 
the detection of fast dynamic optic signals from the 
head surface, using simple continuous wave illumina- 
tion and detection techniques (Steinbrink et al. 2000). 
Although presently described in a single report, these 
signals in many respects appear comparable to the 
images we have collected from the surface of neural 
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surface of the head are used as sources and detectors. Time resolved illumination arid detection methods allow tomographic 
reconstruction or quantitative spectroscopy. Continuous wave methods (i.e. steady illumination and continuous detection) 
allow dynamic topographic imaging of haemodynamics and fast intrinsic neural signals, (b-c) Path length resolved optical tech- 
niques (time-resolved or frequency domain) can be employed for tomographic reconstruction. This reconstruction example used 
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data consisted of one source and eleven detectors for each of 12 source locations. Reconstructed data (c) captures the major 
features of the simulated medium although at low resolution. (See also colour plate section.) 



tissue. The measurements employ much simpler tech- 
nology and appear much more robust that the EROS 
signals reported by Gratton and colleagues. In partic- 
ular, the technique should be adaptable to the 
construction of dense sensor arrays, based on low cost, 
solid state technologies. Figure 19.13 illustrates the 
type of response that can be obtained. 

Such arrays can readily incorporate capabilities for 
simultaneous EEG and EIT and can be made compat- 
ible with MRI (Kleinschmidt etal. 1996). This array of 
complementary methodologies will no doubt enhance 



the accuracy and extend the range of applications of 
multi-modality functional imaging for basic neuro- 
science studies. A compact and low cost integrated 
sensor array would clearly have implications for the 
management of clinical conditions such as head 
trauma or stroke, allowing early and continuous moni- 
toring of cerebral haemodynamics and neurological 
function while taking optimal advantage of more 
limited resources such as MR imager time. 
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19.7 Transcranial magnetic 
stimulation 

The emergence of a range of technologies for non-inva- 
sive detection of neural activation has lead to a recent 
emphasis on the passive mapping of activity elicited by 
sensory stimulation or endogenous control processes. 
However, the history of functional brain mapping 

began with the u ih i tion 1 md behavioural 

deficits produced by brain lesions associated with 
natural pathology or head trauma. The detailed 
mapping of cortical organization began with direct 
electrical stimulation of cortex, used by neurosurgeons 
to identify functionally important regions (e.g. for 
speech or motor control) that must be spared during 
cortical resection procedures. 

Although electrical stimulation of cortex from the 
head surface is possible, the high resistance skull acts 
as an insulator to diffuse the focus of current and the 
scalp current densities required for cortical stimula- 
tion produce painful sensations. Magnetic fields 
are comparatively insensitive to the properties of the 
medium. A time-varying magnetic field can induce 
local currents that can stimulate neurones. This pros- 
pect has been a matter of concern as MRI has 
embraced stronger static fields, and strong, rapidly 
switched gradients. However, this phenomenon has 
been by exploited by instruments that employ strong 
transient fields for transcranial magnetic stimulation 
(TMS) of cortex. 

19.7.1 TMS technology 

TMS instruments typically employ capacitor discharge 
or other high current technologies to produce a tran- 
sient magnetic field of 1 Tesla or more, lasting for a 
millisecond or less. Many designs employ shaped coils 
(for example, in a figure eight design) to maximize the 
intensity of field-induced currents and to sharpen the 
focus of the activated region. Stimulation coils, 
initially positioned by hand, are now precisely located 
with gantry systems or robotic arms (Paus and 
Wolford, 1998). Work is underway on arrays of coils 
that can be independently activated. By energizing 
multiple coils simultaneously, it may be possible to 
achieve a degree of focus in two dimensions. The 
physics of electromagnetism suggests that the maxi- 
mum induced potential will always lie at conductivity 




t in ms 

Fig. 19.13 Fast intrinsic optical signal recorded noninva- 
sively using continuous wave technology. The experiment 
used source and detector fibers separated by 3 cm, positioned 
over the estimated location of somatosensory cortex. 
Electrical stimulation ot tin- median nerve was delivered at 
intervals of 200 ms. A prominent response apparent at -150 
ms post-stimulation varied as a function of source and 
detector locations, and was not apparent in the control trial 
illustrated. (Steinbrink et al. 2000). 

boundaries with typical stimulation techniques, pre- 
cluding true 3D focussing. However, by taking into 
account cortical microgeometry and the optimal 
current configuration for neuronal excitation, it may 
be possible to selectively stimulate neurones at other 
than the most superficial reaches of cortex. 

The induction of currents within the brain by 
magnetic fields generated by external coils is a physics 
problem closely related to the modeling of MEG 
signals. In fact, the reciprocity principle suggests that 
precisely the same computations can be used for both. 
Thus high resolution electromagnetic models of the 
brain based on MRI will have utility for fine tuning the 
pattern of induced excitation. Already, the knowledge 
of anatomical structure and functional organization 
provided by MRI, coupled with simple analytical 
models of generated fields allow rather precise 
targeting of stimulation. 

19.7.2 TMS applications 

Existing TMS systems have been used for two principal 
applications: First, the system can be used to directly 
stimulate cortex. This effect can be detected through 
evoked motor responses, or by sensory percepts such 
as visual phosphenes. It is also possible to objectively 



e the consequences of i 
EEG, fMRI or PET. Obviously any of these methods 
requires careful attention to safety as well as electronic 
interference issues (Virtanen et al. 1999). Second, by 
stimulating a selected region of neural tissue en masse, 
TMS can transiently interfere with the capacity of the 
tissue to process physiological input during the period 
of neuronal insensitivity following induced generation 
of an action potential. Thus, precisely timed TMS 
pulses can be used to disrupt neuronal processing, pro- 
ducing a 'transient lesion' that can be used to probe the 
location and timing of waystations in a processing 
stream of interest. For example, it is possible to block 
detection of visual stimuli (measured behaviourally) 
with a TMS pulse delivered 80-100 ms post-stimulus. 
This sort of effect might also explain anecdotal (and 
mostly discounted) reports of the efficacy of 'magnetic 
feedback' to suppress epileptic seizures. A TMS pulse 
delivered shortly after the onset of an ictal event 
might render the surrounding tissue refractory, limit- 
ing the spread and thus preventing the generation of a 
full blown seizure. 

Previous work has demonstrated the feasibility of 
TMS measurements interleaved with functional imag- 
ing (Ilmoniemi et al. 1999; Bohning et al. 1997, 1999; 
Paus et al. 1997; Paus, 1999). Combination of TMS 
with PET (or even EEG) poses fewer technical prob- 
lems than multi-modality studies with fMRI. Initial 
reported studies involved moving the TMS coil in 
and out of the vicinity of the head, in order to mini- 
mize possible electromagnetic interference as well as 
mechanical problems associated with the forces gener- 
ated by strong magnetic fields. Some of the pioneers in 
this work suggest that the technical problems associ- 
ated with fMRI/TMS might be addressed by engi- 
neered solutions, including integrated systems. For 
example, it could be possible to incorporate stimula- 
tion coil systems within the radiofrequency head coil 
assemblies used for MRI (O. Josephs, personal 
in). The techniques required to minimize 
s between stimulating coil arrays and MR 
components are closely related to the engineering solu- 
tions required to minimize coupling between RF and 
gradient coils in high performance gradient inserts, 
and to accommodate 
with the same tuned c< 
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19.8 Advanced fMRI techniques 

Initial fMRI techniques involved injection of paramag- 
netic contrast agents, and measurements of blood 
volume. Although these techniques are clearly more 
invasive they have advantages in SNR and are based 
on a well-established contrast mechanism. These 
methods have largely been supplanted by noninvasive 
contrast techniques such as arterial spin labeling (for 
perfusion) or BOLD, but they serve as a reminder that 
there are many physical correlates of neural activity 
that might be accessible to MRI measurement tech- 



19.8.1 Diffusion imaging 

One method of interest is diffusion weighted MRI. 
This method, often used in conjunction with bolus 
tracking perfusion techniques, holds great promise for 
assessment of stroke. In such settings it sensitizes the 
image contrast to changes in the self-diffusion of water 
in tissue, which is found to change markedly following 
ischaemia. An interesting question that has been posed 
recently is: are there also reasons to think that there 
may be transient changes in the measured diffusion 
coefficient of water as a consequence of neural activa- 



As described above, optical measures provide one 
line of evidence. Although some changes in scattered 
light may reflect haemodynamic changes, e.g. in the 
density of red blood cells or of haemoglobin, several 
investigators have provided evidence that some of the 
changes in neural tissue that give rise to changes in 
scattered light may depend on swelling and shrinking 
of cells. It is notable that optical changes can be 
observed in slice preparations, in the absence of circu- 
lation. Fast optical changes in isolated nerves were 
reported over thirty years ago. We have recently 
shown that fast intrinsic optical signals can be imaged 
from brain tissue in vivo. In addition to optical meas- 
ures, evidence for such responses has been obtained 
with direct physical measurements of pressure and 
displacement (see Watanabe 1986 for reviews ; Cohen 
1973). 

Given the known physics of selective ion and water 
movements across neuronal cell membranes, it would 
be surprising if neuronal swelling and shrinking 
were not observed. It is not clear whether such 
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responses would be more pronounced for the intra- 
cellular or extracellular spaces in diffusion-weighted 
MR measurements. Recent measurements (reported in 
abstract form by Le Bihan and colleagues) show 
changes in DW signals stimulated by neural activity. 
The experiments reported did not have the temporal 
resolution adequate to test predictions of fast signals, 
although the responses appear to be faster than the 
imaging rate. It is not clear that signal-to-noise will be 
sufficient for the technique to be useful. Still, the possi- 
bility of a diffusion weighted fMRI technique that 
might track neural activation dynamics is a very 
appealing prospect that deserves further investigation. 

19.8.2 MRI measurements of neural 
magnetic fields 

An even more appealing (though more challenging) 
prospect is the direct measurement of neural magnetic 
field transients in situ by MRI. This would deliver the 
advantages of MEG without the problems of source 
localization posed by the inverse problem: if we can 
map magnetic field throughout the volume, we can 
infer sources without the ambiguity of surface map- 
ping techniques. The physics problem is closely related 
to current density MRI, except that current sources are 
located at unknown locations somewhere in the 
volume of the brain. 

There are clearly serious technical challenges. The 
magnetic fields produced by neuronal activation are 
tiny — only tens to hundreds of femtoT (10~ 15 Tesla) at 
the head surface. These fields drop off rapidly with 
distance from the source; at the site of activation the 
local field perturbation is perhaps hundreds of picoT 
to 1 nanoT. Recent work involving computational 
simulation and experimental data from specialized 
phantoms has demonstrated the feasibility of detecting 
field perturbations of this magnitude in phase images 
acquired at 3 Tesla (recently published in abstract 
form by Bandettini and colleagues). However, given 
the small size of these perturbations there might be 
advantages to making measurements at lower field. 
Such a strategy might enhance contrast by increasing 
the ratio AB:B Q , although it is likely to create prob- 
lems in the signal-to-noise ratio, as the resonance peak 
would shift to a lower frequency. The limitations of 
thermal magnetization also become more apparent 
at lower field. The use of a pulsed B field might allow 



strong polarization while allowing spin preparation 
and signal acquisition to be accomplished at lower 
field strengths. Alternatively, optical pumping allows 
very high levels of polarization to be achieved at low 
fields. However, the delivery of adequate quantities of 
hyperpolanzed gas through the circulation to the brain 
is an unresolved problem. 

The prospect of fMRI imaging techniques capable 
of resolving the characteristic dynamics of neural acti- 
vation poses new technical challenges as well as new 
opportunities. In the past, the MR image acquisition 
has been faster than the processes that give rise to func- 
tional contrast. If MRI is able to see processes that 
track the dynamics of the neural electrical response, 
the methods will require considerably faster imaging, 
with frame times of 5 ms or less. The most reasonable 
strategy to achieve this end is to reduce or eliminate the 
need for phase encoding. Several methods for faster 
imaging have been described in earlier work (e.g. 
Feinberg and Oshio 1992; Sodickson and Manning 
1997; Sodickson 2000) and earlier chapters. Methods 
employing multiple receiver coils are at least super- 
ficially similar to MEG technology. As in MEG there 
are possible advantages in the use of cryogenic coils, 
superconducting detector circuitry, and measurements 
at lower ambient fields. Although such methods clearly 
involve significant technical challenges, the develop- 
ment path is reasonably clear, and the goal achievable 
given sufficient motivation. The prospect of tracking 
neural population dynamics using MRI-based tech- 
nique.-', may provide s 



19.9 Summary 

No single imaging method provides all of the informa- 
tion desired by investigators exploring the principles of 
brain function, or by clinicians interested in diagnosing 
and intervening in cases of neurological pathology or 
mental health disorders. MRI is in many respects the 
leading methodology, in part because the same basic 
technology supports a wide range of techniques that 
can probe many different aspects of physiology and 
anatomy. Soft tissue geometry provided by MRI 
provides an organizational framework for all forms 
of functional data, and allows construction of the 
physical models required by many other functional 
chniques. MRI can provide direct esti- 
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mates of some of the physical parameters required by 
such models. FMRI can be used to develop source 
models that can be applied to data from EEG and 
MEG to estimate the timecourses of an ensemble of 
sources. Although such methods have pitfalls, emerg- 
ing methods for integrated analysis can circumvent 
some of these problems. Bayesian techniques hold 
particular promise for providing dynamic spatio- 
temporal maps of activation in extended networks of 
the brain, complete with the information required to 
assess the confidence that should be placed in such 
results. Meanwhile, the continuing development of 
individual measurement technologies, as well as the 
methods to facilitate simultaneous measurements with 
rather incompatible technologies, will expand the 
arsenal of methods available to the i 
physician for understanding the archit 
dynamic function of the human brain. 
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